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PREFACE. 


In  this  handbook  an  attempt  has  been  made 
to  bring  together,  in  a  systematic  manner,  and 
with  reference  to  a  special  object,  four  works, 
which  I  have  published  at  different  periods.* 

Some  things  have  been  modified,  many  added, 
and  all  recast,  so  that  the  book  is  not  so  much 
a  renovation  or  reproduction  as  a  new  work. 

The  object  undertaken  is  that  of  claiming  for 
Mechanical  Therapeutics  recognition  as  an  in- 
dependent branch  of  the  Jiealing  art,  and  show- 


♦  *  On  Artificial  Limbs  :  their  Construction  and  Applica- 
tion.*   1855. 

'  Localized  Movements :  or  Moscnlar  Exercises,  com- 
bined with  Mechanical  Appliances  for  the  Treatment  of 
Spinal  OuTFatnre  and  other  Deformities.'    1859. 

'On  the  Mechanical  Appliances  necessary  for  the 
Treatment  of  Deformities.'    1862. 

'Description  of  a  New  Artificial  Leg  invented  by  Dr. 
Blt,  of  America.'    1864. 
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ing,  by  reference  to  the  gradual  but  perfected 
development  of  mechanical  science  in  its  relation 
to  the  treatment  of  deformities,  deficiencies,  and 
debilities  of  the  human  frame,  how  just  a  ground 
exists  for  advancing  such  a  claim  and  for  bestow- 
ing on  this  branch  a  distinctive  name. 

Nearly  a  century  ago,  in  this  country,  Mr. 
Sheldrake  laid  the  foundation  of  a  new  and 
successful  profession,  and,  by  various  publica- 
tions, did  his  utmost  to  make  known  its  im- 
portance and  independent  character.  My  father 
succeeded  him. 

Orthopraxy  is  the  legitimate  end  of  their 
labours,  and  this  book  is  dedicated  to  their 
memory. 

H.  H.  B. 

56,  WiMPOLE  Street,  Cavendish  Squabb,  W.  ; 
July,  1865. 
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In  the  following  pages  it  will  be  my  endeavour 
to  describe  the  various  mechanical  appliances 
which  have  been  found  useful  for  the  relief  or 
removal  of  deformities,  certain  debilities,  and 
numerous  deficiences,  both  congenital  and  ac- 
cidental, of  the  human  frame ;  also,  to  treat 
of  the  principles  which  govern  the  construction 
of  these  appliances  and  their  adaptation  to  the 
different  kinds*  of  deformity,  debility,  and  de- 
ficiency which  may  be  alleviated  by  mechanical 
assistance :  thus  making  this  book  a  manual  of 
mechanical  therapeutics.  I  venture  to  claim  for 
mechanics,  as  applied  to  therapeutics,  recognition 
as  a  distinct  branch  of  the  art  and  science  of 
medicine,  and  feel  myself  justified  in  doing  so, 
not  only  from  the  large  extent  to  which  me- 
chanics are  needed,  and  the  not  unimportant 
part  which  they  play  in  therapeutics,  but  also 
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from  the  fact  that  mechanical  therapeutics  being 
now  susceptible  of  reduction  to  rule  and  method, 
they  may  be  rightly  regarded  as  a  science  as  well 
as  an  art.  Further,  I  would  urge  that  the  prac- 
tice of  mechanical  therapeutics  is  a  special  craft. 
I. — ^Prior  to  a  knowledge  of  subcutaneous  te- 
notomy, mechanical  means  were  almost  alone 
available  for  the  treatment  of  deformities,  as  they 
are  now  the  sole  method  which  can  be  had  recourse 
to  for  the  treatment  of  many  debilities  and  of  all 
deficiencies.  Stromeyer's  great  discovery  and  its 
application  to  clubfoot,  while  largely  extending 
the  power  of  the  surgeon  in  relieving  deformities, 
gave  an  immense  impulse  to  the  study  of  mechan- 
ical therapeutics.  The  increased  facilities  afibrded 
by  the  operation  for  the  treatment  of  many  de- 
formities, would  have  proved  to  a  great  extent 
nugatory,  if  they  had  not  been  accompanied  by 
increased  skill  and  ingenuity  in  devising  the  me- 
chanical means  necessary  to  secure  its  fullest 
benefits.  Moreover,  the  almost  universal  adop- 
tion of  subcutaneous  tenotomy,  and  the  conse- 
quent greater  attention  given  by  surgeons  to  the 
relief  of  deformities  was  accompanied  by  a  corre- 
sponding development  of  mechanical  therapeutics. 
Subcutaneous  tenotomy  in  one  sense  limited  the 
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field  of  mechanical  therapeutics,  as  it  brought 
within  the  sphere  of  operative  surgery  many 
lesions  previously  held  to  be  amenable  alone  to 
mechanical  appliances.  But  in  another  and 
juster  sense  the  operation  extended  the  arena  of 
mechanical  therapeutics,  by  giving  to  them  an 
increased  and  increasing  utility. 

The  conditions  are  still  numerous  where  me- 
chanical aid  is  the  sole  or  principal  resource  of  the 
physician  or  surgeon.  To  enumerate  these  con- 
ditions would  be  to  write  a  synopsis  of  the 
greater  portion  of  this  book.  It  will  be  sufficient 
to  mention  in  this  place  distortions  of  the  spine, 
hernia,  and  deficiency  of  the  extremities,  whether 
arising  accidentally  or  from  operation. 

It  cannot  now  be  doubted  that  the  successful 
treatment  of  spinal  curvature  is  impossible  with- 
out mechanical  aid.  Attempts  to  invigorate  the 
system,  and  so  indirectly  the  yielding  spine, 
either  by  medications  or  change  of  climate,  or 
regulated  gymnastics ;  section  of  the  muscles  (of 
all  methods  of  treatment  the  least  rational 
and  justifiable),  electricity — each  and  all  will 
invariably  prove  useless  unless  combined  with 
some  mechanical  appUance  for  antagonising  the 
tendency  to  distortion.  But  when  the  surgeon  or 
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physician  is  aided  by  a  competent  mechanist,  the 
successful  treatment  of  spinal  distortions  becomes 
well-nigh  a  certainty. 

Notwithstanding  the  recent  advances  made  in 
the  radical  cure  of  hernia,  it  is  clear  that  mechani- 
cal support  must  at  all  times  be  the  chief  method 
of  relief.  No  question  in  surgery  demands 
greater  thought  than  the  construction  of  trusses  ; 
and  no  instmments  exact  more  from  the  skill 
and  ingenuity  of  the  mechanician. 

The   fabrication   and   adaptation   of  artificial 
limbs  are  questions  which  hitherto    have  been 
left  for  solution  almost  entirely  to  the  mechanist. 
Mr.  Bishop  has  pointed  out  that  an  ill-constructed 
artificial  leg,  such  as  the  common  wooden  leg,  is 
not  only  a  great  evil  to  the  wearer  by  depriving 
him  of  the  power  of  quick  walking,  but  also  a 
source  of  spinal  distortion.     He  insists,  therefore, 
that  "surgeons  should  be  familiar  with    these 
consequences,  more  especially  as  it  is  too  much 
the  custom  at  our  hospitals,  as  well  as  in  private 
practice,  for  them  to  consider  their  duty  at  an 
end  when  they  have  amputated  the  limb,  healed 
the  stump,  and  directed  the  patient  to  an  instru- 
ment maker.     On  the  contrary,"  he  adds,   "  a 
very  important  duty  still  remains  to  be  performed. 
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namely,  that  of  promoting  the  future  welfare  of 
the  patient  by  prescribing  a  proper  substitute  for 
the  natural  limb ;  and  the  immense  funds  sub- 
scribed for  the  support  of  most  of  our  hospitals 
might  surely  afford  some  allowance  to  be  appro- 
priated for  the  purpose  of  supplying  poor  patients 
with  such  improved  wooden  legs  as  would  ena- 
ble them  to  perform  all  the  ordinary  occupations 
of  life  without  difficulty  or  distortion.  This  is  a 
subject  that  army  and  navy  surgeons,  more  par- 
ticidarly,  would  do  well  to  take  into  consideration  ; 
since,  with  the  assistance  of  such  a  wooden  leg, 
soldiers  and  sailors  might  be  enabled  to  dis- 
charge most  of  the  common  duties  of  the  service, 
instead  of  being  dependent,  as  they  now  are, 
from  the  moment  they  are  deprived  of  a  natural 
leg."*  Mr.  Teale,  of  Leeds,  has  suggested  an  im- 
portant modification  in  the  manner  of  performing 
amputation,  having  direct  reference  to  the  adap- 
tation of  artificial  limbs.  He  recommends  a  long 
and  short  rectangular  flap;  and  commenting 
upon  the  methods  of  operating  usually  adopted, 
he  says : — "  In  imputing  general  imperfection  of 


•  *  Researches  into  the  Pathology  and  Treatment  of  De- 
formities in  the  Human  Body.'    London.    1852.    Page  79. 
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stump  to  the  circular  and  double  flap  transfixion 
methods,  I  shall  perhaps  be  opposed  by  most 
surgeons  who  have  amputated  frequently.  Each 
will  be  ready  to  say  that  he  is  in  the  habit  of 
making  excellent  stumps,  and,  indeed,  such  was 
my  own  feeling  in  reference  to  these  operations 
performed  by  myself.  But,  when  the  subject  is 
considered  more  closely,  we  may  ask  ourselves 
whether  a  stump  is  to  be  regarded  perfect  mere- 
ly because  it  is  of  seemly  form,  and  not  offensive 
to  the  sight.  We  ought  further  to  inquire  whe- 
ther it  is  adapted  to  locomotion,  by  being  able 
to  bear  a  considerable  portion  of  the  weight  of 
the  body  on  its  end."* 

The  three  illustrations  which  I  have  given  of 
the  appHcation  of  mechanics  to  therapeutics,  sug- 
gest also  certain  considerations  of  the  importance 
of  mechanical  therapeutics  socially,  which  might 
be  advanced  with  propriety  in  support  of  my 
argument  for  their  recognition  as  a  distinct  branch 
of  the  art  and  science  of  medicine.  To  replace  a 
limb  by  artificial  means  is  to  make  good  a  defect 
which  would  otherwise  render  an  individual  a 


*  'On  Amputation  by  a  Long  and  Short  Bectangolar 
Flap.'    London.    1848.    Page  2. 
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helpless  cripple,  a  burden  to  himself,  his  friends, 
or  the  public.  To  hold  in  check  a  heniia  by 
mechanical  pressure  is  to  save  the  ruptured  per- 
son from  contingencies  perilous  to  life,  and  ena- 
ble him,  else  hampered  by  a  continual  danger 
and  unfitted  for  all  occupations  calling  for  active 
exertion,  to  do  the  duties  of  a  good  citizen  in 
whatever  condition  of  life  he  may  be  placed. 
Deformity,  of  which  distortion  of  the  spine  is  one 
of  the  chief  causes,  is  not  only  a  disability,  but 
it  is  also  a  source  of  much  mental  suffering. 
Often  deformity  unfits  a  person  for  the  ordinary 
avocations  of  life ;  still  oftener  it  is  a  constant 
drawback,  embittering  existence  and  shutting 
out  the  unfortunate  individual  from  some  of  the 
chief  enjoyments  of  society. 

When  Byron  writes  of  the  daring  of  deformity, 
and  of  its  striving  by  heart  and  soul  to  overtake 
mankind  and  make  itself  equal,  nay,  even  the 
superior  of  the  rest,  spurred  by — 

" its  halt  movements  to  become 

AH  that  others  cannot,  in  such  things 
As  stiU  are  free  to  both,  to  compensate 
For  stepdame  Nature's  avarice  at  first  :"* 

when,     moreover,    Lord     Bacon     (the     poet's 


♦  The  *  Deformed  Transformed.' 
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prompter)  says,  "that  whosoever  has  anything 
fixed  in  his  person  that  doth  induce  contempt, 
has  also  a  perpetual  spur  in  himself  to  rescue 
and  deliver  himself  from  scorn ;  therefore  all 
deformed  persons  are  exceedingly  bold ;" — ^both 
the  poet  and  the  philosopher  are  speaking  of 
those  exceptional  instances  in  which  congenital 
deformity  has  been  associated  with  rare  genius. 
But  the  spur  may  impel  to  degradation  as  well 
as  to  elevation  of  thought ;  it  may  drive  the  un- 
fortunate deformed  to  seek  refuge  from  himself 
and  from  social  neglect  or  contumely,  not  in  a 
healthy  emulation  of  what  is  noblest  and  best, 
but  in  a  sad  indulgence  of  that  which  is  vicious 
and  worst.  History  tells  as  frequently  of  in- 
famous as  illustrious  deformed.  Deformity, 
indeed,  as  a  rule,  is  a  chronic  source  of  discontent 
and  unhappiness,  and  too  commonly  it  gives 
occasion  to  petty  insult,  annoyance,  and  neglect.* 
To  reheve  deformity  is,  therefore,  to  promote  the 
welfare  of  a  community  to  a  very  appreciable 
and  not  unimportant  extent.  I  have  Httle  hesi- 
tation in  saying,  so  great  is  the  remedial  power 


*  Passmg  along  Fleet  Street  shortly  after  this  was 
written,  I  saw  a  little  deformed  dwarf  driven  into  a  state 
of  fury,  painful  to  witness,  by  the  taunts  of  passing  boys. 
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which  science  now  has  at  its  command,  that  the 
time  will  come  when  deformity  will  be  a  rare 
€vil  among  civilised  nations.  In  the  census  of 
1851  for  England  and  Wales,  no  less  than 
409,207  individuals  were  returned  as  deformed. 
Of  these  persons  the  astounding  number  of 
90,277,  nearly  one  fourth,  resided  in  London. 
In  the  face  of  so  great  a  population  of  distorted 
people,  the  treatment  of  deformity  becomes  a 
social  question  of  no  trifling  magnitude.  Not- 
withstanding, however,  the  great  })revalence  of 
the  evil,  my  faith  in  the  means  which  we  now 
possess  for  contending  with  it  is  so  firm,  that  I 
confidently  repeat  the  assertion  that  ultimately 
deformity  will  become  comparatively  rare  in 
civilised  communities. 

It  will  not,  I  trust,  be  considered  impertinent 
on  my  part  to  remark,  that  the  treatment  of  de- 
formities has  not  yet  passed  into  general  medical 
practice.  It  is  still  followed  almost  exclusively 
as  a  speciality.  This  appears  to  be  to  a  large 
extent  uncalled  for.  There  is  no  sufficient  reasotf 
why,  in  the  majority  of  instances,  every  prac- 
titioner should  not  undertake  the  treatment  of 
deformities  as  of  any  other  lesions  which  come 
in  the  ordinary  routine  of  practice.     There  is 
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abundant  reason  why  he  should  adopt  such  a 
course.  It  is  in  early  childhood  and  youth  that 
the  prevention  and  treatment  of  deformities  to 
be  of  the  fullest  avail  should  be  pursued ;  hence 
the  necessity  for  their  becoming  recognised  parts 
of  the  general  practitioner's  duty.  I  have  an 
impression  that  the  reason  why  the  treatment  of 
deformities  is  not  uniformly  carried  out  by  the 
general  practitioner  is  the  want  of  a  trustworthy 
guide  to  the  mechanical  aids  necessary  for  its 
fulfilment.  I  am  therefore  anxious  that  the 
present  work  should  serve  this  purpose.  If  it 
should  answer  this  end  alone,  it  will  accomplish 
one  of  the  objects  which  I  have  most  at  heart 
in  its  publication. 

II.  The  period  when  the  mechanical  treatment 
of  deformities  was  chiefly  a  question  of  brute 
force  is  not  so  remote  that  the  remembrance 
should  have  altogether  escaped  from  the  minds  of 
the  present  generation.  The  time  was,  and  at 
no  distant  period,  when  the  surgeon  sought  to 
compel  a  distorted  spine  or  a  contracted  limb  by 
sheer  violence,  directly  or  indirectly  applied,  to 
resume  its  normal  position.  An  inkling  of  this 
primitive  method  is  to  be  foimd  in  the  more 
modem  practice,  now   exploded,  of  construct- 
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ing  iDstruments  for  the  treatment  of  spinal  cur- 
vature upon  an  ideal  type  of  a  symmetrically- 
formed  spine,  and  exercising  force  with  the  inten- 
tion of  causing  the  curves  of  the  distorted 
vertebral  column  to  approximate  to  those  of  the 
instrument.  Now,  however,  the  mechanist  recog- 
nises the  truth  so  admirably  expressed  by  the 
late  Prince  Consort  in  one  of  his  addresses,  that 
*'  in  all  our  operations,  it  is  not  we  who  operate, 
but  the  laws  of  nature  which  we  set  in  operation." 
Hence  he  sets  himself  diligently  to  study  those 
laws  by  which  the  symmetry  of  the  human  frame 
is  maintained,  as  well  as  the  mode  of  action  of 
the  different  causes  which  lead  to  a  deviation 
from  the  normal  standard.  Apprehending  these 
causes,  he  seeks  to  anticipate,  or,  if  too  late  to 
prevent,  he  strives  to  check  the  further  develop- 
ment of,  and  to  remedy,  their  evil  results.  He 
no  longer  endeavours  to  secure  his  end  by  a 
mere  empirical  use  of  mechanical  force,  but  by  a 
just  adaptation  of  the  means  at  his  command, 
founded  upon  a  careful  appreciation  and  accurate 
calculation  of  the  kind,  direction,  and  amount  of 
force  required. 

The  evils  of  an  empirical  system  of  mechanical 
therapeutics  were  shown,  not  only  by  the  in- 
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efficiency  or  actual  unfitness  of  the  instruments 
fabricated  for  a  given  purpose,  but  also  by  the 
imperfection  of  their  construction.  They  were 
commonly  made  either  more  complex  than  was 
necessary,  or  so  simple  as  to  be  worthless;  so 
heavy  and  cumbersome  as  to  weary  the  body  and 
act  as  a  constant  strain  upon  the  muscles,  or  so 
light  as  to  yield  to  the  distortion,  interposing  no 
impediment  to  its  aggravation.  "  Lightness  "  of 
an  instrument  is  too  often  sought,  even  now,  at 
the  expense  of  more  important  properties.  These 
evils  were,  and  are,  the  necessary  result  of  an  in- 
sufficient knowledge  of  the  lesions  to  be  treated. 
The  scientific  mechanist  constructs  his  appliances 
from  an  accurate  estimate  of  the  character  and 
arrangement  of  the  force  needed,  and  of  the 
strength  of  material  required  to  meet  the  object 
he  has  in  view.  Hence  he  avoids  on  the  one 
hand  too  great  complexity,  and  on  the  other  a 
deceptive  simplicity,  of  construction.  He  econo- 
mises his  material,  moreover,  in  the  only  manner 
in  which  economy  can  be  legitimately  carried  out, 
that  is,  by  using  so  much  as  may  be  needed 
properly  to  secure  the  end  he  would  attain  and 
no  more.  He  thus  combines  the  greatest  effici- 
ency with  the  greatest  attainable  lightness  con- 
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sistent  with  efficiency;  and  the  indispensable 
quaUties  of  the  mechanism  are  not  sacrificed  to  a 
meretricious  parade  of  manipulation  and  elegance 
of  finish. 

III. — Mechanical  therapeutics  must  be  prac- 
tised as  a  separate  craft.     Like  dentistry,  this 
branch  of  the  healing  art  needs  a  special  train- 
ing, and  must  be  followed  as  an  independent 
pursuit.    AVhile  it  is  necessary  that  the  mechani- 
cal therapeutist  should,  on  the  one  hand,  under- 
go a  certain  amount  of  surgical  education  ;  on 
the  other  hand  he  must  be  taught  the  mechanic's 
handicraft.       This   latter    necessity   makes   the 
cultivation  of  mechanical  therapeutics  the  work 
of  a  separate  pursuit,  distinct  not  only  from  sur- 
gery, but   also   from  surgical  mechanics,  com- 
monly so  called.     At  present  the  w^ork  of  the 
mechanical  therapeutist  is  chiefly  carried  out  by, 
and  is  looked  upon  as  a  legitimate  portion  of 
the  duties  of,  the  surgical  mechanician.    Notwith- 
standing this  custom,  the  many  bonds  of  relation- 
ship between    the   two   callings,  and   the   pro- 
bability that  for  a  long  time  they  will  be  pur- 
sued together,  I  maintain  that  mechanical  thera- 
peutics should   be   disassociated   from  surgical 
mechanics,  in  a  stricter  acceptation  of  the  ternu 
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There  is  no  closer  connection  between  the  me- 
chanical skill  exercised  in  the  production  of  the 
different  instruments  forming  the  surgeon's  ar- 
mament and  mechanical  therapeutics,  than  be- 
tween the  same  skill  and  the  constructive 
ingenuity  of  the  dentist.  The  training  needed 
for  the  surgical  instrument  maker  and  cutler 
differs  in  many  important  particulars  from  that 
required  by  the  mechanical  therapeutist ;  and  it 
is  only  by  a  separation  of  the  two  branches  of 
medical  mechanics  that  medical  therapeutics  will 
ever  obtain  that  position  to  which  it  is  entitled. 

I  do  not  seek  to  elevate  mechanical  thera- 
peutics at  the  expense  of  surgical  mechanics.  I 
should  deeply  regret  if  my  observations  con- 
veyed  this  impression.  I  would  protest  against 
any  assumption  that  one  field  of  mechanical  art 
is  of  greater  dignity  than  the  other.  I  simply  hold 
(whether  rightly  or  wrongly  the  future  will  show) 
that  mechanical  therapeutics  should  be  prac- 
tised independently  of  surgical  mechanics,  and 
that  the  proper  cultivation  of  the  former  will 
largely  depend  upon  its  emancipation  from  the 
latter. 

For  the  reasons  which  have  been  thus  briefly 
stated,  I  claim,  then,  for  mechanical  therapeutics 
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recognition  as  a  distinct  branch  of  the  art  and 
science  of  medicine.  I  venture  further,  to  adopt 
the  term  Orthopraxy  (opfloc,  straight,  right; 
vpaffffuv,  to  make)  as  a  designation  of  this 
branch.  The  terra  was  suggested  several  years 
ago  as  better  calculated  to  convey  the  idea  of 
treating  deformities  by  mechanical  agency,  and 
as  more  accurately  expressing  the  wide  and 
widening  range  of  mechanics  in  therapeutics, 
than  ortAqpady  {opOog,  straight ;  iraiSiov,Q,  child). 
The  latter  term,  moreover,  now  includes,  and 
practically  cannot  be  separated  from,  the  surgical 
treatment  of  deformities.  Further,  orthopaedy 
is  a  term  which  cannot  rightly  be  appHed  to  the 
restoration  of  deficiencies,  as  for  example  of  lost 
limbs,  or  the  reinforcement  of  debilities,  whether 
arising  from  muscular  paralysis  or  from  weak- 
ness of  the  tissues,  as  in  hernia.  But,  both  the 
restoration  of  deficiencies  and  the  reinforcement 
of  debilities,  as  well  as  the  relief  or  removal  of 
deformities,  may  be  included  under  the  term 
ortAoprawy,  without  extending  too  largely  the 
signification  of  the  word.  Indeed  the  deficiencies 
and  debilities  which  may  be  relieved  by  mechani- 
cal means,  as  they  are  for  the  most  part  directly 
or  indirectly  defects  of  symmetry,  might  per- 
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haps,  be  classed  as  deformities.  Orthopraxy  is 
not,  perhaps,  an  euphonious  word.  It  is,  how- 
ever, the  least  objectionable  term  which  has 
occurred  to  me  and  most  closely  conveys  the 
meaning  which  I  am  desirous  to  attach  to  it. 
It' readily  admits  also  of  such  modifications  in 
its  termination  and  in  its  adaptation  to  phrase- 
ology which  it  is  desirable  that  a  technical  term 
should  possess. 

IV. — Orthopraxi  is  the  legitimate  culmi- 
nation of  mechanics  as  applied  to  therapeutics. 
Its  origin  and  growth  constitute  a  curious  chap- 
ter of  the  history  of  medicine. 

Hippocrates,  the  **  father  of  medicine,"  is  also 
the  father  of  mechanical  therapeutics.  In  his 
Book  on  Arliculations  he  discusses  at  some 
length  the  nature  and  mechanical  treatment  of 
incurvation  of  the  spine  and  clubfoot.  Of  his 
views  with  regard  to  the  latter  deformity,  his 
learned  English  translator.  Dr.  Adams,  has 
justly  remarked,  *'  it  might  have  been  aflSrmed 
of  him  a  few  years  ago,  that  he  was  twenty- 
four  centuries  in  advance  of  his  profession  when 
he  stated  that  in  this  case  there  is  no  dislo- 
cation, but  merely  a  declination  of  the  foot ; 
and   that  in  infancy,  by  means  of  methodical 
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bandaging,  a  cure  may  in  most  cases  be  effected 
without  any  surgical  operation.  In  a  word, 
until  the  days  of  Delpech  and  Stroraeyer,  no 
one  entertained  ideas  so  sound  and  scientific  on 
the  nature  of  this  deformity  as  Hippocrates."* 

Hippocrates  was  fully  alive  to  the  pre-eminent 
importance  of  mechanical  means  in  the  treat- 
ment of  deformities.  When  writing  of  an  ancient 
method  of  treating  distortion  of  the  spine,  he 
particularly  remarks,  "  I  give  great  praise  to 
him  who  first  invented  this,  and  any  other  me- 
chanical  contrivance  which  is  according  to 
natiure,"  &c. 

The  terms  by  which  Hippocrates  designated 
the  different  varieties  of  deformities  of  the  spine 
are  still  retained  in  use  by  modem  authorities. 
He  divided  curvatures  into  (1)  gibbosity  or  the 
posterior  projection ;  (2)  the  anterior  projection  ; 
and  (3)  the  lateral  curvature.  The  first-named 
deformity  he  styled  cyphosis ;  the  second,  lor- 
dosis; and  the  third,  scoliosis.  Dr.  Adams  re- 
marks, however,  that  Hippocrates  did  not  restrict 
the  term  scoliosis  to  lateral  curvature,  but  some- 
times applied  it  indiscriminately  to  the  others. 

•  '  The  Grenuine  Works  of  Hippocrates.'    Sydenham  So- 
ciety's edition,  vol.  i,  p.  21. 
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The  observations  of  Hippocrates  on  the  treat- 
ment of  spinal  curvature  are  of  peculiar  interest. 

"When  the  spine  protrades  backwards,  in 
consequence  of  a  fall,"  he  says,  "it  seldom 
happens  that  one  succeeds  in  straightening  it." 
He  then  refers  to  a  popular  method  of  attempt- 
ing to  straighten  the  spine,  by  succussion  on 
a  ladder,  which  would  appear  to  have  been  in 
vogue  in  his  days.  He  states  that  this  method 
was  principally  practised  by  those  physicians 
who  sought  to  astonish  the  mob — "  for  to  such 
persons,"  he  adds,  "  these  things  appear  wonder- 
ful ;  for  example,  if  they  see  a  man  suspended 
or  thrown  down,  or  the  like ;  and  they  always 
extol  such  practices,  and  never  give  themselves  any 
concern  whatever  may  result  from  the  experiment, 
whether  bad  or  good."  He  characterises  the 
physicians  who  follow  such  practices,  "  so  far  as 
he  has  known  them,"  as  stupid.  The  device 
was  an  old  one,  and  he  gives  great  praise  to  the 
inventor,  as  well  as  to  the  contrivers  of  many 
other  means  of  mechanical  treatment,  in  the 
words  I  have  already  quoted.  Further  he  did 
not  despair,  that  "  if  succussion  were  properly 
gone  about,  the  spine,  in  certain  cases,  might 
be  thereby  rectified."     But,  for  himself,  he  was 
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*'  ashamed  to  treat  all  such  cases  in  this  way, 
because  such  modes  of  procedure  are  generally 
practised  by  charlatans." 

The  cases  in  which  succussion  is  likely  to  be  of 
service,  and  the  mode  of  performing  the  operation 
are  next  described. 

"  Those  cases  in  which  the  gibbosity  is  near 
the  neck,  are  less  likely  to  be  benefited  by  these 
succussions  with  the  head  downwards,  for  the 
weight  of  the  head  and  tops  of  the  shoulders, 
when  allowed  to  hang  down,  is  but  small ;  and 
such  cases  are  more  likely  to  be  made  straight  by 
succussion  with  the  feet  hanging  down,  since  the 
inclination  downward  is  greater  in  this  way.  AVhen 
the  hump  is  lower  down,  it  is  more  likely  in  this 
case  that  succussion  with  the  head  downwards 
should  do  good.  If  one  then  should  think  of 
trying  succussion,  it  may  be  applied  in  the 
following  manner.  The  ladder  is  to  be  padded 
with  leather  or  linen  cushions,  laid  across,  and 
well  secured  to  one  another,  to  a  somewhat 
greater  extent,  both  in  length  and  breadth,  than 
the  space  which  the  man's  body  will  occupy  ;  he 
is  then  to  be  laid  on  the  ladder  upon  his  back, 
and  the  feet  at  the  ankles,  are  to  be  fastened  at 
no  great  distance  from  one  another,  to  the  ladder. 
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with  some  firm  but  soft  cord ;  and  he  is  further 
to  be  secured,  in  like  manner,  both  above  and 
below  the  knee,  and  also  at  the  nates ;  and  at  the 
groins  and  chest,  loose  shawls  are  to  be  put 
round  in  such  a  fashion  as  not  to  interfere  with 
the  eflFects  of  succussion ;  and  his  arras  are  to  be 
fastened  along  his  sides  to  his  own  body,  and  not 
to  the  ladder.  When  you  have  arranged  these 
matters  thus,  you  must  hoist  up  the  ladder,  either 
to  a  high  tower,  or  to  the  gable  end  of  a  house ; 
but  the  place  where  you  make  the  succussion 
should  be  firm,  and  those  who  perform  the  ex- 
tension should  be  well  instructed,  so  that  they 
may  let  go  their  hold  equally  to  the  same  extent, 
and  suddenly,  and  that  the  ladder  may  neither 
tumble  to  the  ground  on  either  side,  nor  they 
themselves  fall  forward.  But  if  the  ladder  be  let 
go  from  a  tower,  or  the  mast  of  a  ship  fastened 
into  the  ground  with  its  cordage,  it  will  be  still 
better,  so  that  the  ropes  run  upon  a  pulley  or 
axle-tree.  But  it  is  disagreeable  even  to  enlarge 
upon  these  mattei's  ;  and  yet  by  the  contrivances 
now  described,  the  proper  succussion  may  be 
made." 

The   following    illustration    representing    the 
ancient  mode  of  performing  succussion  is  from 


HIPPOCRATES    ON    SUCCUSSION. 


21 


Vidus  Vidius,  in  the  Venetian  edition  of  Galen's 
works. 

Fia.  1. 


If  succussion  be  practised  with  the  feet  down- 
wards, Hippocrates  urges  that  care  should  be 
taken  to  fix  the  head  and  neck  firmly,  the  trunk 
and  legs  being  left  free,  except  a  loose  ligature  or 
two  which  would  keep  the  latter  in  a  line  with 
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the  spine,  and  prevent  the  trunk  swaying  out  of 
its  place.  ''These  matters/'  it  is  said  in  con- 
cluding this  part  of  the  subject,  "  should  be  thus 
arranged,  if  recourse  is  to  be  had  at  all  to  sue- 
cussion  on  a  ladder;  for  it  is  disgraceful  in 
every  art,  and  more  especially  in  medicine,  after 
much  trouble,  much  display,  and  much  talk,  to 
do  no  good  after  all." 

Hippocrates  next  proceeds  to  describe  "  the 
structure  of  the  spine,"  vv^hich,  he  says,  "  should 
be  known,  for  this  knowledge  is  requisite  in 
many  diseases/'  He  then  discusses  displace- 
ments backwards  and  forwards  along  the  verte- 
brae, with  dislocation,  and  their  hopelessness; 
and,  finally,  he  details  a  method  of  treating  gib- 
bosities by  extension.  A  strong  and  broad 
board  having  an  oblong  furrow  in  it  is  fastened 
to  the  ground ;  or  in  place  of  the  board,  an  ob- 
long furrow  is  to  be  scooped  out  of  a  wall,  about 
a  cubit  above  the  floor,  or  at  a  suitable  height. 
"Then  something  like  an  oaken  bench,  of  a 
quadrangular  shape,  is  to  be  laid  along  at  a 
distance  from  the  wall,  which  will  admit  of 
persons  to  pass  round  if  necessary,  and  the 
bench  is  to  be  covered  with  robes,  or  anything 
else  which  is  soft,  but  does  not  yield  much." 
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The  patient  after  being  stoved  or  bathed  with 
hot  water,  is  to  be  stretched  upon  the  board  on 
his  face,  the  arms  being  laid  along  and  bound  to 
his  body.  Then  "  the  middle  of  a  thong  which 
is  soft,  sufficiently  broad  and  long,  and  composed 
of  two  cross  straps  of  leather,  is  to  be  twice 
carried  along  the  middle  of  the  patient's  breast, 
as  near  the  armpits  as  possible,  then  what  is  over 
of  the  thongs  at  the  armpits  is  to  be  carried 
round  the  shoulders,  and  afterwards  the  ends  of 
the  thong  are  to  be  fastened  to  a  piece  of  wood 
resembling  a  pestle ;  they  are  to  be  adapted  to 
the  length  of  the  bench  below  the  patient,  and  so 
that  the  pestle-like  piece  of  wood  resting  against 
this  bench  may  make  extension.  Another  such 
band  is  applied  above  the  knees  and  the  ankles, 
and  the  ends  of  the  thongs  fastened  to  a  similar 
piece  of  wood ;  and  another  thong,  broad,  soft, 
and  strong,  in  the  form  of  a  swathe,  having 
breadth  and  length  sufficient,  is  to  be  bound 
tightly  round  the  loins,  as  near  the  hips  as  pos- 
sible ;  and  then  what  remains  of  the  swathe-hke 
thong  with  the  ends  of  the  thongs,  must  be  fas- 
tened to  the  piece  of  wood  placed  at  the  patient's 
feet,  and  extension  in  this  fashion  is  to  be  made 
upwards  and  downwards,  equally,  and  at  the 
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same  time  in  a  straight  line.  For  extension  thus 
made  could  do  no  harm,  if  properly  performed, 
unless  one  sought  to  do  mischief  purposely."  The 
physician  is  further  recommended  to  press  the 
palm  of  the  hand  upon  the  hump  while  extension 
is  being  made ;  or  a  person  may  sit  upon  the 
hump,  rising  up  from  time  to  time,  and  letting 
himself  fall  back  upon  it.  Or  a  foot  may  be 
placed  upon  the  hump  and  the  entire  weight  of  the 
body  brought  gradually  to  bear  upon  it.  Or 
better  still,  a  lever  may  be  used,  one  extremity  of 
which  is  fixed  in  a  hole  in  the  wall,  or  in  the 
piece  of  wood  fastened  in  the  ground.  This  lever 
is  to  be  brought  across  the  hump,  a  cushion 
being  interposed,  and  pressed  firmly  down  while 
extension  is  made.  "  These  powers  are  easily 
regulated  "  says  Hippocrates,  "  so  as  to  be  made 
stronger  or  weaker;"  and  he  subsequently  says  that 
he  is  acquainted  with  no  powers  which  are  better 
and  more  appropriate  than  these.  He  further 
relates  an  unsuccessful  attempt  to  treat  curvature 
with  a  bladder  inflated  with  air. 

The  following  curious  cut  showing  the  mode  of 
treating  a  deformed  spine  by  extension,  together 
with  pressure  upon  the  distorted  part  by  means 
of  a  lever,  is  copied  from  a  Latin  translation  of 
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'  Oribasius  et  Heliodoro  de  Machinamentes/  in- 
cluded in  a  collection  of  surgical  writings  pub- 
lished in  the  sixteenth  century.* 


Pig.  2. 


*  De  Cliirargia  Bcriptores  optimi  quique  veteris  et  recen- 
tiores,  plerique  in  Germania  antehac  non  editi  nimc 
primum  in  unom  conjuncti  Yolumen.  Tiguri,  m.d.l.v. 
Oribasins  et  Heliodoro  de  Machinamentis.  Yido  Yidio, 
Florentini  Interprete.    Ch.  xxxv^  De  spina  luocaia. 
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A  more  wonderful  chapter  is  not  to  be  found 
in  all  the  ancient  works  on  surgery,  than  that  on 
Clubfoot,  in  the  treatise  on  *  Articulations/  by 
Hippocrates.  In  it  not  only  is  the  nature  of  the 
malformation  correctly  described,  but  very  sensible 
directions  are  given  *  for  remedying  the  deformity 
in  early  life.     The  chapter  is  as  follows : 

"Wherefore,  then,  some  of  these  congenital 
displacements,  if  to  a  small  extent,  may  be  re- 
duced to  their  natural  condition  ;  and  especially 
those  at  the  ankle-joint.  Most  cases  of  congen- 
ital clubfoot  are  remedial  unless  the  declination 
be  very  great,  or  when  the  affection  occurs  at 
an  advanced  period  of  youth.  The  best  plan, 
then,  is  to  treat  such  cases  at  as  early  a  period 
as  possible,  before  the  deficiency  of  the  bones  of 
the  foot  is  very  great,  and  before  there  is  any 
great  wasting  of  the  flesh  of  the  leg.  There  is 
more  than  one  variety  of  clubfoot,  the  most  of 
them  being  not  complete  dislocations,  but  impair- 
ments connected  with  the  habitual  maintenance 
of  the  limb  in  a  certain  position.  In  conducting 
the  treatment,  attention  must  be  paid  to  the  fol- 
lowing points  : — To  push  back  and  rectify  the 
bone  of  the  leg  at  the  ankle  from  without  inwards, 
and  to  make  counter  pressure  on  the  bone  of  the 
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heel  in  an  outward  direction,  so  as  to  bring  it  . 
into  line,  in  order  that  the  displaced  bones  may 
meet  at  the  middle  and  side  of  the  foot ;  and  the 
mass  of  the  toes,  with  the  great  toe,  are  to  be 
inclined  inward  and  retained  so ;  and  the  parts 
are  to  be  secured  with  cerate  containing  a  full 
proportion  of  resin,  with  compresses  and  soft 
bandages  in  sufficient  quantity,  but  not  applied 
too  tight,  and  the  turns  of  the  bandages  should 
be  in  the  same  direction  as  the  rectifying  the 
foot  with  the  hands  so  that  the  foot  may  appear 
to  incline  a  little  outwards ;  and  a  sole  made  of 
leather,  not  very  hard,  or  of  lead,  is  to  be  bound 
on,  and  it  is  not  to  be  applied  to  the  skin ;  but 
when  you  are  about  to  make  the  last  turns  of 
the  bandages,  and  when  it  is  all  bandaged,  you 
must  attach  the  end  of  one  of  the  bandages  that 
are  used  to  the  bandages  applied  to  the  inferior 
part  of  the  foot  on  the  line  of  the  little  toe,  and 
then  this  bandage  is  to  be  rolled  upwards  in 
what  is  considered  to  be  a  sufficient  degree  to 
above  the  calf  of  the  leg,  so  that  it  may  remain 
firm  when  thus  arranged — ^in  a  word,  as  if 
moulding  a  wax  model,  you  must  bring  into 
their  natural  position  the  parts  which  were  ab- 
normally displaced  and  contracted  together,  so 
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rectifying  them  with  your  hands,  and  with  the 
bandaging  in  like  manner,  as  to  bring  them  into 
their  position  not  by  force,  but  gently,  and  the 
bandages  are  to  be  stitched  so  as  to  suit  the  po- 
sition in  which  the  limb  is  placed,  for  different 
modes  of  the  deformity  require  different  positions; 
and  a  small  shoe  made  of  leather  is  to  be  bound 
on  externally  to  the  bandage,  having  the  same 
shape  as  the  Chian  slipper.  But  there  is  no  ne- 
cessity for  it  if  the  parts  be  properly  adjusted 
with  the  hands,  properly  secured  with  bandages, 
and  properly  disposed  of  afterwards.  This  then 
is  the  mode  of  cure,  and  it  neither  requires  cut- 
ting, burning,  nor  any  other  complex  means, 
for  such  cases  yield  sooner  to  treatment  than  one 
would  beUeve.  However,  they  are  to  be  fairly 
mastered  only  by  time,  and  not  until  the  body 
has  grown  up  in  the  natural  shape ;  when  re- 
course is  had  to  a  shoe,  the  most  suitable  are  the 
buskins,  which  derive  their  name  from  being  used 
in  travelling  through  mud  ;  for  this  sort  of  shoe 
does  not  yield  to  the  foot,  but  the  foot  yields  to  it. 
A  shoe,  shaped  Uke  the  Cretan  is  also  suitable." 
Of  this  remarkable  description  Dr.  Adams  has 
rightly  said  :* — "  Now  it  appears  to  me  alament- 

•  Qp.  cit.,  vol.  ii,  p.  559. 
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able  reflection,  as  proving  that  valuable  know- 
ledge, after  being  discovered  may  be  lost  again  to 
the  world  for  many  ages,  that  not  only  did  subse- 
quent authorities,  down  to  a  recent  period,  not 
add  anything  to  the  stock  of  valuable  information 
which  Hippocrates  had  given  on  the  subject,  but 
the  important  knowledge  which  he  had  revealed 
to  the  profession  came  to  be  disregarded  and  lost 
sight  of,  so  that,  until  within  these  last  four  years, 
talipes  was  regarded  as  one  of  the  'opprobia 
medicinae/  " 

From  the  time  of  Hippocrates,  about  B.C.  500, 
to  the  sixteenth  century,  the  history  of  mechanical 
therapeutics  is  a  blank.  In  this  vast  interval 
medicine  was  an  extended  commentary  upon  the 
writings  of  the  father  of  physic,  diversified  by 
fantastic  oriental  conceptions. 

In  the  sixteenth  century,  appeared  Ambrose 
Fare's  *  Compendious  Way  of  Chirurgery.'  Pare 
was  a  man  of  eminent  mechanical  genius.  He, 
indeed,  has  drawn  in  outline  an  almost  entire, 
although  exceedingly  crude  system  of  mechanical 
therapeutics.* 


•  The  workes  of  that  famous  Chinirgion,  Ambrose  Parey, 
ti^anslttted  out  of  Latine,  and  compared  with  the  French,  by 
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In  his  chapter  on  the  cure  of  Ruptures  (b.  viii, 
c.  xv),  writing  of  those  ruptures  to  which  children 
are  subject,  he  observes  that  "the  chief  of  the 
cure  consists  in  folded  clothes,  and  Trusses  and 
Ligatures  artificially  made/'  He  also  relates  the 
*'  notable  history  "  of  a  priest  who  was  "  cured  of  a 
rupture  by  wearing  a  truss."  Of  this  case  he 
remarks  : — "  It  is  most  worthy  of  observation  and 
admiration  that  Nature,  but  a  Uttle  helped  by  Art, 
healeth  diseases  which  are  thought  incurable." 
And  he  adds  with  singular  justness :  "  The  chief 
of  the  cure  consists  in  this,  that  we  firmly  stay 
the  gut  in  its  place."  He  illustrates  his  observa- 
tions by  two  drawings,  showing  the  form  and 
adaptation  of  a  single  and  double  truss. 

Notwithstanding  Fare's  apt  appreciation  of  the 
pre-eminent  value  of  mechanical  support  in  the 
treatment  of  ruptures,  he  supplemented  trusses 
and  ligatures  with  sundiy  absurd  medicinal 
appUcations,  which  form  a  curious  example  of  the 
fantastic  physic  of  his  day.  He  advises  the  use 
of  a  complex  astringent  fomentation  and  cataplasm 


Thomas  Johnson.  London :  Printed  by  E.  C,  and  are  to 
he  sold  by  John  Clarke,  at  Mercers  Chappell,  in  Cheape- 
side,  neare  y«  great  Conduit.    1665. 
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in  the  case  of  children ;  and  he  also  recommends  a 
rupture-plaster  of  multifarious  constituents.  He 
relates  also  a  method  of  cure  made  use  of,  with 
excellent  results,  by  a  certain  surgeon  "who 
deserveth  credit."  This  ingenious  individual  was 
accustomed  to  beat  loadstone  into  fine  powder, 
and  administer  it  to  ruptured  children  in  pap. 
He  further  anointed  the  rupture  with  honey, 
which  was  afterwards  sprinkled  freely  with  iron 
filings.  This  treatment  was  continued  ten  or 
twelve  days,  the  rupture,  in  addition,  being  bound 
up  with  a  truss  or  ligature  "  as  was  fitting."  The 
loadstone,  it  was  presumed,  "  by  a  natural  desire 
of  drawing  the  Iron,  which  is  strewed  upon  the 
groin,  joyns  to  it  the  fleshy  and  fatty  particles 
interposed  between  them,  by  a  certain  violent 
impetuosity,  which  on  every  side  pressing  and 
bending  the  looseness  of  the  Peritoneum,  yea, 
verily  adjoining  themselves  to  it,  in  process  of 
time  by  a  firm  adhesion  intercept  the  passage  and 
falling  down  of  the  gut  or  kail ;  which  may  seem 
no  more  abhorring  from  reason  than  that  we 
behold  the  Loadstone  itself  through  the  thickness 
of  a  table,  to  draw  iron  after  it  any  way." 

The  same  surgeon  was  accustomed  also  to  use 
another  form  of  medicine  for  the  cure  of  ruptures. 
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He  shut  up  red  snails  in  an  earthen  pot,  and 
reduced  them  to  ashes  in  an  oven.  The  ashes 
were  given  to  little  children  in  pap,  "  to  those 
which  were  bigger,"  in  broth. 

The  following  formula  for  a  Rupture-plaster 
is  from  the  London  Pharmacopoeia  for  1 650  * 

Emplastrum  ad  Hemiam. 

9>  Galls, 

Cyprees-conee, 
Bind  of  pomegramates, 
Acacia, 

Seeds  of  plantain, 
„        housewort, 
„       cress, 
Acorn-cups, 
Parched  beans, 
Aristolochia  (each  kind), 
Bilberries,  aa  Jss. 
Reduce  to  powder,  dud  soak  in  vinegar  of  roses  for 
four  days.    Roast  and  dry.    Then  add  of 

Comfrey  (each  kind), 

Horsetail, 

Woad, 

Ceterach, 

Root  of  Osmund  royal, 

„       fern,  aa  Jj  ; 
Frankincense, 
Myrrh, 


*  See  the  Sydenham  Society's  edition  of  the  works  of 
Sydenham,  vol.  i,  p.  xcvii. 
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Aloes, 

Mastick, 

Mtuninj,  aa  Jij ; 

Bole  armoniac  (washed  in  vinegar), 

Calamine, 

Litharge  of  gold. 

Dragon's  blood,  aa  ^iij ; 

Tar, 

Turpentine,  Jvj :  or  qnant.  suff. 

FicU  emplastrum  sec.  art. 

Pare,  in  the  sixteenth  book  of  his  work,  devotes 
seven  brief  chapters  to  "  luxation  of  the  spine  or 
Back-bone,"  principally  recapitulating  the  teach- 
ings of  Hippocrates.  In  his  directions  "  How  to 
restore  the  Spine  outwardly  dislocated  "  (c.  xvi), 
he  varies  in  no  essential  particular  from  his  great 
master.  He  differs  only  in  setting  aside  the  lever 
for  the  purpose  of  making  extension,  using  direct 
manual  force,  and  in  giving  certain  instructions 
for  exerting  pressure  on  the  projecting  portion  of 
the  spine.  He  adds,  moreover,  directions  for  the 
applications  of  splints  to  the  back  when  the  dis- 
tortion has  been  reduced.  He  teaches  that  the 
vertebrae  being  outwardly  dislocated,  the  patient 
is  to  be  laid  upon  a  table,  with  the  face  downward. 
(Fig.  3.)  Then  he  is  to  be  bound  about  with 
towels  under  the  armpits,  and  about  the  flanks  and 
thighs^  and  by  means  of  these,  extension  is  to  be 
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made,   but  not  violently.     Unless  extension  be 
made,  he  observes,  restitution  is  not  to  be  hoped 


Fia.  3. 
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for.  During  the  extension,  pressure  is  to  be 
made  upon  the  projecting  vertebrae  by  the  hands  ; 
but  if  pressure  exerted  in  this  manner  fails  to 
restore  the  protnided  parts,  then,  he  writes, 
"will  it  be  convenient  to  wrap  two  pieces  of 
wood,  of  four  fingers  long,  and  one  thick,  more 
or  less,  in  linnen  clothes,  and  so  to  apply  one  or 
each  side  of  the  dislocated  vertebrae,  and  so  with 
your  hands  to  press  them  against  the  bunching 
forth  vertebra^  until  you  force  them  back  into 
their  seats,  just  after  the  manner  you  see  it  before 
delineated." 

After  the  vertebrae  have  been  restored  to  their 
normal  position,  he  recommends  that  splints  or 
plates  of  lead,  "  neatly  made  for  that  purpose," 
should  be  boimd  along  each  side  of  the  spine, 
and  worn  for  a  long  time,  the  patient  being  kept 
on  his  back  in  bed. 

The  twenty-third  book  of  Fare's  work  is  de- 
voted to  the  means  and  manner  of  repairing  or 
supplying  the  natural  or  accidental  defects  or 
wants  in  man's  body.  This  book  is  divided  into 
thirteen  chapters.  The  first  chapter  is  entitled, 
••  How  the  loss  of  the  natural  or  true  eye  may 
be  covered,  hidden,  or  shadowed."  Par^  pre- 
faces the  chapter  by  stating  that,  having  treated 
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at  large  in  former  books  of  Tumours,  Wounds, 
Ulcers,  Fractures,  and  Luxations,  by  what  means 
things  dissolved  and  dislocated  may  be  united, 
things  united  separated,  and  superfluities  con- 
sumed or  abated,  it  remains  for  him  to  speak 
of  the  fourth  office  or  duty  of  the  Surgeon,  which 
is  to  supply  or  repair  those  things  that  are  want- 
ing by  nature,  through  the  default  of  the  first 
conformation,  or  afterwards  by  some  mischance. 
If  an  eye  be  lost  by  mischance  or  any  inflamma- 
tion, the  deformity,  ht  says,  may  be  covered  by 
the  following  means : — "  If  that  when  you  have 
perfectly  cured  and  healed  the  ulcer,  you  may 
put  another  eye  artificially  made  of  gold  or 
-silver,  counterfeited  and  enamelled,  so  that  it 
may  seem  to  have  the  brightness  or  gemmy 
decency  of  the  natural  eye,  into  the  place  of  the 
eye  that  is  so  lost."  He  gives  figures  of  eyes 
artificially  made  showing  both  the  inner  and 
outer  side.  These  eves  are  lenticular  shields, 
intended  to  be  placed  within  the  Uds  and  rest 
upon  the  injured  globe,  and  they  do  not  dilBFer 
in  any  essential  respect  from  those  artificial  eyes 
which  have  been  lately  brought  to  such  wonder- 
ful perfection. 

If  the  patient,  from  whatever  reason,  cannot 
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wear  the  eye  so  prepared,  Pare  recommends  that 
a  lenticular  plate  of  iron,  of  the  size  of  the  eye 
when  the  lids  are  raised,  be  covered  with  leather 
and  painted  so  as  to  represent  the  natural  eye. 
This  plate  is  to  be  fixed  over  the  defective  eye, 
and  retained  in  its  place  by  a  wire,  "  like  unto 
woman^s  ear-wires,"  covered  with  silk,  and  pass- 
ing round  the  back  of  the  head  above  the  ear. 
He  gives  "  the  iSgure  or  portraiture  "  of  this  piece 
of  mechanism. 

The  second  chapter  shows  "  by  what  means  a 
part  of  the  Nose  that  is  cut  off  may  be  restored, 
or  how,  instead  of  the  nose  that  is  cut  off, 
another  counterfeit  nose  may  be  fastened  or 
placed  in  the  stead."  Pare  gives  directions  for 
the  fabrication  of  artificial  noses,  differing  little 
firom  those  found  most  useful  at  the  present  day. 
The  artificial  member  is  to  be  formed  of  gold, 
silver,  paper,  or  linen  cloth  glued  together,  and 
it  is  to  be  "  so  coloured,  counterfeited,  and  made 
both  of  fashion,  figure,  and  bigness,  that  it  may 
as  aptly  as  possible  resemble  the  natural  nose." 
He  further  instructs  that  the  nose  is  to  be  re- 
tained in  its  place  by  threads  or  laces  passing 
round  the  head  or  attached  to  the  hat.  He  in- 
geniously suggests,  moreover,  that  if  the  upper 
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lip  be  also  damaged  the  defect  should  be  hidden 
by  attaching  a  moustache  to  the  artificial  nose- 
He  gives  figures  of  both  kinds  of  noses. 

The  third  chapter  treats  very  briefly  of  the 
fabrication  of  artificial  teeth. 

The  fourth  chapter  is  devoted  to  the  "  filling 
of  hoUowness  of  the  palate."  This  is  to  be 
done,  Pare  advises,  by  filling  the  cavity  of  the 
palate  with  a  plate  of  gold  or  silver,  as  thick  as 
a  French  crown  and  a  little  bigger  than  the 
cavity  itself.  On  the  upper  side  of  the  plate  a 
little  sponge  is  to  be  fastened,  which,  when 
moistened  "  with  the  moisture  distilling  from  the 
brain,"  becomes  swollen,  and  prevents  the  plate 
falling  down.  He  gives  drawings  of  artificial 
palates  so  prepared,  and  also  figures  of  another 
form  of  palate,  on  the  upper  side  of  which  is  a 
button  which  may  be  turned  by  a  pair  of  forceps, 
called  a  raven's  bill,  so  as  to  retain  the  plate 
in  its  proper  position. 

In  the  fifth  chapter  an  instrument  is  described 
which  being  placed  in  the  lower  part  of  the 
mouth  will  enable  those  who  have  lost  a  part  or 
the  whole  of  the  tongue  to  speak. 

The  sixth  chapter  briefly  hints  in  what  manner 
defects  of  the  face,  arising  from  the  erosion  of 
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pestilent  carbuncle,  or  ulcerated  cancer,  or  de- 
ficiency of  the  lips  from  wounds,  may  be  hidden. 

In  the  seventh  chapter  the  means  for  remedy- 
ing deficiencies  of  the  ears  are  pointed  out,  and 
the  fabrication  of  an  artificial  ear  made  of  leather 
or  of  paper  glued  together,  and  carefully  painted 
to  represent  the  natural  organ,  is  described. 

Chapter  the  eighth  is  entitled  "  Of  amending 
the  deformity  of  such  as  are  crook-backed."  The 
bodies  of  many.  Pare  writes,  especially  young 
maids  or  girls,  "  by  reason  that  they  are  more 
moist  and  tender  than  the  bodies  of  boys,"  are 
made  crooked  in  process  of  time,  especially  by 
the  wrenching  aside  and  crookedness  of  the  back 
bone.  The  original  vice  may  be  congenital  or 
due  to  misfortune.  But  above  all,  he  insists,  it 
is  owing  "to  the  unhandsome  and  indecent 
situation  of  their  bodies,  when  they  are  young 
and  tender,  either  in  carrying,  sitting  or  stand- 
ing (and  especially  when  they  are  taught  to  go 
to  work),  saluting,  sewing,  writing,  or  in  doin 
any  such  like  thing.*^  Further,  Pare  writes : — 
"I  may  not  omit  the  occasion  of  crookedness 
that  happens  seldom  to  the  country-people,  but 
is  much  incident  to  the  inhabitants  of  towns  and 
cities,  which  is  by  reason  of  the  straightness  and 
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narrowness  of  the  garments  that  are  worn  by 
them,  which  is  occasioned  by  the  folly  of  mothers, 
who,  while  they  covet  to  have  their  young  daugh- 
ters' bodies  so  small  in  the  middle  as  may  be 
possible,  pluck  and  draw  their  bones  awiy,  and 
make  them  crooked/' 

As  a  remedy  for  crookedness  of  the  spine. 
Pare  recommends  breastplates  of  iron  pierced 
with  numerous  holes  to  make  them  lighter,  and 
hned  with  bombaste  so  that  they  may  not  chafe 
the  body.  These  plates  form  apparently  a  corset 
in  which  the  patient  is  to  be  laced.  If  the  body 
has  not  arrived  at  its  full  growth,  new  plates  are 
to  be  fitted  every,  three  months,  otherwise  "  by 
the  daily  afflux  of  matter"  the  patient  would 
become  worse.  The  plates,  he  adds,  will  do 
much  good  to  persons  already  of  ftdl  growth. 
He  appends  figures  of  the  plates  which  are 
copied  in  the  following  woodcuts.     (Figs.  4,  5.) 

Fare's  corset  is  the  earliest  piece  of  mechanism 
intended  to  be  worn  for  the  relief  of  a  distorted 
spine,  with  which  I  am  acquainted. 

In  chapter  the  ninth  is  described  certain 
mechanical  aids  not  included  in  the  arrangement 
of  the  present  work. 

Chapter  the  tenth  shows  "  by  what  means  the 
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perished  function  or  action  of  a  thumb  or  finger 
may  be  corrected  and  amended,"  and  a  figure  is 


Fig.  4. 


Fio.  5. 


given  of  "  the  form  of  a  thumb-  or  finger-stall 
of  Iron  or  Laten  to  lift  up  or  erect  the  thumb, 
or  any  other  finger  that  cannot  be  erected  of 
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itself."  An  "  erector  of  the  hand "  is  also 
figured. 

The  eleventh  chapter  is  headed  "  Of  helping 
those  that  are  Fari  or  Valgi,  that  is,  crook- 
legged  or  crook-footed,  inwards  or  outwards." 

Vari,  Pare  says,  are  those  whose  feet  are 
bowed  or  crooked  inwards.  This  deformity  is 
congenital,  or  else  it  arises  because  the  child's 
legs  have  not  been  sufficiently  weD  swathed  in 
the  cradle,  or  because  it  has  been  carried  care- 
lessly or  not  well  looked  after  by  the  nurse  when 
learning  to  walk.  Valffi  are  those  whose  legs 
are  crooked  or  bowed  outwards.  This  deformity 
arises  from  like  causes  as  the  former.  In  both 
varus  and  valgus  the  bones  are  to  be  thrust  into 
their  normal  position  and  retained  there,  other- 
wise they  not  being  well  established  would  slip 
back  again.  "  They  must  be  staid  in  their 
places/'  writes  Pare,  "by  applying  collars,  bolsters 
on  that  side  whereunto  the  bones  do  lean  and 
incline  themselves ;  for  the  same  purpose  boots 
may  be  made  of  leather  of  the  thickness  of  a 
testone,  having  a  slit  in  the  former  part  all  along 
the  bone  of  the  leg  and  also  under  the  sole  of 
the  foot,  that  being  drawn  together  on  both 
sides  they  may  be  better  fitted  and  sit  close  to 
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the  leg.  And  let  this  medicine  following  be 
appKed  all  about  the  leg — R  Thuris  Mastich., 
Aloes,  Boli  Armeni,  ana,  3j ;  Aluminis  roch 
resinae  pini  siccae,  subtihssime  pulveris,  an.,  siij ; 
Farinse  Volat.,  3jiss ;  Album.  Ovor.  q.  s.,  make 
thereof  a  medicine.  You  may  also  add  a  Uttle 
turpentine,  lest  it  should  dry  sooner  or  more  vehe- 
mently than  is  necessary.  But  you  must  beware 
and  take  great  heed  lest  that  such  as  were  of 
late  varom  or  valgoua  should  attempt  to  strain 
themselves  to  go  before  that  their  joints  be  con- 
firmed, for  so  the  bones  that  were  lately  set  in 
their  places  may  sUp  aside  again.  And,  more- 
over, until  they  are  able  to  go  without  danger 
let  them  wear  high  shoes  tied  close  to  their  feet 
that  the  bones  may  be  stayed  the  better  and 
more  firmly  in  their  places,  but  let  that  side  of 
the  sole  of  the  shoe  be  underlaved,  whither  the 
foot  did  incline  before  it  was  restored.^' 

Par^  adds  two  drawings  of  "  The  form  of  little 
boots,'^  whereof  the  one  is  open  and  the  other 
shut. 

Chapter  the  twelfth  shows,  "  By  what  means 
Arms,  Legs,  and  Hands,  may  be  made  by  art, 
and  placed  instead  of  the  natural  Arms,  Legs,  or 
Hands  that  are  cut  off"  and  lost.''     The  following 
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illustrations  are  copies  of  Parens  curious  drawings 
of  "  an  Hand  made  artificially  of  iron,"  and  of 
"  the  form  of  an  Arm  made  of  iron  verie  artifi- 
cially."    These  pieces  of  mechanism,  together 


Fig.  6. 


Fig.  7. 


with  certain  elaborate  artificial  legs,  were  made 
for  Pare,  "  to  his  great  cost  and  charges,"  by  "  a 
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most  ingenious  and  excellent  Smith  dwelling  at 
Paris,  who  is  called  of  those  who  know  him,  and 
also  of  strangers,  by  no  other  name  than  the  little 
Lorain/'  With  thoughtful  care  for  the  im- 
poverished, Pare  gives  a  drawing  of  "  a  wooden 
leg  made  for  a  poor  man."  This  leg  is  the 
conmaon  and  efficient  wooden  leg,  with  bucket 
receptacle,  still  in  use. 

Chapter  the  thirteenth  is  "of  amending  or 
helping  lameness  or  halting,"  and  contains  a  de- 
scription and  figures  of  an  elaborate  crutch,  with 
a  rest  for  the  foot  and  cross-bar,  which  supports 
the  thigh,  forming  a  kind  of  seat  for  the  patient. 

Well-nigh  five  centuries  elapsed  before  the  im- 
portant position  which  Pare  assigned  to  me- 
chanics in  therapeutics  was  secured  in  practice. 
The  mechanical  ingenuity  of  the  fourteenth  and 
four  succeeding  centuries  failed  to  give  that  de- 
velopment to  his  suggestions  of  which  they  have, 
in  the  present  century,  proved  susceptible. 

Early  in  the  seventeenth  century  Pabricius 
Hildanus*  adapted  the  screw  to  straightening 
contracted  joints.     He  made  use  of  two  splints 


•  *  Observationiim  et  Curationum  Medico-cliimrgicarum 
centanria,'  1630. 
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joined  together  at  one  extremity  by  a  hinge.  The 
splints  formed  an  angle,  across  which,  near  the 
middle,  extended  a  screw,  by  the  aid  of  which  the 
angle  could  be  enlarged.  This  piece  of  mechanism 
closely  resembles  Liston's  or  Amesbury's  splints. 
He  also  describes  a  method  of  treating  contrac- 
tion of  the  knee  by  means  of  a  straight  iron 
splint  fitted  to  the  back  of  the  limb.  About  the 
middle  of  the  splint  is  a  screw  to  which  is  attached 
a  ring  which  encircles  the  knee.  A  pad  is  inter- 
posed between  the  knee  and  the  patella,  and  by 
turning  the  screw  the  joint  is  drawn  backwards 
towards  its  normal  position.  Hildanus  describes, 
moreover,  a  method  of  curing  by  mechanical 
means  contraction  of  the  fingers,  arising  from 
burns. 

In  1656  Scultetus  figured  sundry  splints  for 
the  treatment  of  crooked  limbs.  He  also  de- 
scribes an  apparatus  for  extending  a  distorted 
spine,  and  subjecting  the  protruded  portion  to 
pressure  by  a  lever.  This  mechanism  was  termed 
the  Torquen,  and  it  does  not  differ  essentially 
from  that  drawn  by  Oribasius,  of  which  a  copy 
has  been  given  in  a  previous  page ;  but  extension 
is  made  from  the  head  of  the  patient. 

In  the  middle  of  the  seventeenth  century  a 
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method  was  in  use  of  treating  children  suffering 
from  distorted  spine  by  suspension,  so  that  exten- 
sion was  produced  by  the  weight  of  the  body,  occa- 
sionally augmented  byheavy  substances  attached  to 
the  feet.  Splints  of  whalebone  were  also  made  use 
of  for  straightening  the  crooked  back.  Glisson* 
directs  that  the  child  be  cunningly  suspended  by 
*'  swathing  Bands,  first  crossing  the  Breast,  and 
coming  under  the  Armpits,  then  about  the  Head 
and  under  the  Chin,  and  receiving  the  hands  by 
two  handles,  so  that  it  is  a  pleasure  to  see  the 
Child  hanging  pendiUous  in  the  air,  and  moved 
to  and  fro  by  the  Spectators.  Some,''  he  adds, 
"  that  the  parts  may  the  more  be  stretched,  hang 
Leaded  Shoes  upon  the  Feet,  and  fasten  weights 
to  the  Body  that  the  parts  may  the  more  easily 
be  extended  to  an  equal  length."  He  further 
writes  :  "  To  straighten  the  trunk  of  the  Body  or 
to  keep  it  straight  they  used  to  make  Breast-plates 
of  Whalebone  put  into  two  woolen  Cloathi?  and 
Sewed  together,  which  they  so  fit  to  the  Bodies 
of  the  Children  that  they  may  keep  the  Backbone 
upright,  repress  the  sticking  out  of  the  Bones 
and  defend  the  crookedness  of  them  from  a  fur- 


•  *  De  Eachidite,'  translated  by  N.  Culpepper,  1651. 
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ther  compression.  But  you  must  be  careful  that 
they  be  not  troublesome  to  the  children  that  wear 
them,  and  therefore  the  best  way  is  to  fasten 
them  to  the  Spine  of  the  Back  with  a  handsome 
string  fitted  to  that  use." 

About  the  same  period  Arcseus  described  a 
cumbersome  apparatus  for  reducing  clubfoot* 
and  keeping  the  restored  foot  in  situ.  The  fol- 
lowing is  a  drawing  of  the  apparatus  made  use  of 
by  Arcseus. 

Fig.  8. 


It  is  instructive  to  compare  this    apparatus 
with  one  which  I  have  recently  had  occasion  to 


•  *  De  Ourandis  Vulneribrus,'  1658. 
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fabricate  for  a  case  of  equine  varus  (Fig.  9).  The 
principles  which  govern  the  construction  are  the 
same ;  the  mechanical  ingenuity  with  which  they 
are  carried  out,  the  addition  of  a  lateral  joint, 
and  the  substitution  of  a  lateral  lever  in  place  of 
an  unbending  arm  alone  differ. 

Fig.  9. 


Later  in  the  fifteenth  century,  Isaac  Mincius 
divided  the  stemo-cleido  mastoid  muscle  for  the 
cure  of  wry-neck.  Nearly  two  centuries  passed 
before  the  true  value  of  this  operation  was  appre- 
ciated. 

Early  in  the  1 8th  century  Heister*  made  use 


♦  *  Cliirurgie,'  1739. 
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of  a  T-shaped  splint  of  thin  steel  for  the  treat- 
ment of  spinal  curvature.  This  splint  was  fixed 
in  its  place  by  neck,  shoulder,  and  pelvic 
straps. 

About  the  middle  of  the  same  century  ap- 
peared M.  Andry's  work  on  Orthopady,  which 
initiated  a  new  epoch  in  the  treatment  of  deform- 
ities. 

At  this  period  almost  all  the  mechanical  appli- 
ances which  have  since  been  found  useful  in  thera- 
peutics had  been  made  use  of  by  physicians  and 
surgeons,  although  in  a  crude  and  unsatisfactory 
form,  and  with  very  indifferent  success.  They 
were  based  almost  solely  upon  an  empirical  know- 
ledge, and  they  were  constructed  in  the  rudest 
fashion.  The  mechanical  treatment  of  distortion 
of  the  spine  was  little  in  advance  of  that  described 
by  Hippocrates ;  and  the  treatment  of  club-foot 
was  less  advanced.  Glisson's  corset  of  whale- 
bone was  pretty  much  on  a  par  for  utility 
with  Park's  breastplate  of  iron.  Of  Heister's 
cross-shaped  spinal  splint  a  learned  writer  has 
justly  said  that  "it  is  a  fair  type  of  many 
such  contrivances,  very  ingenious  as  far  as  me- 
chanical idea  is  concerned;  yet  a  patient  who 
could  wear  this  cross  must  be  tolerably  straight. 
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for    if    very    crooked    he   would  infallibly  be 
strangled."* 

Mechanical  extension  was  the  chief  method  in 
use  for  the  treatment  of  spinal  curvature.  Me- 
chanical supports  had  been  devised  for  the  same 
object.  Sundry  forms  of  splints  existed  for  the 
treatment,  in  conjunction  with  bandaging,  of  de- 
formities of  the  limbs  ;  and  the  screw  had  been 
ingeniously  applied  to  extend  contracted  joints. 
Mechanical  shoes  were  also  in  use  for  the  removal 
or  relief  of  club-foot.  If  an  eye  were  lost,  it 
could  be  imitated ;  if  the  ear  were  defective,  the 
defect  might  be  hidden ;  if  the  nose  were  wanting, 
an  artificial  one  was  forthcoming ;  if  a  limb  were 
lost,  a  substitute  could  be  procured ;  and  if  the 
walls  of  the  body  failed  in  any  part,  means  were 
not  wanting  to  strengthen  them.  But  the  cru- 
dity of  conception  was  such,  as  well  as  the  rude- 
ness of  construction,  at  the  time  when  Andrv 
wrote,  as  to  induce  little  confidence  in  the  me- 
chanical treatment  of  deformities. 


•  See  an  elaborate  article  "  On  the  Treatment  of  Defor- 
mities,"  in  the  *  British  Medical  and  Chimrgical  Review* 
for  October,  1861.  I  would  acknowledge  the  valuable 
assistance  I  have  derived  from  that  article  in  writing  this 
portion  of  my  work. 
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The  publication  of  M.  Andry's  work  was  the 
commencement  of  that  systematic  study  of  de- 
formities which  rendered  a  scientific  appHcation 
of  mechanics  to  therapeutics,  such  as  now  exists, 
possible.  This  work,  which  appeared  in  1741, 
is  entitled :  ^  L' Orthopedie ;  ou,  VArt  deprevenir 
et  de  corriger  dans  lea  En/ana  lea  Difformitea  du 
Corpa  le  tout  par  deamoyena  ala  portee  dea  Peres 
et  dea  Merea,  et  de  toutea  lea  Peraonnea  qui  ont 
dea  JEn/anta  a  elever.  Par  M.  Jndry,  ConaeiUer 
du  Boy,  Docteur  et  Profeaaeur  en  Mededne  au 
College  RoyalyDocteur Regent  et  ancien  Doyen  de  la 
Faculte  de  Medecine  de  Paria,  &c/  It  is  in  two 
volumes,  small  8vo,  illustrated  with  copper-plates, 
and  there  is  an  appendix,  forming  a  third  volume. 
The  author  tells  us  that  he  has  formed  the  term 
Ortkopadiay  then  for  the  first  time  used,  "  from 
two  Greek  words,  namely,  from  Orthos,  which 
signifies  straight,  free  of  deformity,  according  to 
rule,  and  from  Paidion,  which  means  child.  I 
have  composed  from  these  two  words,"  he  adds, 
"  that  of  Orthopedic,  to  express  in  a  single  term 
the  plan  of  this  work,  which  is  to  teach  different 
methods  of  preventing  and  correcting  the  bodily 
deformities  of  children."  The  term  has  been  com- 
monly adopted,  but  it  is  frequently  used  with  a 
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more  extensive  signification,  embracing  the  cor- 
rection and  prevention  of  deformities  at  all 
ages. 

The  mechanical  treatment  of  deformities  occu- 
pies  an  insignificant  portion  of  M.  Andry's  work. 
He  recommends  a  chin-rest  for  stooping  of  the 
head.*  For  crooked  legs  he  advises  an  iron 
splint,  and  states  that  the  same  means  must  be 
taken  to  straighten  them  as  are  adopted  to 
straighten  the  crooked  stem  of  a  young  tree.f  He 
illustrates  this  statement  by  a  drawing  of  a 
distorted  tree,  which  is  sought  to  be  redressed 
by  being  firmly  boimd  to  a  straight  post  placed 
on  the  side  of  the  concavity.  Deformed  feet,  he 
says,  are  to  be  remedied  by  splints  of  strong  card- 
board or  wood,  or  little  plates  of  iron.  These 
he  considers  to  be  better  than  the  boots  usually 
employed  in  such  cases.  For  the  rest,  attention 
is  chiefly  given  to  inunctions  and  frictions  of  de- 
formed parts,  and  their  gradual  restoration  by 
manual  extension,  pressure,  and  localized  move- 
ments. In  these  respects  the  book  may  be  read 
with  profit  even  at  the  present  day.  But  the  work 
is  in  an  especial  manner  devoted  to  those  deformi- 


♦  Vol.  i,  p.  90,  t  VoL  i,  p.  282. 
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ties  which  result  from  evil  and  awkward  habits 
engendered  in  childhood,  or  from  the  careless  or 
inconsiderate  handling  of  nurses.  He  gives  many 
ingenious  directions  for  the  avoidance  of  all 
things  tending  to  induce  an  ungainly  carriage, 
recommending  certain  exercises,  as  for  example, 
carrying  a  stick  with  wide-spread  arms,  to 
extend  the  clavicles ;  bearing  a  weight  upon  the 
head,  when  it  tends  improperly  to  one  side ;  or 
upon  the  shoulder,  if  one  is  higher  than  the 
other.  The  work,  indeed,  in  many  points  is 
one,  as  Mr.  Turveytop  would  have  said,  of 
deportment.  It  includes,  indeed,  much  that 
would  oflfend  the  dignity  of  the  orthopaedic 
practitioner  of  the  present  day. 

The  first  book  contains  a  general  account  of 
the  exterior  of  the  body.  The  second  discusses 
the  means  of  preventing  and  correcting  in  infancy 
deformities  of  the  carriage.  Writing  of  high- 
heeled  shoes,  which  have  once  more  become  the 
fashion  among  us,  Andry  points  out  that  they 
cause  young  persons  to  stoop,  and  ought  not  to 
be  worn  by  girls  until  they  are  fifteen  years  old. 
The  third  book  deals  with  deformities  of  the 
arms,  the  hands,  the  legs,  and  the  feet.  He 
describes  and  details  the  characteristics  of  well- 
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made  arms,  hands,  and  fingers ;  and  he  touches 
specially  upon  the  following  deformities  of  the 
hand  and  fingers :  (1)  Rough,  hairy,  and 
crooked  hands;  (2)  Hooked  hands  ;  (3)  Swelling 
of  the  vessels  of  the  hand ;  (4)  Warty  hands ; 
(5)  Callosities  of  the  hands;  (6)  Trembling  of 
the  hands ;  (7)  Tetter  of  the  hands  and  arms ; 
(8)  Sweaty  hands;  (9)  Tailor's  thumb;  (10) 
Warped  fingers;  (11)  Supernumerary  fingers ; 
(12)  Chilblains  of  the  fingers  ;  (13)  Shoulder  of 
mutton  hand  ;  (14)  Itch  of  the  hands  and  arms ; 
(1 5)  Deformities  of  the  nails :  {a)  nails  ragged 
at  the  root ;  {b)  hooked  nails ;  (c)  too  short  nails ; 
{d)  deciduous  and  ass-backed  nails  ;  {e)  knotty 
nails;  (/)  spotted  nails ;  (y)  split-nails;  (^)  livid 
nails;  (16)  The  left-handed. 

The  fourth  book  is  devoted  to  deformities  of 
the  head,  and  is  followed  by  a  chapter  on  the 
voice.  The  appendix,  forming  the  third  volume, 
contains  an  answer  to  certain  criticisms  upon  the 
work. 

A  quarter  of  a  century  after  the  publication  of 
Andry's  work,  the  treatment  of  club-foot  obtained 
great  notoriety  in  England,  France,  and  Switzer- 
land, through  the  labours  of  certain  men  who 
largely  advertised  a  cure  for  the  deformity  by 
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means  which  were  kept  secret.  The  most  cele- 
brated of  these  charlatans  were  Tiphaisne,  of 
Paris,  and  Venel,  of  Canton  Berne.  Tiphaisne 
appears  to  have  been  an  ingenious  mechanist. 
Venel  was  a  medical  man  of  humane  character, 
who  had  ultimately  purposed,  it  is  believed,  to 
have  purged  his  reputation  of  the  improfessional 
taint  which  attached  to  it  from  his  having  voluni- 
tarily  placed  himself  in  the  category  of  quacks ; 
but  death  cut  him  off  before  he  carried  his  good 
intentions  into  effect.  He  established  an  insti- 
tution  for  the  cure  of  club-foot,  and  his  successes 
excited  considerable  attention  in  Germany.  From 
a  former  patient  a  tolerably  correct  idea  of  VenePs 
method  of  treatment,  and  the  mechanical  means 
he  used,  was  obtained  by  Dr.  Ehremann.  The 
latter  had  an  imitation  of  VenePs  apparatus 
fabricated  in  iron.  This  was  seen  and  copied  by 
Bruckner,  of  Gotha,  and  Naumburg  of  Erfurt. 
Naumburg'^  pubhshed  the  results  he  had  obtained 
with  VenePs  machine  in  1796,  and  Bruckner,t 
in  1798.  The  machine  and  its  application  have 
been  thus  described  : — "  The  foot  was  fastened 


•  '  Abhandlung  iiber  Verkrummimgen.' 
t  *  Ueber  einwarts  gedrehte  Fiiase.' 
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in  a  leather  buskin  with  a  strap  attached ;  then 
while  thus  covered  it  was  placed  in  an  iron  box,  and 
the  strap  assisted  in  holding  the  limb  immovable. 
The  iron  box  or  shoe  is  a  very  complicated  appa- 
ratus with  a  staff  or  lever  to  run  up  the  leg,  and 
is  composed  of  movable  plates,  screws,  &c., 
which  gradually  squeeze  the  part  into  a  normal 
shape,  while  the  staff,  turning  the  foot  on  its  long 
axis,  causes  the  sole  to  face  directly  downwards 
instead  of  inwards.  One  great  feature  of  the 
treatment  was  the  slowness  with  which  it  was 
commenced,  the  machine  being  at  first  applied 
only  for  an  hour,  and  with  very  little  tension 
daily  ;  then  both  time  and  force  were  gradually 
increased  until  the  child  could  bear  its  applica- 
tion during  the  night.  It  generally  took  t^tro 
years  to  complete  the  cure  either  by  this  method 
or  that  of  Tiphaisne/'* 

Tiphaisne's  name  is  intimately  associated  with 
the  invention  of  Scarpa's  well-known  shoe  for 
the  treatment  of  club-foot.  The  story  goes,  that 
Scarpa,  in  1781,  during  a  residence  in  Paris, 
chanced  topass  Tiphaisne's  house.  His  attention 
was  attrac^d  by  sundry  paintings  of  deformed 


•  *  Brit,  and  For.  Med.-01iir.  Rev.,'  Oct.,  1861. 


58  INTRODUCTION. 

feet  suspended  about  the  door.  He  learned  that 
these  were  drawings  of  children's  feet  which 
Tiphaisne  asserted  that  he  had  perfectly  cured. 
Scarpa  sought  Tiphaisne's  acquaintance,  but  he 
failed  to  obtain  from  him  any  knowledge  of  his 
method  of  treatment,  except  on  one  occasion  when 
Tiphaisne  made  the  oracular  observation :  "  Na- 
ture will  not  yield  to  violence,  but  only  to  gradual 
force."  Being  foiled  in  gathering  the  information 
he  wanted  by  fair  means,  Scarpa  discreditably  had 
recourse  to  foul.  He  bribed  Tiphaisne's  house- 
keeper, and,  during  the  absence  of  her  master, 
obtained  admission  to  his  private  room.  There 
he  found  nothing  to  satisfy  his  desires  but  a 
steel  spring  lying  on  a  cushion.  This  fragment 
of  an  apparatus,  however,  prompted  the  Italian 
anatomist's  ingenuity,  and  after  a  few  experiments 
on  spring-power,  he  devised  the  shoe  which  bears 
his  name,  and  which  was  described  by  him  in 
his  Monograph,  '  Sulle  Piedi  Torti,'  published  in 
1803.* 

The  style  of  dress  worn  by  ladies  at  the  close 
of  the  18th  century  gave  a  great  inipulse,  par- 

♦  This  story  is  told  by  Malfatti,  in  a  preface  to  his 
German  translation  of  Scarpa's  Monograph. 
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ticularly  in  France,  to  the  treatment  of  deformi- 
ties generally.  It  was  so  scanty,  and  clung  so 
closely  to  the  figure,  as  to  render  apparent  any 
defect  in  the  trunk  or  legs.  Hence  a  rage  arose 
for  deformity  curers. 

The  popular  feeling  facilitated  that  more  accu- 
rate and  systematic  study  of  deformities  inau- 
gurated by  Andry. 

In  1768,  M.  le  Vacher  made  public,  in  the 
fourth  volume  of  the  *  Memoirs  de  TAcademie 
Royale  de  Chirurgie  de  Paris,'  an  apparatus  for 
supporting  the  head  and  gradually  extending  the 
spine  in  cases  of  curvature.  The  apparatus  is 
carried  by  a  strong  well-fitting  corset.  A  stout, 
perpendicular,  movable  iron  rod,  fixed  to  a  socket 
behind,  ascends  to  the  occiput.  From  the  upper 
extremity  an  arch  springs,  which  passes  over  the 
summit  of  the  head  and  nearly  touches  the  fore- 
head. From  this  arch  is  suspended  a  bow  of 
polished  steel,  which  hangs  over  the  head  from 
ear  to  ear,  and  carries  chin  and  occipital  straps. 
When  the  instrument  is  adjusted  the  head  is 
held  erect,  and  the  perpendicular  rod  can  be 
elevated  or  lowered  by  means  of  a  ratchet  and 
spring. 
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Subsequently  the  writings  of  Pott*  in  England, 
and  of  David,t  of  Rouen,  in  France,  placed  the 
knowledge  of  the  pathology  of  spinal  curvature 
on  a  much  more  satisfactory  basis. 

In  1794,  Schmidt,  o£  Marburg,  constructed  an 
instrument  for  the  treatment  of  spinal  curvature, 
by  means  of  which  the  whole  weight  of  the  upper 
part  of  the  trunk  was  supported.  This  instru- 
ment closely  approaches  the  type,  and  is  fabri- 
cated essentially  on  the  same  principles  upon 
which  all  succeeding  instruments  for  the  effective 
relief  of  this  deformity  have  been  formed.  A 
metal  band  encircles  the  pelvis,  resting  upon  the 
crista  ilii.  This  band  carries  two  metal  rods, 
which  pass  up  one  on  each  side  of  the  body,  and 
terminate  in  crutch  handles  beneath  the  armpits. 
The  rods  are  joined  together  at  the  upper  ex- 
tremity, and  steadied  by  a  plate  which  passes 
across  the  shoulders. 

In  the  same  year  Mr.  Sheldrake  published  his 
work  entitled  '  Observations  on  the  Causes  of  the 


*  '  Remarks  on  that  kind  of  Palsy  of  the  Lower  Limbs 
which  is  frequently  found  to  accompany  a  Curvature  of  the 
Spine,'  1779. 

t  *  LcQons  Clinique  sur  les  Maladies  de  TAppareil  Loco- 
moteur,'  1779. 
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Distortions  of  the  Legs  of  Children^  and  the  Con- 
sequences of  the  Pernicious  Means  generally  tised 
with  the  intention  of  Curing  them'  He  discussed 
the  defective  principles  upon  which  instruments 
for  the  treatment  of  deformities  were  constructed 
and  their  frequent  misappUcation.  Admitting 
that  they  were  framed  upon  principles  not  alto- 
gether inapplicable  to  the  diseases  they  were  in- 
tended to  cure,  he  pointed  out  that  they  were 
inadequate  for  the  purpose,  and  that  not  one 
patient  in  twenty  upon  whom  they  were  applied 
in  the  common  way  derived  any  benefit  from  the 
use  of  them.  He  animadverted  strongly  upon 
the  weight  and  cumbersomeness  of  the  instru- 
ments in  common  use,  and  the  difficulty  of 
movement  among  children  to  whom  they  had 
been  applied.  He  further  introduced  the  lever  into 
practice,  and  writing  of  the  instrument  he  con- 
structed for  the  treatment  of  club-foot,  he  says, 
'*  The  idea  upon  which  this  method  is  founded  is 
to  substitute  a  spring  so  adapted  to  the  nature 
of  the  distortion,  that  when  bound  upon  the  limb 
its  action  will  draw  the  deformed  parts  into  their 
natural  situation  when  it  is  necessary  to  allow 
of  motion  in  the  limb ;  that  motion,  by  increasing 
the  action  of  the  spring,  accelerates  the  cure." 
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In  1796,  Dr.  Darwin*  showed  the  value  of 
recumbency  in  the  treatment  of  spinal  curvature ; 
and  he  recommended  a  chair  to  which  was  at- 
tached a  head  swing  somewhat  after  the  fashion 
of  Le  Vacher's,  and  crutches  upon  the  principle 
of  Schmidt's  instruments. 

In  1801,  the  professional  estimate  of  the  treat- 
ment of  deformities  was  summed  up  in  the  fol- 
lowing words  by  Benjamin  Bell  :f  "  It  has  been 
a  prevailing  opinion  among  practitioners,  that 
little  advantage  is  to  be  derived  from  any  reme- 
dies that  we  can  employ  for  distorted  limbs,  and 
they  have  seldom  made  any  attempt  to  cure  them. 
In  consequence  of  which,  this  branch  of  practice 
has  been  almost  universally  trusted  to  itinerants 
or  to  professed  bone-setters.  In  this,  however, 
we  are  wrong ;  in  saying  so,  I  can  speak  with 
confidence,  founded  on  much  experience,  having 
early  in  life  observed  the  misery  to  which  patients 
were  reduced.  I  was  resolved  to  make  some  at- 
tempts for  the  relief  of  such  as  might  apply  to 
me,  however  small  the  chance  might  be  of  suc- 
ceeding ;  and  in  various  instances  I  have  had  the 


♦  *  Zoonomia,'  vol.  ii,  p.  87. 

t  'A  System  of  Surgery,'  7tli  edition,  vol.  vii,  p.  11^7  and 
p.  213. 
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satisfaction  of  relieving,  and  in  some  cases  of  curing 
completely,  patients  who  had  been  lame  for  seve- 
ral years,  and  w^here  it  was  not  expected  that"  any- 
thing could  be  done  for  their  advantage.  *  *  *  * 
Various  machines  have  been  invented  for  the  re- 
moval of  distortions  of  the  spine  by  pressure. 
All  of  these,  however,  do  harm,  and  ought  not 
to  be  used.  It  must  at  once  appear  to  whoever 
is  acquainted  with  the  anatomy  of  these  parts, 
and  with  the  nature  of  this  disease,  that  the 
displaced  bone  is  never  to  be  forcibly  pushed 
into  its  situation ;  and  if  this  cannot  be  done,  it 
is  obvious  that  no  advantage  is  to  be  derived 
from  the  practice,  while  it  is  evident  that  much 
harm  may  ensue  from  it.  In  all  distortions  of 
the  spine  it  is  an  object  of  the  first  importance  to 
support  the  head  and  shoulders.  If  this  is  ne- 
glected, the  weight  of  the  Ijead  tends  almost 
constantly  to  increase  the  curvature.^' 

At  the  time  when  Bell  wrote,  Schmidt  had 
shown  the  true  principle  upon  which  the  upper 
part  of  the  trunk  was  to  be  supported  in  spinal 
curvature;  Sheldrake  had  pointed  out  the  error 
of  too  great  weight  in  the  construction  of  instru- 
ments, and  the  importance  of  their  being  so 
fabricated  as  to  interfere  in  the  least  degree  with 
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locomotion.  He  had,  moreover,  introduced  the 
use  of  the  lever  in  the  treatment  of  distortion. 
The  screw  had  long  before  been  adopted  in  treat- 
ment. Every  other  form  of  mechanical  appa- 
ratus for  the  amelioration  of  deformities  in  a 
more  or  less  crude  form  was  also  in  use.  The 
great  principles  of  mechanical  therapeutics  had, 
indeed,  been  laid  down,  but  another  half  century 
was  required  for  their  elaboration  and  systemi- 
sation. 

Men  throw  aside  the  influence  of  tradition 
with  difficulty,  and  even  at  the  dawn  of  a  true 
science  of  mechanical  therapeutics  we  find  a 
reproduction  of  some  of  the  rudest  efforts  of  more 
primitive  times.  For  example.  Sheldrake  revived 
the  practice  of  suspension,  divested,  however,  of 
the  roughness  of  a  more  remote  period.  He  con- 
joined suspension  vith  recumbency.  He  invented 
an  apparatus  consisting  of  a  frame  so  constructed 
that  the  surface  on  which  the  patient  reclined 
could  by  means  of  a  winch  and  pully  be  raised 
into  a  vertical  position.  Whilst  in  this  state, 
the  patient's  head  was  secured  to  the  apparatus 
by  a  strap  passing  under  the  occiput  and  another 
under  the  chin.  These  two  straps  were  next 
secured  to  an  arched  piece  of  metal  fixed  to  the 
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upper  margin  of  the  reclining  surface,  and  this 
curved  piece  of  metal  was  then  wound  up  until 
the  patient's  neck  and  spine  were  stretched  to 
such  an  extent  as  to  place  the  body  on  tip-toes. 
When  this  was  done,  the  inclined  surface  was 
lowered  to  an  angle  of  25°,  and  the  patient  left 
for  the  night.  (Fig.  10.)  During  the  day  a 
spinal  support,  somewhat  after  the  fashion  of 
Schmidt's,  was  fitted  to  the  patient. 

Fio.  10. 
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Early  in  the  present  century.  Dr.  L.  Harrison 
revived  the  ancient  treatment  of  spinal  curvature 
by  violent  extensions,  suspension  by  pullies,  and 
severe  pressure  on  the  protruding  part.  He  also 
made  use  of  a  passive  means  of  extension  by 
the  aid  of  an  inclined  couch.  (Fig.  11.)  The 
patient  was  laid  on  the  back,  and  the  head  fixed 
in  a  padded  receptacle,  like  a  horse's  collar.  The 
couch  was  then  raised  to  an  angle  of  25^  the 
whole  weight  of  the  body  in  this  position  dragging 
upon  the  head. 

Fio.  11. 


I  have  briefly  sketched  the  history  of  the  me- 
chanical treatment  of  deformities  to  the  period 
when  the  main  principles  of  mechanical  thera- 
peutics had  been  worked  out.  To  follow  the 
development  of  these  principles,  and  the  growth 
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of  a  scientific  system  of  mechanical  therapeutics 
in  the  past  half  century  would  require  space  equal 
to  that  of  4:he  entire  book.  The  facts  of  greatest 
interest  in  reference  to  the  perfection  of  certain 
instruments  and  forms  of  apparatus  will  be  given 
in  the  body  of  the  work  in  their  proper  place. 
The  book  itself  will  show  the  completed  results 
of  the  half  century's  labours. 

Mechanical  therapeutics  has  advanced  pari 
passu  with  surgical  pathology.  In  1834,  a  vast 
impulse  was  given  to  the  treatment  of  certain  de- 
formities by  Stromeyer's  introduction  of  the 
practice  of  subcutaneous  tenotomy.  Two  centu- 
ries had  passed  before  the  idea  of  Mincius  bore 
fruit.  Sartorius  (1806)  and  Delpech  (1816),  had 
made  abortive  attempts  in  the  same  direction.  In 
1837,  Dr.  Little  introduced  Stromeyer's  practice 
into  London,  and  the  Orthopaedic  Hospital  was 
established ;  and  in  1843  he  pubUshed  his  work 
on  the  '  I^ature  and  Treatment  of  Club-foot,  and 
analogous  Diatortiona  mth  and  without  stirgical 
operation!  In  the  same  and  following  year  Dr. 
Little's  classical  lectures,  since  published  in  a 
separate  form,  on  the  ^Nature  and  Treatment  of  the 
Deformities  of  the  Human  Frame!  appeared  in 
the  *  Lancet! 
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To  the  writings  of  this  gentleman  and  of  Mr. 
John  Bishop,  F.R.S.,  it  is  chiefly  due  that  the 
knowledge  of  deformities  in  this  country  was 
placed  on  a  sound  basis.  As  this  knowledge 
advanced  so  also  did  mechanical  therapeutics,  and 
the  latter  now  claims  recognition  as  a  distinct 
branch  of  the  art  and  science  of  medicine, — ^with 
what  justice  the  following  pages  must  show.* 

V.  It  is  an  easier  task  to  restore  the  symmetry 
of  a  distorted  limb  or  spine  by  the  employment 
of  mechanism,  and,  where  needed,  of  tenotomy, 
than  to  reinvigorate  a  muscle  wasted  by  disease. 
The  latter  object  can  be  satisfactorily  achieved 
only  by  systematic  ewercise  of  the  debilitated 
muscle.  Thus  the  gymnasium  becomes  a  ne- 
cessary ally  to  the  treatment  of  deformities,  and 
gymnastics  hold  an  important  position  in  me- 
chanical therapeutics. 

In  almost  all  large  continental  cities  the  treat- 
ment of  deformities  by  a  combination  of  well- 
directed  muscular  exercises  with  skilfully  adapted 
mechanism  has  so  long  been  pursued  as  to  have 
become  a  customary  arrangement.  In  Vienna, 
Berlin,  Stuttgard,  Dresden,  Munich,  &c.,  special 

*  See  page  5. 
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institutions  are  established  for  tlie  purpose  of 
carrying  out  in  the  most  perfect  form  the  prin- 
ciples and  practice  of  this  method. 

In  England  the  utility,  nay,  necessity  of  gym- 
nastics in  the  treatment  of  deformities  has  not 
received  that  full  recognition  which  is  desirable, 
but  a  livelier  interest  has  lately  been  aroused  on 
the  subject.  Gymnastics  are  alone  requii-ed  for 
the  relief  of  the  slighter  kinds  of  deformity  of  the 
spine  and  limbs ;  and  the  graver  degrees  of  dis- 
tortion may  be  much  ameliorated  by  their  aid. 
The  special  gymnastics  for  different  deformities 
will  therefore  be  detailed  in  the  following  pages. 

Gymnastics,  moreover,  are  the  chief  means 
which  we  possess  for  the  prevention  of  deformi- 
ties. 

When  the  human  race  is  advancing  in  the 
scale  of  civilisation  in  the  rapid  manner  so  charac- 
teristic of  the  present  time,  a  greater  degree  of 
physical  strength  is  needed,  if  we  would  escape 
degeneration,  to  encounter  the  severe  bodily  strain 
induced  by  the  over-tension  (so  to  speak)  of  life. 
Let  any  one  who  questions  the  danger  of  a  future 
degeneracy  of  race  under  present  an'angements 
visit  a  fashionable  EngUsh  boarding-school,  and, 
in  the  delicate  features  of  the  majority  of  the 
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pupils,  he  will  see  how  Kttle  chance  there  is  for  the 
cultivation  of  that  healthy  bodily  vigour  which 
is  necessary  for  the  propagation  of  a  powerful 
people. 

Latterly,  the  habit  of  restraining  all  exhibition 
of  playful  gaiety,  under  the  impression  that  it 
betrays  vulgarity  of  manner,  has  been  attended 
with  the  most  serious  consequences  to  the  physi- 
cal development  of  the  rising  generation.  I 
firmly  believe  that  the  enormous  increase  in  spinal 
curvature  which  has  taken  place  during  the  last 
twenty  years  may  be  traced  much  more  to  the 
imprudence  of  forbidding  "  romps/'  and  other 
robust  exerciser  of  "  childhood  taking  holiday," 
than  to  any  supposititious  diminution  in  the  con- 
stitutional power  of  mankind.  What  is  needed 
for  the  purpose  of  counteracting  this  serious  and 
growing  evil,  is  to  insist  upon  the  adoption  of 
regulated  gymnastic  movements  during  a  certain 
period  of  the  day,  accompanied,  as  far  as  prac- 
ticable, with  free  and  unrestrained  bodily  exercise. 
This  especially  refers  to  those  persons  who  are 
healthy;  but  where  debility  of  constitution  exists, 
a  systematic  course  of  ''  movements  "  should  be 
adopted  without  loss  of  time.  In  order  to  ac- 
complish this  object  in  a  manner  certain  to  pro- 
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duce  the  desired  result,  it  is  necessary  that  all  the 
muscles  of  the  body  should  be  gradually  brought 
into  gentle  exercise.  It  might  be  considered  that 
walking,  riding,  or  the  ordinary  actions  of  daily  life, 
would  be  sufficient  for  the  purpose;  but  such  is  not 
the  case,  and  for  this  reason,  that  from  lassitude  all 
the  general  exercises  dependent  upon  voluntary  ac- 
tivity are  imperfectly  performed.  The  superinten- 
dence of  the  gymnasiarch  is  needed  to  produce 
such  an  amount  of  well-regulated  motion  in  each 
set  or  system  of  muscles  that  the  body  may  be 
gradually  improved  in  strength. 

A  national  pride  is  felt  in  the  stalwart  propor- 
tions and  manly  symmetry  exhibited  in  the  persons 
of  our  "Household  Troops."  Knowing  that 
they  are  but  the  trained  and  well-cultivated  repre- 
sentatives of  the  physical  stamina  abundantly  to 
be  found  in  all  our  rural  districts,  it  appears  sur- 
prising that  we  have  done  so  little  systematically 
to  improve  the  muscular  development  of  our 
youth,  and  to  cherish  and  strengthen  those  thews 
and  sinews  which  in  due  time  will  be  called  upon 
to  bear  the  attrition  and  turmoil  of  our  modern 
go-ahead  life. 

In  former  ages,  the  tilting  and  the  wrestling- 
grounds  fiumished  ample  exercise  for  the  phy- 
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sical  powers  both  of  the  noble  and  the  serf;  but 
no\v-a-days  the  head  usurps  the  place  of  the  arm, 
and  an  enfeebled  condition  of  the  body  is  too 
often  the  penalty  attached  to  a  highly  cultivated 
mind. 

If  defective  physical  were  at  all  times  accom- 
panied by  a  higher  degree  of  intellectual  activity, 
it  might  be  argued  that  the  loss  in  one  direction 
was  more  than  counterbalanced  by  the  gain  in 
another.  But  this  is  not  the  case,  and  it  too 
often  happens,  where  the  deficiency  is  a  sign  of 
deterioration  of  race,  that  the  mind  suffers  equally 
with  the  body.  Healthy  activity  of  body  and 
mind  are  as  a  rule  correlative. 

Nature,  we  learn  from  the  wise  and  beneficent 
laws  of  human  organization,  has  clearly  decreed 
that,  unless  the  various  parts  of  her  handiwork 
intended  for  special  aims  and  uses  are  regularly 
made  to  fulfil  their  destined  purposes,  an  entire 
perversion  of  her  original  plans  is  entailed,  that 
wliich  ought  to  be  a  strong  and  vigorous  frame 
becoming  a  weak  and  emaciated  machine,  defec- 
tive alike  in  power  and  symmetry.  Man  not  only 
improves  and  perpetuates  the  ethnological  and 
physiological  advantages  which  are  gained  by  the 
mingling  of  races,  but  he  also  increases  and  per- 
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petuates  any  organic  and  physical  defects  which  are 
established  by  non-adherence  to  the  conditions  im- 
plied in  the  adaptability  of  the  different  parts  of 
the  human  frame  to  their  several  uses.  How  readily 
do  w^e  discover  the  inevitable  results  which  ensue 
from  the  possession  of  a  Sybaritic  form,  when 
contemplated  as  the  type  of  a  people. 

The  ancient  Greeks  and  Romans,  when  the 
habits  of  the  bath  and  attendance  at  the  theatre 
superseded  the  exercises  of  the  chariot-ring  and 
the  cestus,  rapidly  became  the  inferiors  of  neigh- 
bouring populations,  to  whom  luxurious  living  and 
corrupt  and  enervating  pastimes  were  as  much 
matters  of  abhorrence  as  the  nations  which  found 
leisure  in  them  were  the  objects  of  their  disgust 
and  hatred. 

To  avert  any  approach  to  the  degeneracy  of  form 
and  character,  such  as  is  well  known  to  have  re- 
duced the  once  masculine  energy  of  the  Roman 
people  to  the  state  of  indolence  and  inactivity 
exhibited  by  their  descendants  of  our  own  times, 
a  judicious  course  of  gymnastics  for  our  youth  is 
earnestly  to  be  desired.  Such  a  course  is  espe- 
cially needed  to  prevent  the  more  immediate 
danger  of  deformity, 

1  do  not  think  that  any  reasonable  doubt  can 
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be  entertained  that  a  great  number  of  those  cases 
of  malformation  and  distortion  which  are  so  pain- 
ful to  our  eyes,  and  mortifying  to  our  pride,  arc 
largely  owing  to  an  absence  of  physical  culture 
on  the  part  of  the  deformed  individuals. 

As  a  means  of  guarding  against  and  preventing 
the  origin  and  perpetuation  of  these  evils,  it  is  to 
be  hoped  that  well-regulated  bodily  exercises  will 
be  more  largely  cultivated. 

The  great  Volunteer  movement  may  be  looked 
upon  as  a  vast  gymnastic  training  of  the  youth 
of  the  nation  ;  and  in  this  sense  alone  its  value 
cannot  well  be  over-estimated. 
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CHAPTER  I. 


THE  HEAD  AND  NECK,  THEIR  DEFORMITIES, 
DEBILITIES,  AND  DEFICIENCIES. 

I. — ^Deformities. 

The  head  and  neck,  although  liable  to  many 
defects  of  symmetry,  are  less  subject  to  deformity 
than  the  trunk  and  extremities.  This  is  remark- 
able when  the  nicety  with  which  the  skull  is 
poised  upon  the  spinal  column,  the  number  and 
complex  arrangement  of  the  muscles  attached  to 
it  and  to  the  cervical  vertebrae,  and  the  great 
flexibility  of  the  upper  segment  of  the  spine,  are 
considered.  Several  causes  may  be  indicated  as 
probably  giving  rise  to  this  comparative  freedom 
from  distortion.     First,  the  weight  supported  by 
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the  cervical  vertebrae  is  not  great.  This  important 
source  of  spinal  deflection  in  the  dorsal  region, 
when  the  ligaments  are  vreakened,  and  the  inter- 
vertebral substances  or  the  vertebrae  themselves 
affected  by  disease,  is  diminished  to  the  greatest 
extent  in  the  cervical  region.  Again,  the  muscles 
of  the  neck,  as  those  of  the  trunk,  are  less  liable 
to  permanent  contraction  than  the  muscles  of  the 
extremities.  It  is  probable,  moreover,  that  spas- 
tic contraction  of  the  muscles  of  the  neck,  as  a 
rule,  gives  rise  to  a  less  degree  of  deformity  than 
the  same  condition  of  the  muscles  of  the  extremi- 
ties. It  would  seem,  indeed,  as  if  the  degree  oi 
deformity  arising  from  permanent  contraction  of 
a  muscle  was  less  dependent  upon  the  situation 
of  the  muscle  than  upon  its  bulk  and  length. 
For  example,  the  longest  muscle  connecting  the 
head  with  the  thorax,  and  entering  more  largely 
than  any  other  muscle  into  the  different  move- 
ments of  the  neck,  is  the  sterno-cleido  mastoi- 
deus.  The^  space  over  which  this  muscle  acts  is 
much  less  than  that  over  which  either  the  tibialis 
anticus  or  gastrocnemius  acts ;  and  the  degree  of 
deformity  arising  from  spasmodic  contraction  of 
the  first-named  muscle  is  proportionally  less  than 
that  which  arises  from  morbid  contraction  of 
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either  of  the  last-named  muscles.  Spasmodic 
action  of  the  sterno-cleido  mastoideus,  miless  ex- 
cessive, rarely  produces  very  marked  deflection 
of  the  skull ;  but  slight  spastic  contraction  of  the 
tibialis  anticus  or  gastrocnemius  gives  rise  to  con- 
siderable deformity  of  the  foot.  This  difference 
of  result  is  to  be  accounted  for  (1)  by  the  differ- 
ence in  the  amount  of  force  exercised  by  the 
several  muscles  upon  their  points  of  insertion  and 
attachment ;  and  (2)  by  their  different  ranges  of 
action.  Thus  the  retractile  power  of  the  tibialis 
anticus,  in  its  course  from  the  upper  third  of  the 
tibia  and  fibula  to  the  os  scaphoides,  extends  over 
a  space  of  fourteen  inches ;  but  the  retractile 
power  of  the  sterno-cleido  mastoideus  is  limited 
to  a  space  of  five  inches.  Again,  the  bulk  of  the 
contractile  tissue  of  the  former  muscle  is  greater 
than  that  of  the  latter. 

The  deformities  to  which  the  head  and  neck 
are  Uable  are :     * 

1.  Anterior  curvature  of  the  neck 

(round  shoulders,  so  called). 

2.  Wry  neck. 

3.  Distortions    arising   from   burns 

AND  other  injuries. 

1.  Anterior  curvature  is  the  commonest,  and 
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also  the  simplest  deformity  of  the  neck.  It  is 
commonly  known  as  round  shoulders.  The 
hitched  up  and  arched  shoulders  which  charac- 
terise this  deformity  are  sufficiently  indicated  by 
the  popular  designation.  Anterior  curvature  is 
chiefly  met  with  among  the  young,  and  is  frequently 
the  result  of  an  ill-habit.  More  frequently  it  is 
an  indication  of  an  enfeebled  frame.  From  the 
great  flexibility  of  the  cervical  portion  of  the 
spinal  column,  the  ready  yielding  of  the  vertebral 
ligaments,  and  the  aptitude  of  muscles  to  adapt 
themselves  to  definite  modes  of  action  impressed 
upon  them,  the  neck  is  very  liable  to  be  fixed 
permanently  in  any  exaggerated  curve  to  which 
it  may  have  been  habitually  subjected  in  child- 
hood and  adolescence.  The  habit  of  stooping 
contracted  by  indolent,  lounging  chQdren,  is  a 
common  source  of  anterior  curvature.  The  over- 
studious  are  also  subject  to  the  same  deformity 
from  the  constant  bending  forwards  of  the  head 
and  neck  over  the  book  or  the  desk.  Weakly, 
overgrown  children  are  most  liable  to  suffer  from 
round  shoulders.  The  want  of  vigour  in  the 
whole  system  predisposes  to  the  deformity.  The 
muscles  in  these  children  appear  to  suffer,  as  it 
were«  from  permanent  fatigue,  and  the  ligaments 
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are  deficient  in  elasticity.  The  head  is  not  car- 
ried well,  and  sinks  between  the  shoulders.  The 
neck,  imperfectly  "  stayed"  by  its  muscles  and 
ligaments,  is  unable  fully  to  support  the  super- 
incumbent mass,  and  drops  forward.  The  habits 
of  school-life  exaggerate  these  evils,  and  it  often 
happens  that  a  degree  of  deformity  is  induced 
which  painfully  embitters  after-life. 

Anterior  curvature  of  the  neck  readily  yields 
to  mechanical  treatment.  The  instmment  best 
adapted  to  meet  the  slighter  examples  of  this 
deformity  is  a  leathern  back-board,  to  be  attached 
to  the  shoulders,  and  a  chin-rest.  The  back- 
board  consists  of  a  padded  plate,  which  is  fixed 
against  the  shoulder-blades,  the  shoulders  being 
held  backwards  by  leathern  caps  attached  to  the 
plate.  The  head  is  supported  in  an  erect  posi- 
tion by  a  cup-shaped  rest  for  the  chin.  The 
chin-rest  and  the  back-plate  are  held  in  position 
by  rods  fixed  to  a  leathern  band  which  passes 
round  the  waist.  The  following  woodcut  (Fig.  12) 
shows  the  construction  and  mode  of  application 
of  this  instrument. 

The  back-plate  and  chin-rest  have  been,  to  a 
great  extent,  discarded  by  modem  practitioners, 
and  their  place  supplied  by  more  complicated 
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PlO.  12. 


pieces  of  mechanism.  But  in  the  slighter  cases 
of  anterior  curvature  no  instrument  gives  more 
effective  relief  when  properly  applied,  and  none 
is  so  little  costly. 

When  the  anterior  curvature  occurs  in  an 
exaggerated  form,  or  is  complicated  with  con- 
traction of  the  pectoral  muscles,  provision  has 
to  be  made  for  the  gradual  restoration  of  the 
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head  and  neck  to  their  normal  position.  This 
is  attained  by  various  modifications  of  the  back- 
board and  chin-rest,  according  to  the  require- 
ments of  the  case.  Mechanism  for  extension  is 
easily  adapted  to  the  instrument  described,  whicli 
forms  the  type  from  which  the  more  elaborately 
constructed  machines  for  the  treatment  of  an- 
terior curvature  are  mainly  derived. 

2.  Wry -neck  is  caused  by  permanent  contrac- 
tion of  one  of  the  stemo-mastoid  muscles.  The 
head  is  rotated  to  a  greater  or  less  degree  ob- 
liquely on  its  axis,  the  posterior  part  being  drawn 
downwards  and  towards  the  shoulder  on  the 
side  of  the  alBFected  muscle,  while  the  face  is 
tilted  upwards  in  the  opposite  direction.  The 
term  wry-neck  has  also  been  applied,  but  incor- 
rectly, to  the  distortion  of  the  neck  which  arises 

(1)  from  general  lateral  curvature  of  the  spine; 

(2)  from  caries  of  the  cervical  vertebrae;  (3) 
from  the  contraction  of  the  cicatrix  of  a  burn  or 
ulcer ;  and  (4)  from  glandular  enlargement  con- 
fined to  one  side  of  the  neck. 

In  the  mechanical  treatment  of  genuine  wry- 
neck the  end  sought  is  to  replace  the  head  in 
its  normal  position,  and  so  retain  it  until  exten- 
sion of  the   morbidly  contracted   sterao-cleido- 
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mastoideus  muscle  is  induced.  The  means  by 
which  this  end  may  be  secured  are  also  those 
best  adapted  to  perfect  the  cure  of  a  case  when 
tenotomy  has  been  had  recourse  to. 

To  control  the  head  effectually,  and  at  the 
same  time  act  upon  the  cervical  vertebrae,  are 
among  the  greatest  difficulties  which  the  me- 
chanician has  to  contend  with.  The  head,  from 
its  configuration,  is  naturally  disposed  to  rotate 
within  any  instrument  constructed  for  its  re- 
tention. The  mechanician,  moreover,  is  limited 
in  his  efforts  to  control  the  motions  of  the  head 
by  the  necessity  of  so  arranging  his  apparatus 
that  it  shall  be  obtruded  as  little  as  possible  upon 
the  sight.  He  is  often  trammelled  in  the  greatest 
degree  by  the  natural  anxiety  of  patients  for  the 
concealment  of  the  instniment  beneath  the  dress. 

The  mechanism  which  has  been  found  most 
generally  applicable  and  most  effective  in  the 
treatment  of  wry-neck  is  constructed  as  follows 
(Fig.  13) : — It  consists  of  a  padded  pelvic 
band,  to  which  is  attached  a  vertebral  stem  with 
horizontal  arm-pieces.  At  the  upper  extremity 
of  the  vertebral  stem  a  neck-lever  is  fixed,  to  be 
attached  or  detached  at  will.  This  lever  is  formed 
in  a  peculiar  fashion.    It  passes  around  the  head 
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Fig.  13. 


and  rests  by  its  outer  extremity  against  the  tem- 
poral bone  on  the  side  towards  which  the  head 
is  deflected.  On  the  opposite  side  of  the  head  a 
horizontal  lever  is  fixed,  also  springing  from  the 
vertebral  stem,  and  resting  against  the  lower 
jaw.  The  temporal  lever  has  a  vertical  axis, 
moved  by  a  ratchet  joint,  upon  turning  whicli 
the  head  is  gently  pressed  in  a  horizontal  direc- 
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tion.  The  lower-jaw  lever  also  acts  horizontally, 
but  in  a  different  plane.  (Fig.  14.)  By  the  con- 
joined action  of  these  two  levers  the  contracted 


Fig.  14. 


sterno-niastoideus  muscle  is  extended,  the  head 
restored  to  an  erect  position,  and  the  chin  brought 
into  the  mesial  Hne  of  the  body.  From  the 
position  of  the  lever,  displacement  of  the  head, 
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when  the  instrument  is  properly  applied,  is  im- 
possible, and  by  a  little  modification  of  the  dress 
and  arrangement  of  the  hair  the  mechanism  may 
be  almost  entirely  concealed. 

An  apparatus  of  different  construction  is  in 
use  at  the  Orthopaedic  Hospital.      A  vertebral 

Pio.  15. 
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stem  springs  from  a  pelvic  band.  To  the  upper 
termination  of  the  stem  are  affixed  two  arm-pieces 
and  a  head-lever.  The  arm-pieces  pass  beneath 
the  axillae.  The  head-lever  supports  a  padded 
metal  plate,  and  it  has  three  centres  of  motion 
(Fig.  15,  A,  B,  c).  The  metal  plate  is  curved  so 
as  to  grasp  the  occiput,  and  it  is  secured  in 
position  by  forehead-  and  chin-straps.  The  lever 
can  be  moved  from  before  backwards  (a),  or 
laterally  (b),  or  rotated  (c).  This  apparatus  is 
open  to  the  insuperable  objection  that  the  head 
is  not  firmly  retained  in  position. 

Bonnet  has  suggested  an  ingenious  apparatus 
(Fig.  16)  for  wry-neck,  which  answers  well  in 
ordinary  cases.  It  is  not,  however,  to  be  trusted 
in  cases  where  there  is  much  contraction  of  the 
sterno-cleido-mastoid  muscles,  as  the  base  of  the 
head  is  not  sufficiently  under  control.  A  gutta- 
percha shield  is  fitted  to  the  back  and  shoulders, 
and  is  fixed  in  position  by  straps  passing  beneath 
the  armpits  and  round  the  waist.  To  the  upper 
margin  of  the  shield  is  attached  a  metal  rod. 
This  rod  is  curved,  and  projects  above  the  head, 
and  it  can  be  moved  in  a  lateral  and  antero-pos- 
terior  direction  by  means  of  a  double-action 
ratchet  centre.     A  simple  screw  at  the  extremity 
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of  the  rod  serves  to  connect  with  it  two  padded 
metal  plates  adapted  to  grasp  the  head  on  each 


Fig.  16. 


side.  These  plates,  when  fixed  in  position,  are 
secured  by  a  strap  passing  beneath  the  chin. 
When  this  instrument  is  applied  the  head  may 
be  moved  in  any  direction. 

The  instruments  hitherto  described  are  at- 
tached to  the  trunk  or  the  pelvis.  In  adults 
this  is   occasionally  rendered   impossible  by  a 
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prominent  abdomen.  This  difficulty  may  l)e 
overcome  in  the  following  manner  (Fig.  17) : — 
A  curved  piece  of  steel  rests  upon  the  shoulder 
towards    which    the    head    is    drawn,    and   is 


Fig.  17. 


retained  in  its  place  by  padded  straps,  which 
pass  beneath  the  armpits. 

From  the  plate  spring  two  levers  with  padded 
extremities.  These  levers  arc  so  arranged  that 
one  rests   on   the   parietal  region   of  the  con- 
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traded  side  and  the  other  on  the  mastoid  process 
of  the  opposite  side,  their  action  being  governed 
and  directed  by  ratchet  screws. 

Bonnet  also  describes  an  instrument  for  wry- 
neck which  is  fixed  to  the  shoulders  (Fig.  18). 
A  light  metal  collar  is  fitted  to  the  shoulders 

Fig.  18. 


and  fixed  by  stmps  passing  beneath  the  armpits 
and  across  the  breast.  To  this  collar  are  at- 
tached  two  upright  metal  rods  with  horizontal 
screws.     To  these  screws  padded  plates  are  at- 
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tached,  which  press  against  the  lower  jaw  on  one 
side  and  the  malar  bone  on  the  other.  By  the 
combined  action  of  these  screws  the  head  may 
be  brought  gradually  into  an  erect  position. 

Application  of  Listruments. — Assuming  that 
the  apparatus  depicted  in  Fig.  13  is  the  one  most 
Ukely  to  be  adopted,  it  is  to  be  adjusted  in  the 
following  manner : 

First.  Detach  the  head-stem  and  its  appendages 
from  the  thoracic  portion,  and  carefully  place  the 
hip-bands  around  the  pelvis,  and  let  the  axillae 
rest  in  a  natural  attitude  upon  the  arm-pieces. 

Secondly.  Attach  the  head-stem,  loosen  the 
ratchet  screws  governing  the  vertical  and  hori- 
zontal axes,  and  then  screw  the  head-stem  at 
such  a  height  as  to  bring  the  horizontal  lever 
on  a  level  with  the  mastoid  process  on  the  side 
of  declension. 

Thh'dly.  Screw  the  levers  until  the  vertical 
one  rests  gently  upon  the  parietal  region  and 
the  horizontal  on  the  inferior  maxilla,  and  fix 
the  head-straps. 

Fourthly.  Tighten  gradually  every  other  day 
the  vertical  lever,  moving  the  horizontal  one  only 
every  fourth  day,  until  the  head  is  restored  to 
an  erect  position. 


DISTORTION    FROM    BURNS.  91 

By  making  the  vertical  lever  the  medium  for 
the  application  of  force  in  a  lateral  direction, 
whilst  the  horizontal  stem  is  maintained  as  a 
kind  of  ''  point  d'appui,"  extension  of  the  con- 
tracted tendon  in  its  true  plane  of  movement  is 
more  perfectly  secured  than  if  both  ratchet 
axes  were  acted  upon  simultaneously.  After  the 
head  is  once  restored  to  its  normal  position  the 
instrument  should  be  left  alone. 

Should  the  apparatus  prove  at  this  time  irksome, 
a  collar  of  thin  gutta  percha,  carefully  moulded  to 
the  upper  part  of  the  chest  and  lower  portion  of 
the  jaw,  will  serve  to  keep  the  head  in  position 
until  equilibrium  is  established  by  natural  means. 

3.  Distortions  from  Burns  and  other  Injuries. 

A.  Distortion  from  Burns. 

The  cicatrices  of  bums  frequently  give  rise  to 
the  most  distressing  deformity  of  the  head  and 
neck.  It  is  possible  by  mechanical  means  so  to  fix 
the  injured  parts  as  to  prevent  to  a  greater  or 
less  extent  the  contraction  to  which  the  cicatrix 
is  liable.  The  question  of  the  prevention  of  de- 
formities arising  from  cicatrices,  by  mechanical 
agency,  has  not  as  yet  received  that  attention 
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from  surgeons  which  it  deserves.  Hitherto  the 
orthopractic  mechanician  has  been  chiefly  required 
to  remedy  rather  than  prevent  the  evils  arising 
from  this  source.  The  instruments  about  to  be 
described,  which  have  been  devised  for  the  exten- 
sion of  cicatrices,  are  also  adapted  to  fix  the  head 
and  chin  while  the  process  of  healing  is  going  on, 
so  as  to  prevent  or  limit  contraction. 

Ordinarily  the  chin  is  drawn  downwards,  the 
head  being  more  or  less  deflected  to  one  side. 
Occasionally  the  Ups  are  also  everted.  When  the 
displacement  of  the  chin  is  the  main  distortion, 
the  head  being  but  slightly  deflected,  the  in- 
strument depicted  in  Fig.  19   may  be  adopted. 

Fig.  19. 


A  curved  padded  plate  grasps  the  occiput,  the 
extremities  extending  as  far  forwards  as  the  tem- 
poral region.     From  the  right  or  left  arm  of  the 
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plate,  according  to  the  requirements  of  the  case, 
depends  a  chin-rest.  The  curved  plate  is  attached 
to  a  head-stem,  which  may  be  moved  horizontally 
or  vertically,  and  which  in  turn  is  affixed  to  a 
vertebral  stem,  the  latter  being  furnished  with  a 
pelvic  band  and  arm-rests.  By  means  of  this 
apparatus  the  head  may  be  brought  into  a  vertical 
position  and  retained  there,  and  the  chin  elevated. 
Another  form  of  instrument,  adapted  to  severer 
CAses  of  distortion,  is  depicted  in  Fig.  20.  The 
arrangement  of  the  vertebrae-  and  head-stems  is 

Fig.  20. 
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the  same  as  in  the  instnirnent  previously  de- 
scribed. Prom  the  extremity  of  the  head-stem 
spring  two  curved  levers,  which  are  attached  to 
the  stem  by  a  joint  moving  on  a  vertical  axis.  By 
means  of  a  screw  the  distance  between  the  outer 
extremities  of  the  levers  can  be  increased  or  di- 
minished. The  levers  carry  two  vertical  rods, 
so  arranged  that  the  ends,  properly  padded,  rest 
against  the  temporal  and  superior  maxillary 
bones.  By  this  mechanism  the  head  can  be 
more  completely  controlled,  and  more  power  can 
be  exercised  over  it,  than  by  the  instrument  first 
described. 

A  third  form  of  instrument  has  been  devised 
to  prevent  or  remedy  eversion  of  the  lip  (Fig. 
21).  It  is  adapted  also  for  the  elevation  of 
the  chin.  Two  semicircular  arms  spring  from 
a  cervical  stem.  The  anterior  extremities  of 
the  arms  carry  a  movable  pad,  formed  to  rest 
against  the  chin.  An  occipital  plate,  moved  by  a 
screw,  regulates  the  pressure  which  may  be  exer- 
cised by  the  pad  against  the  lip  ;  and  the  cervical 
stem  has  a  vertical  axis  by  means  of  which  the 
chin  may  be  uplifted.  A  vertebral  lever,  pelvic 
band,  and  horizontal  arm-pieces,  complete  the 
instrument. 
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Fig.  21. 


B.  Distortions  of  the  Nose. 

Occasionally  the  nose  ma}^  be  distorted  by 
injury.  A  barrister  was  thrown  from  his  horse. 
His  face  struck  the  sharp  stump  of  a  tree,  and 
the  violence  of  the  blow  deflected  the  nose  con- 
siderably. The  distortion  remained  after  the 
pain  and  swelling  of  the  bruised  parts  had  passed 
off,  and  unfortunately  gave  so  eccentric  an  aspect 
to  the  face  as  to  prevent  the  gentleman  appearing 
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in  public.  To  remedy  this  evil  a  well-padded 
circular  metal  spring  (Fig.  22)  was  adapted  to 
the  head  in  a  line  above  the  eyebrows.  To  the 
centre  of  the  spring  was  attached,  by  a  ratchet 
axis,  a  vertical  lever.  This  lever  rested  upon  the 
side  of  the  nose  towards  which  the  deflection 
had  taken  place,  and  the  degree  of  pressure 
exercised  by  it  could  be  regulated  at  will  by  the 
axis.  By  means  of  this  mechanism  the  deformity 
was  gradually  reduced,  and  in  the  end  entirely 
removed. 
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c.  Distortion  of  the  Mouth. 

The  adaptability  of  raechanism  to  the  relief  of 
distortion  of  the  mouth  is  limited  to  extension  of 
the  jaws  when  closed  by  spastic  contraction  of 
the  masseter  and  temporal  muscles.  This  trouble- 
some affection  is,  when  mechanical  aid  is  not 
contra-indicated,  best  dealt  with  by  an  apparatus 
constructed  in  the  following  manner  (Fig.  23). 

Fig.  23. 


Two  firm  but  thin  rods  of  metal  are  accurately 
modelled  to  the  chin  and  articulated  at  the  point 
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where  the  lower  jaw  has  its  axis  of  movement. 
To  each  rod  is  fixed  a  horizontal  metal  lip,  which, 
having  been  first  covered  with  india  rubber,  is 
inserted  between  the  lips.  By  means  of  two  ver- 
tical screws,  fixed  at  the  angles  of  the  Ups,  the 
rods  can  be  separated  from  each  other  and  the 
mouth  gradually  opened.  This  instrument,  from 
its  form  and  arrangement,  retains  its  position 
without  the  assistance  of  straps  or  bandages. 
It  is  an  admirable  gag  for  keeping  the  mouth  open 
during  surgical  operations  on  the  tongue,  the  use 
of  the  stomach-pump,  the  injection  of  nourish- 
ment in  lunacy  when  all  food  is  persistently 
refused  (sitophobia),  and  the  forcible  administra- 
tion of  nauseous  medicines. 

Distortions  of  the  eyes  and  appendages,  so  far 
as  they  admit  of  being  remedied  by  mechanical 
appUances,  although  coming  strictly  within  the 
limits  of  orthopraxy,  form  part  of  a  special 
branch  of  surgical  science,  and  need  not  be  dis- 
cussed here.  The  same  remark  applies  also  to 
distortion  of  the  face  arising  from  defects  of  the 
teeth. 
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Sect.  IL — Debilities. 

Muscular  debility  is  a  common  cause  of 
deformity.  In  life  and  health  the  muscles  are 
never  entirely  passive.  When  uninfluenced  by 
the  will — when  what  is  popularly  termed  at  rest 
— they  remain  in  a  state  of  static  contraction. 
To  this  action,  which  has  been  inaptly  designated 
tonicity  or  passive  retractility,  the  maintenance 
of  the  symmetry  of  the  frame  is  mainly  due. 
The  different  groups  of  muscles  antagonise  or 
harmonise  with  each  other,  and  give  rise  to  that 
exquisite  state  of  equilibrium  of  the  entire  mus- 
cular system  and  the  skeleton  which  constitutes 
the  great  beauty  of  man.  Any  deviation  from 
this  state  of  equilibrium  occasions  defonnity. 
This  may  arise  from  morbid  contraction  of  cer- 
tain  muscles  or  groups  of  muscles.  In  wry- 
neck, the  mechanical  treatment  of  which  has 
already  been  discussed,  the  stemo-cleido-mas- 
toideus  is  in  a  state  of  spastic  contraction.  A 
like  condition  of  the  various  muscles  of  the  leg 
gives  rise  to  different  forms  of  club-foot.  Or  a 
deviation  may  be  caused  by  atrophy  of  one  or 
more  muscles  or  groups  of  muscles,  and  conse- 
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quent  undue  action  of  the  opponents,  from  the 
withdrawal  of  antagonising  force.  The  atrophy 
may  be  a  result  of  long-continued  inaction,  whether 
arising  from  paralysis  or  not,  or  of  a  peculiar  de- 
generation of  the  muscular  tissue  {wading palsy), 
or  of  changes  occasioned  by  rheumatic  or  subacute 
inflammation.  Or,  again,  a  deviation  may  be 
caused  by  paralysis  of  certain  muscles  or  groups 
of  muscles  dependent  upon  disease  or  injury  of 
the  nervous  centres,  or  of  the  nerves  distributed 
to  the  aflected  muscles ;  or  the  paralysis  may  arise 
from  exaggerated  emotion,  as  in  hysteria. 

As  the  common  characteristic  of  atrophy  anji 
paralysis  is  an  enfeeblement  of  muscular  action, 
the  different  forms  of  these  lesions  may,  for  the 
purposes  of  this  treatise,  be  conveniently  classed 
together  as  debilities. 

In  the  same  category  may  also  be  included 
deformities  of  the  neck  arising  from  disease  of 
the  cervical  vertebrae,  such  disease  being  inva- 
riably the  result  of  a  debilitated  condition  of  the 
frame. 

The  debilities  of  the  head  and  neck  which 
admit  of  mechanical  treatment  are  as  follows : 
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1.  Paralysis  of  the  Cervical  Muscles. 

(a.)  Posterior, 
(b.)  Lateral. 

2.  Angular  Curvature. 

—  Cervical  gymnastics  * 

1.  Paralysis  of  the  posterior  cervical  muscles, 
and  more  especially  of  the  trapezius,  prevents 
the  head  being  held  erect.  The  chin  falls  for- 
ward, and  when  the  paralysis  is  complete,  rests 
heavily  upon  the  breast.  By  mechanical  aid  an 
amelioration  of  this  painful  condition  may  be 
obtained,  and  the  use  of  other  remedies  much 
facilitated.  Where  systematic  medical  treatment 
has  altogether  failed  to  restore  the  action  of  the 
paralysed  muscles,  mechanical  aid  is  alone  avail- 
able. If  the  head  has  simply  fallen  forwards 
from  defect  or  absence  of  counteracting  force,  it 
may  be  at  once  placed  in  its  normal  position  and 
retained  there.  If,  however,  the  anterior  cervical 
muscles  should  have  become  contracted,  the 
process  of  replacement  must  be  carried  out 
gradually.  One  form  of  instrument  is  best 
adapted  to  meet  the  requirements  of  both  cases. 
This  instrument  (Fig.  24)  consists  of  a  pelvic 
band,   vertebral    stem,   and    axillary    supports 
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To  the  upper  extremity  of  the  stem  two  hori- 
zontal, curved  levers  are  attached,  and  so  arranged, 
that  their  padded  extremities  may  be  approxi- 
mated or  separated  by  means  of  a  ratchet 
screw.  A  vertical  axis,  acted  upon  by  a  key, 
permits  the  levers  to  be  elevated  or  depressed. 
When  in  position,  the  padded  extremities  of  the 
levers  rest  beneath  the  chin.    A  strap  passing 
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across  the  forehead  assists  in  keeping  the  appa- 
ratus in  its  place. 

A  modification  of  this  apparatus,  adapted  also 
for  the  relief  of  angular  cervical  curvature,  is 
depicted  in  Fig.  25.     The  levers  in  this  arrange- 

Fio.  25. 


ment,  as  in  the  former  one,  admit  of  being 
elevated  and  depressed,  and  of  the  intervals 
between  them  being  increased  or  diminished,  but 
they  are  curved  so  as  to  grasp  the  head  from  the 
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occiput  to  the  temporal  region,  and  are  terminated 
by  oblong,  padded  plates.  Thus  constructed, 
they  may  be  concealed  beneath  the  hair.  This 
apparatus  fixes  the  neck  in  an  immovable  posi- 
tion, and  in  disease  of  the  cervical  vertebrae  gives 
the  same  advantages  as  recumbency,  while 
enabling  the  patient  to  move  about  without 
exaggerating  the  mischief  in  the  spine. 

The  deformity  arising  from  paralysis  of  the 
lateral  cervical  inmcles,  in  which  the  head  falls, 
or  is  drawn  somewhat  forwards  and  towards  the 
unaffected  side,  may  be  relieved  by  an  apparatus 
differing  only  from  those  described  in  the  preced- 
ing paragraph  by  the  arrangement  of  the  levers 
and  the  addition  of  a  lateral  axis,  governed  by  a 
key,  and  fixed  at  the  junction  of  the  cervical  and 
dorsal  portions  of  the  vertebral  stem.  The  herfd 
having  to  be  raised  from  the  shoulder  and  pre- 
vented falling  laterally,  the  levers  are  constructed 
with  broad,  pyriform  extremities,  and  so  placed 
that  they  may  rest  upon  the  temples,  grasping 
them  hand-like. 

Another  piece  of  mechanism  for  holding  the 
head  and  neck  at  rest,  may  be  formed  by  fitting 
accurately  to  the  back  and  nape  of  the  neck  a 
piece  of  gutta  percha,  to  which  is  affixed,  at  the 
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upper  margin,  a  slight  metallic  band,  shaped  to 
the  occiput.  (Fig.  2G.)  This  instrument  is 
peculiarly  well  fitted  for  young  children.  The 
head  rests  in  the  bauds  without  pain  or  trouble, 
and  the  patient  can  be  turned  or  moved  easily 
without  fear  of  mischief  being  done  to  the 
diseased  vertebrae. 

Mr.  Bishop  has  suggested  a  very  valuable  ap- 
paratus for  angular  cervical  curvature.  It  is  com- 
posed of  a  light  padded  plate,  accurately  moulded 
to  the  spine,  and  having  at  its  upper  margin 
an  occipital  rest,  which  possesses  free  motion 
horizontally  and  anteriorly,  partial  motion  pos- 
teriorly, but  no  motion  at  all  laterally.  When 
this  apparatus  is  applied  and  firmly  secured 
by  shoulder  loops,   thoracic  and   pelvic   bands 
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(Fig.  27),  it  supports  and  fixes  the  cervical  por- 
tion  of  the  spine,  while  permitting  free  motion 
of  the  head  in  every  direction  but  that  likely  to 
do  harm. 

It  is  indispensable  that  every  apparatus  in- 
tended to  control  the  head  should  be  attached  to 
the  pelvis,  otherwise  it  would  be  liable  to  dis- 
placement by  every  movement  of  the  shoulders 
and  chest. 

A  plan  frequently  adopted  for  the  relief  of 
disease  of  the  cervical  vertebrae  in  Germany  is 
to  place  the  patient  in  a  semi-reclining  posture 
on   an  invalid  chair,  to  which  a  neck-piece  is 
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Fio.  28. 


fastened  (Fig.  28)  and  so  arranged  as  to  hold  the 
head  immovable,  somewhat  after  the  manner  in 
which  the  latter  is  occasionally  fixed  for  photo- 
graphy. Or,  instead  of  the  neck-piece,  two  bags 
of  sand  are  used,  between  which  the  head  is 
placed. 

Application  of  Instruments. — In  applying  any 
one  of  the  instruiaents  described  in  this  section, 
first  secure  it  firmly  to  the  trunk,  and  then 
gently  act  upon  the  head.  The  mechanism 
should  always  be  adjusted  to  the  patient  from 
behind,  by  which  means  the  surgeon  sees  that 
the  pelvic  portion  is  firmly  secured,  without  which 
the  head  cannot  be  correctly  controlled. 
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Gymnastics  of  the  Neck, 

Systematic  exercise  of  the  muscles  of  the  neck 
is  one  of  the  most  important  modes  of  remedying 
or  relieving  the  deformities  arising  from  spasm, 
paralysis,  or  ill-habit.  This  exercise  is  often 
best  effected,  and  in  many  instances  can  alone 
be  carried  out,  by  mechanical  agency.  A  simple 
and  very  excellent  cervical  gymnasium  may  be 
constructed  in  the  following  manner  (Kg.  29) : 
or  the  portable  gymnasium  to  be  afterwards  de- 
scribed (Chap.  III.)  may  be  arranged  so  as  to  serve 
.  also  as  a  cervical  gymnasium.  A  stout  frame,  four 
feet  square,  is  fixed  firmly  upon  legs,  one  at  each 
corner,  of  about  four  feet  six  inches  in  height. 
To  the  centre  of  each  side  of  the  frame  a  pulley 
is  attached.  Within  the  framework  thus  con- 
structed is  placed  a  chair,  the  seat  of  which  can 
be  elevated  and  depressed  after  the  fashion  of  a 
music-stool.  The  apparatus  is  completed  by  a 
padded  strap  to  buckle  round  the  head,  cords 
with  hooked  extremities  which  pass  over  the 
pulleys,  and  weights  of  various  sizes  to  be  at- 
tached to  the  cords.  The  object  of  this  arrange- 
ment is  to  antagonise   the   excessive  action  of 
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Fig.  29. 


muscles  affected  with  spasm,  or  of  which  the 
counteracting  force  has  been  removed  or  dimin- 
ished by  paralysis,  or  the  enfeeblement  arising 
from  inaction  of  the  opposing  muscles.  An  en- 
feeblement from  inaction  of  certain  muscles  or 
groups  of  muscles  is  the  source  of  the  deformities 
— mauvais  poses — which  are  sometimes  observed 
in  indolent  or  weakly  children  as  the  result  of 
lounging  habits.     The  patient  being  placed  on 
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the  chair,  the  strap  is  buckled  round  the  head, 
and  the  weights  are  so  arranged  as  accurately  to 
counterbalance  the  overacting  muscles.  If  these 
be  the  anterior  cervical  muscles,  the  weight  is 
brought  to  bear  on  the  posterior  part  of  the  head, 
by  hooking  one  of  the  ropes  to  the  strap  in  this 
position.  If  the  lateral  cervical  muscles  are 
dragging  the  head  laterally,  the  weight  is 
fixed  to  the  inactive  side;  if  the  posterior 
cervical  muscles  are  affect^,  the  weight  is  at- 
tached anteriorly.  When  the  distorting  force 
is  thus  counteracted,  the  patient  is  instructed  to 
place  or  endeavour  to  place  perseveringty,  and 
patiently,  the  inactive  or  paralysed  muscles  in 
action.  The  effort  at  first  is  often  wearisome 
and  Tepulsive,  and  when,  in  paralysed  muscles, 
little  voluntary  motion  remains,  it  is  frequently 
most  disheartening.  But  the  amelioration  which 
may  from  time  to  time  be  secured  even  in  the 
most  obstinate  cases  by  persistent  efforts  is  al- 
most incredible,  and  the  patient  should  always 
be  encouraged  to  the  utmost. 
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Section  III.— Deficiencies. 

Defects  of  structure,  whether  arising  congeni- 
tally  from  arrested  development,  or  from  injury, 
disease,  or  surgical  operations,  as  from  excision 
and  amputation,  are  a  common  cause  of  deformity. 
The  head  and  neck  is  less  liable  to  disfigurement 
from  this  source  than  the  limbs.  The  deficien- 
cies in  this  region  of  the  body,  to  relieve  which 
the  aid  of  the  mechanical  therapeutist  is  required, 
are  as  follows: — 

1.  Deficiency  of  Nose. 

2.  Deficiency  of  Lips. 

3.  Deficiency  of  Ears. 

4.  Deficiency  of  Palate. 

5.  Deficiency  of  Cheek. 

6.  Deficiency  of  Eye. 

So  successful  have  been  the  efforts  of  surgery, 
by  transplantation  of  living  tissue,  in  restoiing 
the  nose  when  destroyed  by  disease  or  accident, 
and  in  relieving  the  disfigurement  and  discomfort 
arising  from  malformed  palate  and  hair-lip,  that 
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the  need  of  mechanical  aid  in  the  treatment  of 
these  deformities  has  been  greatly  diminished. 
Nevertheless,  there  are  still  cases  in  which 
the  skill  of  the  mechanician  must  supple- 
ment the  work  of  the  surgeon.  The  necessity 
occasionally,  arises  for  the  fabrication  of  an  arti- 
ficial nose,  or  lip,  or  palate,  in  order  adequately 
to  remedy  the  evils  arising  from  the  ravages  of 
disease. 

1.  Deficiency  of  Nose, — The  fabrication  of  an 
artificial  nose  holds  much  the  same  position  in 
mechanical  therapeutics  that  the  construction  of 
a  new  nose  does  in  conservative  surgery.  The 
moulding  of  an  artificial  organ,  as  the  formation 
of  a  new  one  from  living  tissues,  demands  the 
highest  delicacy  of  manipulation. .  The  artificial 
nose  is  best  fabricated  of  silver.  A  thin  sheet  of 
this  metal  is  fashioned  so  as  to  represent  as  accu- 
rately as  possible,  in  size  and  shape,  the  missing 
organ.  The  almost  universal  existence  of  photo- 
graphic portraits  of  individuals  greatly  facilitates 
the  mechanician's  endeavours  to  frame  a  resem- 
blance to  the  original  member.  After  the  artificial 
organ  has  been  accurately  moulded,  not  only  in 
form,  but  also  in  its  adaptation  to  the  face,  it  is 
fixed  in  its  place  by  a  pair  of  spectacles,  to  the 
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bridge  of  which  it  is  attached.  When  thus  fixed  it 
is  carefully  painted  the  colour  of  the  adjacent  skin 
by  a  skilful  artist.  The  difficulty  of  detecting  a 
nose  thus  constructed,  except  on  close  investiga- 
tion^ is  astonishing. 

Aluminium,  gutta  percha,  and  india  rubber  are 
also  used  in  the  manufacture  of  artificial  noses. 
Aluminium  has  been  substituted  for  silver  on  ac- 
count of  its  great  lightness  and  extreme  tenacity, 
but  it  does  not  admit  of  such  accurate  manipula- 
tion as  the  latter  metal.  The  advantages  of  using 
gutta  percha  or  india  rubber  are  these — the  arti- 
ficial organ  made  from  either  substance  is  soft  to 
the  touch,  and  it  can  be  attached  directly  to  the 
face.  The  disadvantages  of  an  artificial  nose  of 
gutta  percha  or  india  rubber  are,  that  it  is  heavier 
Mid  more  oppressive  to  the  face  than  one  made  of 
silver  or  aluminium. 

The  fabrication  of  an  artificial  nose  from  gutta 
percha  or  india-rubber  is  conducted  in  the  follow- 
ing manner:  A  plaster  of  Paris  cast  of  the 
disfigured  face  is  first  taken.  Upon  this  cast  a 
nose  is  carefully  modelled  in  clay.  From  the  cast 
thus  completed  a  metal  matrix  or  hollow  mould 
is  obtained,  and  so  arranged  that  on  fluid  india 
rubber  or  gutta  percha  being  poured  in,  a  cast  of 
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the  modelled  nose  is  yielded.  The  cast,  after  it 
has  cooled,  is  next  removed  from  the  mould,  and, 
if  formed  of  india  rubber,  it  is  vulcanized ;  then 
it  is  accurately  fitted  to  the  face  and  coloured 
so  as  to  represent  the  natural  organ ;  finally  it 
is  attached  to  the  face  by  a  thin  film  of  collo- 
dion. With  moderate  care  an  artificial  nose  thus 
constructed  may  be  readily  fixed  in  its  place  and 
detached. 

2.  Deficiency  of  Lips, — The  Hps  are  occasionally 
the  seat  of  destructive  disease,  and  it  sometimes 
becomes  necessary,  in  order  to  prevent  a  distress- 
ing trickling  of  saliva,  to  construct  an  artificial 
substitute  for  the  lower  lip.  The  best  substitute  is 
a  shield  of  silver,  fitted  to  the  chin,  and  moulded 
at  the  upper  margin  in  the  form  of  a  lip.  To  the 
lower  margin  of  the  shield  is  attached  an  india- 
rubber  bag  for  the  reception  of  saliva.  The  shield 
and  artificial  lip  are  carefully  painted  to  represent 
the  natural  parts,  and  the  caoutchouc  receptacle 
can  be  hid  beneath  a  cravat. 

3.  Deficiency  of  Ears. — The  ear  is  also  liable  to 
destructive  disease.  Artificial  ears  are  moulded 
of  silver,  painted  so  as  to  represent  the  natural 
organ,  and  fixed  in  their  place  by  a  spring  passing 
over  the  vertex  of  head. 
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4.  Deficiency  of  Palate, — Cleft-palate  is  a  con- 
genital affection.  It  is  apt  to  give  rise  to  much 
annoyance  and  discomfort,  particularly  regurgita- 
tion of  food  and  drink  into  the  nostrils,  and 
thickness  of  articulation.  If  the  lesion  does  not 
admit  of  being  remedied  by  surgical  operation, 
or  the  knife  is  objected  to,  relief  may  be  obtained 
by  the  use  of  an  artificial  palate. 

Artificial  palates  are  constructed  either  of  gold 
or  vulcanite.  If  gold  be  the  material  used,  a 
mould  is  first  taken  in  wax  of  the  cleft  palate,  in 
the  same  manner  as  a  dentist  takes  a  mould  of 
the  teeth.  A  plate  of  gold  is  then  carefully  fitted 
to  the  cleft,  as  shown  in  the  model.  To  the  upper 
portion  of  the  plate  is  soldered  a  tongue  of  the 
same  metal,  and  to  this  tongue  is  attached  a  piece 
of  sponge,  somewhat  larger  in  size  than  the  cleft 
which  the  plate  is  intended  to  fill.  When  the 
plate  thus  arranged  is  fixed  in  position,  the  sponge 
absorbing  the  moisture  from  the  neighbouring 
parts,  swells,  and  sustains  it  firmly  in  site.  If  the 
apposition  of  the  edges  of  the  artificial  palate 
to  the  cleft  be  accurate  and  the  sponge  be  rightly 
yfixed,  there  need  be  no  fear  of  accidental  displace- 
ment of  the  apparatus  on  inspiring  through  the 
nostrils ;  and,  the  cleft  being  closed,  regurgitation 
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of  food  and  drink  into  the  nostrils  and  thickness 
of  articulation  at  once  cease. 

If  vulcanite — india  rubber  rendered  corneous 
by  intense  heat — ^be  used  for  the  fabrication  of  an 
artificial  palate,  the  material,  when  in  a  jsoftened 
state,  is  directly  moulded  to  the  cleft.  The  advan- 
tage of  vulcanite  is  the  great  accuracy  with  which 
it  can  be  adapted  to  the  edges  of  the  fissure. 
The  advantage  of  gold  is  its  freedom  from  corro- 
sion. 

Loss  of  an  eye  is  one  of  the  most  grievous 
sources  of  deformity.  Although  Par^  pointed 
out,  in  the  sixteenth  century,  in  what  manner 
this  defect  might  be  remedied,  it  was  not  until 
a  comparatively  recent  period  in  the  present  cen- 
tury that  a  thoroughly  satisfactory  artificial  eye 
was  produced.  Now,  however,  so  exquisite  an 
imitation  is  made  of  the  missing  organ,  what- 
ever its  hue,  that  it  is  impossible  to  distin- 
guish the  real  from  the  artificial  eye,  when  the 
latter  is  fixed  in  its  place,  without  a  close 
inspection. 

If  the  ball  of  the  eye  be  retained,  and  preserve 
its  mobility,  the  difficulty  of  detection  becomes « 
still  greater.     The  artificial  eye  is  made  of  glass, 
"  counterfeited  and  enamelled,"  aa  Par6  writes, 
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"  SO  that  it  may  seem  to  have  the  brightness  and 
gemmy  decency  of  the  natm'al  eie." 

The  relief  of  deformity  arising  from  deficien- 
cies of  the  teeth  has  become  the  duty  of  a  sepa- 
rate profession,  and  needs  no  comments  here. 
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CHAPTER  II. 

THE  UPPER  EXTREMITIES. 

I. — Deformities. 

Deformities  of  the  upper  extremities,  al- 
though less  obtrasive  to  the  eye  than  those  of  the 
lower,  are  not  less  important  as  drawbacks  upon 
the  usefulness  or  comfort  of  the  individual.  They 
chiefly  arise  from  mischief  in  the  joints  (from 
whatever  cause  arising),  contraction,  and  in  old 
standing  cases  even  shortening  of  the  flexor  mus- 
cles, and  the  cicatrices  of  bums. 

(1).  Contraction  of  the  Shoulder. 

(2).  Contraction  of  the  Elbow. 

(3).  Distortion  of  the  Fore-arm. 

(4).  Deformities  of  the  Wrist  and  Fingers. 

(5).  Contraction  from  the  Cicatrices  of 
Burns. 

1 .  Contraction  of  the  Shoulder-joint  is  a  very 
rare  affection.  I  have  had  to  deal  with  it  mainly 
as  a  result  of  gun-shot  wounds,  which  have  ren- 
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dered  necessary  amputation  of  the  arm.  In 
these  cases  the  patients  have  been  unable  to  ex- 
tend the  stump,  in  consequence  of  contraction  of 
the  muscles  surrounding  the  joint.  Prior  to  the 
adjustment  of  an  artificial  arm  it  is  necessary  to 
secure  free  motion  of  the  stump.  In  order  to  effect 
this,  when  the  joint  has  become  fixed  from  con- 
traction of  the  muscles,  it  is  best  to  mould  accu- 
rately to  the  clavicle,  and  upper  part  of  the  sca- 
pula a  gutta-percha  shield.  To  this  shield  a 
lateral  lever  furnished  with  a  ratchet  joint  is  to 
be  attached,  and  so  arranged  that  when  the  screw 
is  acted  upon  extension  of  the  stump  is  ob- 
tained. 

2.  Contraction    of   the    Mbow The    most 

ordinary  form  of  contraction  of  the  elbow  is 
simple  flexion  of  a  permanent  character,  arising 
from  retraction  of  the  flexor  muscles.  This 
may  have  been  brought  about  by  the  arm 
having  remained  bent  for  a  long  time  in  one 
position,  during  long  and  wasting  illness,  or  in 
consequence  of  some  painful  affection  of  the 
joint,  or  as  a  result  of  injury  to  the  arm.  If  the 
tension  of  the  rigid  muscles  be  great,  tenotomy 
may  be  required  in  conjunction  with  mechanical 
treatment.     In  the  majority  of  cases,  however,  a 
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well-constructed  instrument  will  suffice  to  unbend 
the  arm  and  restore  the  flexibility  of  the  elbow. 

The  instrument  commonly  made  use  of  in  these 
cases  is  a  double  splint,  connected  at  one  extre- 
mity by  a  hinge,  and  fixed  in  an  angular  posi- 
tion, by  an  elongating  screw  (Fig.  30).  This 
splint  is  arranged  so  that  it  can  be  placed  upon 

Fig.  30. 


the  inner  surface  of  the  flexed  extremity,  and 
when  thus  adapted  extension  is  eflFected  by  means 
of  the  screw.  It  would  be  difficult  to  conceive  a 
more  unsatisfactory  and  less  scientific  form  of 
apparatus  for  the  special  object  sought  to  be 
attained.  The  mechanical  centre  of  the  splint 
does  not  coincide  with  the  axis  of  the  elbow- 
joint  as  it  ought  to  do,  but  is  placed  nearly  an 
inch  above  it.    further,  the  position  and  arrange- 
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ment  of  the  screw  do  not  admit  of  full  exten- 
sion of  the  arm. 

The  proper  form  of  apparatus  to  be  employed 
in  the  cases  under  consideration,  consists  of  two 
lateral  levers,  jointed  at  the  elbow,  and  with  a 
padded  metal  trough  for  the  fore-  and  another  for 
the  upper  arm.  The  outer  joint  is  governed  by 
a  rack  and  pinion  movement,  which  permits  the 
gradual  extension  of  the  articulation  without  pain 
or  inconvenience  (see  Fig.  31).      A  soft  leather 

Fig.  31. 


cap  receives  the  elbow,  and  constitutes  a  point  of 
counter-resistance  when  extension  commences. 

At  the  suggestion  of  Professor  Longmore,  I 
have  fitted  this  apparatus  with  a  set  of  upper 
and  lower  arm  troughs  of  various  sizes  (see  Fig. 
31),  so  that  the  same  levers  may  be  adapted  to 
different  cases.     I  have  also  arranged  extending 
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apparatus  for  the  knee  in  a  similar  manner. 
The  utility  of  both  forms  of  mechanism  for  army 
surgeons  and  hospitals  is  thus  increased. 

When  the  elbow  joint  is  rotated  as  well  flexed, 
as  when  the  wrist  is  turned  inwards  and  outwards, 
a  modification  of  the  apparatus  described  is 
needed.  The  internal  lateral  lever  is  done  away 
with,  the  external  one  only  being  retained,  and  to 
this  a  second  ratchet-centre  is  attached,  so  formed 
as  to  agree  with  the  plane  of  rotation.  This  de- 
formity is,  however,  very  rare,  as  is  also  lateral 
inversion  of  the  elbow.  When  this  latter  con- 
dition exists,  a  well-padded  splint  bound  tightly 
to  the  arm,  is  the  mechanical  appliance  to  be 
adopted. 

A  common  form  of  contraction  of  the  elbow  is 
that  which  arises  from  semi-anchylosis  of  the 
joint.  In  these  cases  the  patient  cannot  either 
extend  or  flex  the  joint,  but  on  the  application 
of  considerable  force,  some  degree  of  motion 
is  found,  constituting  the  distinction  between 
true  anchylosis  or  bony  union  of  parts  and 
false  anchylosis  or  cartilaginous  adhesion.  In 
these  cases  the  flexor  muscles  of  the  arm  are 
thrown  into  a  state  of  spastic  contraction,  and  if 
the  mischief  in  the  joint  is  of  old  standing,  they 
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not  unfrequently  become  shortened.  In  treating 
a  case  of  semi-anchylosis  the  object  first  sought 
is  to  break  down  the  morbid  adhesions  in  the 
joint.  This  may  be  efiFected  by  one  operation,  or 
by  a  series  of  operations.  If  the  former,  the  pa- 
tient is  placed  fully  under  the  influence  of  chloro- 
form, not  merely  to  allay  pain,  but  also  to  relax 
the  contracted  muscles,  and  to  prevent  those 
violent  contractions  which  else  the  pain  would 
induce ;  then  the  limb  is  forced  into  a  straight 
position  and  the  morbid  adhesions  about  the  joint 
broken  down.  To  prevent  renewed  contraction 
of  the  joint  and  secure  motion,  a  special  splint 
is  required,  which  will  presently  be  described 
(p.  133). 

If  the  degree  of  force  required  to  break  down 
the  adhesions  immediately  prove  to  be  such  as  the 
surgeon  hesitates  to  use,  or  if  it  be  considered  ad- 
visable to  proceed  from  the  commencement  by  a 
series  of  operations,  recourse  must  be  had  to 
mechanical  means.  Blanc  of  Lyons  has  con- 
structed an  apparatus  for  this  purpose  (Fig.  32), 
a  graduated  scale  with  index  being  attached,  by 
means  of  which  the  force  used  may  be  measured. 

3.  Distortion  of  the  Fore-arm. — I  once  had 
occasion  to  devise  a  rather  complicated  piece  of 
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mechanism  for  a  case  where  the  greater  portion 
of  the  radius  had  been  excised.  Owing  to  the 
carpal  bones  losing  their  ordinary  support,  the 
hand  dropped  in  a  lateral  direction,  and  the  whole 
fore-arm  became  shortened.  It  was  sought  to 
restore  the  hand  to  its  natural  position,  and  cause 
an  extension  of  the  fore-arm.  To  accomplish 
these  objects  was  a  work  of  no  ordinary  difficulty, 
but  in  the  end  I  succeeded.  The  instrument 
made  use  of  is  depicted  in  Fig.  32,  the  following 
drawing.  It  was  formed  by  a  grooved  metal 
Fig.  32. 


splint,  which  was  well-padded,  and  which  rested 
upon  the  ulnar  surface.  This  splint  was  fixed  in 
its  place  by  a  strap  below  the  elbow,  and  by  a 
broad  laced  bandage  passing  over  the  radial  sur- 
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Fig.  33. 


face.  Opposite  the  wrist  a  ratchet-joint  was  fixed, 
to  which  was  attached  a  double  lever,  so  arranged 
as  to  hold  the  palm  and  back  of  the  hand  between 
its  limbs.  The  hand  was  fastened  to  the  lever  by 
means  of  a  leathern  gauntlet,  attached  by  metal 
studs.  By  acting  upon  the  ratchet-joint  the  wrist 
and  hand  were  raised  and  the  fore-arm  extended. 
The  grasping  power  of  the  fingers  remained  un- 
impaired after  the  operation,  and  by  means  of  the 
instrument  described  the  patient  has  secured  a 
very  useful  hand  and  arm. 

4.  Deformities  of  the  Wrist  and  Finders. — ^De- 
formities of  the  wrist-joint  consist  in  simple,  per- 
manent flexion,  extension,  transverse  rotation,  or 
lateral  deviation.  Occasionally  two  or  more  of 
these  conditions  are  combined. 

Those  distortions  of  the  wrist,  which  are 
distinguished  by  flexion  of  the  joint,  generally 
present  a  tense  condition  of  the  tendons  which 
traverse  its  inferior  surface ;  the  dorsal  or  upper 
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part  of  the  joint  becoming  extremely  rounded 
and  prominent.  To  elongate  the  muscles  and 
restore  the  joint  to  its  natural  position,  it  is 
customary  to  employ  first  tenotomy,  and  sub- 
sequently, by  the  use  of  a  well-adjusted  instru- 
ment, eflFect  gradual  extension.  An  appliance 
invented  for  the  latter  purpose  is  as  follows : — 
Two  lateral  stems  are  affixed  to  a  metal  trough, 
and,  at  the  point  where  they  coincide  with  the 
wrist-joint,  a  ratchet-centre  is  formed.  Resting 
against  the  palmar  surface  of  the  hand,  and 
across  the  metacarpal  extremities,  is  a  softly 
padded  plate  connected  with  the  lateral  levei-s. 

Fig.  34. 


When   applied,   the   trough   of  the  instrument 
receives  the  under  surface  of  the  fore-arm  whilst 
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the  hand-plate  rests   against  the   base   of  the 
fingers ;  the  lateral  levers  being  flexed  by  means 
of  their  ratchet-joint,  so  that  the  angle  formed 
by  the  apparatus  is  equal  to  that  of  the  con- 
tracted wrist-joint.     A  strong  but  well  padded 
leathern  band  passes  over  the  upper  and  pro- 
minent  part  of  the  wrist.     On  extending  the 
artificial  joint,  resistance  of  the  limb  against  the 
instrument  occurs  at  the  trough,  the  hand-plate, 
and  the  wrist-band.     These  three  surfaces  form 
the  apex  and  base  of  a  triangle;   and  as  the 
tendinous  region   is    involved  in   the  base,   it 
undergoes   an   elongation   proportionate  to   the 
separation  of  the  extremities  of  the  lateral  levers. 
Other  instruments  exist  for  the  treatment  of 
this  deformity,  but  they  are  rarely  used.    The 
only    one   requiring   to    be  mentioned   in    ad- 
dition   to   that   already  described,  is  a  padded 
splint,  hinged    with  a  ratchet-joint  just  above 
the  dorsum  of  the  wrist,  upon  the    extension 
of  which    the  anterior  portion    of    the   wrist- 
joint   is  uplifted,   and   the  contracted    muscles 
extended.      An    almost    insuperable    objection, 
however,    to    this    arrangement     is,    that    so 
great  an  amount  of  pressure  is  brought  to  bear 
upon  the  back  of  the  wrist  by  reaction,  that  a 
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continuous  employment  of  the  mechanism  be- 
comes impossible;  and  interrupted  treatment 
rarely  leads  to  good  result. 

Another  form  of  wrist  deformity  is  that 
resulting  from  contraction  of  those  muscles 
which  extend  it.  The  hand  is,  in  consequence, 
maintained  in  a  straight  and  rigid  position. 
The  inconvenience  of  this  condition  may  be 
comprehended,  when  it  is  recollected  how  many 
of  those  natural  actions  which  we  are  called 
upon  to  perform  daily,  demand  the  power  of 
freely  flexing  the  wrist-joint.  In  fact,  although 
contraction  of  the  extensors  in  such  a  degree  as 
to  hold  the  wrist  in  a  straight  position  is  barely 
a  distortion,  yet  it  is  far  more  inconvenient 
than  any  other  form  of  wrist  afiection.  The 
mechanical  apparatus  by  means  of  which  this 
deformity  is  overcome  greatly  resembles  that 
adopted  for  acting  against  contracted  flexors,  the 
only  difierence  being,  that  in  the  latter  the 
hand-plate  passes  under  the  palm,  whilst  in 
cases  of  contracted  extensors  the  force  is  re- 
quired to  be  exercised  in  a  downward  direction 
against  the  back  of  the  hand,  thus  reversing  the 
plan  adopted  for  extending  a  contracted  wrist- 
joint  of  ordinary  appearance  and  character. 
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A  third  kind  of  wrist  deformity  occurs  when 
those  muscles  (or  their  tendons)  which  belong  to 
the  inner  lateral  margin,  or,  rather,  radial  region 
of  the  arm,  become  shortened.  In  this  case 
the  most  valuable  apparatus  for  overcoming  the 
deformity,  is  one  in  which  the  forearm  is 
received  in  a  kind  of  trough,  while  at  the  centre 
of  the  wrist,  and  on  its  upper  surface,  a 
ratchet-centre  is  placed,  corresponding  as  far 
as  possible  with  the  axis  formed  by  the  bones 
of  the  wrist  in  their  displaced  condition. 
The  hand  itself  is  also  enveloped  by  a  padded 
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plate,  surrounding  both  its  palmar  and  dorsal 
surfaces,  and  connected  with  the  centre-ratchet 
just  mentioned.  On  bringing  this  instrument 
into  operation,  extension  of  the  inner  margin 
of  the  wrist  is  obtained. 

Rotation  of  the  wrist  upon  its  own  axis, 
although  a  rare  form  of  distortion,  sometimes 
occurs.    To  remedy  this   deformity,  the  same 
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instrument  as  that  just  described  is  employed, 
with  this  difference,  that  the  ratchet  is  fixed 
so  as  to  act  in  a  plane  transverse  to  that  of  the 
dorsal  surface  of  the  hand,  and  thus  gradually 
rotate  and  replace  the  distorted  parts. 

Contraction  of  the  fingers  from  injury  is  of 
all  deformities  perhaps  the  most  troublesome. 
Whatever  interferes  with  the  flexibility  of  the 
fingers,  diminishes  the  utility  of  the  hand  in  a 
d^ee  altogether  disproportionate  to  the  seem- 
ing magnitude  of  the  deformity.  A  single 
finger  may  be  contracted,  or  the  whole  of  the 
fingers  of  one  hand.  In  the  latter  case,  the 
hand  is  useless ;  but  occasionally,  even  in 
apparently  the  most  hopeless  instances,  benefit 
may  be  derived  from  mechanical  appliances,  as 
the  following  example  will  show. 

An  officer  in  the  Indian  service  received  a 
wound  across  the  palm  of  the  hand  from  a 
tulwar,  during  the  Sikh  campaign.  Consider- 
able sloughing  occurred,  and,  on  cicatrization 
taking  place,  the  contraction  of  the  fingers 
became  so  great  that  the  handle  of  a  sword 
could  not  be  grasped.  I  endeavoured  to  relieve 
the  excessive  contraction  by  the  instrument 
shown  in  the  following  woodcut  (Fig.  36). 
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It  will  be  seen  that  a  padded  plate  rests 
upon  the  dorsal  surface  of  the  hand,  to  which  are 
attached  five  jointed  rods,  four  of  which  follow 
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the  course  of  the  fingers,  and  the  other  of  the 
thumb.  Corresponding  exactly  with  each  articu- 
lation is  a  ratchet-joint  governed  by  a  key. 
The  fingers  are  bound  to  the  rods  by  a  piece  of 
narrow  black  ribbon.  On  moving  either  of  the 
artificial  articulations  extension  of  the  joint 
over  which  it  is  placed  results.  It  will  be 
perceived  that  no  less  than  fourteen  distinct 
axes  of  extension  are  required  in  treating  the 
thumb  and  fingers. 

By  this  piece  of  mechanism  a  very  useful 
hand  was  obtained.  The  patient  was  again 
enabled  to  hold  his  sword  and  perform  almost 
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any  act  dependent  upon  the  free  use  of  the 
fingers. 

Another  very  valuable  invention  for  contrac- 
tion of  the  fingers  is  constructed  as  follov^s  : 

A  padded  leathern  band  surrounds  the  wrist. 
To  the  upper  surface  of  the  band  a  socket  is  at- 
tached ;  and  in  this  socket  a  curved  lever,  having 
two  horizontal  bars,  is  fixed.  One  of  these  bars 
passes  under  the  palmar  surface  of  the  first  joint 
of  the  fingers,  the  other  passes  over  the  dorsal 
surface  of  the  third  joint  of  the  fingers.  A  small 
ratchet-centre  also  exists  in  the  curved  lever, 
which,  upon  being  moved  gently,  extends  the 
whole  of  the  fingers,  by  pressing  upon   them 
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at  the  back  while  upUfting  their  extremities. 
This  appliance  is  calculated  to  overcome  the 
most  severe  case  of  finger  deformity. 
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When  the  forefinger  is  contracted,  as  fre- 
quently occurs,  a  little  plate  fixed  at  the  back 
of  the  hand,  and  furnished  with  a  lever  acting 
in  the  same  manner  as  in  the  intruments  above 
described,  soon  restores  the  part  to  its  natural 
form. 

(5.)  Contractions  from  burns. — Occasionally 
the  cicatrices  of  burns  lead  to  various  contrac- 
tions, and  much  distortion  of  the  upper  ex- 
tremities ;  but  as  the  mechanical  means  required 
for  the  extension  of  a  cicatrix  are  the  same  as 
those  required  for  the  extension  of  contracted 
muscles,  it  is  not  necessary  to  enter  into  detail. 

In  concluding  this  section,  it  is  important  to 
mention  the  instrument  which  is  needed  to 
prevent  a  recurrence  of  distortion  after  the 
extension  of  contracted  joints  has  been 
efiFected.  This  consists  for  the  elbow  and  wrist- 
joint  of  a  very  light  metallic  frame,  jointed  at 
the  point  of  flexion,  and  furnished  with  what 
is  known  as  a  stop-joint.  By  this  appliance 
extension  can  be  kept  up  at  intervals  until  the 
muscles  have  recovered  their  proper  equilibrium. 
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11. — ^Debilities. 

The  chief  fonns  of  debiUty  of  the  upper  ex- 
tremity, which  admit  of  being  ameliorated  by 
mechanical  aid,  are  as  follows : 

1.  Drop-shoulder. 

2.  Palsy  of  the  Forearm. 

3.  Drop-wrist. 

4.  Contracted  Fingers. 

5.  {a)  Writers'  or  Scriveners'  Cramp. 
(3)  Compositors'  Cramp. 

{c)  Musicians'  Cramp. 
(rf)  Shoemakers'  Cramp. 
(e)  Sempstresses'  Cramp. 

1.  Drop-shoulder. — This  condition  arises  either 
from  laxity  of  the  ligaments  which  maintain  the 
head  of  the  humerus  in  apposition  with  the  gle- 
noid cavity,  or  from  paralysis  of  the  deltoid  and 
scapular  muscles.  When  the  ligaments  have  lost 
their  elasticity  and  become  extended,  the  head  of 
the  humerus  falls  out  of  the  glenoid  cavity — there 
is  permanent  dislocation  of  the  shoulder.  In 
these  cases  the  best  mechanical  treatment  is  to 
place  a  short  crutch  beneath  the  axilla  (Fig.  38) 
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retaining  it  in  its  place  by  a  broad-webbing  band 
passing  over  the  opposite  shoulder,  and  by  a  belt 
which  encircles  the  chest  and  fixes  the  affected 
arm  to  the  side. 

This  is  almost  the  only  form  of  dislocation  of 
the  humerus  which  requires  persistent  and  special 
mechanical  treatment.  Other  varieties  admit  of 
reduction,  and  the  bone  is  readily  kept  in  place  by 
the  ordinary  Brasden  bandage,  which  consists  of 
two  padded  shoulder-caps,  which  are  buckled 
together  behind  between  the  scapulae. 

When  the  displacement  of  the  shoulder-joint 
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arises  from  paralysis  of  the  deltoid  and  scapular 
muscles^  the  head  of  the  humerus  may  be  retained 
in  its  normal  position  by  means  of  a  gutta-percha 
shield  which  embraces  the  affected  shoulder  and 
upper  arm,  and  which  is  also  fitted  to  the  side 
of  the  thorax.  The  shield  is  kept  in  position  by 
a  shoulder-strap  and  corset.     (Fig.  39.) 

Fia.  39. 


2.  Palsy  of  the  Forearm, — InabiKty  to  bend 
the  forearm  from  paralysis  of  the  flexor  muscles 
may  be  satisfactorily  dealt  with  in  the  following 
manner.  The  object  sought  is  to  supplement 
artificially  the  action  of  the  debilitated  muscles. 
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The  ann  and  forearm  are  inclosed  in  two  well- 
fitting  troughs  which  are  connected  by  an  ex- 
ternal and  internal  steel-band,  attached  to  a 
cap  for,  and  jointed  at,  the  elbow.  From  the 
lower  arm  of  each  steel-band,  at  the  point  of 
flexion,  springs  a  short  perpendicular  lever.  Be- 
tween the  free  extremity  of  this  lever,  and  the 
upper  arm-trough,  at  the  place  of  junction  with 
the  lateral  steel-band,  extends  a  vulcanised 
india-rubber  band.  The  strength  of  the  elastic 
band,  in  conjunction  with  its  fellow,  is  so  arranged 
as  to  keep  the  arm  bent,  except  when  the  Hmb  is 
voluntarily  extended,  the  extensor  muscles  acting 
normally.  This  apparatus,  whilst  obviating  the 
most  immediate  and  distressing  inconvenience 
arising  from  this  form  of  paralysis,  serves  also 
as  an  important  agent  for  facilitating  the  restora- 
tion of  power  in  the  paralysed  muscles.  For  by 
its  aid  the  patient  may  systematically  practice  a 
series  of  localised  movements,  one  of  the  most 
important  methods  which  can  be  adopted  for 
re-invigorating  debiUtated  or  palsied  muscles, 
flexion  being  brought  about  by  the  elastic  cords. 
(Fig.  40.) 

3.  Drop^wrist. — This  troublesome  affection, 
arising  from  paralysis  of  the  extensors  of  the 
hand,  is  chiefly  a  result  of  "  lead-poisoning,"  and 
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is  most  common  among  painters  and  brass- 
fomiders.  When  it  has  not  jdelded  to  ordinary 
remedies,  sometimes  considerable  relief  may  be 
obtained  by  mechanical  agency.  The  unopposed 
and  contracted  flexors  may  be  antagonised  and 
the  hand  raised,  either  by  the  use  of  a  helical 
spring  or  of  vulcanised  elastic  bands.  The  latter 
are  preferable,  and  in  the  accompanying  diagram 

Pio.  41. 


(Fig.  41)  an  arrangement  is  shown  by  which  the 
elastic  material  may  be  applied  effectively  to  the 
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relief  of  this  fonn  of  debility.  With  the  use  of 
this  mitten,  control  over  the  knife  and  fork,  a 
stick,  or  artificer's  tool  has  been  obtained. 

4.  Contracted  Fingers. — ^The  deformity  result- 
ing from  contraction  of  the  fingers,  whether  aris- 
ing  firom  paralysis  of  the  common  extensor  of  the 
fingers  or  of  the  interossei,  is  often  considerable. 
Paralysis  of  the  common  extensor  of  the  fingers 
is  a  jfrequent  result  of  lead  poisoning.  This 
muscle  extends  the  first  phalanx  of  the  fingers, 
and  contributes  to  the  extension  of  the  wrist. 
When  paralysed,  the  first  phalanges  cannot  be 
elevated  upon  the  metacarpal  bones.  The  inter- 
ossei flex  the  first,  and  extend  the  second  and 
third  phalanges.  They  also  abduct,  or  adduct 
the  fingers.  The  lumbricales  aid  in  the  exten- 
sion of  the  first  and  second  phalanges.  When 
these  muscles  are  paralysed,  the  first  phalanx  is 
tilted  up  by  the  want  of  antagonism  to  the  action 
of  the  common  extensor  of  the  fingers,  while  the 
second  and  third  phalanges  are  drawn  downwards, 
the  hand  assuming  that  claw-Uke  deformity  which 
has  been  designated  by  French  writers  the 
"  main  en  griffe^ 

Mechanical  aid  is  too  frequently  the  only 
means  which  can  be  had  recourse  to  for  the  relief 
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of  the  deformities  described.  Several  very  in- 
genious instruments  have  been  devised  for  this 
purpose  by  French  mechanicians.  The  following 
gauntlet  (Fig.  42)  has  been  fabricated,  according 
to  the  instructions  of  M.  Duchenne  (de  Boulogne), 
by  M.  Charriere  (after  a  model  originally  designed 
by  M.  Delacroix),  for  the  rehef  of  the  deformity 
arising  from  paralysis  of  the  common  extensor  of 
the  fingers. 


A,  a  metallic  plate  fixed  at  the  posterior  part 
of  a  wristband.  B,  a  metallic  plate  articulated 
at  H  with  the  plate  A  in  such  a  manner  as  to 
permit  only  lateral  movements  of  the  hand,  to 
which  it  is  attached  by  means  of  a  leather-strap 
which  embraces  the  palm,  when  the  extensors  of 
the  hand  are  paralysed.  If  these  muscles  have 
retained  their  movements,  an  articulation  fixed  at 
JB permits  voluntary  flexion  and  extension.    From 
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the  inferior  extremity  of  the  plate  B,  rigid  rods, 
somewhat  raised,  extend  to  the  inferior  extremity 
of  the  first  phalanges.  At  the  extremity  of  these 
rods  little  pulleys  (D)  are  fixed,  upon  which  run 
cords  fixed,  at  one  extremity,  to  the  rings  E, 
which  embrace  the  ends  of  the  first  phalanges, 
and  at  the  other  to  the  springs  C,  which  are  at- 
tached to  the  dorsal  plate.  To  the  rings  G, 
which  embrace  the  thumb,  are  attached  the 
springs  P  which  arise  from  the  metallic  plate  of 
the  forearm. 

The  following  drawing  (Fig.  43)  depicts  an 
instrument  invented  by  M.  Duchenne,  and  fabri- 
cated by  M.  Charriere,  to  remedy  the  distortion 
arising  from  paralysis  of  the  interossei  muscles. 

Fia.43. 


In  the  advanced  stages  of  this  deformity,  the  first 
phalanges  are  to  some  extent  subluxated  upon 
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the  metacarpal  bones,  and  the  metacarpopha- 
langeal articulations  are  very  rigid. 

The  instrument  is   composed  of  three  chief 
pieces.     A,  the  digital ;  B,  the  palmar ;  and  C, 
the  anti-brachial.    These  three  pieces  are  articu- 
lated^ as  shown  in  the  drawing.     The  digital 
portion  is  a  plate  having  upon  one  of  its  faces 
four  grooves  destined  to  receive  the  fingers,  and 
to  maintain,  by  the  aid  of  a  leather-strap  which 
presses  the  dorsal  face,  the  last  two  articulations 
extended.     The  second  plate  (B)  is  applied  to 
the  palm.     This  plate  is  attached  to  a  metaUic 
splint^  which  is  fixed  to  the  anterior  surface  of  the 
forearm.    A  strong  spring  is  fixed  by  one  ex- 
tremity to  the  digital  plate  (A),  and  terminates 
by  a  gut-cord,  which  passes  over  a  bridge  (E) 
four  centimetres  in  height,  and  through  a  ring 
fixed  upon  the  palmar  portion,  is  reflected  and 
tied  at  the  point  G  of  the  plate  A.    This  cord  is 
gradually  tightened,  so  that  the  digital  portion 
(A),  that  is  to  say,  the  first  phalanges  are  inclined 
towards  the  plate  B. 

M.  Duchenne  states  that  be  has  efiected  many 
cures  with  this  apparatus. 

5.   Writers'  Cramp,  8fc, — ^This  most  trouble- 
some malady  is  rarely  alleviated  except  by  me- 
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chanical  means.     Any  other  form  of  treatment  is, 
as  a  rule,  ineffectual.     The  disease  consists  in  an 
uncontrollable  spasm  of  certain   of  the  flexor 
muscles  of   the  hand,  especially  the  flexors  of 
the  thumb,  and  the  index  and  middle  fingers. 
On  attempting  to  write,  the  thumb  is  forcibly 
drawn  into  the  palm  of  the  hand,  and  the  fingers 
named  are  thrown  into  irregular  spasmodic  action, 
and  a  wild  scrawl  is  the  result.     Sometimes  con- 
tractions of  the  muscles  of  the  forearm  are  super- 
added^ and  occasionally  various  abnormal  sensa- 
tions attend  the  spasm.    The  musician,  the  semp- 
stress, the  shoemaker,  and  the  compositor,  are 
liable  to  be  attacked  with  cramp  of  the  same  cha- 
racter and  experienced  in  the  same  muscles.     It 
is,  however,  chiefly  observed  among  clerks.     The 
affection  is  serious  on  account  of  its  incapacitating 
the  sufferer  from  pursuing  his  accustomed  avoca- 
tions, its  persistency,  and  the  Uttle  effect  which 
remedies  exercise  upon  it.     By  mechanical  means, 
however,  great  reUef  may  often  be  obtained,  and 
some  degree  of  control  over  the  pen,  the  awl,  or 
the  tjrpe  again  secured.    The  case  of  the  musician 
and  the  sempstress  is  less  hopeful,  but  not  hope- 
less.    The  intricate  combination  of  movements 
required  by  the  musician  to  command  his  in- 
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strument^  and  the  exquisite  co-ordination  required 
by  the  sempstress  to  manage  her  needle,  are  fatally 
disturbed  even  by  a  trivial  impediment  to  motion, 
and  spasm  is  checked  mechanically  only  by 
limiting  motion. 

The  more  the  cramp  is  localised,  the  greater 
the  chance  of  relief.  When  it  chiefly  affects  the 
thumb  the  probability  of  complete,  or  at  least, 
great  amelioration  approaches  almost  to  certainty. 
Commonly,  it  is  attempted  to  antagonise  the 
muscles  affected  with  spasm  by  springs  so  gra- 
duated as  to  resist  the  abnormal  action.  Latterly 
it  has  seemed  to  me  that  when  the  spasm  is  con- 
fined to  the  thumb,  or  the  index  and  middle  fin- 
gers, the  best  course  was  to  fix  the  affected  parts, 
and  educate  the  unaffected  fingers  to  work  up  (so 
to  speak)  to  the  affected.  This  can  readily  be  done. . 
Thus  the  thumb  being  the  seat  of  spasm,  it  is 
fixed  in  a  straight  position  by  a  well-moulded 
shield  of  gutta-percha>  the  last  phalanx  being  free. 
The  chief  movements  in  writing,  compositors' 
work,  and  shoemaking,  are  thus  restricted  to  the 
fingers.  The  same  principle  is  carried  into 
operation  when  the  spasm  is  mainly  confined  to 
the  index  and  middle  finger ;  and  it  may  also  be 
beneficially  applied  when  both  the  thumb  and 


THE    UPPER   EXTREMITIES. 


145 


index  and  middle  fingers  are  afTected  with  spasm. 
By  fixing  the  parts  liable  to  cramp,  the  tendency 
to  spasmodic  action  of  the  muscles  is  diminished 
and  the  spasm  itself  restricted  in  degree. 

An  important  advantage  of  the  plan  thus  de- 
scribed is  the  inexpensiveness  and  simplicity  of 
the  mechanism.  It  is  on  this  account  well 
calculated  to  supply  the  needs  of  the  class  of 
persons  who  suffer  most  from  the  disease,  and  to 
encourage  a  wider  adoption  of  its  mechanical 
treatment  in  hospitals. 

The  accompanying  diagram  (Fig.  44)  shows 

Fig.  U. 


the  application  of  the  principle  in  an  ordinary 
case  of  writers'  cramp. 

Other  plans  have  been  devised  for  the  relief  of 

10 
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this  malady.  M.  Velpeau,  for  example,  suggested 
a  pear-shaped  handle  carrying  a  tube  for  the 
reception  of  a  pen.     (Figs.  45, 46). 


Pio.45. 


Fio.46. 


In  certain  cases  rests  for  the  fingers  are  added. 
(Pig.  47.) 
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Fia.  47. 


Gymnastics  of  the  upper  extremity. 


Gymnastics  play  an  important  part  in  the 
treatment  of  deformities  and  debilities  of  the 
upper  extremity.  Systematic,  passive,  or  active 
movements,  together  with  kneading  and  friction, 
are  required  in  almost  all  cases  of  contraction  of 
the  shoulders,  the  elbow,  and  the  wrist,  and  in 
paralysed  states  of  the  arm.  By  the  latter  means 
the  nutrition  of  the  muscles  is  maintained ;  by 
the  former  their  functions  and  obedience  to  the 
will  are  gradually  restored.  Even  where  the 
entire  flexors  of  a  paralysed  limb  are  more  or  less 
contracted  from  severe  irritative  lesion  of  the 
nervous  centres,  the  contraction  may  be  much 
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ameliorated  by  a  careful  use  of  kneading  and 
passive  movements. 

In  caiTying  out  passive  movements  the  oper- 
ator should  quietly,  steadily,  and  persistently 
endeavour  to  restore  the  normal  movements  of 
the  articulation  when  contracted,  or  of  the  limb 
when  paralysed.  To  effect  this  object,  he  must 
have  in  mind  a  clear  conception  of  the  nature  and 
extent  of  motion  of  the  different  joints.  To  facili- 
tate this  aim  I  append  the  following  brief  synopsis 
of  the  mechanism  of  the  different  articulations  of 
the  upper  extremity. 

1.  Shoulder-joint. — This  articulation  has  the 
greatest  range  of  movements  of  all  the  articula- 
tions. It  permits  motion  in  the  following  direc- 
tions 4 — 

{a.)  Before  (Jleadon). 
{b.)  Behind  {extension), 
{c.)  Abduction, 
{d.)  Adduction, 
[e.)  Circumduction. 
(/.)  Botation. 

The  movements  forwards  and  backwards  cor- 
respond to  the  flexion  and  extension  of  other 
articulations.      The  forward  movement   is  very 
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extensive,  the  arm,  at  will,  being  carried  before 
and  upwards  to  a  vertical  position.  The  back- 
ward movement  is  less  extensive,  and  is  limited 
by  the  head  of  the  humerus  impinging  upon  the 
coracoid  apophysis.  The  shoulder-blade,  it  is 
requisite  to  note,  is  carried  forward  in  extended 
movements  of  the  arm  anteriorly,  executing  at  the 
moment  a  species  of  rotation.  Abduction  is  the 
most  remarkable  movement  of  the  articulation. 
It  is  peculiar  to  animals  with  clavicles.  This 
movement  may  be  carried  out  until  the  arm  rests 
against  the  head.  Adduction  is  limited  by  the 
thorax.  Circumduction  is  the  passage  of  the 
foregoing  movements  one  into  the  other.  In  rota- 
tion the  humerus  does  not  turn  upon  its  axis,  but 
rather  upon  a  fictitious  axis  passing  in  a  line  from 
the  head  of  the  bone  to  the  interval  condyle. 

2.  Elbow. — Two  articulations  enter  into  the 
formation  of  the  elbow-joint,  the  articulation  be- 
tween the  humerus  and  the  ulna  (humero-cubital) 
and  the  articulation  between  the  radius  and  the 
ulna  (radio-cubital). 
The  Humero-cubital  articulation  permits  : 

{a,)  Flexion. 

{b,)  Extension, 
The  Radio-cubital  (superior)  articulation  permits: 
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{a,)  Pronation. 

{d.)  Supination, 
The  humero-cttbital  articulation  has  no  appre- 
ciable lateral  movement.  The  radius  alone  takes 
part  in  the  movements  of  pronation  and  supina^ 
tion,  the  ulna  being  at  rest.  (Cruveilhier.)  In 
these  movements  the  bone  at  its  inferior  articula- 
tion with  the  ulna  {inferior  radio-cubital),  does 
not,  as  at  its  superior  articulation,  turn  upon  its 
own  axis  by  a  true  rotatory  movement.  It  turns, 
indeed,  roimd  the  little  head  of  the  ulna  by  a 
movement  of  circumduction. 

3.  WHst. — ^The  radio-carpal  articulation  has 
four  movements : 

1.  Meanon. 

2.  Intension. 

3.  Adduction. 

4.  Adduction. 

The  movement  of  circumduction  observed  in 
the  articulation  is  but  the  successive  passage, 
one  into  the  other^  of  the  movements  mentioned. 

4.  Carpus. — ^The  bones  of  the  same  row 
have  scarcely  an  appreciable  motion  the  one  upon 
the  other. 

The  movements  of  one  row  of  bones  upon  the 
other  is  more  manifest,  and  consists  in — 
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(a.)  Extension  (limited). 
{b.)  Mexion  (less  limited). 

5.  Carpo-metacarpal  articulations, — The  mo- 
bility of  the  different  metacarpal  bones  differs. 

TAe  Articulation  of  the  first  metacarpal  bone 
with  the  trapezium  permits — 

{a.)  Flewion, 
{b,)  Extension. 
(c.)  Abduction, 
(d.)  Adduction, 

The  flexion  is  not  direct,  but  oblique.  This 
motion  constitutes  the  movement  of  opposition 
which  is  characteristic  of  the  hand. 

Articulation  of  the  fifth  metacarpal  with  the 
cruciform.  This  articulation  presents  a  vestige  of 
the  movements  of  the  first,  and  it  is  so  intimately 
allied  with  the  fourth  metacarpal  that  the  latter 
partakes  in  its  motions. 

The  carpal  articulations  of  the  second  and  third 
metacarpals  have  the  immobility  of  symphyses. 

6.  Finders,  —  Metacarpo-phalangeal  articula- 
turns: — 
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(a,)  Extension, 
{b,)  Flexion, 
(c.)  Abduction, 
(d.)  Adduction, 
{e.)  Circumduction, 

In  the  metacarpo- phalangeal  articulation  of  the 
thumb  the  extension  does  not  pass  backwards 
beyond  the  straight  line  of  the  articulation,  as  in 
the  fingers. 

Phalangeal  Articulations : — 

[a.)  Flexion, 
{b.)  Extension. 

The  flexion  of  the  second  phalanx  upon  the 
first  is  as  great  as  possible.  The  flexion  of  the 
third  on  the  second  is  less  extended.  The  exten^ 
sion  of  the  second  phalanx  upon  the  first  and  that 
of  the  third  upon  the  second  are  limited,  and  does 
not  pass  beyond  the  straight  line. 

Cruveilhier  has  described  each  finger  as  an  entire 
extremity  in  epitome.  The  fingers,  by  their 
articulations  with  the  metacarpus,  are  capable  of 
movement  in  every  direction  and  of  circumduc- 
tion; by  the  articulations  of  the  phalanges  between 
themselves,  they  possess  the  power  of  energetic, 
extended,  and  precise  flexion ;  and  by  the  double 
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movement  of  flexion  of  the  second  phalanx  upon 
the  first,  and  the  third  upon  the  second,  they 
represent  a  true  hook,  seizing  objects  and  grasp- 
ing them  firmly. 

The  muscles,  so  far  as  these  may  be  affected 
by  passive  movements,  follow  the  motions  of  the 
joints. 

In  carrying  out  passive  movements  in  cases  of 
paralysis  it  is  important  to  induce  the  patient  to 
attempt  to  aid  the  muscular  action  by  volun- 
tary effort.  He  must  endeavour  to  supplement 
the  extrinsic  help  by  the  exercise  of  his  will.  It 
is  not  sufficient  for  the  operator  to  place  the  limb 
through  different  movements,  the  patient's  mind, 
so  to  speak,  must  be  coaxed  back  into  the  para* 
lysed  limb.  This  is  often  wearisome  in  the  extreme 
to  the  patient,  and  repulsive  from  its  seeming 
inutility,  but  it  is  essential  to  the  efficiency  of  the 
treatment. 

No  arbitrary  rule  can  be  laid  down  as  to  the 
duration  of  each  application  of  passive  movements. 
la  cases  of  paralysis,  when  the  patient's  volition 
has  to  be  called  into  play,  the  earlier  operations 
should  not  extend  over  many  minutes,  the  time 
being  lengthened  as  power  is  gained  and  the 
fatigue  of  the  task  diminishes.     In  contracted 
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joints  it  is  also  a  good  rule  to  begin  with  a  brief 
period  and  extend  the  duration  of  the  movemeats 
as  the  case  advances. 

Another  important  point  to  give  heed  to  is  to 
make  the  movements  rhythmical. 

When  a  certain  degree  of  volimtary  power 
remains  this  must  be  turned  to  use  and  fostered^ 
whether  in  the  treatment  of  jparalysis  or  contrac- 
tion. This  is  best  done  by  certain  arrangements 
of  pullies  and  weights,  which  would  enable  the 
patient  by  his  own  exertions  frequently  to  develope 
the  power  which  he  possesses.  In  cases  of  con- 
tracted joints  thk  may  be  eflfected  by  fixing  a  pulley 
in  such  a  position  as  would  enable  the  patient,  by 
means  of  a  rope  passed  through  it,  to  bring  a 
definite  force  to  bear  upon  the  offending  articula- 
tion. The  following  drawing,  after  Bonnet 
(Fig.  48)  shows  an  arrangement  of  this  kind  for 
obtaining  motion  in  a  contracted  shoulder. 

The  shoulder-blade  is  fixed  by  a  bandage  passed 
over  the  shoulder  and  another  round  the  chest 
beneath  the  arm-pits,  while  the  patient  exercises 
traction  on  the  shoulder  by  means  of  a  rc^, 
attached  above  the  elbow,  and  passed  throu^ 
a  pulley  fixed  above  him.  Motion  in  any  direction 
may  be  obtained  by  similar  means,  the  position 
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of  the  pulley  being  altered  so  as  to  meet  the 
requirements  of  the  case. 


Fig.  48. 


III. — ^Deficiencies. 
From  the  time  of  Ambrose  Pare  the  ingenuity 
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of  mechanical  therapeutists  has  been  incited  in 
the  highest  degree  to  provide  substitutes  for  limbs 
lost  by  accident  or  removed  by  operation.  Their 
skill  has  been  most  severely  tasked  by  the  con- 
struction of  artificial  arms  and  hands.  The  won- 
derful mechanism  of  the  hand.  Sir  Charles  Bell 
believed  to  be  characteristic  of  man.  The  mechanist 
might  justly  despair  of  imitating  in  any  degree 
the  action  of  the  thumb,  and  its  perfect  opposi- 
tion to  the  fingers.  Ambrose  Pare,  as  was  shown 
in  the  Introduction,  boldly  attempted  to  solve 
some  portion  of  the  problem.  He  devised  an 
arm  and  hand  of  iron  in  which  provision  was 
roughly  but  ingeniously  made  for  flexion  of  the 
elbow  and  fingers.  Many  years  passed  before 
Fare's  conceptions  were  much  surpassed.  The 
celebrated  artificial  iron  hand  of  Gotz  von  Berli- 
chingen,  made  by  a  mechanician  of  Nuremberg, 
and  which  was  soconstructed  that  a  sword  might  be 
held  in  it,  differed  principally  in  weight  from  that 
invented  by  Pare.  It  was  not,  indeed,  until  the 
beginning  of  the  present  century  that  mechanical 
skill  showed  itself  equal  to  the  fabrication  of  a 
hand  by  which  an  approximation  to  several  move- 
ments of  the  natural  member  could  be  obtained. 
M.  Baillif,  of  Berlin,  was  the  first  to  construct 
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an  artificial  hand  which,  without  the  aid  of 
the  normal  hand,  could  seize  and  retain  an 
object. 

Fare's  artificial  hand  was  so  heavy  that  it  could 
only  be  worn  for  short  periods.  The  iron  hand 
of  Gotz  von  BerUchingen  weighed  three  pounds. 
The  hand  of  M.  Baillif  did  not  exceed  one  pound 
in  weight.  Moreover,  the  fingers  of  the  latter  hand, 
in  addition  to  the  simple  movements  of  flexion 
and  extension,  could  be  closed  upon  Hght  objects, 
such  as  cloth,  leather,  a  hat,  and  even  a  pen. 

The  great  advance  made  by  M.  Bailhf  stimu- 
lated mechanicians  in  other  parts  of  Europe. 
Many  improvements  were  made  upon  his  design. 
The  external  aspect  of  the  arm  and  hand  was  more 
accurately  obtained.  A  greater  degree  of  firm- 
ness was  gained  in  the  mechanism  without  any 
sacrifice  of  lightness,  indeed  with  a  further  diminu- 
tion of  weight.  The  methods,  moreover,  by  which 
motion  was  secured  in  the  elbow,  the  wrist,  and 
the  fingers,  were  simplified  and  refined.  Artificial 
hands  are  now  constructed  by  means  of  which  a 
pin  may  be  picked  up  from  the  ground,  a  glass 
raised  to  the  lips,  food  carried  to  the  mouth,  and 
a  sword  drawn  from  its  scabbard  and  held  with 
tolerable  firmness ;  while  a  combined  arm  and 
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hand  is  fabricated  which  is  equal  to  the  ordinary 
requirements  of  histrionic  declamation. 

But  it  must  be  confessed  that  the  most  elabo- 
rately devised  artificial  upper  ^tremity  is  a  poor 
substitute  for  the  natural  limb.  Its  movements, 
as  has  been  aptly  said,  approximate  to  the  latter 
only  so  closely  as  the  movements  of  a  separated 
bird's  claws,  caused  by  traction  upon  the  tendons 
by  children  at  play,  approximates  to  the  natural 
motions.  The  highest  flight  of  human  ingenuity 
lags  immeasurably  behind  the  living  type  which 
it  may  seek  to  compass.  The  craftsman's  art  is 
limited,  but  it  is  not  therefore  the  less  commend- 
able, and  rarely  has  greater  mechanical  skill  and 
ingenuity  been  displayed  than  in  the  construction 
of  artificial  arms  and  hands. 

The  expense  of  fabrication  of  the  most  elabo- 
rately designed  artificial  limbs,  and  the  delicacy 
of  their  arrangements,  must  ever  restrict  their  use 
to  the  wealthy.  It  is  fortunate,  however,  that  every 
practical  object  to  which  an  artificial  hand  may 
prove  subservient,  can  be  obtained  at  a  slight  cost. 
A  well-modelled,  very  useful,  and  compara- 
tively inexpensive  arm  and  hand  can  be  fabri- 
cated. 

I  shall  describe  first  the  simpler  forms  of  arti- 
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ficial  arms  and  hands,  and  subsequently  note,  at 
greater  or  less  length,  the  more  elaborate  mechan- 
isms which  have  been  devised  as  substitutes  for  a 
missing  upper  extremity. 

It  is  necessary  to  premise  that  the  form  of 
stump  is  of  considerable  importance  in  the  adap- 
tation of  an  artificial  arm.  A  stump  above  the 
elbow  is  best  suited  for  this  purpose  when  it 
gradually  tapers  from  the  shoulder  to  its  lower 
end,  and  terminates  there  in  a  rounded  surface. 
Too  great  an  amount  of  stump,  or  a  stump  taper- 
ing rapidly  to  its  extremity,  present  considerable 
difficulties  to  the  mechanician.  When  the  arm  is 
removed  at  the  shoulder-joint  no  stump  is  left  by 
which  an  artificial  arm  can  be  attached,  and  the 
latter  is  fixed  in  its  place  by  means  of  a  corset. 

In  amputation  below  the  elbow  the  best  stump 
for  the  attachment  of  an  artificial  arm  and  hand 
includes  two  thirds  of  the  fore-arm.  This  stump 
is  sufficiently  long  to  enable  an  individual  to  move 
with  great  freedom  the  artificial  substitute,  while 
it  is  not  so  long  as  to  interfere  with  the  mechanism 
which  governs  the  action  of  the  wrist-joint  and 
hand.  A  stump  formed  by  amputation  at  the 
wrist  almost  prevents  the  formation  of  a  satisfac- 
tory artificial  wrist. 
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The  simplest  apparatus  which  has  been  devised 
to  supply  the  loss  of  an  arm  above  the  elbow, 
consists  of  a  leathern  sheath  accurately  fitted  to 
the  upper  part  of  the  stump.  The  lower  end  of 
the  sheath  is  furnished  with  a  wooden  block  and 
metal  screw-plate,  to  which  can  be  attached  a  fork 
for  holding  meat,  a  knife  for  cutting  food,  or  a 
hook  for  carrying  a  weight.  It  has  been  custom- 
ary to  make  artificial  arms  of  this  description 
straight  (Fig.  49),  thus  giving  to  them  a  needlessly 


Fig.  49. 


Fig.  50. 


awkward  and  stifi*  appearance.  I  have  been  for 
some  time  in  the  habit  of  making  this  variety  of 
arm  curved   (Fig.  50),  adapting  its  curve  to  the 
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line  of  direction  most  commonly  assumed  by  the 
natural  limb  when  at  rest.  By  so  doing,  the 
awkward  and  rigid  aspect  of  the  mechanism  is 
largely  removed.  The  artificial  limb  is  retained 
in  position  by  shoulder  and  breast  straps,  as 
seen  in  the  figures,  and  it  forms  a  very  handy, 
light,  useful,  and  inexpensive  substitute  for  the 
missing  member. 

By  giving  to  an  arm  consti  acted  as  above  angu- 
lar motion  at  the  position  of  the  elbow  a  more 
useful,  and  still  inexpensive,  piece  of  mechanism 
is  obtained.  A  more  shapely  apparatus  is  made 
by  the  substitution  of  a  wooden  hand  for  the  steel 
disc  at  the  free  extremity  (Mg.  52).  The  action 
of  the  joint  is  regulated  by  a  ratchet  and  cog- 
wheel concealed  within  the  sheath  at  the  point 
of  flexion,  movement  being  impressed  by  the 
hand  still  retained.  The  motion  of  the  joint  is 
limited  by  a  small  spring  button  placed  on  the 
inner  side,  a  little  above  the  point  of  bending 
(Fig.  50). 

The  advantages  arising  from  these  modifica- 
tions of  the  common  artificial  arm  are  great. 
Its  appearance  is  thereby  greatly  improved;  it 
admits  of  certain  articles — as,  for  example,  a  cloak 
— being  carried  upon  the  forearm ;  and  it  largely 
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facilitates  the  adaptation  of  the  arm  to  the 
various  practical  purposes  to  which  it  can  l>e 
applied. 

When  the  arm  has  been  removed  at  the 
shoulder-joint  the  artificial  substitute  is  fixed 
in  its  place  by  means  of  a  soft  leather  cap, 
which  envelopes  the  whole  of  the  top  of  the 
shoulder,  and  extends  to  the  breast-bone  in  front 
and  the  spine  behind :  to  this  cap  the  artificial 
arm  is  attached. 

The  common  arm  below  the  elbow  is  also 

formed  of  a  sheath  accurately  moulded  to  the 

p,   with   disc    or   wooden   hand   attached. 

t  care  is  required  in  fitting  the  sheath  to  the 


Fig.  51. 
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remnant  of  the  forearm,  in  order  that,  on  the 
one  hand,  the  motion  of  the  latter  should  not  be 
impaired,  and  that,  on  the  other,  the  former  should 
retain  its  position  when  affixed.  Care  is  also 
required  to  avoid  pressure  upon  the  extremity  of 
the  stump.  When  two  thirds  of  the  forearm 
are  left  a  well-fitting  sheath  can  be  kept  firmly 
in  its  place  by  two  lateral  straps  attached  to  a 
padded  band  which  passes  round  the  upper  arm 
(Fig.  51).  If  the  stump  be  short  and  a  firmer 
attachment  is  needed,  this  is  provided  by  a 
padded  metal  band  encircling  the  upper  arm,  and 
attached  to  the  sheath  by  two  lateral  metal  stems, 
pointed  at  the  elbow  (Fig.  52). 

Fig.  52. 

The  orthopractic  mechanician  is  sometimes  re- 
quired to  make  good  the  deficiency  of  two  or 
more  fingers.  Surgeons,  now-a-days,  in  injuries 
of  the  hand  which  formerly  led  to  amputation  of 
the  forearm,  will  frequently  remove  the  injured 
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parts  solely,  and  preserve  the  patient  a  useful 
thumb  or  a  leash  or  more  of  fingers.  Some  of 
the  happiest  results  of  "  conservative  surgery*' 
have  been  shown  in  injuries  of  the  hands.  It  is 
more  difficult  to  devise  a  satisfactory  substitute 
for  missing  fingers  than  for  an  entire  hand, 
but  it  can  be  accomplished.  For  example,  if  the 
thumb  alone  be  preserved,  a  leather  sheath  is 
accurately  moulded  to  the  stump,  including  the 
wrist  and  a  portion  of  the  forearm,  an  aperture 
being  left  for  the  thumb  to  pass  through.  To 
this  sheath  carefully  designed  fingers  and  such 
portion  of  the  hand  as  is  wanting  are  attached. 
This  plan,  modified  according  to  the  circum- 
stances of  the  case,  is  adapted  to  the  difierent 
forms  of  stump  resulting  from  partial  amputation 
of  the  hand. 

The  next  advance  in  the  construction  of  an 
artificial  upper  extremity  is  to  give  motion  to  the 
fijigers.  The  hand  previously  described  does  not 
possess  motion  either  at  the  wrist  or  the  fingers. 
It  constitutes  an  advance  upon  the  common  stump 
arm,  but  its  want  of  flexibility  detracts  greatly 
from  that  gracefulness  of  aspect  which  is  desired 
when  symmetry  is  regarded  as  of  equal  import- 
ance with  practical  utility. 
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On  contemplating  the  fingers  of  the  natural 
hand,  it  is  observed  that  the  mechanical  form  of  the 
joints  is  what  is  technically  termed  ginglymoid  or 
hinged.  If  the  hand  be  made  to  grasp  a  globu- 
lar surface  rather  larger  than  its  own  concavity, 
the  fingers  will  be  seen  to  expand  laterally. 
Rightly  to  imitate  the  motion  of  the  fingers,  the 
mechanician  should  endeavour  to  obtain  these 
two  movements,  namely,  angular  motion  in  the 
same  plane  as  the  fingers  move  downwards,  and 
lateral  motion  at  right  angles  to  such  a  plane. 
There  is  but  one  form  of  artificial  johit,  the  ball 
and  socket,  which  admits  of  motion  in  more  than 
one  plane  at  the  same  moment ;  and  this  form  of 
joint,  from  the  impossibility  of  maintaining  a 
proper  control  over  its  movement,  is  inadmissible 
to  the  construction  of  artificial  fingers.  One  form 
of  joint,  therefore,  can  alone  be  adopted,  the 
hinged,  the  axis  of  movenient  being  arranged  so 
as  to  correspond  with  those  of  the  natural  hand, 
A  like  form  of  joint  admits  of  the  lateral  action 
of  the  thumb  being  obtained,  while  by  means 
of  a  spring  fixed  between  the  thumb  and  first 
finger  the  former  is  more  accurately  approxi- 
mated to  the  fingers. 

The  wrist  plays  an  important  part  in  every 
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motion  of  the  hand,  and  its  action  must,  in  some 
degree,  be  simulated  in  the  mechanical  substi- 
tutes. The  wrist  has  lateral,  rotatory,  and 
ginglyraoid  motion.  In  the  class  of  hand  imder 
consideration  these  movements  are  imitated  in 
the  following  manner.  The  extremity  of  the  arti- 
ficial forearm  or  wrist-cap  and  the  upper  ex- 
tremity of  the  hand  are  furnished  with  metal 
discs.  The  disc  attached  to  the  hand  carries  a 
"  key-hole  plug."  The  disc  attached  to  the  fore- 
arm has  an  aperture  for  the  reception  of  the  plug. 
When  joined  to  the  arm  disc,  the  wrist  can  be 
turned  completely  round  (Fig.  53,  a,  b).  A 
small  spring  (c),  acting  against  a  certain  number 

Fig,  53. 


of  holes  or  depressions  in  the  wrist-plate  limits, 
however,  the  amount  of  circular  motion,  and  per- 
mits thehand  to  be  fixed  in  any  position  (Fig.  53, 
d).  The  ginglymoid  action  of  the  wrist  is  obtained 
by  a  joint  composed  of  a  shallow  cup  and  semi- 
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spherical  tenon,  the  centre  of  which  is  secured  by 
a  pin  passing  from  the  wrist-plate. 

By  fixing  a  spring  within  the  centre  of  the 
thumb,  a  sufficient  amount  of  pressure  is  exer- 
cised between  the  thumb  and  forefinger  to  admit 
of  a  pen  being  manipulated,  a  neckerchief 
tied,  &c. 

The  flexibihty  of  the  natural  hand  being  thus 
to  some  extent  imitated,  it  is  desirable  to  impart 
to  the  substitute  some  degree  of  the  softness 
characteristic  of  the  living  member.  This  has 
been  sought  to  be  done  by  a  covering  of  gutta 
percha  and  india-rubber.  By  this  course  the 
hardness  of  the  artificial  hand  is  rendered  less 
obnoxious  to  the  touch,  but  it  does  not  deceive 
the  fingers. 

A  hand  thus  constructed,  when  the  fingers  are 
placed  in  a  natural  position,  leaves  nothing  to  be 
desired  in  the  way  of  symmetry.  Often,  indeed, 
the  artificial  hand  is  more  symmetrical  in  aspect 
than  the  natural,  and,  in  a  spirit  of  coquetry,  the 
gloved  substitute  is  frequently  displayed  in  prefer- 
ence to  the  real  hand.  But  such  a  hand  possesses 
no  grasping  power,  excepting  only  the  feeble  pres- 
sure ah-eady  mentioned  between  the  thumb  and 
the  finger.     Provision  has,  therefore,  to  be  made 
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for  attaching  instraments  to  its  palm,  similar  in 
character  to  those  made  in  the  common  stump 
arm.  The  hand,  indeed,  acts  as  an  elegant  shield 
for  the  mechanism  by  which  various  instruments 
are  held. 

This  mechanism,  and  some  of  its  applications, 
is  shown  in  the  following  illustrations. 

Fig.  54. 


Fig.  54  represents  a  simple  hook  with  spring 
fastening,  by  which  it  can  be  secured  to  the  palm 
of  the  hand  and  removed  from  it  at  pleasure. 

The  office  of  the  hook  is  important,  enabling 
the  artificial  hand  to  fulfil  any  act  of  ordinary 
lifting,  &c.  There  are  various  modifications  of 
the  hook,  such  as  the  driving  hook  (Fig.  55), 
composed  of  a  double  tenaculum,  which  admits 
of  reins  being  separated,  and  thus  held  in  the 
same  position  as  they  would  be  by  the  natural 
fingers. 

Loss  of  the  hand  by  the  explosion  of  a  gun 
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Fig.  55. 


occasionally  occurs,  and  it  happens  sometimes  that 
the  accident  does  not  quench  the  desire  of  the 
sportsman  for  a  renewal  of  his  amusement. 
This  desire,  when  the  right  hand  still  remains,  is 
easily  accomplished  by  affixing  to  an  artificial  hand 
a  hook  so  shaped  as  to  hold  the  barrel  of  the  gun 
(Rg.  56). 

Fio.  56. 


Another  kind  of  hook  is  one  dpable  of  being 
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fastened  to  the  arm-plate.  This  is  intended 
for  lifting  heavy  weights,  as,  being  used  when  the 
artificial  hand  is  removed,  the  whole  stress  is 
borne  by  the  musdea  of  the  arm. 

Amongst  the  inatruments  to  be  adapted  to  an 
artificial  arm  the  knife  and  the  fork  (Fig.  57) 
hold  the  foremost  place.  When  a  stmnp  is 
short  a  certain  amount  of  difficulty  occurs  to  the 
patient  in  getting  the  fork  to  the  mouth,  but  this 
can  be  easily  overcome  if  a  particular  set  or  shape 
be  given  to  its  stem. 

Pio.  57. 


If  the  right  hand  be  lost,  it  is  necessary  to 
furnish  some  mechanical  means  for  enabling  the 
wearer  of  an  trtificial  arm  to  employ  his  pen. 
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For  this  purpose,  a  metal  holder  inserted  into  the 
pahn  of  the  hand  has  been  devised,  and  by  its 
aid  the  patient  can  grasp  a  pen  with  sufficient 
power  to  write  tolerably  well. 


Fia.  68. 


If,  however,  the  hand  has  a  spring  thumb,  the 
penholder  is  not  so  much  required,  as  the  first 
and  second  fingers  hold  a  pen  (Fig.  58)  pressed 
against  them  by  the  thumb  sufficiently  well  to 
impress  its  marks  upon  paper,  and  to  admit  of 
tolerably  fine  writing. 

A  brush  for  cleansing  the  nails  can  also  be 
attached  to  the  palm  of  the  hand,  as  likewise  a 
file  with  penknife  at  its  extremity,  the  blade  of 
which,  standing  rectangularly  to  the  surface  of 
the  file,  enables  the  nails  of  the  natural  fingers  to 
be  easily  pared. 
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For  horticultural  purposes  a  pruning  knife  is 
occasionally  appended,  as  also  a  ring  for  holding 
the  handle  of  a  hoe  or  rake.  This  latter  apparatus 
being  made  with  three  joints,  permits  of  the  rake 
handle  being  moved  in  any  direction. 

A  few  years  since,  the  writer  was  requested  by 
a  patient,  a  fur  collector  for  the  Hudson's  Bay 
Company,  to  fit  the  stump  of  his  right  forearm 
with  a  dagger.  The  following  is  a  drawing  of 
the  weapon  and  its  mode  of  attachment. 

Fio.  69. 


The  number  and  variety  of  instruments  capable 
of  being  applied  to  an  artificial  hand  scarcely 
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admits  of  limit.  A  sufficient  idea  of  the  method 
of  application  may  be  gathered  from  the  preced- 
ing woodcuts. 

The  construction  of  an  artificial  upper  extremity 
has  now  been  sketched  from  the  simplest  model 
to  the  simulation  of  the  different  joints  of  the  arm 
and  hand,  and  the  accurate  representation  of 
external  form.  The  joints  possess  no  motion 
except  such  as  is  impressed  upon  them  from  with- 
out. The  artificial  arm  and  hand  thus  constructed 
is  dependent  chiefly  upon  the  manipulation  of 
the  upper  extremity  which  still  remains  intact  for 
its  utility.  Human  ingenuity  has  not,  however, 
rested  contented  with  this  success.  It  has  ven- 
tured, as  previously  stated,  upon  higher  flights. 
It  has  endeavoured  to  give  to  the  artificial  joints 
certain  movements  independent  of  any  agency  of 
the  remaining  hand.  It  has  striven,  indeed,  to 
impart  to  the  fabricated  Umb,  through  the  agency 
of  the  stump,  certain  of  the  most  important  move- 
ments of  the  natural  limb.  With  what  success 
this  object  has  been  pursued  will  presently  be 
seen. 

The  means  by  which  apparently  indepen- 
dent and,  as  it  were,  voluntary  movements  are 
attempted    to  be  carried  out  are  comparatively 
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simple,  but  their  application  is  most  diflScult, 
demanding  the  extremest  nicety  of  construction. 
A  cord  of  gut,  having  one  extremity  fixed  to  the 
shaft  of  the  artificial  arm  or  to  the  trank,  and 
passing  over  sundry  pulleys,  represents  the  com- 
plex muscles  and  tendons  of  the  living  arm  and 
hand  in  one  form  of  apparatus  ;  an  endless  screw 
attached  to  the  end  of  the  stump,  with  or  without 
the  aid  of  gut  cords,  represent  them  in  another. 

Some  years  since  I  devised  a  hand  which,  by 
a  series  of  concealed  cords  and  springs,  possessed 
the  power  of  grasping  and  retaining,  with  some 
slight  amount  of  force,  any  light  substance  placed 
in  contact  with  it,  the  governing  power  being  the 
fall  of  a  small  column  of  mercury  placed  in  a  tube 
within  the  arm  part  of  the  apparatus.  The  object 
I  had  in  view  was  that,  the  elbow  being  flexed, 
and  the  lower  arm  placed  at  an  inclined  plane, 
the  gravity  of  the  quicksilver  acting  upon  a  kind 
of  plug  to  which  the  centre  cord  was  attached, 
should  at  once  produce  a  closure  of  the  fingers, 
whilst  the  return  of  the  mercury  to  the  lower  end 
of  the  tube,  upon  the  arm  being  lowered,  would 
permit  slight  springs  to  brink  back  the  fingers  to 
their  original  starting-point.  This  plan  did  not 
succeed^  as  the  joints  had  to  be  made  f^o  loose  that 
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they  gained  lateral  motion,  thus  giving  anything 
but  a  natural  appearance  to  the  fingers,  and  the 
metal,  in  spite  of  every  care  taken  to  secure  it, 
continually  escaping,  rendered  useless  the  con- 
trivance. 

The  artificial  arm  and  hand  constructed  by  Mr. 
Baillif,  of  Berlin,  has  been  already  referred  to. 
Flexion  of  the  fingers  was  produced  by  strings 
passing  from  one  phalanx  to  another ;  extension 
was  secured  by  gut  cords  connected  with  the 
fingers,  and  attached  to  the  superior  border  of 
the  sheath.  By  the  extension  of  these  cords 
the  contracting  force  of  the  springs  was  over- 
come. 

In  1845  an  artificial  arm  and  hand  was  con- 
structed by  a  young  Prussian  mechanician,  M.  Van 
Petersen,  of  extraordinary  ingenuity,  M.  Rogers, 
the  celebrated  French  tenor,  had  lost  his  right 
arm  above  the  elbow.  He  would  be  unable  again 
to  tread  the  boards  of  the  opera  unless  a  substi- 
tute could  be  devised  which  would  serve  the  pur- 
poses of  histrionic  declamation  and  permit  him  to 
grasp  and  draw  a  sword  from  its  scabbard.  The 
need  of  the  great  vocalist  set  the  orthopractic 
ingenuity  of  France  on  the  stretch;  but  the 
honour  of  first  designing  an  artificial  arm  and 
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hand  which  fulfilled  the  objects  sought  rests  with 
M.  Van  Petersen. 

The  following  account  of  M.  Van  Petersen's 
artificial  arm  is  derived  from  a  report  of  the 
Academy  of  Sciences.  The  commissioners  were 
MM.  Gambey,  Rayer,  Velpeau,  and  Magendie, 
the  latter  being  the  reporter. 

M.  Van  Petersen's  arm  is  not  adapted  indif- 
ferently for  all  who  have  been  deprived  of  an 
upper  limb.  It  is  fitted  for  those  alone  who 
possess  a  good,  perfectly  mobile,  and  sufficiently 
lengthy  stump.  Free  motion  of  the  shoulder- 
joint  and  good  leverage  are  the  fundamental  con- 
siderations which  have  governed  the  constiiiction 
of  the  limb,  and  they  are  requisite  to  its  proper 
action. 

The  artificial  arm  consists  of  three  articulated 
parts,  representing  the  wrist,  fore  arm,  and  hand. 
The  latter  consists  of  a  kind  of  carpus  and  of 
movable  fingers  of  three  phalanges,  maintained 
in  persistent  flexion,  and  of  opposition  to  the 
thumb,  by  springs.  The  entire  weight  barely 
exceeds  17^  ounces  avoirdupois. 

The  stump  is  received  in  an  excavation  of  the 
apparatus,  and  is  fixed  firmly  there  by  straps, 
so  that  every  movement  which  can  be  executed 
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by  it,  above,  below,  within,  without,  before, 
and  behind,  is  readily  transmitted  to  the  me- 
chanism. But  this  was  not  the  chief  difficulty 
to  be  overcome.  The  one-armed  have  fixed  a 
stick  or  hook  to  their  stump,  and  used  it  with 
address. 

The  true  difficulty  arose  in  making  the  difierent 
portions  of  the  apparatus  play  the  one  upon  the 
other,  so  that  the  reciprocal  movement  of  the  fore- 
arm upon  the  arm,  the  hand  upon  the  forearm, 
and  the  fingers  upon  themselves,  could  be  simu- 
lated. This  compUcated  result,  indispensable  for 
the  reproduction  of  some  usages  of  the  arm  and 
hand,  M.  Van  Petersen  obtained  in  the  following 
manner : — A  corset  is  appUed  to  the  chest ;  to 
this  corset  are  attached  gut  cords  which  elsewhere 
are  fixed,  some  to  the  forearm,  others  to  the  fin- 
gers. When  the  stump  is  moved  forwards,  by 
means  of  the  gut  cords  traction  is  brought  to  bear 
upon  the  forearm,  which  is  flexed  upon  the  arm. 
When,  on  the  contrary,  the  stump  is  carried  back- 
wards, the  forearm  is  extended  and  recedes  from 
the  arm.  By  this  double  movement  the  artificial 
hand  can  be  carried  to  the  mouth  at  the  will  of 
the  wearer. 

The  movements  of  the  fingers  requisite  for 
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grasping  objects  are  produced  by  an  analogous 
and  not  less  ingenious  arrangement.  Cords, 
fixed  by  one  extremity  to  the  corset,  are  attached 
by  the  other  to  the  dorsal  side  of  the  flexed 
fingers.  When  the  stump  is  moved  outwardly 
it  acts  upon  the  cords,  the  resistance  of  the 
springs  is  overcome,  the  fingers  extended,  and 
the  hand  opened.  In  order  to  grasp,  the  wearer 
has  only  to  direct  the  hand  thus  opened  to  the 
object;  he  next  gently  brings  back  the  stump 
'  towards  the  trunk ;  the  tension  of  the  cords  upon 
the  springs  being  thus  removed,  the  fingers  close 
upon  the  object,  which  is  held  with  all  the  more 
firmness  because  each  of  the  fingers  acts  inde- 
pendently of  the  others  and  presses  firmly  on  the 
surface  with  which  it  is  in  contact.  The  object 
being  grasped,  the  rest  of  the  action  depends 
upon  the  springs. 

To  direct  the  arm  to  the  mouth,  the  stump  is 
carried  forwards,  the  forearm  flexes,  and  the 
hand  arrives  quickly  at  its  destination. 

In  order  to  release  the  object,  and  replace  it, 
for  example,  on  the  table,  the  stump  is  moved 
backwards,  by  which  means  the  forearm  is 
extended,  when  the  stump  is  carried  outwards 
this  movement  causing  extension  of  the  fingers 
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and  the  abandonment  of  the  object  which  had 
been  grasped. 

Practice  is  required  before  the  arm  and  hand  can 
be  used  with  dexterity,  but  it  is  surprising  how 
quickly  a  mastery  of  the  mechanism  is  obtained. 
Gloved  and  covered  with  a  sleeve.  Van  Peter- 
sen's arm  is  not  easily  distinguished  from  the 
natural  member,  particularly  if  the  wearer  carry 
it  with  address. 

The  commissioners  point  out  that  the  idea  of 
taking  a  fixed  point  from  a  corset  attached  to  the 
trunk  for  the  purpose  of  overcoming  the  resist- 
ance of  mechanical  fingers,  closed  by  springs,  was 
not  novel.  It  was  partially  carried  out  during  the 
first  quarter  of  the  sixteenth  century,  by  a  Nurem- 
berg mechanician.  It  was  adopted  also  by  M. 
Baillif,  of  Berlin,  and  still  more  recently  by  Graefe. 
But  the  first  person  who  gave  a  true  practical 
developement  to  this  idea,  and  showed  its  actual 
value,  was  M.  Van  Petersen. 

The  Commissioners  tested  the  worth  of  M. 
Van  Petersen's  invention  upon  a  soldier  who  had 
lost  both  arms.  By  its  aid  he  was  enabled  to 
pick  up  a  pin,  take  hold  of  a  leaf  of  paper,  &c. 
"Judge,"  say  they,  ''of  the  joy  of  this  veteran, 
when,  after  thirty  years'  absolute  privation,  he 
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found  himself,  all  at  once,  able  to  execute  these 
actions,  imperfectly,  no  doubt,  but  in  such  a 
fashion  as  once  more  to  give  him  some  of  the 
agility  of  his  younger  days."     The  grief  of  the 

Fig.  60. 
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old  man  was  so  marked  when  the  experiment 
ceased,  and  the  artificial  arms  removed,  that  the 
commissioners  suggested  to  the  Academy  the  pro- 
priety of  presenting  him  with  the  pair.     This  sug- 
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gestion  was  adopted,  and  the  veteran  made  su- 
premely happy.  The  adaptation  of  the  arras  in 
this  case  is  shown  in  the  accompanying  cut 
(Rg.  60). 

The  conceptions  of  M.  Van  Petersen  were  very 
rapidly  extended  and  improved.  M.  Charriere, 
the  celebrated  surgical  mechanician  of  Paris, 
aided  by  M.  Huguier,  also  constructed  an  artifi- 
cial arm  for  M.  Roger,  of  which  the  following  is 
a  description : 

The  apparatus  is  fixed  to  the  stump  by  a 
laced  armlet  (Fig.  61),  connected  with  the  fore- 
arm by  two  metallic  hinges.  The  upper  edge 
of  the  armlet  should  be  attached  to  a  light 
shoulder-cap.  This  arrangement  will  prevent  the 
armlet  falling  down  when  the  forearm  is  ex- 
tended, and  it  will  obviate  undue  constriction  of 
the  stump,  particularly  if  this  be  conical,  as  is 
often  the  case. 

The  forearm  is  made  of  prepared  leather,  and 
it  termhiates  at  the  wrist  by  two  springs,  which 
permit  flexion  of  the  hand. 

The  hand  is  made  of  wood,  much  hollowed  to 
diminish  weight.  The  phalanges  which  form  the 
fingers  are  made  of  steel,  covered  with  wood, 
jointed  in  a  peculiar  fashion,  and  sufficiently  firm 
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to  remain  in  any  position  in  which  they  may  be 
placed. 

A  gut  cord  (a)  fixed  to  the  forearm  (c)  acts 
upon  the  latter,  taking  its  point  of  movement  at 
the  level  of  the  shoulder,  after  the  method  of  M. 
Van  Petersen.  By  elevating  the  stump  the 
elbow  and  wrist  are  flexed. 

This  movement  acts  upon  a  second  cord  (d), 
which  is  fixed  to  the  excentric  (e)  of  the  elbow- 
hinge,  the  extremity  of  the  cord,  furnished  with 
a  strong  spiral  spring,  being  fixed  in  the  hand  at 
the  point  f,  flexes  it  at  the  wrist.  But  the 
moment  traction  ceases  upon  the  cord  fixed  be- 
hind the  shoulder  the  forearm  becomes  straight 
by  the  force  of  two  elastics  (o  g),  placed  behind 
the  elbow.  The  wrist  becomes  straight  at  the 
same  time  as  the  forearm,  by  means  of  a  spiral 
spring  fixed  behind  the  hand  at  point  h,  and  the 
fore-arm  at  i. 

Pronation  and  supination  of  the  artificial  limb 
is  obtained  by  one  of  the  projections  (j)  placed 
on  the  forearm,  below  the  junction  (k)  of  the 
inferior  and  superior  parts  of  this  last.  Move- 
ments of  rotation  can  be  executed  at  will  by 
pushing  with  the  hip  or  with  the  other  hand  one 
of  the  jutting  points  (j). 
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The  mechanism  for  producing  pronation  and 
supination  is  as  follows  (Fig.  62) : 
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The  excentric  m,  by  the  addition  of  the  gear 
N,  can  make  an  entire  turn  by  complete  flexion 
of  the  foreann. 

In  following  this  movement  it  is  seen  that,  1st, 
by  flexion  the  excentric  makes  a  half  turn,  draws 
upon  the  cord  o,  which  works  round  the  pully  P 


*  Fig.  62.  a.  Apparatus  for  flexion  of  the  elbow,  designed 
to  act  upon  the  cord  by  which  pronation  and  supination  is 
produced. 

h.  Section  of  the  npper  part  of  a  forearm,  with  the 
mechanism  for  the  production  of  pronation  and  supination 
by  flexion  of  the  elbow. 
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(Pig.  62),  and  at  the  point  where  it  is  attached  (r) 
to  the  cross-bars  of  the  lower  part  of  the  forearm 
where  the  hand  is  fixed,  and  which,  drawing  this 
over,  produces  the  movement  of  supination  during 
half  the  range  of  flexion  of  the  forearm ;  2nd, 
if  the  act  of  flexion  is  continued  to  its  comple- 
tion the  excentric  will  continue  to  turn,  and  will 
redescend  to  its  first  position;  then  the  cord 
lengthens,  the  spiral  spring  s,  which  is  attached 
to  the  point  t,  and  which  has  yielded  to  the  trac- 
tion of  the  first  movement,  shortens  and  brings 
back  the  hand  into  its  first  position  by  the  move- 
ment of  pronation. 

The  same  movements  of  the  hand  are  produced 
when  the  forearm  is  extended. 

By  the  aid  of  this  system  flexion  of  the 
fingers  can  be  produced. 

About  the  same  time  that  MM.  Huguier  and 
Charriere  first  fabricated  the  artificial  arm  of  which 
the  foregoing  is  a  description,  M.  Bechard  also 
constructed  an  upper  extremity  in  which  the  dif- 
ferent motions  were  produced  by  one  cord  of  trac- 
tion, and  which  also  simulated  the  movements 
of  pronation  and  supination. 

The  following  is  a  description  of  M.  Bechard's 
artificial  arm  and  hand : 
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The  point  of  support  is  a  laced  sheath  carried 
by  two  iron  splints  adapted  to  the  arm. 

The  articulation  of  the  elbow  presents  nothing 
particular. 

The  forearm  and  hand  consist  of  three  movable 
pieces  of  hollow  wood. 

1st.  The  upper  portion  is  fixed  by  means  of 
the  two  splints  which  serve  for  the  articulation 
of  the  elbow,  and  terminate  there. 

2nd.  The  second  portion,  entirely  of  wood, 
corresponds  to  the  lower  two  thirds  of  the  whole 
length  ;  it  carries  at  its  upper  part  a  movable 
chariot,  rolling  by  means  of  bone  castors,  which 
slide  on  a  circular  plate  of  iron,  so  that  the 
movements  are  very  smooth.  This  arrangement 
allows  this  portion  to  move  on  the  upper  one 
through  a  quarter  of  a  circle,  and  this  motion, 
being  transmitted  to  the  whole  lower  part,  simu- 
lates the  rotation  of  the  limb  outwards. 

The  Umb  is  maintained  in  the  normal  state  of 
pronation  by  a  spiral  spring  fixed,  at  the  top  of 
the  piece,  in  the  centre  of  the  chariot,  and  the 
permanent  action  of  which  acquires  all  its  force 
when  all  pulling  ceases.  To  explain  this  mecha- 
nism more  fully,  a  single  cord  of  gut,  starting 
from  the  top  of  this  piece  and  communicating 
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with  the  chariot  by  means  of  two  small  pulleys, 
goes  up  along  the  amputated  limb,  passes  behind 
the  shoulder,  and  reaches  obliquely  the  circular 
band  of  the  trousers,  at  the  braces  of  the  oppo- 
site hip. 

When  the  arm  is  abducted  this  cord,  being 
stretched,  acts  on  the  chariot,  which,  rotating  on 
its  axis  for  a  quarter  of  a  circle,  carries  with  it 
all  the  lower  part  of  the  apparatus,  rotating  it 
outwards — that  is  to  say,  supinating  it.  When, 
on  the  contrary,  abduction  is  replaced  by  adduc- 
tion, the  spiral  spring  we  have  mentioned  gets 
in  action,  and  brings  back  the  arm  by  a  reverse 
movement  into  the  normal  position — that  is,  pro- 
nation. 

The  second  piece,  which  performs  this  move- 
ment of  rotation  over  a  quarter  of  a  circle,  carries 
in  the  centre  of  the  upper  plate  which  termi- 
nates it  a  straight  rod,  which  descends  through 
its  interior  in  the  direction  of  its  axis.  This 
rod,  which,  for  a  sufficient  length,  is  surrounded 
by. an  endless  screw,  supports,  on  a  level  with 
that  screw,  a  horizontal  box,  which  it  raises 
during  supination  and  lowers  during  pronation. 
The  box  itself  carries,  at  its  extremities,  two 
parallel  branches  of  iron,  which  terminate  a  little 
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above  the  wrist-joint  in  two  transverse  metallic 
button-holes.  These  button-holes  enter  a  seg- 
ment corresponding  to  each  of  them,  cut  out  of 
the  iron  plate  which  terminates  this  second  piece  ; 
they  are  connected  with  the  pulling  of  the  fingers. 
As  the  action  of  the  endless  screw  on  the  box  is 
manifested  during  rotation,  the  two  branches 
which  terminate  it,  rising  during  supination,  act 
on  the  extensor  tendons  of  the  fingers  and  bring 
them  into  action. 

The  third  improvement  is  much  more  im- 
portant, and  consists  in  this  : — The  hand  which 
is  at  the  end  of  the  artificial  arm,  being  exposed, 
when  used,  to  all  kinds  of  friction,  gets  easily 
dirty ;  and  then  it  is  necessary,  according  to  cir- 
cumstances, in  order  that  the  imitation  be  perfect, 
that  it  should  be  naked  or  gloved. 

After  a  good  many  trials,  M,  Bechard  dis- 
covered a  method  of  unhooking  the  wrist  by 
means  of  pressure,  made  with  the  other  hand  on 
a  button  hidden  under  the  coat-sleevo.  It  will 
be  easily  conceived  that  much  patience  was  re- 
quired in  order  to  succeed  in  combining  a  system 
admitting  of  the  arm  being  completely  taken  to 
pieces,  of  changing  the  hand,  and  of  instan- 
taneously resembling  the  action  of  the  extensor 
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and  flexor  tendons.  With  this  view,  the  union 
of  the  wrist  with  the  second  piece  of  the  arm, 
the  mechanism  of  which  has  been  described,  is 
eflFected  a  Uttle  above  the  place  occupied  by  the 
radio-carpal  joint  below,  by  means  of  a  double- 
toothed  pinion  entering  a  mortise  hollowed  out 
of  the  lower  surface  of  the  second  brachial  piece. 
On  each  side  of  this  pinion  are  two  prominent 
buttons,  with  conical  heads  above  a  smaller  neck, 
which  correspond  to  the  pulleys  of  the  fingers, 
divided  into  two  bundles.  Both  parts  are  joined 
together  by  making  the  pinion  obliquely  enter  the 
mortise ;  the  wrist  is  then  made  to  rotate  over 
a  quarter  of  a  circle,  in  the  same  way  as  a 
bayonet  is  fixed,  and  when  the  rotation  is  com- 
pleted the  two  metaUic  buttons  come  and  hook 
into  the  two  horizontal  button-holes  which  ter- 
minate the  two  branches  of  the  mobile  screw- 
box  indicated  above. 

Lastly,  the  fingers,  carefully  carved  out  of 
wood,  show  no  mechanism  externally ;  all  is  in 
the  interior.  M.  Bechard  does  away  with  the 
cord  of  gut  as  the  acting  force,  and  with  the 
spiral  springs  as  the  resisting  force.  A  simple 
flexible  steel  plate,  placed  inside  and  half  flexed, 
is  arranged  in  such  a  manner  that  by  pulling  on 
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the  upper  part  it  produces  extension,  and  the 
reverse  movement  when  it  ceases  to  act.  The 
thumb  alone  is  moved  (by  means  of  two  re- 
flecting pulleys  connecting  it  with  the  common 
traction)  in  such  a  manner  that  when  the  fingers 
are  extended  it  performs  the  same  movement, 
and  is  besides  abducted  in  order  to  return  to  the 
flexed  position,  and  is  adducted  when  at  rest. 
Furthermore,  care  has  been  taken,  not  only  to 
put  in  its  anatomical  place  the  metacai'po-pha- 
langeal  articulation,  but  also  to  imitate  the  longi- 
tudinal grooves  which  separate  them ;  this  has 
never  been  done  before,  and  detracted  from  the 
shape  of  the  hand,  rendering  it  unnatural  and 
ungraceful.  The  idea  of  these  two  last  inno- 
vations was  suggested  to  M.  Bechard  by  the 
Earl  of  Beaufort,  who  has  given  great  attention 
to  this  subject. 

To  sum  up,  M.  Bechard's  arm,  by  means  of  a 
single  point  of  traction,  placed  in  pronation, 
executes  first  the  movement  of  supination,  next 
in  succession  the  extension  of  the  fingers  and  ab- 
duction of  the  thumb ;  the  hand  is  then  wide  open. 

The  preceding  description  applies  to  an  appa- 
ratus intended  to  replace  the  forearm  amputated 
below  the  elbow. 
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K  it  is  required  to  replace  a  limb  amputated 
through  the  lower  part  of  the  humerus  or  through 
the  elbow-joint,  an  armlet  is  added  which  em- 
braces the  upper  part  of  the  opposite  arm.  This 
arm-piece  serves  to  give  attachment  to  a  traction 
string,  which  passes  transversely  from  one 
shoulder  to  the  other,  and,  after  coming  down 
along  the  apparatus,  ends  at  the  upper  and  inner 
part  of  the  forearm.  This  string  is  destined  to 
produce  flexion  of  the  elbow.  It  is  moderately 
tense  in  the  normal  position  of  a  man  w^ho  is 
standing,  and  acts  when  the  sound  arm  is  ab- 
ducted; on  the  two  points  of  attachment  be- 
coming more  distant  the  elbow  is  flexed. 

Since  the  fabrication  of  the  ai'ms  designed  by 
MM.  Van  Petersen,  Huguier  and  Charriere, 
and  Bechard,  diflerent  mechanicians  have  sug- 
gested sundry  modifications  of  construction,  and 
carried  them  out  with  more  or  less  success.  A 
detail  of  these  variations  would  be  of  Uttle  in- 
terest, and  for  the  most  part  they  are  of  little 
value.  The  artificial  arms  which  have  been  de- 
scribed have  not  yet  been  surpassed  in  beauty 
of  execution  and  ingenuity  of  mechanism.  It  is 
not  improbable  that  a  more  simply  constructed, 
yet  equally,  nay,  even  more  eflficient  artificial 
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upper  extremity  may  sooner  or  later  be  devised. 
I  have  been  endeavouring  for  many  months  to 
devise  so  desirable  an  apparatus,  and  am  hopeful 
of  success.  But  the  result  must  prove  the  work. 
Until  the  mechanism  has  been  subjected  to  trial 
it  would  be  idle  to  describe  the  modifications  I 
am  endeavouring  to  carry  out. 
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CHAPTER  IIL 

THE  TRUNK. 

I. — Deformities. 

Abnormal  curvature  of  the  spine  and  deflection 
of  the  pelvis  sum  up  the  category  of  deformities 
of  the  trunk. 

Spinal  Curvature. 

Distortion  of  the  spine  has  engrossed  profes- 
sional and  pubhc  attention  to  an  extent  which, 
on  a  hasty  glance,  might  appear  to  be  altogether 
disproportionate  to  its  importance  as  compared 
with  other  deformities.  It  might  seem  that  a 
distorted  hand  or  foot  would  give  rise  to  much 
greater  evils  than  a  morbidly  curved  spine.  Wry- 
ness  of  a  limb  apparently  is  a  more  serious  obsta- 
cle to  bread-winning  than  wryness  of  the  spine. 
If  the  magnitude  of  a  deformity  is  to  be  estimated 
by  its  effects  on  the  social  well-being  of  an  indi- 
vidual, surely  those  deformities  which  interfere 
with  the  just  exercise  of  the  members  should  hold 
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the  foremost  place.  It  is  not  an  easy  task  to 
determine  the  relative  social  importance  of  different 
forms  of  deformity.  Each  one  of  the  deformed, 
as  a  rule,  considers  his  own  deformity  to  be  the 
worst.  Among  the  operative  classes,  unquestion- 
ably, a  distorted  arm  or  leg  often  is  of  greater 
consequence  than  a  distorted  spine.  A  slight 
deformity  of  a  member  limits  the  already  too 
restricted  fields  of  bread-winning  occupation  to 
a  greater  extent  than  a  shght  deformity  of  the 
trunk.  With  the  artizan  the  magnitude  of  a 
deformity  must  be  estimated  by  the  degree  in 
which  it  affects  the  means  of  gaining  a  subsis- 
tence. Here  the  deformity  as  a  defect  of  sym- 
metry, is  a  much  less  evil  than  as  an  impediment 
to  utihty. 

Among  the  wealthier  classes,  on  the  other  hand, 
the  magnitude  of  the  deformity  is  measured 
mainly  by  its  influence  on  symmetry,  and  of  all 
the  varieties  of  deformity  none  so  greatly  detracts 
from  the  beauty  of  the  human  carriage  as  distor- 
tion of  the  spine.  No  lengthened  argument  is 
needed  to  show  the  pre-eminence  of  a  symmetri- 
cal trunk  in  the  conditions  of  human  beauty. 
One  illustration  will  be  sufficient  to  prove  this 
position.     In  the  great  museums  of  ancient  art 
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there  are  treasured  torsos  over  which  the  sculptor 
and  the  artist  dwell  with  inexhaustable  rapture* 
Limbless,  headless,  these  sculptured  trunks  are 
big  with  an  indefinable  grace  and  beauty  which 
set  at  nought  the  ravages  of  time.  The  imagin- 
ation, as  the  eye  rests  on  the  genius-wrought 
marble,  readily  supplies  the  wanting  parts,  and 
an  inspired  whole  rather  than  a  mutilated  frag- 
ment occupies  the  mind. 

Not  such,  however,  is  the  effect  produced  by  a 
sculptured  head  or  limb.  Both  may  enlist  our 
admiration  for  their  independent  beauty,  but 
neither  the  one  nor  the  other  enables  us  to  build 
up  in  the  imagination  that  exquisite  carriage 
which  is  the  distinguishing  beauty  of  the  human 
frame.  This  carriage  is  mainly  due  to  the  trunk ; 
and  the  relation  of  the  head  and  Umbs  to  it,  apart 
from  the  trunk,  is  slight.  Half  an  hour's  ramble 
among  the  ancient  sculptures  in  the  galleries  of 
the  British  Museum,  the  Louvre,  or  the  Vatican, 
would  furnish  abundant  proof  of  this  statement. 

It  is  not  surprising,  then,  that,  as  a  defect  of 
symmetry  alone,  distortion  of  the  spine  should 
have  acquired  precedence  among  deformities. 
Wryness  of  the  vertebral  column  is  fatal  to  the 
symmetry  of  the  trunk  and  to  that  exquisite  har- 
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mony  of  parts  which  constitutes  the  beauty  of  a 
sculptured  torso.  Often,  also,  spinal  curvature 
is  connected  with  deformity  of  the  extremities ; 
and  when  aggravated  it  renders  the  imhappy 
sufferer  the  most  wretched  of  cripples. 

The  spine  is  to  the  osseous  system  what  the 
heart  is  to  the  vascular  and  the  brain  to  the  nerv- 
ous system.  It  is  a  general  centre  for  the  whole 
of  the  bony  structures,  all  of  which  are  developed 
in  harmonious  relation  to  it.  If  the  opinions  of 
our  most  learned  anatomists  be  correct,  a  con- 
stituent segment  of  the  spinal  column — ^the 
individual  vertebra — is  the  archetype  of  the  entire 
vertebrate  skeleton.  The  cranium  and  the  upper 
extremities,  the  pelvis  and  the  lower  extremities, 
are,  they  say,  modified  vertebrae.  According  to 
this  hjrpothesis  the  spinal  column  is  the  centre  of 
the  osseous  system  in  a  higher  sense  than  is  here 
sought  to  be  conveyed. 

The  spine  is  a  hollow  bony  column,  sustaining 
nearly  the  entire  skeleton,  and  forming  the  prin- 
cipal lever  of  the  body.  Running  along  the 
entire  length  of  the  trunk,  the  portions  included  in 
the  neck,  the  chest,  the  loins,  and  the  pelvis,  have 
been  designated  respectively  cervical,  dorsal,  lum- 
bar, and  sacral  or  pelvic.     Omitting  the  sacral 
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portion,  the  column  is  formed  of  twenty-four 
separate  bones  (vertebrae),  arranged  one  above 
the  other.  Seven  of  the  vertebrae  are  included  in 
the  cervical  region,  twelve  in  the  dorsal,  and  five  in 
the  lumbar.  These  constitute  the  true  vertebrae. 
The  sacral  portion  is  formed  of  nine  vertebrae,  five 
being  united  together  to  form  one  bone, the  sacrum; 
four  being  rudimentary,  constituting  the  coccyx, 
The  last-named  vertebrae  are  termed  fake. 

The  height  of  the  spinal  column  varies  at  dif- 
ferent ages.  It  increases  from  birth  to  the  twenty- 
fifth  year.  Sometimes  the  increase  stops  before 
this  age.  In  the  adult  the  height  is  stationary, 
but  a  diminution  occurs  in  old  age,  from  inclina- 
tion of  the  trunk  forwards  and  some  degree  of 
atrophy  of  the  intervertebral  substances  and  bodies 
of  the  vertebrae. 

Viewed  sideways,  the  spine  presents  several 
alternate  curves.  These  are  four  in  number. 
The  column  arches  forwards  anteriorly  in  the 
cervical  and  lumbar  regions  and  backwards  to 
the  dorsal  and  sacral.  Thus,  looking  forwards, 
the  column  is  convex  in  the  neck  and  loins, 
concave  in  the  back  and  pelvis.  In  the  rear  the 
curves  are  in  an  opposite  direction  to  those  viewed 
from  the  front.     The  first  three  curves  have  a 
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direct  dependence  the  one  upon  the  other.  Por 
example,  if  the  cervical  convexity  be  more  marked 
than  common,  the  dorsal  and  lumbar  curves  will  be 
found  also  to  be  more  convex.  The  mutual  relation- 
ship of  the  curves  is  such  that  the  least  modifica- 
tion of  one  brings  about  a  corresponding  modifi- 
cation in  the  others.  Notwithstanding  this,  it 
has  been  found  impossible  to  submit  these  curves 
in  the  living  subject  to  a  rigid  calculation.  The 
varying  conditions  of  the  living  body  set  at  defiance 
those  exact  measurements  which  can  be  applied 
to  inorganic  substances. 

The  mechanism  of  the  spinal  column  is  very 
wonderful.  Singularly  rigid  in  structure,  it  is 
nevertheless  exceedingly  light  and  possesses  rare 
elasticity  and  pliancy — a  combination  of  mechani- 
cal properties  which  man  has  in  vain  attempted  to 
imitate.  The  numerous  bones  of  which  the 
column  is  built,  while  securing  mobility,  do  not, 
against  all  human  estimates  of  probability,  sacri- 
fice solidity.  It  happens,  indeed,  as  Cruveilhier 
as  shown,  that  the  numerous  articulations  by 
which  these  vertebrae  are  connected  are  all 
seats  of  a  decomposition  of  force  when  the  spine 
is  subjected  to  shocks.  A  portion  of  the  move- 
ment impressed  upon  the  column  produces  slight 
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displacement  of  the  articular  surfaces,  and  this 
portion  is  entirely  lost  for  the  transmission  of  the 
shock.  If  the  vertebral  column  were  formed  of 
one  piece,  a  force  impressed,  being  transmitted 
without  any  loss,  would  be  much  more  apt  to 
occasion  injury  to  the  structure  of  the  nervous 
centre  which  it  sheathes.  The  aptitude  to  suffer 
from  shock  is  still  further  diminished,  and  the 
mobility  of  the  column  increased,  by  the  inter- 
position of  a  thick  elastic  cartilage  between  each 
pair  of  vertebrae. 

The  canal  which  traverses  the  column,  for  the 
reception  of  the  spinal  marrow,  serves  also  the  same 
purpose  as  the  cylinder  of  the  long  bones,  that 
is  to  say,  it  augments  the  resistance  without 
augmenting  the  weight. 

The  alternate  inflections  of  the  column  permit 
much  greater  variations  of  its  centre  of  gravity 
than  if  the  vertebrae  had  been  arranged  recti- 
linearly,  while  at  the  same  time  they  increase 
the  vertical  motion. 

The  different  vertebrae  are  firmly  bound 
together  by  strong  elastic  ligaments,  and  the 
whole  spine  is  stayed,  so  to  speak,  by  nume- 
rous powerful  muscles.  The  ligaments,  by 
their  great  elasticity,  incessantly  struggle  against 
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those  causes  which  tend  to  throw  the  column 
awry.  They  exercise  also  an  important  influence 
in  maintaining  the  curves.  But  the  ligaments 
and  the  wonderful  articulation  and  construction 
of  the  spine  would  not,  without  the  aid  of  the 
powerful  muscles  which  occupy  the  grooves  of  the 
column,  and  are  attached  to  its  numerous  processes, 
suffice  for  the  maintenance  of  the  erect  position. 
The  force  of  the  muscles  is  exactly  proportionate 
to  the  weight  they  have  to  overcome.  Hence  in 
health  the  act  of  standing  occurs  without  per- 
ceptible effort.  The  erect  position  is  not,  however, 
a  state  of  repose,  as  is  shown  by  the  sensation  of 
fatigue  in  the  lumbar  region  after  long  standing, 
and  the  relief  afforded  by  resting  the  body  for- 
wards. 

As  an  organ  of  support  for  the  head  and  trunk, 
the  spine  has  a  solid  base  of  sustentation  at  its 
junction  with  the  pelvis.  In  whatever  position 
the  body  may  be  placed,  the  spine  at  this  point 
remains  in  a  quiescent  state. 

When  the  spinal  column  is  in  motion  the 
centre  of  gravity,  according  to  the  researches  of 
Weber,  is  placed  within  the  area  of  junction 
between  the  column  and  the  pelvis,  and  it  rarely 
rises  more  than  a  slight  space  above  the  point  of 
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attachment.    Hence  the  equihbrium  between  the 
head  and  body  is  left  almost  undisturbed. 

An  ingenious  writer,  Mr.  W.  Adams,*  has 
endeavoured  to  prove  that  the  spine  is  held  so 
evenly  in  equilibrium  by  the  articulations  of  the 
osseous  structures,  that  the  muscles  acting  upon 
it  are  simply  in  a  condition  of  "  vigilant  repose" — 
that  is  to  say,  they  do  not  actively  aid  in  main- 
taining the  equilibrium  of  the  trunk,  but  are 
ever  ready  to  start  into  action  when  influenced 
by  volition  or  by  the  different  movements  of  the 
body.  This  may  be  true  when  the  body  is  at 
ease  in  a  chair  or  rests  upon  a  support — as,  for 
instance,  lounging  over  a  gate  or  upon  a  wall ;  but 
it  is  entirely  incorrect  when  applied  to  the  ordi- 
nary conditions  of  the  erect  position  of  the  trunk. 
The  equilibrium  of  the  spine  is  constantly  being 
disturbed  by  the  acts  of  inspiration  and  respira- 
tion, even  by  the  action  of  the  heart ;  also  by  the 
multifarious  movements  almost  unconsciously 
made  by  the  body.  The  rectification  of  the  in- 
cessantly   disturbed  equihbrium  would   be   an 


•  'Lectures  on  the  Pathology  and  Treatment  of  Lateral 
and  other  Fonns  of  Curvatures  of  the  Spine.'  8vo.  London, 
1865,  p.  51,  et  eeq. 
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impossibility  were  it  not  for  the  resilience  of  the 
spinal  ligaments,  and  more  especially  for  the 
active  co-operation  of  the  muscles.  These,  in  the 
conditions  referred  to,  are  in  a  state  of  active 
tension,  and  not  of  passive  vigilance.  For  ex- 
ample, in  every  act  of  inspiration  the  air  rushing 
into  and  expanding  the  lungs  alters  the  centre  of 
gravity  of  the  thorax  in  relation  to  the  spinal 
column.  The  expanding  force,  acting  upon  the 
ribs  is  transferred  also  to  the  vertebral  column, 
and  tends  to  throw  it  out  of  equilibrium.  But  at 
the  moment  of  inspiration  the  tractors  of  the 
spine  enter  into  action,  and  neutralise  the  dis- 
turbing influence  of  the  movements  of  the  ribs, 
maintaining  the  equilibrium  of  the  column. 
When  morbid  diflSculty  of  breathing  exists,  as  in 
asthma,  the  active  co-operation  of  the  spinal 
muscles  in  fixing  the  vertebral  column  is  very 
apparent. 

It  is  probable,  as  Mr.  Bishop  maintains,  that 
the  erect  position  is  that  in  which  the  least  ex- 
penditure of  muscular  action  occurs.  But  this 
proposition  differs  widely  from  the  one  under 
consideration.  The  theory  of ''vigilant  repose'* 
would  not,  perhaps,  have  demanded  attention  if 
the  author  of  it  had  not  founded  upon  it  an 
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argument  to  set  aside  the  commonly  received 
doctrine  that  unequalised  muscular  action  is  an 
important  source  of  spinal  curvature.  A  more 
mischievous  error,  I  believe,  could  not  well  be 
promulgated.  It  requires  us,  in  considering  spi- 
nal curvature,  to  set  aside  the  agents  by  which 
action  is  alone  impressed  upon  the  column, 
and  which  govern  and  participate  in  all  its 
movements,  and  look  upon  the  latter  simply  as  an 
elastic,  weight-carrying  body,  liable  to  be  weak- 
ened solely  by  changes  within  its  structures.  It 
is  evident  that  to  attempt  to  solve  a  mechanical 
problem  without  considering  all  the  data  entering 
into  it  is  an  absurdity. 

The  cause  of  spinal  curvature  may  be  summed 
up  as  follows  : — (1)  Destruction  of  vertebrae  bv 
caries  or  softening;  (2)  failure  of  equilibrium 
between  the  resistance  of  the  vertebral  column 
and  the  weight  of  the  body  alone,  or  overweighted 
with  burdens;  (3)  muscular  tractions;  (4)  fre- 
quent repetitions  of  an  attitude  in  which  the 
spinal  column  is  curved. 

The  ultimate  results  of  spinal  curvature  are — 
(1)  absorption  of  material  on  the  depressed 
side;  (2)  retraction  of  the  spinal  ligaments 
and  muscles,  also  on  the  depressed  side;    (3) 
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the  formation  of  a  series  of  two  or  more  curves, 
antagonising  each  other  in  force  and  direction, 
and  compensatory  of  the  original  abnormal  deflec- 
tion, by  tending  to  maintain  the  head  in  a  per- 
pendicular situation  to  the  feet;  and  (4)  re- 
traction, and  subsequent  wasting  of  the  muscles, 
from  diminished  actibn,  within  the  concavity  of 
the  curves. 

Now,  it  needs  no  argument  to  show  that  when 
a  curve  is  the  result  of  a  disturbed  equilibrium, 
from  a  too  great  superincumbent  weight,  relative 
or  actual,  or  from  imperfectly  antagonised  mus- 
cular action,  a  primary  object  should  be  to 
remove  the  superincumbent  weight  and  antago- 
nise the  exaggerated  muscular  action.  It  is  clear 
also  that,  in  whatever  manner  this  object  can  be 
obtained,  it  will  offer  the  most  rational  means  for 
obviating  the  absorption  of  material  arising  from 
improperly  distributed  pressure  and  the  retrac- 
tion of  ligaments  and  muscles.  The  removal  of 
superincumbent  weight  and  the  antagonising  of 
exaggerated  muscular  traction  are  obviously 
mechanical  questions;  hence  the  treatment  of 
spinal  curvature  forms  in  an  especial  manner  a 
branch  of  Orthopraxy. 

Experience  has  abundantly  taught  that  medi- 
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cine  is  all  but  powerless  in  distortions  of  the 
spine  without  mechanical  aid.  The  most  ably 
conducted  treatment  of  the  peculiar  form  of 
debility  which  may  be  at  the  foundation  of  the 
deformity  is  of  no  avail,  unless  the  mechanical 
requirements  of  the  case  are  first  attended  to. 
Physic,  change  of  climate,  and,  although  in  a  less 
degree,  gymnastics,  are  alike  unavaiUng  to  unfold  a 
confirmed  curve,  or  restore  the  elasticity  of  an 
impaired  ligament,  or  lengthen  a  retracted 
muscle.  But  if  the  pressure  be  removed  from  a 
defective  vertebra,  and  the  tendency  to  retraction 
of  ligaments  and  muscles  be  counteracted  me- 
chanically, then  medicine,  change  of  climate,  and 
gymnastics,  by  invigorating  the  debilitated  parts, 
may  induce  in  them  a  healthier  nutrition,  and 
enable  them  best  to  resist  the  tendency  to  dis- 
tortion. Orthopraxy,  indeed,  is  not  the  substitute 
for,  but  the  helpmate  of,  the  physician  and  surgeon. 

In  the  further  consideration  6f  this  subject  I 
shall  adopt  the  following  arrangement  : 

1.  The  production  of  Vertebral  Curves. 

2.  Lumbar  Curvature. 

3.  Dorsal  Curvature. 

4.  Double  Lateral  Curvature. 
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5.  Construction  of  Spinal  Apparatuses. 

6.  Appliances    to    act   upon    the    Spine 

through  the  medium  of  Recumbency. 

7.  Appliances  for  removing  Weight  prom 

the  Spine. 

8.  Appliances  for  affording  Lateral  Sup- 

port TO  the  Spine. 

9.  Deformities  op  the  Pelvis. 

Cervical  curvature  has  already  been  treated  in 
the  sections  on  deformities  and  debilities  of  the 
Head  and  Neck. 

1.  On  the  Production  of  Vertebral  Curves. — 
The  spine  in  its  quiescent  state,  that  is  to  say, 
when  the  body  is  erect  and  motionless,  presents, 
at  its  posterior  region,  a  perfectly  vertical  line, 
having  the  head  at  the  superior,  extremity,  and 
resting  inferiorly  upon  a  horizontal  base  in  the 
transverse  axis  of  the  pelvis.  When  the  head 
and  pelvis  are  in  this  position,  each  of  the  bones, 
forming  the  spine  has  its  perpendicular  axis  in  a 
line  corresponding  with  one  drawn  from  the 
base  of  the  skull  to  the  sacro-coccygeal  articu- 
lation, which  said  line  divides  the  pelvis  into 
two  equal  parts.  Whilst  in  this  condition  the 
weight  of  the  trunk  is  evenly  distributed,  and 
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the  forces  acting  upon  the  vertebral  column  are 
in  perfect  equilibrium,  as  may  be  proved  by 
showing  that  the  angle  formed  by  the  spine  and 
ilium  on  the  right  side  of  the  body  corresponds 
precisely  with  the  angle  existing  on  the  left 
side  (Fig.  63,  No.  1).  Thus  the  head,  trunk,  and 
upper  extremities  are  found  to  be  in  equipoise, 
and  so  long  as  the  mechanical  powers  that  sustain 
this  state  of  things  remain  midisturbed  the 
whole  external  form  presents  an  appearance 
of  symmetrical  balance.  The  slightest  move- 
ment, however,  serves  to  derange  the  equi- 
librium ;  but  in  the  healthy  and  vigorous  frame 
the  distm*bance  leads  to  other  arrangements 
calculated  to  preserve  the  component  regions  of 
the  human  body  in  a  state  of  balance,  although 
sometimes  at  the  expense  of  a  true  symmetric 
disposition  of  relative  parts. 

When  the  spine,  which  forms  the  general 
centre  in  all  movements  of  the  trunk,  can  re- 
assume  with  facility  the  perpendicular  position 
first  described,  after  having  yielded  to  whatever 
accidental  disturbance  which,  for  the  time,  may 
have  led  to  a  deflected  position,  it  is  free  from 
**  curvature"  in  the  pathological  sense  of  the  terra ; 
it  is,  indeed,  normal.    It  follows,  therefore,  that 
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deformity  of  the  spine  only  exists  when  the  column 
is  incapable  of  resuming  its  vertical  position. 

Whatever  may  be  the  cause  which  leads  to 
interference  with  the  healthy  and  natural  balance 
of  the  spine — whether  disease  of  the  vertebrae, 
or  of  the  interposed  cartilages,  or  disordered 
muscular  action — its  result  is  a  departure  of 
one  or  more  bodies  of  the  vertebrae  from  the 
true  vertical  line  hitherto  held  by  them  ;  and  as 
the  head  thus  loses,  to  a  certain  degree,  the  base 
that  sustained  it,  an  addition  of  its  weight  is 
given  to  the  yielding  side.  Lateral  vertebral 
obliquity  ensues,  the  evil  of  which  is  attempted 
to  be  obviated  by  an  involuntary  muscular  e£Ebrt 
to  restore  the  head  and  upper  portion  of  the 
spine  to  their  original  position.  If  the  cause  of 
the  deflection  were  only  due  to  ordinary  mus- 
cular action,  the  effort  thus  made  would  bring 
the  spine  back  to  its  normal  straightness ;  but, 
as  in  the  case  supposed,  there  is  permanent  mis- 
chief, the  head  can  only  be  restored  to  a  point 
vertical  with  the  plane  of  the  pelvis,  by  flexing 
another  part  of  the  spine,  either  above  or  below 
the  original  vertebral  arc.  This  will  be  more 
clearly  understood  from  the  following  diagrams 
(Fig.  63). 
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Fig.  1  represents  tlie  natural  position  maintained 
by  the  spine,  head,  and  pelvis,  a  b  being  the 
vertical,  and  c  d  the  horizontal  planes. 
Fig.  2  shows  the  primary  condition  arising  from 
an  undue  approximation  of  the  bodies  of  the 
lumbar  vertebrae  on  their  left  side. 
Fig.  3  exhibits  the  effort  at  compensation  made 
by  the  upper  part  of  the  spine,  and  the  form- 
ation of  a  secondary  curve. 
In  these  drawings  it  will  be  perceived  that 
when  the  head  returns  to  its  primary  position, 
it  does  not  do  so,  in  the  first  instance,  by  an  entire 
obliteration  of  the  curve  that  followed  its  dis- 
placement, but  by  transferring  a  small  portion 
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of  the  arc  of  curvature  beyond  the  Hue  of  gravity, 
and  setting  up  another  arc  of  a  proportionate  mag- 
nitude opposite  to  it,  by  which  the  equilibrium  is 
restored,  although  by  the  production  of  two  carves 
instead  of  one.  Should,  however,  those  muscles 
situated  between  the  dorsal  concavity  and  the 
pelvis  act  with  increased  vigour,  while  the  first 
deflection  (g,  Fig.  64)  is  in  the  course  of  formation, 
it  is  then  perfectly  possible  that  the  effort  made  by 
the  head  to  return  to  its  normal  position,  would 
so  favour  the  exercise  of  this  muscular  activity 
as  to  induce  a  disturbance  of  balance  by  bringing 
the  head  again  out  of  equipose,  but  on  the  right 
instead  of  on  the  left  side.  This,  upon  the  head 
becoming  restored,  would  lead  to  the  formation 
of  a  tertiary  or  third  curve,  to  ensure  equili- 
brium between  the  head,  spine,  and  pelvis.  The 
following  diagram  (Fig.  64)  explains  the  posi- 
tion assumed  by  the  spine  after  the  production 
of  a  third  arc  of  curvature,  and  shows  the 
manner  in  which  equipoise  becomes  established 
through  the  medium  of  the  created  curves. 
First,  the  spine,  it  is  assumed,  yields  towards  the 
right  side,  forming  the  curve  o.  To  re-establish 
the  equilibrium  which  has  been  disturbed  by 
this  deflection,  the  head  and  upper  part  of  the 
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spine  are  moved  to  the  left  side,  thus  creating 
the  curve  f.  In  consequence,  however,  of  the 
muscular  traction  exercised  between   the  right 


Fig.  64. 


side  of  the  pelvis  and  the  concave  dorsal  region, 
the  head  is  carried  too  far  in  this  direction,  which 
necessitates  the  formation  of  a  third  curve,  e,  to 
bring  it  into  its  normal  position.* 

It  will  moreover  be  seen  that  a  line  at  r, 
drawn  at  right  angles  from  the  apex  of  the  great 
arc  of  dorsal  curvature  on  the  left  side  to  a  true 
vertical  line  between  head  and  pelvis,  is  exactly 


*  Althottgh  in  this  iUustration  the  original  curve  is 
aasmned  to  be  in  the  lumbar  region,  the  same  restdta  may 
occur  when  the  primary  deflection  exists  in  any  other  part 
of  the  spine. 
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equal  in  length  to  the  sum  of  two  lines  drawn 
from  E  G,  the  apices  of  -the  opposite  curves,  at 
right  angles  to  the  same  vertical  straight  line, 
thus  showing  that  the  force  of  gravitation  is 
equally  exercised  upon  both  sides  of  the  vertical 
line  drawn  from  the  base  of  the  skull  to  the 
centre  of  the  pelvis. 


Fig.  65. 


\ 


To  illustrate  this  statement  by  a  simple  mecha- 
nical experiment,  let  an  upright  semi-elastic  rod 
be  supposed  to  have  three  transverse  arms  at- 
tached to  the    parts    corresponding  with    the 
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centres  of  spinal  curvature.  If  a  weight  of  10  lbs. 
were  suspended  at  e,  the  whole  rod  would  yield, 
and  ultimately  fall  to  the  left  side;  but  if  12  lbs. 
were  placed  at  f,  then  the  rod  would  yield  to 
the  right  side,  and  the  only  means  by  which  it 
could  be  kept  in  equiUbrium  would  be  to  place 
2  lbs.  at  K. 

The  aptitude  of  the  spine,  when  abnormally 
deflected,  to  assume  a  series  of  curves,  depends 
upon  the  elasticity  of  its  formation.  Consisting 
of  several  separate  bodies,  each  having  a  distinct 
centre  of  motion,  and  these  being  influenced  by 
the  elastic  substance  (intervertebral  cartilage) 
placed  between  them,  it  follows  that  the  slightest 
horizontal  deviation  in  any  one  component  part 
leads  to  a  disturbance  of  stability  in  the  whole 
column,  and  produces  the  effects  described. 

Upon  a  clear  understanding  of  the  manner 
in  which  vertebral  curves  are  formed  depends 
the  correctness  of  the  treatment  by  which  their 
reduction  can  be  undertaken. 

It  is  well  known  that  a  considerable  amount 
of  weight  can  be  borne  on  the  apex  of  a  per- 
pendicular column  without  inducing  lateral  devi- 
ation; but  should  any  cause  arise  tending  to 
displace  the  base  upon  which  the  column  rests^ 
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or  diminish  resistance  in  any  part  of  its  struc- 
ture^ disturbance  of  equilibrium  immediately 
arises,  and  the  weight  no  longer  rests  in  equipoise 
over  the  base  of  support,  but  inclines  in  the 
direction  of  least  resistance. 

If  the  weight  were  left  to  itself,  it  woold 
speedily  fall ;  but  if  the  column  be  composed  of 
elastic  material,  and  possesses  sufficient  flexibility 
to  yield  in  any  direction,  then  the  displaced 
weight  may  be  restored  to  equilibrium  by  the 
formation  of  a  curve  or  curves  so  arranged  as  to 
bring  the  weight  back  over  the  line  of  gravity. 
For  it  would  be  impossible  to  rearrange  the 
equipoise  of  the  column,  except  by  resorting  to 
compensating  arcs  of  deflection.  For  instance, 
let  it  be  supposed  that  a  weight  of  ten  pounds 
rests  upon  the  extremity  of  an  elastic  column 
twenty  inches  high,  and  that,  in  consequence  of 
some  structural  defect  at  a  distance  of  five 
inches  from  its  base,  the  weight  causes  it  to 
yield  in  a  curved  form  to  the  right  side.  It 
is  obvious  that  the  only  means  by  which  the 
displaced  weight  can  be  restored  to  its  first 
position,  without  unfolding  the  primary  curve,  is 
by  producing  a  deflection  in  the  column  to  the 
left  side  at  five  inches  from  the  top,  and  bring- 
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ing  thus  the  whole  structure  into  such  a  position 
as  to  make  a  vertical  Une  from  the  centre  of  the 
column  (at  ten  inches  from  either  end)  fall  with- 
in the  base.  This  establishes  equilibrium,  and 
oflfers  a  rough  example  of  that  which  takes  place 
in  the  formation  of  spinal  curvature. 

In  the  illustrations  given  the  formation  of  the 
secondary  curves  is  impressed  from  without. 
Apart  from  this  external  agency,  the  primary 
deflection  would  increase  without  interruption. 
An  inorganic^  elastic  column  does  not  possess 
any  self-generated  compensating  power.  In  the 
living  subject,  however,  such  a  power  exists  and 
is  exercised  unconsciously,  and  the  great  agents 
of  its  action  are  the  muscles.  The  compensatory 
curves  are  the  results  of  the  automatic  efforts  to 
rectify  the  evils  arising  from  the  primary  de- 
flection, and  their  formation  is  conclusive  evi- 
dence against  the  theory  of  a  **  vigilant  repose" 
being  the  normal  condition  of  the  spinal  muscles 
when  not  voluntarily  exercised. 

The  great  doctrine  to  be  learned  from  this 
brief  exposition  of  the  genesis  of  spinal  curves 
is  this,  namely,  the  impossibility  of  one  arc 
of  curvature  ever  existing  mt/iout  a  secondary 
curve  of  compensation   being   established.      Too 
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mnch  importance  can  scarcely  be  attached  to 
this  proposition.  It  is  the  soUd  basis  of  all 
sound  methods  for  the  successful  treatment  of 
spinal  ciu*vature.  Its  neglect  has  been  the 
great  source  of  failure  in  treatment. 

2.  Lumbar  Curvature. — Whether  spinal  curva- 
ture shows  itself  primarily  in  the  dorsal  or  lumbar 
regions  is  a  much  controverted  point.  Mr.  Skey be- 
lieved that  lumbar  curvature  is  the  earUest  formed. 
He  argued  that  Nature  has  given  the  loins  greater 
freedom  of  motion  by  placing  that  part  of  the 
body  midway  between  the  head  and  feet,  so  that 
the  divergent  lines  of  obliquity  formed  by  those 
portions  of  the  body  meet  in  the  lumbar  r^on. 
From  this  he  inferred  that,  in  the  majority  of 
cases,  the  primary  seat  of  curvature  is  the  loins.* 
Dr.  Little  thinks  that  the  part  of  the  column 
principally  affected  is  the  dorsal  region ;  and  in 
the  greatest  number  of  cases  the  vertebrae,  he 
beUeves,  incline  towards  the  right  side.f  Dr. 
Biiluing,  who  holds  the  same  opinion,  asserts  that 
this  peculiarity  is  due  to  a  thoracic  curve  which 


•  *  Practical  Essay  on  Lateral  Curvature  of  the  Spine/ 
pp.  4 — 6. 
t  Little,  *  On  Deformities,'  p.  365. 
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always  exists  on  that  side,  in  consequence  of  the 
spinal  column  being  unequally  loaded  by  the 
heart  and  great  blood-vessels  on  the  one  side  and 
the  liver  on  the  other.  Mr.  Hare  considers  that 
the  earliest  sign  of  deformity  is  a  shght  curvature 
of  the  vertebrae  in  the  inter-scapular  region.* 
Beclard  says  that  this  occurs  because  the  right 
arm  is  most  used.  Mr.  Lonsdale  has  declared 
that,  when  a  second  deflection  exists,  it  occupies 
the  lumbar  region,  thus  showing  his  belief  in  the 
primary  existence  of  dorsal  deflection.  From 
these  expressions  of  opinion  it  would  be  concluded 
that  spinal  curvature  rarely  occurs  in  the  lumbar 
region  dissociated  from  dorsal  deflection.  In 
what  proportion  of  cases  the  former  is  found  apart 
from  the  latter  cannot  be  stated.  Practically, 
however,  it  is  sufficient  to  know  that  lumbar 
curvature  is  comparatively  a  rare  afiection,  but 
that  occasionally  the  orthopractic  mechanician  is 
called  upon  to  treat  it. 

Lumbar  curvature  may  exist  in  three  distinct 
directions,  viz.,  lateral,  posterior,  and  anterior. 

The  saUent  features  of  lateral  lumbar  curvature 
are  an  unequal  prominence  of  the  bony  and  mus- 

•  Hare,  *  On  Spinal  Disease/  p.  64. 


218  DEPOEMITIES. 

cular  structure  forming  the  loins,  with  an  approxi- 
mation between  the  hip  and  lower  margin  of  the 
ribs  on  the  side  opposite  to  that  of  the  distortion. 
This  form  of  curvature  is  almost  invariably  accom- 
panied by  obliquity  of  the  pelvis,  leading  to 
shortening  of  the  leg  as  a  compensation  for  dis- 
turbance of  vertebral  equilibrium.  Owing  to  the 
amount  of  pelvic  displacement  generaDy  caused  by 
this  affection,  the  shoulders  of  the  patient  do  not 
deviate  so  much  from  their  natural  horizontal 
position.  The  following  diagram  (Fig.  66)  ex- 
plains the  conditions  presented  by  the  deformity. 
It  will  be  seen,  from  this  drawing,  that  the  left 
hip  is  raised,  the  corresponding  leg  being  short- 
ened, and  that  the  right  side  of  the  lumbar  verte- 
brae is  unduly  prominent.  The  same  condition 
of  deformity  may  exist  on  the  opposite  side,  when 
the  lumbar  arc  is  reversed. 

To  remedy  this  deformity  it  is  necessary  to 
restore  the  level  of  the  pelvis,  whilst  overcoming, 
at  the  same  time,  the  vertebral  curvature.  The 
simplest  apparatus  for  effecting  these  objects 
is  constructed  as  follows  (Fig.  67) : — ^Two  lateral 
stems  support  the  arms,  whilst  the  hips  are  en- 
circled by  a  narrow  padded  belt  formed  of  light 
metal.     On  the  highest  point  of  the  vertebral 
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Fig.  66. 


deformity  a  padded  plate  rests,  which  is  fixed  to 
a  posterior  lever  having  a  ratchet  motion  at  the 
sacral  part  of  the  pelvic  band. 

To  bring  this  lever  into  action  the  ratchet-screw 
must  be  tm^ed  from  right  to  left,  which  produces 
a  movement  of  the  lumbar  plate  or  pad  in  the 
same  direction.  This  creates  a  force  which  reacts 
against  the  left  hip  and  axiUa,  and  tends  to  dimi- 
nish the  lumbar  curve  and  depress  the  uphfted 
pelvis. 
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An  apparatus  of  this  form  possesses  the  advan- 
tage of  being  portable  and  easily  concealed  by 
the  dress ;  and  it  has  consequently  been  largely 
adopted  by  English  surgeons. 

In  conjunction  with  this  apparatus  the  following 
plan  of  extension  may  be  adopted  : — The  patient 
is  placed  in  a  recumbent  posture  on  an  inclined 
plane  or  couch,  fixed  at  an  angle  of  twenty-five 
degrees.  The  chin  is  secured  by  a  silken  strap ; 
next  there  is  placed  around  the  pelvis  a  padded 
band,  with  a  long  leathern  strap  ending  in  a 
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ratchet-wheel  fixed  obliquely  at  the  base  of  the 
inclined  plane,  in  a  direction  opposite  to  the 
uplifted  hip.  Another  belt,  formed  of  soft 
material,  passes  round  the  lumbar  arc  of  curva- 
ture, and  is  fixed  to  the  opposite  margin  of  the 
plane.  The  arms  are  supported  by  padded  crutches, 
also  fixed  to  the  plane,  which  thus  secures  the 
horizontal  position  of  the  shoulders,  and  affords  a 
fixed  point  for  the  pelvis  to  react  against  when 
extension  of  the  lumbar  curve  commences.  This 
form  of  appliance  was  invented  by  the  author, 
and  has  been  found  of  the  greatest  value  when 
used  at  night,  after  the  apparatus  previously  de- 
scribed has  been  withdrawn.  It  can  also  be 
adopted  both  by  night  and  by  day,  where  severe 
lumbar  curvature  has  to  be  conquered.  By 
tightening  the  strap  attached  to  the  ratchet-wheel, 
the  pelvis  is  drawn  downwards,  and,  the  arms  being 
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sustained  by  the  crutches,  and  the  head  firmly 
held  by  the  chin-strap^  an  expansion  of  the  lumbar 
curve  is  obtained,  retrogression  being  prevented  by 
firmly  securing  the  lumbar  belt  (which  passes  across 
the  curvature)  to  the  side  of  the  inclined  plane. 

Another  variety  of  lumbar  distortion  is  an 
abnormal  arching  forwards  of  the  loins  {an^ 
terior  lumbar  curvature).  This  kind  of  curva- 
ture frequently  coexists  with  a  bend  of  the 
whole  com'se  of  the  spine,  the  column  forming 
a  long  arch  with  a  deep  hollow  in  the  loins. 
The  technical  name  by  which  this  variety  of  dis- 
tortion is  known  is  "lordosis,"*  Traction  of  the 
longissimus  dorsi  and  sacro-lumbalis  muscles,  or  a 
wasting  of  the  lumbar  intervertebral  cartilages  on 
their  posterior  surfaces,  are  the  principal  causes  of 
this  condition.  Each  may  exist  apart  from  the  other, 
or  both  may  be  found  combined  :  the  latter  being 
the  most  common  occurrence.  Patients  who 
sufier  from  this  form  of  spiiial  distortion  find  it 
extremely  diflBicult  to  walk  or  stand  without 
throwing  the  abdomen  forward  in  an  unnatural 
and  inelegant  manner.     The  shoulders  are  gene- 


•  Xop^oc,  *  curved,'  *  bent  ;*  a  name  given  to  cuiratores  of 
the  bones  in  general,  and  particularly  to  anterior  cunratures 
of  the  vertebral  column. 
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rally  rounded.  When  this  deformity  has  existed 
for  any  length  of  time  it  is  irremediable.  For  its 
early  stages  various  mechanical  appliances  are 
constructed.  The  simplest  apparatus  consists  of  a 
pelvic  band,  with  two  lateral  uprights  (Fig.  69). 
Across  the  abdomen  a  deep  webbing  band  is 
placed,  the  extremities  being  reflected  over  the 
side  uprights,  and  brought  again  to  the  front, 
where  they  are  secured  by  lacing.  The  action  of 
this  instrument  tends  to  depress  the  anterior  sur- 
face of  the  curve,  and  so  gradually  lessen  the 
vertebral  deformity. 

Fia.  69. 


Another  form  of  instrument  is  based  upon  the 
supposition  that  a  mechanical  centre  exists, 
around  which  the  curvature  of  the  spine  arranges 
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itself.  This  is  to  be  sought  for  about  the  centie 
of  the  concavity ;  but  as  the  point  required  cannot 
be  immediately  reached,  it  becomes  necessary  to 
construct  the  mechanism  in  such  a  manner  as  to 
let  its  axis  agree  with  a  line  drawn  transversely 
across  the  thorax  from  the  centre  of  the  curve  to  the 
sides  of  the  body.  Thus  the  apparatus  acts  aroimd 
the  fixed  point  referred  to  in  question.  In  the 
accompanying  diagrams  (Fig.  70)  this  is  ex- 
plained. 

The  first  drawing  represents  a  lateral  view 
of  the  body  afiected  by  lumbar  lordosis,  and 
the    asterisk    indicates    the    point    where    the 
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axis  of  the  curve  is  to  be  found.  Tiie  second 
drawing  depicts  an  instrument  so  arranged  that 
its  artificial  axes  correspond  exactly  with  the 
centre  of  curvature. 

This  apparatus  is  formed  by  a  pelvic  band  and 
two  lateral  uprights,  and  at  the  axial  point, 
marked  in  the  first  drawing  by  an  asterisk,  a 
rack-and-pinion  motion  is  placed.  A  deep  web- 
bing strap  passes  across  the  abdomen,  and  the 
arms  are  supported  by  padded  crutch-heads  fixed 
to  the  uprights.  Upon  moving  the  rack  and 
pinion  centres  with  a  key,  fitted  to  the  mechanism, 
pressure  against  three  points  occurs :  first,  on  the 
abdomen,  by  means  of  the  webbing  band ;  next, 
on  the  sacrum,  through  the  medium  of  the  pelvic 
belt ;  and  thirdly,  on  the  armpits,  owing  to  the 
resistance  of  the  crutches.  The  object  sought  is 
the  expansion  of  the  curvature  by  pressure  upon 
the  arc  and  extension  of  its  extremities.  In  the 
case  under  consideration,  the  abdomen  forms  the 
crown  of  the  arc;  the  posterior  surface  of  the 
pelvis,  one  extremity,  and  the  anterior  surface  of 
the  thorax,  the  other.  The  action  of  the  instru- 
ment may  be  thus  expressed  (Fig.  71)  : 

Let  A  c  B  represent  the  vertebral  curve,  and 
B  be  an  imaginary  straight  line ;  c  will  be  found 
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to  form  the  centre  of  the  curve,  having  a  b  as 
its.  extremities. 

Now,  to  reduce  a  c  b  to  a  plane  parallel  with 
D,  a  fulcrum  must  be  established  at  c,  and  the 
extremities  of  the  curve  be  drawn  towards  it,  in 
the  direction  k  e. 

The  fulcrum  c  is  formed  by  the  webbing-band. 
The  expanding  power,  or  leverage,  is  given  by 
the  uprights,  which  constitute  two  levers  of  the 
second  order,  having  their  centre  at  the  rack  and 
pinion. 

The  pelvic  band  and  the  arm-rests  move  in  slight 
circles  around  the  central  rack  and  pinions,  and 
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thus  gradually  bring  a  c  b  into  the  same  parallel 
plane  with  d. 

I  may  here  remark  that,  in  all  cases  where 
mechanical  deductions  are  based  upon  changes 
sought  to  be  produced  in  the  human  body,  it 
must  be  borne  in  mind  that  only  an  approximate 
result  is  ever  obtained.  Owing  to  the  softness, 
mobility,  and  vitality  of  the  tissues  against  which 
mechanical  force  is  brought  to  bear,  the  actions  of 
instruments  cannot  be  rigidly  calculated,  as  when 
operating  on  an  insensitive,  inorganic  body.  Still, 
in  constructing  an  apparatus,  it  is  necessary,  in  the 
first  instance,  to  reason  as  if  the  diflFerent  struc- 
tures forming  the  human  body  possessed  the  same 
power  of  resistance  as  a  solid  substance.  If  this 
were  not  done  it  would  be  impossible  to  arrive  at 
any  conclusions  as  to  the  arrangement  of  appli- 
ances intended  to  redress  deformities  of  the  human 
frame.  For  instance,  I  assume  that  the  various 
spinal  curves  possess  centres,  and  that  within 
the  arc  there  is  a  certain  point,  around  which 
the  remaining  portions  of  the  spinal  column  and 
its  adjacent  structures  group  themselves,  and 
that  a  kliowledge  of  these  centres  is  necessary  in 
the  construction  of  spinal  instruments.  But 
the   multitude   of    movements  induced  in   the 
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different  elements  of  the  spinal  column  by  the 
application  of  force,  is  so  great  that  these  centres 
can  only  be  approximatively,  not  absolutely,  deter- 
mined. This,  however,  is  sufficient  for  all  prac- 
tical purposes. 

Another  plan  occasionally  resorted  to  in  ante* 
rior  lumbar  curvature,  is  to  place  the  patient  on  a 
prone-couch,  similar  to  that  shown  in  the  following 
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figure  (Fig.  72),  trusting  that  the  weight  of  the 
inferior  extremities  will  gradually  redress  the 
curve.  It  is  said  that  in  this  method  of  treatment 
inspiration,  by  enlarging  the  abdomen  and  extend- 
ing the  longissimi  dorsi  muscles,  gradually  leads 
to  an  elongation  of  the  fibres  of  the  latter,  and  so 
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removes  one  of  the  most  potent  impediments  to 
restorative  efforts. 

It  has  been  suggested,  that  the  patient  should 
assume  none  but  a  sitting  posture,  the  notion 
being  that  this  position  might  facilitate  the  reduc- 
tion of  the  curvature  by  inducing  an  arching 
backwards  of  the  whole  spine.  I  am  persuaded, 
however,  from  my  own  experience,  that  nothing 
succeeds  better  in  these  cases  than  the  pelvic- 
band,  with  double  lateral  jointed  uprights,  as 
previously  described. 

There  is  one  condition,  still  requiring  mention, 
under  which  lumbar  curvature  is  sometimes 
found,  namely,  when  the  bodies  of  the  vertebrae 
have  rotated  upon  their  perpendicular  axes.  This 
deformity  is  known  by  a  considerable  prominence 
in  the  loins,  sometimes,  indeed,  mistaken  for  lum- 
bar abscess,  but  really  constituted  by  the  longissi- 
mu8  dorsi  and  sacro-lumbalis  being  thrust  back- 
wards by  the  transverse  spinous  processes  of  the 
lumbar  vertebrae.  This  helical,  or  corkscrew 
twist,  is  invariably  found  associated  with  dorsal, 
and  frequently  with  pelvic  displacement. 

This  form  of  curvature  is  treated  mechanically 
by  the  appUcation  of  an  apparatus  formed  of  a 
pelvic  belt  and  two  lateral  uprights,  together  with 
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a  posterior  stem  and  a  plate  resting  upon  the  arc 
of  curvature.  But  instead  of  the  plate  possessing 
lateral  action  alone,  as  in  the  instrument  for  lum- 
bar curvature,  described  previously  (Fig.  67),  it  is 
furnished  with  a  horizontal  rack  attached  to  the 
plate  and  moving  on  a  parallel  axis.  The  advan- 
tage resulting  from  this  arrangement  is,  that  it 
produces  pressure  in  an  anterior  direction  by 
means  of  the  horizontal  rack,  and  in  a  lateral 
direction  by  the  ordinary  sacral  centre.  These 
two  motions,  judiciously  combined,  produce  a 
third,  as  the  resultant  of  both,  which  acting  in 
the  same  direction  as  that  in  which  the  spine  was 
originally  curved,  gradually  unfolds  the  hehx  and 
restores  the  spine  to  its  normal  position. 

An  immense  amount  of  importance  was  at- 
tached, some  years  since,  to  the  peculiar  condition 
of  rotation,  observed  in  the  deformity  under  con- 
sideration, and  I  invented  a  series  of  movements 
attached  to  the  plate  of  an  ordinary  spinal  instru- 
ment, by  means  of  which  the  spine  could  be 
acted  upon  in  as  many  planes  as  there  had  pre- 
viously been  directions  of  distortion.  This 
mechanism,  which  will  be  described  fully  when 
the  treatment  of  lateral  curvature  accompanied 
by  axial  rotation  of  the  bodies  of  the  vertebrse  is 
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discussed^  was  widely  adopted,  the  adopters,  as 
too  frequently  happens,  rarely  acknowledging  the 
source  from  which  they  had  derived  the  invention. 
Posterior  curvature  is  another  of  the  deformities 
affecting  the  lumbar  region.  It  may  be  due 
either  to  disease  in  the  bodies  of  the  vertebrae,  or 
to  relaxation  of  the  posterior  spinal  ligaments. 
In  the  former  case  it  is  distinguished  by  a  sharp 
angular  prominence,  like  a  knuckle,  and  is  some- 
times accompanied  by  considerable  tumefaction 
on  one  or  both  sides  of  the  column.  No  pres- 
sure can  be  borne  upon  the  arc  of  curvature 
or  the  immediately  adjacent  region,  and,  the 
projection,  unless  arrested,  increases  rapidly. 
This  variety  of  distortion  affords  a  clear  illustra- 
tion of  the  importance  of  a  surgical  appreciation 
of  the  pathological  condition  existing  prior  to  the 
adoption  of  any  apparatus.  If  powerful  pressure 
were  employed  on  the  arc  of  curvature,  a  diseased 
state  of  the  vertebrae  existing,  not  only  would  con- 
siderable pain  be  excited,  but  all  the  symptoms  ac- 
companying the  curvature  would  be  greatly  ex- 
aggerated. If  the  patient  were  of  a  strumous  dia- 
thesis, as  happens  in  nine  cases  out  of  ten,  the 
formation  of  lumbar  abscess  might  be  induced, 
and  incalculable  mischief  occur.     But  a  correct 
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diagnosis  of  the  case  having  been  made,  no  diffi- 
culty is  experienced  in  adopting  mechanical  treat- 
ment. The  instrument  devised  for  these  cases 
consists  of  a  pelvic  band,  with  two  lateral  sliding 
uprights,  and  a  bifurcated  vertebral  stem,  governed 
in  its  action  by  a  rack^nd-pinion  centre,  acting  in 
an  anterior  direction.  Over  the  arc  of  the  curve, 
a  soft  chamois  leather  pad  is  placed,  while  the 
arms  of  the  bifurcated  stem  rest  gently  against  the 
angles  of  the  ribs,  and  the  heads  of  the  transverse 
spinal  processes.  The  rack  and  pinion  is  simply 
employed  to  secure  apposition,  not  pressure.* 
Upon  the  application  of  this  instrument,  the 
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*  This  instrument  has  met  with  the  approval  of,  and 
been  adopted  by,  Mr.  Erichsen,  Mr.  Fergusson,  Mr.  Hilton, 
Mr.  Paget,  Mr.  Tatnm,  and  other  leading  surgeons. 
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lumbar  vertebrae  are  held  in  a  perfectly  steady 
and  immovable  position,  whilst  the  apex  only  of 
the  curve  receives  the  slight  pressure  of  a  soft 
pad.  According  to  the  law  established  by  Mr. 
Hilton,*  all  diseased  surfaces  and  structures  re- 
quire-for  the  renewal  of  their  healthy  state  absolute 
physical  rest.  The  instrument  described  is  in- 
tended to  secure  this  condition  in  the  case  of  pos- 
terior lumbar  curvature. 

In  Germany  and  Austria,  and  also  in  many 
parts  of  England,  it  is  usual  to  place  patients  who 
are  suflPering  from  diseased  lumbar  vertebrae  in 
a  recumbent  posture,  under  an  impression  that 
rest  is  more  easily  obtained  in  this  position  than 
any  other.  Reflection  will,  however,  show  that 
the  vertebrae  are  far  more  Ukely  to  be  disturbed 
by  restlessness  such  as  must  always  be  induced 
by  the  constant  maintenance  of  a  restrained  pos- 
ture, than  by  the  adaptation  of  an  instrument, 
which  while  fixing  the  vertebral  column  and  trunk 
leaves  movement  free. 

But  it  is  sometimes  necessary  to  conjoin  partial 
recumbency  with  mechanical   support.      When 


♦  'Lectures  on  Pain  and  the  Therapeutic  Influence  of 
Mechanical  and  Physiological  Best  in  Accidents  and  Sur- 
gical Diseases.'    8vo,  1864. 
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this  combination  of  treatment  is  adopted,  the  best 
kind  of  rest  is  obtained  from  the  use  of  an 
American  chair^  so  constructed  as  to  permit 
the  angle  at  which  the  patient  rechnes  being 
varied. 

It  may  seem  paradoxical  to  declare  tlmt  the 
purely  horizontal  posture  is  one  of  the  least 
actual  rest,  yet  this  is  the  case.  The  vertebral 
column,  excluding  the  sacrum,  possesses  in  its 
natural  condition,  as  already  stated,  three  curves, 
one  including  the  cervical,  another  the  dorsal, 
and  the  third  the  lumbar  region.  Now,  when 
the  body  is  placed  in  a  horizontal  position,  as 
upon  a  hard  board  or  the  floor,  the  concavities 
of  the  lumbar  and  cervical  curves  are  not  only 
unsupported,  but  materially  increased  by  the 
projection  of  the  back  of  the  head  and  the 
buttocks.  Thus  those  muscles  and  ligaments 
which  lie  in  the  hollow  of  these  arcs  are  kept 
in  a  continual  state  of  tension  and  irritability. 
But  if,  instead  of  the  body  being  placed  per- 
fectly horizontal,  it  is  laid  upon  an  inclined 
surface,  so  undulated  that  the  curves  exactly 
fit  in  with  those  of  the  human  spine,  then  rest 
in  its  most  perfect  condition  is  gained.  To 
secure  this  great  desideratum,  I  have  had  a  chair 
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constructed*  in  such  a  manner,  that  the  padding 
forms  an  exact  counterpart  of  the  back ;  and 
to  prevent  this  from  being  at  all  disturbed  by 
wear  or  weight,  a  firm  wooden  support  is  so 
placed  in  the  rear  of  the  padding  as  always  to 
maintain  the  exact  shape  originally  given  to  it. 
Not  only  can  the  chair  itself  be  placed  at  any 
angle,  but  it  may  be,  if  required,  fixed  in  a 
horizontal  position,  without  sacrificing  the  ad- 
vantage of  form  just  specified.  The  curves 
can  be  modified  so  that  the  chair  may  be  adapted 
to  diflTerent  patients. 

This  chair  is  suitable  to  every  condition  of 
spinal  disturbance,  and  in  cases  of  mere  muscular 
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debility,  tends  as  much  to  prevent  curvature  as 


•  Thia  chair  is  fabricated  and  sold  by  Ward  &  Co.,  6, 
Leicester  Square. 
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to  control  the  distortion,  should  it  unfortunately 
arise. 

In  cases  of  lumbar  curvature  originating  from 
disease,  the  best  position  of  rest  is  secured  wheu 
the  chair  is  placed  at  an  angle  of  25°. 

Posterior  curvature  of  the  lumbar  vertebrae 
when  arising  from  debility  of  the  structures 
presents  an  arched  surface,  which  is  without  any 
tenderness,  and  has  an  equal  enlargement  of  mus- 
cular substance  on  either  side.  The  margins  of 
the  lower  ribs  are  compressed  against  the  ab- 
domen in  front,  and  the  whole  body  assumes  a 
stooping  posture,  such  as  is  seen  in  ordinary 
relaxation  of  muscles  and  ligaments  from  old 
age. 

The  mechanical  appliance  devised  to  relieve  or 
remedy  this  form  of  curvature  consists  of  a  padded 
pelvic  band  and  two  lateral  uprights.  To  the 
back  of  the  pelvic  band,  at  its  sacral  surface,  a 
bifurcated  lever  is  attached,  acted  upon  by  a  rack- 
and-pinion  centre ;  but  instead  of  the  bifurcation 
supporting  both  sides  of  the  curve,  as  in  the 
instrument  figured  at  page  232,  it  terminates  in  a 
padded  metal  plate,  resting  upon  the  curve  just 
below  the  axis  of  posterior  deviation,  or,  in  other 
words,  pressing  upon  the  lower  segment  of  the 
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arc  described  by  the  lumbar  vertebrae  (Fig.  75). 

The  reason  for  the  plate  being  placed  below  the 
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vertex  or  highest  point  of  the  curve,  instead  of 
directly  upon  it,  is  readily  understood  when  the 
action  of  the  instrument  is  examined. 

The  curve  being  attributable  to  a  falling  for- 
ward of  the  bodies  of  the  lumbar  vertebrae,  neces- 
sitates a  corresponding  yielding  of  the  upper 
portion  of  the  thorax,  which,  although  not  actu- 
ally curved  in  an  anatomical  sense,  adapts  itself 
to  the  general  yielding,  in  order  to  maintain  the 
head  in  equilibrium  with  the  remaining  parts  of 
the  body.  On  applying  the  instrument,  if  the 
padded  plate  were  placed  where  nine  persons 
out  of  ten  would  probably  adjust  it,  namely,  on 
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the  arc  of  the  curve,  it  would  tend  to  aggravate 
the  distortion  by  throwing  the  body  more  for- 
ward ;  but  if  placed,  as  I  suggest,  immediately 
below  the  axis  of  curvature,  the  reaction  of  the 
arm-piece  of  the  instrument  against  the  thorax 
of  the  patient  tends  to  unfold  the  curve. 

In  these  cases,  as  a  rule,  it  is  hardly  possible 
to  make  too  much  pressure  against  the  spine, 
the  only  limit  being  the  chance  of  injuring  the 
tissues  lying  over  the  prominent  spinous  pro- 
cesses. The  plate  is,  however,  hollowed  so  that 
this  danger  is  diminished  and  good  results  from 
the  force  exercised  against  the  transverse  pro- 
cesses of  the  vertebrae  and  the  angles  of  the  ribs. 

Cases,  however,  sometimes  occur  in  which 
pressure  cannot  be  borne.  It  is  then  customary 
to  use  an  instrument  of  the  following  forrn^ 
(Fig.  76)  which  leaves  the  spine  entirely  free  in 
its  whole  course. 

This  instrument  has  the  universal  pelvic  band, 
but  instead  of  the  usual  concomitants,  *'  lateral 
uprights,"  two  vertical  stems,  shaped  to  the  ex- 
ternal contour  of  the  spine,  rest  against  the  angles 
of  the  ribs,  and  are  surmounted  by  a  padded  bar 
carrying  horizontal  sliding  arm-rests.  The  in- 
strument is  also  prevented  from  falling  down- 
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wards  by  hip-bands  passing  over  the  crest  of  each 
ilium. 
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By  establishing  extension  between  the  arms 
and  pelvis,  in  combination  with  a  certain  amount 
of  rest  aflforded  to  the  spine  by  the  vertical  stems, 
the  whole  column  is  kept  in  a  state  of  inaction, 
which^  in  cases  of  spinal  irritability,  is  the 
main  point  to  be  looked  to.  In  infantile  cases, 
the  plan  adopted  is  that  of  carefully  moulding 
a  gutta-percha  splint  to  the  whole  posterior  sur- 
fiw5e  of  the  thorax.  This  constitutes  a  kind  of 
trough,  which  may  be  so  attached  to  the  little 
patient's  body  as  to  prevent  any  chance  of  injury 
to  the  spine,  by  an  accidental  fall  or  move- 
ment. 

The  appliances  described  are  but  a  few  out  of 
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the  many  which  are  employed  in  the  treatment 
of  lumbar  curvature.  All,  however,  are  constructed 
upon  the  same  principles,  and  it  would  be  pro- 
fitless to  enter  into  a  more  detailed  account  of 
the  different  modifications. 

8.  Dorsal  Curvature. — ^Dorsal  curvature  may 
be  divided  into  three  varieties,  which  derive  their 
names  from  the  resulting  deformity :  viz.,  posterior 
or  cyphosis,*  anterior  or  lordosis,  and  lateral  or 
scoliosis.! 

When  the  spine  yields  in .  an  outward  direc- 
tion it  is  called  cyphosis,  and  presents  an 
arching  backwards  of  the  whole  dorsal  region. 
This  name  strictly  applies  to  the  deformity  when 
it  is  uncomplicated  by  the  presence  of  caries  or 
osseous  disease,  and  arises  simply  from  a  relaxed 
condition  of  those  ligaments  and  muscles  whose 
function  it  is  to  hold  the  column  erect. 

It  need  hardly  be  stated  that  when  these 
tissues  are  unduly  lax,  a  leaning  forward  of  the 
spine  ensues,  with  anterior  compression  of  the 
intervertebral  cartilages,  the  effect  of  which  is  to 
disturb  the  equilibrium  of  the  column,  and  lead 
to  the  formation   of  a  posterior  curve.      The 


*  CV0OC,  gibbous.  t  ffcoXioc,  crooked. 
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earliest  sign  of  this  deformity  is  a  constant 
sense  of  aching  or  weariness  in  the  loins,  accom- 
panied by  inability  to  sit  perfectly  erect  for  any 
length  of  time  without  pain  being  excited.  Find- 
ing that  any  attempt  to  hold  the  spine  in  an 
erect  position  creates  discomfort,  the  patient  is 
almost  involuntarily  led  to  use  soft  cushions  and 
hollow-backed  easy  chairs  as  the  most  agreeable 
means  for  obtaining  rest.  This,  however,  unfor- 
tunately only  serves  to  increase  the  deformity  still 
fiirther,  by  an  approximation  of  the  superior  and 
inferior  extremities  of  the  curve,  and  an  extension 
of  the  posterior  spinous  ligaments.  When  the 
spine  has  reached  this  state  it  happens  that  when 
the  patient  is  in  the  act  of  standing  or  walking, 
the  weight  of  the  head  and  upper  extremities 
carry  them  in  a  forward  direction,  much  beyond 
the  gravital  line  as  established  normally  between 
the  base  of  the  skull  and  the  pelvis ;  and  it  is  to 
restore  their  equilibrium  that  a  posterior  curve  is 
created.  The  mechanical  treatment  of  this  deform- 
ity requires  great  judgment,  otherwise  the  distor- 
tion may  be  exaggerated. 

When  the  body  arches  forwards  in  the  manner 
described^  the  anterior  portion  of  the  intervertebral 
cartilages  is  compressed^  and  each  vertebra  above 
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the  axis  of  curvature  is  placed  in  an  oblique  posi- 
tion, with  an  antero-inferior  direction.  Should 
pressure  of  any  kind  be  made,  either  upon  or 
above  the  centre  of  the  curve,  the  deformity  would 
be  increased.  For  if  the  force  so  applied  rested 
against  the  highest  point  of  the  curve,  it  would 
tend  to  throw  the  whole  body  forward,  whilst  if 
it  were  applied  above  this  point,  then  a  compres- 
sion of  th6  curve  upon  itself,  in  a  downward 
direction,  would  ensue.  In  both  cases  the  patient 
must  be  harmed.     But  if,  instead  of  making  the 

Fio.  77. 


mechanical  resistance  act  against  either  the  centre 
— which  is  too  commonly  done— or  the  higher 
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segment — which  frequently  happens — the  support 
is  placed  at  least  two  vertebrae  beneath  the  axis 
of  distortion,  then  expansion  of  the  extremities 
of  the  curve  may  be  secured,  and  consequent 
depression  of  its  arc.  To  explain  this  more  clearly 
the  annexed  diagrams  (Fig.  77)  are  given. 

In  the  first  figure  is  shown  the  action  of  an  in- 
strument with  a  vertebral  pad  resting  on  the  axis  of 
the  curve.  The  form  of  the  spinal  instrument  here 
supposed  to  be  adopted,  is  that  ordinarily  used 
in  such  cases,  consisting  of  a  padded  pelvic  band 
with  two  lateral  arm-rests  and  a  vertebral  plate. 
This  plate  is  governed  in  its  action  by  a  ratchet 
centre  fixed  at  the  back  of  the  pelvic  band.  By 
this  means  pressure  can  be  used  upon  the  curve. 
The  force  applied  reacts  from  the  arm-rests, 
which  should  be  rigidly  attached  to  the  sides 
of  the  pelvic  band.  In  the  diagram  the  dotted 
line  that  passes  from  the  pelvic  centre  of  move- 
ment will  be  found  to  be  a  radius  of  a  circle,  a 
segment  of  which  is  traversed  by  the  pad  of  the 
instrument  when  it  is  set  in  motion.  By  studying 
the  direction  taken  by  the  periphery  of  this  circle, 
it  will  be  apparent  that  the  spine,  if  it  yields  at 
all,  must  do  so  in  an  anterior  and  downward 
direction.     This  would  increase  the  distortion. 
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In  the  second  figure  the  pad  of  the  instrument 
rests  beneath  the  axis  of  curvature,  and  the  direc- 
tion of  force  being  estimated  as  in  the  second 
figure,  it  will  be  seen  that  the  curve  must  of 
necessity  expand  upon  pressure  being  made  on 
its  lower  segment.  In  this  case  the  reaction  of 
the  axillary  supports  aids  expansion :  in  the  former 
case,  it  limits  to  some  extent  the  ill-effects  arising 
from  an  erroneous  application  of  force. 

The  practical  rule  in  all  cases  of  posterior  dor- 
sal curvature,  unaccompanied  by  osseous  disease^ 
is  carefully  to  place  the  pad  beneath  the  centre 
of  the  distortion,  the  arm-crutches  being  suffi- 
ciently high  and  oblique  to  act  backwards  against 
the  axillae ;  the  instrument  being  also  secured 
from  slipping  downwards  by  a  well-fitting  pelvic 
adjustment.  Under  these  conditions,  the  pres- 
sure of  the  pad  being  slowly  increased  by  means 
of  the  ratchet  centre,  a  gradual  expansion  of  the 
curve  may  be  obtained. 

Posterior  curvature  frequently  arises  from  de- 
structive disease  of  the  bony  substance  of  the 
vertebrsB  (Pott's  disease).  This  is  generally 
distinguished  from  ordinary  cyphosis  by  one  or 
more  of  the  spinous  processes  becoming  sharply 
prominent  and  presenting  the  appearance  of  a 
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knuckle ;  hence  this  deformity  is  sometimes  called 
mgular  curvature.  When  hardly  pressed,  pain 
is  occasioned,  either  at  the  angle  itself  or  in  the 
immediate  neighbourhood.  Thus  the  mechanical 
conditions  presented  by  this  variety  of  spinal  dis- 
tortion differ  considerably  from  those  of  the 
deformity  last  treated  of,  as  any  attempt  to  make 
the  same  amount  of  pressure  below  the  axis 
of  curvature  would  lead  to  most  disastrous 
results. 

The  spinal  instruments  adopted  for  angular 
curvature  are  few  in  number.  Those  for  distor- 
tion unaccompanied  by  disease  of  the  vertebrae 
will  be  first  described. 

In  cases  where  the  distortion  exists  in  young 
children,  or  is  but  of  slight  extent  in  adults,  the 
simplest  form  of  support  consists  of  a  leathern 
shield,  carefully  moulded  to  the  back,  and  fur- 
nished with  lateral  supports  beneath  the  arms ; 
without  which  any  attem})t  to  support  the  spine 
is  useless.  A  soft  band  passes  across  the  front 
of  the  chest  and  prevents  the  body  from  slipping 
out  of  the  apparatus.  This  shield  should  be  so 
constructed  as  to  support  the  curvature  beneath 
its  apex,  whilst  the  surface  above  it  remains  free. 
Its  form  and  the  manner  in  which  it  should 
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be  applied  are  figured  in  the  following  drawing 

(Fig.  78). 

Fio.  78. 


When  the  distortion  has  become  strongly 
marked,  and  much  deviation  from  the  perpendi- 
cular has  resulted,the  best  form  of  appliance  will  be 
found  to  be  a  padded  pelvic  band^  with  two  sliding 
lateral  supports,  having  a  laced  band  passing  over 
the  front  of  the  sternum.  At  the  posterior  oentie 
of  the  pelvic  band  a  vertebral  stem,  accurately 
curved  to  the  shape  of  the  back,  should  be  fixed, 
with  a  padded  plate,  corresponding  in  form  to 
the  lower  segment  of  the  curve  attached  to  it.  At 
the  base  of  the  vertebral  stem  a  rack*and-pinion 
centre  is  placed,  for  the  purpose  of  regulating  the 
pressure  produced  by  the  plate  upon  the  spine. 
The  mechanical  action  of  this  instrument  is  three- 
fold.  First,  it  takes  off  all  weight  from  the  spine. 


ANGULAR  CURVATURE.  247 

by  means  of  the  lateral  crutches.  Next,  it  secures 
rest  and  affords  support  to  the  yielding  vertebrae. 
And  thirdly,  it  diminishes  the  deformity  by  ex- 
panding the  extremities  of  the  curve  and  depress- 
ing its  centre.  These  effects  result  from  the 
pressure  made  by  the  plate  upon  the  lower  half 
of  the  curve,  and  the  reaction  estabUshed  at  the 
arm-pieces  against  its  upper  portion.  This 
form  of  instrument  is  represented  in  Fig.  77. 

Another  kind  of  support  consists  of  a  bifur- 
cated lever,  resting  against  the  transverse  pro- 
cesses of  the  vertebrae.  This,  however,  is  only 
adopted  in  cases  where  the  spinous  processes  are 
incapable  of  bearing  pressure.  Its  mechanical 
effect  is  precisely  the  same  as  that  of  the  padded 
plate.  A  drawing  of  this  form  of  appliance  has 
already  been  given  at  page  232  ;  the  only  differ- 
ence being  that  it  is  there  adjusted  for  posterior 
lumbar  curvature. 

These  are  the  appUances  usually  adopted  for 
posterior  curvature,  unassociated  with  osseous 
disease ;  but  where  caries  of  the  vertebrae  exists 
other  forms  are  usually  employed. 

Amongst  the  most  noteworthy  of  these  is  an 
instrument  formed  by  two  lateral  uprights  and  a 
pelvic  band.    To  the  posterior  margins  of  the 
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lateral  supports  four  buckles  are  fixed,  which  gi?e 
attachment  to  a  carefully  prepared  soft  leather 
pad,  having  an  aperture  in  the  centre,  and  so 
arranged  that  the  lower  edge  is  wedge-shaped  ; 
the  reason  for  this  being,  that  the  curve  should 
be  supported  just  as  by  the  plate  apparatus  pre- 
viously described,  but  not  so  rigidly. 

Although,  apparently,  a  minor  matter,  the 
utmost  importance  is  attached  to  the  manner  in 
which  the  straps  are  fixed.  They  should  be  so 
arranged  that  the  two  lower  straps  may  form  a 

Fig.  79. 


supporting  and  oblique  surface  for  the  spine  to 
rest  against,  whilst  the  two  upper  ones  wiU  sim- 
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ply  keep  the  pad  in  situ.  Without  this  precau- 
tion the  treatment  might  become  mischievous, 
by  inducing  mechanical  pressure  in  the  wrong 
place,  and  in  a  faulty  direction. 

Occasionally  a  padded  plate  of  light  construc- 
tion is  adopted ;  but,  in  the  distortion  under 
consideration,  its  effects  are  uncertain,  and  not 
comparable  in  value  with  the  hollow  pad  just 
described. 

A  plan  which  I  found  piu^ued  very  extensively 
in  the  neighbourhood  of  Vienna,  is  that  of  plac- 
ing the  patient  on  a  couch  so  prepared  that  a 
webbing  band  receives  the  weight  of  the  patient, 
who  reclines  with  the  face  downwards.  The 
band  is  stretched  between  two  fixed  lateral  rods 
and  passes  above  the  axis  of  the  curve,  and 
across  the  upper  part  of  the  sternum  ;  its  action 
being  the  reverse  of  that  sought  to  be  obtained 
by  the  use  of  the  back  pad,  or  plate.  The  dis- 
advantage attached  to  this  mode  of  treatment 
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is,  that  of  keeping'  the  patient  constantly  con- 
fined to  one  position.  The  plan  has,  however, 
very  strenuous  advocates  on  the  Continent. 

It  has  been  the  custom  in  London  to  place 
patients  affected  with  angular  curvature  in  a 
prone  position  ;  for  which  purpose  several  highly 
ingenious  couches  have  been  invented.  The  pne 
best  known,  and  most  used,  is  that  called 
"Verralls"(Fig.  81). 

The  mechanical  aim  sought  to  be  achieved  by 
this  arrangement,  is  that  of  removing  the  super- 
incumbent weight  of  the  head  and  shoulders  firom 
the  spine^  whilst  the  lower  extremities  and  pdvis, 
being  placed  on  an  inclined  plane,  tend  by  their 
mere  weight  to  slightly  expand  the  curvaturob 
without  irritating  the  diseased  vertebrae. 

In  the  majority  of  "orthopaedic,"  "orthora- 
chitic,"  "  prone,"  and  other  couches,  the  govern- 
ing idea  is  that  of  imparting  perfect  rest  to  the 
diseased  vertebrae.  It  is,  however,  an  indisputa- 
ble  fact,  that  a  portable  apparatus,  when  carefully 
adjusted,  gives  much  more  actual  rest  to  the  spine 
than  any  couch,  and  with  this  signal  advantage, 
that  a  patient's  health  does  not  suffer  injury  from 
a  protracted  state  of  forced  inactivity. 

The  next  form  of  distortion  presented  by  the 
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dorsal  vertebrae  is  termed  ''lateral^  from  the 
vertebral  column  being  arched  sideways. 

It  is  certain,  however,  that  a  simple  lateral 
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dorsal  curve  hardly  ever  exists ;  it  is  either  com- 
bined with  deflection  of  the  lumbar,  or  of  the 
cervical  region. 

I  have  only  seen  three  clearly  marked  cases 
of  a  single  dorsal  curve,  and  these  were  due 
to  partial  exfoliation  of  the  ribs  on  one  side  of 
the  body.  The  distinguishing  features  of  dorsal 
curvature,  in  these  exceptional  cases,  are  an 
approximation  between  the  armpit  and  hip  on  one 
side  of  the  body,  with  a  projection  of  the  ribs  on 
the  other,  accompanied  by  uplifting  of  the  scapular 
or  shoulderblade  (Fig.  82).  In  one  of  the  cases, 
where  this  deformity  existed  in  its  most  marked 
degree,  the  margins  of  the  ribs  completely  over- 
lapped each  other  on  the  right  side  of  the  body, 
whilst  the  left  shoulder  and  side  formed  an  arc, 
having  its  extremities  in  the  pelvis  and  neck,  and 
its  centre  in  the  bodies  of  the  fifth  and  sixth 
dorsal  vertebrae.  The  left  scapula  had  become  so 
much  displaced  that  its  inferior  angle  was  almost 
on  a  level  with  the  axilla  on  that  side.  It  is 
needless  to  say  that  the  whole  thorax  exhibited 
a  very  contorted  appearance. 

Two  forms  of  apparatus  have  been  specially 
devised  for  the  relief  of  this  deformity.  The  first 
consists  of  a  padded  pelvic  band  surrounding  the 
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hips,  with  two  perpendicular  levers  springing 
from  it,  one  in  front  of  the  thorax,  the  other 
behind  it.  A  webbing  band,  passing  over  the 
projecting  side  of  the  chest,  connects  the  back 
and  front  levers  together.  A  padded  band, 
attached  to  the  upper  extremities  of  the  levers, 
passes  beneath  the  armpit  of  the  opposite  side 
(Rg.  83).  By  this  apparatus  steady  pressure  can 
be  exercised  on  the  convexity  of  the  curvature. 
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the  depressed  shoulder  being  at  the  same  time 
elevated  by  the  action  of  the  axillary  band. 

Another  kind  of  instrument  applicable  to  these 
cases  is  constructed  as  follows : 

A  padded  belt  encircles  the  pelvis.  From  this 
belt,  on  the  side  where  the  ribs  project,  and  a 
little  posteriorly,  springs  a  metallic-jointed  stem 
extending  from  the  pelvis  to  the  depressed  shoal* 
der  (Fig.  84).  The  pelvic  arm  of  the  stem  is 
erect  and  curved,  so  as  to  adapt  it  to  the  trunk. 
To  the  upper  extremity  of  this  arm  an  oval  padded 
plate  is  attached,  which  rests  upon  the  projecting 
ribs.    From  the  point  of  junction  of  the  pelvic 
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arm  of  the  stem  with  this  plate,  the  upper  arm 
springs,  and  passes  obliquely  across  the  back 
of  the  thorax  to  the  depressed  shoulder,  to 
which  the  free  extremity  is  attached  by  means  of 
a  broad  shoulder  and  axillary  band.  The  two 
arms  of  the  stem  are  joined  together  by  a  rack- 
and-pinion  movement.  By  means  of  this  move- 
ment the  plate  is  governed,  and  graduated  pressure 
can  be  exercised  upon  the  projecting  side  of  the 
chest,  and  consequently  on  the  convexity  of  the 
vertebral  curve;  while,  at  the  same  time,  the 
lower  segment  of  the  upper  arm  of  the  stem 
being  depressed,  the  depressed  shoulder  is  raised. 
The  same  effect  is  produced,  indeed,  by  this 
apparatus,  upon  the  spine  as  occurs  when  a  bent 
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stick  is  straightened  by  placing  its  convexitjr 
against  the  knee,  and  pulling  at  its  two  extremities 
with  the  hands. 

In  lateral  curvature  much  disturbance  to  the 
health  arises  firom  the  compression  which  the 
contracted  ribs  exercise  upon  the  lungs,  and  it 
is  a  matter  of  the  highest  importance  to  resort  as 
early  as  possible  to  mechanical  aid. 

Although  a  single  curve  rarely  exists,  yet  many 
appUances  intended  for  the  treatment  of  lateral 
curvature  have  evidently  been  constructed  under 
the  fallacious  notion  that  but  one  arc  of  deflection 
has  commonly  to  be  dealt  with.  Amongst  those 
particularly  framed  on  this  supposition,  may  be 
mentioned  the  lever  belts  of  Hosard  and  Taver- 
nier,  the  spinal  apparatus  of  Lonsdale,  and  the 
single  plate  instrument  so  frequently  adopted. 
In  these  inventions  the  secondary  deflections 
usually  observed  in  lateral  curvature  have  been 
overlooked.  It  thus  happens  that  in  the  appli- 
ances just  mentioned,  the  power  applied  for 
redressing  the  distortion  chiefly  expends  itself  in 
exaggerating  the  compensatory  curves. 

This  subject  will,  however,  be  treated  at  some 
length  when  double  lateral  curvature  and  its 
mechanical  treatment  are  considered.     Here  it 
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will  suffice  to  say,  that  whenever  a  double  curva- 
ture of  the  spine  exists,  and  pressure  is  made  only 
on  the  arc  of  one  curve,  increase  of  the  secondary 
distortion  must  inevitably  follow. 

4.  Double  Lateral  Curvature. — Double  lateral 
curvature  consists  of  a  twofold  deflexion  of  the 
spinal  column  in  opposite  directions.  The  two 
arcs  of  deflection,  or  curvature,  most  frequently 
aflfect  the  lumbar  and  dorsal  regions  (Fig.  85). 

Fig.  85. 


It  will  hereafter  be   shown  that  there  may 
be  three  or  even  four  curves  in  lateral  curva- 
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ture.  The  distortion,  therefore,  would  have  been 
more  correctly  termed  "  compound  lateral  curva- 
ture/' Where  only  two  deflections  exist,  they 
are  familiarly  known  as  the  dorsal  and  lumbar 
curves. 

The  dorsal  curve  shows  itself  as  an  archiDg 
sideways  of  the  spine,  so  that  the  scapula  of  one 
side  is  tilted  out  of  the  position  which  it  naturally 
occupies  on  a  level  with  that  of  the  opposite 
side.  This  displacement  is  accompanied  by  a 
bulging  backwards  ancj  outwards  of  the  ribs, 
on  the  side  of  the  body  which  corresponds  with 
the  highest  point  of  the  dorsal  curve.  The 
concavity  formed  by  the  distortion  is  generally 
accompanied  by  flattening  of  the  ribs,  and  ulti- 
mately atrophy  of  the  spinal  muscles  of  the  same 
side.  For  the  spine  forms  a  central  column 
between  two  antagonistic  groups  of  muscles. 
When  a  disturbance  of  equilibrium  takes  place, 
and  an  abnormal  curvature  is  produced,  the 
muscles  on  the  concavitv  of  the  curve,  whether 
primarily  paralysed,  or  relatively  or  absolutely 
weakened  or  rendered  inactive  in  comparison 
with  their  antagonists,  waste  away.  The 
opposing  muscles,  therefore,  act  uncontrolled 
in  maintaining   or  exaggerating  the  curvature, 
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until  their  contraction  is  limited  by  mechanical 
agency. 

The  lumbar  curve  is  distinguished  by  a  yield- 
ing of  the  vertebrae  in  a  direction  antagonistic  to 
that  of  the  dorsal — thus,  if  the  former  arches  to 
the  right  side  of  the  body,  the  latter  would  do  so 
to  the  left,  and  vice  versa.  This  curve  leads  to 
a  considerable  amount  of  projection  of  the  loins, 
which  is  due  to  the  sacro-lumbalis  and  longis- 
simus  dorsi  muscles  becoming  displaced,  and 
forming  an  eminence. 

Besides  these  results,  the  hip  of  the  side  which 
is  opposite  to  the  upper  (dorsal)  curve  projects 
largely,  the  ilium  being  thrust  upwards,  and  the 
pelvis  becoming  oblique,  in  consequence  of  the 
changed  position  of  the  lumbar  and  sacral  ver- 
tebrae. 

From  whatever  cause  the  equilibrium  of  the 
spinal  column  may  have  been  first  disturbed  and 
a  lateral  deviation  induced — whether  from  in- 
ability to  support  the  superincumbent  weight  of 
the  head  and  shoulders,  arising  out  of  a  general 
debiUty  or  a  morbid  condition  of  the  vertebral 
tissues,  or  from  muscular  traction  occasioned  by 
unilateral  paralysis  or  weakening,  or,  on  the  other 
hand,  abnormal  action  of  the  spinal  muscles — ^the 


260  DEFORMITIES. 

vertebral  column,  as  shown  in  a  previous  chapter, 
in  the  instinctive  efforts  to  maintain  the  head  and 
shoulders  in  equilibrium,  assumes  a  series  of  two, 
three,  or  even  four,  compensating  curves,  never 
one  only,  except  under  the  rare  condition  discussed 
in  the  last  section,  namely,  extensive  exfoliation 
of  the  ribs  of  one  side.  At  least  I  am  not  aware 
of  a  single  curve  having  been  observed  except 
under  this  condition. 

The  recognition  of  this  truth  is  so  essential  to 
the  successful  mechanical  treatment  of  double 
lateral  cun^ature,  that  I  may  be  pardoned  recapi- 
tulating briefly  the  principles  which  have  already 
been  laid  down  in  the  section  on  the  pro- 
duction of  vertebral  curves. 

The  head  represents  one  extremity  of  an  elastic 
column,  and  the  pelvis,  or  hips,  the  other ;  the 
central  portion,  or  spine  proper,  being  capable  of 
movement  freely  in  any  given  direction,  with 
different  degrees,  however,  of  mechanical  freedom 
or  intensity  at  different  points. 

If  a  deflection  of  any  part  of  the  spinal  column 
should  take  place  by  means  of  which  the  head 
would  be  thrown  outside  the  true  line  of  gravity 
of  the  body  in  an  erect  position,  an  instinctive 
effort  is  made  to  restore  the  normal  equilibriiun. 
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In  a  healthy  state  of  the  spine  this  is  brought 
about  by  the  conjoined  action  of  the  spinal  mus- 
cles and  the  elasticity  of  the  vertebral  column. 
If,  however,  the  original  cause  of  deflection  should 
have  been  some  morbid  condition  by  which  the 
elasticity  of  the  column  at  a  given  point  has  been 
danfaged,  the  damage  disturbing  the  normal 
planes  of  some  of  the  vertebrae  ;  or,  if  the  cause 
be  persistent  abnormal  muscular  traction,  then 
the  attempt  to  bring  the  head  within  the  line  of 
gravity  and  restore  the  equilibrium  of  the  trunk 
is  not  accompanied  by  an  obliteration  of  the 
primary  deflection.  Under  this  condition  the 
effort  for  the  restoration  of  equilibrium  re- 
sults in  the  formation  of  another  deflection 
equal  in  extent  to  the  primary  one,  but  in  an 
opposite  direction  (Fig.  86,  3).  Equilibrium, 
in  fact,  can  only  be  restored  by  the  formation 
of  one  or  more  curves  compensating  for  and 
neutralising  the  disturbance  of  gravity  caused 
by  the  primary  curve. 

The  following  diagrams  (Fig.  86)  show  the 
position  assumed  by  the  head  in  iU  relation 
to  the  pelvis  when  a  single  compensating  curve 
exists. 

The  first  diagram  represents  the  head  supported 
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by  the  spine  in  a  vertical  position,  and  the  line  of 
gravity  is  indicated  by  a  dotted  mark  passing  firom 
the  top  of  the  skull  to  a  point  between  the  feet. 


FiQ.  86. 


The  second  diagram  exhibits  the  head  deflecfed 
to  one  side,  so  as  to  throw  the  line  of  gravity 
beyond  its  base,  as  furnished  by  tlie  feet :  in  which 
case  the  erect  position  could  not  be  maintained ; 
as,  whenever  the  weight  or  gravital  force  of  a 
body  is  transferred  beyond  the  area  of  its  base, 
such  body  can  no  longer  retain  a  position  of 
equilibrium  or  rest,  but  must  yield  in  that  direc- 
tion to  which  the  line  of  gravity  subtends. 
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The  third  figure  shows  the  position  assumed 
by  the  spine  on  the  restoration  of  equilibrium, 
the  primary  deflection  being  persistent.  Equili- 
brium is  not  regained  by  the  whole  spine  returning 
to  its  original  position,  but  by  the  production  of  a 
second  curve,  by  means  of  which  the  gravital 
centres  of  both  arcs  of  curvature  are  brought  within 
the  base  formed  by  the  feet,  and  the  head  once  more 
resumes  its  original  position — two  opposing  arcs 
of  spinal  curvature  having  been  formed,  which 
counterpoise  the  head,  when  taking  any  other 
position  than  that  of  the  central  and  vertical  line 
of  the  body. 

5.  The  principles  which  should  govern  the  ap- 
plication of  Mechanical  Apparatuses  to  Double 
Lateral  Curvature ;  with  a  description  of  a  new 
form  of  spinal  instrument  for  securing  amelioration 
and  eventual  cure, — In  my  original  work  on 
*  Deformities '  I  described  a  new  form  of  instru- 
ment for  the  treatment  of  double  lateral  curvature. 
I  have  recently  effected  several  important  improve- 
ments upon  the  original  design,  by  means  of  which 
the  principles  which  I  seek  to  teach  are  more 
efficiently  carried  out.  Some  account  of  the 
instrument  as  first  constructed  will  properly  pre- 
cede a  description  of  its  later  modification,  and 
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facilitate  the  exposition  of  the  ends  sought  to  be 
obtained  by  the  mechanism. 

In  the  accompanying  plate  (Fig.  87)  four 
drawings  are  given,  illustrative  of  double  lateral 
curvature. 

In  the  first  drawing  is  depicted  the  dorsal 
aspect  of  a  patient  sujffering  irom  double  lateral 
curvature.  It  will  be  perceived  that  the  spine 
presents  two  distinct  curves,  the  arc  of  the  upper 
or  dorsal  deflection  passing  to  the  right  side, 
whilst  the  arc  of  the  lower  or  lumbar  bulges  the 
left.  This  is  the  condition  most  commonly  ob- 
served in  lateral  curvature.  The  same  state  is 
assumed  to  exist  in  the  three  following  drawings, 
to  give  me  an  opportunity  of  proving  the  cor- 
rectness of  the  principles  which  I  am  about  to 
enunciate. 

In  the  second  drawing  the  osseous  structure  of 
the  vertebrae  is  shown  as  it  actually  exists  in 
double  lateral  curvature,  the  bodies  of  the  verte- 
brae being  oblique,  and  the  margins  of  the  ribs 
unduly  approximated. 

In  the  third  drawing  an  attempt  is  made  to 
show  the  exact  direction  in  which  force  should 
be  appUed  when  it  is  sought  to  diminish  the 
deformity  by  mechanical  aid. 
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In  the  fourth  drawing  is  portrayed  the  instra- 
ment  I  originally  designed  to  secure  the  appUca- 
tion  of  force  in  the  manner  indicated  by  the  pre- 
ceding diagram. 

Let  it  be  remembered  that  the  salient  points 
of  the  case  under  consideration  are  a  bending  of 
the  upper  portion  of  the  spine  towards  the  right 
side,  with  a  compensating  yielding  of  the  spine, 
at  its  lowest  portion,  to  the  left.  When  these 
features  present  themselves,  the  right  shoulder  is 
found  to  be  lifted  up,  whilst  the  left  side  protrudes. 
The  left  arm  is  also  seen  to  be  within  the  con- 
cavity of  the  dorsal  curve,  and  thus  it  falls  lower 
than  the  right. 

On  consulting  the  second  of  the  preceding 
figures  it  will  be  seen  that  the  elevation  of  the 
right  shoulder  and  depression  of  the  left,  with  pro- 
jection of  the  left  side,  are  necessary  consequences 
of  the  disturbed  axes  of  the  vertebrae,  and  the 
formation  of  the  antagonistic  curves. 

Now,  these  osseous  curves  possess  two  convexi- 
ties and  two  concavities,  bearing  definite  ratios 
to  each  other,  and  meeting  at  a  common  point, 
which  may  be  represented  by  g  in  the  accompany- 
ing diagram  (Fig.  88).  This  point  corresponds 
with  the  termination  of  the  dorsal  and  the  com- 
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mencement  of  the  lumbar  curve,  and  is  on  the 
mesial  line  of  the  body. 

In  the  third  illustration,  Fig.  87,  both  the 
curves  already  described  are  found  to  possess  a 
common  chord,  h,  g,  and  i.  It  is,  therefore, 
apparent  that  the  proper  method  of  compeUing 
these  curves  to  assume  a  straight  hue,  is  the 
employment  of  equal  but  opposite  lateral  power 
against  the  arcs  of  both,  e  and  v  represent  the 
lines  of  action  of  the  required  forces,  which, 
when  brought  into  operation,  immediately  meet 
with  resistance  at  h  g,  and  g  i,  these  being 
the  extremities  of  each  curve.  For,  upon  any 
power  being  applied  at  the  arc  e,  resistance  must 
occur  at  h  g,  its  extremities ;  but,  as  resistance  at 
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the  extremities  of  an  arc  may  always  be  resolved 
into  two  distinct  forces,  a  b  would  represent  the 
direction  of  the  ensuing  coimter-resistance.  By 
the  same  rule,  if  power  be  exercised  at  f,  counte^ 
resistance  is  to  be  set  up  at  g  i,  in  the  direction 
c  D.  Further,  the  concavity  of  the  other  curve, 
H  E  G,  is  embraced  by  the  sides  of  a  paral- 
lelogram, A  B ;  whilst  the  concavity  of  the  arc  o, 
F  I,  is  included  in  the  parallelogram  c  d.  e  and 
F  form  the  diagonals  of  both  these  parallelograms, 
and  therefore  represent  the  direction  of  the  forces 
requisite  for  the  due  unfolding  of  both  curves. 

But  it  will  also  be  perceived  that  the  line  B, 
forming  the  lower  side  of  the  parallelogram,  a,  b, 
H,  G,  and  the  line  c,  forming  the  upper  side  of 
the  parallelogram,  c,  n,  f,  g,  arc  coincident — the 
direction  of  their  forces  being  equal  and  opposite 
— and  that  they  thus  negative  each  other  and 
make  their  common  centre  g  a  fixed  point,  which 
fixed  point  is  also  the  spot  at  which  both  the 
dorsal  and  lumbar  curves  join,  g  is  found  to  be 
on  the  mesial  line  of  the  body,  and  vertical  to  the 
other  fixed  point  i,  as  is  indicated  by  the  dotted 
line  H,  G,  I,  uniting  the  base  of  the  skull  with 
the  centre  of  the  pelvis. 

For  practical  purposes  it  may  therefore  be  con- 
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eluded  that  to  reduce  a  case  of  double  lateral 
curvature  of  the  spine,  force  should  be  applied  to 
the  apices  of  the  arcs  in  the  direction  indicated  by 
the  lines  e,  p,  and  that  this  force  must  originate 
from  the  two  centres  g  and  i. 

It  follows,  then,  that  any  instrument  devised 
for  this  object  should  have  two  centres  of  move- 
ment agreeing  with  the  points  g  and  i  of  the 
diagram,  and  two  surfaces  of  resistance  corre- 
sponding with  E  F. 

The  instrument  I  originally  devised  to  carry 
out  the  end  sought  is  depicted  in  the  fourth 
drawing  (Fig.  87).  This  instmment  possesses 
two  ratchet-centres  of  movement  coinciding  with 
the  common  centre  of  the  two  curves  g,  and  the 
pelvic  centre  i.  There  are  also  two  padded 
metal  plates  resting  upon  the  apices  of  the  dorsal 
and  the  lumbar  arcs  of  deflection,  their  force 
being  exercised  in  directions  coincident  w^ith  the 
lines  E  and  p.  A  provision  is  also  made  for 
elongating  the  extremities  of  each  curve,  and 
uplifting  the  depressed  shoulder  by  means  of 
lateral  crutches  fixed  to  a  firm  but  well-padded 
pelvic  band. 

Representing  the  natural  position  of  the  spine, 
there  is   also   a  vertebral   metallic   rod   which 
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affords  attachment  to  the  ratchet  stems  governing 
the  action  of  the  two  plates.  The  whole  is  held 
firmly  in  position  by  a  padded  pelvic  band,  to 
which  both  the  lateral  crutches  and  the  back 
stem  are  attached. 

'  I  proceed  now,  aided  by  the  following  diagram 
(Fig.  89),  to  describe  the  instrument  as  I  have 
recently  modified  it. 

The  pelvic  band  with  lateral  uprights  and  axil- 
lary supports,  are  constructed  as  already  stated, 
but  the  arrangement  of  the  back  levers  differs. 
These  spring  directly  from  the  pelvic  band  at  an 
angle  which  has  a  definite  relation  to  the  magni- 
tude of  the  lumbar  and  dorsal  curves.  Thus 
placed,  their  action  is  not  unlike  that  of  the  human 
arm,  the  padded  plates  which  they  carry,  and 
which,  when  the  instrument  is  in  position,  rest 
upon  the  convexities  of  the  two  curves,  represent- 
ing the  hands. 

This  similitude  is  less  imaginative  than  might 
at  first  be  supposed.  Whenever  a  case  of  double 
lateral  curvature  is  presented  for  examination,  the 
first  impulse  is  sure  to  lead  to  pressure  being 
applied  against  each  arc  of  curvature  by  the  hands 
of  the  surgeon.  Following  this  natural  indica- 
tion, it  will   be  seen  that  compression  of  each 
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vertebral  arc  acts  against  the  common  point  of 
the  spine  described  in  the  diagram,  and  that  the 
correct  means  of  reducing  spinal  curvature  are 
thereby  indicated.  The  two  vertebral  levers  and 
plates  of  the  spinal  instrument  really  fulfil  the 
function  of  the  human  hands  and  arms.  Owing  to 
the  angle  given  to  these  levers,  they  tend  to  elon-' 
gate  the  extremities  of  each  spinal  arc  simul- 
taneously with  the  exercise  of  lateral  pressure. 
Although  no  ratchet-centre  is  placed  at  the  junc- 
tion of  the  vertebral  curves,  yet  by  the  fact  of  the 
forces  B  E  being  met  by  a  g,  g  f,  the  central 
part,  G,  always  remains  stationary  in  its  relation 
to  the  two  antagonistic  forces  employed  to  act 
upon  the  dorsal  and  lumbar  curves ;  for  as  the 
point  of  junction  is  in  a  direct  line  with  the 
occiput  and  sacnim,  it  necessarily  follows  that 
the  spine,  during  the  time  the  curves  are  becom- 
ing redressed,  moves  around  the  general  axis 
just  named. 

Apart  from  its  therapeutic  value,  this  instru- 
ment possesses  the  additional  advantage,  as  the 
vertebral  levers  are  separate,  that  the  whole  spine 
can  be  both  seen  and  examined  by  the  surgeon 
during  the  time  the  apparatus  is  worn. 

A  still  further  modification  of  the  foregoing 
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instrument  is  the  power  of  rotating  in  a  horizontal 
plane  either  shoulder ;  that  is  to  say,  if  the  right 
shoulder  is  thrust  backwards  and  the  left  advanced 
in  an  anterior  direction,  by  means  of  mechanism 
attached  to  the  plates,  a  rotatory  movement  can 
be  eflTected.  This  movement  has  never  yet  been 
carried  out  in  any  form  of  spinal  support,  the 
only  approximation  being  an  apparatus  which  I 
invented  several  years  ago  for  Mr.  W.  Adams.  In 
the  latter  instrument  an  anterior  movement  was 
given  to  the  ribs,  whereas,  in  the  plan  now  men- 
tioned, the  shoulders  and  ribs  can  be  indepen- 
dently moved  in  an  antero-posterior  plane. 

All  surgeons  who  have  treated  spinal  curvature 
must  have  become  aware  of  the  difficulty  which 
always  presents  itself  in  overcoming  the  project- 
ing shoulder.  Frequently  after  the  most  assidu- 
ous care  and  perfect  restoration  of  the  vertebral 
column  to  its  true  line,  deformity  of  the  shoulder 
remains.  This  is  due  to  the  instrument  acting 
only  in  a  lateral  and  not  an  anterior  direction.  In 
the  improvement  I  have  just  described  this  diffi- 
culty is  conquered.  Hence  this  apparatus  secures 
the  entire  series  of  movements  required  for  the 
treatment  of  lateral  curvatures,  viz. : — 1st,  rectifi- 
cation of  the  lumbar  curve  and  restoration  of  the 

IS 
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pelvis  to  its  true  horizontal  plane ; — 2nd,  reduction 
of  the  dorsal  curve; — 3rd,  replacement  of  the 
costae  and  scapulae. 

Jpplicatian  of  the  imtniment. — ^The  manner  of 
applying  the  apparatus  is  as  follows :  Stand  be- 
hind the  patient,  and,  opening  the  pelvic  band, 
place  it  firmly  around  the  hips  in  such  a  manner 
that  the  arms  rest  upon  the  crutches.  See  that  the 
two  plates  rest  gently  against  the  arc  of  each 
curvature,  the  vertebral  levers  having  been  ex- 
panded previous  to  placing  the  instrument  on  the 
patient's  body.  Fasten  the  lacing  bands  in  front, 
and  then  gradually  tighten  by  means  of  the  key 
the  vertebral  levers.  Lastly,  see  that  the  ann- 
slides  are  at  such  a  height  as  to  maintain  the 
shoulders  parallel  with  the  pelvis,  and  fasten  the 
shoulder-straps.  The  instrument  can  rarely  be 
Worn  more  than  four  hours  on  the  day  it  is 
first  applied,  but  after  three  days  the  patient 
readily  submits  to  it,  and  often  feels  greatly  dis- 
inclined to  part  with  the  apparatus.  Where  the 
patient  is  young,  restoration  of  the  spine  to  its 
straight  position  becomes  a  perfect  certainty, 
provided  that  care  is  bestowed  upon  the  adap* 
tation  of  the  mechanism.  The  pressure  requires 
to  be  slightly  increased  at  weekly  intervals,  and, 
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under  no  circumstances,  should  the  mechanism 
be  more  frequently  interfered  with.  In  cases 
where  the  patient  has  almost  accomplished  her 
growth  it  is  highly  desirable  to  keep  the  instru- 
ment applied  by  night  as  well  as  day,  thus 
taking  advantage  of  the  slight  time  left  for  rapid 
improvement.  In  adults,  great  and  beneficial 
change  can  be  wrought  in  the  position  of  even 
the  worst  form  of  lateral  cm^ature,  but  it  requires 
a  longer  time  and  more  care  in  adjustment  than 
when  a  younger  person  is  being  dealt  with.  The 
mechanical  action  of  the  instrument  is  greatly 
facilitated  by  causing  the  patient  to  recline  on  a 
chair  such  as  is  figured  at  page  235,  for  two 
hours  daily,  as  by  this  means  additional  rest  is 
given,  and  also  the  mechanical  powers  of  the 
instrument  are  left  to  exercise  a  freer  influence 
than  when  opposed  by  the  constant  reaction  of 
the  patient's  weight  and  muscular  resistance. 
In  cases  where  I  have  tried  an  instrument  only, 
and  others  where  recumbency  has  also  been 
added,  a  great  difference  in  progress  in  favour  of 
the  latter  course  has  been  observed. 

Many  apparatuses  have  been  invented  by 
means  of  which  compression  can  be  exercised  on 
both  arcs  of  curvature,  but  their  inventors  have 
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invariably  failed  to  recognise  the  trae  centres  of 
movement  in  the  distorted  spine,  and  consequent^ 
have  failed  more  or  less  in  seeming  the  object 
they  aimed  at.  A  knowledge  of  the  principal 
forms  of  apparatus  which  have  been  devised  for 
the  treatment  of  double  lateral  curvature  is  requi- 
site for  the  orthopractic  student  or  practitioner; 
and  I  propose  to  describe  the  different  appliances 
which  have  been  adopted  and  which  are  now  in 
use.  I  shall  arrange  them  in  three  divisions. 
The  first  will  include  appliances  intended  to  act 
upon  the  spine  through  the  medium  of  recum- 
bency. The  second  contains  those  appliances 
which  are  intended  to  remove  weight  from  the 
spine.  The  third  will  include  the  appliances 
which  afford  lateral  support,  or  by  means  of  which 
lateral  pressure  is  exercised  upon  the  spine. 

Gymnastic  appliances  have  a  place  in  the  sec- 
tion devoted  to  Debilities  of  the  Trunk. 

6.  Jppliances  intended  to  act  upon  the  spine 
through  the  medium  of  recumbency. — All  forms  of 
reclining  surfaces  on  which  the  patient  is  placed, 
face  downwards,  are  known  as  prone,  while  those 
in  which  the  patient  lies  upon  the  back  are  called 
recumbent  couches.  The  celebrated  Dr.  Darwin 
first  adopted  the  reclining  posture  in  the  treat- 
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ment  of  spinal  curvature.  After  Dr.  Darwin  had 
promulgated  his  ideas  on  the  value  of  recumbency, 
the  method  was  adopted  by  Dr.  Harrison,  whose 
name  it  still  bears,  and  who  devised  a  special 
couch  to  carry  the  treatment  into  efifect.  Mr. 
Sheldrake,  subsequently,  constructed  a  couch  for 
the  same  purpose.  A  brief  account  of  the  couches 
of  Dr.  Harrison  and  Mr.  Sheldrake,  and  of  their 
mode  of  treatment  by  recumbency,  has  already 
been  given  in  the  introduction  (pp.  65,  66). 

A  form  of  apparatus  combining  recumbency 

with  extension  is  still  adopted  in  France.    It  con^ 

sists  of  a  couch  (Fig.  90)  on  which  the  patient  is 

laid  whilst  his  hips  and  head  are  held  by  padded 

Fio.  90. 


bandages  fixed  to  pulleys.  These  pulleys  are 
acted  upon  by  weights,  placed  in  such  a  manner 
as  to  secure  extension  between  the  head  and  the 
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pelvis.  With  that  amount  of  refined  ingenuity 
always  found  among  our  Gallic  neighbours,  the 
weights  are  so  arranged  that  extension  can  be 
regulated  with  the  greatest  nicety  and  precision ; 
but,  as  the  principle  itself  is  false  in  its  relation 
to  mechanical  science,  we  may  regard  the  couch 
as  a  pretty  professional  plaything,  more  than  an 
actual  agent  for  the  restoration  of  spinal  cur- 
vature. 

In  Germany  a  still  higher  degree  of  mechaniqd 
ingenuity  has  been  exercised  in  rendering  the 
reclining  system  available  as  a  means  for  treat- 
ing lateral  curvature.  Not  contented  with  simple 
elongation  of  the  spine,  the  Germans  also  estab- 
lish lateral  pressure  against  the  ribs.  These  two 
forces  act  at  the  same  moment.  The  following 
drawing  (Fig.  91)  depicts  a  couch  I  purchased 
at  Vienna  seven  years  ago. 

The  couch  is  divided  into  three  parts,  the 
upper  corresponding  with  the  cervical,  the  middle 
with  the  dorsal,  and  the  lower  with  the  lumbar 
curve.  The  head  of  the  patient  is  firmly  se- 
cured by  straps  to  a  padded  receptacle ;  the  hips 
are  also  surrounded  by  a  padded  belt,  which  is 
fastened  by  lateral  straps  to  a  powerful  spring 
fixed  at  the  end  of  the  couch.     Two  padded 


SPINAL   COUCHES.  279 

plates,  moving  by  screws  in  three  directions — 
forwards,  upwards,  and  sideways — are  fixed  to 
the  margins  of  the  plane ;  one  being  attached  to 
the  edge  corresponding  with  the  dorsal  curve, 

Pia.  91. 


and  the  other  to  the  edge  coinciding  with  the 
lumbar  arc  of  deflection.  Upon  screwing  these 
plates,  pressure  upon  the  lumbar  region  and  the 
ribs  at  once  occurs  in  opposite  directions :  that 
is  to  say,  the  dorsal-plate  presses  the  ribs  from 
right  to  left,  whilst  the  lumbar-plate  acts  from 
left  to  right.  At  that  portion  of  the  inclined 
surface  or  plane  where  the  first  division  takes 
place,  a  screw  centre  is  so  arranged  that  upon 
moving  it  the  two  portions  separate,  as  shown 
in  the  engraving.  There  is  also  a  screw  centre 
arranged  for  the  lower  division  of  the  couch ; 
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but  on  the  margin  opposite  to  the  first.  The 
efifect  of  these  screw  centres  is^  hinge-like,  to 
open  the  surface  on  which  the  patient  reposes, 
on  opposite  sides,  and  as  he  has  been  previously 
fixed  by  the  action  of  the  plates  and  straps 
against  the  ribs,  head,  and  pelvis,  the  body  is 
acted  upon  in  a  direction  antagfonistic  to  that  of 
the  deformity. 

fiy  this  couch,  in  fact,  an  attempt  is  made  to 
carry  out  the  principle  of  unfolding  curves  by 
pressure  upon  their  apices  and  expansion  of 
their  extremities.  The  apparatus  is  ingeniously 
conceived,  and  is  well-adapted  to  fulfil  the  in- 
tended object.  But  the  difficulty  of  inducing 
the  patient  to  assume  a  reclining  position  for  a 
sufficient  period,  and  the  injury  arising  to  the 
health  from  prolonged  recumbency,  present  in- 
superable difficulties  to  the  use  of  this  couch ;  and 
unless  the  traction  of  the  apparatus  is  constantly 
maintained,  it  is  almost  valueless. 

Another  form  of  apparatus,  constructed  on 
somewhat  similar  principles,  is  one  used  in 
Paris,  its  inventor  being  an  ingenious  mecha- 
nician named  Valerius.  It  is  called  a  "  corset- 
lit  "  (Fig.  92)  and,  as  its  name  implies,  forms  a 
bed  or  couch,  in  which  the  patient  is  placed  re- 
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cumbent,  and  is  fixed  there  by  a  series  of  corsets. 
The  apparatus  is  divided  into  three  sections, 
moving,  by  screws,  in  opposite  horizontal  direc- 
tions ;  whilst  elongation  is  also  obtainable  at  the 
will  of  the  operator.  The  head  rests  in  a  padded 
receptacle,  a,  the  position  of  which  can  be  varied 
so  as  to  suit  the  condition  of  the  case,  should 
cervical  curvature  co-exist  with  dorsal  and 
lumbar  deflections.  The  thorax  is  received  by 
a  padded  shield,  b  ;  the  lumbar  region  rests 
in  a  movable  sheath,  c ;  whilst  the  pelvis  is 
firmly  embraced  by  the  lower  part  of  the  appa- 
ratus, D. 

Another  modem  French  couch  has  been  in- 
vented by  M.  Moncour.  Extension  between  the 
pelvis  and  the  upper  portion  of  the  thorax  is  the 
leading  principle  of  construction. 

This  couch  differs  from  that  described  at  p.  279, 
in  this,  that  extension  is  made  from  the  thorax 
and  not  from  the  head. 

Another  form  of  couch  is  known  as  "  Coles' 
Orthopaedic  Sofa." 

It  consists  of  a  padded  sofa  on  which  the 
patient  is  placed  in  a  prone  posture.  A  soft 
belt  surrounds  the  hips,  and  terminates  by  late- 
ral straps  in  a  winch  turned  by  the  hand  of  an 
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attendant.      The  hands   of   the  patient  grasp 
tirmly  a  rod  placed  at  arm's  length,  and  exten- 

Fio.  93. 


sion  of  the  spine  is  made  by  means  of  the  winch. 
This  is  a  very  ingenious  piece  of  mechanism  for 
the  purpose  it  is  intended  to  effect. 

Another  form  of  couch  is  that  used  by  the 
late  Mr.  Lonsdale  (Fig.  94).  The  thorax  of  the 
patient,  in  this  arrangement,  is  supported  by  a 
swing,  but  the  sustaining  surface  is  only  applied 
to  the  dorsal  arc  of  curvature,  and  thus  tends 
materially  to  increase  that  curve  found  in  the 
lumbar  region.  Mr.  Lonsdale  fell,  as  his  followers 
of  the  present  time  do,  into  the  error  of  supposing 
that  only  one  curve  ordinarily  existed,  and  to 
such  an  extent  was  this  fallacy  carried,  that,  in 
all  the  diagrams  given  in  the  little  book  pub- 
lished by  him  on  the  treatment  of  spinal  curv- 
ature, the  presence  of  a  lumbar  curve  is,  with 
one  exception,  entirely  ignored. 
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The  couch  is  made  on  the  same  principle  as 
Earl's  triple  inclined  plane,  having  at  its  centre 
two  wooden  standards,  giving  attachment  to  a 
broad  webbing  band,  which  passes  across  the 
arc  of  dorsal  curvature. 

Fig.  94. 


The  patient  is  supposed  to  recline  constantly 
on  the  side ;  but  this  position  involves  another 
evil  of  considerable  magnitude,  namely,  a  ten- 
dency of  the  ribs  to  rotate  around  their  verte- 
bral axes,  and  thus  obliterate  the  natural  curves 
of  the  spine.  For,  although  the  drawing  de- 
picts the  right  arm  as  comfortably  placed  be- 
neath the  ribs,  it  is  a  position  perfectly  im- 
possible to  be  maintained  without   such   dis- 
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comfort    as    no    patient  would    long    endure: 
lence  the  right  arm  is  eventually  brought  for- 
ward and  rotation  of  the  ribs  ensues. 
Several  years  ago  I  invented  a  couch  for  those 
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cases  in  which  recumbency  might  be  thought 
advisable.  This  couch  embraces  all  the  ap- 
pliances which  have  been  practically  found  of 
value  (Fig.  95).  By  means  of  this  arrangement 
extension  and  lateral  pressure  can  be  obtained 
with  a  minimum  of  discomfort  to  the  patient. 

The  couch  consists  of  a  well-padded  surface, 
having  a  rest  for  the  head,  which  can  be  moved 
obliquely  upwards  by  means  of  an  elastic  cord 
fixed  to  the  upper  rail  of  the  plane. 

At  the  lower  edge  of  the  plane,  another  rail 
is  arranged  for  the  attachment  of  two  elastic 
bands  belonging  to  a  padded  belt,  which  is 
fastened  round  the  hips.  Another  rail  is  ar- 
ranged at  the  side  corresponding  with  the  dorsal 
curve,  and  a  fourth  rail  is  fixed  at  the  lateral 
edge  of  the  plane  answering  to  the  lumbar  curve. 
To  both  these  rails  soft  webbing  bands  are  fast- 
ened by  elastic  cords,  and  these  webbing  bands 
pass  in  antagonistic  directions  over  the  arcs  of 
dorsal  and  lumbar  deflections. 

Tlie  advantages  attached  to  this  invention  are, 
that  the  body  can  move  in  any  direction.  The 
only  restraint  exercised  being  by  the  elastic  cords, 
which,   although  allowing  freedom   of   motion, 
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exercise  a  constant  retractile  force  in  a  direction 
opposed  to  the  curves. 

7.  Appliances  for  remomng  weight  from  the 
spine. — ^The  second  group  of  apparatuses  em- 
braces all  those  intended  to  remove  the  weight 
of  the  head  and  shoulders  from  the  spine,  by 
transferring  it  to  the  pelvis.  No  sooner  did  the 
evils  resulting  from  continued  recumbency,  as 
practised  under  the  systems  of  Darwin  and  Har- 
rison, become  clearly  apparent  to  the  profession 
and  public,  than  agencies  were  sought  which 
might  enable  the  patient  to  take  ordinary  exer- 
cise, and  yet  find  relief  from  the  superincumbent 
weight  of  the  head  and  shoulders.  For,  as  the 
spinal  column  is  less  capable  of  sustaining  the 
natural  weight  of  the  head,  in  proportion  to  the 
transverse  area  of  the  abnormal  vertebral  curves ; 
so  whatever  is  calculated  to  support  the  head 
and  shoulders,  and  thus  considerably  diminish 
the  gravital  force  of  the  whole  superior  mass, 
gives  mechanical  aid  of  no  slight  value. 

The  first  form  of  support  constructed  to  achieve 
this  object  was  an  ordinary  stiffened  stay,  the 
whalebone  sides  of  which  received  and  supported 
the  thorax,  conveying  a  considerable  portion  of 
its  weight  to  the  pelvis,  on  which  the  stays  rest. 
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As,  however,  stays  simply  thickened  with  whale- 
bone readily  change  their  shape  laterally,  when 
subjected  to  long-continued  bodily  warmth,  more 
harm  than  good  constantly  resulted  whenever  the 
form  of  the  stay  became  coincident  with  the  con- 
cavities of  the  different  lateral  spinal  corvee. 
Under  these  circumstances,  the  stay  simply  ccm- 
firmed  and  maintained  the  deformity,  without  in 
the  least  degree  ameliorating  it.  An  evident 
improvement  upon  this  plan,  therefore,  was  the 
introduction  of  lateral  metal  crutches,  so  ar- 
ranged that  the  arms  rested  firmly  on  the  upper 
surface,  while  the  hips  were  embraced  by  their 
inferior  terminations  (Fig.  96).  The  crutches 
were  made  to  elongate,  so  that  the  one  next  to  the 
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icavity  of  the  dorsal  arc  could  be  raised  higher 
n  its  fellow  on  the  opposite  side.  Besides 
lateral  uprights,  a  padded  plate  of  thin  metal 
5  frequently  introduced,  for  the  sake  of  adding 
3ngth  to  the  retaining  surfaces. 
ks  stays  required  a  great  deal  of  care  in 
king  them  fit  the  body  properly,  and  were 
ely  even  then  productive  of  such  support  as 

Fig.  97. 
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some  cases  of  great  muscular  debility  demanded, 
a  padded  metal  shield  was  strongly  advocated  hj 
French  surgeons  (Fig.  97). 

Another  instrument,  at  one  time  very  exten* 
sively  used,  was  that  adopted  by  Sir  Astley 
Cooper.  It  has  furnished  the  basis  for  a  la^ 
number  of  apparatuses,  which  will  be  found  de- 
scribed in  these  pages,  and,  with  slight  modi- 
fications, has  been  made  to  serve  the  name  and 
purpose  of  almost  all  the  practitioners  who  first 
began  to  make  the  treatment  of  deformities  their 
speciality  (Fig.  98). 

Fio.  99. 


It  is  formed  of  a  pelvic  band  which  encircles 
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the  hips,  and  which  is  retained  more  firmly  in 
position  by  two  obUque  metal  bands,  which  rest  on 
the  crests  of  the  hip  bones.  A  vertical  stem  softly 
padded,  and  forming  an  artificial  spine,  springs 
from  the  pelvic  band.  To  the  upper  extremity 
of  the  stem  a  horizontal  bar  is  attached,  the 
ends  of  which,  being  bent  forwards,  form  arm 
rests.  To  the  lateral  margin  of  the  back  stem  a 
plate,  which  is  applied  against  the  prominent 
ribs,  is  attached,  and  being  formed  as  a  spring, 
maintains  constant  rotative  action  against  the 
ribs.  This  proves  that  at  the  period  when  this 
instrument  was  invented,  rotation  of  the  ribs 
on  the  bodies  of  the  vertebrae  was  known  and 
guarded  against.  Indeed,  although  some  modem 
writers  mention  horizontal  costal  rotation  as  a 
recent  anatomical  discovery,  its  existence  has 
been  recognised  for  at  least  fifty  years,  and  the 
distortion  caused  by  it  mechanically  treated. 

Another  form  of  appliance  for  removing  the 
weight  of  the  head  and  shoulders,  and  placing 
it  on  the  pelvis,  may  be  described  as  follows 
(Fig.  99): 

A  pelvic  band,  with  oblique  hip  supports, 
carries  two  lateral  uprights,  which  receive  the 
weight  of  the  upper  portion  of  the  trunk.     A 
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Fig.  99. 


soft  lacing- band  connects  the  uprights  before  and 
behind.  As  no  pressure  is  exercised  upon  the 
spine  by  this  instrument,  it  is  well  adapted  for 
use  where  spinal  irritation  exists.  Where  the 
spine  requires  more  than  usual  support,  the 
lateral  uprights  are  prolonged  at  their  lowest 
margin,  so  as  to  rest  against  the  seat  of  the  chair 
when  the  patient  is  in  a  sitting  posture. 

The  appliances  which  have  been  described 
represent  the  most  important  forms  of  apparatus 
for  removing  the  superincumbent  weight  of  the 
head  and  shoulders  from  the  trunk,  and  transfer- 
ring it  to  the  pelvis.  It  may,  however,  be  stated, 
that  the  instruments  described  for  the  relief  of 
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cervical  curvature  (Chap.  I),  can  be  used  for  this 
purpose.  They  are  particularly  adapted  to  those 
cases  where  it  is  thought  advisable  to  support 
the  head. 

9.  Appliances  for  affording  Lateral  Support 
to  the  Spine. — In  the  third  group  of  instruments 
for  the  treatment  of  double  lateral  curvature 
are  included  those  which  not  only  remove  the 
weight  of  the  head  and  shoulders,  but  which  also 
tend,  by  acting  against  the  antagonistic  dorsal 
and  lumbar  arcs,  to  depress  their  highest  points, 
expand  their  extremities,  and  restore  the  vertebrae 
to  a  normal  line,  by  gradually  obliterating  the 
areas  embraced  by  the  opposing  lateral  con- 
cavities. 

The  apparatuses  belonging  to  this  division  are 
deservedly  held  in  higher  favour  than  those 
described  in  the  preceding  section.  Amongst 
them  will  be  found  some  that  exercise  lateral 
force;  others  act  in  a  rotatory  direction;  whilst 
some,  again,  combine  both  lateral  and  rotatory 
action. 

To  commence  with  the  simplest  apparatus.  A 
form  of  appliance  may  first  be  described  which 
is  easily  attached  to  ordinary  stays  (Fig.  100). 
It  consists  of  a  vertebral  lever,  fixed  into  the 
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foiir  bottom  lacing  holes  of  the  stays  by  a  small 
metal  plate  which  has  at  either  side  a  prolongi- 
tion  to  secure  steadiness  and  afford  attachment 
to  the  extremities  to  two  webbing  straps.  At 
the  upper  extremity  of  the  stem,  over  the  donal 
curvature,  a  deep  webbing  band  is  fixed,  wbid 
passes  across  the  front  of  the  body  and  is  secoied 
behind  to  the  plate  which  holds  the  stem  in  the 
stay-holes. 

Fig.  100. 


This  form  of  instrument  is  extensively  used  in 
India,  from  its  lightness  and  the  facility  for  con- 
cealment. It  acts  upon  the  spine  by  producing 
a  constantly  tractile  force  against  the  highest  point 
of  the  dorsal  curve,  whilst  the  lumbar  curve  is 
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reacted  against  by  the  stiffened  substance  of  which 
the  stay  is  made.  The  greatest  advantages  of  the 
instrument  consist  in  the  ease  with  which  it  can 
be  adapted  to  the  ordinary  stay  and  worn  unob- 
served. It  is  of  value  in  cases  of  slight  or  in- 
cipient distortion,  .as,  since  the  webbing  band 
always  acts  against  the  convexity  of  the  curve 
only,  respiration  is  unimpeded. 

The  next  form  of  instrument  is  somewhat 
similarly  constructed,  but  owing  to  its  not  fur- 
nishing any  counteracting  influence  on  the  oppo- 
site side  of  the  support,  it  is  calcidated  to  prove 
highly  injurious  to  the  patient  who  wears  it.  As 
it  has,  however,  been  strenuously  recommended 
by  several  writers  on  spinal  curvature,  it  is  figured 
in  these  pages  (Fig.  101). 

A  broad  pelvic  belt  which  encircles  the  hips 
has  an  oblique  vertebral  stem  attached  to  it.  At 
the  upper  part  of  this  stem,  and  corresponding 
with  the  highest  point  of  the  dorsal  curve,  a 
webbing  band  passes  around  the  chest  and  across 
tibe  abdomen,  and  is  fastened  to  the  pelvic  band 
behind.  In  order  to  prevent  the  pelvic  band 
being  displaced  vertically,  a  leather  strap  is  passed 
around  the  left  thigh.  It  is  clear  that  directly 
force  is  exercised  upon  the  dorsal  ciurve  by  means 
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of  this  instrument  the  concavity  of  the  lumbar 
deflection  must  be  increased,  and  consequeDtlj, 


Fig.  101. 


the  lower  arc  of  distortion.  For  as  each*  curve 
tends  to  antagonise  the  other,  so  diminution  of 
one  arc  of  distortion,  unless  effected  at  the  same 
time  with  that  of  the  compensatory  curve,  must 
lead  to  an  aggravation  of  the  latter.  Thus,  even 
admitting  the  possibility  of  relieving  the  dorsal 
curve  by  this  appliance,  this  could  only  be 
gained  at  the  expense  of  an  increased  lumbar 
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distortion,  no  counteractive  force  being  exercised 
on  the  lumbar  curve.  The  instrument  bears  the 
name  of  Hosard  or  Tavemier's  '^Belt/'  both 
claiming  its  invention. 

Another  apparatus,  similar  in  principle,  and 
marred  also  by  the  mechanical  error  just  pointed 
out,  is  that  known  as  Mr.  Lonsdale's  "  Spinal 
Machine,"  which  is  evidently  a  modification  of 
Tavemier  s  plan  of  procedure.  The  following 
(Fig.  102)  is  a  drawing  of  this  apparatus,  taken 
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from  the  second  edition  of  his  work  on  "  Spinal 
Curvature  "  (p.  81). 

One  advantage  possessed  by  this  appliance  over 
its  prototype,  is  the  adaptation  of  a  lateral  crutch 
to  the  side  corresponding  with  the  dorsal  con- 
cavity, by  which  means  tilting  of  the  pelvic  band 
becomes  much  lessened.     But  there  is  still  no 
provision  made  for  encountering  the  certain  in- 
crease of  the  lumbar  curve,  should  pressure  only 
be  made  upon  the  apex  of  the  dorsal  arc.     There 
cannot  be  the  least  doubt  but  that  the  use  of  this 
apparatus,  in  a  case  of  double  lateral  curvature, 
would  be  followed  by  failure.     The  principle  upon 
which   this   kind  of  apparatus   is   constructed, 
being  so  decidedly  erroneous,  it  is  surprising  to 
find  that  it  should  still  be  adopted.    The  following 
drawing   (Fig.    103)    represents   an  instrument 
much  advocated  and  in  constant  use.     It  will  be 
perceived  that  with  the  exception  of  substituting 
a  metal  plate  for  the  webbing  band,  it  is  precisely 
similar    in    consferaction   to  Tavemier's   Spinal 
Machine. 

Another  form  of  instrument,  depending  for  its 
mechanical  value  upon  the  force  exercised  against 
the  dorsal  arc,  is  one  which,  more  than  any  other, 
has,  on  account  of  its  light  construction  and 
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simple  form,  been  adopted  by  some  of  our  most 
eminent  surgeons.  It  was  invented  by  the  late 
Mr.  Eagland,  a  clever  London  mechanician ;  and 
apart  from  the  error  of  only  comiteracting  one 
curve,  instead  of  seeking  to  antagonise  both, 
deserves  the  highest  credit.  It  is  composed,  as 
will  be  seen  by  the  diagram  (Fig.  104),  of  a  well- 
fitted  pelvic  band,  with  two  lateral  supports  for 
the  arms.  At  its  posterior  pelvic  centre  a  metal 
plate  is  fixed,  giving  attachment  to  a  vertical 
lever,  which  has  a  horizontal  screw  for  the  due 
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adjustment  of  mechanical  pressure.  The  lever 
carries  at  its  upper  part  a  shoulder-plate. 

If  the  dorsal  curve  be  primary,  or  the  lumbar 
oflTers  no  considerable  degree  of  prominence,  this 
instrument  answers  well ;  but  if  perchance  the 
dorsal  curve  has  secondary  origin,  then  the  evil 
mentioned  as  pertaining  to  an  instrument  having 
but  one  vertebral  plate  arises,  and  retrogression^ 
instead  of  improvement,  results. 

Before  dismissing  those  appliances  which 
act  solely  on  the  dorsal  arc,  it  is  well  to 
remark  that,  in  the  event  of  the  dorsal  curve 
originating  first,  these  instruments,  although 
faulty  in  design,  lose  a  good  deal  of  their  mis- 
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chievoiisness.  This  circumstance  accounts  for 
the  cures  which  we  occasionally  hear  of,  in  con- 
sequence of  the  adoption  of  these  imperfect 
mechanisms.  But  if  it  be  assumed  that  the  dorsal 
curve  has  in  such  cases  been  the  primitive  one, 
the  cure  would  have  been  accomplished  in  less 
time  if  pressure  had  been  applied  contempora- 
neously upon  the  lumbar  distortion. 

The  form  of  instrument  which  I  am  now  about 
to  describe  was  invented  by  myself  for  Mr.  W. 
Adams.  It  was  especially  devised  for  overcoming 
rotation  of  the  vertebral  column — a  condition 
present  in  a  greater  or  less  degree,  in  every  case 
of  lateral  curvature,  as  Mr.  John  Shaw  and  Dr. 
Dods  asserted  some  time  ago.  Mr.  Shaw  de- 
scribed lateral  curvature  as  *'  serpentine." 

The  instrument  consists  of  a  pelvic  band  sus- 
taining two  lateral  uprights  and  a  vertebral  stem 
which  carries  a  shoulder-plate  (Fig.  105).  In  the 
construction  of  the  vertebral  stem  and  shoulder- 
plate  the  peculiarity  of  the  mechanism  consists. 
The  left  lumbar  plate  with  anterior  stem,  shown  in 
the  diagram,  were  subsequent  additions,  and  the 
reasons  for  their  addition  will  be  given  presently. 

At  the  base  of  the  back  lever,  where  it  joins 
the  pelvic  band,  two  centres  of  movement  are 
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placed,  one  (a)  acting  anteriorly,  the  other  (b)  in 
a  lateral  direction.  Thus,  on  moving  the  fonner, 
pressure  of  the  plate  forwards  against  the  shoulder 
is  caused,  and  on  moving  the  latter,  lateral  pres- 
sure against  the  ribs.  The  plate  itself  also  has 
two  centres  of  movement ;  one  (c)  corresponding 
with  the  horizontal  rotation  of  the  ribs  on  the 
spine,  and  the  other  (d)  moving  the  plate  in  a 
vertical  direction  around  its  centre  of  attachment. 
By  means  of  the  horizontal  shoulder  movement 
(c)  it  was  sought  to  act  upon  and  re-rotate  the 
ribs  in  an  anterior  direction.  A  controlling  pres- 
sure was  exercised  upon  the  curvature  by  the 
movement  (b)  at  the  base  of  the  vertebral  lever. 
The  shoulder  itself  was  attempted  to  be  depressed 
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by  the  action  of  the  vertical  axis  (d)  in  the  shoul- 
der-plate. 

I  gave  considerable  pains  and  attention  to  the 
invention  of  this  instrument,  but  it  was  soon 
evident  that  it  was  defective  in  several  points.  To 
render  these  defects  clear,  it  will  be  well  to  pre- 
mise an  explanation  of  the  effect  which  follows 
any  attempt  to  rotate  a  deformed  spine,  without 
guarding  properly  against  mechanical  reaction 
upon  the  human  thorax. 

By  rotation  of  the  spine  that  condition  is 
generally  understood  wherein  the  ribs  move  on 
the  bodies  of  the  vertebrae  in  a  backward  direc- 
tion ;  but  as  no  deviation  can  ever  occur  in  the 
spinal  column,  either  transversely  or  laterally, 
without  a  compensating  curve  being  estabUshed 
in  an  opposite  direction,  so  whatever  amount  of 
rotation  takes  place  in  the  ribs  at  one  portion  of 
the  spine  (say,  for  instance^  in  the  dorsal),  must 
be  accompanied  with  an  equal  amount  of  dis- 
placement, but  in  an  opposite  direction  (in  the 
lumbar  region). 

In  addition  to  this,  the  upper  portion  of  the 
thorax,  which  in  its  natural  condition  forms  in 
its  transverse  plane  an  ellipse,  the  longest  axis 
extendiing  between  each  side  of  the  body,  changes 
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its  direction,  and  assumes  a  new  shape,  shown 
in  the  accompanying  diagram  (Fig.  106). 

Fig.  1.  A,  represents  the  spine;  e,  the  point 


Fig.  106. 


where  the  plate  of  the  spinal  instrument  has  its 
horizontal  movement;  b,  the  steraum;  c,  the 
rotated  ribs  in  the  dorsal  region  on  which 
the  rib-plate  of  the  instrument  rests;  d  h,  the 
original  axis  of  the  thorax ;  e  b,  the  direction 
of  force  given  to  the  ribs  when  the  apparatus 
I  have  described  is  brought  into  action. 

It  is  evident  that  when  the  single  force,  e  b, 
is  brought  into  operation  for  the  purpose  of  ro- 
tating the  displaced  ribs  into  their  normal  posi- 
tion, the  entire  thorax  becomes  thrust  forward 
vrithout  in  the  least  degree  diminishing  the  cur- 
vature against  which  the  mechanism  is  supposed 
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to  exert  itself;  so  that  instead  of  the  ribs  ro- 
tating around  their  vertebral  axis,  a,  they  will 
advance,  accompanied  by  the  whole  dorsal  ver- 
tebrae, in  the  line  e  b. 

To  meet  this  imperfection  in  my  design,  it 
^as  necessary  to  modify  the  construction  of  the 
apparatus  so  as  to  obtain  pressure  in  a  posterior 
direction  upon  the  opposite  side  of  the  thorax. 
This  was  effected,  as  shown  in  diagram  2, 
Fig.  106,  by  attaching  to  the  instrument  em- 
ployed a  carefully  devised  plate,  which  rests 
against  the  antero-lateral  surface  of  the  thorax,  f, 
and  re-acts  against  the  shoulder-plate.  The  direc- 
tion of  this  plate  is  shown  in  the  dotted  line  I. 
By  this  means  actual  re-rotation  of  the  spine 
at  A  can  be  properly  secured ;  for  as  the  distance 
between  a  i  and  a  c  are  equal  in  relation  to  the 
point  A,  and  the  forces  employed  viz.,  p  i  and 
and  E  B — are  in  opposite  directions,  the  ribs  are 
rotated  around  their  vertebral  axis,  which  is 
the  object  to  be  accomplished. 

In  proof  of  the  spine  undergoing  rotation  in 
opposite  directions  in  the  lumbar  and  dorsal 
regions,  I  would  refer  to  a  specimen  of  double 
lateral  curvature,  accompanied  by  severe  rotation, 
now  in  the  museum  of  St.  George's  Hospital. 
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In  this  case  the  vertebral  bodies  composing 
the  upper  segment  of  the  dorsal  curve  are  ro- 
tated backwards;  those  forming  the  inner  s^- 
ment  of  the  lumbar  deflection  are  also  rotated 
backwards,  whilst,  between  the  centre  of  the 
two  curves,  an  anterior  rotation  of  the  vertebrs 
is  exhibited.  The  following  sketch  (Fig.  107) 
is  taken  from  the  specimen.     It  serves  to  illus- 

Fio.  107. 
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trate  the  fault  committed  in  employing  rotative 
force  against  the  upper  curve,  without  securing 
counteraction  at  the  anterior  surface  of  the  ribs 
on  the  opposite  side  of  the  sternum. 

The  next  form  of  apparatus  (Fig.  108)  is  one 
invented  by  Mr.  Laurie,  and  calculated  to  prove 
of  great  service  in  cases  of  ordinary  double  lateral 
curvature ;  one  of  the  best  proofs  of  its  merit 
being  that  it  was  extensively  adopted  by  Sir 
B.  Brodie,  for  whose  patients,  and  at  whose 
wish,  I  constructed  a  large  number  of  these 
instruments. 

The  apparatus  consists  of  a  padded  pelvic  belt, 
with  two  semi-lunar   bands   passing   over   the 

Fig.  108. 
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crests  of  the  hip-bones.  To  this  pelvic  belt  two 
lateral  uprights  and  a  vertical  stem  are  attached  ; 
the  latter  being  connected  to  the  left  upright  by 
a  horizontal  bar  passing  across  the  correspond- 
ing shoulder,  which  gives  stabihty  to  the  whole 
structure.  Passing  over  the  right  and  uplifted 
shoulder  is  a  lever  cap,  which  is  fastened  obliquely 
by  two  straps  to  the  pelvic  belt.  Against  the 
protruding  ribs  there  rests  a  lacing  band^  very 
softly  padded,  the  pressure  of  which  can  be  aug- 
mented at  will.  Over  the  centre  of  the  lumbar 
curve  a  pad  and  oblique  strap  is  placed,  by  the 
tightening  of  which  diminution  of  that  curve  is 
brought  about.  In  order  to  prevent  the  body 
escaping  from  the  apparatus,  and  thus  displacing 
the  surfaces  of  posterior  resistance,  a  soft  linen 
band  crosses  the  chest.  This  form  of  instru- 
ment can  be  easily  concealed  beneath  the  tightest 
dress. 

A  very  simple  apparatus  (Fig.  109),  intended 
to  act  against  both  arcs  of  lateral  curvature,  was 
suggested  by  my  predecessor,  Mr.  Sheldrake; 
and  has  evidently  been  the  prototype  of  a  large 
number  of  modem  inventions.  It  is  constructed 
as  follows : — a  pelvic  band,  shaped  to  the  hips 
and  resting  upon  the  ilia,  gives  attachment  to 
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a  vertebral  stem,  which  terminates  superiorly 
in  two  horizontal  arm-pieces,  sliding  upward  in 
a  vertical  direction.  Fixed  to  the  margins  of 
the  vertebral  stem,  are  two  light  padded  plates, 
which,  being  tempered  like  a  watch-spring,  grasp 
the  body  and  create  pressure  against  the  arcs  of 
both  lumbar  and  dorsal  curves — much  as  the 

Fio.  109. 


human  hands  would,  if  employed  to  press  the 
sides  of  the  body  in  opposite  directions.  To 
bring  this  instrument  into  proper  action,  the 
left  arm-piece  should  be  raised  above  the  level 
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of  the  right,  so  as  to  uplift  the  depressed  shoul- 
der; whilst  the  two  plates  should  be  gradurily 
tightened  up  to  the  highest  point  of  pressure 
that  the  patient  can  bear  without  discomfort 
This  extremely  light  and  ingenious  piece  of 
mechanism  is  constantly  employed  by  me  in 
cases  of  slight  or  incipient  curvature,  and  with 
the  best  possible  results. 

In  some  of  the  instruments  which  have  been 
constructed  in  imitation  of  the  foregoing,  the 
desire  to  diminish  curvature,  by  compression  of 
the  lateral  arcs,  has  been  carried  to  an  absurd 
and  injurious  extent,  displaying  a  curious  igno- 
rance of  the  mechanical  principles  involved. 

The  following  is  a  description  of  an  instru- 
ment which  I  removed  from  a  young  lady  aged 
fourteen  years,  the  daughter  of  a  celebrated 
orthopajdic  surgeon.  The  instrument  weighs 
no  less  than  eight  pounds  (Fig.  110).  It  con- 
sists of  a  very  deep  and  clumsy  pelvic  band, 
having  two  back  stems  fixed  to  its  posterior 
centre,  one  of  which  stems  supports  a  plate 
resting  against  the  lower  or  lumbar  curve,  the 
other  carries  a  plate  acting  against  the  upper  or 
dorsal  curve.  Both  plates  can  be  moved  late- 
rally  by  means  of  a  ratchet-centre. 


si>iN.\L  SI  rroiM^ 


Two  lateral  uprights,  as  in  almost  every  or- 
dinary form  of  spinal  instniment,  carry  arm- 
rests. The  arrangement  of  the  two  ratchet- 
joints  having  no  mathematical  relation  to  the 
centre  of  the  vertebral  curves,  as  in  the  in- 
strument described  at  Fig.  106,  only  served, 
when    brought   into   action,    to   force   the   ribs 

Fig.  no. 


towards  the  spine  in  a  lateral  direction.  But 
as  the  resistance  oflTered  by  the  ribs  is  less 
than  that  presented  by  the  spine,  it  would 
happen  that  the  enormous  force  exerted  by  so 
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powerful  an  instrument  would  induce  a  flat- 
tening of  their  surfaces.  I  have  seen  a  per- 
fectly sharp  ridge  upon  the  ribs  at  their 
angles,  induced  by  constant  application  of  this 
special  kind  of  mechanism.  Another  objection 
is,  that  since  the  lower  ratchet  moves,  not  only 
the  dorsal  plate  but  the  axis  to  which  the  dorsal 
plate  is  fixed,  a  distiu'bance  of  the  fixed  centre 
shown  to  exist  in  all  double  vertebral  curves 
(see  Fig.  87)  occurs,  and  the  power  of  the  in- 
strument is  expended  in  lessening  the  lateral 
space  of  the  ribs  instead  of  in  expanding 
the  vertebral  curves.  The  use  of  an  apparatus 
of  this  kind,  of  which  unhappily  thei*e  are  still 
some  forms  adopted,  requires  the  greatest 
caution.  Although  in  the  hands  of  persons 
accustomed  to  watch,  and  counteract,  those  ab- 
normal disturbances  which  might  result  from 
the  action  of  the  ratchet-joints,  cases  may  be 
apparently  improved;  yet  if  the  instrument  is 
used  injudiciously,  compression  of  the  ribs  and 
its  attendant  evils  will  inevitably  follow. 

A  somewhat  similar  form  of  instrument  (Fig. 
Ill),  acting  by  lateral  compression,  has  also 
been  largely  employed  in  spinal  treatment.  It 
consists  of  two  crutches  supported  by  a  vertebral 
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lever  attached  to  the  sacral  centre  of  a  pelvic 
belt.  On  either  side  of  this  "  artificial  spine*'  a 
plate  is  arranged,  the  upper  resting  against  the 
arc  of  the  dorsal,  the  lower  against  the  lumbar 


Fig.  111. 


curves.  Motion  is  given  to  these  plates  by 
means  of  a  horizontal  screw,  which,  by  being 
thickened  in  the  form  of  a  wedge  at  its  end,  pro- 
duces a  certain  amount  of  rotation;  or  rather, 
theoretically  does  so,  when  applied  to  the  ribs. 
Upon  carefully  examining  the  action  of  this  ap- 
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paratus,  the  merest  tyro  in  mechanics  will  dis- 
cover that,  as  the  spine  possesses  anterior  mo- 
bility, whatever  amount  of  force  is  exercised  in 
forward  direction  by  the  plates,  must  of  neces- 
sity drive  or  push  the  body  out  of  the  apparatus, 
and  end  by  producing  lordosis,  or  hollowing  of 
the  lumbar  vertebrae,  instead  of  conquering  the 
lateral  deflection  for  which  it  is  intended  to  be 
used.  This  instrument,  like  the  one  previously 
described,  shows  the  liability  to  mischief  which 
arises  from  an  ill-devised  mechanism. 

An  instrument  can,  however,  be  made  to  act 
by  lateral  compression  in  an  efficient  and  scien- 
tific manner,  as  may  be  seen  by  the  following 
example  (Fig.  112).  This  instrument  was  in- 
vented by  myself.  Its  object  is  to  secure  me- 
chanical movement  from  those  points  which 
correspond  with  the  fixed  centres,  observable  in 
all  cases  of  lateral  curvature,  namely,  in  the 
sacro-lumbar  region,  and  at  the  axis  arising 
from  the  junction  of  the  lumbar  and  dorsal 
curves.  It  has  a  pelvic  band  and  two  lateral 
uprights,  with  the  usual  form  of  back  stem. 
This  vertebral  lever  has  two  axes:  one  coin- 
cident with  the  point  of  junction  of  the  upper 
and  lower    spinal   curves;    the  other  with  the 
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Fig.  112.« 


sacro-lumbar  articulation.  A  padded  metal 
lumbar  plate  is  fixed  to  the  former  centre  ;  and 
another,  which  rests  upon  the  enlarged  ribs 
belonging  to  the  dorsal  curve,  is  arranged  on 
the  opposite  side.  On  moving  the  sacro-lumbar 
centre,  the  plate  on  the  left  side  produces  dimi- 
nution  of  the  lower  curve ;  and  on  bringing  into 
action  the  ratchet  which  corresponds  with  the 
junction  of  the  lumbar  and  dorsal  curves,  a 
lessening  of  the  dorsal  arc  ensues :  thus  the  spine 


•  I  first  devised  this  apparatus  for  a  patient  of  Mr.  Fer- 
gosson's.  In  this  case  it  succeeded  in  perfectly  straighten- 
ing the  spine. 
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becomes  gradually  restored  with  but  a 
expenditure  of  mechanical  power.  For  cases  in 
which  the  spine  has  recently  yielded,  this  form 
of  apparatus  is  of  great  service. 

Sometimes,  in  old  standing  cases  of  lateral 
curvature,  so  great  an  amount  of  costal  displace- 
ment exists  as  to  require  the  appliqation  of  an 
uplifting  power  to  the  lower  segment  of  the 
curve.  I  have  invented  an  extremely  simple 
plan  for  obtaining  this  desideratum  (Fig.  113). 

Fia.  113. 


Instead  of  the  back  stem  being  made  to  re- 
present a   vertical  line,  it  is   formed  with  an 
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abrupt  cun'e  in  its  lower  portion,  the  effect  of 
which  is  to  produce  an  uplifting  of  the  plate 
whenever  lateral  force  is  engendered.      For,  as 
the   centre   is   placed  beyond   the  line  of  the 
vertebrae,  an  increase  in  radius  occurs,  so  that 
the  costal  plate,  instead  of  travelling  in  a  hori- 
zontal   direction,   rises    upwards,   carrying   the 
bulged  ribs  with  it,  and  thus   diminishes   the 
area  of  the   dorsal   curve.      A  webbing  band 
passes  over  the  left  hip,  and  secures  a  certain 
amount  of  reaction  against  the  lumbar  deflection. 
This  was  the  first  instrument  which  gave  me  an  in- 
sight into  the  advantages  derivable  from  a  curved 
vertebral  lever,  the   elaboration   of  which    for 
double  lateral  curvature  is  described  at  page  270. 
The  next  instruments  which  I  shall  describe 
are  based  upon   a  principle  entirely  my  own. 
They  ofler  the  rare  advantage  of  permitting  free 
muscular  movement  to  take  place,  during  the 
whole    of    the    period   which    they   are   worn. 
The   cause   which   led  to   their  invention  was 
the  necessity  that  appeared  to  exist  for  such  an 
application  of  mechanical  power  to  the  treat- 
ment   of  spinal   curvature  as  would  admit   of 
perfect    bodily   freedom.     Every   form    of   in- 
strument with  which   I   am  acquainted  limits 
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muscular  motion,  and  in  many  cases  entirely 
suspends  it.  To  overcome  so  formidable  an  ob- 
jection taxed  all  my  powers  of  invention ;  and 
it  was  not  until  after  making  a  long  series  of 
mechanical  experiments,  that  I  at  length  arrived 
at  the  conclusion  that  in  the  retractile  force  of 
vulcanized  india-rubber  was  to  be  found  an 
agent  capable  of  accomplishing  all  that  could 
be  scientifically  desired.* 

The  first  instrument  constructed  on  this  plan 
consists  of  a  pelvic  band  giving  attachment  to  a 
vertebral  stem  and  two  horizontal  arm-pieces. 

In  the  arrangement  of  this  vertebral  stem  the 
whole  mechanical  merit  consists.  It  is  jointed 
in  such  a  manner  as  to  assume  any  position 
which  the  body  offers,  whilst  two  plates,  one  for 
the  dorsal,  the  other  the  lumbar  curve,  are  at- 
tached to  its  sides.  Fixed  to  the  left  arm-pieoe, 
which  also  moves  upon  a  vertical  centre,  is  a 


*  For  nearly  ten  yeai^  I  have  applied  the  elastic  force 
of  india  rubber  to  the  treatment  of  club-foot  and  spinal 
curvature  with  the  most  beneficial  results. 

This  plan  has  recently  been  made  the  subject  of  a  special 
work  and  mode  of  treatment,  without,  however,  any  ac- 
knowledgment being  made  as  to  the  source  from  whence  it 
was  derived. 
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strong  vulcanized  india-rubber  cord,  which  passes 
over  a  roller  in  conjunction  with  the  dorsal  plate, 
and  again  over  another  roller  attached  to  the 
lumbar  plate,  and  is  firmly  fixed  to  the  pelvic 
band.  On  drawing  this  cord  tightly  downwards 
Fig.  114. 


by  a  buckle  and  strap,  it  instantly  acts  upon  the 
yielding  artificial  centres,  and  induces  powerful 
and  equal  compression  of  the  lumbar  and  dorsal 
curves.  Although  the  force  employed  is  con- 
siderable, yet,  from  its  elastic  and  resilient  cha- 
racter, it  permits  the  body  to  move  freely  in  every 
direction.  By  the  persistent  action  of  the  elastic 
force  the  vertebral  curves  are  gradually  dimi- 
nished, and  a  restoration  of  natural  equilibrium 
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is  established.  With  this  form  of  instrument 
respiration  takes  place  freely,  and  the  patient 
feels  hardly  any  restraint  from  its  use. 

Another  form  of  spinal  support,  based  on  the 
same  plan,  is  thus  constructed :  its  employment 
being  intended  for  cases  of  average  severity.    A 
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pelvic  band  encircles  the  hips,  whilst  two  lateral 
uprights  remove  the  superincumbent  weight  of 
the  head  and  shoulders  from  the  spine.  On 
each  arc  of  curvature  a  metal  plate  rests,  held  by 
two  levers  which  move  freely  on  a  common 
centre. 

By  fixing  india-rubber  cords  from  the  centre 
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)ach  plate  to  the  adjacent  parts  of  the  instru- 
nt,  compression  of  the  deformed  surfaces  re- 
ts ;  but  with  the  advantage,  attributed  also  to 
I  former  instrument,  of  allowing  the  patient 
breathe  and  move  about  freely  during  the 
ole  period  of  treatment. 
I  constructed  six  distinct  forms  of  apparatus 
this  elastic  plan,  and  found  that  they  all  ful- 
ed  their  purpose  with  a  certain  degree  of 
iciency.*  I  refrain  from  giving  drawings  of 
5  other  four,  as  they  were  only  modifications 
those  just  described.  It  cannot,  however,  fail 
strike  the  professional  reader  that,  with  a 
bstance  so  easily  regulated  as  india-rubber, 
sufficient  amount  of  mechanical  force  can  be 
tained  without  fear  of  producing  abrasion  or 
itation  of  the  skin ;  whilst,  from  the  persistent 
ion  of  this  force,  the  muscles  and  ligaments 
posed  to  the  restoration  of  vertebral  equili- 
ium,  must  eventually  become  fatigued,  and 
is  yield  to  the  power  applied  to  negative  and 
srcome  their  resistance. 

Before  dismissing  this  branch  of  my  subject, 
¥0uld  give  a  description  of  two  other  forms  of 

^  I  am  deeply  indebted  to  Mr.  Erichsen  for  kindly  afford- 
;  Bie  an  opportunity  of  trying  this  plan  of  elastic  force. 

^1 
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spinal  instrument  which  have  proved  hi^ 
valuable  for  redressing  the  vertebral  arcs.  Tie 
first  is  constructed  as  follows  (Fig.  116) : 


Fia.  116. 


A  pelvic  belt  and  two  lateral  uprights  form 
the  base  of  the  structure ;  the  uprights  being 
connected  together  at  their  highest  point  by  a 
horizontal  band  of  steel  passing  across  the  shoul- 
ders.    In  the  centre  of  this  band  two  ratchet 
axes  are  fixed,  one  giving  an  uplifting  movement 
to  a  lever  which  holds  a  padded  ring,  through 
which  the  left  arm  of  the  patient  passes.  Another 
ratchet-centre,  immediately  below  the  first,  moves 
laterally.     A  webbing  band  passes  over  the  dor- 


sal  curve,  and  is  firmly  fixed  to  a  front  stem.  A 
third  ratchet-centre  occurs  in  the  middle  of  the 
pelvic  belt,  which  moves  a  lever  fixed  to  a  web- 
bing band  passing  over  the  lumbar  curve ;  and 
this  webbing  band  is  also  fixed  to  a  front  up- 
right. The  action  of  this  instrument  is  simple, 
but  excellent ;  for  upon  moving  the  upper  shoul- 
der ratchet,  an  uplifting  of  the  left  arm  and  ex- 
pansion of  the  dorsal  curve  ensues.  On  moving 
the  lower  shoulder  ratchet,  a  tightening  of  the 
webbing  band  and  diminution  of  the  arc  of  dor- 
sal curve  takes  place ;  and  on  moving  the  pelvic 
ratchet,  a  depression  of  the  lumbar  arc  is  secured. 
These  include  the  whole  of  the  conditions  re- 
quired to  restore  a  deflected  spine  to  its  original 
position. 

The  second  instrument  is  intended  for  use 
when  the  patient  is  anxious  that  the  mechanism 
should  be  concealed  firom  observation  (Fig.  117). 
Its  only  difference  consists  in  the  absence  of  lateral 
uprights,  and  the  substitution  of  a  horizontal 
arm-piece. 

Sometimes  one  of  the  ilia  may  be  so  much 
displaced  as  to  prevent  the  lumbar  plate  of  the 
preceding  instruments  acting  perfectly.  For 
overcoming  this  condition  I  have  adopted  the 
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Fio.  117. 


following    arrangement    (Fig.    118): — It   con- 
sists in  the  application  of  a  padded  plate  resting 

Fig.  118. 
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against  the  lateral  surface  of  the  displaced  ilium, 
and  acting  by  means  of  a  ratchet-joint  in  a  direc- 
tion calculated  not  only  to  depress  the  upraised 
side  of  the  pelvis,  but,  what  is  far  more  impor- 
tant, entirely  prevent  any  displacement  of  the 
mechanism,  and  increase  greatly  the  force  of  the 
upper  or  dorsal  plate. 

9.  Deformities  of  the  pelvis, — Under  this  head 
are  included  obliquity  of  the  pelvis  and  a  tilting 
forwards  of  one  or  other  hip. 

Obliquity  of  the  pelvis  frequently  arises  from 
lumbar  curvature,  and  when  dependent  upon 
other  causes  is  itself  a  source  of  spinal  curvature. 
The  chief  cause  of  obliquity  of  the  pelvis  is  a 
shortening  of  one  leg  from  whatever  soiu^ce  arising. 
When  a  difference  in  the  length  of  the  two  legs 
exists,  the  pelvis  is  necessarily  thrown  out  of  its 
horizontal  position.  As  a  further  consequence  the 
normal  relation  of  the  spinal  column  to  the  pel- 
vis is  disturbed,  and  the  maintenance  of  the 
head  in  a  just  equilibrium  is  only  possible  by 
the  formation  of  two  or  more  lateral  curves,  in 
the  manner  already  shown  in  the  section  on 
double  lateral  curvature. 

In  detamining  the  cause  of  obliquity  of  the 
pelvis,  the  first  thing  to  be  done  is  to  ascertain 
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the  length  of  the  legs.  For  there  is  an  apparait 
as  well  as  a  true  shortening  of  one  or  other  1^,  and 
the  remedy  for  the  latter  deformity  would  exagge- 
rate the  cause  of  the  former.  For  this  purpose  tbe 
patient  should  be  placed  at  full  length  on  the  bade, 
and  the  distance  measured  between  the  anterior 
superior  spinous  process  of  the  ilium  and  inner 
malleolus  of  each  limb.  If  a  difference  be  found 
in  the  length  of  the  two  limbs,  it  is  certain  that 
the  obliquity  of  the  pelvis  is  dependent  upon 
shortening  of  the  defective  limb,  and  not  upon 
lumbar  curvature.  If,  however,  the  1^  be 
found  of  equal  length,  then  the  deflection 
of  the  pelvis  will  be  due  to  distortion  of  the 
spine. 

The  mechanical  remedy  for  obliquity  of  the 
pelvis  when  it  arises  from  shortening  of  a  leg  ia 
a  thick-s(ded  boot,  the  thickness  of  the  sole  sup- 
plying  the  deficiency  of  length  in  the  shortened 
leg.  The  exact  amount  of  difference  between 
the  two  legs  being  determined,  the  sole  of  the 
boot  is  made  of  a  thickness  equal  to  the  difference. 
It  is  important  that  the  whole  of  the  sole  should 
be  raised  to  this  extent,  and  not  the  heel  alone, 
else  contraction  of  the  heel  tendon  would  be  in- 
duced. 
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If  the  obliquity  of  the  pelvis  depends  upon 
spinal  curvature,  any  attempt  to  remedy,  by 
means  of  thick-soled  boots,  the  apparent  shorten- 
ing of  a  leg  which  is  then  observed  would  ag- 
gravate the  spinal  mischief.  In  the  accompany- 
ing diagram  (Fig.  119),  the  apparent  shortening 


Fig.  119. 


of  one  leg  from  obliquity  of  the  pelvis  arising 
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from  spinal  curvature  is  shown.  It  is  seen  that 
the  dirainished  length  of  the  apparently  shorteDed 
limb  depends  upon  the  tilting  up  of  the  pelvis 
on  the  same  side.  It  is  also  clear  that  to  inter- 
pose a  substance  of  thickness  proportionate  to 
the  apparent  diflFerence  of  the  two  legs  between 
the  sole  of  the  seemingly  shortened  leg  and  the 
ground,  would  solely  add  to  the  mischief  already 
present,  by  maintaining,  if  not  exaggerating,  the 
original  cause  of  distortion.  In  such  a  case,  in 
addition  to  the  means  more  directly  employed 
for  remedying  the  spinal  defect,  it  is  only  per- 
missible to  attempt  to  depress  the  tilted  pelvis, 
by  attaching  a  weight  to  the  leg  or  by  direct 
traction. 

The  weight  may  be  fixed  to  the  boot  or  other- 
wise, and  the  patient  is  not  allowed  to  walk  except 
on  crutches.  By  this  means  it  is  occasionally 
found  that  a  gradual  depression  of  the  tilted 
pelvis  and  apparent  lengthening  of  the  leg  takes 
place. 

In  applying  traction  the  same  means  of 
extension  and  counter-extension  may  be  adopted 
as  are  used  for  fractures  of  the  neck  of  the 
thigh.  The  counter-extension  must  be  exer- 
cised upon   the  unaffected   side.       M.  Bonnet 
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describes  an  ingenious  arrangement  for  fixing  the 
pelvis  and  obtaining  a  firm  grasp  upon  the 
shortened  limb  for  the  purpose  of  traction.  To 
secure  the  former  object,  a  broad  belt  sur- 
rounds the  body  (Fig.  120),  a  strap  passing  be- 

PiG.  120. 


ueath  the  limb  which  is  not  shortened.  By 
means  of  this  strap  the  pelvis  can  be  fixed  firmly 
to  the  bed  or  couch,  or  to  a  special  apparatus 
such  as  M.  Bonnet  describes.  The  thigh  strap 
provides  for  counter-extension.  To  secure  the 
second  object,  the  thigh  and  leg  of  the  tilted 
limb  are  surrounded  by  a  well-padded  leather 
sheath  connected  together  by  side  straps.  Two 
iron  bands  project  beyond  the  foot  from  the 
lower  border  of  the  leg-sheath,  and  are  connected 
by  a  transverse  rod,  by  means  of  which  the  ex- 
tending force  is  conveyed   to  the  limb.      The 
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sheaths  enable  this  force  to  be  efifectively  apptied, 
and  prevent  injury  to  the  tissues. 

M.  Mayor,  who,  Bonnet  tells  us,  has  compre- 
hended better  than  any  other  authority,  the  in- 
dications for  treatment  of  lateral  deviations  of 
the  pelvis,  was  accustomed  to  use  energetic  trac- 
tion. Many  facts  cited  by  him,  says  Bonnet, 
show  that,  by  the  aid  of  the  means  he  proposes, 
a  limb  shortened  many  centimetres,  as  if  from 
spontaneous  dislocation,  can  be  fully  extended. 
M.  Mayor  used  a  special  apparatus  for  the  purpose 
of  extending  and  fixing  the  leg,  a  description  of 
which,  and  of  the  method  of  using  it,  will  be  found 
in  his  work,  Eoocertricites  chirvrfficaies  (1845). 

A  more  scientific  and  satisfactory  mode  of 
attaining  the  same  object  is  afforded  by  an  in- 
genious American  invention. 

It  consists,  as  will  be  seen  by  the  following  dia- 
gram (Fig.  121),  of  a  metal  stem  articulated  late- 
rally at  the  hip,  and  furnished  with  a  stop-joint 
80  arranged  that  it  prevents  the  thigh  lever  from 
becoming  perpendicular.  The  upper  extremity 
of  this  lever  is  secured  by  a  laced  webbing  band 
to  the  chest,  whilst  the  lower  one  is  fastened 
to  the  thigh  by  a  padded  metal  trough.  The 
pelvis  is  also  encircled  by  a  padded  strap,  oor- 
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Fig.  121. 


responding  with  the  centre  of  articulation  in  the 
instrument. 

When  this  instrument  is  appUed  it  has  a  ten- 
dency to  draw  the  thigh  of  the  longer  leg  in  an 
outward  direction;  and  this,  since  it  renders 
walking  impossible  until  the  shortened  leg  is  re- 
placed in  its  natural  position,  leads  to  an  uplifting 
of  the  depressed  side  of  the  pelvis,  which  is  the 
object  aimed  at. 

There  is  a  variety  of  pelvic  obliquity  charac^ 
tensed  by  a  tilting  backwards  and  upwards  of  the 
posterior  or  coccygeal  region.  This  may  be  in- 
duced either  by  relaxation  of  the  ligaments  which 
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retain  the  thigh  bones  in  their  sockets,  or  may 
arise  from  disease  or  accident,  the  margins  of  the 
osseous  cups  in  which  the  thigh-bones  rest  being 
broken  or  injured.  The  walking  of  a  patient 
thus  affected  is  distinguished  by  an  uneven,  roll- 
ing motion,  which  leaves  an  impression  that  the 
walker's  body  possesses  telescopic  articulations. 
To  counteract  this  condition,  I  usually  adopt  the 
following  apparatus. 

Fio.  122. 


Two  lateral  sliding  uprights  receive  the  weight 
of  the  body,  taking  their  bearing  under  the 
arms  and  transferring  it  to  a  deep  pelvic  trough 
carefully  moulded  to  the  hips.  Within  this 
trough,  and  just  above  the  head  of  the  external 
trochanters  of  the  thigh-bones,  hard,  semi-lunar 
pads  are  placed,  and  are  held  in  position  by  a  band 
of  steel  accurately  fitted  to  the  pelvis,  and  grasp- 
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ing  the  whole  of  it  firmly.  Between  each  leg  a 
padded  strap  passes,  which  secures  the  leathern 
trough  in  such  a  manner  that  upward  displace- 
ment is  rendered  impossible.  When  this  appa- 
ratus is  adjusted,  the  patient's  weight,  instead  of 
being  received  by  a  yielding  pelvis,  rests  entirely 
upon  the  projecting  trochanters :  and  the  pelvis 
is  again  restored  to  that  condition  of  solidity 
which  is  demanded  for  the  due  fulfilment  of  its 
mechanical  functions. 

Sometimes  the  pelvis  is  distorted  by  horizon- 
tal displacement  of  the  ilium  ;  that  is  to  say,  by 
a  projecting  forwards  of  one  hip  anteriorly  un- 
accompanied  by  shortening  of  the  limb.  This 
condition,  although  most  frequently  found  in 
combination  with  spinal  curvature,  sometimes 
exists  alone.  When  this  is  the  case,  the  appa- 
ratus adopted  is  formed  of  two  padded  steel 
plates,  hinged  behind,  and  funiished  with  a 
rack  and  pinion-screw,  so  placed  as  to  rotate  one 
half  of  the  instrument  in  a  backward  direction. 
That  side  of  the  pelvis  which  is  in  the  best 
position  is  thus  made  a  fiixed  point  for  mechanical 
action,  and  the  anterior  surface  of  the  opposite 
hip,  being  grasped,  is  dragged  backwards,  and  at 
the  same  time  is  rotated  upon  the  spine  (Fig.  123). 
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The  tendency  to  curvature  of  the  spinal  column 
which  necessarily  arises  from  disturbance  of  the 
horizontal  plane  of  the  pelvis^  makes  it  a  matter 
of  considerable  importance  to  prohibit  a  habit  not 
uncommon  among  children  of  standing  heavily 
upon  one  'leg.  The  persistence  in  this  habit, 
particularly  in  debilitated  children  is  very  apt  to 
interfere  with  the  perpendicular  position  of  the 
spine,  and  lead  to  permanent  curvature. 


IL  Debilities. 

Under  the  head  of  Debilities  of  the  Trunk  I 
include : — 

1.  Spinal  Debility. 

(a,)  Gymnastics  of  the  Spine. 

2.  Rupture. 

3.  Pendulous  Abdomen. 

4.  Prolapse  op  the  Womb. 

5.  Prolapse  of  the  Rectum. 
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1.  Spinal  Debility. — Spinal  debility  is  a  vague 
tenn.  It  has  been  objected  to,  on  the  one  hand, 
as  including  too  much,  on  the  other,  as  conveying 
too  little — ^too  much,  as  under  one  and  the  same 
term  were  concealed  several  different  and  discon- 
nected pathological  conditions  ;  too  little,  as  it  did 
not  specify  either  the  form  of  the  debiUty  or  the 
special  structures  or  structure  affected  by  it. 
It  is  a  term  indeed,  expressing  our  ignorance 
rather  than  our  knowledge.  But  be  this  as  it 
may,  we  cannot  do  very  well  without  the  desig- 
nation. It  is  very  useful  and  includes  a  large 
dass  of  cases,  which,  until  pathologists  furnish  us 
with  a  better  terminology  for  them,  are  best  de- 
scribed by  the  general  expression,  fpincU  debility. 
Among  these  cases  are  those  numerous  in- 
stances of  incipient  deflection  of  the  spinal 
column  which  seem  to  arise  from  general  debi- 
lity of  the  whole  system,  and  in  which  the 
different  tissues  of  the  spine  and  the  attached 
muscles  are  equally  affected.  These  cases  are 
chiefly  observed  among  young  children,  particu- 
larly those  of  weakly  constitutions  and  who  grow 
rapidly.  In  many,  if  not  the  majority,  me- 
chanical support  alone,  or  in  conjunction  with 
regulated  muscular  exercise,  is  of  great  assistance 
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to  the  physician,  and  is  frequently  essential  to 
the  successful  treatment  of  the  case. 

If  the  debility  should  have  led  to  any  of  the 
more  definite  forms  of  curvature  already  discussed, 
the  instruments  described  will  be  found  available 
for  the  treatment;  and  more  or  less  modified, 
they  are  adapted  to  control  or  relieve  incipient 
curvatures.  But  special  provision  has  also  been 
made  for  the  relief  of  general  weakness  of  the 
spinal  column,  particularly  when  accompanied 
with  a  tendency  to  lateral  curvature.  The  instru- 
ment (Fig.  124)  designed  for  this  purpose  was 
invented  by  Dr.  Abbe,  of  Boston,  U.S.,  and  was 
termed  by  him  the  Ortho-spinalis,  or,  in  plain 
English,  the  spine-straightener.  It  consists  of  a 
light  metallic  frame,  accurately  representing  the 
posterior  surface  of  the  thorax,  and  having  at 
its  centre,  coincident  with  that  point  where  the 
lumbar  and  dorsal  curves  generally  blend,  a 
free  joint.  On  either  side  of  this  central  joint 
bands  of  india  rubber  are  fixed,  which  by  their 
reaction  against  each  other,  serve  to  keep  the 
apparatus  in  a  perpendicular  position.  This 
instrument  takes  its  principal  bearing  around  the 
pelvis,  and  as  its  shape  resembles  that  of  a  per- 
fectly formed   body,   all    trace  of  curvature  is 
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hidden,  and  in  lieu  a  perfectly  symmetrical  trunk 
is  presented.  It  is  an  extremely  clever  invention ; 
and  for  supporting  a  weakened  spine  or  prevent- 
ing lateral  curvature,  acts  better  than  anything 
else  I  am  acquainted  with. 

Not  unfrequently  in  conjimction  with  the  signs 
of  spinal  debility,  tenderness  on  pressure  is  found 
at  some  point  of  the  spine.  When  this  is  the 
case  it  is  necessary  to  adopt  a  form  of  instrument 
which,  while  affording  support  to  the  trunk  and 
removing  the  weight  of  the  head  and  shoulders, 
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leaves  the  spinal  column  free  from  pressure. 
Instruments  have  already  been  described,  which, 
more  or  less  modified,  would  meet  the  difficulties 
of  the  case  supposed  (see,  for  example.  Fig.  76). 
In  the  following  drawing  (Fig.  125)  is  depicted  an 
apparatus  specially  designed  to  support  the  spine 
without  exercising  pressure  upon  it.     It  consists 
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of  a  pelvic  belt  with  hip  bands,  supporting  two 
parallel  vertebral  levers,  which,  when  the  instru- 
ment is  in  position,  rest  upon  either  side  of 
the  spine  without  touching  it.  To  the  summits  of 
the  levers  is  attached  a  shoulder  pad  and  arm  rests, 
while  to  the  middle  is  fastened  an  abdominal  belt. 
A  belt  also  passes  from  one  hip  band  to  the 
other  across  the  hypogastrium. 
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Gymnastics  of  the  Spine, 

Gymnastics  constitute  one  of  the  most  impor- 
tant means  we  possess  for  remedying  spinal  de- 
bility and  distortion.      Within  the  past  thirty 
years  several  attempts  have  been  made  to  reduce 
those  muscular  exercises  to  a  system,  which  have 
been  found  most  beneficial  for  the  treatment  of 
deformities.     Foremost  among  the  workers  who 
have  sought  this  end  must  be  named  Ling,  Roth, 
Georgii,  Chiosso,  and  Heine.     In  many  cases  of 
slight  or  incipient  spinal  debility  or  deformity,  gym- 
nastics alone  will  prove  sufficient  to  rectify  the  evil; 
but,  as  a  rule,  they  are  found  most  beneficial  when 
used  in  combination  with  mechanical  support. 

Gymnastics  have  been  much  more  extensively 
used  for  therapeutical  purposes  on  the  continent 
than  in  this  country.  Several  years  ago,  T 
visited  the  most  celebrated  orthopaedic  esta- 
blisbments  of  Vienna,  Dresden,  Berlin,  Stutgard, 
Caansdat,  Munich,  Paris,  Brussels,  &c.,  in  which 
gymnastics  were  specially  employed  for  the 
treatment  of  deformities.  I  found  that  almost 
without  exception  the  successes  obtained  in  these 
establishments  arose  from  a  judicious  combina- 
tion of  gymnastics  with  mechanical  support.    The 
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gymnastic  appliances  made  iise  of  were  of  the 
simplest  order,  consisting  of  a  horizontal  hand- 
swing,  an  inclined  ladder,  a  few  parallel  bars,  and 
some  knotted  ropes  depending  from  the  ceiling. 
With  these  slight  aids  almost  every  variety  of 
gymnastic  movement  was  performed. 

It  is  no  part  of  my  purpose  to  enter  into  a 
detailed  description  of  one  or  other  of  the  elabo- 
rate systems  of  gymnastics  which  have  been  sug- 
gested for  the  treatment  of  spinal  deformities. 
These  systems,  as  a  rule,  require  the  constant 
presence  of  the  master  for  their  efiFectual  practice. 
I  would  refer  to  the  special  works  which  have 
been  written  on  the  subject. 

My  present  object  is  to  explain  the  nature  and 
construction  of  such  gymnastic  appliances  as 
have  been  found  most  useful  as  adjuncts  to  the 
treatment  of  spinal  distortions,  and  to  illustrate 
their  ordinary  uses. 

Among  the  simplest  may  be  mentioned  the 
horizontal  hand  swing,  which  is  constructed  as 
follows:  Two  ropes  of  equal  length,  firmly 
secured  to  the  ceiling  of  a  room,  carry  at  their 
lower  extremities  a  polished  wooden  horizontal 
rod,  sufficiently  thick  to  be  grasped  firmly  by 
the  hands  of  the  patient  when  standing  on  tip- 


SPINAL    GYMNASTICS.  341 

toe.  This  form  of  apparatus  is  intended  to  exer- 
cise the  muscles  of  the  spine  and  chest,  and  its 
value  arises  from  the  necessary  employment  of  a 
considerable  amount  of  muscular  power  in  swing- 
ing the  body  backwards  and  forwards,  whilst 
suspended  by  the  hands.  When,  however, 
spinal  curvature  has  assumed  a  permanent  cha- 
racter, the  single  horizontal  bar  seldom  accom- 
plishes any  satisfactory  result.  Por  this  class  of 
cases  I  have  devised  a  modification  of  the  hand- 
swing,  so  constructed  as  to  induce  an  expansion 
of  the  arcs  of  spinal  curvature,  whilst  those 
muscles  which  exist  within  the  concavities  are 
more  powerfully  exercised  than  their  stronger 
antagonists.  By  this  arrangement,  the  muscles 
previously  debilitated,  are  chiefly  brought  into 
play  ;  and  the  objection  frequently  urged  against 
gymnastic  treatment  in  spinal  deformity,  namely, 
that  it  brings  into  operation  those  muscles  which 
are  already  acting  too  strongly,  is,  to  a  great 
extent,  set  aside.  To  accomplish  this  end,  two 
horizontal  rods  are  required,  arranged  as  repre- 
sented in  the  following  drawing  (Fig.  126). 

When  the  patient  begins  to  swing  the  body, 
the  arm  on  the  concave  side  of  the  deformity  is 
raised  beyond  the  level  of  the  opposite  hand, 
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Fig.  126. 


and  thus  produces  a  considerable  amount  of 
activity  in  those  muscles  (a)  which  act  within 
the  concavity  of  the  curve ;  whilst,  owing  to  the 
flexed  and  almost  rigid  position  of  the  depressed 
hand  (c),  those  muscles  (b)  situated  on  the  con- 
vexity of  the  curve  are  left  almost  entirely  at 
rest.  By  sedulously  maintaining  this  system  of 
exercise,  in  conjunction  with  mechanical  support, 
vertical  equilibrium  may  be  gradually  restored, 
whilst   the  health  of  the  patient  is  invariably 
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improved.  This  kind  of  swing  is  employed  in 
cases  of  ordinary  permanent  curvature ;  but 
where  an  aggravated  amount  of  distortion  exists, 
it  is  customary  to  advise  the  use  of  an  ap- 
pliance (Fig.  127)  which  consists  of  two  wooden 
handles  fixed  to  powerful  india-rubber  cords. 
One  of  these  cords  acts  in  a  vertical,  the  other  a 
horizontal  direction ;  the  reason  for  this  being, 
that  the  hand  (a)  corresponding  with  the  con- 
cavity of  the  dorsal  curve  (b)  should  be  raised, 
whilst  that  which  corresponds  to  the  convexity  (c) 
should  be  laterally  extended.  By  this  means  the 
attenuated  muscles  situated  within  the  concavity 
of  the  dorsal  curve  are  exercised  without  danger 
of  opposition  from  their  stronger  antagonists. 

When  the  left  hand  is  drawn  downwards  it 
brings  into  action  the  muscles  belonging  to  the 
dorsal  concavity,  while,  as  the  right  hand  firmly 
grasps  the  horizontal  elastic  cord^  those  muscles 
sttoated  upon  the  convexity  are  held  in  a  com- 
paratively quiescent  state.  If  the  left  hand  were 
not  raised,  holding  the  right  one  horizontally 
would  increase  the  action  of  the  muscles  on  the 
convexity  of  the  upper  curve ;  but  owing  to  the 
oblique  position  given  to  the  shoulders  these 
muscles  remain  at  rest. 
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Fig.  127. 


In  cases  of  double  lateral  curvature,  accom- 
panied with  debility  in  the  erectors  of  the  spinC 
the  appliance  generally  employed  is  in  the  form 
of  two  strong  elastic  cords  secured  to  the  floor, 
and  carrying  handles  so  arranged  that  the  patient 
has  to  stoop  forward  to  reach  them.  On  raising 
the  body,  the  longissimus  dorsi  and  sacro-Imn- 
balis  muscles  are  powerfully  exercised,  which  is 
the  object  sought. 

This  movement  being  somewhat  similar  to 
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Fig.  128. 


that  employed  by  the  upper  workman  in  using 
the  great  double-handled  saw,  has  received 
the  inelegant  designation  of  "the  top-sawyer 
exercise/' 

The  foregoing  appliances  are  more  or  less  valu- 
able according  to  the  cases  for  which  they  are  em- 
ployed ;  but,  unless  used  with  a  certain  amount 
of  judgment  and  care,  there  is  some  risk  of  their 
accidentally  increasing  the  curvature,  by  unduly 
exercising  muscles  already  acting  too  forcibly. 

To  guard  against  the  chance  of  this  occur- 
rence, I  have  contrived  a  portable  gymnasium, 
so  arranged  that  neither  the  patient  nor  physician 
can  well  err.     An  additional  advantage  is,  that 
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whilst  tbe  same  apparatus  is  applicable  for  every 
variety  of  spinal  distortion,  it  is  also  available 
as  a  gymnasium  in  vrhich  those  members  of  a 
family  who  have  no  need  of  exercising  their 
muscles  for  the  relief  of  a  deformity  can  yet  im- 
prove their  health,  symmetry,  and  strength,  by 
amusing  themselves  with  the  endless  but  simple 
exercises  for  which  it  is  adapted. 

The  "gjrmnasium"  (Fig.  129)  consists  of  a 
square  wooden  frame,  having  a  double  back 
within  which  the  weights  and  pulleys  which 
govern  the  action  of  the  respective  cords  are  con- 
cealed, thus  adding  to  the  elegance  of  the  struc- 
ture, and  preserving  the  apparatus  from  accidental 
derangement.  Within  the  centre  of  this  frame  is 
a  seat  capable  of  being  raised  or  lowered  to  suit  the 
patient's  height,  and  with  its  surface  so  inclined 
that  the  body  simply  rests  against  it  in  a  semi-erect 
posture  and  can  be  fixed  by  a  strap  passing  around 
the  hips.  Extending  from  the  two  front  piUars  are 
three  double  arches  of  metal,  one  at  each  side,  and 
a  third  in  the  front.  These  arches  give  attach- 
ment, by  means  of  loose  puUies,  to  cords,  which 
communicate  with  other  pulleys  hid  in  the  back 
of  the  apparatus.  Connected  with  these  cords 
are  handles.     Over  the  head  a  cross-bar  affords 
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Fig.  129. 
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attachment  to  other  pulleys  iand  handles,  ftlso  to 
a  trapeze,  and,  when  needed,  a  chin-strap.  Be- 
sides these  appurtenances  there  are  two  handles 
at  the  feet  connected  with  weighted  cords  and 
pulleys,  also  two  pedals  similarly  arranged.  To 
the  weighted  cords  of  the  lateral  arches  webbing 
bands  can  be  attached  when  needed. 

In  this  arrangement  of  pulleys,  it  will  be  per- 
ceived that  the  patient  has  the  power  of  drawing 
the  handles  towards  her  in  all  directions,  and 
consequently  has  every  variety  of  movement 
within  grasp.  The  drawing  shows  the  apparatus 
in  use  as  an  ordinary  gymnasium.* 

When  planning  this  gymnasium,  in  so  far  as  it 
is  applicable  to  spinal  curvature,  I  felt  persuaded 
that  the  body  must  be  fixed  in  the  centre  of  the 
mechanism.  I  also  judged  that  the  arcs  of  spinal 
curvature  must  be  expanded  concurrently  with 
the  muscles  placed  within  their  concavities  being 
brought  into  action,  and  that  the  whole  spinal 
column  should  be  slightly  extended,  so  as  to 
remove  the  vertical  weight  of  the  head  and  shoul- 
ders from  the  intervertebral  cartilages. 


*  This  form  of  g3anhasiain  has  been  adopted  for  use 
at  the  National  Hospital  for  Paralysis  and  Epilepsy,  by 
Dr.  Baddiffe. 
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To  accomplish  the  first  requisition,  the  appa- 
ratus is  made  to  receive  the  patient  in  its  centre 
in  a  half-erect  posture,  that  is  to  say,  neither 
sitting  nor  standing ;  but  with  the  pelvis  resting 
against  an  inclined  seat,  and  fixed  to  it  by  a 
padded  band,  which  thus  secures  firmness  of 
resistance  in  anticipation  of  the  exercises  about 
to  be  taken. 

To  carry  out  the  second  idea,  I  have  arranged 
the  webbing  bands  referred  to,  so  that  one  may 
press  upon,  the  arc  of  the  dorsal,  and  the  other 
upon  the  arc  of  the  lumbar  curve,  the  bands  being 
fixed  to  opposite  sides  of  the  mechanism,  and 
weighted  in  proportion  to  the  resistance  offered 
by  the  several  curves.  By  this  arrangement  the 
patient  moves  and  breathes  freely,  notwithstand- 
ing that  the  spinal  arcs  are  compressed  at  their 
centres,  and  expanded  at  their  extremities  by 
the  weighted  elastic  bands.  Lastly,  the  head  of 
the  patient  is  secured  in  a  little  padded  chin- 
strap,  fixed  by  an  elastic  band  to  the  upper  part 
of  the  apparatus  ;  the  effect  of  which  is  to  entirely 
remove  the  weight  of  the  head  from  the  inter- 
vertebral substances,  and  thus  aid  the  lateral 
webbing  bands  in  expanding  the  arcs  of  curva- 
ture.    Thus  fixed  in  the  centre  of  the  mechanism, 
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the  body  preserves  a  perfect  degree  of  equilibrium, 
and  is  brought  as  nearly  as  possible  to  a  straight 
line,  which  in  a  distorted  figure  is  one  of  the 
first  points  to  be  arrived  at. 

By  acting  against  the  natural  tendency  of  a 
deformed  spine  to  increase  its  arcs  of  curvature, 
the  muscles  on  the  convexities  of  the  curves 
become  relaxed,  and  their  resistance  to  their 
weaker  antagonists  is  diminished.  And  by  ex- 
tending the  spine  between  the  occiput  and  pelvis, 
as  effected  by  the  chin-strap,  a  certain  amount  of 
tension  upon  the  debilitated  muscles  situated 
within  the  concavities  of  the  curves  is  brought 
about  and  their  contractility  called  into  action. 

These  points  are  entirely  novel  in  the  treat- 
ment of  spinal  curvature  by  gymnastic  exercises. 

An  important  feature  of  this  arrangement  is, 
that  as  the  webbing  bands  are  always  acted  upon 
by  weights,  the  movements  of  the  arms  and  hands 
tend  to  unfold  the  spinal  arcs  of  curvature, 
whilst  the  necessary  exercise  for  strengthening 
the  muscles  remains  unimpeded. 

The  following  drawing  (Fig.  130)  represents 
one  of  the  most  useful  exercises  in  cases  of 
double  lateral  curvature — viz.,  one  arm  upraised 
and  the  other  extended. 
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[t  will  be  seen  that  the  patient's  pelvis  is  fixed 

a  strap  to  the  seat;  whilst  over  the  arc  of 

dorsal  curve,  and  acting  in  a  direction  calcu- 

3d  to  diminish  it,  a  band  passes  which  is  at- 

FiG.  130. 


bed  to  the  side  of  the  apparatus.  Another 
id  is  also  placed  on  the  opposite  side  of  the 
ly   over    the    lumbar    curve,    and   similarly 
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fastened  to  the  side.  Both  bands  are  acted  upon 
by  weights  carefully  proportioned  to  the  decreed 
curvature.  The  head  rests  in  a  padded  bani 
The  left  hand  is  perceived  to  be  raised  for  the 
purpose  of  pulling  downwards  a  weight,  and  thus 
exercising  the  muscles  on  the  concavity  of  the 
dorsal  curve.  The  right  hand  is  laterally  extended, 
so  that  the  muscles  in  the  concavity  of  the 
lumbar  curve  may  also  be  brought  into  action. 

Whilst  carefully  investigating  the  method  by 
which  only  those  muscles  which  are  actually 
required  to  be  exercised  should  be  brought  into 
activity,  I  arranged  the  following  tables  as  a 
guide  for  the  adoption  of  such  exercises  as  would 
particularly  tend  to  the  accomplishment  of  the 
object  in  view. 

The  first  table  refers  to  the  action  of  the  dif- 
ferent vertebral  muscles. 

The  second  table  shows  the  action  of  each  ver- 
tebral muscle  in  relation  to  spinal  curvature. 

The  tfiird  table  shows  the  vertebral  muscles  as 
distributed  in  the  diflfierent  regions  of  the  spine. 

HhQ  fourth  table  classifies  the  muscles  particu- 
larly .implicated  in  maintaining  the  arcs  of  curva- 
ture. 

When  I  first  began  to  examine  the  various 
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muscles  of  the  spine,  with  a  view  to  ascertain 
the  influence  which  they  severally  exerted,  I  soon 
perceived  that  some  system  must  be  devised  for 
finding  their  aggregate  action ;  because  unless 
this  action  could  be  determined  with  accuracy, 
very  little  good  would  result  from  the  employ- 
ment of  exercises. 

After  thinking  of  several  plans  by  which  the 
action  of  the  spinal  muscles  might  be  ascer- 
tained, I  hit  upon  the  following,  as  most  easy  of 
adoption.  I  fixed  to  an  ordinary  skeleton,  pieces 
of  tape,  representing  the  position  held  by  the 
different  muscles.  In  order  to  distinguish  the 
various  anatomical  layers,  I  used  tape  of  six  various 
colours.  By  this  means,  the  action  of  the  muscles 
in  different  combinations  could  be  readily  deduced. 

Taking  away  one  or  more  of  the  tapes  repre- 
senting muscles,  I  was  enabled  to  calculate  how 
the  remainder  would  exercise  their  force. 

By  placing  also  the  skeleton  in  a  contorted 
form,  I  could  estimate  the  probable  result  of  the 
change  upon  particular  muscles.  Feeling  the 
importance  of  any  experiments  of  the  kind,  I 
prepared  the  tabulated  forms  which  follow.  They 
are  not  perfect,  but  such  as  they  are,  they  will 
facilitate  the  employment  of  gymnastic  exercises. 

23 
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TABLE  I. 

The  levatores  costarum  are  attached  to  the  last 
cervical,  and  to  eleven  dorsal  vertebrae,  and  are 
inserted  into  the  whole  of  the  ribs  between  their 
angles  and  tubercles.  The  mechanical  action  of 
these  muscles  is  that  of  raising  the  ribs,  and  i(X 
this  purpose  they  act  from  the  spine  as  a  fixed 
point.  Upon  any  disturbance  of  their  mutual 
equilibrium  they  tend,  by  unduly  approximating 
the  ribs  on  the  side  of  most  action^  to  promote 
dorsal  curvature.* 

The  intertransversales  are  attached  to  the 
transverse  processes  of  the  entire  vertebrae.  Their 
action  is  that  of  maintaining  the  spine  erect. 
When  equilibrium  is  disturbed,  they  favour  a 
lateral  curvature  of  the  entire  spinal  column. 

The  interspinales  are  attached  to  the  spinous 
processes  of  the  cervical  and  Imnbar  vertebrae. 
They  hold  the  spine  erect,  but,  when  disturbed, 
admit  of  the  vertebrae  flexing  anteriorly. 


*  By  disturbance  of  equilibrium  the  author  means  to 
convey  the  idea  that  an  interruption  to  the  antagonism 
between  the  two  sets  of  muscles  has  taken  place. 
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The  mullijidas  spinoe  passes  along  the  whole 
length  of  the  spine  in  the  groove  formed  by  the 
transverse  and  spinous  processes ;  it  is  also  at- 
tached to  the  sacrum  and  ilium.  Its  action 
maintains  the  spine  laterally  erect.  When  dis- 
turbed, yielding  ensues  in  a  lateral  direction. 

These  four  muscles  constitute  the  sixth  layer  ^  and 
give  stability  to  the  spinal  column. 

The  obliquus  superior  passes  from  the  atlas  to 
the  occiput.  Its  action  tends  to  hold  the  head 
erect,  and  aids  rotation.  When  disturbed,  re- 
verse action  occurs. 

The  obliquus  inferior  extends  from  the  trans- 
verse process  of  the  atlas  to  the  spinous  process 
of  axis,  and  aids  oblique  rotation. 

The  rectus  lateralis  joins  the  occiput  to  the  atlas, 
and  aids  rocking  of  the  head.  Disturbed,  re- 
verse action  occurs,  as  in  cervical  curvature. 

The  rectus  posticus  minor  arises  from  the  atlas, 
and  joins  the  occiput ;  it  holds  the  head  back- 
wards.    Disturbed,  reverse  action  occurs. 

The  rectus  posticus  major  arises  from  the  axis, 
and  joins  the  occiput;  it  keeps  the  head  pos- 
teriorly perpendicular,  and  also  draws  it  back- 
wards.    When  disturbed,  reverse  action  occurs. 

These  five  muscles  move  the  head  upon  the  spine. 
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The  semispinalts  colli  nins  from  the  transverse 
processes  of  fifth  and  sixth  upper  dorsal  to  the 
spinous  processes  of  the  four  upper  cervical 
vertebrae ;  it  gives  perpendicular  motion  [to  the 
cervical  vertebrae,  and,  v^^hen  disturbed,  favoun 
cervical  curvature. 

The  semispinalis  dorsi  is  attached  to  the  trans- 
verse processes  of  from  six  to  ten  dorsal  vertebne, 
and  is  inserted  into  the  transverse  processes  of 
the  four  upper  dorsal  and  tw^o  cervical.  It  exer- 
cises perpendicular  action  against  the  dorsal 
vertebrae,  and,  when  disturbed,  it  facilitates  the 
creation  of  lateral  cervico-dorsal  curvature.  The 
semispinalis  dorsi  and  colli  act  as  erectors  of  the 
neck. 

The  seven  preceding  muscles  constitute  thejijik 
layer. 

The  complewus  is  attached  to  the  transverse  pro- 
cesses of  three  upper  dorsal  and  one  lower  cer- 
vical vertebrae,  and  is  inserted  into  the  curved  line 
of  the  occiput.  It  serves  to  move  the  head  back- 
wards, and  aids  rotation. 

The  trachelo-tnastoideus  is  attached  to  the  three 
upper  dorsal  and  last  cervical  vertebrae;  it  is 
inserted  into  the  mastoid  process.  The  muscle 
thus  assists  the  rectus  lateralis  in  lateral  move- 
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ment  of  the  head,  and  also  the  semispinalis  colli 
and  splenius  capitis,  in  acting  laterally  on  cervical 
vertebrae  in  the  creation  of  cervical  curvature. 

The  transveraalis  colli  is  attached  to  the  fifth 
and  sixth  upper  dorsal,  and  inserted  from  the 
second  to  the  sixth  cervical  vertebrae.  Its  action 
helps  the  intertransversales,  and  in  cervical  curva- 
ture it  becomes  contracted. 

The  cervicalis  ascendens  is  attached  to  the 
angles  of  third,  fourth,  fifth,  and  the  sixth  ribs,  and 
is  inserted  into  the  transverse  processes  of  the 
third,  fourth,  fifth,  and  sixth  cervical  vertebrae. 
Its  action  is  to  draw  the  ribs  upwards  or  cervical 
vertebrae  obliquely  downwards,  and  thus,  when 
disturbed,  it  serves  to  maintain  cervical  cur- 
vature. 

The  spinalis  dorsi  arises  from  the  spinous  pro- 
cesses of  the  two  upper  lumbar  and  two  lower 
dorsal  vertebrae,  and  is  inserted  into  the  spinous 
processes  of  the  upper  dorsal  from  the  second  to 
the  eighth.  It  is  an  erector  of  the  spine,  and  as 
such  assists  the  interspinales,  sacro-lumbalis,  and 
longissimus  dorsi.  When  disturbed,  posterior 
curvature  ensues. 

The  sacrO'lumdalis  arises   from  the   sacrum, 
ilium,  and  lumbar  vertebrae,  and  is  inserted  into 
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the  angles  of  the  six  lower  ribs.  Its  action  is  to 
keep  the  lumbar  vertebrae  erect.  When  dis- 
turbed, it  materially  influences  the  formation  and 
maintenance  of  lumbar  curvature. 

The  longisahmia  dorsi  arises  from  the  sacrum  and 
lumbar  vertebrae,  and  is  inserted  into  the  angles  of 
eleven  ribs  and  the  transverse  processes  of  the 
dorsal  and  lumbar  vertebrae.  It  contracts  in  con- 
junction with  the  sacro-lumbalis,  and  acting  upon 
the  lumbar  and  dorsal  vertebrae  erects  the  spine, 
"When  disturbed,  it  induces  lumbar  curvature. 

These  seven  muscles  constitute  the  fourU 
layer. 

The  splenius  colli,  and  splenitis  capitis. — These 
two  muscles  have  a  common  origin  from  the  six 
upper  dorsal  spinous  processes  and  last  cervical. 
The  former  is  inserted  into  the  transverse  pro- 
cesses of  the  three  or  four  upper  cervical  vertebra ; 
the  latter  into  the  rough  surface  of  the  occiput, 
and  the  mastoid  portion  of  the  temporal  bone. 
They  act  conjointly  in  holding  the  head  erect, 
and  rotating  it. 

The  serraf us  posticus  inferior  is  attached  to  the 
spinous  processes  of  the  two  lower  dorsal  and  two 
upper  lumbar  vertebrae,  and  is  inserted  into  the 
angles  of  the  four  lower  ribs.     Its  action  is  that 
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of  depressing  the  ribs,  and  also  slightly  aiding 
rotation  of  the  ribs  upon  the  vertebrae. 

The  serraius  posticus  superior  is  attached  to 
the  spinous  processes  of  the  two  upper  dorsal 
and  one  lower  cervical  vertebrae,  and  is  inserted 
into  the  margins  of  the  second,  third,  fourth, 
and  fifth  ribs.  Its  action  is  antagonistic  to  the 
preceding  muscle,  and  tends  to  raise  the  ribs 
upon  the  spine.  Disturbed,  it  creates  dorso- 
lumbar  curvature. 

These  four  muscles  constitute  the  third  layer. 

The  rhomboideus  major  arises  from  the  spinous 
processes  of  the  four  upper  dorsal  vertebrae,  and  is 
inserted  into  the  posterior  border  of  the  scapula. 
Its  action  is  that  of  drawing  the  scapula  horizon- 
tally back  to  the  spine,  or  the  spine  to  scapula. 

The  rhomboideus  minor  arises  from  the  spinous 
processes  of  the  last  cervical  vertebrae,  and  is  in- 
serted into  the  edge  of  the  triangular  surface  of 
posterior  border.  It  draws  the  scapula  obliquely 
upwards  to  the  cervical  veilebrae. 

These  two  muscles  particularly  influence  the 
convexity  of  dorsal  curves. 

The  Levator  anguli  scapula  arises  from  the 
transverse  processes  of  the  four  upper  cervical 
vertebrae,  and  is  inserted  into  the  upper  angle 
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and  posterior  border  of  the  scapula.  Its  action 
is  to  draw  the  scapula  upwards  towards  the 
cervical  vertebrae,  or  the  spine  downwards  to 
scapultr. 

Tlie  three  preceding  mtcscles  form  the  second 
layer. 

The  latissimua  dorsi  arises  from  the  spinous  pro- 
cesses of  the  lower  dorsal  and  all  the  lumbar  ver- 
tebrae, also  from  the  sacrum,  ilium,  and  four  lower 
ribs,  and  is  inserted  into  the  bicipital  groove  of 
the  humerus.  The  action  of  this  muscle  tends 
to  draw  the  shoulder  back  upon  the  spine,  or 
the  spine  laterally  to  the  shoulder.  It  also 
steadies  the  scapula  by  pressing  upon  its  inferior 
angle. 

The  trapezius  arises  from  the  inner  third  of 
occiput,  and  is  attached  to  the  last  cervical  and  the 
whole  of  the  dorsal  vertebrae,  also  to  the  scapula 
with  clavicular  attachment  from  occiput  to  clavicle. 
It  exercises  action  upon  the  shoulder  in  three 
directions,  viz.,  its  clavicular  and  occipital  fibres 
draw  it  upwards,  its  upper  dorsal,  cervical,  and 
scapular  fibres,  backwards,  its  lower  dorsal  fibres, 
slightly  downwards. 
*  Uiese  two  muscles  form  the  first  layer. 
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TABLE  III. 

This  table  specifies,  according  to  their  anato- 
mical layers,  those  muscles,  and  their  mechanical 
actions,  which  are  found  grouped  together  in  the 
cervical,  dorsal,  and  lumbar  regions,  and  thus 
enables  the  reader  to  ascertain  the  special  in- 
fluence they  combinedly  exercise  in  the  produc- 
tion and  retention  of  lateral  curvature. 


Cervical  Region. 

The  trapezius,  draws  the  cervical  vertebrae  to- 
wards the  shoulder,  and  the  shoulder  towards 
the  vertebrae. 

The  levator  anguli  scapulw,  lifts  the  scapula 
towards  the  head,  and  draws  the  head  down- 
wards. 

The  rhomboidetis  minor y  draws  the  scapula  in 
an  oblique  direction  to  the  spine,  or  the  spine 
to  the  scapula. 

The  serratus  posticus  superior,  lifts  the  ribs 
upwards  upon  the  spine,  and  the  spine  to  the  ribs. 

The  splenius  capitis,  draws  the  head  obliquely 
to'  the  spine. 
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The  splenitis  colli,  draws  the  cervical  vertebrae 
laterally. 

The  cervicalis  ascendens,  raises  the  ribs  upon 
the  cervical  vertebrae,  or  draws  the  cervical  ver- 
tebrae obliquely  downwards. 

The  transverscdis  colli,  helps  in  sustaining  the 
head  and  neck  erect. 

The  trachelo  mastoidem,  moves  the  head  late- 
rally, and  draws  the  cervical  vertebrae  towards 
the  head. 

The  complexuSy  draws  the  head  backwards, 
and  holds  the  neck  erect. 

The  semispinalis  dorsi,  exercises  slight  per- 
pendicular traction  against  the  cervical  vertebrae. 

The  setnispinalis  colli,  exercises  perpendicular 
traction  against  the  cervical  vertebrae  in  a  larger 
degree. 

The  multifidus  spina,  holds  the  head  and  neck 
laterally  erect. 

The  interspincdes,  hold  the  head  and  neck 
posteriorly  erect. 

The  intertransverscdeSy  maintain  the  vertebrae 
in  an  erect  position. 

The  levatores  costarum,  raise  the  ribs  upon 
the  cervical  vertebrae. 
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Dorsal  Begion. 

The  trapezius,  draws  the  scapula  almost  hori- 
zontally to  spine,  and  spine  to  scapula. 

The  latissimus  dorsi,  draws  the  shoulder  to- 
wards the  dorsal  vertebrae,  and  spine  to  shoulder. 

The  rliomboideus  majoVy  draws  the  scapula 
horizontally  to  vertebrae,  and  the  vertebrae  to  the 
scapula. 

The  serratm  posticus  superior,  lifts  the  ribs 
upon  the  spine. 

The  serratm  posticus  inferior,  depresses  the 
ribs  upon  the  spine. 

The  splenius  capitis,  draws  the  head  towards  the 
dorsal  vertebrae,  and  dorsal  vertebrae  to  the  head. 

The  lonffissimtis  dorsi,  creates  oblique  action 
iu  the  whole  dorsal  vertebrae. 

The  spinalis  dorsi,  holds  the  spine  perpen- 
dicularly erect  posteriorly. 

The  tranversalis  cervicis,  maintains  the  dorsal 
and  cervical  vertebrae  mutually  erect. 

The  trachelo  mastoideus,  obliquely  flexes  the 
cervical  vertebrae. 

The  complexus,  draws  the  head  backwards 
and  holds  it  erect. 
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The  semispinalis  dorsi,  gives  perpendicular 
attachment  to  the  dorsal  vertebrae. 

The  semihpinalis  colli,  helps  to  keep  the  cer- 
vical and  dorsal  vertebrae  erect. 

The  levatorea  costarum,  lift  the  ribs  upon 
vertebrae. 


Lumbar  Region. 

The  latismnus  dorsiy  draws  the  shoulder  to- 
wards the  lumbar  vertebrae,  and  the  spine  to  the 
shoulder. 

The  aerrattia  posticus  inferior^  depresses  the 
ribs  upon  the  spine. 

ITie  sacro4umhalisy  exercises  perpendicular 
action  on  the  whole  of  the  lumbar  vertebrae. 

The  lonffissimus  dorsi,  creates  oblique  action 
on  the  whole  of  the  lumbar  vertebrae. 

The  spinalis  dorsi,  hold  the  lumbar  vertebrae 
posteriorly  erect. 

The  interspinales,  hold  the  lumbar  vertebrae 
posteriorly  erect. 

The  multijidus  spina,  holds  the  spine  laterally 
erect,  and  by  relaxation  induces  slight  lateral 
action. 
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The  intertransversaleSi  hold  the  lumbar  ver- 
tebrae laterally. 


Costal  Region, 

The  latissimus  dorsiy  being  aflBxed  to  the  ribs, 
tends  to  draw  the  dorsal  vertebrae  into  oblique 
lateral  action. 

The  aacrO'lumbalis,  holds  the  spine  erect,  and 
exercises  oblique  lateral  action  against  lumbar 
vertebrae. 

The  cervicalis  ascendens,  lifts  the  ribs  upon 
the  spine,  and  draws  the  cervical  vertebrae  ob- 
liquely downwards. 

The  serratus  posticus  superior,  Ufts  the  ribs 
upon  the  spine,  or  draws  the  spine  to  them. 

The  serratus  posticus  inferior,  depresses  the 
ribs  upon  the  spine,  or  draws  the  vertebrae  to 
them. 

The  lonffissimus  dorsi,  holds  the  lumbar  ver- 
tebrae erect,  or  draws  the  ribs  downwards  upon 
them. 

The  levatores  costarum,  raise  ribs  upon  ver- 
tebrae. 
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Scapular  Regions, 

The  trapezius,  draws  the  scapula  upwards, 
backwards,  and  slightly  downwards. 

The  levator  anguli  scapula,  raises  the  scapula 
towards  cervical  vertebrae,  or  draws  the  spine 
downwards  to  scapula. 

'  The  rhomhoideus  minor,  draws  the  scapula 
towards  the  dorsal  vertebrae,  and  the  spine  to 
scapula. 

The  rhomhoideus  major,  draws  the  scapula 
horizontally  to  the  dorsal  vertebrae  and  the  spine 
to  scapula. 

Pelvic  Region. 

The  latissimus  dorsi,  draws  the  whole  of  the 
dorsal  and  lumbar  vertebrae,  together  with  the 
ribs,  in  an  oblique  direction  downwards. 

The  sacra  lumbalis,  acting  from  the  pelvis  as 
a  fixed  point,  induces  indirect  lateral  movement 
of  the  lumbar  vertebrae. 

The  longissimus  dorsi,  produces  indirect  lateral 
action  in  both  lumbar  and  dorsal  vertebrae. 

The  multifidus  spina,  holds  the  spine  erect. 
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2.  Rupture. 

Rapture  [hernia)  is  a  protrusion  of  the  intes- 
tines beyond  the  normal  limits  of  the  abdommal 
cavity.  Certain  parts  of  the  abdominal  walls  are 
less  strong  than  others.  These  are  apt  to  yield 
to  the  pressure  of  the  bowels  from  within  out- 
wards. The  containing  walls  bulge,  and  a 
pouch  is  formed,  into  whicli  a  fold  of  intestine 
escapes.  This  frequently  occurs  suddenly,  hence 
the  term  rupture  as  signifying  a  breaking  through 
of  the  abdominal  wall. 

The  parts  of  the  abdomen  where  rupture  is 
most  apt  to  occur  are  the  groin,  where  the  sper- 
matic blood-vessels  escape  from  the  cavity ;  the 
hollow  of  the  thigh,  where  the  blood-vessels  sup- 
plying the  lower  extremities  leave  the  abdomen, 
the  navel,  and  certain  less  definitely  circumscribed 
portions  of  the  anterior  wall.  When  a  rupture 
occurs  in  the  groin  it  is  known  as  inguinal;  when 
in  the  hollow  of  the  thigh,  as  femoral;  when  at 
the  navel,  as  umbilical ;  and  when  at  any  other 
portion  of  the  anterior  abdominal  wall,  as  ventral. 

Other  forms  of  rupture  also  occur.     The  bowel 
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may  force  a  way  between  the  bladder  and  rectum, 
forming  a  tumour  in  the  perinaeum  [perineal  rup- 
ture) ;  or  it  may  descend  into  the  vagina  {vaffinal 
rupture) ;  or  it  may  find  a  way  into  the  puden- 
dum {labial  or  pudendal  rupture) ;  or  it  may  ob- 
tain a  passage  through  the  obturator  ligament 
{obturator  or  thyroid  rupture) ;  or  sciatic  notch 
(ischiatic  rupture).  Finally,  a  fold  of  bowel  is 
sometimes  forced  through  the  diaphragm  {dia- 
phragmatic  rupture). 

Rupture  is  a  serious  drawback  to  the  physical 
efficiency  of  an  individual.  At  any  moment  the 
protruded  bowel  may  become  strangulated,  and 
imminent  danger  to  life  occur.  To  obviate  this 
danger,  as  well  as  to  place  the  ruptured  wall  of 
the  abdomen  in  the  most  favorable  condition  for 
a  recovery  of  its  resisting  powers  to  intestinal 
pressure,  mechanical  aid  is  needed ;  an  artificial 
support  must  be  substituted  for  the  defective 
resistance  of  the  abdominal  wall ;  and  the  con- 
struction of  such  a  support  is  a  question  coming 
strictly  within  the  province  of  the  orthopraetic 
mechanician. 

In  devising  an  instrument  for  restraining  a 
rupture,  the  mechanician  has  to  consider  the 
direction  of  the  protrusion,  its  bulk  (which  may 
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vary  from  the  size  of  a  walnut  to  that  of  a 
child's  head),  and  the  magnitude  and  form  of 
the  aperture  through  which  ihe  protruded  bowel 
passes.  The  pressure  is  sometimes  complicated 
by  the  existence  of  more  than  one  rupture  in  the 
same  individual.  I  have  had  to  contend  with  a 
case  in  which  the  patient  suffered  from  right  in- 
guinal, left  femoral,  an  umbilical  and  a  ventral 
rupture  at  the  same  time.  The  late  Louis 
Philippe  had  double  inguinal  and  an  umbilical 
rupture  at  the  period  of  his  decease. 

The  various  instruments  which  have  been 
designed  to  meet  the  foregoing  requirements  have 
been  termed  trusses.  To  trtiss  is  to  bind  or 
pack  close ;  to  skewer  or  to  make  fast.  To  truss 
up  is  to  make  close  or  tight.  And  so  a  truss  is 
the  means  of  binding  or  making  close  or  tight. 

I  shall  now  describe  the  different  trusses  which 
have  been  invented  for  the  treatment  of  the 
various  forms  of  rupture,  touching  only  so  far  upon 
surgical  and  anatomical  details  as  will  be  absolutely 
necessary  to  show  the  construction  of  the  instru- 
ments and  their  mode  of  application.  The  fol- 
lowing arrangement  will  be  adopted  : — 
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A.  Inguinal  Rupture. 

{a)  Scrotal  Rupture, 
(i)  Congenital  Rupture. 

B.  Femoral  Rupture. 
c.  Umbilical  Rupture. 

D.  Ventral  Rupture. 

E.  Vaginal  Rupture. 

p.  Rectal  and  Perineal  Rupture. 
G.  Pudendal  Rupture. 
H.  Obturator  Rupture. 
I.    IscHiATic  Rupture. 

Diaphragmatic  rupture  is  beyond  the  reach  of 
mechaaical  aid. 

A.  Inguinal  rupture, — This  variety  of  rupture 
varies  in  size  from  a  small  nut  to  a  hen's 
egg.  It  may  occur  on  one  side  only  or  on  both 
sides.  It  may  be  direct  or  oblique.  It  is  called 
direct  when  the  bowel  is  forced  directly  from  the 
abdomen  through  the  external  abdominal  ring ; 
odlique,  when,  entering  the  external  ring,  it 
passes  down  the  inguinal  canal,  and  so  appears 
at  and  passes  through  the  external  ring.  When 
the  rupture  does  not  project  through  the  external 
ring,  but  occupies  the  inguinal  canal,  it  is  known 
as  a  bubonocele. 
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The  course  of  a  direct  inguinal  rupture  is  in  a 
straight  line  from  before  forwards ;  of  an  obliipK 
inguinal  rupture,  first,  with  an  inclination  down- 
wards towards  the  middle  line  of  the  body,  fol- 
lowing the  direction  of  the  inguinal  canal,  then 
outwards  through  the  external  abdominal  ring, 
finally  downwards  towards  the  scrotum. 

In  reducing  a  rupture  by  the  taxis  pressure 
must  be  applied  in  the  opposite  direction  to  that 
taken  by  the  bowel ;  and  a  truss  approaches  per- 
fection most  nearly  when  it  is  so  constructed  as 
to  keep  up  a  permanent  pressure  in  the  line  or 
lines  of  action  adopted  in  using  the  taxis. 

In  applying  the  taxis  a  more  accurate  know- 
ledge of  the  mechanical  requirements  of  the  case 
will  be  obtained  if  the  patient  can  be  kept  erect, 
and  the  bowel  be  returned  while  he  is  in  this 
position.  This,  however,  is  only  practicable,  as 
a  rule,  when  the  rupture  is  of  old  standing,  and 
the  hernial  ring  very  large.  When  any  diffi- 
culty is  experienced  it  is  requisite  that  the  patient 
should  be  placed  upon  his  back  and  the  legs 
flexed,  the  thigh  on  the  side  of  the  rupture  being, 
moreover,  brought  slightly  towards  the  opposite 
thigh.  In  this  position  the  tissues  beneath 
which  the  protruding  bowel  passes  are  relaxed. 
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For  twenty  years  I  have  found  great  advantage 
from  using  a  sofa,  which  I  have  had  specially 
constructed  to  facilitate  the  application  of  the 
taxis.  The  ends  are  so  arranged  that  the  patient 
being  laid  upon  his  back  with  the  legs  placed 
over  one  extremity,  he  is  in  a  position  best  suited 
for  the  reduction  of  the  rupture,  and  less  irk- 
some to  himself  than  if  the  legs  were  supported 
by  the  hand.  The  following  drawing  (Fig.  131) 
represents  the  sofa  and  position  of  the  patient. 

FiQ.  131. 


When  a  rupture  is  small  the  simplest  me- 
chanical arrangement  often  suflBces  to  restrain 
the  further  protrusion  of  the  bowel.  But  the 
difficulty  of  control  increases  in  direct  proportion 
to  the  bulk  of  the  rupture. 

The  earliest  truss  constructed  for  inguinal  her- 
nia was  a  broad  band  of  leather  or  other  ma- 
terial,   which    passed   around   the    pelvis    and 
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secured  a  thick  pad  above  the  aperture  thioogh 
which  the  bowel  protruded.  An  attempt  has 
been  made  to  revive  this  form  of  truss.  It  may 
have  proved  efficacious  in  relieving  any  small 
direct  ruptures  and  bubonoceles,  but  it  is  an  ex- 
ceedingly untrustworthy  arrangement.  Tt  is  im- 
possible to  fix  the  pad  so  as  to  secure  that  degree 
of  pressure  upon  the  aperture  of  protrusion,  in 
all  positions  of  the  patient's  body,  which  is  ne- 
cessary fully  to  restrain  the  rupture.  It  is  a  dan- 
gerous instrument,  giving  the  appearance  with- 
out the  reaUty  of  rehef. 

This  crude  arrangement  was  long  the  only 
form  of  truss  which  the  surgeon  could  command, 
and  the  first  attempt  to  improve  upon  its  con- 
struction consisted  in  the  substitution  of  a  metal 
hoop,  hinged,  or  so  soft  as  to  be  flexible,  for  the 
pelvic  bandage.  No  mechanical  advantage  was 
gained  by  this  change,  while  the  instrument  was 
made  more  cumbersome  and  less  easy  to  be 
worn. 

The  next  and  crowning  advance  in  the  fabri- 
cation of  trusses  was  the  use  of  a  steel  spring  in 
place  of  the  metal  hoop. 

So  early  as  1665  Matthias  Major  recom- 
mended elastic  bandages  of  steel.     But  the  in- 
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troduction  of  steel-spring  trasses  into  the  surgi- 
cal practice  of  this  country  is  due  to  Timothy 
Sheldrake,  who  first  published  a  description  of 
his  plan  in  1784.  Sheldrake's  claim  to  priority 
of  invention  has,  however,  been  very  severely 
contested.  The  following  drawing  (Fig.  132)  of 
Sheldrake's  truss  is  copied  from  his  work  '  Ob- 
servations on  the  Treatmeiit  of  Ruptures,  and  the 
Description  of  an  Improved  Elastic  Truss'  1784. 
It  will  be  seen  to  represent  faithfully  the  common 
trusses  now  in  use. 

Fig.  132. 


From  the  time  of  Sheldrake  and  the  adoption 
of  the  steel  spring,  the  varieties  in  the  construc- 
tion of  trusses  have  been  almost  innumerable. 
By  the  spring  a  firm  and  equable  pressure  of  the 
pad  of  the  truss  upon  the  aperture  of  protrusion 
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of  the  bowel  could  be  in  a  great  measure  secured. 
But  in  the  adaptation  of  the  spring  to  its  peculiar 
purpose  an  immense  field  was  opened  to  the 
exercise  of  ingenuity.  Almost  every  surgical 
instrument  maker  of  repute  during  the  last  fifty 
years  has  introduced  some  modification  in  the 
form  of  the  spring  or  the  construction  of  the  pad. 
To  describe  the  series  of  modifications  would  be 
as  wearisome  as  uninstructive.  Attention  will 
be  given  solely  to  those  forms  of  trusses  which 
have  best  stood  the  test  of  practice  or  which  are 
most  popular. 

Foremost   amongst    these,   after    Sheldrake's 
truss,  is  one  invented  by  Messrs.  Salmon  and 
Ody.     The  peculiarities  of  this  truss  are  as  fol- 
lows : — (1)  The  spring  extends  from  the  centre  of 
the  spine  across  the  abdomen  to  the  hernial  ring 
— the  truss  being  so  arranged    that  it  passes 
round  the  opposite  half  of  the  body  to  that  on 
which  the    rupture    occurs     (Fig.   133).      (2) 
The  pad  is  attached  to  a  ball-and-socket  joint, 
so  that  it  may  more  accurately  follow  the  motions 
of  the  trunk.      This  is    an  admirable  form  of 
truss,  and  is  still  deservedly  held  in  high  estima- 
tion.    The  double  truss  made  by  this  firm  is 
shown  in  Fig.  134. 


COLES  S  TRUSS. 


379 


Fig.  133. 


Another  variety  of  truss  which  has  obtained 
wide  popularity  was  invented  by  Mr.  Coles 
(Fig.  135).  This  truss  was  highly  lauded  by  Mr. 
Cobbett,  the  economist,  who  suflFered  from  in- 
guinal hernia.  The  spring  differs  little  in  form 
from  that  of  Salmon  and  Ody,  but  it  is  applied 
to  the  side  of  the  body  on  which  the  rupture 
occurs.  The  speciality  of  construction  is  in  the 
pad,  and  upon  this  depends  the  patent  right  of  the 
instrument.  It  is  pear-shaped,  and  contains 
within  it  a  flat,  helical  spring,  which  performs 
the  same  function  as  the  ball-and-socket  joint, 
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but  retains  the  pad  more  accurately  fixed  against 
the  hernial  ring.  This  is  an  excellent  light  truss 
in  ordinary  cases.     But  both  Coles',  and  Salmon 


Fig.  134. 


and  Ody's  truss  are  objectionable  in  so  far  as, 
from  the  action  of  the  helical  spring  and  the 
ball-and-socket  joint,  the  pad  tends  to  bury  itself 
in  the  wall  of  the  abdomen  and  so  enlarge  the 
aperture  of  protrusion  of  the  rupture. 

A  truss  invented  and  patented  some  years  ago 
by  Dr.  Tod  is  constructed  upon  a  different  prin- 
ciple. An  attempt  has  recently  been  made  by  a 
London  mechanist  to  revive  the  principle  of  fabri- 
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cation  of  this  truss,  apparently  in  ignorance  that 
it  was  already  the  subject  of  a  patent  right.     Dr. 
Tod's  truss  (Fig.  136)  consists  of  a  spring  which 
Pia.  135. 


passes  over  the  crest  of  the  ilium,  and  not  below 
it  across  the  gluteal  muscles.  He  also  adopted 
a  small  pad,  and  his  notion  was  that  by  the 
position  of  the  spring  a  more  direct  control  was 
obtained  over  the  internal  abdominal  ring.  It 
is  doubtful  whether  any  advantage  is  gained 
from  this  arrangement,  but  the  conception  was 
certainly  ingenious. 

A  truss  which  has  been  more  recently  con- 
structed on  Dr.  Tod's  principle,  differs  only  in 
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the  kind  of  pad — this  being  large  and  oval  in 
shape  instead  of  small  and  pyrifonn. 

Fig.  136. 


When  first  I  began  to  devote  attention  to  the 
subject  of  rupture,  I  observed  that  in  the  act  of 
reducing  an  inguinal  hernia  the  direction  taken 
by  the  hand  was  always  upwards  and  inwards. 
It  seemed  to  me  that  this  fact  should  be  the 
guide  to  the  construction  of  an  inguinal  truss. 
The  now  conmion  truss  spring,  which  encircles 
the  pelvis,  secured  the  inward  pressure  needed. 
Accordingly  I  adopted  this  form  of  spring.  But 
a  modification  of  the  pad  was  required,  in  order 
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to  obtain  that  upward  pressure  which  was  to  be 
desired.  This  end  I  obtained  by  acting  upon 
the  pad  by  a  convolute  spring,  like  the  fusee  of 
a  watch,  placed  within  it.  The  difference  in  the 
arrangement  of  the  pad  of  this  truss  and  of  that 
made  by  Coles  is  this : — In  the  latter  the  axis  of 
the  spiral  spring  is  in  a  direct  line  from  before 
backwards ;  in  the  former  the  axis  is  oblique  and 
is  fixed  in  the  direction  of  the  axis  of  the  inguinal 
canal.  By  this  modification  the  lower  edge  of 
the  pad  is  tilted  slightly  up  so  as  effectually  to 
close  the  lower  segment  of  the  hernial  ring,  and 
prevent   the    rupture    descending   beneath    the 

Fig.  137. 
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truss.  The  truss,  which  I  have  termed  the  con- 
volute spring  truss  (Fig.  137),  answered  its  pur- 
pose well,  and  is  still  in  use. 

Sometimes  a  hernia  is  so  difficult  to  retain 
within  the  abdominal  cavity  that  the  object  can 
be  secured  only  by  pressure  admitting  of  careful 
regulation.  To  meet  this  obstacle  a  ratchet- 
wheel  has  been  adapted  to  the  pad  of  the  truss, 
by  means  of  which,  when  acted  upon  by  a  key, 
the  pressure  of  the  pad  can  be  increased  to  any 
extent.  In  the  accompanying  diagram  of  a 
ratchet  truss,  a  button  fixed  in  the  centre  of  the 
pad  acts  upon  the  mechanism  (Fig.  138). 

Fig.  138. 
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Dr.  Amott  suggested  a  means  of  securing  the 
same  object  by  the  aid  of  a  chain  passing  along 
the  spring.  This  chain  could  be  tightened  by  a 
key,  so  as  to  increase  the  pressure  of  the  spring 
at  will. 

But  cases  of  inguinal  ruptiu-e  are  at  times  met 
with  which  cannot  be  controlled  by  any  of  the 
previously  described  trusses.  I  have  endea- 
voured to  overcome  the  extreme  difficulties  oc- 
casionally found  in  these  cases  by  the  construc- 
tion of  a  triple-lever  truss,  by  means  of  which 
three  different  lines  of  force  are  brought  to  bear 
on  the  hernial  ring.  The  following  drawing  will 
best  explain  this  kind  of  apparatus. 

A,  B,  c,  Are  three  springs  of  different  lengths, 
moving  freely  by  means  of  small  staples  on  the 
margins  of  the  triangular  pad. 

D  Is  a  soft  padded  leather  or  silk  band  passing 
around  the  pelvis,  and  containing  within  it  the 
three  springs. 

E  Is  a  silk  strap  fixed  to  the  lower  spring  a. 

A  small  button  placed  in  the  centre  of  the  pad 
acts  upon  the  springs,  and  on  being  turned  in- 
creases or  diminishes  the  pressure  upon  the  her- 
nial ring. 

Owing  to  the  various  lengths  and  positions  of 

2^5 
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the  springs,  each  acts  in  a  different  direction  upon 
the  rupture — a  tilts  the  lower  edge  of  the  pad 
upwards ;  b  acts  equally  upon  the  whole  surface 
of  the  pad,  pressing  it  inwards  and  upwards ; 
while  c  acts  upon  the  centre  of  the  pad,  forcing 
it  directly  inwards.  By  the  combined  action  of 
the  three  springs  the  tendency  of  a  severe  rup- 
ture to  slip  beneath  the  pad  is  effectually  con- 
trolled. For  by  the  upwards  and  inwards  action 
given  to  the  truss,  the  lower  segment  of  the  her- 
nial ring  is  more  effectually  guarded,  and  there 
is  less  chance  of  displacement  of  the  instrument. 
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Although  the  steel  pelvic  spring  has  become 
the  grand  characteristic  of  the  trusses  in  common 
use,  certain  forms  of  bandages  have  been  invented 
in  which  the  office  of  the  pelvic  spring  has  been 
sought  to  be  obtained  by  elastic  material  or  other- 
wise. 

A  well-known  instrument  belonging  to  this 
class  is  the  moc-main  truss.  It  is  formed  of  a 
padded  leather  pelvic  band,  and  a  large  oval  pad. 
The  pad  is  stuffed  with  floss  silk,  in  the  midst  of 
which  a  small  metal  lever  is  placed.  A  thigh 
strap  is  attached  by  one  extremity  to  this  lever, 
and  controls  its  action  when  the  tniss  is  in  use. 
This  instrument  has  been  largely  adopted  in 
slight  cases,  and  it  is  sometimes  of  value,  as  a 
relief  from  the  less  flexible  trusses,  when  it  is 
necessary  to  control  a  ruptm-e  in  the  night  as 
well  as  the  day. 

An  attempt  has  been  made  to  substitute  vid- 
canized  india-rubber  for  the  metal  lever  in  an 
arrangement  similar  to  the  moc-main  truss,  but 
the  result  has  not  been  such  as  to  induce  confi- 
dence in  the  arrangement. 

An  elastic  bandage  with  air-pad  is  sometimes 
made  use  of  as  an  inguinal  truss.  The  bandage 
is  constructed  of   strips  of  india-rubber  fabric 
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joined  together  in  a  spiral  form.  A  distended 
air-pad  is  fixed  above  the  hernial  ring.  This  a^ 
rangeraent  is  found  to  be  very  untrustworthy 
except  only  in  such  cases  where  a  very  slight 
amount  of  pressure  suffices  to  retain  the  rupture. 

No  doubt  can  be  entertained  that  an  inguinal 
hernia  is  most  securely  restrained,  and  the  patient 
less  inconvenienced,  by  a  pelvic  spring  truss  than 
by  any  other  form  of  bandage. 

It  is  necessary,  however,  if  the  patient  is  to 
derive  the  fullest  benefit  from  the  truss,  that  it 
be  accurately  fitted  to  him.  If  the  spring  be 
not  made  to  fit  the  individual  it  must  act  imper- 
fectly. Much  mischief  results  from  the  sale  of 
ready-made  trusses.  Trusses  are  not  like  clothes, 
in  which  nicety  of  fit  is  not  a  matter  of  essential 
importance.  The  utmost  injury  that  the  ready- 
made  clothes  dealer  can  inflict  upon  his 
fellow-citizens  is  to  damage  their  general 
appearance.  The  injury  done  by  the  ready-made 
truss  dealer  is  far  otherwise.  He  imparts  a  false 
confidence  to  the  person  who  trusts  in  his  in- 
struments. Satisfied  with  the  fact  that  they 
have  an  instrument  the  irksomeness  of  which  is 
not  unbearable,  they  are  heedless  or  ignorant 
whether  it  satisfies  all  the  requirements  which 
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should  be  demanded  from  it.  Hence  it  is  com- 
mon to  find  persons  who  have  worn  a  truss  for 
years  which,  bought  casually,  and  not  adapted  to 
the  case,  has  offered  scarcely  any  impediment  to 
the  aggravation  of  the  rupture  which  it  was  in- 
tended to  control.  Probably  the  patient  has  first 
been  aroused  to  the  consciousness  of  the  ineffi- 
cacy  of  the  instrument  he  bears  by  strangulation 
of  the  gut ;  or,  as  more  commonly  happens,  the 
increasing  size  of  the  rupture  has  compelled  his 
attention  to  the  insufficiency  of  the  truss. 

Next  in  importance  to  the  adaptation  of  the 
spring  is  the  construction  of  the  pad.  This 
should  be  sufficiently  hard  to  resist  pressure  well, 
yet  yielding  enough  to  adapt  itself  readily  to  the 
inequalities  of  the  surface  and  avoid  painful  fric- 
tion. Many  materials  have  been  used  and  are 
in  use.  Ordinarily  the  pad  is  constructed  of 
cork  thickly  covered  with  leather,  or  of  leather 
variously  stuffed  and  fixed  upon  a  metal  frame- 
work. Inflated  pads  have  also  been  fabricated, 
but  sooner  or  later  the  contained  air  transudes 
through  the  walls  sufficiently  to  affect  the  con- 
figuration ;  moreover,  they  are  liable  to  accident. 
After  much  painstaking  and  experiment,  I  have 
come  to  the  conclusion  that  a  pad  stuffed  with  fine 
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dry  sand  is  of  all  kinds  the  best.  The  mateiial 
is  suf&ciently  mobile  to  adapt  itself  to  the  sur- 
face to  which  it  is  applied,  yet  is  unyielding 
enough  not  to  lose  form  after  long  application 
No  other  kind  of  pad  has  given  me  so  mudi 
satisfaction. 

{a.)  Scrotal  rupture. — Scrotal  rupture  is  an 
inguinal  rupture  which  has  protruded  so  far  as 
to  extend  into  the  scrotum.  It  is  a  form  of  her- 
nia which  could  not  occur  except  from  neglect  of 
a  previous  inguinal  rupture.  If  every  inguinal 
rupture  could  be  properly  treated,  scrotal  rupture 
would  hardly  be  known.  The  latter  usually 
takes  several  years  in  its  formation.  It  some- 
times attains  huge  proportions.  I  have  fire- 
quently  seen  among  the  Chelsea  pensioners  a 
rupture  of  this  character  reaching  as  low  as  the 
knees.  In  this  extreme  state  of  protrusion  there 
is  no  hope  of  returning  the  bowel  to  the  abdo- 
men and  retaining  it  there.  The  only  plan  of 
relief  which  can  be  adopted  is  to  place  the  tumour 
in  a  strong  linen  bag,  which  is  suspended  from 
the  neck  by  straps.  By  this  means  the  patient 
is  enabled  to  carry  more  easily  the  hernial  mass. 

When  a  scrotal  rupture  is  of  smaller  size,  it 
admits  of  being  treated  mechanically.     But  the 
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difficulty  of  retaining  the  bowel  in  the  cavity  of 
the  abdomen  is  perhaps  greater  in  this  form  of 
rapture  than  in  any  other.  In  my  opinion,  there 
is  but  one  kind  of  truss  which  can  be  relied  upon 
for  its  relief.  This  truss  is  formed  of  a  padded 
pelvic  spring  of  ordinary  construction,  but  the 
pad,  instead  of  being  pear-shaped  or  oval,  is  fusi- 
form, the  lower  prolongation  being  attached  to 
a  perineal  strap.  This  strap,  being  carried  round 
the  posterior  part  of  the  thigh  opposite  to  the 
rupture,  and  fastened  to  the  pelvic  spring,  keeps 
the  pad  firmly  fixed  along  the  whole  length  of  the 
canal  along  which  the  bowel  escapes  (Fig.  140.) 

Fio.  140. 


392  THE  TRUNK  :   DEBILITIES. 

Some  time  ago  I  constructed,  at  the  suggestion 
of  Mr.  Erichsen,  for  a  wealthy  Parsee,  who 
suffered  from  double  scrotal  hernia,  a  doable 
truss  peculiarly  arranged.  The  hernial  rings  in 
this  case  were  so  enlarged  that  the  hand  could 
be  passed  through  them.  The  truss  was  formed 
of  a  pelvic  metal  band,  padded,  from  which  de- 
pended in  front,  immediately  over  the  hernial 
rings,  two  movable  steel  plates.  These  plates 
could  be  moved  upwards  and  inwards  by  means 
of  a  ratchet-screw.  By  this  arrangement  the  rap- 
ture  was  controlled. 

A  trass  for  inguinal  hernia,  constructed  upon 
this  principle,  has  recently  been  patented,  the 
patentee  evidently  not  being  aware  that  his 
design  had  been  anticipated. 

Sometimes,  when  the  scrotal  protrusion  is  very 
recent,  and  the  patient  is  not  likely  to  take  heavy 
exercise,  an  ordinary  inguinal  trass,  furnished 
with  a  very  strong  spring  and  a  thick  pad,  will 
answer  every  useful  purpose. 

Elastic  belts  with  a  fusiform  air-pad  have  been 
used  for  scrotal  rapture  both  in  this  country  and 
on  the  Continent.  But  from  the  yielding  of  the 
elastic  material  there  is  great  danger  of  the  bowel 
descending  behind  the  pad.     As  a  rule,  indeed, 
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the  force  with  which  the  bowel  protrudes  far 
exceeds  that  of  any  elastic  force  which  can  be 
applied. 

In  appljring  a  truss  for  the  relief  of  scrotal 
rupture,  as  in  inguinal  rupture,  the  patient  should 
be  placed  in  a  semi-recumbent  position,  the  spring 
being  first  placed  around  the  body  in  its  proper 
place.  Then,  the  protruded  bowel  having  been 
returned  into  the  abdomen,  the  pad  is  adjusted 
and  the  truss  secured. 

(d,)  Congenital  rupture. — Children  as  well  as 
adults  are  liable  to  rupture,  and  the  former  suffer 
particularly  from  a  peculiar  variety  of  inguinal 
rapture  which  dates  from  the  time  of  or  soon  after 
birth.  Towards  the  termination  of  intra-uterine 
life  the  testicles  pass  from  the  abdomen  into  the 
scrotum,  carrying  before  them  a  pouch  of  the 
peritoneum.  In  the  natural  order  of  things  the 
mouth  of  this  pouch,  after  the  descent  is  com- 
pleted, closes.  But  at  times  this  does  not  occur, 
and  the  intestine  is  then  apt  to  follow  the  testicle 
and  protrude  into  the  pouch,  constituting  con- 
genital rupture.  This,  like  other  forms  of  infan- 
tile rupture,  is  readily  susceptible  of  cure  by 
mechanical  means  if  due  care  be  exercised.  The 
means  to  be  adopted  is  a  truss  constructed  like 
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the  one  described  for  scrotal  hernia.  This  will 
retain  the  bowel  in  the  abdomen  and  secure  ac- 
curate apposition  between  the  walls  at  the  en- 
trance of  the  hernial  sac  and  obliteration  of  its 
mouth.  In  adapting  a  truss  to  a  child^  the  ped 
should  be  sheathed  in  soft  flannel^  and  the  spring 
guarded  by  oiled  silk  or  some  other  material  im- 
permeable to  water.  It  is  necessary  that  the 
instrument  should  be  worn  night  and  day,  else 
the  benefit  gained  by  its  use  during  the  forma 
period  would  be  lost  during  the  latter.  With 
care  on  the  part  of  the  nurse  a  congenital  mptoie 
may  be  cured  in  a  twelvemonth  ;  but  the  truss 
should  be  worn  at  least  three  years,  to  avoid  the 
risk  of  another  protrusion  of  the  intestine. 

Cases  occasionally  occur  in  which  the  testicle 
has  not  descended  lower  than  the  inguinal  canal 
and  has  remained  fixed  there  for  several  years. 
I  have  occasionally  had  to  construct  a  truss  to 
prevent  the  return  of  the  testicle  into  the  abdo- 
men and  facilitate  its  further  descent.  Altbou^ 
the  subject  does  not  come  strictly  within  the 
scope  of  this  chapter,  I  may  be  permitted  briefly 
to  mention  it  here.  In  several  cases,  from  nine  to 
fourteen  years  of  age,  sent  to  me  by  Mr.  Curling,  I 
applied  a  truss  the  pad  of  which  rested  close  above 
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the  testis  as  it  lay  in  the  inguinal  canal.  At  the 
point  where  the  pad  approached  the  testis  it  was 
deeply  notched.  This  treatment  succeeded  well, 
preventingany  return  of  the  testis  and  accelerating 
its  descent. 

Infants  suffer  also  from  ordinary  inguinal 
rupture.  Its  presence  is  shown  by  a  slight 
swelling  in  the  groin  when  the  child  cries.  An 
exceedingly  hght  truss,  made  after  the  pattern  of 
those  already  recommended,  suffices  for  the 
treatment. 

B.  Femoral  rupture, — This  form  of  rupture,  as 
already  stated,  occurs  in  the  hollow  of  the  thigh. 
It  is  most  commonly  observed  in  women.  The  rela- 
tive liability  of  males  and  females  to  femoral  hernia 
may  be  gathered  from  the  following  data  given  by 
Mr.  Lawrence.  Out  of  83,584  patients  examined 
at  the  Truss  Society  in  28  years,  699  males 
had  single  femoral  and  109  double  femoral 
rupture,  whilst  there  were  5511  females  with 
single  and  1608  females  with  double  femoral 
rupture;  making  the  total  number  of  males 
suffering  from  this  malady  808,  and  of  females 
7119. 

Owing  to  the  course  of  the  protruded  intestine 
passing  beneath,  and  then  in  front  of,  the  tense 
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ligament  known  as  Poupart's,  in  reducing  this 
form  of  rupture  pressure  must  first  be  exercised 
downwards,  and  subsequently  upwards  towards 
the  femoral  ring. 

A  femoral  rupture  may  vary  in  size  from  a 
hazel-nut  to  a  well-sized  pear.  Dr.  Hull  states 
that  he  has  seen  a  rupture  of  this  kind  as  lai^ 
as  a  child's  head.  In  femoral  hernia  there  is  con- 
siderable danger  of  strangulation. 

The  truss  which  is  needed  to  restrain  this  kind 
of  rupture  is  distinguished  by  a  peculiar  shaped 
pad.  This  is  so  formed  as  to  exercise  pressure 
just  below  Poupart's  ligament  when  the  patient 
flexes  the  thigh  upon  the  body,  as  in  walking  or 
sitting. 

Three  forms  of  truss  are  chiefly  used  for  the 
treatment  of  femoral  rupture. 

All  possess  the  ordinary  steel-spring  pelvic 
belt. 

In  the  first  (Fig.  141),  the  spring  is  curved 
downwards  so  as  to  rest  above  the  femoral  region, 
and  it  is  fitted  there  with  a  pad  of  the  character 
just  described. 

The  second  is  furnished  with  an  inflated  india- 
rubber  pad.  This  arrangement  answers  admira- 
bly for  old-standing  cases.     It  proves  effective, 
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Fig.  141. 


indeed^  when  the  patient  is  even  racked  with 
cough  or  undergoes  severe  muscular  exertion. 

The  third  has  a  self-adjusting  pad,  attached 
to  the  spring  by  a  steel  slide.  This  variety 
of  truss  is  useful  when  the  patient  takes  horse 
exercise. 

In  applying  the  truss  in  cases  of  femoral  hernia 
the  patient  should  place  himself  in  a  semi-reclin- 
ing posture,  as  when  seated  in  an  easy  chair.  The 
thigh,  moreover,  on  the  affected  side  should  be 
moved  inwards  towards  the  opposite  side,  so  as 
more  fiilly  to  relax  the  tense  tissues.     The  truss 
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should  then  be  passed  around  the  pelvis  and  tlie 
pad  allowed  to  rest  upon  the  abdomen,  so  as  to 
be  in  readiness  to  be  placed  over  the  hernial  ring 
when  the  bowel  has  been  restored  to  the  abdo- 
men. The  rupture  having  been  reduced,  the  pad 
is  placed  over  the  orifice  of  protrasion,  namely^ 
the  centre  and  upper  margin  of  the  thigh.  Next 
the  straps  shown  in  Fig.  141  must  be  fastened, 
the  one  across  the  abdomen,  and  tlie  other  around 
the  thigh.  The  patient,  then  standing  erect,  may 
complete  the  adjustment  of  the  straps  according 
to  his  sense  of  comfort. 

If  this  plan  be  not  pursued,  great  difficulty 
may  be  experienced  in  fitting  the  truss  effectively. 
Not  unfrequently  a  cause  of  imperfect  adjustment 
of  the  truss  is  the  partial  reduction  of  the  rup- 
ture. This  is  apt  to  occur  with  patients  who 
have  not  acquired  facility  in  returning  the  pro- 
lapsed bowel  and  fixing  the  instrument. 

It  is  fortunate  that  femoral  hernia  is  rare  in 
children,  for  it  is  difficult  to  obtain  from  nurses 
the  care  necessary  for  its  mechanical  treatment. 

Femoral  rupture  is  occasionally  double,  and  it 
may  occur  with  other  forms  of  hernia. 

I  recently  saw  a  young  lady  who  had  a  femoral 
rupture  on  the  right  side  and  an  inguinal  rupture 
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on  the  left.  There  were  also  two  ventral  protru- 
sions and  a  strong  tendency  to  umbilical.  In  this 
case  an  elastic  belt  kept  the  ventral  and  umbili- 
cal ruptures  in  check,  while  a  double  truss,  having 
an  inguinal  pad  at  one  end  and  a  femoral  pad  at 
the  other,  kept  the  two  other  ruptures  under  con- 
trol. 

A  femoral  truss  requires  more  care  in  con- 
struction than  any  other  form.  It  must  be  shorter 
in  the  neck,  owing  to  the  position  of  the  rupture, 
and  it  is  necessary  to  give  an  oblique  and  up- 
ward direction  to  the  **  set"  of  the  spring. 

c.  Umbilical  or  Navel  Rupture. — Of  all  ru|)- 
tures  the  umbilical  is  the  simplest  to  control. 
Several  ingenious  contrivances  have  been  devised 
for  its  treatment,  especially  by  French  mechani- 
cians. This  variety  of  rupture  appears,  indeed, 
to  be  more  common  among  our  neighbours  across 
the  Straits  than  among  ourselves. 

The  simplest  apparatus  used  is  a  broad  elastic 
bandage,  formed  so  as  to  sustain  the  whole  weight 
of  the  abdominal  viscera,  and  carrying  a  pad  which 
rests  against  the  umbilical  orifice  and  locahses 
the  force  there  (Fig.  142). 

The  success  of  this  arrangement  depends  chiefly 
upon  the  construction  of  the  pad.    Too  commonly 
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Fig.  142. 


it  is  conceived  that  an  umbilical  rupture  protrudes 
through  a  simple  circular  orifice,  and  th&t  all 
that  is  needed  to  check  it  effectually  is  to  fill  up 
this  orifice  in  the  same  manner  as  a  cork  fills  the 
mouth  of  a  bottle.  This  is  a  most  mischievous 
error.  For  as  the  edges  of  the  umbilical  ring  are 
capable  of  dilatation,  to  occupy  the  orifice  with  a 
hard  substance  is  to  exaggerate  the  very  evil 
which  primarily  led  to  the  protnision  of  the 
bowel.  In  constructing  a  pad  for  this  variety  of 
rupture  it  should  be  made  of  a  size  somewhat 
larger  than  the  umbilical  ring,  and  slightly  con- 


UMBILICAL  TRUSS.  401 

vex  on  the  ventral  surface.  Thus  formed,  a  pad 
rests  easily  upon  the  ab^lomen,  and  it  will  not 
bury  itself  in  the  ring,  interposing  an  obstacle 
to  the  closure  of  the  abnormal  aperture,  while 
preventing  the  exit  of  the  bowel.  The  best  sub- 
stance of  which  to  construct  the  pad  is  flannel. 
This  should  have  above  it  a  thin  layer  of  sand, 
the  whole  being  covered  with  chamois  leather. 

Sometimes  the  force  with  which  an  umbilical 
rupture  protrudes  is  so  great  that  no  elastic  band- 
age can  hold  it  in  check,  unless  the  resilience  is 
increased  to  an  injurious  extent.  Under  these 
circumstances  the  following  truss  will  usually  \w 
found  successful.  An  oval,  padded,  metal  plate  is 
adapted  above  the  umbilical  aperture,  and  kept  in 
position  by  two  metal  springs,  which  are  attached 
by  hinges  to  a  spinal  pad  (Fig.  143). 

In  a  recent  severe  case,  put  under  my  care  by 
Dr.  Pollock,  this  form  of  truss  proved  emi- 
nently successful  after  the  unavailing  trial  of  a 
large  number  of  contrivances. 

This  truss  also  is  found  to  be  exceedingly 
serviceable  in  counteracting  weakness  of  the 
linea  alba  and  a  tendency  to  rupture  in  its 
course. 

I  lately   saw  in  Vienna  a  form  of  umbilical 
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Fig.  143. 


truss  in  which  the  pad  was  contrived  to  move 
slightly  outward  when  the  patient  coughed.  In 
England  a  heUcal  spring  has  occasionally  been 
fixed  to  the  pad  for  a  similar  purpose. 

Occasionally  a  leathern  belt  carrying  an  oval 
|)ad  of  the  same  material,  and  furnished  with 
elastic  fastenings,  is  found  serviceable.  This 
form  of  truss  is  very  advantageous  for  use 
during  the  night  if  the  patient  is  affected  with 
severe  cough,  which  may  render  it  inadvisable  to 
discontinue  at  any  time  the  use  of  a  truss. 

Generally,  umbilical  ruptures  are  readily  re- 
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duced,  but  sometimes  the .  protruded  intestine 
cannot  be  returned  into  the  abdomen.  The  truss 
which  is  adapted  for  irreducible  umbiUcal  rup- 
ture is  constructed  as  follows  : — A  hollow  padded 
plate  is  fitted  accurately  to  the  tumour,  and  re- 
tained in  position  by  two  hinged  springs,  at- 
tached to  a  spinal  pad.  To  prevent  downward 
displacement  of  the  truss,  straps  are  attached  to 
the  upper  part  of  the  pad,  carried  over  the  shoul- 
ders like  braces,  and  affixed  to  the  spinal  pad. 

Infancy  is  the  period  when  umbilical  rupture 
is  most  common.  This  arises  from  the  imper- 
fectly or  insecurely  closed  state  of  the  navel  at 
this  period  of  life.  An  elastic  bandage,  about 
three  inches  deep,  and  carrying  an  air-pad,  is  the 
truss  best  adapted  for  an  infant.  This  bandage 
should  be  laced  at  the  back,  so  as  to  admit  of 
enlargement  as  the  child  grows.  Care  must 
be  taken  that  the  pad  is  not  too  conical,  else  it 
would  enter  the  umbilical  ring  and  dilate  it  still 
more  ;  or  too  flat,  lest  the  intestine  should  occupy 
the  aperture,  although  not  passing  beyond,  thus 
retarding  its  closure.  In  severe  cases  of  infantile 
umbilical  rupture  a  lightly  constructed  steel  truss, 
after  the  pattern  of  that  previously  described 
(Fig.  143),  may  be  used. 
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Out  of  the  immense  number  of  cases  of  um- 
bilical rupture  in  infants  which  I  have  treated,  I 
do  not  remember  one  which  has  permanently 
resisted  treatment. 

As  a  general  rule,  adult  umbilical  rupture  is 
rare,  except  among  those  individuals  to  whom 
Mr.  Banting  addressed  his  world-renowed  pre- 
cepts. Out  of  83,854  cases  of  rupture  noted  in 
Mr.  Lawrence's  statistics,  only  644  males  and 
2775  females  were  affected  with  the  umbilical 
form  simply,  but  2289  males  and  1401  females 
suffered  from  this  variety  of  rupture  in  conjunc- 
tion with  other  kinds. 

D.  Ventral  Rupture, — When  the  intestine 
makes  a  way  through,  the  abdominal  walls  in 
any  part  except  at  the  groin,  the  navel,  or  in  the 
femoral  region,  it  is  termed  a  ventral  rupture. 

This  form  of  rupture  is  not  difficult  to  manage. 
It  is  usually  controlled  readily  by  an  elastic  belt 
with  a  firm  pad  above  the  protrusion. 

A  short  time  ago  a  patient  was  sent  to  me  by 
Mr.  Paget,  affected  with  ventral  rupture,  and 
who  suffered  from  a  remarkable  weakness  and 
flaccidity  of  the  abdominal  walls.  There  were 
several  ventral  protrusions,  and  on  attempting  to 
support  these  the  walls  yielded  elsewhere.     He 
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had  also  two  large  scrotal  herniae.  The  oldest - 
standing  scrotal  rupture  admitted  solely  of  being 
supported  by  a  suspender.  The  other  scrotal 
rupture  was  controlled  by  a  steel  truss.  The 
ventral  hemiaR  were  held  in  check  by  a  carefully 
adapted  elastic  bandage,  with  suitable  pads.  The 
patient  was  subsequently  enabled  to  take  daily 
walking  exercise  with  comparative  comfort. 

Weakness  of  the  linea  alba  has  already  been 
referred  to.  Rupture  along  this  line  is  to  be 
dealt  with  as  any  other  form  of  ventral  hernia. 
When  the  aperture  of  protrusion  is  vertical — in 
fact,  a  slit,  as  it  were — as  sometimes  happens, 
a  double  longitudinal  pad  is  required. 

E.  Vaginal  Bupture, — This  form  of  rupture  is 
best  restrained  by  an  instrument  thus  construct- 
ed. A  steel  spring,  similar  to  the  ordinary  truss- 
spring,  passes  around  the  pelvis.  From  the  centre 
of  this  spring  behind,  a  curved  steel  band  de- 
scends, carrying  at  its  free  extremity  a  conical  pad, 
supported  on  a  spiral  coil.  The  pad  is  arranged 
so  that  it  can  be  applied  directly  upon  the  seat 
of  rupture. 

F.  Rectal  and  Perineal  Rupture  may  be 
controlled  by  a  truss  constructed  in  the  same 
manner  as  the  vaginal  truss,  the  posterior  curved 
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steel  plate  being  modified  to  suit  the  require- 
ments of  the  case,  and  the  spiral  coil  being 
omitted  for  the  perinseum. 

G.  Pudendal  Rupture,  The  hollow  cylindrical 
pessary,  or  a  common  female  bandage,  is  required 
in  this  form  of  rupture. 

H.  Obturator  Rupture  may  be  restrained  by 
means  of  a  graduated  compress  and  inguinal 
bandage,  or,  which  is  best,  by  an  ordinary  in- 
guinal truss,  of  which  the  neck  has  been  length- 
ened downwards,  so  that  the  pad  may  rest  below 
the  transverse  branch  of  the  pubic  bone. 

I.  hchiatic  Rupture  is  held  in  check  by  a  sim- 
ple spring  truss  adapted  to  the  case. 

I  have  now  briefly  discussed  the  several  varie- 
ties of  mechanical  appliances  used  in  the  treat- 
ment of  rupture,  both  in  adults  and  infants. 

Few  subjects  have  a  greater  social  importance. 
The  successful  treatment  of  rupture  closely  affects 
the  well-being  of  a  large  number  of  the  labouring 
population.  The  ruptured  operative,  unrelieved, 
is  constantly  exposed  to  danger  of  Ufe,  and  he 
is  too  often,  and  that  needlessly,  a  burden  to 
the  public.  The  charitable  gift  of  trusses  at 
our  great  hospitals  demands  greater  care  than,  as 
a  rule,  it  receives.     An  ill-adapted  truss    is  a 
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source  of  misery  to  the  wearer,  and  it  gives  little 
security.  It  is  not  sufficient  to  give  the  patient 
an  order  to  obtain  a  truss  and  pass  the  case  over 
without  further  obsei-vation.  The  fitness  of  the 
truss  for  its  purpose,  and  its  just  adaptation  to 
the  individual  case,  can  only  be  determined  after 
a  more  prolonged  investigation  than  that  usually 
given  to  the  subject. 

3.  Pendulous  Abdomen. — Among  debilities  of 
the  trunk,  that  relaxed  and  flaccid  condition  of  the 
abdominal  parietes  known  as  pendulous  stomach 
or  abdomen  must  be  included.  This  trouble- 
some condition  most  commonly  occurs  in  women 
of  a  phlegmatic  habit  of  body,  who  have  borne 
several  children  in  rapid  succession.  The  dis- 
tension of  the  walls  of  the  abdomen  in  suc- 
cessive pregnancies  has  resulted  in  their  perma- 
nent dilatation.  The  integuments  become  loose 
and  flaccid,  and  fall  down  upon  the  pubes  or 
the  upper  portion  of  the  thighs. 

Not  unfrequently  also  in  obese  persons  the 
abdomen  becomes  so  loaded  with  fat  as  to  project 
inordinately,  and,  from  the  diminution  of  the 
resistance  of  its  walls  and  degradation  of  the 
muscular  structures,  it  forms  an  unwieldly  un- 
stable tumour. 
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Both  conditions  of  the  abdomen  give  rise  to 
much  discomfort,  but  they  admit  of  great  relief 
from  mechanical  means. 

The  most  approved  artificial  support  for  slight 
cases  of  pendulous  abdomen  is  a  broad  belt 
formed  of  elastic  material.  The  finely  reticulated 
tissue  of  india-rubber  enveloped  in  silk  is  admi- 
rably adapted  for  this  purpose.  It  affords  uniform 
support,  permits  free  movement,  and  is  so  porous 
that  it  does  not  impede  transpiration. 

More  aggravated  forms  of  pendulosity  require 
a  firmer  support  than  that  which  is  given  by  an 
elastic  tissue.  These  cases  are  best  dealt  with 
by  means  of  an  abdominal  truss  of  the  following 
construction.  To  a  large  oval  metal  plate,  well 
padded,  two  curved  springs  are  attached,  which 
pass  around  the  hips  and  are  buckled  together 
behind.  When  the  instrument  is  applied  the 
pad  is  fixed  upon  the  hypogastrium,  and,  acted 
upon  and  retained  in  position  by  the  springs,  it 
supports  the  depending  abdomen. 

This  truss  was  originally  designed  by  Dr. 
Hull.  In  his  instrument  the  springs  were  at- 
tached to  the  pad  by  hinges,  but  no  provision 
was  made  for  adapting  the  truss  to  different  de- 
grees of  distension  of  the  abdomen.     The  French 
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mechanicians  overcame  in  part  this  difficulty, 
and  arranged  the  springs  so  that  their  length 
could  be  extended  or  diminished.  Even  this 
change,  however,  did  not  meet  every  requirement, 
and  on  the  suggestion  of  Dr.  Gream  I  still 
further  modified  the  truss.  I  placed  within  the 
pad  a  movable  plate,  acted  upon  by  a  key 
movement.  By  means  of  this  plate  and  a 
ratchet  adjustment  the  pressure  of  the  truss 
can  be  augmented  or  diminished  to  any  ex- 
tent. Thus  constructed,  this  form  of  abdominal 
support  is  found  to  be  not  only  most  eflfective 
but  singularly  comfortable  to  the  wearer.  The 
patient  can  adjust  it  to  his  own  requirements 
with  the  greatest  facility.  The  apparatus,  more- 
over, has  another  important  application,  which 
will  presently  be  described.  The  following  draw- 
ing (Mg.  144)  shows  the  form  and  adaptation  of 
this  truss. 

In  an  abdomen  pendulous  from  obesity  an 
elastic  bandage  or  the  truss  just  described  may 
be  made  use  of,  according  to  the  necessity  of  the 
case.  But  a  special  belt,  devised  by  Dr.  Lever, 
is  constructed  for  obese  abdomens,  and  will  be 
found  most  commonly  useful.  It  is  formed  only 
in  part  of  elastic  material,  is  so  shaped  as  to  sup- 
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port  the  lower  portion  of  the  abdomen,  and  is 
secured  behind  by  buckles  ;  or  else  looped  bands 
passed  through  each  other  are  brought  obliquely 
in  front  and  secured  to  buttons  above  the  pubes. 
A  belt  of  this  construction  has  recently  been  ad- 
vertised by  a  country  mechanician  under  the 
erroneous  impression  that  it  was  a  novel  inventioo. 
4.  Prolapse  of  the  Womb, — Formerly  the  almost 
sole  method  of  treating  prolapse  of  the  womb 
mechanically  was  by  the  introduction  within  the 
vagina  of  a  pessary.  This  instrument  is  still 
largely  used.  The  commoner  forms  are  globular 
or  pyriform  in  shape,  perforated  in  the  centre, 
and  made  of  boxwood.      It  is  objected  by  many 
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authorities  against  these  pessaries  that  they  ag- 
gravate the  evil  they  are  intended  to  alleviate. 
They  dilate  still  further  the  vagina  which  is  already 
abnormally  dilated.  They  are,  moreover,  a  source 
of  much  irritation  and  discomfort.  This  may  be 
true  in  respect  to  prolapse  in  an  early  stage. 
But  in  some  of  the  older  forms  of  the  malady, 
common  among  the  labouring  classes,  the  old 
boxwood  pessary  is  found  most  useful.  It  is 
cleanly,  easily  adapted,  and  inexpensive. 

A  useful  form  of  pessary,  constructed  either  of 
boxwood,  gutta  percha,  or  india-rubber,  is  disc- 
shaped. This  is  much  less  bulky  and  heavy  than 
the  globular  or  pyriform  pessary,  is  less  Uable  to 
give  rise  to  evil  consequences,  but  it  is  not  so 
easily  adjusted.  This  form  of  pessary,  indeed, 
requires  to  be  introduced  by  a  medical  man, 
while  the  globular  and  pyriform  pessaries  can  be 
placed  in  position  by  the  patient. 

A  very  ingenious  form  of  pessary  was  shown 
to  me  a  short  time  ago  by  Mr.  Spencer  Wells. 
It  was  a  light  metal  frame,  with  two  lateral  wings. 
The  wings  could  be  brought  together  by  pressure, 
but  on  the  constraining  force  being  removed  they 
opened  wide  apart.  On  this  instrument  being 
introduced  closed  into  the  vagina,  and  left  there. 
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the  wings  spread  out,  remained  fixed,  and  re- 
ceived upon  their  upper  surface  the  prolapsed 
womb. 

Sponge-  and  air-pessaries  are  also  constructed 
for  cases  which  are  not  excessive.  The  air-pes- 
sary is  an  india-rubber  pyriform  bag,  to  which  is 
attached  a  slight  flexible  tube,  with  stop-cock.  The 
bag  is  introduced  undistended,  the  air  is  forced  in 
by  means  of  a  piston  attached  to  the  flexible 
tube,  and  when  a  sufficient  degree  of  inflation  is 
secured  the  stop-cock  is  turned,  and  the  piston 
removed.  This  is  an  excellent  and  most  con- 
venient form  of  pessary. 

Several  modifications  of  the  air-pessary  have 
been  devised.  Thus,  it  has  been  made  disc-shaped. 
Again,  Mr.  Salmon  attaches  a  globular  air-pessaiy 
to  an  external  pad.  Several  years  ago  I  con- 
structed an  air-pessary  in  which  the  distension 
arising  from  inflation  was  aided  by  a  simple 
mechanical  contrivance  by  means  of  which  the 
greater  transverse  diameter  of  the  pessary,  when 
in  position,  was  effectually  secured. 

But  none  of  the  instruments  described 
equal  in  value  the  stem-pessary.  This  is 
supported  by  a  perineal  band,  attached  to  a 
pelvic  belt.     The  stem  terminates  in  a   small 
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cupJike  receptacle  which  receives  the  cervix  uteri. 
The  best  form  of  this  pessary  is  hollow,  and  con- 
structed of  gutta-percha  or  india-rubber.  It 
affords  more  trustworthy  support  than  the  other 
forms  of  pessary  described,  does  not  dilate  the 
walls  of  the  vagina,  and  gives  rise  to  little  irri- 
tation. 

The  tendency  of  modern  practice  has  been  to 
do  away  with  internal  support  in  the  treatment 
of  prolapse  of  the  uterus.  It  has  been  found 
in  a  great  proportion  of  cases  that  the  benefits  to 
be  derived  from  mechanical  aid  might  be  gained 
from  external  support  merely.  1  anj  now  chiefly 
called  upon  to  treat  prolapse  of  the  womb 
without  a  vaginal  pessary.  For  this  purpose  the 
abdominal  truss  described  at  p.  409  is  invaluable. 
Dr.  Gream  has  designated  it  an  "  uterine  truss" 
from  its  excellent  effect  upon  that  organ.  In 
severe  cases  a  perinaeal  band  with  pudendal  pad 
is  added. 

5.  Prolapse  of  the  Rectum. — In  slight  cases  of 
prolapse  of  the  straight  gut,  when  mechanical 
aid  is  needed,  an  old  fashioned  T-bandage  with 
a  conical  or  hemispherical  anal  pad  of  ivory  or 
gutta-percha  is  commonly  adopted.  The  evil  of 
this  arrangement  is  that  the  pad  tends  to  bury 
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itself  within  and  dilate  the  anna — ^weakening  still 
further,  instead  of  fortifying,  the  action  of  the 
already  too  debilitated  sphincter.  To  obviate  this 
difficulty,  I  have  constnicted  the  following  instru- 
ment : — ^From  the  centre  of  the  posterior  part  (rf 
a  well-padded  pelvic  belt  descends  a  curved  flat 
metal  spring.  This  spring  terminates  in  a  disc 
of  sufficient  diameter  to  rest  around  the  mai^ 
of  the  anus.  The  upper  surface  of  the  disc  is 
occupied  by  a  slightly  convex  india-rubber  air- 
pad.  When  the  instrument  is  in  position  the 
disc  forms  as  it  were  a  substitute  for  the  sphincter; 
and,  while  the  pad  affords  the  necessary  resist- 
ance to  protrusion  of  the  bowel,  it  effectually 
obviates  any  tendency  to  dilatation  of  the  anus. 


III. — Deficiencies. 

There  are  but  few  deficiencies  of  the  trunk 
which  come  within  the  scope  of  the  orthopractic 
mechanician.     The  chief  of  these  are : 

1.  Cleft  Spine. 

2.  Deficiency  of  Abdominal  Walls. 

3.  Deficiency  of  Sternum. 
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1.  Cleft  spine  {spina  bifida^  hydrorachitis)  is  a 
coDgenital  affection.  The  spinal  processes  and 
laminae  of  some  of  the  vertebrae  are  deficient  from 
arrest  of  development  dnring  foetal  life.  The 
membranes  of  the  cord  being  unsupported  bulge 
outwards,  an  excessive  amount  of  fluid  is  secreted, 
and  a  fluctuating  tumour  is  formed  over  the  de- 
fective bones.  The  plan  most  frequently  adopted 
in  treating  this  malady  is  to  apply  moderate 
support.  This  is  best  eftectcd  by  a  leather  or 
gutta-percha  truss  carefully  moulded  to  the 
tumour  and  secured  in  position  by  broad  bands. 

2.  Deficiency  of  Abdominal  Walls. — ^A  few 
years  ago  Mr.  Henry  Smith  placed  under  my 
care  a  patient  of  his  in  King's  College  Hospital, 
who  suffered  from  an  entire  absence  of  the 
anterior  and  lower  portion  of  the  abdominal 
walls.  Through  the  aperture  the  bladder  had 
protruded,  whilst  the  uretcre  and  urethra  were 
exposed,  and  exuded  urinary  fluid.  In  addition 
the  unfortunate  patient  laboured  under  double 
inguinal  hernia,  due,  undoubtedly,  to  thinning 
of  the  muscular  walls  of  the  abdomen. 

For  this  case  I  constructed  a  shield  so 
arranged  as  to  retain  the  hernial  protrusions,  and 
at  the  same  time  cover  and  protect  the  tender 
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and  sensitive  bladder.  A  receptaculum  was  also 
appended  for  the  urine.  By  this  arrangement 
security  against  hernial  strangulation,  defence 
from  external  irritation,  and  cleanliness,  were 
obtained,  and  the  patient  experienced  great 
comfort. 

3.  Deficiency  of  Sternum, — This  form  of 
arrested  development  is  so  rare,  that  had  not 
an  example  a  short  time  ago  attracted  much 
attention  among  the  profession  in  town,  it  might 
have  been  passed  Avithout  notice.  In  the  case 
referred  to  an  altogether  exceptional  opportunity 
was  afforded  to  study  the  action  of  the  heart. 
It  occurred  to  me,  on  seeing  this  case,  that  some 
mechanical  protection  of  the  thoracic  viscera 
might  be  needed  in  lieu  of  the  sternum  in 
similar  cases.  It  would  not  be  difficult  to  con- 
struct a  padded  metal  shield — an  artificial 
sternum — and  attach  it  to  the  thorax  by  a  light 
cylindrical  steel  spring. 


CHAPTER  IV. 

THE  LOWER  EXTREMITIES. 

I. — ^Deformities. 

Under  the  head  of  *'  Deformities  of  the  Lower 
Extremities"  are  included — 

1.  Contracted  hip. 

2.  Contracted  knee. 

3.  Bowed  legs. 

4.  Club-foot. 

5.  Deformities  of  the  toes. 

1 .  Contracted  Up, — The  mechanical  treatment 
of  this  deformity  presents  many  difficulties.  Re- 
sulting, as  a  rule,  from  active  or  subacute  mis- 
chief in  the  socket  of  the  thigh,  much  circum- 
spection is  required  in  attempting  to  ameliorate 
contraction  of  the  hip.  On  the  other  hand, 
without  mechanical  aid,  medicine  in  these  cases 
would  be  well  nigh  hopeless. 

There  is  a  variety  of  this  deformity  of  rare 
occurrence,  and  which,  being  usually  observed  in 
connection  with  lateral  curvature  of  the  spine,  is 
generally  included    among     spinal    distortions. 

2.7 
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The  hips  become  fixed  from  rigidity  of  the  sur- 
rounding parts.  The  body  cannot  be  held  My 
erect  from  spastic  contraction  of  the  flexor  mus- 
cles of  the  thigh,  and  on  attempting  to  sustain  a 
perpendicular  position,  the  pelvis  appears  to  be 
tilted  forwards  as  in  anterior  lumbar  curvature. 
The  mechanical  treatment  of  a  case  of  this  kind 
is  simple  extension,  and  I  have  devised  a  couch 
for  its  application.  This  is  so  arranged  as  to 
allow  the  arms  and  upper  part  of  the  body  to 
rest  in  a  horizontal  position,  while  the  pelvis  and 
lower  extremities  lie  on  an  inclined  plane,  the 
angle  of  which  is  about  25°.  A  small  crutch 
placed  beneath  each  arm-pit  fixes  the  shoulders, 
and  a  pair  of  padded  plates,  acted  upon  by  hori- 
zontal screws  secures  the  pelvis.  On  each  ankle 
a  padded  band  is  fastened,  to  which  leaden 
weights  are  fixed  by  cords  running  over  pulleys 
at  the  end  of  the  bed.  These,  when  the  bands 
are  adapted,  exercise  traction  upon  the  hip,  and 
tend  gradually  to  bring  the  legs  to  their  proper 
length  and  position.  After  this  object  has  been 
secured,  the  same  form  of  appliance  as  that 
figured  at  page  332  is  to  be  adopted,  for  the 
purpose  of  retaining  the  thigh  bones  in  position. 
The  external  characteristics  of  contracted  hip 
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are  flexion  of  the  thigh    upon  the  trunk  and 
shortening  of  the  leg.     The  foot  does  not  touch 

Fia.  145. 


the  ground,  and  the  patient  cannot  walk  without 
crutches.  Owing  to  the  neck  of  the  thigh  bone 
being  fixed  at  a  considerable  angle  to  the  axis  of 
the  shaft,  a  difficulty  is  found  in  applying  ex- 
tending  force.  This  difficulty  is  pecuHarly  felt  if 
the  disease  has  resulted  in  luxation  of  the  head 
of  the  bone.  In  order  to  bring  a  sufficient 
amount  of  extending  force  to  bear  upon  the  flexed 
thigh,  it  is  necessary  to  act  by  leverage,  the  ful- 
crum being  invariably  the  pelvis. 

I  constructed  the  following  apparatus  (Fig.  146) 
for  a  patient  of  Mr.  Weedon  Cooke's,  at  the 
Royal  Free  Hospital,  and  as  it  permits  free  mus- 
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cular  motion  while  the  limb  is  being  extended,  it 
may  be  used  with  advantage  in  slight  cases. 

The  instrument  is  composed  of  a  lateral  metal 
stem,  extending  from  the  arm-pit  to  the  centre 
of  the  calf,  and  possessing  free  joints  at  the  knee 
and  hip.  It  is  attached  to  the  body  by  a  padded 
pelvic  band.  At  the  centre  of  the  stem,  between 
the  hip  and  knee  joints,  a  padded  metal  band 
passes  over  the  front  of  the  thigh,  while  at  the 
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lower  extremity  there  is  a  metallic  trough,  which 
receives  the  back  of  the  calf.  From  the  upper 
extremity  of  the  middle  (thigh)  portion  of  the 
stem,  a  process  projects  backwards  at  right  angles 
to  the  stem.  This  process  is  connected  with  the 
pelvic  band  by  a  powerful  vulcanized  india-rubber 
cord,  the  traction  of  which,  converting  the  stem 
into  a  constantly  acting  lever  of  the  first  order, 
tends  persistently  to  extend  the  thigh. 

This  instrument  was  very  successful   in  the 
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case  to  which  it  was  applied.  In  a  short  period 
the  thigh  was  completely  extended. 

Another  instrument  (Fig.  147),  adopted  in  cases 
free  from  lateral  deviation  of  the  shaft  of  the  thigh, 
consists  of  a  metallic  stem,  which  extends  from 
the  armpit  to  the  sole  of  the  boot,  and  is  jointed 
at  the  knee,  ankle,  and  hip.  The  latter  joint  is 
furnished  with  a  powerful  spring,  formed  on 
the  gun-lock  principle,  and  therefore  constantly 
dragging  the  thigh  downwards.  The  limb  is 
secured  to  the  lateral  stem  by  thigh  and  calf 
troughs,  the  former  passing  in  front  of,  the  latter, 
behind  the  limb.  There  is  also  a  pelvic  band, 
which  fastens  the  apparatus  to  the  body. 

An  appliance  (Fig.  148)  which  meets  every  re- 
quirement in  cases  of  severe  hip  contraction,  suc- 
cessfully combating  and  counteracting  each  ab- 
normal deviation,  deserves  a  more  careful  and 
detailed  description.  It  is  composed  of  a  pelvic 
band,  bearing  two  lateral  uprights,  upon  which  the 
arms  rest,  and  from  which  strong  laced  bands  pass 
around  the  thorax.  Two  gluteal  plates  are  placed 
at  the  lower  edge  of  this  pelvic  belt;  these 
being  intended  to  prevent  the  pelvic  band  from 
being  horizontally  rotated,  or  forced  round  upon 
the  body,  when  the  apparatus  is  extended ;  since 
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the  contraction  of  the  defonned  Kmb  induces  a 
tendency  to  this  displacement.  At  the  lateral 
margin  of  the  belt,  and  in  apposition  with  the 
deformity,  a  powerful  metal  stem  is  screwed  on 
which  contains  two  rack-and-pinion  centres ;  one 
to  extend  the  thigh,  the  other  to  force  the  femur 
outwards.     Occasionally,  a  third  ratchet,  which 
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acts  horizontally,  is  introduced ;  but  this  is  rardy 
necessary,  as  the  combined  actions  of  extension 
and  abduction,  if  carefully  managed,  will  also 
rotate  the  limb.  The  stem  is  prolonged  to  tiie 
heel  of  the  boot,  rack-and-pinion  axes  being 
placed  at  the  knee  and  ankle,  for  the  purpose  of 
overcoming  any  contraction  which  may  have 
taken  place  at  those  joints.  The  thigh  and  calf  are 
held  within  the  instrument  in  suitable  troughs;  the 
thigh  trough  being,  as  usual,  fixed  in  front  of  the 
Umb,  that  for  the  calf,  behind — thus  they  mutually 
counteract  the  flexion  of  the  hip  and  knee. 

This  instrument,  when  managed  with  care, 
will  effectually  overcome  every  mechanical  com- 
plication which  is  met  with  in  contraction,  not 
only  of  the  hip,  but  also  of  the  knee  and  ankle, 
no  matter  how  severe.  Sometimes  it  is  necessaiy 
to  add  a  second  rack-and-pinion  joint  at  the 
knee,  for  the  purpose  of  overcoming  lateral  dis- 
placement of  the  head  of  the  tibia  (on  a  principle 
which  will  be  discussed  when  contracted  knee  is 
considered),  and,  in  like  manner,  if  varus  exists, 
a  modification  of  Scarpa's  shoe. 

There  is  another  movement  necessaiy  when 
actual  luxation  of  the  head  of  the  femur  has  taken 
place,  namely,  that  produced  by  an  elongating 
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screw  placed  at  the  thigh  part  of  the  apparatus, 
the  object  being  to  extend  the  thigh  on  the 
trunk.  All  the  advantages  offered  by  the  various 
orthopaedic  beds  which  are  employed  on  the  Con- 
tinent may  be  obtained  by  this  instrument,  with 
the  additional  one,  that  the  patient  is  able  to  take 
some  slight  amount  of  exercise  upon  crutches. 

When  in  Wurtemburg,  several  years  ago,  I 
visited  Dr.  Heine's  establishment  at  Cannstadt, 
for  the  purpose  of  inspecting  the  various  me- 
chanical contrivances  which  are  used  in  Germany 
for  the  treatment  of  deformities.  His  couch  for 
the  treatment  of  contracted  hip  has  attained 
much  celebrity.  Mr.  Hugman,  in  his  work  on 
*  Diseases  of  the  Hip-joint,'  has  spoken  very  favor- 
ably of  its  use  in  severe  cases,  where  other  con- 
trivances have  been  supposed  to  be  inapplicable. 
But  I  believe  that,  in  all  cases,  the  apparatus 
last  figured  answers  better.  It  is  less  irksome 
to  the  patient,  and  less  injurious  to  the  general 
health.  Again,  in  Dr.  Heine's  apparatus,  very 
little,  if  any,  provision  is  made  for  those  com- 
plications which  are  occasionally  associated  with 
contraction  of  the  hip-joint — such  as  flexion  of 
the  knee  to  a  right  angle,  lateral  displacement 
of  the  head  of  the  tibia,  &c.     I  give  a  sketch 
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of  Dr.  Heine's  couch  (Fig.  149),  in  order  that 
the  two  forms  of  apparatus  may  be  contrasted 

Fio.  149. 


The  well-known  apparatus,  called  a  "prone 
couch,"  is  sometimes  used  in  simple  cases  of  con- 
traction of  the  hip- joint,  as  the  weight  of  the  limb 
facilitates  elongation ;  it  is  objectionable,  however, 
on  mechanical  grounds,  because  the  thigh  and 
trunk  are  constantly  kept  in  a  bent  position,  thus 
tending  to  foster  contraction  of  the  flexors.  But 
this  plan  of  treatment  is  of  great  utility  if  adopted 
for  the  purpose  of  obtaining  rest  when  the  early 
symptoms  of  hip  disease  show  themselves, 
although,  under  these  circumstances,  I  consider 
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the  method  proposed  by  Sir  Benjamin  Brodie  to 
be  infinitely  superior. 

This  consists  in  carefully  moulding  a  thick 
piece  of  leather  to  the  pelvis  and  thigh,  the 
leather  being  applied  while  wet  and  flexi- 
ble, and  allowed  to  dry  and  harden  to  the  shape 
of  the  body.  So  perfect  is  the  support  thus 
formed,  that  it  even  exercises  a  control  over  the 
involuntary  muscular  motion  which  is  frequently 
observed  in  these  cases,  and  which  sometimes 
induces  sudden  movement  of,  and  disturbance  in 
the  joint.  I  have  frequently  appUed  these  splints 
by  the  direction  of  Sir  B.  Brodie,  Messrs.  Fer- 
gusson,  Quain,  H.  C.  Johnson,  Hilton,  Erichsen, 
&c.,  and  invariably  found  that  the  limb  was  held 
in  a  state  of  perfect  rest  by  means  of  them. 

The  best  adaptation  of  the  principles  laid 
down  by  Heine  is  to  be  found  in  a  couch  of  the 
following  construction  (Fig.  150).  It  consists  of 
a  double  inclined  plane,  and  in  order  that  the  ob- 
jection so  constantly  urged  against  this  compound 
inclination — viz.,  that  it  produces  great  pressure 
upon  the  nates — may  be  avoided,  the  glutei  rest 
upon  a  padded  plate,  which  can  be  raised  by  a 
perpendicular  screw,  passing  upwards  from  under 
the  centre  of  the  couch.     Two  pads  are  fixed  by 
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long  horizontal  screws  at  each  side  of  the  couch, 
their  office  being  to  grasp  the  sides  of  the  pelvis 
laterally,  and  in  this  way  afford  a  fixed  point  of 
action  for  the  extending  mechanism.  A  strong 
padded  band  is  placed  over  the  thigh  on  the 
outer  side  of  the  limb  affected,  and  in  connection 
with  the  plane,  another  passing  around  the  leg. 
As  the  angles  of  the  plane  are  varied,  so  the  thigh 
becomes  extended  upon  the  trunk;  and  as  the 
pelvis  can  be  raised  at  the  same  time,  the  joint 
may  be  readily  restored  to  a  normal  position. 
There  is  also  an  extending  metal  stem,  to  pro- 
mote lengthening  of  the  limb. 

Various  straps  are  fixed  to  the  frame,  with  the 


intent  that  the  pelvis  mny  be  secured  firmly  to 
it,  the  arm-pits  being  received  by  sliding  and 
thickly  padded  metal  crutches. 

Sometimes  a  contraction  of  the  hip-joint  is 
at  once  overcome  by  placing  the  patient  under 
chloroform,  and  then  breaking  away  the  ad- 
hesions around  the  joint  by  violence.  I  con- 
trived an  instrument,  at  Mr.  Brodhurst's  sugges- 
tion, which  is  intended  to  effect  this  end,  and 
another  for  maintaining  tolerably  constant  exer- 
cise of  the  joint,  after  the  completion  of  the  previous 
operation.  The  former  of  these  contrivances 
consists  of  an  ordinary  "  easy  chair,"  to  the  seat 
of  which  a  strong  and  well  padded  band  is 
aflSxed,  which,  after  passing  over  the  pelvis,  is 
fastened  to  the  opposite  side.  At  the  back  of 
the  chair,  near  its  upper  margin,  a  powerful 
pulley  is  secured,  through  which  a  cord 'passes, 
terminating  in  a  padded  thigh  band.  The  sur- 
geon takes  a  position  in  front  of  the  patient,  and 
violently  flexes  the  thigh  by  pulHng  the  cord. 
Having  allowed  the  limb  to  rest  for  a  few  days 
after  this  has  been  accomplished,  the  next  appa- 
ratus employed  consists  of  a  strong  wooden  seat 
with  a  pelvic  strap.  Another  strap  passes 
under  the  perinaeum,  which  is  secured   to  the 
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lateral  margin  of  the  seat.  A  pulley  is  screwed 
into  the  ceiling,  through  which  a  rope  runs. 
This  rope  is  attached  to  the  thigh  by  a  band  at 
one  end,  and  it  is  held  by  the  patient  at  the 
other.  An  uplifting  of  the  thigh  follows  when 
this  rope  is  pulled,  and  if  the  thigh  band  is  also 
furnished  with  another  rope,  passing  through  a 
pulley  fixed  in  the  ground,  alternate  flexion  and 
extension  is  readily  set  up,  ultimately  securing 
mobility  in  the  joint. 

Bonnet  suggests  a  somewhat  similar  appsr 
ratus,  but  he  employs  a  handkerchief  to  hold  the 
thigh,  which,  I  know  from  experience,  is  insuffi- 
cient fully  to  fulfil  the  object  for  which  it  is  pn> 


A  badly  contrived  instrument  occasionally 
employed  for  cases  of  contracted  hip  is  constructed 
as  follows  (Fig.  151)  : — It  consists  of  a  pelvic 
band  bearing  two  lateral  uprights,  one  of  which 
has  a  perpendicular  spring  at  its  low^cr  border, 
which  supports  a  bandage  intended  to  embrace 
the  knee.  My  reasons  for  thinking  that  this 
instrument  is  extremely  ill-devised  are,  firstly, 
that  the  posterior  stem  must  be  constantly  in 
the  way  whenever  the  patient  attempts  to  sit 
down  ;  secondly,  that  the  lever  which  is  applied 
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Fig.  151. 


for  the  purpose  of  extending  the  thigh  would 
prove  absolutely  useless  in  cases  of  rectangular 
contraction,  for  it  would  be  far  more  likely  to 
turn  the  apparatus  round  upon  the  body,  than 
to  diminish  the  contraction;  thirdly,  that  the 
lever  can  rarely,  if  ever,  be  kept  in  the  mesial 
line  of  the  thigh,  where  it  undoubtedly  should 
be,  in  order  that  effective  mechanical  traction 
may  be  used.  I  would  not  have  mentioned 
this   instrument,  had  I  not  found  that  it  has 
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been  strongly  recommended  to  surgeons  as  an 
efficient  instead  of  an  objectionable  agent  in  the 
mechanical  treatment  of  contractions  of  the  hip- 
joint.  The  gentleman  who  devised  the  apparatus 
may  be  a  good  surgeon — I  am  quite  sure  that 
he  must  be  a  very  poor  mechanist. 

Bonnet  invented  a  very  ingenious  apparatus 
for  securing  rotation  of  the  thigh,  which  will  be 
best  mentioned  in  this  place.  The  form  and  ap- 
plication of  the  mechanism  will  be  at  once  under- 
stood from  the  accompanying  drawing  (Fig.  152). 


Fio.  152. 
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The  patient  being  seated,  the  weight  of  the 
trunk  suflBces  to  fix  the  pelvis  without  extraneous 
aid.  The  axis  around  which  the  femur  executes 
its  movement  of  rotation,  proceeds  from  the  point 
of  union  of  the  superior  two  thirds  with  the 
inferior  third  of  the  leg.  Thus  arranged,  it  seems 
to  Bonnet  to  represent  truly  the  fictitious  axis 
around  which  the  inferior  member,  slightly  flexed, 
executes  its  movements  of  rotation  inwardly  and 
outwardly. 

2.  Contracted  Knee. — Contraction  of  the  knee 
(Fig.  153)  is  due  either  to  a  shortening 
or  spastic  contraction  of  the  muscles  of  the 
back    of  the   thigh   or    to   chronic    disease   of 

Fig.  153. 


2.% 
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the  joint.     When  the   cause   is   muscular  the 
mechanical    treatment  is   invariably  immensely 
assisted  by  a  division  of  the  tendons  of  the  semi- 
membranosus,   semi-tendinosus,   popliteus,   and 
biceps  flexor  cruris  muscles,  as  one  of  the  great- 
est  obstacles  to  extension  is  thereby  removei 
Nevertheless,  there  is  one  point  relative  to  teno- 
tomy which,  I  believe,  has  escaped  observation 
until  I  directed  attention  to  it  five  years  ago, 
simply  because  its  solution  happens  to  be  pureltf 
mechanical.     It   is  this,  that  there  is  a  slight 
posterior  luxation  of  the  head  of  the  tibia  in 
almost  all-  cases  where  this   remedy  has  been 
resorted  to.     The  explanation  of  this  occurrence 
may  be  simplified  by  a  description  of  the  appa- 
ratus in  ordinary  use  for  straightening  the  knee 
joint  (Fig.  154).     When  the  flexion  of  the  knee 
is  trifling,  the  instrument  usually  employed  for 
mechanically  extending  it,  is  a  padded  wooden 
or  metal  splint,  hinged  at  the  knee,  and  ex- 
tended by  means  of  a  male  and  female  screw; 
there  is  also  a  knee-cap. 

Any  one  examining  this  drawing,  will  find  that 
upon  extending  the  apparatus,  the  greatest 
amount  of  resistance  must  be  found,  first,  at 
the  anterior  surface  of  the  knee,  over  which  the 
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knee-cap  passes ;  secondly,  against  the  calf ;  and 
thirdly,  at  the  thigh.  The  centre  joint  becomes 
the  fixed  point  of  rotation  for  the  thigh  and  leg 
levers,  thus  diminishing  the  angle  of  the  knee ; 
but  as  the  tibia  is  acted  upon  by  the  lower  band 
and  knee-cap  in  such  a  manner  that  it  acquires 
a  disposition  to  rotate  backwards  around  its  own 
centre,  and  as  the  same  thing  cannot  occur  at 
the  thigh,  because  it  is  firmly  fixed  to  the  pelvis, 
posterior  luxation  of  the  head  of  the  tibia  must 
take  place,  although  this  is  generally  of  so  small 
an  extent  as  to  be  hardly  noticeable. 

If  this  occurs  where  no  tenotomy  has  been 
performed,  how  great  must  be  the  increase  given 
to  posterior  rotation    of  the  tibia,   when   the 
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muscles  connecting  the  leg  with  the  thigh  are 
severed ;  for  then  the  whole  power  exercised  by 
the  extending  apparatus  must  necessarily  be  so 
directed  as  to  thrusj  the  head  of  the  tibia  back- 
ward. 

Notwithstanding  this  objection,  tenotomy  offers 
immense  advantages ;  but  these  are  greatest  where 
the  instrument  for  extension  is  so  constructed  that 
it  will  eflFect  the  intended  result  without  producing 
the  untoward  action  just  described.     Upon  this 
ground,  again,  it  must  be  admitted  that,  unless  a 
mechanist  be  sufficiently  competent  to  comprehend 
perfectly  the  new  directions  taken  by  bones  under 
certain  abnormal  circumstances,  he  will  be  incapa- 
ble of  affording  the  surgeon  that  assistance  which 
the  latter  is  justified  in  expecting  at  his  hands. 
When  the  apparatus  is  properly  made,  it  should 
embrace  the  head  of  the  tibia  posteriorly,  and 
ought  gradually  to  advance  that  point  as  the 
knee  becomes  extended  by  the  remaining  portions 
of  the  appliance.     If  required  for  a  slight  con- 
traction, this  is  best  effected  by  passing  a  strong 
webbing  band   at  the  back    of  the  knee,  just 
below  the  condyles,  and  rendering  it  tighter  as 
the  instrument  approaches  towards   a   straight 
line. 
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The  instruments  used  for  the  purpose  of  over- 
coming contraction  of  the  knee  are  so  numerous 
that  it  would  be  futile  to  attempt  to  describe 
even  a  tenth  of  them.  Those  most  frequently 
adopted^  together  with  sundry  of  recent  invention, 
are  figured  in  the  following  pages. 

The  first  (Fig.  155)  consists  of  an  instrument 

Fig.  155. 


with  a  hip-joint,  which  is  attached  to  the  pelvis 
by  a  padded  band.  At  the  knee  there  is  a  semi- 
circular disc,  through  an  aperture  in  which  a  screw 
passes  to  a  hole  in  the  leg-stem,  into  which  it  is 
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received.  The  lower  part  of  the  instrument  is 
attached  to  a  boot>  the  calf  and  thigh  bang 
embraced  by  padded  bands.  A  webbing  band, 
attached  to  the  thigh  and  leg  stems,  surrounds  the 
knee,  passing  in  firont  of  it.  Upon  bringing  the 
instrument  into  action,  the  leg  is  first  of  all  ex- 
tended by  the  force  of  the  hand,  and  the  s^- 
mental  screw  is  then  tightened,  thereby  diminish- 
ing the  angle  formed  by  the  leg  and  thigh.  This 
instrument  is  only  intended  for  use  in  very  slight 
cases. 
The  next  kind   of  instrument   (Pig.  156)  is 

Fio.  156. 


composed  of  two  metal  troughs,    one    for  the 
reception  of  the   thigh,  the    other  of  the  leg. 
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These  troughs  are  joined  by  two  lateral  stems, 
having  ratchet  joints  situated  at  their  centres.  A 
webbing  band  passes  at  the  back  of  the  apparatus, 
just  below  the  centre  of  the  knee-joint,  which 
prevents  posterior  luxation  during  the  extension 
of  the  contracted  limb.  When  this  instrument 
is  set  in  action  by  turning  the  tangential  screws 
at  the  knee,  the  ensuing  extension  of  the  two 
femurs  which  form  the  thigh  and  leg  stems, 
induces  pressure  upon  the  patella,  together  with 
a  change  in  the  angularity  of  the  limb.  This 
instrument  is  peculiarly  well  calculated  to  over- 
come the  distortion  in  all  ordinary  cases  of 
contracted  knee,  and  it  is  likewise  so  simple  as 
regards  its  mode  of  application,  that  the  occurrence 
of  an  error  in  mechanical  manipulation  is  almost 
an  impossibility. 

Where,  as  sometimes  happens,  contraction 
of  the  knee  in  its  mesial  plane  is  accompanied 
by  lateral  inversion,  the  following  instrument 
(Fig.  157)  will  be  found  available.  One  padded 
trough  receives  the  thigh,  another  the  calf,  these 
two  being  connected,  on  the  outer  side,  by  a 
single  lateral  stem,  furnished  with  two  rack-and- 
pinion  joints,  each  acting  at  right  angles  with 
the  other.    A  strong  knee-cap  is  then  fixed  to 
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FlO.  157. 


the  extremities  of  the  leg  and  thigh  troughs. 
When  acting  mechanically  upon  the  limb  with 
this  instniment,  the  one  axis  entails  extension, 
and  the  other  lateral  eversion ; — thus  Ihe  knee  is 
gradually  restored  to  its  proper  position. 

I  have  recently  devised  a  plan  for  the  extension 
of  the  knee  in  ordinary  cases,  by  adapting  the 
tractile  force  of  powerful  india-rubber  straps  to 
the  instrument,  in  such  a  way  as  to  induce 
straightening  of  the  knee,  and,  at  the  same  time, 
admit  of  some  slight  amount  of  motion  in  the  joint. 
This  plan  is  practically  carried  out  (Fig.  158),  by 
adjusting  two  troughs  to  the  limb, — one  for  the 
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Fig.  151. 


for  the  purpose  of  extending  the  thigh  would 
prove  absolutely  useless  in  cases  of  rectangular 
contraction,  for  it  would  be  far  more  likely  to 
torn  the  apparatus  round  upon  the  body,  than 
to  diminish  the  contraction;  thirdly,  that  the 
lever  can  rarely,  if  ever,  be  kept  in  the  mesial 
line  of  the  thigh,  where  it  undoubtedly  should 
he,  in  order  that  eflFective  mechanical  traction 
may  be  used.  I  would  not  have  mentioned 
this   instrument,  had  I  not  found  that  it  has 
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been  strongly  recommended  to  surgeons  as  an 
efficient  instead  of  an  objectionable  agent  in  the 
mechanical  treatment  of  contractions  of  the  hip- 
joint.  The  gentleman  who  devised  the  apparatus 
may  be  a  good  surgeon — I  am  quite  sure  that 
he  must  be  a  very  poor  mechanist. 

Bonnet  invented  a  very  ingenious  apparatus 
for  securing  rotation  of  the  thigh,  which  will  be 
best  mentioned  in  this  place.  The  form  and  ap- 
plication of  the  mechanism  will  be  at  once  under- 
stood from  the  accompanying  drawing  (Fig.  152). 

Fio.  152. 
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The  patient  being  seated,  the  weight  of  the 
rank  sufSces  to  fix  the  pelvis  without  extraneous 
id.  The  axis  around  which  the  femur  executes 
8  movement  of  rotation,  proceeds  from  the  point 
f  union  of  the  superior  two  thirds  with  the 
iferior  third  of  the  leg.  Thus  arranged,  it  seems 
>  Bonnet  to  represent  truly  the  fictitious  axis 
round  which  the  inferior  member,  slightly  flexed, 
cecutes  its  movements  of  rotation  inwardly  and 
utwardly. 

2.  Contracted  Knee, — Contraction  of  the  knee 
Fig.  153)  is  due  either  to  a  shortening 
)r  spastic  contraction  of  the  muscles  of  the 
3ack   of  the  thigh   or    to   chronic    disease   of 

Fig.  153. 
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the  joint.  When  the  cause  is  mnscolar  the 
mechanical  treatment  is  invariably  immensely 
assisted  by  a  division  of  the  tendons  of  the  semi- 
membranosus, semi-tendinosu8,  popliteus>  and 
biceps  flexor  cruris  muscles,  as  one  of  the  great- 
est obstacles  to  extension  is  thereby  removed. 
Nevertheless,  there  is  one  point  relative  to  teno- 
tomy which,  I  believe,  has  escaped  observation 
until  I  directed  attention  to  it  five  years  ago, 
simply  because  its  solution  happens  to  be  purdy 
mechanical.  It  is  this,  that  there  is  a  slight 
posterior  luxation  of  the  head  of  the  tibia  in 
almost  all*  cases  where  this  remedy  has  been 
resorted  to.  The  explanation  of  this  occurrence 
may  be  simplified  by  a  description  of  the  appa- 
ratus in  ordinary  use  for  straightening  the  knee 
joint  (Fig.  154).  When  the  flexion  of  the  knee 
is  trifling,  the  instrument  usually  employed  for 
mechanically  extending  it,  is  a  padded  wooden 
or  metal  splint,  hinged  at  the  knee,  and  ex- 
tended by  means  of  a  male  and  female  screw; 
there  is  also  a  knee-cap. 

Any  one  examining  this  drawing,  will  find  that 
upon  extending  the  apparatus,  the  greatest 
amount  of  resistance  must  be  found,  first,  at 
the  anterior  surface  of  the  knee,  over  which  the 
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*^ee-cap  passes ;  secondly,  against  the  calf ;  and 

^liirdly,  at  the  thigh.     The  centre  joint  becomes 

^ke  fixed  point  of  rotation  for  the  thigh  and  leg 

-^^vers,  thus  diminishing  the  angle  of  the  knee ; 

^nt  as  the  tibia  is  acted  upon  by  the  lower  band 

^^d  knee-cap  in  such  a  manner  that  it  acquires 

»  disposition  to  rotate  backwards  around  its  own 

Oentre,  and  as  the  same  thing  cannot  occur  at 

tbe  thigh,  because  it  is  firmly  fixed  to  the  pelvis, 

posterior  luxation  of  the  head  of  the  tibia  must 

take  place,  although  this  is  generally  of  so  small 

«n  extent  as  to  be  hardly  noticeable. 

If  this  occurs  where  no  tenotomy  has  been 
performed,  how  great  must  be  the  increase  given 
to  posterior  rotation   of  the  tibia,   when   the 
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muscles  connecting  the  leg  with  the  thigh  are 
severed ;  for  then  the  whole  power  exercised  by 
the  extending  apparatus  must  necessarily  be  so 
directed  as  to  thrus^  the  head  of  the  tibia  back- 
ward. 

Notwithstanding  this  objection,  tenotomy  offers 
immense  advantages ;  but  these  are  greatest  where 
the  instrument  for  extension  is  so  constructed  that 
it  will  effect  the  intended  result  without  producing 
the  untoward  action  just  described.     Upon  this 
ground,  again,  it  must  be  admitted  that,  unless  a 
mechanist  be  sufficiently  competent  to  comprehend 
perfectly  the  new  directions  taken  by  bones  under 
certain  abnormal  circumstances,  he  will  be  incapa-- 
ble  of  affording  the  surgeon  that  assistance  whicfc^ 
the  latter  is  justified  in  expecting  at  his  hands^ 
When  the  apparatus  is  properly  made,  it  shoul(^ 
embrace  the  head  of  the  tibia  posteriorly,  andu 
ought  gradually  to  advance  that  point  as  the 
knee  becomes  extended  by  the  remaining  portions 
of  the  appliance.     If  required  for  a  slight  con- 
traction, this  is  best  effected  by  passing  a  strong 
webbing  band    at  the  back    of  the  knee,  just 
below  the  condyles,  and  rendering  it  tighter  as 
the  instrument  approaches  towards   a   straight 
line. 
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The  instruments  used  for  the  purpose  of  over- 
cooung  contraction  of  the  knee  are  so  numerous 
that  it  would  be  futile  to  attempt  to  describe 
even  a  tenth  of  them.  Those  most  frequently 
adopted,  together  with  sundry  of  recent  invention, 
are  figured  in  the  following  pages. 

The  first  (Fig.  155)  consists  of  an  instrument 

Fig.  155. 


^th  a  hip-joint,  which  is  attached  to  the  pelvis 
by  a  padded  band.  At  the  knee  there  is  a  semi- 
circular disc,  through  an  aperture  in  which  a  screw 
passes  to  a  hole  in  the  leg-stem,  into  which  it  is 
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received.  The  lower  part  of  the  instroment  is 
attached  to  a  boot,  the  calf  and  thigh  being 
embraced  by  padded  bands.  A  webbing  band, 
attached  to  the  thigh  and  leg  stems,  surroondsthe 
knee,  passing  in  front  of  it.  Upon  bringing  the 
instrument  into  action,  the  leg  is  first  of  all  ex- 
tended  by  the  force  of  the  hand,  and  the  s^- 
mental  screw  is  then  tightened,  thereby  diminish- 
ing the  angle  formed  by  the  leg  and  thigh.  This 
instrument  is  only  intended  for  use  in  very  slight 
cases. 

The  next  kind   of  instrument   (Pig.  156)  is 

Fig.  156. 


composed  of  two  metal  troughs,    one    for  the 
reception  of  the   thigh,  the    other  of  the  leg- 
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These  troughs  are  joined  by  two  lateral  stems, 
having  ratchet  joints  situated  at  their  centres.  A 
webbing  band  passes  at  the  back  of  the  apparatus, 
just  below  the  centre  of  the  knee-joint,  which 
prevents  posterior  luxation  during  the  extension 
of  the  contracted  limb.  When  this  instrument 
is  set  in  action  by  turning  the  tangential  screws 
at  the  knee,  the  ensuing  extension  of  the  two 
femurs  which  form  the  thigh  and  leg  stems, 
induces  pressure  upon  the  patella,  together  with 
a  change  in  the  angularity  of  the  limb.  This 
instrument  is  peculiarly  well  calculated  to  over- 
come the  distortion  in  all  ordinary  cases  of 
contracted  knee,  and  it  is  likewise  so  simple  as 
regards  its  mode  of  application,  that  the  occurrence 
of  an  error  in  mechanical  manipulation  is  almost 
an  impossibility. 

Where,  as  sometimes  happens,  contraction 
^f  the  knee  in  its  mesial  plane  is  accompanied 
ky  lateral  inversion,  the  following  instrument 
(Fig.  157)  will  be  found  available.  One  padded 
trough  receives  the  thigh,  another  the  calf,  these 
two  being  connected,  on  the  outer  side,  by  a 
single  lateral  stem,  furnished  with  two  rack-and- 
pinion  joints,  each  acting  at  right  angles  with 
the  other.    A  strong  knee-cap  is  then  fixed  to 
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the  extremities  of  the  leg  and    thigh  troughs. 
When  acting  mechanically  upon  the  limb  with 


^ 


this  instniment,  the  one  axis  entails  extension,      ^ 
and  the  other  lateral  eversion ; — thus  the  knee  is      ^ 
gradually  restored  to  its  proper  position. 

I  have  recently  devised  a  plan  for  the  extension 
of  the  knee  in  ordinary  cases,  by  adapting  the  ^ 
tractile  force  of  powerful  india-rubber  straps  to  ^ 
the  instrument,  in  such  a  way  as  to  induce 
straightening  of  the  knee,  and,  at  the  same  time, 
admit  of  some  slight  amount  of  motion  in  the  joint. 
This  plan  is  practically  carried  out  (Fig.  158),  by 
adjusting  two  troughs  to  the  limb, — one  for  the 
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Fig.  158. 


thigh,  the  other  for  the  calf, — and  joining  them 
together  by  two  lateral  levers,  each  freely-jomted 
at  the  knee.  Two  semicircles  of  metal  are  fixed 
to  these  levers,  midway  between  the  two  troughs, 
for  the  purpose  of  afibrding  attachment  to  strong 
bands  of  vulcanized  india-rubber.  The  constant 
traction  of  this  elastic  substance  maintains  a 
persistent  extensile  force  upon  the  contracted 
muscles,  and,  if  the  action  of  the  apparatus  is 
assisted  by  tenotomy,  the  limb  soon  becomes 
restored  to  a  normal  position.* 


*  A  strong  knee-cap  is  attached  to  aU  these  instrtunents 
with  a  view  of  preventing  the  knee  from  being  raised  from 
the  apparatus  when  mechanical  power  is  applied,  and  as  a 
necessary  counter- resistance  to  the  extension  produced  by 
the  lateral  levers. 
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In  the  apparatuses  which  I  have  described 
as  being  appUcable  for  the  restoration  of  a  con- 
tracted knee  to  the  straight  position,  it  has 
frequently  been  found  that,  owing  to  the  amount 
of  yielding  of  the  muscles  which  form  the  back 
of  the  leg  and  thigh,  the  lateral  stems  have 
become  vertical,  the  limb,  notwithstanding,  re- 
taining a  slight  amount  of  angular  retraction. 
In  order  that  I  might  obviate  this  drawback,  I 
recently  devised  an  apparatus  by  the  action  of 
which  power  is  so  applied,  from  the  very  moment 
at  which  extension  commences,  that  the  knee  is 
drawn  backwards,  whilst  the  leg  and  thigh  are 
simultaneously  thrust  forward.  Although  all 
the  former  instruments  induce  extension  of  the 
leg  and  thigh,  none  of  them  resemble  this  one, 
in  aiming  at  an  active  depression  of  the  angle  of 
flexion  at  its  apex.  The  others  simply  ofier  a 
passive  resistance  over  the  anterior  surface  of 
the  knee,  while  the  leg  and  thigh  are  being 
extended. 

This  instrument  is  composed  of  two  steel 
levers  (Figs.  159  and  160),  joined  together 
by  a  ratchet-joint  at  the  back  of  the  knee,  by 
means  of  which  they  can  be  so  moved  as 
to  coincide  with  any  angle  of  contraction.     A 
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Fio.  159. 


Fig.  160. 
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padded  band^  passing  over  the  back  of  the 
thigh,  is  attached  by  a  hinge  to  the  upper 
extremity  of  the  levers ;  this  allows  of  a  gingly- 
moid  motion  in  them  when  they  are  acted 
upon  by  the  ratchet-screws.  Another  band  is 
attached  to  their  lower  extremity  by  a  similar 
hinge.  Four  small  steel  arms  spring  from  the 
ratchet  hinge  in  such  a  manner  that  they  pass  on 
either  side  of  the  knee,  giving  attachment  to  a 
strong  leathern  cap,  which  crosses  over  the  firont 
of  the  joint. 

When  this  cap  is  adjusted,  and  the  ratchet  screw 
is  moved  in  a  posterior  direction,  the  two  levers  are 
extended  anteriorly ;  but,  as  their  extremities 
are  hinged  to  the  bands  which  surround  the  calf 
and  thigh,  the  entire  posterior  stem  acquires  a 
tendency  to  backward  motion,  drawing  the  knee, 
of  course,  in  the  same  direction.  This  action  may 
be  continued,  until  the  ratchet  centre  reaches  a 
point  behind  the  vertical  line,  or,  in  other  words, 
reverses  its  angle ;  the  entire  restoration  of  the 
great  bones  of  the  limb  to  a  vertical  position  being 
thereby  ensured. 

It  is  difficult  to  describe  this  instrument  satis- 
factorily; but  the  results  obtained  by  its  use 
are   indisputably    favorable.     It  fairly  removes 
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that  contractile  tendency  which  always  remains, 
where  the  angularity  has  not  been  completely 
conquered,  at  the  same  time  that  it  prepares  the 
knees  for  the  reception  of  exercises,  which  must 
be  employed,  in  all  cases,  ere  motion  can  be 
restored  to  the  joint  after  it  has  been  mechani- 
cally extended. 

Although  not  strictly  an  instrument  for 
contracted  knee,  the  following  apparatus  will  be 
found  very  useful,  where  there  is  a  permanent 

Pig.  161. 
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shortening  in  the  length  of  the  leg,  from  anchy- 
losis : — 

It  consists  of  a  padded  thigh-trough,  attached 
to  a  powerful  metal  stem  by  a  hinge ;  the  stem 
bifurcating  just  above  the  calf,  and  joining  a  foot- 
plate below.  A  small  tube,  or  socket,  is  sunk  in 
the  lower  surface  of  the  foot-plate,  for  the  recep- 
tion of  a  wooden  pin,  which  fills  up  the  space 
existing  between  the  foot  and  the  ground.  A 
strong  knee-cap  passes  over  the  patella  and  secures 
the  leg  firmly  to  the  apparatus. 

When  the  patient  uses  an  instrument  of  this 
kind,  his  weight  is  received  by  the  thigh-trough, 
and  transmitted  thence  to  the  groimd,  so  that  the 
knee  is  guarded  from  all  strains,  while  the  ten- 
dency to  vertebral  curvature,  which  is  always 
induced  by  a  contracted  state  of  the  lower  limb, 
is  arrested  and  negatived. 

Another  condition  assumed  by  the  knee,  for 
which  very  complex  mechanisms  have  usually 
been  constructed,  is  known  as  posterior  displace- 
ment of  the  tibia^  beneath  the  extremity  of  the 
femur.  Where  this  is  present,  any  attempt  at 
reducing  the  angle  of  the  knee  by  an  instrument 
which  possesses  but  one  knee-axis,  must  not  only 
be  ineffectual,  but  will  positively  tend  to  increase 
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the  displacement  of  the  tibia.  The  reason  of 
this  needs  explanation.  Upon  careftdly  examin- 
ing a  knee  so  contracted  that  the  head  of  the 
tibia  shows  itself  posteriorly  beneath  the  ex- 
tremity of  the  femm*,  it  will  instantly  be  apparent 
that  another  centre  of  motion  must  be  established 
in  lieu  of  that  on  which  the  leg  flexes  in  its  nor- 
mal state ;  and,  consequently,  that,  in  the  treat- 
ment of  the  case,  this  false  centre  must  first  be 

Fig.  162. 


A.  The  femur. 

B.  The  tihia. 

G.  The  head  of  the  tibia  displaced  posteriorly. 

D.  The  fSalse  centre  aronnd  which  the  displaced  bone 
rotates  posteriorly. 

E.  Natural  axis  of  the  knee-joint. 
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SO  advanced  as  to  be  re-established  at  the  point 
where  the  true  centre  origmally  existed,  before 
the  Ihnb  can  be  restored  to  its  vertical  position 
(Fig.  162). 

Upon  attempting  to  extend  the  knee  by  any 
ordinary  appliance,  the  mechanical  result  must  be 
to  make  the  tibia  rotate  upon  the  false  axis  D, 
which  would  leave  the  head  of  the  bone  in  a  posi- 
tion of  backward  dislocation,  even  if  the  exten- 
sion   succeeded    in    overcoming    the    abnormal 
contraction.     In  order  to  avoid  this,  the  head  of 
the  tibia  must  be  advanced  anteriorly  beneath 
the  extremity  of  the  femur,  concurrently  with 
the  attempt  being  made  to  extend  the  limb.   The 
instrument  best  fitted  to  effect  this  is  made  as 
follows  (Fig.  163):* 

A  metal  stem,  containing  two  free  joints,  so 
arranged  as  to  correspond  by  their  centres  with 
the  axes  of  the  extremity  of  the  femur  and  head 
of  the  tibia  respectively,  passes  down  on  either 
side  of  the  limb,  to  which  it  is  attached  by  padded 
metal  thigh-  and  calf-troughs.  When  appUed, 
this  instrument    conforms   itself  with  tolerable 


*  An  admirable  description  of  this  instrument  has 
appeared  in  the  'Lancet,'  penned  by  Mr.  Erichsen,  who 
originally  suggested  its  construction. 
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Fig.  163. 


accuracy  to  the  shape  of  the  malformed  limb.  A 
perpendicular  spring  is  fixed  to  that  portion  of  the 
apparatus  which  is  situated  in  a  line  with  the 
thigh,  above  the  first  of  the  free  centres,  the  action 
of  which  spring  presses  the  head  of  the  femur 
backwards ;  while  below  the  second  centre,  and 
in  a  line  vnth  the  tibia,  another  spring  is  at- 
tached, the  mechanical  power  of  which  urges  the 
head  of  the  tibia  forwards  ;  thus  two  antago- 
nistic forces  are  obtained,  both  tending  to  bring 
the  head  of  the  tibia  beneath  the  extremity  of 
the  femur,  and,  at  the  same  time,  extend  the  angle 

^9 
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of  contraction.     If  the  deformity  is  one  of  veiy 
great  severity,  it  is  better  to  use  ratchet-screw 
centres   than   to  act  by  the   power  of  strong 
springs.       This    instrument    requires     to    be 
managed  in  a  pecuUar  fashion,  when  in  action, 
since  the  success  of  a  case  will  depend  upon  the 
ratchets  being  screwed  in  a  proper  order.    It 
is  thus  used : — After  applying  the  instrument,  so 
adjusted  by  means  of  the  screw  centres  that  the 
axes  of  its  joints  shall  coincide  with  those  of  the 
femur  and  tibia,  the  first  movement  which  must 
be  given  is  that  of  flexion  of  the  lower  centre, 
by  which  the  head  of  the  tibia  is  thrown  for- 
wards ;  but  this  also  increases  the  angle  of  con- 
traction.    If  the  upper  rack  be  now  extended, 
the  entire  tibia  is  made  to  rotate  in  an  anteri(»r 
direction  beneath  the  head  of  the   femur,  and 
the  angle  of  deformity  is  considerably  diminished. 
By  following  in  this  sequence,  when  acting  upon 
the  distortion,  the  limb  can  be  gradually  restored 
to  a  normal  condition,  without  fear  of  the  pos- 
terior luxation  remaining  unreduced.     It  will  be 
apparent  that,  in  the  second  of  the  actions  just 
described,  the  upper  axis  becomes  a  fixed  point, 
around  which  the  radius  of  motion,  which  takes 
place  between  it  and  the  lower  centre,  rotates ; 
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and,  as  the  lower  centre  is  connected  with  the 
leg-trough,  the  tibia  must,  of  necessity,  advance 
with  the  instrument,  and  in  this  way  complete 
the  extension  and  replacement  of  its  head.  The 
spring-instrument  acts  in  like  manner,  but,  owing 
to  its  being  self-adapting,  its  action  cannot  be  so 
readily  regulated. 

An  apparatus   (Fig.  164)   sometimes   recom- 

FiG.  16-1. 


mended  for  the  treatment  of  a  deformity  of  this 
description*  consists  of  a  mahogany  board  with 
perpendicular  lateral  steins,  to  which  a  webbing 
band;  passing  like  a  sling  under  the  head  of  the 
tibia,  is  attached.  The  thigh  is  firmly  bound  to 
fixed  pads  belonging  to  the  board,  and  the  ankle 
is  grasped  by  a  bandage  which  is  secured  to  a 


•  Little  '  On  Deformities,'  page  80. 
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horizontal  screw,  the  object  of  which  latter  appen- 
dage is,  elongation  of  the  leg.     A  pad,  regulated 
by  a  screw,  is  placed  over  the  anterior  and  inferior 
surface  of  the  thigh,  pressing  the  femur  down- 
wards, and  affording  counteraction  against  the 
webbing  band  which  passes  underneath  the  head 
of  the  tibia.    There  is  also  an  arrangement  for  the 
prevention  of  lateral  displacement  of  the  head  of 
the  latter  bone.     This  instrument,  although  veiy 
ingenious,  considering  the  period  at  which  it  was 
devised,  is  far  too  clumsy  to  be  generally  adopted 
in  the  present  advanced  state  of  science,  as  it  not 
only  restricts  the  patient  to  his  couch,  but  ]^ 
entirely  useless  where  the  knee  presents  much 
posterior  flexion. 

Posterior  luxation  of  the  tibia  without  angular 
contraction  between  the  leg  and  thighy  is  another 
deformity  incidental  to  the  knee.  An  instru- 
ment for  its  treatment  (which  I  constructed  for  a 
patient  of  Dr.  Little's,  at  his  suggestion)  is  thus 
made  : — ^Two  lateral  levers,  hinged  at  the  knee, 
are  attached  to  the  Hmb  by  thigh-  and  leg-troughs, 
so  proportioned  that  the  upper  trough  embraces 
the  thigh  from  the  ischium  to  the  commencement 
of  the  condyles,  while  the  lower  one  surrounds 
the  leg  from  just  above  the  malleoli  to  the  tibial 
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tuberosities.  At  the  back  of  each  trough,  and  to 
its  centre,  a  small  hook  is  fixed,  and  on  these 
hooks  a  ring  of  vulcanized  india-rubber  is 
stretched,  the  action  of  which  flexes  the  appara- 
tus, and  thus  overcomes  the  disposition  of 
the  knee  to  backward  flexion.  From  the  elastic 
nature  of  the  applied  power  it  is  impossible  that 
any  permanent  contraction  of  the  knee-joint  can 
result 

I  need  scarcely  remark  that  a  strong  knee-cap 
is  a  necessary  and  constant  appendage  to  all 
contrivances  intended  to  act  upon  the  knee- 
joint  ;  since,  if  this  precaution  were  neglected, 
the  angle  formed  by  the  leg  and  thigh  would 
remain  undiminished,  and  the  efiiciency  of  the 
mechanical  appliance  would  be  necessarily  abro- 
gated. 

I  have  already  endeavoured  to  show  that 
angular  contraction  of  the  knee,  whether  accom- 
panied by  luxation  or  the  contrary,  can  be  readily 
overcome  by  the  adoption  of  proper  mechanical 
means.  I  shall  now  proceed  to  the  description 
of  such  instruments  as  are  employed  for  the  pur- 
pose of  re-establishing  motion,  after  the  joint  has 
been  brought  into  a  normal  position  ;  since  it  is 
necessary  to  show  not  only  by  what  apparatuses 
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the  limb  can  best  be  straightened,  but  also  the 
means  by  which  it  may  be  most  readily  retained 
in  its  restored  position,  and  by  which  mobility 
and  natural  action  may  be  imparted  to  the 
joint. 

The  simplest  of  these  instruments  (Fig.  165) 

Pig.  166. 


consists  of  a  wooden  chair,  upon  which  the  patient 
sits,  the  thigh  being  surrounded  and  fixed  tightly 
to  the  seat  by  two  broad  straps.  A  padded  band, 
furnished  with  buckles  and  straps,  is  attached  to 
the  ankle;  a  cord  which  passes  over  a  pulley 
fixed  in  the  ceiling  connecting  the  hand  of  the 
patient  with  the  end  of  the  lower  leg.     Upon 
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pulling  this  cord  the  knee  is  extended,  while 
flexion  is  obtained  partly  by  the  weight  of  the 
leg,  partly  by  voluntary  effort.  In  this  way  an 
easily  regulated  motion  of  the  knee-joint  is 
obtained. 

The  next  appliance  (Fig.  166)  is  of  a  more 

Fig,  166. 


complex  character,  its  object  being  to  re-estabUsh 
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regular  and  well-sustained  flexion  and  extension, 
independently  of  any  muscular  aid  which  might 
be  received  from  the  flexors  of  the  patient.  This 
apparatus  consists  of  a  strong  wooden  seat,  fixed 
on  a  square  frame  which  rests  upon  the  ground. 
A  padded  thigh-trough,  with  two  pivots  at  ite 
inferior  extremity  (opposite  to  the  centre  of  the 
knee-joint),  is  firmly  attached  to  that  part  of  the 
seat  on  which  the  patient's  body  rests.  To  these 
pivots,  and  rotating  around  them,  a  double  late- 
ral lever  is  fixed,  the  upper  extremity  of  which 
ends  in  a  cross  bar,  acted  upon  by  the  hands ; 
whilst  the  lower  end  forms  an  ankle-trough,  to 
which  the  patient's  leg  is  firmly  secured.  Upon 
pressing  the  cross  bar  forwards  with  the  hands, 
the  knee  is  flexed,  while  by  drawing  it  towards 
the  body  the  leg  is  again  extended ;  thus  pro- 
ducing the  action  which  is  of  all  others  the  one 
most  essential  for  the  restoration  of  mobility  to 
the  joint. 

In  order  that  the  patient  may  have  the  power 
of  exercising  considerable  force  (if  needed)  against 
the  hand-rail,  and,  thence,  on  the  knee,  the  foot 
of  the  sound  limb  rests  upon  a  small  piece  of 
board,  which  is  secured  to  the  front  of  the  frame, 
and  has  also  the  eflFect  of  steadying  the  patient's 
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body  while  the  apparatus  is  in  motion.  The 
pelvis  is  likewise  held  firmly  to  the  seat  of  the 
apparatus,  by  a  well-padded  strap  passing  directly 
across  the  lower  part  of  the  abdomen,  and  fas- 
tened securely  to  the  opposite  side.  As  the 
thigh  and  pelvis  are  thus  held  firmly  to  the 
seat,  a  fixed  point  is  afforded  against  which  the 
lateral  levers  may  act.  These  are  so  curved 
that  the  limb  is  flexed  to  a  right  angle  when 
their  upper  arm  is  thrust  forwards,  and  extended 
to  a  straight  line  when  it  is  drawn  back  to 
the  body;  the  reason  of  this  being,  that  the 
lower  arm,  or  portion  anterior  to  the  centre  of 
motion,  forms  the  radius  of  a  circle  described 
from  the  knee-joint  as  a  centre,  to  the  heel  as  a 
point  in  the  periphery ;  therefore,  as  this  lower 
arm  is  but  a  continuation  of  the  upper  one,  the 
space  traversed  by  the  former  is  represented  in 
the  latter  by  a  distance  proportionate  to  the 
longitudinal  difference  between  the  levers ;  thus, 
if  the  radius  of  the  lower  lever  be  eighteen  inches, 
that  of  the  upper  six, — ^the  lower  will  move 
through  three  inches  of  space  to  every  one  tra- 
versed by  the  upper  ;  it  therefore  follows,  that  if 
the  arms  of  the  lever  are  carefully  proportioned, 
as  regards  length,  a  great  range  of  motion  may 
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be  gained  for  the  knee  without  imposing  much 
labour  on  the  patient. 

Perfect  mobility  of  the  joint  may  be  obtained 
with   either  of  the   instruments  which  I  have 
described;  and  unless  some  such  apparatus  be 
used,  the  knee  will,  in  all  probability,  rkcon- 
TRACT.     In  order  to  prevent  this,  when  the  knee 
is  not  exercised  in  the   fashion   described,  the 
patient  usually  wears  an  mstrument  passing  firom 
the   pelvis  to  the  ground,  and  famished  with 
hinge-joints  at  the  hip,  knee,  and  ankle.     There 
is  a  small  screw  at  the  knee-joint  of  this  instru- 
ment, by  which  the  action  of  the  articulation 
can  be  arrested ;  since  it  is  often  desirable  that 
the  knee  should  be  kept  fixed  during  the  greater 
portion  of  the  day,  and  movement  be  permitted 
only  when  the  patient  can  give  undivided  atten- 
tion to  locomotion. 

Bonnet  has  devised  a  very  ingenious,  but 
somewhat  more  complex,  piece  of  mechanism  for 
flexion  and  extension  of  the  knee.  In  the  follow- 
ing figure  (Fig.  1 67)  the  apparatus  is  shown  as 
applied.  It  is  formed  of  two  parts  articulated 
together,  of  which  one  embraces  the  thigh,  the 
other  the  leg.  A  support  maintains  the  mechan- 
ism at  a   sufficient  elevation  for  use,  and  gives 
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Fig.  167. 


attachment  to  a  pulley.  A  cord,  fiistened  to  the 
lowest  part  of  the  leg-piece,  passes  through  the 
pulley  to  the  hand  of  the  patient  and  serves  to 
extend  the  leg.  A  handle  fixed  to  the  upper  part 
of  the  leg-piece  serves  equally  for  extension  or 
flexion.  The  whole  apparatus  is  constructed  of 
steel,  padded  where  requisite.  A  graduated  scale 
may  be  attached  to  the  point  of  junction  between 
the  thigh-  and  leg-pieces,  to  regulate  the  degree  of 
extension  or  flexion. 

Another  of  the  deformities  of  the  knee,  for 
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which  mechanical  appliances  are  used,  is  known 
as  lateral  di^lacement  of  the  head  of  the  tibia 
in   an  outward  direction.      The   apparatus  by 
which  this  can  be  overcome  consists  of  a  lateral 
metal  stem,  attached  to  the  leg  by  thigh-  and  calf- 
troughs,  and  fitted  with    two    rack-and-pinion 
centres ;  one  of  which  corresponds  with  the  axis 
of  the  knee-joint,  the  other  moving  rectangularly 
above  it.     The  inferior  extremity  of  the  leg-stem 
is  fixed  to  a  laced  boot,  which  gives  the  instru- 
ment a  perfect  control  over  the  limb,  both  in 
lateral  and  anterior  extension.     In  form  this  in- 
strument resembles  that  depicted  at  page  440, 
with  the  addition  of  a  rack,  intended  to  restore 
the  tibia  to  the  vertical  plane. 

Vertical  rotation  of  the  tibia  occasionally 
complicates  cases  of  "  knee-contraction.  This 
can  be  removed  mechanically,  by  placing  a  hori- 
zontal rack-and-pinion  joint  immediately  below  the 
extending  centre  of  an  instrument  similar  to  that 
shown  at  page  440.  The  reason  why  it  must  be 
below  the  ratchet  which  governs  the  extension 
of  the  limb,  is,  that  the  femoral  part  of  the  ap- 
pliance then  becomes  a  fixed  point  for  tibial  ro- 
tation ;  this  arrangement  being  in  accordance 
with     the      anatomical     conditions     observed, 
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when  the  position  of  the  tibia  has  been  changed 
as  regards  its  longitudinal  axis.  It  is  not  neces- 
sary to  give  an  engraving  of  this  instrument,  for 
it  is  a  mere  modification  of  that  just  mentioned. 
As  regards  the  two  instruments  last  described — 
the  one  for  lateral  displacement,  the  other  for 
vertical  rotation  of  the  tibia — it  is  highly  impor- 
tant that  the  relative  positions  held  by  that 
ratchet  centre  w^hich  is  especially  intended  for 
the  correction  of  either  deformity  should  be 
carefully  observed.  In  the  first  instrument,  the 
ratchet  is  placed  above,  in  the  second,  below  the 
extending  joint ;  for  if  these  conditions  were 
neglected,  or  reversed,  the  instrument  would  be 
rendered  entirely  useless.  I  have  seen  several 
instruments  in  Tvhich  the  points  just  stated  have 
been  ignored,  the  non-success  following  their  ap- 
plication fully  illustrating  the  necessity  of  paying 
great  attention  to  these  ratchets. 

Curvature  of  the  femur  anteriorly  is  some- 
times met  with  in  combination  with  contraction 
of  the  knee ;  but,  unhappily,  the  mechanical 
treatment  employed  for  this  defonnity  has  been 
so  very  unsuccessful  in  producing  beneficial  results, 
as  to  render  the  mechanism  adopted  worthy 
only  of  a  brief  notice.     The  instrument  usually 
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adopted  consists  of  a  lateral  stem,  attached  belov 
to  the  foot,  and  above  to  a  pelvic  band.  Hinged 
joints,  opposite  to  the  knee,  ankle,  and  hip,  cor- 
respond with  the  actions  of  these  several  articula- 
tions. That  at  the  hip  is  famished  with  a  stop, 
which,  whilst  allowing  the  joint  to  be  bent  freely 
in  an  anterior  direction,  opposes  any  tendency 
which  may  exist  for  posterior  flexion.  A  padded 
metal  plate  passes  over  the  front  of  the  femur,  at 
the  centre  of  the  lateral  stem  which  extends 
between  the  hip  and  knee ;  while  a  strong  steel 
plate,  covering  the  gluteal  region  at  the  back  of 
the  pelvic  band,  produces  some  little  resistance, 
by  its  lower  edge,  against  the  posterior  sm*face  of 
the  upper  third  of  the  femur.  A  small  padded 
metal  band  likewise  passes  over  the  back  of  the 
lower  third  of  the  thigh,  just  above  the  condyles. 
The  mechanical  action  sought  to  be  induced  by 
this  contrivance,  tends  to  diminish  the  arc  of 
femoral  curvature,  by  exercising  pressure  against 
its  anterior  surface,  and  extending  its  extremities. 
The  use  of  the  apparatus,  however,  is  rarely  at- 
tended with  benefit,  as  the  necessary  motion  of 
the  hip-joint  greatly  diminishes,  even  if  it  does  not 
entirely  nullify  the  pressure  of  the  gluteal  plate. 
3.  Bowed  or  Bandied  Legs, — Few  distortions 
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EUPe  more  worthy  of  attention  at  the  hands  of 
those  who  are  professionally  compelled  to  consider 
what  influences  the  mechanical  conditions  of  one 
class  of  deformities  will  be  likely  to  exert  in  the 
production  of  others  than  bowed  or  bandied  legs. 
Thus,  an  excurvation  of  the  tibia  may,  if  neg- 
lected, lead  to  a  loosening  of  the  ligamentous 
attachments  of  the  knee-joint,  disturbance  of 
the  functions  of  the  hip-joint,  or  even  deflection 
of  the  spinal  coliunn.* 

The  direction  assumed  by  a  curvature  of  the 
tibia  may  be  lateral,  anterior,  or  a  combination 
of  both  the  one  and  the  other  ;  and  it  not  unfre- 
quently  happens  that  a  simple  instance  of  either 
of  the  two  former  conditions  is  converted  into  a 
severe  one  of  the  latter,  simply  through  a 
neglect  of  the  most  ordinary  mechanical  precau- 
tions. 

Although  a  consideration  of  the  pathological 
causes  of  bowed  legs  is  foreign  to  the  subject  of 
this  work,  yet  it  may  be  well  to  recall  the  fact  that 
this  deformity  is  primarily  due  to  a  softening  of 
the  bones,  the  result  of  a  change  in  the  chemical 
proportions  of  the  component  ingredients  of  the 


•  Bishop  *  On  Deformities,'  p.  247. 
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osseous  structures,  a  diminution,  in  fact,  of  the 
earthy  matters.  The  deformity  is  referable  to 
the  mechanical  results  arising  from  this  softened 
condition  of  the  bones — ^the  legs  being  unable  to 
bear  the  weight  of  the  body,  unaided  by  arti- 
ficial assistance.  When  this  extraneous  help  is 
withheld,  the  bones  become  curved  on  their  long 
axes  ;  therefore,  all  mechanical  treatment  should 
aim,  firstly,  at  supplying  the  outer  aid ;  secondly, 
at  restoring  the  arched  bone  to  its  normal 
condition. 

There  are  two  methods  upon  which  this  is 
sought  to  be  accomplished.  One  seeks  for  an 
extension  of  the  extremities  of  the  curve,  and 
depression  of  its  arc,  by  supplying  an  artificial 
base  on  the  side  of  the  concavity,  and  gradually 
compelling  the  leg  to  become  parallel  with  it ; 
the  other,  by  an  application  of  a  straight  line 
to  the  vertex,  or  highest  point  of  the  arc,  endea- 
vours to  draw  the  extremities  towards  the  line 
until  the  Umb  has  been  brought  into  a  normal 
shape.*  The  latter  plan  is  rarely  followed — 
in  fact,  it  is  very  doubtful  whether  it  can  ever 
have  succeeded ;  firstly,  because  it  is  extremely 


*  Little,  p.  32. 
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difficult  to  keep  any  straight  surface  applied  to 
the  vertex  of  the  curve ;  secondly,  because  it 
is  almost  certain  that  such  a  mode  of  treat- 
ment^ if  attempted,  would  be  defeated  by  the 
production  of  abrasions.  The  plan  generally 
pursued  in  the  mechanical  treatment  of  these  de- 
formities is  therefore  in  confonnity  with  the  for- 
mer of  these  two  methods,  and  the  instruments  are 
for  this  reason  commonly  constructed  as  follows  : 
— The  simplest  (Fig.  168)  consists  of  a  padded 


Fig.  168. 


piece  of  wood,  placed  on  the  inner  side  of  the 
eg,  and  extending  from  the  internal  malleolus  to 

30 
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a  point  just  above  the  internal  femoral  condyle; 
it  is  therefore  a  base  opposed  to  the  convexity  of 
the  curve.  A  long  strap  of  webbing  is  passed 
several  times  round  the  leg,  so  as  to  embrace 
both  splint  and  tibia,  which,  by  compressioD, 
tends  to  diminish  the  arc  of  curvature. 

This  splint  acts  imperfectly  unless  secured  to 
the  heel  of  the  patient's  foot  by  a  metal  socket, 
which  has    the  effect  of   preventing  the  splint 
sliding  round  the  leg — a  thing  which  will  hap- 
pen in  spite  of  the  greatest  care,  unless  the  boot 
and  splint   arc  mutually  connected.     For  this 
purpose,  a  small  piece  of  metal  is  fixed  to  the 
lower  edge  of  the  splint,  which  is  inserted  by  a 
tubular  socket  into  the  heel  of  the  boot.     When 
the  case  for  treatment  is  but  a  slight  one,  the 
apparatus  described  will  do  all  that  is  required ; 
but  if  anterior  yielding  is  superadded  to  late- 
ral  deflection,  a   more   complex   apparatus  will 
be  requisite.     For  this  purpose  I  usually  recom- 
mend an  insti-ument  (Fig.  169)  which  is  com- 
posed of  a  slight  steel  stem,  attached  to  the  boot 
by  a  tubular  socket,  and  at  the  upper  extremity 
of  which  is  a   padded   plate   receiving  the  re- 
sistance offered  by  the  head  of  the  tibia,  whilst 
a  small  cushion,  which  rests  against  the  internal 
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Fig.  169. 


malleolus,  forms  a  point  of  support  to  the  lower 
end  of  the  curve.  A  piece  of  bent  wire,  con- 
formed to  the  quadrilateral  outline  of  the  back 
part  of  the  leg,  is  attached  to  the  leg-stem  at  its 
posterior  margin.  The  whole  is  completed  by 
a  strong  leathern  bandage,  which,  starting  from 
the  leg-stem,  passes  around  the  back  part  of  the 
instrument  over  the  arc  of  curvature,  when  it 
again  rejoins  the  stem,  thus  obtaining  a  circular 
grasp  of  the  leg.  The  leathern  bandage  is  closed 
by  a  long  lace.  The  action  of  this  apparatus  is 
Dcculiar:  as  there  are  two  distinct  planes  of 
curvature — one  lateral,  the  other  anterior — it  is 
important  that  both  should  be  acted  upon  simul- 
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taneously;  and  this  is  accomplished  in  tte 
following  manner : — ^The  extremities  of  tlie  lateral 
curves  are  opposed  by  the  ankle-  and  knee-pads, 
whilst  the  distance  at  which  the  wire  calf-pieoe 
is  placed  from  the  posterior  sur&ce  of  the  leg 
necessarily  induces  a  pressure  of  the  antoior 
arc  backwards  the  instant  that  the  leathern 
bandage  becomes  tightened.  So  effective  is 
this  form  of  instrument,  that  the  arcs  of 
curvature  may  be  even  seen  diminishing  as  the 
lacing  becomes  tightened ;  evidence  of  this 
being  afforded  by  the  diminution  of  space 
between  the  lateral  leg-stem  and  the  posterior 
calf-piece. 

Sometimes,  however,  the  anterior  curvature 
will  be  so  excessive  as  to  defy  all  attempts  at  over- 
coming the  distortion  by  means  of  this  apparatus. 
In  such  a  case,  the  instrument  just  described 
must  be  modified  by  the  substitution  of  a  thin 
metal  trough,  perforated  by  four  slits  in  lieu  of 
the  wire  calf-piece.  Through  these  apertures 
two  webbing  straps  pass,  one-above  the  vertex  of 
the  anterior  curvature,  the  other  below  it ;  and, 
as  they  are  attached  to  the  troughs  by  buckles 
and  straps,  they  act  directly  backwards.  A 
small  stop-joint  is  aiTanged  opposite  to  the  in- 
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ternal  malleolus,  which  prevents  the  unnatural 
uplifting  of  the  toes,  otherwise  Ukely  to  be  pro- 
duced by  the  exercise  of  pressure  against  the 
front  of  the  tibia.  Instead  of  fitting  into  a 
tubular  socket  in  the  heel,  the  leg-stem  is  firmly 
attached  to  the  boot.  When  this  instrament  is 
applied,  the  two  straps  and  laced  leathern  ban- 
dage are  tightened,  the  former  producing  pres- 
sure against  the  anterior,  the  latter  against  the 
lateral  arc,  whilst  the  metal  side-stem  supplies  a 
base,  at  the  same  time  strengthening  and 
attaching  the  whole. 

There  is  another  description  of  appliance  (Fig. 
170)  which  I  have  made  use  of  in  cases  of  severe 

Fig.  170. 


anterior    curvature,    unaccompanied    by    much 


470       LOWER   EXTREMITIES:    DEFORMITIES. 

lateral  deflexion.  It  is  composed  of  two  perpen- 
dicular steins,  jointed  opposite  to  the  ankle, 
and  furnished  with  a  lacing  leathern  band, 
which  passes  across  the  front  of  the  1^  and  is 
then  reflected  back  again  around  the  lateral 
stems.  The  leg-stems  terminate  above  by  a 
metal  band  which  joins  them  posteriorly,  and 
below  is  a  laced  boot.  On  application,  and 
tightening  of  the  leathern  bandage,  the  head 
of  the  tibia  receives  the  pressure  of  the  upper 
metal  band  at  its  posterior  surface,  while  the  heel 
of  the  boot  serves  for  a  second  point  of  resist- 
ance, so  that  the  more  the  laced  band  is  tight- 
ened over  the  arc  of  curvature,  the  greater  will 
be  the  depression  of  its  transverse  axis,  with  a 
corresponding  expansion  at  the  extremities. 

As  every  kind  of  tibial  deformity  may  be 
successfully  treated  with  these  appliances,  there 
is  no  necessity  for  my  describing  others,  which 
are  mere  modifications  in  structure  of  one  or 
the  other  of  the  plans  just  detailed. 

6.  Club-Foot  {Talipes),  —  There  are  four 
primary  varieties  of  club-foot,  viz., 

A.  Talipes  valgus. 

B.  Talipes  equinus. 
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c.   Talipes  varus* 
D.  Talipes  calcaneus. 

Two  or  more  of  these  varieties  may  exist  to- 
gether, forming  sub-varieties. 

A.  Talipes  valgus,  or  lateral  yielding  of  the 
ankle-joint  outwards,  combined  with  extension, 
and  sometimes  obliteration  of  the  arches  which 
compose  the  plantar  surface  or  sole  of  the  foot, 
is  among  the  most  common  of  those  deformities 
of  the  lower  extremity  which  call  for  mechanical 
treatment. 

Talipes  valgus  occurs  with  three  different 
degrees  of  severity,  each  of  which  is  treated  by 
means  of  a  distinct  apparatus,  the  mechanical 
actions  being  based  upon  the  peculiar  anatomi- 
cal conditions  present  in  the  variety  under 
consideration. 

The  first,  and  least  severe  form  of  valgus,  is 
that  in  which  the  inner  ankle  is  laterally  in- 
verted, with  slight  extension  of  the  plantar  arch. 
This  deformity  is  principally  met  with  in  chil- 
dren, and  is  commonly  termed  "  in-ankle."  The 
appliance  used  in  cases  of  this  description  con- 
sists of  a  leathern  boot  laced  to  the  toes,  ren- 
dered stiff  on  the  inner  side,  and  furnished  with 
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an  india-rubber  pad  shaped  like  the  quarter  of 
an  orange.  The  convexity  of  this  pad  being 
opposed  to  the  depressed  plaiitar  arch,  forms  a 
kind  of  stay  or  buttress,  thus  tending  to  restore 
the  arch  to  its  original  form,  and  strengthening 
the  plantar  ligaments  at  the  same  time.  The 
elasticity  of  the  material  prevents  abrasion  of  the 
skin,  even  where  the  scaphoid  tuberosity  is  un- 
usually prominent.  In  addition  to  the  support 
which  the  pad  gives  to  the  flattened  instep,  the 
stiffening  at  the  lateral  margin  of  the  boot  up- 
holds the  inner  ankle,  and  aids  in  giving  a  firm 
point  of  resistance  to  the  pad,  while  it  also  pre- 
vents abduction,  or  out-turning  of  the  foot.  A 
triangular  strap  fixed  to  the  external  surfiice  of 
the  boot,  and  beneath  the  inner  malleolus,  affords 
support  in  place  of  the  deltoid  ligament — ^gene- 
rally weakened  in  these  cases. 

Another  plan  of  mechanical  treatment  is 
occasionally  adopted  in  slight  cases — ^viz,,  the 
insertion  of  an  arched  metal  plate  between  the 
soles  of  the  boot ;  but  this  is  objectionable  on 
account  of  the  unyielding  nature  of  the  force 
brought  to  bear  against  the  depressed  plantar 
surface. 

In  every  case  it  should  first  be  decided  whether 
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vision  of  tlie  tendons  be  advantageous,  or  the 
>ntrary.  In  ordinary  cases  of  valgus,  there  can 
J  but  Uttle  doubt  that  as  the  peronei  muscles 
d  in  raising  the  external  margin  of  the  foot, 
vision  of  their  tendons  will  often  materially 
ssen  the  period  of  mechanical  treatment,  by 
stantly  removing  one  of  the  main  obstacles ; 
jvertheless,  a  large  proportion  of  cases  recover 
ithout  operation,  and  the  patient  suffers  no 
her  inconvenience  than  that  of  wearing  a  pad 
ithin  the  boot.  Fixing  an  elUptical  piece  of 
ather  externally  to  the  inner  margin  of  the 
5el,  improves  the  appliance  greatly,  as  by 
ving  obliquity  to  the  tread,  in  a  direction 
)posite  to  that  in  which  the  arch  is  depressed, 

greatly  facihtates  the  action  both  of  pad  and 
iffener. 

In  the  form  of  valgus  just  noticed,  the  full 
[tent  of  the  plantar  depression  is  best  exhi- 
ited,  when  the  weight  of  the  patient  falls  on 
16  foot,  as  in  standing.  When  tenotomy  is 
sorted  to,  other  forms  of  apparatus  must  of 
>urse  be  employed;  these,  however,  will  be 
ascribed  with  the  contrivances  used  for  the 
eatment  of  this  deformity  when  of  a  more 
»sided  character. 
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The  second  degree  of  talipes  valgus  is  charac- 
terised by  entire  obliteration  of  the  plantar  arch, 
uplifting  of  the  external  margin  of  the  foot,  and 
considerable  abduction  of  its  anterior  two-thirds. 
Obliteration  of  the  arch  is  said  to  be  referable  to 
a  relaxation  of  certain  muscles  and  ligaments  at 
the  sole  of  the  foot,  especially  of  the  great  cubo- 
astragaloid  ligament ;  uplifting  of  the  margin,  to 
contraction  of  those  muscles  which  raise  and 
rotate  the  foot  outwardly  ;  and  abduction  of  the 
anterior  two-thirds,  to  downward  displacement 
of  the  scaphoid  bone,  entailing  a  separation  of 
its  tuberosity  from  the  astragalus. 

So  many  forms  of  apparatus  are  employed  for 
the  treatment  of  valgus  in  the  second  degree, 
that  without  unduly  extending  this  work  it  would 
be  impracticable  to  describe  more  than  those 
most  generally  adopted. 

The  first  (Fig.  171)  to  be  noted,  consists  of  a 
wooden  splint,  having  at  its  inferior  extremity  a 
horizontal  spring,  furnished  with  a  sliding  oval 
pad.  When  adjusted,  the  splint  is  so  secured 
by  a  roller  bandage  to  the  inner  side  of  the  leg, 
that  the  pad  rests  against  the  scaphoid  tuber- 
osity. A  webbing  strap  is  then  passed  around 
the  toes,  and  drawn  to  the  spring  by  means  of  a 
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Fio.  171. 


buckle,  the  mechanical  result  being,  that  the 
pad  becomes  a  fulcrum  for  the  uplifting  of  the 
plantar  arch,  while  the  spring  acts  as  a  lever 
in  overcoming  both  the  muscular  traction  and 
abduction  of  the  foot.  It  will  be  seen  that,  in 
this  simple  form  of  apparatus,  there  is  a  mani- 
fest deficiency  of  one  condition — viz.,  power  of 
changing  the  obUquity  of  the  sole,  which,  both 
in  valgus  and  varus,  ofiers  a  great  obstacle  to  the 
restoration  of  the  limb  to  its  normal  condition. 
This  apparatus  is  therefore  ill  adapted  for  cases 
in  which  there  is  very  marked  obliquity  of  the 
metatarsus. 

Another  apparatus   (Fig.  172)   is  thus   con- 
structed : — ^A   padded  metal  shoe  receives  the 
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Fig.  172. 


foot,  a  perpendicular  stem  being  fixed  on  its 
inner  margin,  just  below  the  internal  malleolus, 
with  a  tangential  screw-joint  opposite  to  the 
axis  of  the  malleolus.  Above  this  point,  at 
right  angles  to  its  plane  of  direction  another 
screw  is  adapted ;  a  metal  bar,  horizontal  with 
the  foot,  and  secured  to  the  inner  heel-piece, 
gives  attachment  to  a  sliding  pad,  and  from  the 
end  of  this  bar  three  metal  studs  project,  which 
serve  to  fix  a  webbing  toe-strap.  When  appUed 
to  the  leg,  the  foot  is  kept  in  situ  by  three  straps 
passing  over  the  instep,  one  of  which  springs 
from  the  back  of  the  heel-piece,  and  the  lateral 
stem  is  secured  to  the  leg  by  a  padded  calf 
trough  ;  the  toes  are  likewise  kept  from  abduct- 
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ing  by  the  webbing  strap  which  belongs  to  the 
horizontal  stem. 

The  mechanical  action  induced  on  bringing 
the  apparatus  into  play  is,  1st,  an  uplifting  of 
the  plantar  arch ;  2ndly,  a  depression  of  its 
outer  margin  with  adduction  of  the  toes,  which 
is  accomplished  as  follows : — When  the  toe- 
strap  is  drawn  tightly  towards  the  horizontal 
bar,  the  sliding  pad  is  brought  powerfully  into 
contact  with  the  projecting  scaphoid  bone,  and 
a  tendency  to  an  uplifting  of  the  arch  is  at 
once  established;  the  foot-piece  must  then  be 
extended  by  moving  the  ankle-screw  in  such  a 
direction  that  the  toes  may  point  downwards. 
It  next  becomes  necessary  to  turn  the  upper 
tangential  screw  so  that  the  sole  of  the  foot- 
piece  may  be  depressed  at  its  external  margin. 
The  united  result  of  these  several  actions  is,  an 
uplifting  of  the  arch  of  the  foot,  adduction  of 
the  toes,  and  a  decrease  of  obliquity  in  the  sole ; 
finally,  the  foot  must  be  brought  into  its  normal 
position  by  reversing  the  action  of  the  ankle- 
screw. 

The  apparatus  just  described  would  not  be 
applicable,  save  in  cases  where  tenotomy  has 
been  performed,  prior  to  its  adoption. 
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A  third  apparatus  is  one  in  which  springs  are 
employed  in  place  of  stiff  metallic  bais,  the 
mechanical  actions,  nevertheless,  being  identical 
with  the  preceding.* 

A  fourth  kind  (Fig.  178)  is  thus  constructed: 

Fig.  173. 


— ^The  foot  is  received  by  a  metal  shoe-piece, 
and  a  horizontal  toe-bar,  with  a  webbing-strap, 
controls  the  toes ;  but  there  is  a  peculiar  devia- 
tion from  the  ordinary  construction  in  the  1^- 
stem,  which,  instead  of  being  placed  at  the  inner 


*  One  great  objection  to  metallic  spring  power  being 
used  in  these  cases  is  the  impossibility  of  regulating,  with 
anything  approaching  to  certainty,  the  force  employed; 
hence,  abrasion  is  much  more  Ukely  to  result  than  when 
the  tangential  screw  is  adopted 
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margin  of  the  heel-piece,  is  fixed  to  its  posterior 
border,  and  surmounted,  at  a  point  correspond- 
ing with  the  long  axis  of  the  foot,  by  a  tan- 
gential screw ;  the  other  extremity  carrying  the 
usual  tangential  screw  ankle-joint,  which  thus 
forms  part  of  the  leg-stem,  as  in  the  second 
apparatus.  The  mechanical  power  of  an  instru- 
ment thus  constructed  is  very  great,  as  it  is  able, 
by  a  special  action,  to  depress  the  external 
margin  of  the  foot  and  upraise  the  arch  simul- 
taneously— an  advantage  which  cannot  be  over- 
rated.    This  action  may  be  thus  explained : — 

When  the  foot  is  secured  in  the  metal  shoe- 
piece,  and  the  toe-strap  tightened,  there  is  pres- 
Rure  against  the  scaphoid  bone,  as  in  the  other 
mechanical  appliances  described ;  but  when  the 
screw  is  applied  to  the  posterior  joint,  the  entire 
foot  is  rotated  around  its  major  axis,  thus  in- 
ducing, at  one  and  the  same  time,  an  uplifting 
of  the  arch,  and  depression  of  the  external 
margin. 

The  principles  laid  down  as  being  essential 
for  the  mechanical  treatment  of  valgus,  are  more 
strictly  adhered  to  in  this  than  in  any  other  in- 
strament ;  for  the  posterior  screw  is  in  relation 
with    that   point   in   the  great  tarso-metatarsal 
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joint,  around  which  the  anterior  two-thirds  d 
the  foot  rotates  while  the  external  margin  of  the 
metatarsus  is  being  uplifted  ;  the  horizontal  bar 
being  likewise  always  brought  into  the  same 
plane  as  the  metatarsus,  drawing  it  downwards 
and  outwards  whilst  in  action.  The  tangential 
ankle-screw,  also,  helps  to  uplift  the  arch  in  the 
restoration  of  the  foot  to  its  normal  position  (at 
right  angles  with  the  leg),  by  depressing  its 
anterior  part.  This  is  an  invaluable  instrument. 
The  credit  of  its  invention  is  due  to  Dr. 
Laugard,  of  Hamburgh. 

Valgus  of  the  third  degree  is  of  very  rare 
occurrence,  since  pain,  an  invariable  concomi- 
tant of  valgus  in  the  earlier  stages  of  the  second 
degree,  indicates  the  necessity  of  treatment,  and 
thus  prevents  a  neglect  of  the  deformity.  When, 
however,  this  very  severe  form  comes  under  sur- 
gical care,  the  apparatus  employed  for  its  reduc- 
tion is  generally  similar  to  the  one  last  described, 
with  the  addition  of  a  ratchet-jointed  lever  and 
pad  fixed  to  the  internal  margin  of  the  heel- 
piece, the  mechanical  "  set"  of  which,  being  in  a 
more  oblique  direction  than  that  of  the  toe-bar, 
becomes  a  powerful  fulcrum  for  the  uplifting  of 
the  scaphoid,  with  adduction  of  the  front  of  the 
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foot.  This  fonn  of  lever,  aided  by  the  posterior 
screw,  is  calculated  to  be  highly  beneficial  in 
severe  valgus.  Occasionally,  however,  even  this 
instrument  is  inapplicable  by  reason  of  an  un- 
usually large  amount  of  abduction.  The  me- 
chanical treatment  must  then  be  divided  into 
two  stages. 

For  the  first,  it  is  necessary  to  use  a  slight 
stem  of  steel  with  a  free  joint  at  the  ankle,  which 
is  attached  to  the  leg  by  an  ordinary  calf-band, 
and  fixed  to  it  (in  contradistinction  to  all  other 
instruments  for  valgus),  on  the  outer  side  of  the 
leg    (Fig.  174),   hinged   perpendicularly   at  its 

Fig.  174 


point  of  attachment,  and  having  a  small  padded 
plate  resting  against  the  os  calcis.  At  the  centre 
of  this  lever,  in  correspondence  with  a  depres- 

^1 
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sion  situated  just  above  the  cuboid  bone,  there 
is  ])laced  a  ratchet  joint,  and  at  its  digital  end  a 
padded  plate,  which  rests  against  the  whok 
length  of  the  first  metatarsal  bone.  From  the 
ratchet's  centre,  a  strong  webbing  passes  over 
the  dorsum  of  the  foot,  embracing  the  scaphoid 
tuberosity. 

Upon  bringing  this  apparatus  into  actiou,  the 
first  point  of  resistance  is  at  the  scaphoid,  the 
next  at  the  metatarsus  and  os  calcis.  Hence,  the 
lever  forms  the  base  of  a  triangle,  at  the  apex  of 
which  is  the  projecting  scaphoid,  and,  as  the 
lines  of  mechanical  power  act  in  direct  antago- 
nism to  the  perverting  forces,  the  metatarsus 
is  forced  downwards,  and  the  scaphoid  raised; 
the  usual  action  being  thus  reversed,  yet  with 
the  same  result  as  is  obtained  with  the  other 
appliances,  for  with  them  the  metatarsus  is 
drawn  downwards,  whilst  by  this  it  is  thrust 
dovmwarda. 

In  the  second  stage  of  treatment,  it  is  simply 
requisite  to  employ  the  ordinary  apparatus  used 
for  valgus  of  the  second  degree. 

The  importance  of  tenotomy  is  so  widely  ac- 
knowledged, and  its  adoption  so  general,  that  it 
is  scarcely  necessary  to  observe,  that  all  the  in- 
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struments  which  I  have  described  as  applicable 
in  valgus  of  the  second  and  third  degrees,  are 
nearly  useless  apart  from  this  operation. 

In  what  is  commonly  termed  "flat-foot,"  a 
condition  of  valgus  which  merely  involves  a 
depression  of  the  arch  of  the  foot,  proper  me- 
chanical appliances  alone  suffice  to  restore  the 
lost  symmetry. 

B.  Talipes  equintts. — This  variety  of  club-foot, 
popularly  known  as  "  horse-heel,"  the  chief  ana- 
tomical characteristic  being  a  permanent  contrac- 
tion of  the  tendo  Achillis,  by  which  the  os  calcis 
— the  posterior  pier  of  the  plantar  arch — is  raised 
to  such  an  extent,  as  to  cause  the  whole  weight 
of  the  body  to  pass  through  the  front  of  the  foot 
only,  thus  destroying  the  natiu-al  heel-and-toe 
action  during  progression.  In  a  mechanical 
point  of  view,  talipes  equinus  is  more  easily  re- 
duced than  any  other  deformity  of  the  foot. 
The  simplicity  of  the  deformity  was  in  all 
probability  the  main  reason  of  its  having  been 
selected  for  the  earliest  attempts  of  modern 
orthopaedic  surgery. 

Pure  talipes  equinus,  L  e.,  equinus  unaccom- 
panied by  any  lateral  deflection  of  the  longi- 
tudinal axis  of  the   foot,  is  a  rare  deformity; 
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since  the  moraent  the  base  of  support  given  in 
the  normal  state  by  the  whole  of  the  foot,  is 
transferred  to  the  metatarso-phalangeal  extre- 
mities, a  tendency  arises  to  contraction  inward 
of  the  arch  of  the  foot  in  strong  persons  (equino- 
vaius),  outward,  in  weak  ones  (equino- valgus). 
The  following  appliances  are  those  most 
usually  employed  for  the  reduction  of  talipes 
equinus. 

The  first   is   known   as   "the    foot-board  of 
Stromeyer"*  (Fig.  175). 

It  consists  of  a  piece  of  wood,  shaped  to  the 
sole  of  the  foot,  and  secured  at  the  heel-axis  to 
a  wooden  splint,  upon  which  the  back  of  the 
leg  is  kept  in  position  by  means  of  straps.  The 
foot-board  is  flexed  upon  the  leg  by  pulleys,  so 
that,  when  the  foot  is  secured  sufficiently  fimily 
to  prevent  uplifting  at  the  heel,  extension  of  the 
tendo  Achillis  necessarily  ensues.  This  contri- 
vance is,  nevertheless,  very  crude,  as  it  entails 
confinement  to  bed  during  the  whole  period  of 


*  This  form  of  instniment  is  rather  clumsy :  but  as  it 
has  been  advocated  in  the  pages  of  one  of  the  best  works 
upon  Oi*thopajdy,  I  feel  bound  to  give  it  insertion  amongst 
other  appliances :  the  drawing  is  copied  from  Dr.  Little's 
work. 
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treatment,  which  is  extremely  irksome  to  the 
patient.  Moreover,  it  is  decidedly  erroneous  in 
action,  mechanically  speaking,  for  the  centre 
upon  which  the  foot-board  moves,  does  not  coin- 
cide with  the  axis  of  the  malleoli,  a  point  which 
should  be  kept  strictly  in  view  during  the 
reduction  of  equinus. 

A  far  better  instrument  for  the  cure  of  this 
deformity  was  suggested  by  Mr.  Liston  (Fig. 
176).  This  consists  of  two  curved  levers, 
joined  at  their  upper  extremity  by  a  padded  leg- 
band.  A  metal  shoe  is  fixed  to  their  lower  ends, 
rotating  between  them  at  the  points  of  junction. 
A  padded  strap,  passing  over  the  dorsum  of  the 
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Fio.  176. 


foot  from  that  part  of  the  lateral  levers  which 
coincides  with  the  astragalus,  becomes  a  fulcnim, 
against  w^hich  the  lateral  levers  act  in  such  a 
manner  as  to  depress  the  heel  while  the  toes  are 
uplifted.  Mr.  Liston  called  this  apparatus  a 
"  Lever  Instrument,"  as  he  rightly  conjectured 
that  the  leverage  of  the  lateral  curved  bars  would 
act  more  directly  and  simply  upon  the  raised 
instep  in  this,  than  in  any  more  complex  con- 
trivance. An  important  point  gained  in  this 
apparatus  was,  that  the  act  of  walking  facilitated 
the  descent  of  the  heel,  by  elongating  the  con- 
tracted tendon,  whereas,  even  if  walking  had 
been  possible  with  Stromeyer's  foot-board,  ex- 
tension of  the  tendo  Achillis  would   have  been 


CLUB  FOOT  :    EQUINUS.  487 

prevented,  on  account  of  the  bodily  weight  being 
thrown  upon  those  cords  which  uplift  the  toes. 
In  the  one  apparatus  the  heel  would  descend,  in 
the  other  the  toes  would  be  raised. 

The  principle  of  action  in  Mr.  Listen's  in- 
strument, may  be  explained  by  showing  that  it 
assumes,  as  a  fixed  centre,  a  point  coincident 
with  the  metatarso-phalangeal  articulation,  by 
moving  on  which  the  raised  heel  is  compelled  to 
descend  in  an  arc  of  the  periphery  of  a  circle, 
the  radii  of  which  would  be  represented  by  lines 
passing  from  the  common  centre  to  the  ex- 
tremities of  the  piers  of  the  antero-posterior  arch 
of  the  foot. 

This  appliance  has  been  objected  to,  on  the 
ground  that  it  exercises  little  or  no  control  in 
preventing  a  too  sudden  elongation  of  the  ten- 
don.  This  objection,  however,  can  be  easily  re- 
moved, by  fixing  a  strap  and  buckle  to  the  heel- 
piece, by  which  it  may  be  secured  to  the  calf- 
band,  thereby  preventing  the  depressing  force 
exercised  by  the  instep-strap  from  being  carried 
out  to  a  greater  extent,  than  is  considered  ad- 
visable. 

Some  time  ago  I  constructed  a  modified  form 
of  this  apparatus  (Fig.  177)  for  a  severe  case  of 
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Fig.  177. 


talipes  equinus.  The  case  treated  was  charac- 
terised by  a  remarkable  shortening  of  the  plantar 
arch,  with  a  displacement  of  the  astragalus  in  an 
anterior  direction.  I  deviated,  in  some  particulars, 
from  the  principles  acted  upon  in  the  construc- 
tion of  the  ordinary  instruments.  Two  curved 
levers  of  metal  passed  downwards  on  either  side 
of  the  leg,  similar  to  those  used  by  Mr.  Liston. 
These  levers  terminated,  janteriorly  and  inferiorly, 
in  a  metal  plate,  which  passed  under  the  meta- 
tarso-phalangeal  articulation.  A  ratchet-joint 
was  attached  to  each  curve,  at  a  point  coincident 
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with  the  articulation  of  the  astragalus  and  cal- 
caneus with  the  cuboid  and  scaphoid  bones. 

The  foot  was  secured  in  this  apparatus  by 
means  of  three  straps,  two  of  which  passed  over 
the  instep,  the  third  just  above  the  ankle. 

When  the  instrument  was  brought  into  action, 
the  anterior  two  thirds  of  the  foot  were  raised,  a 
process  which  necessarily  caused  an  elongation 
of  the  plantar  arch,  at  the  same  time  that  it 
restored  the  astragalus  to  its  normal  position  in 
relation  with  the  trochlear  surface  of  the  tibia. 
The  anterior  extremities  of  the  curved  levers  ro- 
tated around  the  screw-centre,  and  as  the  plate 
which  is  placed  beneath  the  toes  obtained  an 
elevation  proportional  to  the  radius  passing 
from  the  centre-ratchet  to  the  extremity  of  the 
lever,  an  extension  of  the  plantar  arch  was  se- 
cured by  their  united  actions. 

Another  apparatus  (Fig.  178),  and  that  which 
is  most  generally  used  in  the  treatment  of 
talipes  equinus,  is  constructed  as  follows : — A 
perpendicular  lever,  from  which  a  horizontal 
stem  runs  along  the  length  of  the  foot,  is  fixed 
to  the  leg  by  a  calf-band,  and  attached  at  its 
inferior  extremity  to  the  external  lateral  margin 
of   a  well-padded   metal   shoe-piece.      In   that 
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Fig.  178. 


portion  of  the  leg-stem  which  is  opposite  to  the 
ankle-joint  an  axis  is  placed,  governed  by  a 
ratchet  and  screw,  while  the  shoe-piece  is  bound 
to  the  foot  by  two  straps,  which  pass  over  the 
instep,  a  third  surrounding  the  toes,  and  secu- 
ring them  firmly  against  the  horizontfJ  foot- 
stem.  Flexion  of  the  foot  upon  the  leg,  is  in- 
duced by  the  mechanical  action  of  this  apparatus. 
Upon  moving  the  screw  at  the  ankle,  the  angle 
made  by  the  foot-piece  with  the  perpendicular 
lever  is  rendered  less  obtuse  than  that  which  it 
held  in  the  original  condition  of  the  eqninus ; 
and  as  the  foot  is  secured  to  the  shoe-piece  be- 
yond all  chance  of  displacement,  any  deviation 
of  position  in  the  latter,  affects  the  former  in  an 


equal  ratio,  whilst  the  tendo  Achillis  is  propor- 
tionately extended.  This  form  of  instrument  is 
strongly  advocated,  in  consequence  of  its  giving 
a  perfect  control  over  the  amount  of  lengthening 
which  the  surgeon  may  wish  to  give  to  the 
tendo  Achillis,  since  a  too  rapid  extension  of  the 
"  callus,"  or  new  plastic  matter,  which  unites  the 
divided  ends  of  the  tendon  after  tenotomy  entails 
an  attenuation  and  consequent  weakening  of  the 
tendon,  which  is  highly  undesirable. 

I  have  purposely  abstained  from  giving  any 
elaborate  description  of  the  spring  instruments 
which  are  occasionally  employed  in  the  treat- 
ment of  equinus,  as  I  do  not  consider  that  their 
mechanical  principles  are  perfect,  owing  to  a 
probability  of  a  too  rapid  extension  of  the  ten- 
dons. There  is  no  arrangement  made  in  their 
construction,  by  which  the  depression  of  the 
heel  part  of  the  apparatus  may  be  regulated. 
Briefly,  they  resemble  the  instrument  shown 
above  in  all  respects  save  one — the  substitution 
of  a  tempered  steel  spring,  moving  on  a  free  axis 
below  the  external  maUeolm^  in  lieu  of  the  stiff 
perpendicular  stem,  with  a  ratchet  ankle-joint. 

Sometimes,  in  addition  to  the  elevation  of  the 
heel,  there   is  a  considerable  lessening  of  the 
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plantar  arch.     The  instrument  (Fig.  179)  which 

Fio.  179. 


is  best  calculated  for  the  counteraction  of  this 
complication  is  thus  constructed. 

An  ordinary  foot-piece  is  divided  into  two 
parts,  one  receiving  the  heel,  the  other,  the  sole 
of  the  foot;  a  ratchet  joint,  coincident  in  the 
direction  of  its  action  with  that  of  the  mesial 
line  of  the  foot,  uniting  these  two  portions.  A 
horizontal  metal  bar,  carrying  a  toe-strap,  is 
attached  to  the  external  lateral  margin  of  the 
anterior  of  the  two  divisions  ;  whilst  the  pos- 
terior, or  heel-piece,  has  a  perpendicular  stem, 
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with  a  ratchet  ankle-joint  fixed  to  it.  The  foot 
is  secured  from  displacement,  on  the  instru- 
ment's being  placed  in  action,  by  two  straps 
which  pass  over  the  dorsum. 

When  this  instrument  is  to  be  applied,  the 
ankle  ratchet  joint  should,  first  of  all,  be  turned, 
until  the  apparatus  has  been  made  to  assume 
an  angle  equal  to  that  formed  by  the  heel  and 
leg.  The  anterior  plate  of  the  shoe  must  then 
be  so  depressed,  by  means  of  the  plantar-v^cV^ 
as  to  coincide  with  the  line  of  direction  held  by 
that  portion  of  the  foot  upon  which  it  is  intended 
to  act.  The  toe  and  instep  straps  ought  now  to 
be  drawn  tight  by  means  of  their  several  buckles. 
The  mechanical  actions  called  into  play,  on  the 
due  performance  of  these  several  steps,  are  as 
follows : — 

The  extension  of  the  ankle-ratchet,  coinciding 
as  it  does  with  the  centre  upon  which  the  cal- 
caneus and  astragalus  rotate  during  an  upUfting 
of  the  heel,  necessarily  depresses  the  heel,  while 
it  also  elongates  the  contracted  tendo  Achillis, 
and,  at  the  same  time,  uplifts  the  front  of  the 
foot.  In  this  latter  action,  however,  the  anterior 
extremities  of  the  metatarsal  bones  offer  the 
greatest  amount  of  resistance  ;  consequently,  the 
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abnormally-shaped  arch  is  raised,  without  bring 
expanded.  This  difficulty  is  got  over  by  the 
action  of  the  plantar  ratchet-joint,  w^hich  unites 
the  two  pieces  of  the  sole-plate.  By  moving 
this  screw,  the  longitudinal  arch  is  lengthened, 
and  the  entire  plantar  surface  being  then  acted 
against,  instead  of  the  metatarsal  extremities 
alone,  the  breadth  of  the  foot  is  increased ;  the 
foot,  at  the  same  time,  being  held  in  its  correct 
position. 

In  this  way  a  distortion,  such  as  I  have  de- 
scribed, may  be  reduced,  without  pain  or  incon- 
venience to  the  patient. 

c.  Talipes  varus, — This  deformity  is  mainly 
characterised  by  an  uplifting  of  the  heel,  adduc- 
tion, or  turning  inwards,  of  the  toes,  and  con- 
sequent sinking  of  the  outer  ankle  towards  the 
ground,  to  a  greater  or  less  extent  (Fig.  1 80).  It 
is  perhaps  the  most  important  distortion  of  the 
foot,  and  is  the  most  difficult  to  treat. 

Looking  at  Talipes  varus  anatomically,  it  is 
seen  that  the  position  just  described  is  referable 
to  a  displacement  of  the  bones  composing  the 
tarsus,  or  instep. 

Surgical  writers  recognise  three  degrees  of 
severity   of    talipes    varus : — In   the    first  and 
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Fig.  180. 


slightest,  there  is  inversion  of  the  metatarsus, 
trifling  upraising  at  the  heel,  and  but  little 
obUquity  of  the  sole,  in  consequence  of  persis- 
tent contraction  of  the  tibiales  posticus  et  anti- 
cus,  and  the  muscles  which  end  in  the  tendo 
Achillis.  In  the  second,  great  adduction  of  the 
metatarsus,  with  considerable  oblique  displace- 


496       LOWER   EXTREMITIES:   DEFORMITIES. 

ment  of  the  scaphoid  bone  around  the  anterior 
surface  of  the  astragalus ;  uplifting  of  the  os 
calcis,  and  an  arching  outwards  of  the  tarsal 
bones,  so  that  the  cuboid  becomes  remarkably 
prominent,  are  the  most  marked  features.  In 
the  third,  a  long  maintenance  of  the  foregoing 
conditions  has  actually  brought  about  a  change 
of  form  in  the  very  bones  themselves,  so  that 
the  patient  is  absolutely  compelled  to  walk, 
though  with  great  pain,  upon  the  dorsum  of  the 
foot. 

Prior  to  a  description  of  the  various  me- 
chanisms which  are  necessary  for  the  treatment 
of  these  three  varieties  of  varus,  it  will  be  well 
to  touch  briefly  on  the  relations  which  some  of 
the  tarsal  bones  bear  to  the  centres  around 
which  they  play. 

In  a  normal  state  of  the  foot,  the  axis  of  its 
motion  with  the  leg  is  situated  in  the  tibio-tarsal 
joint  {i.e.  so  far  as  flexion  and  extension  are 
concerned),  the  surfaces  of  which  are  nearly 
horizontal — sufficiently  so,  practically,  at  all 
events,  for  the  performance  of  the  various 
motions  of  the  foot  in  its  mesial  plane.  The 
axis  of  motion  on  which  the  external  and  in- 
ternal margins  of  the  metatarsus  are  alternately 
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lifted  or  depressed,  is  likewise  referable  to  this 
point,  as  is  also  that  of  horizontal  rotation, 
though  this  last  is  seldom  of  marked  import- 
ance. Thus  the  various  motions  which  the  foot 
as  a  whole  is  capable  of  receiving  are  all  depen- 
dent upon  one  common  centre  of  motion  in  the 
tibio-tarsal  articulation. 

The  most  restricted  of  the  above  movements 
between  the  foot  and  leg  bones  are  those  in 
horizontal  and  lateral  directions ;  it  must  there- 
fore be  evident  that,  since  there  is  very  great 
lateral  displacement  in  cases  of  varus,  motion 
must  be  set  up  from  some  other  centre,  in  place 
of  the  normal  and  true  one.  Now,  if  in  pur- 
suance of  this  idea,  a  dissected  preparation  of  a 
club-foot  be  examined,  considerable  yielding  of 
the  structures  will  be  found  anterior  to  the 
astragalus.  The  lateral  movement  of  the  sca- 
phoid upon  the  head  of  the  astragalus  coidd, 
indeed,  alone  account  for  so  great  an  amount  of 
adduction.  Hence  is  inferred  the  existence  of 
a  centre  of  motion  at  some  point  in  that  part  of 
the  foot  in  which  is  situated  the  articulation  of 
the  astragalus  and  os  calcis  with  the  cuboid  and 
scaphoid. 
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Modern  writers  on  orthopaedy  bring  forward 
ample  evidence  in  favour  of  this  theory.* 

Since  an  upUfting  of  the  heel  deprives  the 
astragalus  of  a  portion  of  the  anterior  support 
hitherto  given  to  it  by  the  scaphoid,  the  bone  is 
thrust  unduly  forwards^  so  as  to  become  pit»m- 
nent  upon  the  dorsum  of  the  foot ;  advancing  at 
the  same  time,  in  such  a  manner  as  to  obtain  a 
new  centre  of  horizontal  movement,  apart  from, 
and  in  front  of,  that  point,  which  is,  in  the  nor- 
mal state  of  things,  the  common  centre  of  motion 
in  the  ankle-joint.  By  these  changes,  two  of  the 
normal  centres  of  motion  are  disturbed,  a  circum- 
stance which  renders  it  necessary  that  the  mechan- 
ism intended  for  the  treatment  of  varus  should 
be  devised  so  as  to  act  in  coincidence  with  the 
changed  direction  of  action  of  the  deform^  foot, 
by  being  so  constructed  that  its  centres  of  motion 
shall  be  placed  at  the  points  of  deviation.  How 
this  desideratimi  may  be  accomplished,  will  he 
best  shown  by  giving  a  detailed  description  of  the 
principal  appliances  which  have  been  invented 
for  the  cure  of  the  distortion  under  conside- 
ration. 


*  See  Adams's  Lectures,  Medical  Timet, 
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I  shall  commence  by  describing  the  plan 
pursued  by  Sheldrake  (the  earliest  English 
writer  on  the  treatment  of  club-foot),  prior 
to  the  introduction  of  tenotomy.  His  appa- 
ratus consists  of  a  padded  metal  shoe  and 
lateral  leg-splint,  with  a  horizontal  toe-spring. 
It  is  attached  as  follows : — The  deformed  foot 
is  carefully  bound  in  the  shoe-piece  by  strips 
of  adhesive  plaster,  the  next  step  being  to 
secure  the  side  splint  to  the  outer  side  of  the 
leg,  in  a  similar  manner,  and  the  adducted  foot 
is  then  finally  drawn  to  the  shoe.  The  mecha- 
nical action  of  this  appliance  is  readily  intelli- 
gible, for  upon  binding  the  foot  within  the  shoe- 
piece,  its  lateral  and  inferior  arches  become 
extended  by  the  pressure  of  the  strapping  on 
the  dorsum  of  the  foot,  together  with  the 
counter-resistance  of  the  calcis  and  metatarsus. 
When  securing  the  side  splint,  care  must  be 
taken  to  give  it  a  fulcrum  against  the  metallic 
edge  of  the  shoe-piece,  as  all  chance  of  abrasion 
over  the  cuboid  bone  is  thereby  avoided,  while 
at  the  same  time  the  tendo  Achillis  may  be 
stretched  by  slightly  varying  the  angle  of  the 
foot-piece.  When,  last  of  all,  the  lateral  hori- 
zontal toe-spring  is  brought  to  bear  upon  the 
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foot,  it  compels  abduction  and  flexion,  thus 
gradually  restoring  the  foot  to  its  normal  con- 
dition. 

A  small  aperture  is  always  left  at  the  back 
of  the  heel-piece,  in  order  to  see  that  the  heel 
is  fairly  down  in  its  proper  place. 

Fig.  181. 


Although  this  form  of  apparatus  is  now  super, 
seded  by  others  of  greater  efficacy,  yet  it  is 
without  doubt  safe  and  certain  in  attaining  the 
desired  object  in  those  cases  of  infantile  varus, 
to  which  tenotomy  is,  for  some  special  reason, 
considered  inapplicable. 

In  the  earlier  part  of  my  career,  and  prior 
to  the  general  adoption  of  tenotomy,  I  have 
frequently  had  as  many  as  ten  or  twelve  cases 
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at  a  time  wearing  the  simple  shoe  and  adhesive 
plaster  as  devised  by  Mr.  Sheldrake,  and  with 
scarcely  any  exception  all  these  cases  succeeded. 
The  plaster  was  removed  about  once  a  week, 
the  foot  washed,  a  clean  splint  applied,  and 
the  foot  rebound  without  giving  the  infant  the 
least  pain,  neither  was  there  any  abrasion,  as 
but  too  frequently  results,  if  the  modern  ap- 
pliances are  not  very  carefully  watched. 

The  next  kind  of  appliance  used  for  slight 
varus  consists  of  a  series  of  padded  tin  shoes, 
the  angles  of  which  are  raised  in  degree  as  the 
cure  progresses,  until  the  foot  has  regained  its 
rectangular  position  in  relation  to  the  leg,  and 
which  are  attached  to  the  foot  by  adhesive 
straps  ;  the  object  of  the  treatment  being  gradu- 
ally to  mould  the  foot  into  its  true  position.* 

A  third,  and  highly  ingenious  appliance,  is 
that  termed  'Hhe  Talipede"  (Fig.  182),  in- 
vented  by  Mr.  Aveling,  of  Sheffield.  The  three 
desiderata,  abduction,  flexion,  and  retroversion, 
are  obtained  by  this  piece  of  mechanism  as  fol- 
lows : — Into  the  interior  surface  of  a  metal  shoe- 
piece  (a),  just  below  the  heel,  a  circular  piece 


•  Little,  p.  177. 
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Fig.  182. 


of  solid  metal  is  riveted  (c),  which  is  in  turn 
received  into  a  steel  socket ;  the  latter  being  in 
connection  with  a  portion  of  the  bar  (/)  which 
joins  two  lateral  uprights  {dd)  (in  which  a  leg 
splint,  supporting  the  calf,  terminates),  by  means 
of  a  small  metal  ring  on  the  cylindrical  surface 
of  the  bar,  which,  in  addition  to  receiving  the 
socket,  can  be  rotated  on  its  own  transverse 
axis.  Thus,  the  fixing  of  the  socket  to  the  sole- 
piece  allows  the  iimcr  margin  of  the  foot  to  be 
moved  in  a  downward  direction,  abduction  being 
facilitated  by  the  manner  in  which  the  socket  is 
received  in  the  metal  ring;  whilst  the  cyhn- 
drical  form  of  the  connecting  bar  enables  the 
ring  to  turn  on  its  surface,  by  which  means 
every  advantage  is  afforded  for  obtaining  the 
required  amount  of  depression  at  the  heel.  In 
order  that  the  foot  may  be  maintained  in  the 
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desired  positions,  each  point  of  motion  can  be 
checked  at  will,  by  simply  tightening  a  small 
thumb-screw ;  and  in  this  way  the  foot  may 
gradually  be  brought  into  a  correct  form,  with- 
out  abrading  the  cuticle  or  paining  the  patient, 
while  the  instrument  is  so  adaptable  that  it  can  be 
fixed  at  any  angle  which  the  foot  under  treat- 
ment may  have  assumed.  I  entertain  a  very 
high  opinion  of  this  apparatus,  believing  that, 
for  simpUcity  of  construction  and  ease  in 
management,  it  is  as  good  as  any  yet  employed. 
It  can  be  successfully  applied  to  every  condition 
of  taUpes. 

The  instrument  now  about  to  be  described, 
is  more  frequently  used  than  any  other  at  the 
Royal  Orthopaedic  Hospital  (Fig.  183).     It  con- 

Fio.  183. 
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sists  of  a  padded  shoe,  into  which  the  foot  is 
strapped.  At  the  external  margin  of  the  shoe, 
close  to  the  heel-piece,  a  perpendicular  leg-stem 
is  fixed,  containing  a  rack«and-pinion  joint, 
coincident  with  the  ankle-joint.  A  metal  stem 
passes  along  the  external  margin  of  the  foot, 
having  at  its  extremity  a  rather  broad  strap, 
by  which  the  toes  are  surrounded. 

This  instrument  is  a  modification  of  Scarpa's 
shoe,  and  is  thus  applied : — ^The  ratchet-screw  is 
first  placed  at  such  an  angle  as  wUl  allow  the  1^- 
stem  and  foot-piece  to  agree  in  direction  with  the 
corresponding  parts  in  the  deformed  limb;  the 
heel  is  then  placed  firmly  in  the  recess  intended  for 
its  reception,  where  it  is  secured  by  two  padded 
straps,  which  pass  over  the  instep.     The  ankle- 
band  is  now  fastened  round  the  leg,  just  above 
the  malleoli,   and    beneath    the    perpendicular 
stem,  thus  forming  a  cylindrical  strap,  which 
restrains  the  heel  so  effectually  that  it  cannot 
rise  perpendicularly  in  the  shoe,  whilst  at  the 
same  time  it  aids  the  two  instep  straps  in  ob- 
taining a  firm  hold  upon  the  foot.     Proceeding 
with  the  adjustment,  the  toe-strap  at  the  ex- 
tremity  of  the  horizontal  stem  is  next  passed 
around  the  toes,  taking  care  to  pass  it  over  the 
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toes  only,  so  as  to  avoid  falling  into  a  blunder 
of  occasional  occurrence — ^viz.,  passing  it  round 
the  shoe-plate  as  well  as  the  toes,  a  procedure 
which  negatives  the  action  sought.  Finally,  the 
operation  is  completed  by  fastening  the  calf- 
band,  and  thereby  firmly  attaching  the  entire 
apparatus  to  the  leg. 

To  bring  this  instrument  into  action,  the  toe- 
strap  must  be  gradually  tightened  to  remove  the 
adduction,  and  the  ankle-screw  carefully  turned 
until  the  heel  is  brought  slightly  downwards. 
By  doing  this  every  two  days  for  about  six 
weeks,  the  foot  can  be  gently  brought  into  its 
normal  position. 

There  is  one  great  objection  to  this  modifi- 
cation of  Scarpa's  appliance,  which  is,  that  the 
fulcrum  by  which  the  tarsal  arch  is  opened  out 
is  obtained  by  pressure  against  the  cuboid  bone, 
the  cuticle  over  which  will,  unless  the  most 
vigilant  precautions  are  taken,  most  probably  be 
abraded ;  an  untoward  event,  which  necessarily 
retards  the  progress  of  the  cure  for  so  long  a 
period  as  the  wound  may  remain  unhealed. 

Dr.  Langaard,  the  celebrated  orthopaedic 
mechanist  of  Hamburg,  has  invented  the  fol- 
lowing instrument   (Fig.    184).      An  ordinary 
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laced  boot,  stiffened  on  the  inner  side,  especially 
at  the  heel,  is  fitted  with  a  steel  outside  lateral 
stern,  containing  a  rack-and-pinion  centre  just 
below  the  external  malleolus,  and  two  hinges 
(acting  laterally),  which  are  placed  above  it,  at 
about  two  inches  apart  from  each  other.  The 
upper  end  of  this  leg- stem  terminates  in  a  per- 
forated lip.  Thus  much  for  the  lower  portion 
of  the  apparatus.  The  upper  consists  of  a 
padded  thigh-band  and  calf-trough,  connected 
by  an  external  stem,  which  is  jointed  at  the 
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knee.  A  perpendicular  screw  is  fixed  to  the 
outer  side  of  the  calf-trough,  the  lower  end  of 
which  enters  the  perforated  lip,  already  alluded 
to  as  forming  the  upper  end  of  the  lower  division 
of  the  apparatus. 

In  applying  this  instrument,  the  foot  must 
first  be  fiiTuly  laced  within  the  boot,  the  calf- 
and  thigh-troughs  being  then  placed  in  their 
respective  places  on  the  leg ;  a  position  which, 
since  the  lower  part  of  the  apparatus  is  fur- 
nished with  two  lateral  hinges,  permits  the 
external  stem  to  conform  itself  readily  to  the 
arc  which  is  formed  by  the  tibial  and  cuboidal 
surfaces.  The  perpendicular  screw  is  then 
gradually  turned  in  such  a  direction  as  will 
induce  an  upward  traction  by  the  ankle-stem ; 
the  result  of  this  being  that,  as  the  stem  is  fixed 
to  the  boot,  and  the  boot  to  the  foot,  this  screw- 
action  exerts  an  inmaediate  depressing  influence 
upon  the  internal  plantar  margin  of  the  foot, 
lessening  the  external  arc  of  the  defonnity,  by 
diminishing  the  length  of  the  metallic  superficies 
with  which  it  is  enveloped ;  the  deformity  is 
thus  reduced  to  a  condition  of  equinus.  The 
rack-and-pinion  centre,  at  first  placed  beneath 
the  ankle-joint,  but  now  brought  up  so  as  to 
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coincide  with  its  axis  of  motion,  will  enable 
the  operator  to  elevate  the  foot,  while  he  at  the 
same  time  depresses  the  heel,  and  in  this 
manner  restore  the  hmb  to  a  natural  shape. 

This  apparatus  seems  to  be  based  upon  the 
opinion  held  by  some  anatomists,  that  there  is 
a  mechanical  centre  at  that  point  in  the  tarsus 
where  the    astragalus,   calcaneus,   cuboid,  and 
navicular  bones   meet,  and   around  which  the 
anterior  portion  of  the  foot  rotates  longitudinally 
in   the   formation  of  varus.     At  first   sight  it 
would  appear  that  the  instrument  must  act  upon 
all  the  limb  which  is  situated  below  its  tibial 
extremity ;  but  as  the  astragalus  is  firmly  locked 
within  the  trochlea  formed  by  the  ends  of  the 
tibia  and  fibula,  the  obliquity  of  the  sole  of  the 
foot  in   varus    depends    more   probably   upon 
lateral  inversion,  or  adduction  of  the  anterior 
two  thirds,  accompanied  by  slight  axial  rotation. 
It  is  frequently  suggested  that  obliquity  of  the 
plantar  surface  may  be  produced  solely  by  the 
combined     extending    and    adducting    actions, 
without    the    least    longitudinal    rotation;   the 
argument  being,  that  the  matatarsus  is  primarily 
oblique  from  the  very  shape  of  the  individual 
component  bones  of  the  tarsus,  with  which  it  is 
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articulated,  and  that  during  the  formation  of 
varus  the  foot  is  at  first  extended,  then  drawn 
laterally  inwards  by  muscular  force,  the  meta- 
tarsus, in  this  latter  process,  simply  moving  in 
its  plane  of  relation  with  the  component  bones 
of  the  tarsus,  w^hich,  being  originally  oblique  as 
compared  with  the  horizontal  axis  of  the  malleo- 
lus, compels  the  foot  to  move  in  a  latero-superior 
direction.  Opposed  to  this  opinion,  mechani- 
cally speaking,  is  the  consideration,  that  if  the 
position  of  the  metatarsus  be  held  to  account 
for  the  uplifting  of  the  inner  plantar  margin  in 
varus,  how  is  it  that  lateral  movement  of  the 
normal  foot  inwards  does  not  induce  uplifting 
of  the  plantar  arch  to  a  far  greater  extent  than 
is  actually  produced?  It  must  therefore  be 
presumed  that  there  is  slight  axial  rotation  be- 
tween the  scaphoid  and  astragalus  during  the 
formation  of  club-foot. 

One  great  argument  in  favour  of  the  rotative 
theory  may  be  drawn  from  the  frequency  with 
which  metatarsal  obliquity  is  found  to  remain, 
after  the  equinus  has  been  reduced,  and  the  foot 
abducted  to  a  considerable  extent ;  the  said 
obliquity  necessitating  the  employment  of  power- 
ful pressure  upon  the  dorsal  surface  of  the  foot. 
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before  the  deformity  can  be  entirely  removed. 
The  apparatus  used  to  effect  this  is,  technicaDy, 
called  a  "  clamp,"  consisting  simply  of  a  strong 
piece  of  metal,  which  is  arched  over  the  instep, 
and  fixed  to  the  sole-plate  of  a  Scarpa's  shoe ; 
a  pad,  governed  by  a  perpendicular  screw,  being 
attached  to  its  upper  extremity.  The  firm  and 
continued  pressure  of  this  will  gradually  depress 
and  extend  the  plantar  arches. 

In  severe  cases  of  obliquity  of  the  foot, 
another  form  of  instrument  is  employed,  having 
a  rack-and-pinion  joint,  acting,  at  right  angles, 
to  that  at  the  ankle-joint,  fixed  in  the  leg-stem, 
just  above  the  external  malleolus  (Fig.  185). 
Although  intended  to  aid  in  overcoming  the 
obliquity  of  the  sole  of  the  foot,  it  is  neverthe- 
less ill  calculated  for  the  furtherance  of  this 
object,  in  common  with  many  other  analogous 
instruments,  because,  upon  bringing  the  lateral 
rack  into  action,  a  tendency  to  inversion  of  the 
upper  border  of  the  heel-piece,  just  below  the 
external  ankle,  being  at  once  set  up,  great  pres- 
sure against  the  os  calcis  is  produced,  and  this 
without  the  gain  of  any  marked  change  for  the 
better  in  the  torsional  uplifting  of  the  inner 
border  of  the  metatarsus  (due,  probably,  to  rota- 
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tion  at  the  astragalo  -  scaphoid  articulation). 
Nevertheless,  there  is  this  advantage  about  this 
instrument,  "  that  it  enables  the  shoe-piece  to  be 
more  accurately  moulded  to  the  foot  than  it  could 
be  in  any  other  form  of  instrument ;"  and  since 
much  of  the  plantar  obliquity  subsides  when  the 
anterior  part  of  the  foot  is  drawn  outwards,  we 
get  a  negative  benefit  from  the  circumstance 
that  the  rack-action  just  mentioned  diminishes 
the  pressure  exerted  by  the  heel-piece,  while  in 
action,  against  the  external  lateral  surface  of  the 
heel  and  ankle — and  unequal  pressure  is  the 
chief  point  of  complaint  in  aU  modifications  of 
Scarpa's  shoe. 
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I  would  in  this  place  enter  upon  an  analysis 
of  the  various  motions  which  arise  during  the 
progress  of  taUpes  varus,  from  its  earliest  symp- 
toms to  the  fully  developed  stage,  so  as  to  lead 
to  the  recognition  of  a  general  centre  of  dis- 
tortion,  with  reference  to  which  centre,  the  at- 
tempts at  mechanical  restoration  should  be 
carried  out.  I  would,  if  possible,  determine  the 
actual  situation  of  that  centre  around  which  the 
osseous  structures  are  grouped  in  equino-varus. 
The  solution  of  this  question  had  not  (to  my 
knowledge  at  least)  been  attempted  before  the 
appearance  of  the  first  part  of  my  work  on 
'Deformities.'* 

Efforts  had,  however,  been  made,  successfully, 
to  relieve  club-foot  by  an  instrument,  the  me- 
chanical action  of  which  was  based  upon  a 
theory,  that  a  transverse  tibio-tarsal  joint  is 
formed  during  the  progress  of  the  deformity, 
and  that,  to  ensure  success,  the  treatment 
should  consequently  be  divided  into  two  stages, 
viz.  one  for  the  reduction  of  the  varus,  the  other 
for  that  of  the  equinus.  So  widely  has  this 
theory  now  been  adopted,  that  it  is  customary, 

*  'On  the  Mechanical  Appliances  neoessarj    for   the 
Treatment  of  Deformities,'  p.  77.    London,  1858. 
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in  cases  which  need  operative  assistance,  to  defer 
the  section  of  the  tendo-Achillis  until  all  lateral 
adduction  has  been  removed  by  the  division  of 
the  anterior  and  posterior  tibial  muscles,  and  the 
foot  has  been  mechanically  abducted  by  means 
of  a  **  Scarpa's  "  shoe.  If,  however,  I  am  right 
in  conjecturing  that  the  one  common  centre  of 
motion  can  be  accurately  determined,  the  neces- 
sity for  dividing  the  treatment  of  club-foot  into 
two  stages  is  removed. 

I  have  prepared  four  diagrams,  with  the  view 
of  show^ing  those  centres  which  are  set  up  in  the 
foot  during  the  formation  of  equino-varus,  and 
shall  endeavour  to  indicate,  by  inference,  how 
valuable  an  apparatus  that  would  be  which 
should  coincide  in  its  arrangement  with  the 
natural  law,  and  restore  the  foot  to  its  pristine 
state  by  means  of  actions  proceeding  from  one 
centre  only.  It  must  be  remembered,  though, 
that  the  axes  of  separate  motions  may  be  more 
or  less  approximated  in  various  individuals; 
still,  the  establishment  of  the  common  centre  is 
not  in  the  least  degree  affected  by  this  circum- 
stance, it  is  simply  necessary  to  make  such 
allowances  for  trifling  variations  as  each  case 
may  seem  to  demand. 
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The  formation  of  equino-varus  being  mainly 
referable  to  the  contraction  of  those  muscles 
which  extend  and  adduct — viz.  the  gastrocne- 
uiius,  soleus,  and  tibiales,  it  is  indisputable  that 
these  must  exercise  their  power  around  some 
special  point,  as  otherwise  they  would  mutually 
antagonise  each  other,  and  a  deformity  could 
not  be  set  up. 

On  examining  the  direction  assumed  by  the 
osseous  structures  of  a  severe  case  of  club-foot, 
it  will  be  found  that,  in  addition  to  that  self- 
evident  centre,  around  which  the  foot  moved 
during  its  extension  and  subsequent  condition 
of  equinus,  there  must  have  been  another  centre 
from  which  the  displacement  of  the  scaphoid, 
latero-superiorly  around  the  articulating  surface 
of  the  astragalus,  proceeded. 

When  measuring  the  radii  of  motion,  with  a 
view  of  discovering  where  this  axis  lies,  it  is 
necessary  to  take  some  common  point  in  the 
foot,  suflSciently  distant  to  be  easily  demon- 
strated in  its  relations  with  other  centres,  and 
yet  so  firmly  established  as  to  be  but  slightly 
influenced,  as  regards  its  distance  from  the  as- 
sumed centre,  by  any  positional  change  of  the 
various  bones  included  in  the  circumference  of 
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the  circle  in  which  the  radients  of  motion  lie. 
I  have  accordingly  selected  the  first  metatarso- 
phalangeal joint,  as  a  fixed  point  readily  demon- 
strable in  all  stages  of  club-foot.  Having  taken 
this  as  a  fixed  point  in  the  periphery  of  the 
circle  formed  by  the  radii  of  motion  from  the 
common  centre,  I  would  direct  attention  to  the 
following  diagrams.  Figs.  188  and  189  are  to 
be  considered  as  supplementary,  and  intended 
solely  to  elucidate  the  correspondence  of  the 
structural  form  of  the  foot  with  its  mechanical 
motions. 

In  Fig.  186,  intended  to  show  the  direction 


Fig.  186. 


taken  by  the  foot  during  the  formation  of  equi- 
mi8,  let  A  be  the  malleolar  axis,  b  the  first  meta- 
tarso-phalangeal  joint — ^which  is  simply  selected 
as  a  point  which  bears  relation,  definitely,  with  the 


516       LOWER   EXTREMITIES:   DEFORMITIES. 

several  centres  in  the  foot.  It  will  be  seen  that 
at  whatever  angle  the  foot  may  be  extended 
upon  the  leg,  the  lines  a  b,  a  c,  will  be  equal 
That  is  to  say,  b  and  c  are  each  points  in  the 
circumference  of  a  circle  of  which  a  is  the  centre, 
and  therefore  equidistant  from  a — therefore  a  is 
the  axis  of  motion. 

In  Fig.  187,  which  represents  the  direction 
assumed  by  the  foot  during  the  formation  of 

Fig.  187. 


-f-    A 


varus,  let  d  be  the  astragalo-scaphoid  articula- 
tion, and  c  the  metatarso-phalangeal,  at  what- 
ever angle  the  foot  may  be  abducted,  the  line 
D  c  shall  be  equal  to  the  line  d  f — ^therefore 
D  is  the  axis  of  motion  in  the  formation  of 
varus. 
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Thus,  in  the  formation  of  equino-varas,  the 
metatarso-phalangeal  articulation  passes  by  two 
distinct  planes  of  motion,  from  b  to  c,  and  from 
c  to  F. 

Now,  instead  of  moving  the  point  b,  first  to 
c,  and  then  to  f  (as  in  Figs.  186  and  187),  it 
can  be  made  to  move  from  b  to  f  in  a  direct 
line,  as  may  be  seen  in  Fig.  188. 

Fig.  188. 


Let  G  be  an  established  point  between  the 
centres  a  d,  and  equidistant  from  each,  so  that 
G  A  shall  equal  o  d  ;  o  will  then  partake  of  the 
character  of  both  centres,  and  thus  become  the 
common  axis  around  which  b  will  move  in  its 
progress  to  f,  and  the  arc  b  f  will  be  the  line 
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of  direction  taken  by  b  in  its  passage  to  p. 
This  may  be  better  understood  by  a  reference  to 
Fig.  189. 

Let  A  F  be  the  malleolar,  and  b  d  the  sca- 
phoidal  axis,  f  representing  the  metatarso-pha- 
langeal  articulation.      Instead    of    moving  the 

Pio.  189. 


.^.. 


point  F  first  round  the  scaphoidal  axis  b  d, 
through  the  plane  a  f,  from  f  to  c  (at  which 
point  the  foot  would  be  in  equinus),  and  then 
around  the  malleolar  axis  a  f,  through  the  plane 
B  D,  from  c  to  B  (when  the  foot  would  be 
brought  to  its  normal  position) ;  instead,  I  say, 
of  moving  round  these  two  axes,  and  through 
two  distinct  planes,  first,  from  f  to  c,  and  then 
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from  c  to  B,  the  point  adopted,  f,  could  move 
round  one  axis  o,  placed  at  an  angle  of  45^  to 
the  two  former,  passing  through  one  plane  only 
from  F  to  B. 

It  is  therefore  quite  possible  for  an  apparatus 
to  be  constructed  which  would,  from  one  centre, 
restore  an  equino-varus  to  a  normal  condition. 
The  annexed  diagram  (Fig.  190)  depicts  an 
instrument  fabricated  with  this  object. 

Fig.  190. 


The  mechanism  consists  of  a  metal  stem,  fur- 
nished at  the  point  which  I  have  just  laid  down 
as  being  the  common  centre  of  movement  with 
a  rack-and-pinion  joint,  coincident  in  its  plane 
with  a  Une  drawn  from  the  great-toe  joint  of  the 
deformity  to  the  point  which  this  articulation 
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would  occupy  in  the  nonnal  limb.  The  lower 
extreuiity  of  the  leg-stem  bears  a  padded  metal 
plate,  which  embraces  the  metatarsus,  and  gives 
the  mechanism  control  over  the  entire  foot. 
Its  upper  limb  carries  calf-  and  thigh-bands, 
which  secure  the  instrument  firmly  to  the  leg, 
while  at  the  same  time  they  afford  a  point  of 
resistance  for  the  action  of  the  lower  portion  of  it 

Upon  moving  the  rack-and-pinion  centre,  the 
foot  becomes  gradually  unfolded,  and  the  neces- 
sitv  of  dividing  the  mechanical  treatment  into 
two  parts  is  thus  done  away  with. 

I  have  named  this  instrument  the  Orthopede. 

The  instrument  described  at  page  478,  for 
the  relief  of  valgus,  may  also  be  used  for  varus. 
The  mode  of  its  application,  when  adopted  for 
varus  or  valgus,  consists  in  the  adaptation  of  the 
perpendicular  leg-stem  to  the  outer  side  of  the 
limb  for  the  former,  the  inner  for  the  latter  de- 
formity. 

For  patients  residing  at  a  long  distance  from 
the  mechanicians,  and  who  cannot  readily  have 
alterations  made  in  the  construction  of  their 
apparatuses,  this  instrument  is  invaluable,  for  it 
is  little  apt  to  be  placed  out  of  order,  and  it  is 
easily  applied. 
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On  referring  to  the  instrument,  it  will  be  per- 
ceived that  a  small  pad,  which  supports  the 
tuberosity  of  the  scaphoid  in  valgus,  rests  in 
varus  upon  the  cuboid,  and  thus  tends  to  expand 
the  inner  margin  of  the  foot  by  pressing  on  the 
convexity,  and  expanding  the  extremities  of  the 
curve.  Owing  to  the  peculiarity  of  the  action 
of  the  rack-and-piuion  at  the  back  of  the  heel, 
there  is  little  cause  for  fearing  any  abrasion  of 
the  skin  over  the  cuboid  during  the  mechanical 
treatment. 

Another  description  of  appliance  (Fig.  191)  is 
constructed,  by  dividing  the  shoe-piece  into  two 
parts,  and  placing  a  ratchet-screw  at  the  point 
of  their  junction  (which  is  situated  just  below 
the  point  of  convergence  of  the  astragalus,  cal- 
caneus, cuboid,  and  scaphoid  bones).  By  this 
arrangement  an  endeavour  is  made  to  obtain 
absolute  control  over  the  lateral  motion  of  the 
anterior  two-thirds  of  the  foot,  without  subjecting 
the  cuboid  region  to  a  painful  degree  of  pres- 
sure, an  untoward  event  which  is  occasionally 
a  source  of  annoyance  in  cases  of  long  standing, 
where  the  toe-strap  and  horizontal  bar  are  em- 
ployed in  overcoming  adduction,  without  the 
assistance  of  this  division  of  the  sole-piece.     In 
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order  that  the  sole- plate  may  readily  follow  the 
direction  assumed  by  the  foot  in  its  deformity, 
it  will  often  be  found  advisable,  when  construct- 
ing this  instrument,  to  add  a  rack-and-pinion 
joint  to  the  toe-bar,  just  over  the  cuboid :  hj 
this  means,  the  horizontal  lever  and  sole-plate 
mutually  contribute  to   perfecting  each  other's 
mechanical  action.     This  apparatus  is  also  fur- 
nished with  a  double  rack-and-pinion  leg-stem. 
On  application,  the  division   in  the   sole-plate, 
and  the  ratchet  of  the  toe-bar,  allow  an  accu- 
rate adjustment  to  the  shape  of  the  foot.    In 
order  to  bring  the  instrument  into  action,  it  is 
necessary  that  the  toe-bar  rack  be  first  moved 
in  an  outward  direction,  by  which  proceeding  a 
tension  against  the  plantar   arch    is  obtained:  , 
the  ratchet  in  the  sole-plate  is  next  so  turned 
that  the  foot  may  be  abducted,  when,  since  the 
OS  calcis  and  astragalus  are  firmly  held  by  the 
heel-socket  of  the  shoe-piece,  the  scaphoid  be- 
comes gradually  drawn  outwards.     This  process 
entails  a  separation  of  the  mechanical  treatment 
into  two  distinct  stages.      In  the  Jirsf,  which 
has  just  been  described,  we  endeavour  to  reduce 
the  foot  into  a  state  correspondent  with  that  of 
simple   equinus,  and   where   this  has  been  ac- 
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complished;  the  second  stage  of  treatment  is 
commenced,  by  depressing  the  heel,  which  is 
brought  about  by  the  action  of  the  two  ratchet- 
screws  at  the  malleoH,  and,  in  this  manner,  by 
finally  overcoming  the  obliquity  of  the  sole  of 
the  foot,  the  patient's  limb  is  restored  to  its 
proper  condition. 

Fig.  191. 


An  instmraent  which  is  occasionally  used 
at  the  Orthopaedic  Hospital,  and  called  "  Mr. 
Tamplin's  shoe,"  is  constnicted  as  follows : — A 
metal  splint,  which  receives  the  back  of  the  leg, 
is  prolonged  as  far  as  the  extremities  of  the 
toes.  Just  under  the  heel,  where  the  apparatus 
is  rendered  angular,  for  the  accommodation  of 
the  foot,  which  is  in  a  state  of  extension   as 
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regards  the  leg,  a  ratchet-screw  is  attached, 
corresponding,  in  the  plane  of  its  action,  with 
the  mesial  line  of  the  leg.  A  strip  of  metal, 
about  the  breadth  of  the  fibular  surface/ aad 
carrying  at  its  inferior  extremity  a  horizontal  bar 
furnished  with  a  toe-strap,  is  joined  by  a  hinge 
to  the  external  lateral  margin  of  the  leg-sphnt. 
Occasionally,  the  lateral  surface  of  the  splint  is 
carried  above  the  knee,  being,  in  this  case, 
furnished  with  a  free  joint  coincident  with  that 
of  the  articulation.  The  entire  apparatus  is 
fixed  to  the  leg  by  long  straps  of  webbing, 
which  pass  through  slits  made  in  the  metal 
splint. 

When  this  contrivance  is  brought  into  action, 
the  foot  is  abducted  by  the  horizontal  toe-bar, 
and  an  attempt  made  to  change  the  angle  formed 
by  the  foot  with  the  leg,  by  so  turning  the 
ratchet-screw,  that  the  front  of  the  Jeg  and  dorsum 
of  the  foot  may  be  more  nearly  approximated. 
I  believe  that  this  instrument  is  based  upon 
erroneous  principles,  and  for  this  reason : — ^The 
axis  of  motion  around  which  the  foot  moves 
during  the  formation  of  equinus,  is  placed  in 
the  tibio-tarsal  joint  \  consequently,  the  radius 
of  deviation  from  the  rectangular  position  com- 
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prehends,  anteriorly,  small  portions  of  the  os 
calcis  and  astragalus,  together  with  the  rest  of 
the  tarsus,  and  the  entire  metatarsus ;  whilst  pos- 
teriorly  it  simply  involves  the  remaining  portions 
of  the  astragalus  and  calcaneus. 

The  anterior  radius  moves  in  a  downward,  the 
posterior  in  an  upward  direction,  thus  forming 
segments  of  circles  at  their  extremities,  propor- 
tionate in  area  to  the  distance  which  intervenes 
between  the  centre  of  motion  and  the  extremity 
of  either  radius.  It  may  therefore  be  laid  down 
as  an  axiom,  that  no  artificial  centre  which  does 
not  coincide  with  that  demonstrated  as  the  natu" 
ral  oncy  can  possibly  correspond  with  the  me- 
chanical position  assumed  by  the  foot  in  equino- 
varus.  In  the  apparatus  attributed  to  Mr. 
Tamplin,  however,  the  axis  of  the  instrument  is 
placed  inmiediately  below  the  posterior  margin 
of  the  OS  calcis ;  hence,  the  whole  of  the  foot  is 
embraced  by  the  radius  running  from  that  point 
to  the  end  of  the  toes,  the  said  radius  being 
represented  by  the  action  of  the  sole-plate.  Now 
when  the  rack  is  turned,  for  the  purpose  of 
diminishing  the  inordinate  extension  of  the  foot 
upon  the  leg,  the  heel  is  uplifted,  instead  of 
being  depressed.     To  show  this  more  clearly  I 
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have  appended  two  diagrams,  which  will,  I  think, 
render  the  error  committed  in  the  mechanical 

Fio.  192. 


construction  of  the  shoe  tolerably  clear. 

The  asterisks  placed  above  the  astragalus  arc 
intended  to  represent  the  natural  or  tme  centre 
of  motion ;  that  at  the  heel,  the  one  laid  down  by 
Mr.  Tamplin.  The  arrows  indicate  the  direction 
taken  by  the  heel  and  toes. 

It  cannot  be  urged  that  the  instep  straps 
aflford  the  necessary  centre,  as,  from  their  attach- 
ment to  the  sole-plate,  they  are  compelled  to 
move  with  it  in  an  upward  direction.  I  do 
not  imagine  that  this  apparatus  is  often  made 
use  of. 

In  the  appliances  previously  noticed,  the  ex- 
tending power  has  depended,  in  all,  either  upon 
the  action  of  tangential  screws,  or  of  a  powerful 
metal  spring,  or  both.   There  are  still  other  means 
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available  for  the  reduction  of  varus.  1  have,  for 
along  time,  employed  India-rubber  cords  for  this 
purpose,  and  consider  that,  if  they  are  applied 
with  care,  their  mode  of  action  is  often  even 
superior  to  that  afforded  by  any  other  mechanical 
agent  with  which  I  am  acquainted. 

An  excellent  apparatus  for  varus,  which  acts  by 
elastic  force,  is  thus  constructed : — An  ordinary 
metal  shoe-piece  receives  the  foot,  a  small  stem 
of  metal,  corresponding  by  a  free  joint  with  the 
longitudinal  axis  of  the  foot,  being  fixed  to  its 
posterior  margin ;  this  stem  is  joined  at  right 
angles  by  a  curved  metal  bar,  which  extends  from 
the  inner  to  the  outer  ankle-joint.  At  each 
extremity  of  this  bar  a  free  joint  affords  attach- 
ment to  two  leg-stems,  joined  at  their  upper  ends 
by  a  calf-band.  Metal  eyes  are  placed  on  the 
upper  margin  of  these  stems,  for  the  reception  of 
India-rubber  cords. 

On  applying  this  instiniment,  the  foot  is  first 
secured  in  its  proper  receptacle,  by  two  straps 
which  pass  over  the  instep,  while  a  third  is  fixed 
like  a  skate-strap,  just  over  the  astragalus.  The 
toe-strap,  belonging  to  the  horizontal  stem,  is 
then  drawn  as  tightly  as  possible,  short  of  hurt- 
ing the  patient.    An  India-rubber  cord  is  now  ex- 
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tended  from  the  outer  leg-stem  to  the  toe-bar,  the 
resultant  action  being  singular;  for,  owing  to 
the  disposition  of  the  posterior  (calcial)  and  lateral 
(malleolar)  centres,  the  external  margin  of  the  foot 
is  uplifted,  and  the  heel  depressed,  by  one  and 
the  same  elastic  cord.  The  most  promineot 
advantages  accruing  from  this  piece  of  mechanism 
are, — the  removal  of  the  deformity  by  a  power 
analogous  to  that  which  created  it ;  and  the  main- 
tenance of  complete  mobility  of  the  foot  through- 
out the  whole  period  of  treatment.  The  India- 
rubber  cords  can  be  increased  in  power  to  any 
extent  which  could  be  desired,  by  employing  them 
of  various  sizes ;  and  the  elastic  character  of  the 
resistance  much  diminishes  the  probabihtj  of 
abrasion  being  produced.  Another  good  point 
about  this  instrument  is,  that  the  same  apparatus 
is  equally  appUcable  to  either  varus,  valgus, 
equinus,  equino- varus,  and  calcaneus;  as  it  is 
only  necessary  to  vary  the  position  of  the  cord, 
to  obtain  those  particular  mechanical  actions, 
which  may  be  desired  for  the  amelioration  of  any 
one  of  these  maladies.  The  only  ground  on 
which  it  is  ever  likely  to  be  objected  to  is,  that 
the  elastic  cord  might  elongate  the  tendons  too 
rapidly;  but  this  inconvenience  can  readily  be 
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obviated,  by  employing  cords  of  a  proper  degree 
of  strength — the  age  and  condition  of  the  patient 
being  taken  into  consideration. 

I  shall  now  describe  another  kind  of  apparatus 
(Fig.  194),  which  will  be  found  very  efficient  in 
many  cases.  The  foot  is  received  in  a  properly 
moulded  metal  shoe,  on  the  external  margin  of 
which  a  stem,  also  of  metal,  is  fixed,  rising  as 
high  as  the  outer  ankle,  where  it  forms  a  lateral 
hinge  with  a  steel  leg-stem.  The  latter  ascends 
the  leg  as  far  as  the  middle  of  the  thigh,  and  is 
made  with  a  free  joint  at  its  point  of  coincidence 
with  the  knee. 

This  stem  has  also  an  ankle-joint,  governed  by 
a  screw,  which  corresponds  in  action  with  that  of 


530       LOWER  EXTREMITIES:   DEFORMITIES. 


FlO.  194 


the  equinus.  Just  below  the  ankle-joint,  and 
connected  with  the  lateral  hinge  already  men- 
tioned, there  is  a  small  bifurcated  downward 
prolongation  from  the  leg-stem,  the  aperture,  or 
sUt,  of  which  receives  a  pinion,  forming  by  the 
shaft  a  worm,  on  which  a  nut  of  metal  is  screwed. 
Thus  far  the  instrument  is  constructed  with  a 
view  of  overcoming  the  obliquity  of  the  metatarsus. 
A  horizontal  screw  is  placed  at  the  upper  part  of 
the  leg-stem,  just  below  the  knee-joint,  which, 
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by  acting  against  a  small  lip  of  steel,  rotates  the 
entire  lower  portion  of  the  stem,  and,  of  course, 
with  it  the  shoe-piece.  This  movement  is  intended 
to  counteract  the  adduction. 

In  employing  this  instrument,  the  foot  must 
first  of  all  be  firmly  fixed  in  the  shoe  part  by 
straps  ;  the  next  step  being  to  secure  the  calf  and 
thigh-bands.  Then  screw  the  nut  upon  the 
ankle  pinion,  in  order  that  the  sole  of  the  foot 
may  be  everted  :  the  horizontal  screw  at  the  calf 
portion  of  the  leg-stem  may  now  be  turned,  which 
has  the  efiect  of  rotating  the  foot  outwards,  and 
bringing  it  into  a  condition  of  equinus.  Lastly, 
flex  the  ankle  ratchet,  in  order  that  the  anterior 
part  of  the  foot  may  be  uplifted,  and  the  whole 
restored  to  a  normal  state.* 

This  api)aratus  is  as  simple  in  its  mode  of 
application,  and  as  efficacious  in  its  operation, 
as  any  with  which  I  am  acquainted ;  while,  by  its 
rotative  power  being  applied  in  a  line  correspon- 
dent to  the  longitudinal  axis  of  the  leg,  the 
cuboidal  surface  is  exposed  to  a  very  slight 
amount  of  pressure — a  matter  of  no  slight  import- 


*  This  instrument  was  constructed  at  the  suggestion  of 
Mr.  Le  Gros  Clarke,  and  bears  his  name. 
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ance  in  the  management  of  mechanical  appliances 
for  Tahpes  Varus. 

The  next  instrument  (intended  for  adult  vanw) 
was  suggested  by  me  to  Mr.  Adams,  who  has 
already  pubHshed  an  account  of  it.* 

In  construction  it  is  based  upon  the  principle 
of  dividing  the  treatment  of  equino- varus  into  two 
distinct  stages: — 1.  For  the  varus;  2.  For  the 
equinus ;  and  Hkewise  upon  an  assumption  that 
there  is  a  transverse  joint  in  the  tarsus,  which 
separates  the  calcaneus  and  astragalus  from  the 
remaining  bones  of  the  foot.  The  instrument 
(Fig.  195)  is  thus  made: — To  the  leg  a  metal 
trough  is  adapted,  jointed  at  the  knee,  and  ter- 
minating in  a  lever,  furnished  with  four  rack- 
and-pinion  centres,  which  lever  extends  as  far 
as  the  end  of  the  toes,  where  a  metal  plate  slides 
upon  it  for  the  reception  of  the  foot  at  the  meta- 
tarso-phalangeal  articulation ;  a  triangular  piece  of 
metal  forming  a  rest  for  the  heel.  All  these  axes 
are  so  arranged,  as  to  correspond  with  the  various 
planes  assumed  by  the  foot  in  its  abnormal  con- 
dition, at  points  coincident  with  the  centres  of 
osseous  displacement.     Thus,  the  fijret  joint,  by 


*  *  Medical  Times,'  Adams'  Lectures. 
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being  placed  opposite  to  the  cuboid,  acquires  a 
power  of  unfolding  the  foot  in  a  downward  direc- 
tion, and  is  enabled,  by  exercising  a  leverage,  to 
withdraw  the  navicular  bone  from  its  approxima- 
tion to  the  inner  malleolus;  the  second  centre, 
which  acts  rectangularly  to  the  first,  uplifts  the 
front  of  the  foot ;  the  third,  perpendicular  to  the 
second  in  its  action,  depresses  the  inner  margin 
of  the  metatarsus,  and  unfolds  its  transverse 
arch.  By  the  combination  of  these  three  actions 
the  foot  is  brought  into  a  state  of  equinus ; 
when    the   fourth   centre,   which   is   placed   at 


Fig.  195. 
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a  point  exactly  opposite  to  the  malleolar  axis, 
uplifts  the  foot,  and  depresses  the  heel,  by  a 
movement  similar  to  that  of  the  ordinary  appara- 
tus for  equinus.  In  this  instniment  there  is  ao 
absence  of  pressure  against  the  cuboidal  region; 
the  deformity  of  the  foot  being  overcome  by  a 
counter  resistance  obtained  from  the  fibular  sur- 
face of  the  leg ;  for  which  reason  the  leg-trough 
should  be  thickly  padded  at  this  part.  The  power 
of  the  instrument  is  very  considerable,  yet  it  can 
be  regulated  with  the  greatest  delicacy,  and 
there  is  no  form  of  varus,  however  severe  or  com- 
plicated, which  it  cannot  overcome,  if  used  skil- 
fully, and  with  a  thorough  knowledge  of  its 
practical  details. 

Maintenance  of  the  position  of  the  foot  after 
the  relief  of  valgm  or  varus. — In  addition  to 
the  instruments  employed  for  the  reduction  of 
varus  or  valgus  there  are  others  intended  only 
to  restrain  the  Umb  in  its  corrected  position,  as 
also  for  adaptation  in  cases  where  there  is  simply 
a  tendency  to  club-foot. 

Of  those  which  I  shall  here  speak  of,  some 
are  intended  for  the  purpose  of  exercising  the 
limb,  when  the  mechanical  distortion  has  been 
remedied;  others  for  cases  where  extension  is 
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combined  with  exercise.  For  the  sake  of  conve- 
nience, these  appliances  may  be  divided  into  two 
groups.  In  the  first  are  placed  the  instruments 
which  simply  retain  the  foot  in  position ;  in  the 
second,  those  which  likewise  extend  and  exercise 
the  limb. 

The  simplest  form  of  appliance  for  retention 
of  the  foot  in  infantile  cases  is  a  padded  splint, 
which  is  shaped  to  the  tibial  surface  of  the  leg, 
and  rendered  rectangular  at  the  shoe-part.  When 
appUed,  it  is  bound  on  the  leg  by  a  few  folds  of 
an  elastic  roller.  This  splint  can  be  worn  by 
night  as  well  as  by  day,  as  it  is  perforated,  in 
order  that  the  limb  may  be  kept  cool  by  the 
free  admission  of  air. 

The  next  retentive  instrument  (Fig.  196)  for 

Fig.  196. 
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varus  is  composed  of  a  metallic  stem,  passing  as 
high  as  the  centre  of  the  calf>  on  the  tibial  or 
inner  surface  of  the  leg.  This  stem  is  attached 
below  to  a  stiffened  laced-boot,  and  is  furnished 
at  the  ankle  with  a  stop-joint,  L  e.,  one  that  is 
limited  in  action  to  flexion  of  the  foot  upon  the 
leg,  by  a  metallic  point,  or  spur.  This  is  in- 
tended to  prevent  re-contraction  of  the  tendo- 
Achillis,  which  might  take  place  if  a  too  ready 
extension  were  permitted. 

The  outer  ankle  is  supported  by  a  triangular 
strap,  which  preserves  the  foot  in  its  corrected 
posture,  by  acting  against  the  metallic  stem. 

Another  appliance  (Fig.  197)  consists  of  two 

Fio.  197. 
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lateral  stems,  fixed  to  a  calf-band,  and  furnished 
with  stop-ankle-joints ;  the  object  of  which  is  to 
maintain  the  plantar  surface  of  the  foot  in  a  hori- 
zontal position,  especially  where  it  manifests  any 
tendency  to  obliquity.  Since  the  two  stems  are 
fixed  to  a  calf-band,  they  compel  the  bottom  of 
the  foot  to  remain  at  right  angles  with  themselves, 
for  it  would  be  impossible  for  the  sole  to  become 
oblique,  without  a  shortening  of  one  of  the  per- 
pendicular bars. 

The  next  kind  of  apparatus  (Fig.  198)  is  made 
by  carrying  a  leg-stem  as  high  as  the  middle  of 
the  thigh ;  joints  being  placed  at  the  knee  and 
ankle.  It  is  customary  to  apply  this  instrument 
either  on  the  outer,  or  on  the  inner  side  of  the 
leg.  If  the  former  plan  be  adopted,  the  boot  is 
so  arranged  as  to  turn  the  toes  out  at  a  consider- 
able angle ;  whilst  the  padding,  lining  the  calf  and 
thigh-bands,  is  composed  of  a  material  which  will 
cling  to  the  limb — thus  preventing  longitudinal 
rotation  of  the  instrument  around  the  leg.  If  the 
latter  plan,  the  boot  is,  in  like  manner,  rendered 
horizontally  obUque,  outwardly ;  and  is  also  fur- 
nished with  a  very  strong  stiffener  on  the  inner 
side,  having  a  triangular  strap  which  acts  against 
it.     By  either  method  of  application  the  desired 
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end  will  be  attained,  if  the  instrument  is  carefully 
arranged.  It  therefore  rests  with  the  surgeon  to 
adopt  whichever  plan  he  considers  as  likely  to  be 
most  agreeable  to  the  patient.  It  must,  however, 
be  confessed,  that  if  the  tendency  to  inversion 
of  the  foot  be  very  considerablcy  neither  of  these 
appliances  will  be  found  available. 

Fio.  198. 


The  best  direction,  mechanically  speaking, 
that  can  be  given  for  selecting  the  side  on  which 
the  instrument  should  be  applied,  is,  that  if  the 
outer  ankle  has  a  tendency  to  eversion,  the  appa- 
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ratiis  should  invariably  be  applied  to  the  inner 
side ;  if,  however,  there  be  no  lateral  deflexion, 
but  simply  a  disposition  for  the  foot  to  be 
adducted,  it  may  be  applied  to  either  side  in- 
differently. 

Another  appliance  (Fig.  199),  constructed  to  pre- 
vent lateral  inversion,  consists  of  a  perpendicular 
stem,  worn  on  the  outer  side  of  the  leg,  and  at- 
tached below  to  the  boot;  while  above  it  terminates 
in  a  padded  band,  which  surrounds  the  pelvis. 
Joints  are  placed  at  the  ankle,  knee,  and  hip,  in 
order  that  the  instrument  may  be  freely  flexed. 
Since  the  pelvic  band  is  elliptical,  it  is  hardly 
possible  for  it  to  turn  upon  the  body,  however 
strongly  it  may  be  urged  to  do  so  by  the  ten- 
dency of  the  leg  to  inward  rotation.  The  per- 
pendicular stem  is  thus  maintained  in  the  same 
plane  as  the  mesial  line  of  the  body,  the  foot 
being  held  in  a  correct  position,  by  the  oblique 
set  which  is  given  the  plate  by  which  it  is 
secured  to  the  instrument. 

This  instrument  is  sometimes  modified  by  the 
addition  of  an  inside  stem.  The  object  of  which 
is,  to  keep  the  sole  in  a  strictly  horizontal  plane, 
and  likewise  to  admit  of  a  triangular  strap  being 
fastened  around  the  outer  ankle. 
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Another  apparatus  (Fig.  200)  has  a  perpen- 
dicular stem,  reaching  as  high  as  the  top  of  the 
calf  on  the  inside  of  the  leg ;  it  is  there  joined  by 
a  transverse  sUp  of  steel,  passing  across  at  the 
back  of  the  leg,  and  attaching  another  perpen- 
dicular stem  on  the  outer  side,  which  is  jointed 
at  the  knee  and  hip,  and  screwed  to  a  pelvic  band. 
The  only  benefit  gained  by  this  arrangement  is, 
that  it  requires  less  metal,  and  is  consequently 
lighter  than  the  one  previously  described ;  it  also 
exercises  a  greater  amount  of  rotative  power  upon 
the  foot,  owing  to  the  mechanical  forces  being 
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transmitted  iu  a  horizontal  direction  through  the 
calf  bar ;  thereby  securing  the  external  obliquity 
of  the  foot. 

Fig.  200. 


A  very  excellent  instrument  is  used  for  over- 
coming inversion  of  the  foot  in  the  French  school 
of  orthopaedy.  It  consists  of  a  metal  stem,  jointed 
at  the  knee  and  ankle,  and  fixed  to  a  laced  boot 
at  the  inferior  extremity,  the  superior  being  at- 
tached to  a  padded  metal  pelvic  band.  The  leg- 
stem  is  secured  to  the  pelvic  band  by  a  per- 
pendicular hinge,  one  side  of  which  contains  a 
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small  horizontal  screw.*  On  turning  this  screw, 
the  whole  of  the  leg  is  rotated  outwardly,  thus 
compelling  abduction  of  the  toes,  and  at  the  same 
time  effectually  overcoming  all  tendency  to  inver- 
sion. 

The  same  principle  was  carried  out  in  England 
long  ago ;  but  instead  of  a  screw  at  the  waistband 
a  steel  slide  was  made  use  of,  governed  by  a 
buckle  and  strap  at  the  back  of  the  pelvis.  By 
lessening  the  distance  posteriorly  between  the  me- 
tallic joints  which  correspond  with  the  hip-joints, 
the  leg- stems  are  made  to  rotate  slightly  in  an 
outward  direction,  and  thence,  by  an  action  al- 
ready explained,  abduction  of  the  foot  is  induced. 
To  produce  this  effect,  the  patient  is  compelled  to 
wear  a  perpendicular  stem,  &c.,  on  each  leg; 
whereas,  by  the  French  plan,  one  instrument 
answers  the  purpose  quite  as  well  as  if  two  were 
used. 

In  concluding  this  description  of  the  instru- 
ments used  for  retention,  after  the  deformity  has 
been  ameliorated,  it  may  be  mentioned  that  all 


*  Bonnet,  'Traite  de  Th^rapeutique  des  Maladies 
Articulaires/  page  506.  The  engravings,  Figs.  201,  202, 
203,  are  taken  from  Bonnet's  work.  They  show  the  best 
form  of  appliances  of  the  kind. 
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the  various  appliances  used  in  the  mechanical 
treatment  of  varus  or  valgus  are  capable  of  keep- 
ing the  foot  in  position  after  the  deformity  has 
been  reduced,  if  maintained  on  the  Umb  for  a 
sufficiently  long  period. 

Attention  must  now  be  given  to  a  class  of 
instruments  much  employed  in  this  country. 

They  are  based  upon  a  theory  that  the  mobility 
of  a  contracted  limb  may  be  restored  by  mechani- 
cal exercise.  While  the  instruments  in  common 
use  act  by  slow  and  tedious  stages,  the  appliances 
which  are  now  about  to  be  described  perform  their 
duty  by  vigorous,  rapid,  and  often  sudden  move- 
ments. They  aim  at  destroying,  by  movement, 
the  mechanical  opposition  to  cure,  which  is  caused 
by  muscular  contraction  and  undue  tension  of 
the  tarsal  ligaments;  and  they  also  tend  to 
diminish  any  loss  of  mechanical  power  which  may 
have  befallen  the  muscles  during  the  period  in 
which  their  action  was  suspended.  Manipulations, 
too  (or  movements  with  the  hands),  have  long 
been  considered  valuable  agents  in  obtaining  free 
movement  and  muscular  exercise;  but  as  the 
direction  and  intensity  of  the  force  depends  upon 
the  skill  and  experience  of  the  professional  rub- 
ber, the  results  are  not  hkely  to  be  so  satisfac- 
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tory  as  when  mechanical  powers  are  substituted, 
the  forces  of  which  can  be  exactly  estimated. 

Thus,  it  is  practicable  to  construct  instruments, 
intended  for  the  purpose  of  exercising  the  foot, 
with  a  graduated  scale,  so  arranged  that  the 
patient  may  be  enabled  not  only  to  estimate 
the  amount  of  motion  bestowed,  but  even  to  co- 
operate actively  with  the  surgeon. 

The  first  instrument  to  be  described  is  intended 
for  use  in  cases  where,  from  the  varus  having  been 
originally  slight,  the  contractile  tendency  of  the 
tendo-Achillis  only  has  to  be  guarded  against. 
Here  the  endeavour  is. to  obtain  flexion  and  ex- 
tension at  the  ankle-joint.     This  is  accomplished 
in  the  following  manner : — An  ordinary  shoe- 
piece  receives  the  foot,  which  it  retains  by  means 
of  two  straps,  passing  over  the  instep.      A  metal 
stem  with  a  free  ankle-joint  is  attached  to  the 
outer  margin  of  the  shoe-piece,  but  instead  of 
merely  constnicting  this  joint  of  two  pieces  of 
steel  (about  the  size  of  a  shilling),  held  together 
by  a  rivet  in  the  centre  in  the  ordinary  manner, 
the  lower  part  of  the  stem  is  expanded  upwards 
in  a  fan-like  form,  and  terminated  at  the  peri- 
phery by  two  curved  points,  which  receive  the 
end  of  a  cord.     The  upper  part  of  the  stem  is 
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secured  to  the  leg  by  a  padded  calf-band ;  and  in 
order  to  prevent  uplifting  of  the  whole  leg,  when 
power  is  applied  to  the  ankle  for  the  purposes  of 
flexing  and  extending  the  foot,  the  calf-stem  is 
usually  fixed  to  a  heavy  piece  of  wood  by  a 
triangle  of  wire.  The  cord  proceeding  from 
each  end  of  the  fan-shaped  ankle-joint  is  held  in 
the  hands  of  the  patient,  who  can  readily  produce 
a  rapid  motion  by  pulling  each  cord  alternately. 
If  the  periphery  is  marked  by  numbers,  the 
amount  of  motion  gained  daily  can  be  easily  ascer- 
tained, as  also  the  degree  of  flexion  and  extension. 

Fig.  201. 


There  is  another  very  simple  plan  for  accom- 
plishing the  same  object,  in  which  a  strap  suffi- 
ciently long  to  reach  the  hand  is  fixed  to  the  toe 
of  a  leather  boot,   whilst   another  is   attached 
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to  the  heel.  The  alternate  action  of  these 
straps,  combined  with  the  resistance  of  the 
patient's  body,  enables  the  foot  to  be  flexed 
and  extended  in  a  moderate  ratio.  The  first 
described  apparatus,  however,  is  by  £Eur  the  more 
efficacious  of  the  two. 

Where  it  is  necessary  to  reduce  the  obliqmty 
of  the  sole,  as  well  as  extend  and  flex,  a  dif- 
ferent instrument  (Fig.  202)  is  recommended. 
This  is  constructed  as  follows: — ^A  pivot-joint 
secured  to  a  wooden  frame,  which  extends  as 
high  as  the  middle  of  the  thigh,  and  affords 
attachment  to  a  trough  for  the  reception  of  the 
leg,  is  fixed  to  the  posterior  and  external  sur- 
face of  the  heel-piece  of  a  padded  shoe,  in 
which  the  foot  is  secured  by  three  straps  passing 
over  the  fore  part,  a  thick  pad  of  leather  being 

Fig.  202. 
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placed  beneath  them.  On  either  side  of  the 
heel  a  cord  is  attached  to  the  margin  of  the 
shoe.  When  the  patient  pulls  these,  a  rocking 
motion  is  produced,  which  extends  the  external 
and  internal  margins  of  the  sole,  alternately. 

A  fourth  instrument  (Fig.  203)  is  made  use 
of  for  the  removal  of  any  tendency  the  foot 
may  show  for  adduction.  This  object  is  secured 
by  placing  the  foot  in  a  shoe-piece  constructed 
with  a  dorsal  pad,  and  connected  with  the  leg 
by  an  ankle-trough,  which  is  fixed  to  a  wooden 
frame  a  little  longer  and  broader  than  the  leg 
itself.  Two  arches  of  steel  spring  from  the 
outer  edge  of  the  frame,  which  are  perforated 
by  circular  apertures  at  their  upper  ends. 
Through  these  openings  a  metal  rod  passes, 
furnished  with  a  cross-handle  above,  where  it 
is  within  reach  of  the  patient's  hands,  and  ter- 
minated below  by  a  triangular  flange  of  metal^ 
which  forms  a  part  of  the  dorsal  pad.  When 
this  apparatus  is  applied  the  cross-handle  is 
moved  upwards  and  downwards  by  the  patient, 
the  effect  being  to  alternately  adduct  and  abduct 
the  sole  of  the  foot.  It  is  needless  to  observe 
that,  since  the  tendency  of  the  foot  is  mainly 
one  of  adduction,  the  greatest  amount  of  speed 
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is  gained  at  that  period  of  the  motion  in  which 
the  external  side  of  the  cross-handle  is  depressed. 
This  exercise  is  particularly  well  calculated  to 
expand  the  inner  lateral  arch  of  the  foot ;  he- 
cause,  the  heel  being  firmly  held  in  the  shoe- 
piece,  and  the  axis  of  motion  made  to  fall  about 
the  centre  of  the  tarsus,  a  considerable  stram  is 
brought'  to  bear  upon  the  inner  edge  of  the  arch 
formed  by  the  plantar  fascia. 

Fig.  203. 


The  three  instruments  described  (Figs.  201, 
202,  and  203)  furnish  the  means  requisite  for 
the  treatment  of  club-foot  bv  movements,  but  for 
each  description  of  movement  a  distinct  appa- 
ratus is  necessary.  This  inconvenience  may  be 
obviated  by  making  use  of  the  following  ap- 
paratus,  which  is  arranged  in  such  a  manner 
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that  it  admits  of  every  variety  of  motion  (Fig. 
204). 


Fig.  204. 


The  foot  is  received  by  a  metal  shoe-piece,  to 
which  a  stem  is  fixed  at  the  posterior  margin  of 
the  heel.  This  stem  rises  as  high  as  the  ankle- 
joint,  and  supports  a  small  steel  bow,  which 
extends  to  the  outer  and  inner  malleoli,  where 
it  is  attached  by  joints  to  the  leg-stems.  The 
stems  terminate  in  a  calf-band,  which  is  fixed 
to  a  wooden  frame  by  steel  triangles.  Two 
perpendicular  rods  furnished  with  pulleys  are 
attached  to  that  portion  of  the  wooden  frame 
which  is  opposite  to  the  shoe-piece.  Through 
these  pulleys  a  cord  passes,  one  end  of  which 
is  secured  to  the  toe-part  of  the  apparatus,  while 
the  patient  holds  the  other  in  his  hand.  When 
the  cord  is  tightened,  motion  is  first  communi- 
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cated  to  the  shoe  in  a  lateral  and  horizontal 
direction ;  but  since  the  whole  shoe  rotates 
on  the  heel-centre,  the  lateral  margin  of  the 
foot  is  uplifted  at  the  same  time,  t .  e.^  it  is 
drawn  laterally  outwards.  As  there  is  also  a 
joint  at  the  malleolar  axis,  the  toe-part  of  the 
instrument  is  uplifted ;  thus  all  three  motions, 
abduction,  flexion,  and  extension,  are  m^md- 
taneomly  produced ;  a  circumstance  which  gives 
the  apparatus  an  advantage  over  all  the  Conti- 
nental appliances  of  a  like  description.  This 
instrument  is  an  invention  of  my  own. 

In  another  appliance  (Fig.  205)  the  means 
employed  for  the  cure  of  the  deformity,  and 
those  taken  to  obtain  exercise  and  retention  in 
a  normal  position,  are  combined  together.  There 
is  but  one  instrument  of  this  kind,  so  far  as  I 
know,  and  that  one  I  invented  for  a  patient  who 
was  under  the  care  of  Mr.  W.  Adams. 

The  single  rack-and-pinion  apparatus  described 
at  page  490,  Fig.  178,  was  so  modified  that, 
instead  of  the  pinion  being  permanently  fixed 
against  the  rack,  as  is  customary  in  all  con- 
trivances of  the  kind,  it  was  furnished  with  a 
"slot,"  which  allowed  the  pinion  to  be  thrown 
downwards,  and,   consequently,  out  of  contact 
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with  the  rack,  whenever  a  small  screw  was 
loosened  which  held  it  to  that  part  of  the  in- 
strument. The  lower  ankle-stem  had  two  steel 
pins  rising  from  its  surface,  on  which  a  lever, 
with  cords  at  each  extremity,  could  be  instantly 
fitted,  by  simply  turning  a  small  nut.  Thus,  in 
a  few  seconds  an  ordinary  varus  apparatus  can 

Fig.  205. 


be  rendered  capable  of  receiving  a  rapid  motion, 
by  which  flexion  and  extension  will  be  produced. 
There  is  a  variety  of  varus  which  must  not  be 
passed  unnoticed;  more  especially  since  I  had 
frequent  and  unwonted  opportunities  of  studying 
its  characteristics    during  the  progress  of  the 
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Crimean  war.      I  allude  to  that  form  of  varus 
which  is  sometimes  produced  by  gunshot  wounds. 

The  first  case  of  the  kind  for  which  I  had  to 
construct  an  apparatus^  was  an  officer  (a  patient 
sent  to  me  by  Mr.  Fergusson),  whose  ankle  was 
perforated  by  a  rifle-ball  in  the  Crimean  cam- 
paign. The  ball  had  been  extracted^  but  owing  to 
inflammation,  which  set  in  during  the  progress  of 
reparation,  the  muscles  became  contracted  to  a 
considerable  extent.  At  Mr.  Fergusson's  sug- 
gestion, I  applied  an  apparatus  (Fig.  206)  which 
is  here  described,  and  with  the  happiest  results. 
A  padded  shoe  received  the  heel,  on  the  external 
margin  of  which  and  in  a  perpendicular  line  with 
the  leg  was  a  spring  lever,  furnished  with  a  stop 
at  the  ankle.  Parallel  with  the  metatarsus  there 
was  a  spring,  furnished  with  a  webbing-strap,  and 
fitted  with  a  cuboidal  pad,  which  spring  em- 
braced the  toes,  the  patient  walking  on  crutches 
during  the  whole  period  of  treatment. 

The  constant  traction  of  the  springs  graduaUy 
overcame  the  inversion,  and  a  boot,  fitted  with 
two  lateral  stems,  and  stop-ankle-joints,  such  as 
is  described  at  page  636,  Fig.  197,  retained  the 
foot  in  position,  until  all  chance  of  contraction 
had  passed  away. 
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Fig.  206. 


The  second  instrument  I  made  for  another 
officjer,  likewise  sent  me  by  Mr.  Fergusson.  Any 
pressure  upon  the  front  part  of  this  gentleman's 
foot  was  productive  of  considerable  pain,  so  that 
the  surface  upon  which  power  is  ordinarily  exer- 
cised (the  dorsum  of  the  foot)  was  unable  to 
afford  leverage  to  an  instrument.  For  this  case 
I  constructed  an  apparatus  in  which  two  lateral 
stems  proceeded  from  a  thigh-plate,  articular 
centres  being  arranged  in  them  at  the  knee  and 
ankle  in  such  a  way.  that  the  former  joint  was 
prevented  from  passing  backwards  out  of  the 
straight  line,  while  another  stop  in  the  latter  kept 
the  shoe-plate  from  rising  beyond  a  rectangle 
with  the  leg.    The  foot  was  received  in  a  stiffened 
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boot,  laced  to  the  toes,  the  sole  of  which  held  the 
shoe-plate  of  the  instrument.  The  inversion  in 
this  case  was  fortunately  trifling,  and  mainly 
attributable  to  the  ease  experienced  by  the 
patient  on  placing  his  foot  in  a  position  of 
equino-varus. 

This  piece  of  mechanism  produced  very  gratify- 
ing results  when  applied,  for  the  patient  could 
then  place  the  whole  of  his  weight  upon  the 
instrument  without  painful  pressure  being  made 
against  the  astragalus  at  the  anterior  part  of  the 
foot,  which  must  have  occurred  had  the  joint  at 
the  ankle-piece  been  undefended  by  a  mechanical 
stop.  The  power  and  habit  of  taking  walking 
exercise  effectually  overcame  all  tendency  to  varus, 
as  the  pressure  upon  the  toe-plate  extended  to 
the  heel,  until  the  foot  and  leg  came  to  be  at  right 
angles,  while  the  rest  of  the  shoe-piece  kept  the 
foot  constantly  abducted. 

The  gentleman  for  whose  use  the  apparatus 
was  constructed  could  hardly  bear  the  slightest 
weight  to  be  rested  on  the  foot  at  first,  but,  in 
the  course  of  a  few  months,  he  was  able  to  dis- 
pense with  all  mechanical  support,  and  now  walks 
with  as  free  a  gait,  and  well-shaped  a  foot,  as  if 
nothing  had  happened. 
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During  the  war  a  large  number  of  cases  of  this 
class  passed  through  my  hands,  but  as  the  features 
presented,  by  almost  all  of  them,  were  of  a  simi- 
lar character  to  those  already  described,  viz., 
jwsiiional  equino-varus,  due  to  the  condition 
under  which  the  foot  had  been  placed  during  the 
healing  process,  and  rarely  accompanied  by  such 
an  amount  of  contraction  of  the  tendons  as  to 
need  surgical  division,  it  is  unnecessary  to  say 
more  concerning  them. 

Amongst  the  most  remarkable  cases  of  gunshot 
talipes  on  record  is  that  of  General  Garibaldi.* 


•  For  detailed  accotmt  of  the  wound,  see  *  Lancet,'  1862, 
▼ol.  ii,  p.  548. 


556       LOWER  EXTREMITIES  :   DEFORMITIES. 

A  semi-spent  and  fractured  Minie  ball  struck 
the  outer  malleolus,  glanced  across  the  front  of 
the  astragalus,  and  buried  itself  in  the  body  (rf 
the  internal  malleolus.  Considerable  inflamma- 
tion followed  this  injury,  and  the  joint  lost  a 
large  proportion  of  its  natural  mobility. 

By  request  of  General  Garibaldi,  and  in  the 
presence  of  his  medical  friend  and  adviser.  Dr. 
Basile,  I  made  a  careful  examination  of  the  joint, 
with  a  view  of  determining  whether  any  me- 
chanical contrivance  could  be  devised  for  dimin- 
ishing the  pain  whilst'  standing,  increasing  the 
mobility  of  the  joint  in  walking,  and  giving 
greater  stability  to  the  General's  gait.  He  had 
hitherto  been  compelled  to  save  his  foot  by 
means  of  a  hand-stick. 

The  foot  presented  the  appearance  of  slight 
equino-varus,  being  retracted  at  the  heel  a  little, 
rotated  on  its  longitudinal  tarsal  axis  in  an 
upward  direction,  and  rather  adducted  towards 
the  mesial  plane.  On  moving  the  foot  by  the 
hand  I  was  surprised  to  find  a  considerable 
amount  of  motion  without  producing  any  corre- 
sponding tension  of  the  tendo-Achillis.  The 
foot  could  also  be  easily  abducted.     Pain  arose 
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directly  upon   its    being  pressed  with   a  freer 
degree  of  force  in  an  upward  direction. 

From  previous  experience  in  Crimean  gunshot 
cases,  where,  owing  to  the  Russian  soldiers  firing 
low,  the  feet  of  our  men  were  frequently  struck,  I 
was  led  to  suppose  that  the  motion  found  in  the 
General's  foot  had  its  origin  from  some  other 
articulation  than  that  of  the  tibio-astragaloid.  In 
fact,  I  suspected  that  semi-anchylosis  existed  in  the 
natural  joint,  and  that  a  certain  amount  of  motion 
existed  between  the  astragalus  and  scaphoid 
bones  to  account  for  the  peculiar  movement. 
On  holding  the  heel  firmly  in  one  hand  and 
moving  the  foot  with  the  other,  this  view  was  at 
once  confirmed,  and  led  to  the  deduction  that 
there  were  semi-anchylosis  of  the  ankle-joint  and 
movement  below  the  astragalus  and  scaphoid, 
the  pain  being  engendered  by  pressure  between 
the  mal-placed  facets  of  these  bones.  In  a  word, 
that  there  was  no  true  axial  movement,  but  only 
a  shifting  of  the  scaphoid  upon  the  astragalus. 

Having  determined  this,  it  became  necessary 
to  devise  such  an  instrument  as  should  permit 
but  slight  motion  between  the  two  bones  just 
mentioned,  and  be  so  constructed  as  never  to 
permit  their  facets  to  come  into  violent  contact. 
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At  the  same  time  the  adduction  had  to  be  over- 
come, as  otherwise  the  foot  rested  pnndpaDy 
upon  its  outer  edge.  The  form  of  apparatus 
adopted  was  a  lateral  rod  fixed  to  a  laced  boot 
on  the  inner  side  of  the  leg,  having  a  joint  so 
constructed  as  to  permit  the  front  of  the  foot  to 
move  but  shghtly,  the  whole  weight  of  the  body 
being  received  by  a  mechanical  "  stop "  placed 
within  the  artificial  joint.  In  order  to  prevent 
the  toes  from  touching  the  ground  and  thus 
tripping  the  Greneral  whilst  walking,  a  strong 
india-rubber  cord,  acting  as  the  tibialis  anticus, 
secured  the  foot  against  accident.  This  instru- 
ment was  adjusted,  and  enabled  the  General  to 
walk  across  his  drawing-room  without  any  pain 
and  with  a  greatly  improved  gait. 

Owing  to  the  General  unexpectedly  leaving 
England,  I  had  not  the  opportunity  of  doing 
more  than  apply  the  instrument  a  day  or  two 
before  starting,  when  the  result  was  most  satis- 
factory. Since  this  time,  however,  the  rough 
ground  of  Caprera  has  demoUshed  the  resistive 
principle  of  the  instrument,  and  the  General 
still  remains,  as,  unfortunately,  he  ever  must  be, 
lame.  Should  he  again  visit  England  I  feel 
confident  of  being  enabled  to  construct  for  him 
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such  an  apparatus  as  will  enable  him  to  walk 
without  either  pain  or  hand-stick. 

D.  Talipes  calcaneus. — A  falling  of  the  heel, 
and  uplifting  of  the  rest  of  the  foot  without  much 
lateral  distortion,  are  the  distinguishing  features 
of  this  deformity  (Fig.  208).     The  plantar  arch, 

Fia.208. 


too,  is  occasionally  contracted,  by  which  occur- 
rence the  outer  extremities  of  the  metatarsal  bones 
and  tlie  os  calcis  will  be  approximated.  In  children, 
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the  foot  is  simply  flexed  to  a  greater  angle  than  is 
ever  assumed  during  exercise  in  a  normal  state; 
but  in  adults,  in  addition  to  the  downfall  of  the 
calcaneus,  and  consequent  lengthening  of  the 
tendo-Achillis,  the  sole  of  the  foot  is  almost  inva- 
riably contracted  in  its  long  axis.  In  slight  cases, 
the  following  instrument  (Fig.  209)  is  well  calcu- 

FiG.  209. 


lated  to  bring  about  a  mechanical  restoration  of 
the  foot  to  its  normal  position  and  actions. 
A  metal  stem,  furnished  with  an  ankle-joint, 
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and  bound  to  the  leg  by  a  cdf-band,  is  fixed  to 
the  outer  border  of  a  padded  shoe,  in  which  the 
foot  is  received.  A  "  vertical  spring"  is  attached 
to  this  leg-stem,  a  Uttle  above  the  axis  of  the 
ankle-joint ;  the  lower  extremity  of  the  said 
spring  resting  against  a  small  steel  pin,  which  is 
guarded  by  an  ivory  roller.  By  its  pressure 
against  this  steel  pin,  the  spring  acts  in  such  a 
manner  as  to  induce  a  depression  of  the  front 
part  of  the  foot,  with  a  consequent  diminution 
of  the  strain  upon  the  tendo-Achillis.  It  like- 
wise extends  the  muscles  of  the  front  of  the 
leg,  enabling  the  patient  to  walk  with  greater 
ease  and  security,  by  replacing  the  leg  upon  its 
proper  base  of  support. 

When  tenotomy  has  been  previously  per- 
formed, another  apparatus  may  be  adopted, 
which  consists  of  a  carefully  moulded  and  well 
padded  back-splint  (Fig.  210)  made  of  metal, 
with  a  sole-piece  at  the  lower  end,  set  at  an 
angle  of  a  rather  greater  degree  than  a  right 
angle,  the  object  of  this  being  that  the  front  of 
the  foot  may  be  brought  downwards,  the  heel, 
meanwhile,  being  supported  by  a  very  soft  pad, 
which  should  be  placed  beneath  it  at  the  point 
of  junction  of  the  foot-  and  leg-plates.     This 
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splint  may  be  kept  in  place  either  by  adhesive 
strapping y  or  bands  of  webbing;  the  former, 
however,  being  preferably,  because  the  foot 
acquires  a  tendency  to  draw  the  splint  perpen- 
dicularly dovmwards  from  a  leverage  which  is 
exercised  by  the  front  of  the  foot  in  an  upward 
direction,  thereby  transferring  force  to  the  cal- 
caneus, which,  by  acting  as  a  fulcrum,  aids  in 
bringing  about  a  displacement  of  the  leg-splint, 
unless  the  spUnt  be  so  firmly  bound  on  that  it 
cannot  be  moved.  This  requisite  can  only  be 
secured  by  a  judicious  application  of  adhesive 
strapping. 
An  apparatus  (Rg.  211)  which  I  have  recently 
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invented  is  likely  to  be  of  much  service  in  cases 
of  great  severity.  It  is  made  as  follows,  and 
it  is  intended  to  extend  the  plantar  arch,  raise 
the  toes,  and  throw  the  prominent  calcaneus 
backwards  and  upwards,  by  using  it  as  a  fulcrum. 
To  the  lower  extremity  of  a  perpendicular 
stem,  which  passes  down  the  leg  on  its  outer 
side,  and  in  coincidence  with  the  malleolar  axis, 
a  rack-and-pinion  centre  is  attached,  from  which 
there  proceeds  a  small  arm  of  metal,  supporting 
a  plate  which  is  accurately  moulded  to  the  an- 
terior surface  of  the  calcaneus.  Since  this  stem 
is  the  radius  of  a  circle,  formed  by  the  malleolar 
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axis  as  a  centre,  with  the  extremity  of  the  calca- 
neus as  a  point  in  the  circumference,  the  arm  neces- 
sarily moves  backwards  and  upwards.  Another 
stem,  which  is  carried  to  the  extremity  of  the 
metatarsus,  and  bears  a  plate  into  which  the 
plantar  surface  of  the  metatarsus  and  the  proxi- 
mate phalanges  of  the  toes  are  received,  is  placed 
towards  the  front  of  the  ankle-rack.  Finally, 
another  rack-and-piniou  centre  is  established  in 
the  foot-stem,  just  opposite  to  the  calcaneo- 
cuboid articulation,  which  uplifts  the  anterior 
part  of  the  foot  by  its  action  ;  for  the  stem  be- 
comes a  radius  to  a  circle  which  involves  the 
anterior  two  thirds  of  the  foot. 

By  these  two  movements  the  plantar  arch  is 
gradually  expanded,  and  the  foot  restored  to  its 
natural  condition.  I  feel  assured  that  this  appa- 
ratus would  conquer  calcaneus  of  any  degree  of 
severity,  no  matter  how  great ;  taking  it  for 
granted  that  in  thi§,  as  in  all  other  forms  of 
club-foot,  tenotomy  had  been  performed  by  the 
surgeon  prior  to  the  application  of  an  apparatus. 

With  the  description  of  this  instrument  the 
portion  of  the  work  devoted  to  club-foot  ends. 
As  regards  the  secondary  distortions  arising  from 
a  combination  of  two  or  more  kinds  of  primary 
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deformity y  e,g,  equino-valgus,  equino-varus,  cal- 
caiieo-valgus,  calcaneo-varus,  all  the  appliances 
which  are  constructed  for  the  treatment  of  the 
primary  deformities  may  be  employed  with 
success  in  those  cases  where  the  displacement 
has  been  so  considerable  and  continued  for  such 
a  length  of  time  that  some  one  or  other  of  these 
secondary  abnormities  has  been  superinduced. 

5.  Deformities  of  the  Toes, — Deformities  inci- 
dental to,  and  affecting,  the  shape  or  proper 
action  of  the  toes,  are  of  such  frequent  occurrence, 
that  they  merit  a  far  greater  share  of  attention 
than  has  hitherto  been  bestowed  upon  them. 
Every  one  knows  how  much  annoyance  and  pain 
is  experienced  by  those  who  have  had  the  misfor- 
tune to  be  afflicted  by  that  very  common  and 
unsightly  malady,  a  bunion  ;  yet  few  have  cared 
to  ascertain  the  primary  causes  which  lead  to 
this  painful  malformation  of  the  toe-joint, 
and  the  means  by  which  it  may  be  most  readily 
cured.  The  toes,  which  form  the  anterior 
third  of  the  human  foot,  are  so  articulated  or 
joined  together  as  to  permit  a  limited  amount  of 
motion  in  almost  every  direction  ;  e.g.,  they  can 
be  uplifted,  depressed,  or  moved  laterally.  This 
mobility  of  the  joints  is  due  to  the  peculiar  man- 
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ner  in  which  they  are  articulated  :  the  opposing 
surfaces  of  each  bone  being  crusted  with  a  smooth 
cartilagei  so  arranged  as  to  facilitate  the  gliding 
movement  of  bone  upon  bone  in  every  direction; 
the  joint  being  closed  in  and  completed  by  strong 
ligaments  above,  below,  and  laterally,  these  liga- 
ments not  only  holding  the  bones  together,  bat 
checking  and  restraining  the  amount  of  motion 
within  proper  limits.  Every  joint,  too,  is  sepa- 
rate, being  a  perfect  shut  sac,  lined  with  a  peon- 
liar  membrane,  the  synovial  membrane,  whidi 
secretes  a  kind  of  fluid  joinUgrea^e^  the  synovia. 
The  advantage  in  this  plan  of  connecting  media 
is  that  it  allows  of  a  considerable  range  for 
motion,  while  imparting  at  the  same  time  such  an 
amount  of  horizontal  strength  as  to  render  disk)- 
cation  or  disjunction  of  the  bones  almost  impos- 
sible, save  by  the  employment  of  extraordinarj 
violence.  That,  however,  which  is  so  difficult  of 
accomplishment  by  sudden  and  violent  actual 
force,  is  partially  brought  about  during  the  for- 
mation of  a  bunion,  by  the  slow  yet  sure  influence 
of  a  power  acting  for  a  considerable  period  in  a 
direction  opposed  to  the  horizontal  resistance  of 
the  ligaments  which  connect  the  internal  anterior 
margin  of  the  first  metatarsal  bone  with  the  internal 
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posterior  margin  of  the  first  phalanx  of  the  great- 
toe — or  what  is  commonly  called  the  joint  of  the 
great-toe.  A  bunion  may  therefore  be  described 
as  a  widening  of  the  metatarso-phalangeal  joint 
of  the  great-toe  at  its  internal  lateral  margin. 
When  this  occurs,  the  longitudinal  axis  of  the 
great-toe,  in  the  normal  state  coincident  with  that 
of  the  first  metatarsal,  is  not  only  diverted  from 
its  original  direction,  taking  an  unnatural  one 
outwards,  but  a  gap  is  created  within  the  joint 
between  the  internal  osseous  surfaces  of  the  two 
bones,  leading  to  an  abnormal  development  of  the 
integuments  which  cover  the  joint  laterally,  and 
the  ultimate  establishment  of  an  unsightly  callo- 
sity, painfully  sensitive  to  pressure. 

The  proximate  mechanical  cause  of  bunion  may 
most  frequently  be  traced  to  an  absurd  habit  of 
having  boots  made  so  narrow  across  the  toe-joints 
as  to  necessitate  the  cramping  of  this  part  of  the 
foot  within  a  space  far  too  confined  for  the  pre- 
servation of  a  normal  integrity  of  action  in  the 
long  axis  of  the  foot :  the  result  of  course  being 
constant  lateral  pressure  on  the  toes  (Fig.  212). 

When  this  enlargement  of  the  toe-joint  assumes 
such  proportions  as  to  attract  attention,  the  me- 
chanical plan  of  treatment  usually  adopted  is 
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simply  the  employment  of  a  thick  piece  of  leather 
having  a  hole  in  the  centre,  which  is  attached  to 
the  periphery  of  the  enlargement ;  under  the  im- 
pression, of  course,  that  the  pad  will  receive  the 
pressure  tending  to  enlarge  the  joint,  thus  prevent- 
ing a  future  increase.  The  least  reflection  will 
show  how  mischievous  such  a  method  of  treat- 
ment must  be ;  since,  as  the  leather  disc  impinges 
upon  the  greater  portion  of  the  first  phalanx  of 
the  toe,  and  the  end  of  the  metatarsal  bone,  whilst 
an  open  space  is  left  at  the  joint  itself,  all  force 
exercised  by  the  boot  must  increase  the  maladv. 
by  tending  to  widen  the  distance  between  the 
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already  divided  lateral  margins  of  the  joints.  The 
idea  of  employing  this  disc  as  a  remedial  agent, 
doubtless  originated  in  the  notion  that  the  sur- 
face of  the  joint  would  be  levelled,  and  thus 
produce  a  reduction  of  the  amount  of  pressure 
bearing  upon  it,  but  the  results  are  undoubtedly 
the  very  opposite  to  this.  Such  an  arrangement 
then  is  clearly  erroneous. 

There  are  two  methods  in  which  a  bunion  may 
be  treated  scientifically.  In  one,  a  slight  trough 
of  leather  is  carefully  moulded  to  the  internal 
margin  of  the  foot,  so  shaped  at  its  anterior  ex- 
tremity as  to  possess  the  direction  which  would 
be  followed  by  the  long  axis  of  the  great-toe,  if 
in  its  normal  condition.  This  should  be  attached 
to  the  instep  by  a  strong  though  thin-laced  band, 
a  prolongation  from  which  should  pass  around 
the  heel,  in  order  that  the  apparatus  may  be  kept 
from  slipping  forwards,  the  extremity  of  the  great- 
toe  being  carefully  strapped  within  the  trough. 
By  this  apparatus  an  action  is  obtained  the  very 
opposite  to  that  produced  by  the  disc  of  leather, 
or  soap-plaster.  •  The  metatarsus,  in  this  case,  is 
a  fulcrum,  against  which  the  lever  which  is  to 
reduce  the  toe  to  its  normal  horizontal  line  can 
act  powerfully,  and  all  tendency  of  the  boot. 
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to  press  on  and  increase  the  bunion,  is  at  once 
arrested ;  every  encouragement  being  meanwhile 
afforded  for  the  gradual  absorption  of  the  callous 
tegumentary  portion  of  the  deformity.  This  plan 
can  be  adopted  with  great  success  in  slight  and 
ordinary  cases,  but  when  the  malformation  is  of 
long  standing,  it  becomes  necessary  to  employ  a 
more  complex  and  powerful  apparatus.  TKs 
consists  of  a  delicate  lever  of  steel,  with  a  ring 
in  its  centre  corresponding  with  the  deformity 
at  the  joint.  This  lever  is  attached  by  a  laced 
band  to  the  instep.  At  the  anterior  and  posterior 
margins  of  the  oval  ring  is  an  ordinary  hinge- 
joint,  allowing  the  articulation  to  act  freely  in  the 
natural  plane,  but  calculated  to  oppose  lateral 
tendency.  The  anterior  portion  of  the  lever  is 
uniform  in  length  with  the  toe,  forming  a  spring 
the  force  of  which  acts  inwardly  *  (Fig.  213). 

When  the  great-toe  is  secured  in  this  appa- 
ratus, that  portion  of  the  lever  which  is  placed 
at  the  instep  becomes  the  lateral  fulcrum ;  the 
spring  is  the  power,  and  the  ring  tends  by 
its  shape  to  approximate  the  separated  lateral 


*  The  term  inwardly  must  be  understood  to  bear  relatioii 
to  the  mesial  line  of  the  hodj. 
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margins  of  the  joint.  The  preceding  drawing 
explains  the  action. 

If  carefully  constructed,  an  ordinary  shoe  may 
easily  be  worn  over  this  apparatus,  and  as  the 
joints  allow  a  free  motion  to  the  foot,  walking  is 
unattended  with  any  difficulty. 

It  is  a  matter  of  much  regret,  that  shoe- 
makers cannot  be  induced  to  comprehend  the 
necessity  of  so  constructing  their  boots  that  a 
straight  line  may  be  drawn  from  the  great-toe 
to  the  heel,  and  also  that  the  tready  or  distance 
allowed  for  the  lateral  play  of  the  joints,  is  not 
made  broader  than  at  present.    The  boots  would 
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not  lose  in  elegance,  whilst  the  natural  require- 
ments of  the  foot  would  be  better  cared  for. 
Another  great  evil  which  tends  to  produce 
bunions,  is  the  adoption  of  an  absurdly  high 
heel  for  ladies'  boots:  the  mechanical  con- 
sequence of  this  being,  that  the  plane  of  the 
foot  no  longer  maintains  its  normal  horizoDtal 
position,  but  is  rendered  oblique.  The  gravital 
line  of  the  body,  ceasing  to  pass  through  the 
centre  of  the  foot,  falls  with  unnatural  and  in- 
jurious force  upon  the  phalangeal  extremities, 
tending  in  this  way  to  extend,  and  consequently 
weaken,  their  ligamentous  attachments  to  the 
bones  of  the  instep  (metatarsus),  and,  as  has 
already  been  stated,  aflFecting  the  articulation  of 
the  great-toe  in  such  a  manner  as  to  excite, 
sooner  or  later,  the  formation  of  a  bunion. 

Lateral  expansion  of  the  metatarso-phalangeal 
joints  is  not,  however,  confined  to  the  great-toe 
alone ;  it  also  takes  place,  though  rarely,  in  the 
Uttle  one.  A  mechanical  apparatus,  similar  to 
that  last  described,  or  a  leather  splint  arranged  as 
for  bunion,  suitably  adapted  to  the  outer  margin 
of  the  foot,  suffices  for  the  remedy  of  this  de- 
formity. 

In  addition  to  bunion  there  are  certain  con- 
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tractions  of  the  toes  which  require  mechanical 
force  for  their  relief.  Prominent  among  these  is 
the  deformity  known  as  "  hammer-toe,"  which 
depends  upon  permanent  contraction  of  the  flexor 
muscles.  In  many  of  these  cases  a  division  of  the 
tendons  of  the  muscles  principally  aflFected  is  most 
valuable  as  an  aid,  and  in  some  cases  it  is  neces- 
sary, to  the  mechanical  treatment.  In  slight  cases 
of  "  hammer- toes,"  it  will  generally  be  found  that 
the  deformity  may  be  overcome,  and  the  toes 
extended,  by  mechanical  means  solely,  provided 
that  the  appliance  used  be  properly  devised  and 
carefully  adjusted.  The  chief  point  for  atten- 
tion, in  all  cases,  is  the  exercise  of  care  in  making 
pressure  upon  the  knuckle  or  superior  angle  of 
the  contracted  joint,  leaving  sufficient  space  in 
the  front  of  the  apparatus  to  allow  the  distal 
phalanx  of  the  toes  to  travel  forwards,  while  the  . 
joint  is  being  gradually  extended.  For  the 
extension  of  a  toe  which  is  simply  contracted  at 
the  second  and  third  phalanges,  I  generally  con- 
struct a  well-padded  shoe  (Fig.  214),  perforated 
with  long  slits  corresponding  to  the  inter-digital 
spaces ;  through  these  apertures  pass  small  strips 
of  webbing,  which  enclose  the  toe,  and  the 
tightening  of  which  on  the  under  surface  of  the 
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shoe  necessarily  extends  the  contracted  joint,  and 
lengthens  the  foot  by  stretching  the  tendons  of 
the  contracted  muscles. 

The  same  appliance,  tenotomy  having  been 
had  recourse  to,  will  be  found  equally  availaUe 
in  severer  cases. 

When  a  single  toe  is  affected,  and  the  con- 
traction is  severe,  a  different  mechanical  ar- 
rangement may  be  adopted.  A  small  steel 
socket  is  fixed  to  the  metal  sole-piece  of  a 
Scarpa's  shoe  (Fig.  215),  on  that  margin  which 
corresponds  to  the  contracted  toe.  This  socket 
has  its  direction  transverse  to  the  toes,  at  their 
metatarso-phalangeal  articulation.  Into  the 
socket  is  fitted  a  metal  stem,  so  shaped  as  to 
arch  over  the  toes  until  it  arrives  at  the  meta- 
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reraity  of  the  one  which  is  contracted. 
)int  it  is  joined  by  a  second  lever,  which 
line  with  the  long  axis  of  the  toe,  and 
id  to  it  by  a  tangential  screw  joint; 
en  the  distal  extremity  of  this  second 
•e  is  a  small  strip  of  webbing,  which 
leath  and  confines  the  toe.  By  means 
rew,  we  are  enabled  to  raise  the  lever, 
at  the  same  time  bring  the  toe  into  its 
Dsition.  Uplifting  of  the  anterior  part 
3t,  in  lieu  of  the  toe  or  toes,  is  effec- 
jvented  by  two  dorsal  straps,  which 
ire  the  instep  to  the  shoe.  The  reason 
ing  the  arched  lever  to  the  shoe  by  a 
that  it  admits  of  being  more  readily 
)osition  after  the  shoe  has  been  carefully 
)  the  foot. 

Fio.  215. 
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I  may  add,  that  in  very  severe  cases  the  lever 
can  be  furnished  with  a  tangential  screw  for 
each  joint,  in  which  case  care  must  be  taken  to 
make  every  centre  of  articulation  coincide  with 
that  of  the  corresponding  axis  of  the  lever. 


II.  Debilities. 

Under  the  head   of   debilities   of  the  lower 
extremities  are  included : 

1.  Paralysis  ov  the  Legs. 

2.  Relaxation  and  displacbment  of  thi 

hip-joint. 

3.  Knock-knees. 

4.  Fracture  of  the  Patella. 
6.  Sprains. 

6.  Varicose  Veins. 

Gymnastics  of  the  lower  ewfreniities. 

1.  Paralysis  of  the  leys,  may  be  either 
partial  or  general.  It  may  aflFect  one  or  both 
limbs,  and  may  be  confined  mainly  to  certain 
groups  of  muscles  or  may  affect  all  equally.  Most 
commonly  it  is  partial  rather  than  general,  and 
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it  attacks  the  extensor  rather  than  the  flexor 
muscles. 

To  what  extent  can  the  lost  power  of  the 
muscles  be  supplied  artificially  ?  This  is  a  ques- 
tion for  the  orthopractic  mechanician  to  solve, 
and  he  has  shown  that  the  action  of  a  paralysed 
muscle,  or  a  group  of  muscles,  may  be  simulated. 
He  constructs  artificial  muscles  from  india-rubber, 
and  infinitely  as  the  substitute  falls  behind  the 
organ  imitated,  it  aflfbrds  a  means  of  relief  from 
many  and  serious  inconveniences  which  otherwise 
would  be  irremediable. 

To  render  these  substitutes  effective  they  are 
attached  to  a  species  of  external  skeleton  formed 
of  articulated  levers. 

In  paralysis  of  both  extremities  these  levers 
are  so  arranged  as  to  support  the  entire  weight  of 
the  body.  They  have  joints  corresponding 
with  those  of  the  hip,  knee,  and  ankle,  and  at 
each  joint  a  strong  vulcanized  cord  is  affixed, 
giving  stability  to  the  whole  of  the  mechanism, 
and  yet  admitting  of  articular  motion.  The  ap- 
paratus when  complete  has  the  following  appear- 
ance  (Fig.  216). 

Two  lateral  crutches,  passing  beneath  each  arm, 
sustain  the  weight  of  the  chest  and  upper  ex- 

^"1 
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tremities,  whilst  the  hips  are  held  by  a  padded 
pelvic  band.  To  the  lower  edge  of  this  band  an 
articulated  lever  is  affixed,  which,  passing  down 
the  outer  side  of  each  limb  and  entering  the  heel 
of  the  boot,  conveys  the  weight  of  the  entire  body 
to  the  ground.  At  the  knee,  ankle,  and  hip- 
centres  india-rubber  cords  are  fixed,  so  arranged 
as  to  admit  of  being  rendered  stronger  or  weaker 
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at  the  will  of  the  patient.  These  exercise  extend- 
ing power  upon  the  limbs,  and  tend  to  encourage 
movement  in  a  forward  direction.  The  india- 
rubber  ankle-strap  lifts  up  the  toes  and  prevents 
the  feet  from  dragging  upon  the  ground,  as  is 
usually  the  case  in  paralytic  patients.  Owing  to 
the  elasticity  of  the  cords  the  patient  can  bend 
the  knees  and  hips  most  freely,  but  in  so  doing 
muscular  tension  is  excited.  Thus  not  only  does 
the  apparatus  support  the  body,  antagonise  the 
abnormally  strong  muscle,  and  assist  progression, 
but  it  encourages  muscular  development  by 
inducing  action  in  those  muscles  which  are  pre- 
ternaturally  weakened.  When  the  form  of  ap- 
pliance  is  aided  by  a  go-cart  the  patient  can 
move  from  room  to  room  and  gradually  dis- 
cipline the  weakened  structures  until  some  de- 
gree of  strength  is  restored  to  them.  The  form 
of  go-cart  required  in  severe  cases,  as  an  adjunct 
to  the  apparatus  just  described,  is  made  as  follows 
(Fig.  217). 

It  consists  of  a  padded  wooden  ring  sup- 
ported at  a  convenient  height  on  a  broad  square 
base,  and  carrying  movable  crutches.  The  base 
rests  on  wheels,  and  the  crutches  can  be  raised 
or  lowered  as  required. 
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The  patient  being  placed  within  this  apparatus 
attempts  to  move  each  leg  forward  in  turn, 
the  effort  of  doing  which  is  suflScient  to  propel 
the  go-cart  onwards  and  thus  facilitate  the  exer- 
cise of  the  limb.  After  a  short  period  the  legs 
get  sufficiently  accustomed  to  the  appliances  to 
act  without  the  need  of  the  go-cart,  when  a 
hand-stick  can  be  substituted,  and  eventually 
even  this  may  be  discarded. 

By  the  plan  of  procedure  described  it  will  be  per- 
ceived that  the  ankle  elastics  simulate  the  action 
of  those  muscles  which  raise  the  foot.     The  knee 
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elastic  represents  in  action  the  extensors  of  the 
leg.  The  elastics  of  the  hip  act  like  the  erectors 
of  the  spine  and  gluteal  muscles,  thus  keeping 
the  trunk  supported  and  the  thigh  strengthened. 

In  this  arrangement  it  must  always  be  borne 
in  mind  that  the  purj)ose  of  the  mock  muscles  is 
to  supplement  not  supersede  the  action  of  the 
natural  muscles. 

This  mode  of  mechanical  assistance  is  so  valu- 
able in  the  treatment  of  paralysis  of  the  lower 
extremities,  when  the  muscles  are  not  rigid, 
as  always  to  be  worthy  of  trial,  especially  in  con- 
junction with  therapeutic  means,  such  as  gal- 
vanism, frictions,  cold  douches,  &c. 

Paralysis  may,  however,  aifect  only  one  group 
of  muscles,  or  even  a  single  muscle.  In  this  case 
there  are  special  forms  of  appliances  constructed 
to  meet  the  exigencies  of  the  case.  For  instance, 
should  there  be  loss  of  power  in  the  extensors  of 
the  leg  and  flexors  of  the  ankle,  as  is  very  con- 
stantly found  in  young  children  who  have  had  a 
paralytic  seizure,  the  kind  of  mechanical  treat- 
ment indicated  is  such  as  would  induce  increased 
activity  in  the  weakened  muscles,  and  at  the 
same  time  give  sufficient  support  to  the  whole 
limb  to  enable  the  child  to  stand  upon  it. 
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In  almost  all  cases  of  infantile  paralysis,  when 
one  leg  only  is  aflFected,  there  is  a  certain  amount 
of  arrested  development,  in  consequence  of  which 
the  aflFected  limb  becomes  structurally  shorter 
than  the  other.  A  patient  so  circumstanced  has 
a  painful  limp  even  when  able  to  walk.  The 
foot  falls  downwards,  the  ankle  jrields  inwards, 
the  knee  bends  forward,  and  the  whole  limb  is 
brought  in  advance  with  much  awkwardness  and 
diflSculty.  Occasionally  these  symptoms  are  em- 
barrassed by  the  presence  of  a  relaxed  condition 
of  the  muscles  and  ligaments  of  the  hip-joint, 
which  are  not  so  much  paralysed  as  debilitated 
from  want  of  action.  To  remedy  this  state  of 
things  I  have  always  applied  an  instrument 
which,  having  a  fixed  point  around  the  hips, 
passes  down  to  the  ground  by  means  of  an  arti- 
culated lever,  which  terminates  in  the  heel  of  the 
boot.  At  the  knee-  and  ankle-joints,  vulcanized 
india-rubber  cords  are  attached,  the  resilience  of 
which  can  be  regulated  by  a  buckle  and  strap. 
The  office  of  the  elastic  cords  is  to  uplift  the  toes 
and  throw  the  lower  leg  forward.  Across  the 
centre  of  the  knee  an  arc  of  steel  is  placed,  having 
also  an  india-rubber  cord  which  fastens  to  the 
pelvic  band,  and  when  so  fastened  tends  to  throw 
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the  thigh  forward  and  thus  facilitate  progression. 
Finally  there  is  a  high-heeled  boot  compensating 
for  the  loss  of  length  and  restoring  the  pelvis  to 
its  horizontal  position,  thus  preventing  the  produc- 
tion of  spinal  curvature,  which  would,  unless  this 
precaution  were  adopted,  most  certainly  ensue. 

The  form  of  instrument  will  be  better  imder- 
stood  by  reference  to  the  following  drawing 
(Fig.  218). 

Fio.  218. 
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The  pelvic  band  gives  stability  to  the  hip-joint, 
in  aid  of  which  object  a  soft  pad  is  placed  be- 
neath the  axis  of  the  instrument  at  this  point. 

A  few  months  ago  I  was  consulted  by  Mr. 
Barnard  Holt  upon  the  form  of  mechanical  appli- 
ance which  could  be  suggested  for  the  relief  of 
a  case  of  adult  paralysis  aflFecting  the  right  leg. 
The  patient  was  a  young  lady  of  considerable 
attraction  and  public  importance,  and  it  was  felt 
imperative  to  use  every  possible  means  for  neutral- 
ising the  ill  effect  produced  by  so  useless  a  Umb 
as  she  unfortunately  possessed. 

Many  apparatuses  had  previously  been  tried  in 
America  and  on  the  continent  without  success. 
On  examining  her  case  I  found  complete  paraly- 
sis of  the  anterior  muscles  of  the  whole  leg,  thus 
causing,  whenever  any  attempt  was  made  to 
walk,  dragging  of  the  foot  against  the  floor,  an* 
terior  yielding  of  the  knee-joint,  and  a  jerking 
forward  of  the  whole  limb,  due  to  the  action  of 
the  lumbar  and  gluteal  muscles,  more  espe- 
cially of  the  region  opposite  to  the  affected 
limb.  There  was  also  considerable  obliquity 
of  the  pelvis.  An  attempt  had  been  made 
to  relieve  the  latter  evil  by  a  clumsy  cork  boot 
attached  to  the  instrument  she  was  then  wearing. 
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Although  exquisitely  proportioned  the  affected 
limb  had  become  slightly  reduced  in  size,  but 
owing  to  the  efforts  made  by  the  aid  of  me- 
chanical agents  to  compensate  for  the  loss  of  mus- 
cular power  the  diminution  was  less  than  might 
be  expected.  No  natural  ability  to  raise  the  foot  or 
steadily  advance  the  lower  limb  existed,  whilst 
there  was  evident  laxity  of  the  hip-joint. 

After  my  examination  I  felt  convinced  that 
both  legs  were  in  reality  the  same  length,  and 
that  the  apparent  shortening  arose  from  obliquity 
of  the  pelvis  induced  by  the  unscientific  means 
hitherto  taken  to  support  the  leg.  Further,  it 
occurred  to  me  that  if  any  means  could  be  devised 
for  borrowing  the  strength  of  the  left  limb  and 
transferring  it  to  the  weakened  right  one,  the 
pelvis  might  be  restored  to  its  normal  plane,  and 
also  that  the  same  borrowed  strength  might  be 
utilised  for  giving  power  to  the  paralysed  leg. 

Acting  ou  this  idea,  I  constructed  an  in- 
strument which  enveloped  the  centre  of  the 
thigh,  and  had  two  articulated  levers  carried 
down  to  the  sole  of  the  boot,  but  where 
these  joined  the  boot  I  adopted  a  peculiar 
arrangement.  The  levers  were  there  curved 
forward   in    such    a  manner  as    to    fasten    to 
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the  centre  of  the  sole,  my  object  in  so  doing 
being  to  increase  the  leverage  between  the  ankle- 
joint  and  the  sole  of  the  boot,  thus  compelling 
the  toes  to  uplift  themselves  by  the  mere  effort 
of  gravity,  the  whole  foot  being  suspended  on  a 
centre  corresponding  with  the  middle  of  the  sole. 
A  band  similar  to  that  of  the  thigh  enveloped  the 
calf,  and  from  the  sides  of  this  band  two  vul- 
canized india-rubber  cords   passed  upwards  to 
the  thigh,  thus  giving  extensor  power  to  the  leg. 
There  were  also  two  vulcanized  cords  acting  at 
the  ankle-joint,  and  assisting  the  curved  levers  in 
raising  the  foot  from  the  ground.     But  the  most 
important  feature  of  all  was  the  method  by  which 
the  strong  leg  was  made  to  sustain  the  weight  of 
the  weak  one  and  aid   in  its  action.      This  I 
accomplished   after   considerable    thought    and 
many  experimental  trials,  by  fixing  across  the 
front  of  the  knee  a  curved  steel  rod  having  several 
holes  along  its  centre,  and  to  these  I  hooked  three 
vulcanized  cords  attached  at  the  other  extremities 
to  a  pelvic  band,  which  I  now  proceed  to  describe. 
Finding  that  the  young  lady  possessed  a  well- 
developed  gluteal  region  I  prepared  a  padded 
leathern  strap  cut  in  such  a  shape  as  to  present 
a  bifurcated  extremity  at  the  left  hip.  One  of  these 
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bifurcations  buckled  to  the  ordinary  and  opposite 
end  of  the  strap,  thus  completing  the  pelvic  circle, 
whilst  the  other  hung  loose  and  ready  to  receive  the 
three  vulcanized  thigh  cords  already  mentioned. 
On  attaching  these  the  whole  weight  of  the 
paralysed  leg  and  its  apparatus  instantly  hung 
upon  the  left  and  stronger  side,  and  the  least 
muscular  movement  rendered  the  mechanism 
almost  automatic.  The  action  of  the  apparatus, 
moreover,  as  I  anticipated,  restored  the  level  of 
the  pelvis  and  did  away  with  the  need  for 
wearing  a  high-heeled  boot. 

When  completed  the  young  lady  could  walk 
easily  with  hardly  any  limp  or  dragging  of  the 
foot  upon  the  ground,  or  exhibiting  any  impedi- 
ment beyond  the  circumstance  of  its  being  im- 
possible to  give  the  same  vitality  in  action  to  the 
paralysed  as  the  normal  leg.  I,  however,  firmly 
believe  that  in  a  couple  of  years'  time,  with  proper 
perseverance  on  the  patient's  part,  almost  all 
trace  of  lameness  will  have  disappeared. 

This  piece  of  mechanism  is  depicted  in  the 
drawing  (Fig.  219). 

The  curved  ankle-stem  is  seen  to  rest  under 
the  sole  of  foot,  thus  helping  the  heel  to  descend, 
whilst  the  elastic  cords  urge  the  foot  forwards. 
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Pig.  219. 


Across  the  knee  the  steel  arc  receives  the 
india-rubber  cords  from  the  opposite  hip,  and 
thus  transfers  the  whole  weight  to  the  pelvis  on 
its  left  or  strongest  side,  and  at  the  same  time 
carries  the  whole  leg  forwards.  India-rubber 
cords  at  the  knee-joint  also  facilitate  this  action. 

Probably,  no  case  ever  offered  so  many  diffi- 
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culties  as  this   did,  but  by  perseverance   they 
were  all  overcome. 

Paralysis  of  the  tibialis  anticu3  is  frequently 
met  with  and  proves,  after  division  of  the  tendo- 
Achillis,  a  most  troublesome  obstacle  to  the 
success  of  that  operation.  Hence  it  by  no  means 
unfrequently  follows  that  after  a  foot  has  been 
restored  to  its  proper  shape  and  position,  absence 
of  power  in  the  anterior  muscles  will  permit  it  to 
drag  along  the  ground,  and  thus  seemingly  negative 
the  advantage  of  the  operation.  To  prevent  this 
unfortunate  result,  a  very  simple  form  of  appara- 

FiG.  220. 
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tus  is  needed.  It  consists  of  a  lateral  steel  rod, 
which  is  fastened  by  a  calf-band  to  the  leg,  is 
jointed  at  the  ankle,  and  is  furnished  with  a  vul- 
canized india-rubber  band  extending  from  the  calf- 
band  to  the  toes — ^an  artificial  tibialis  anticus. 
This  mechanism  (Fig.  220),  by  its  action,  uplifts 
the  toes,  and  prevents  retraction  of  the  tendo- 
Achillis,  whilst  it  also  exercises  the  weakened 
anterior  muscles. 

When  the  peronei  muscles  are  paralysed  as 
well  as  the  tibialis  anticus,  another  form  of  instru- 
ment is  to  be  adopted  (Fig.  221).    In  this  arrange- 
ment, the  leg-stem  terminates  at  the  ankle  in  a 
Fig.  221. 
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lever,  which  is  attached  behind  to  the  boot.  A 
vulcanized  india-rubber  cord  extends  between 
the  calf-band  and  the  anterior  extremity  of  the 
lever,  and  serves  while  raising  the  toes  to  abduct 
the  foot. 

2.  Relaxed  hip-joint,  —  Amongst  the  affec- 
tions of  the  lower  limbs  properly  included  in  the 
category  of  debilities,  may  be  mentioned  a  loose 
condition  of  the  hip-joint  due  to  relaxation 
of  the  capsular  ligament.  This  is  characterised 
by  an  abnormal  mobility  of  the  joint,  some- 
times conveying  the  impression  that  the  patient 
is  walking  upon  yielding  clay.  Where  the  re- 
laxation is  very  slight,  such  as  generally  occurs 
in  young  children,  the  femur  is  readily  held  in 
its  true  position  by  mechanical  pressure  applied 
against  the  external  trochanter  from  behind 
forwards ;  for,  from  the  expanded  shape  of  the 
alse  forming  the  sides  of  the  pelvis,  displacement 
backwards  more  frequently  occurs  than  either 
upwards  or  forwards. 

It  can  readily  be  understood  that  where  weak- 
ness of  the  articulation  exists  any  force  calcu- 
lated to  resist  osseous  displacement  must  give 
stability  to  the  whole  joint,  and  thus  secure  the 
object  mechanically  imdertaken. 
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The  instniment  for  eflPecting  this  end,  cx)iisi8t8  of 
a  pelvic  band  with  a  lateral  crutch  and  thigh  stem 
somewhat  similar  in  form  to  Fig.  121,  but,  in 
addition,  it  possesses  a  padded  plate  fixed  im- 
mediately beneath  the  artificial  hip-joint,  and 
acting  by  means  of  a  small  screw  in  such  a 
manner  as  to  throw  the  head  of  the  thigh  bone 
forwards  into  its  cup  and  keep  it  there.  There 
is  also  a  leathern  band  fastened  to  the  opposite 
thigh  to  prevent  displacement  of  the  instrument, 
which  would  otherwise  turn  round  upon  the 
pelvis  from  the  pressure  ofiered  by  the  hip- 
bone. 

More  than  one  form  of  appUance  has  been 
devised  for  the  relief  of  luxation  of  the  hip-joint 
not  arising  from  accident.  This  deformity  may 
affect  either  one  or  both  hips,  and  may  vary 
in  extent  from  partial  displacement  of  the  head 
of  the  femur  to  its  entire  removal  from  the 
acetabulum  or  cup,  and  the  fonnation  of  a  new 
socket  on  the  ilium.  Where  the  case  is  so 
severe  that  entire  displacement  of  the  head  of 
the  thigh  bone  has  taken  place,  considerable 
shortening  of  the  affected  limb  results. 

A  little  time  ago  I  saw  a  Russian  child  whose 
right  hip  had  escaped  from  its  socket,  giving  rise 
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to  a  decrease  in  length  between  the  two  legs  of 
nearly  five  inches.  The  mechanical  means  adopt- 
ed in  this  instance  consisted  of  a  padded  couch, 
which  I  designed,  and  upon  which  the  child  rested 
day  and  night  for  three  months,  during  which 
period  the  shortened  leg  was  gradually  brought  to 
the  same  length  as  the  other,  and  the  head  of  the 
femur  restored  to  its  natural  pdsition.  The  couch 
consisted  of  an  inclined  surface  covered  by  a  soft 
mattress  three  inches  thick,  having  an  aperture  for 
defecation.  Two  sliding  crutches  were  fixed  to  this 
couch  on  which  the  child's  arms  rested,  whilst  the 
pelvis  was  firmly  grasped  by  two  padded  plates 
acting  laterally  by  means  of  horizontal  screws. 
A  padded  strap  passed  around  the  opposite  leg 
and  under  the  perina^um  of  that  side,  thus 
securing  a  fixed  point  for  future  extension  of 
the  limb.  Around  the  thigh  and  calf  of  the 
aflPected  leg  straps  were  placed  communicating 
with  a  padded  steel  shoe  in  which  the  foot  rested. 
To  the  sole  of  this  shoe  was  fixed  a  powerful 
screw  acting  against  a  standard  fixed  in  the  lower 
edge  of  the  couch.  When  this  mechanism  was 
carefully  applied,  gentle  extension  was  induced 
by  turning  the  screw  belonging  to  the  sole-plate  ; 
this    being    repeated   daily  until    the  leg  was 
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brought  into  its  proper  position,  when  a 
made  of  moulded  leather  served  to  secure  the 
hip-joint  permanently  in  its  socket. 

I  believe  this  to  have  been  the  first  couch  of 
the  kind  ever  employed  for  the  purpose.  I 
have  since,  however^  constructed  a  similar  couch 
for  a  patient  of  Mr.  Brodhurst  with  highly  satis- 
factory  result,  so  for  as  extension  was  concenied. 
Not  having  personally  seen  the  case  for  sev«»l 
months,  I  do  not  know  whether  Mr.  Brodhurst 
has  been  able  to  secure  the  final  advantage  aimed 
at,  viz.,  that  of  permanently  securing  the  hip- 
joint  in  its  proper  place,  which  is,  of  course,  the 
great  object  to  secure. 


Fig.  222. 


A  somewhat  similar  case  to  that  of  the  Russian 
child  was  sent  to  me  a  short  time  ago  by  Mr. 
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Jones,  of  Leamington  ;  and  acting  upon  his  sug- 
gestion, I  applied  a  very  strong  and  deep  pelvic 

.  belt,  having  at  its  side  a  metallic  rod  and  padded 
steel  thigh-band.  Just  above  the  external  tro- 
chanter a  thick  serai-lunar  pad  was  affixed, 
governed  in  such  a  manner  by  straps  attached 
to  the  steel  rod,  as  to  force  downwards  and  in- 
wards the  head  of  the  femur.  This  succeeded 
in  enabling  the  patient  to  walk  with  free- 
dom, whereas  previously  he  had  the  utmost  diffi- 
culty in  moving  at  all. 

3.  Knock-kneesifienU'Valgmi). — This  deformity 
is  primarily  referable  to  a  relaxation  of  the  in- 
ternal lateral  ligaments,  which,  by  permitting  the 
superior  and  inferior  extremities  of  the  tibia  and 
femur  respectively  to  become  slightly  separated 
at  their  internal  lateral  surface,  disturbs  the 
axis  of  the  joint  (nearly  horizontal),  and  gives 
rise  to  an  angular  obliquity  of  the  bones.  This 
angular  condition  is  increased  by  the  superin- 
cumbent weight  of  the  body.  The  object,  there- 
fore, which  is  most  aimed  at  in  the  construction 
of  every  variety  of  apparatus  intended  for  the 
treatment  of  this  distortion  is  the  restoration  of 
the  leg  and  thigh  to  a  vertical  position  by  bring- 
ing the  ^ee-joint  into  its  original  condition. 
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When    occurring    in    young    and    growing 
children,   this  variety  of  distortion  is  attended 
with   very  grave   consequences,  inasmuch  as  it 
rarely  happens  that  both  legs  yield  in  the  same 
ratio  or  present  the  same  angle   of  inversion. 
This  being  the  case,  it  follows  that  the  pelvis 
becomes  oblique  on  the  side  of  the  shortest  1^, 
and   a  curvature  of  the   spine   is   established, 
having  its  arc  of  dorsal  curvature  on  the  side 
opposite  to  the  shortened  hmb. 

The  mechanical  treatment  of  knock-knees  is  by 
no  means  so  simple  as  would  at  first  sight  be  sup- 
posed, and  for  the  following  reasons: — ^The  de- 
formity involves  a  distiu'bance  of  the  normal  per- 
pendicular position  of  the  entire  leg,  resolving  it 
into  an  angle  composed  of  two  levers.  The  first 
and  shortest  of  these,  the  thigh,  is  joined  to  the 
pelvis,  its  centre  of  radiation ;  the  second,  the 
leg,  apparently  radiates  from  the  knee-joint,  al- 
though, as  I  shall  presently  demonstrate,  it 
deflects  from  a  different  pomt. 

In  order  that  the  apparatus  may  act  upon  the 
knee-joint  w4th  the  greatest  economy  of  force, 
one  extremity  must  be  attached  to  the  pelvis,  the 
other  to  the  heel  of  the  boot.  Taking  these  two 
points,  then,  as  the  centre  of  circles,  which  ciU 
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one  another  at  the  centre  of  motion  in  the  knee- 
joint  in  "  genu-valgum/'  but  only  touch  at  this 
point  in  the  nonnal  state  of  the  limb,  from  which 
the  thigh  and  leg  respectively  are  as  distinct  radii 
to  these  points  in  their  peripheries  ;  it  is  manifest 
that  when  these  radii,  or  levers,  are  not  in  the 
same  straight  line,  as  is  the  case  in  the  distortion 
under  discussion,  the  centres  of  the  circles  must 
be  brought  nearer  to  one  another,  so  that  the 
line  joining  them  would  be  as  the  base  of  a  tri- 
angle. Now,  by  applying  power  to  the  iimer  surface 
of  the  knee,  the  apex  of  the  angle  formed  by  the 
thigh  and  leg,  we  compel  these  radii  to  move 
in  an  outward  direction,  lengthening  the  base 
of  the  triangle,  and  increasing  the  distance 
between  the  centres  of  the  two  circles  ;  bring- 
ing the  radii  into  such  a  position,  that  their 
centres  of  rotation^  and  the  levers  themselves,  shall 
have  become  cohicident  in  one  and  the  same  straight 
line. 

Carelessly  viewed,  it  would  appear,  from  the 
great  distance  intervening  between  the  two  feet, 
that  the  end  of  the  femur  must  become  a  fixed 
point  of  rotation  for  the  tibia;  but  I  believe 
that  the  ground  should  be  looked  upon  as  one 
centre,  the  pelvis  another ;  the  superincumbent 
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weight  of  the  body  being  an  applied  power, 
which  induces  lateral  movement  in  the  two  levers 
— ^hence  the  deformity.  The  distance  between  the 
feet  is  referable  to  the  fact  that  they  must  accom- 
modate themselves  to  the  obliquity  of  the  femur 
and  tibia,  which  results  from  the  whole  angle 
being  thrown  outwards  from  the  pelvic  centre. 
I  was  principally  led  to  hold  the  opinions  which 
I  now  advance,  from  having  often  observed,  that 
upon  the  application  of  an  apparatus  to  these 
cases,  the  rectiUiieal  form  of  the  instrument  be- 
came an  unchangeable  base,  the  leg  and  thigh 
mutually  conforming  themselves  to  the  plane  of 
direction  ;  thus  clearly  proving,  that  the  heel  of 
the  boot  and  the  hip-joint  are  the  two  points 
whence  the  femur  and  the  tibia  rotate  inwardly,  as 
will  be  seen  by  the  following  diagram  (Fig.  223). 
If  my  reasoning  be  valid,  the  necessity  of 
treating  "  genu-valgiun  "  by  almost  entirely  sus- 
pending flexion  of  the  knee-joint  is  at  once  decided 
in  the  affirmative  ;  for  when  the  leg  bends  in  an 
anterior  direction,  a  large  amount  of  lateral  trac- 
tion is  at  once  lost,  through  the  disposition 
manifested  by  the  apparatus  to  inward  rotation 
at  the  pelvis,  and  the  consequent  destruction  of 
the  plane  of  inversion. 
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Fio.  223. 


.    a.  Is  the  npper  or  femoral  lever. 

h.  The  lower,  or  tibio-tarsal. 

When  power  is  applied  at  c,  the  levers  a  and  h  move  in 
an  ontward  direction ;  their  several  centres  d  and  e  moving 
upwards  and  downwards  respectively. 

In  cases  of  simple  ligamentous  weakness,  in- 
straments  furnished  with  knee-joints  are  very 
useful,  as  they  aid  in  sustaining  the  perpendicular 
position  of  the  limb ;  but  where  there  is  deflexion 
to  any  serious  extent,  nothing  will  be  able  to 
overcome  the  deformity  but  an  apparatus  without 
joints,  save  at  the  hip  and  ankle,  and  which  ex- 
tends from  the  pelvis  to  the  ground. 

I  proceed  to  a  description  of  various  instra- 
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ments  which  are  used  in  the  treatmcDt  of  this 
malady;  coQimencing  with  such  as  are  constructed 
with  articulated  levers. 

Fio.  224. 


In  the  first  (Fig.  224),  two  lateral  stems,  with 
ankle,  knee,  and  hip-joints,  extend  from  the  heel 
to  the  pelvis,  each  being  secured  at  its  upper  ex- 
tremity to  a  padded  pelvic  band,  which  encircles 
the  body ;  at  the  lower,  to  a  tubular  socket  in  the 
heel  of  the  boot,  and  to  the  leg,  by  two  padded 
straps,  one  of  which  arises  from  the  thigh-stem, 
and  is  fastened  in  front  to  the  lowermost  stem, 
after  having  crossed  from  behind  over  the  inner  con- 
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dyle;  the  second,  which  likewise  passes  round  the 
back  of  the  knee  over  the  condyle,  being  secured 
to  the  upper  strap.  Thus  they  act  crosswise ;  the 
upper  strap  contributing  to  support  the  head  of 
the  tibia,  and  the  lower  one  that  of  the  femur — 
their  combined  direction  of  force  being  outwards. 

Fig.  225. 


This  instrument  is  exceedingly  light,  and,  as  it 
admits  of  free  muscular  motion,  answers  admi- 
rably in  ordinary  cases. 

The  second  kind  of  instrument  (Pig.  225)  is 
also  furnished  with  a  knee-joint ;  but,  instead  of 
being  attached  to  the  pelvis,  it  terminates  above^ 
at  about  the  middle  of  the  thigh,  and  below,  at 
mid-calf,  by  two  padded  bands.  The  knee  itself 
is  supported  by  a  strong  knee-cap,  which  is 
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fastened  to  the  thigh  and  leg^Ievers;  the  principal 
advantage  of  the  apparatus  being,  that  it  can 
be  entirely  concealed  by  the  dress,  hence,  when 
a  lady  is  under  treatment  for  "knock-knees," 
this  instrument  can  be  worn  without  attracting 
notice. 

Fio.  226. 


The  third  form  (Fig.  226)  of  articulated  appa- 
ratus is  nothing  more  than  a  slight  modification 
of  the  one  first  described ;  but  instead  of  using 
two  straps  as  tractors,  a  knee-cap  is  substituted. 
Another  point  of  difference  is,  that  the  leg  and 
thigh  are  acted  upon  by  padded  metal  bands, 
which  surround  each,  and  greatly  diminish  the 
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loss  of  mechanical  power  attendant  upon  kneel- 
ing, when  an  instrument  is  secured  to  the  leg  by 
straps  alone.  This  is  probably  the  best  of  all 
the  articulated  leg  instruments  which  are  used 
in  the  treatment  of  **  knock-knees." 

This  instrument  is  Hkewise  furnished  with  a 
joint  coincident  with  the  axis  of  the  ankle,  and 
the  boots  are  firmly  riveted  to  it,  instead  of 
being  placed  in  a  tubular  socket ;  so  that  when 
the  apparatus  is  applied,  it  fits  closely  to  the 
limbs.  It  will  readily  be  seen,  that  when  the 
shafts  of  the  leg  and  thigh  are  grasped  by  the 
.upper  and  lower  bands,  a  great  control  must 
be  gained  over  the  lateral  deflexion. 

I  have  next  to  describe  an  instrument  con- 
structed upon  a  principle  which  is  open  to  consider- 
able discussion.  It  was  invented  by  Mr.  Herter, 
of  Oxford,  by  whose  instructions  I  appUed  it,  with 
very  promising  results,  to  a  patient  of  his,  about 
four  years  ago.  I  have  had  no  other  opportunity 
of  trying  this  kind  of  appUance,  and  on  this 
account  refrain  from  hazarding  an  opinion  as 
to  its  probable  efficacy  in  ordinary  cases.  It 
is  constructed  upon  a  theory,  '*that  the  lower 
part  of  the  leg  (tibia  and  tarsus)  rotates  from 
the    inferior   extremity  of   the    femur,   in    an 
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outward  direction,  and  that  the  thigh  always 
holds  its  original  and  perfect  position."  I  have 
already  stated,  that  I  am  convinced  that  the 
femur  and  tibia  become  mutually  oblique  in  the 
formation  of  genu- valgum ;  still,  I  am  bound  to 
admit  that,  supposing  the  action  which  I  am 
about  to  describe  be  successful,  the  obliquity  of 
the  thigh  may  be  overcome  by  the  appUcation 
of  an  instrument  to  the  inner  side  of  the  leg, 
consequently  inducing  an  increase  in  the  space 
between  the  internal  condyles,  with  reduction 
of  the  femoral  obliquity.  The  instrument  (Fig. 
227)  is  constructed  of  two  levers,  with  a  large 
hoUow-jointed  disc  at  their  point  of  junction, 
which  receives  the  internal  condyle  within  its 
circumference.  Of  these  levers,  one  corresponds 
Mdth  \h^  proper  line  of  the  thigh,  the  other,  with 
that  of  the  leg,  and  both  terminate  by  padded 
metal  bands,  those  above  surrounding  the  thigh, 
those  below  the  calf.  When  the  upper  stem 
is  fixed  firmly  to  the  thigh,  a  space  is  left 
l)etween  the  inferior  extremity  of  the  lower  stem, 
and  the  internal  malleolus  of  the  tibia,  propor- 
tional, of  course,  to  the  angularity  of  the  limb ; 
which  space  must  be  reduced  by  fastening  the  lower 
padded  band  as  tightly  as  the  patient  can  bear  it 
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In  the  mechanical  action  of  this  instrument, 
the  thigh  lever  becomes  a  fixed  point,  its  major 
fulcrum  being  situated   at  the  inner   condyle; 
Fig.  227. 


while,  as  the  resistance  to  be  overcome  is  af- 
forded by  the  lower  leg,  the  calf-band  presents 
the  required  means  for  reducing  the  space  be- 
tween the  tibia  and  leg-stem.  Kneeling  can  be 
performed  at  pleasure  during  the  whole  period 
of  treatment,  the  knee-disc  forming  a  ring- 
joint. 

In  the  next  class  of  instruments,  the  knee- 
joint  is  held  in  a  fixed  position.  The  simplest 
of  these  consists  of  a  long  padded  splint  (Fig. 
228),  extending  from  the  greater  trochanter  to 
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Pig.  228. 


the  heel  of  the  boot,  where  it  fits  into  a  tubular 
socket.  The  upper  part  of  this  splint  is  fixed 
to  the  body  by  means  of  a  hip-joint  in  a  padded 
pelvic  band,  and  the  angle  formed  by  the  leg 
and  thigh  is  gradually  reduced  by  the  pressure 
of  a  strong  and  broad  webbing  strap,  which 
surrounds  the  knee.  In  the  Orthopaedic  Hos- 
pital, these  splints  are  rarely  attached  to  the 
boot ;  consequently  they  lose  much  of  their  effi- 
cacy by  rotating  upon  the  limb. 

I  am  indebted  to  Mr.  Caesar  Hawkins  for  an 
admirable  modification  of  this  instrument.  It 
consists  in  placing  a  stop-joint  at  the  knee,  so 
arranged  as  to  admit  of  the  spUnts  being  flexed 
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to  such  an  extent  as  will  enable  the  patient, 
when  walking,  to  throw  the  legs  forward  with- 
out causing  rotative  movement  at  the  hip-joints. 
Of  course  this  is  accomplished  by  not  permitting 
the  flexor  action  to  extend  further  than  will  just 
suffice  to  clear  the  foot  off*  the  ground,  without 
weakening  the  lateral  mechanical  traction  of  the 
apparatus.  I  have  also  added  a  screw,  turned 
by  a  key  in  such  a  manner,  that  the  angle  of 
flexion  can  be  increased  or  decreased  at  pleasure. 
In  the  next  appliance  (Fig.  229),  based  upon 
the  foregoing  principle,  a  padded  pelvic  band  has 
attached  to  it  a  perpendicular  lever  on  each  side, 
which  passes  down  the  outer  side  of  the  leg,  and 
is  furnished  with  free  centres  at  the  hip  and 
ankle-joints;  that  at  the  knee,  however,  being 
fitted  with  a  tangential  screw,  the  axis  of  which 
being  rectangular  to  the  leg,  permits  extension 
only  in  the  plane  of  the  leg's  inversion.  The 
thigh  and  calf  are  surrounded  by  padded  metal 
bands,  which  are  fixed  to  the  lateral  stem. 
When  this  instrument  is  apphed,  the  ratchet- 
joint  should  be  made  to  correspond,  in  its  direc- 
tion and  degree  of  angularity,  with  the  inverted 
knee ;  and  as  the  knee  itself  is  firmly  grasped 
by  a  broad  band  of  webbing,  whilst  the  calf 
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Fig.  229. 


and  thigh  are  held  by  the  metal  bands,  the 
extension  of  the  knee-screw  outwards  produces 
a  pressure  upon  the  pelvis  and  heel,  together 
with  a  diminution  of  the  angularity  of  the  knee 
by  depression  of  its  apex ;  and  the  leg  will 
gradually  regain  a  straight  form,  by  being  drawn 
parallel  with  the  external  levers,  or  leg-stems. 

Every  principle  essential  for  the  treatment 
of  knock-knee  will  be  foimd  embodied  in  the 
foregoing  apparatuses ;  it  is  desirable,  however, 
that  some  idea  should  be  given  as  to  which  is 
the  best  in  particular  instances  of  this  distor- 
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tion.  It  has  been  found  from  long  experience 
that  the  instrument  described  at  page  600  is 
the  most  efficacious  in  simple  cases;  that  at 
page  600  in  severer  cases;  that  at  page  608 
in  the  severest. 

When  lateral  inversion  has  proceeded  to  that 
point,  where  the  line  of  gravity  no  longer  coin- 
cides with  the  perpendicular,  or  normal,  centre 
of  the  limb,  contraction  frequently  results  in  a 
posterior  direction,  this  being  the  compensation 
aflTorded  by  Nature  towards  the  sustentation  of 
the  bodily  weight  within  the  area  of  the  foot. 
In  this  case,  the  deformity  must  be  treated  on  a 
plan  differing  from  any  of  those  which  have 
hitherto  been  suggested — ^viz.,  the  angular  con- 
traction of  the  knee  in  its  mesial  plane  must  be 
overcome  in  the  first  place,  and  then  the  lateral 
inversion.  The  mechanism  for  accomplishing 
this  is  but  a  modification  of  the  apparatus  last 
described,  the  only  difference  being,  that  instead 
of  one,  there  are  two  ratchet-joints  at  the  knee, 
the  axes  of  which  are  rectangular  to  each  other ; 
thus  the  one  ratchet-wheel  extends  the  leg  from 
the  thigh,  while  the  other  overcomes  the  inver- 
sion. 

4.  Fracture  of  the  Patella, — Although  injuries 

39 


610         LOWER   BXTEEMITIE8:    DEBILITIES. 

resulting  from  fracture  hardly  fall  within  the 
scope  of  orthopractic  art,  yet  one  variety  ma? 
claim  exemption  from  this  general  rule  on  accouDt 
of  the  necessity  there  is  for  possessing  a  per- 
fectly constructed  mechanical  appliance  in  ord» 
that  its  treatment  may  be  successfully  undertaken. 
Where  the  fracture  is  recent,  a  piece  of  gutta- 
percha accurately  moulded  to  the  limb  and  fur- 
nished with  two  semi-lunar  pads,  the  mai^inal 
concavities  of  which  grasp  the  superior  and 
inferior  fragments  of  the  patella,  and  thus  secure 
such  apposition  as  shall  favour  the  formation  of 
cartilaginous  junction,  is  the  usual  appliance; 
and  even  in  cases  of  some  months'  duration  this 
form  of  splint  has  been  often  adopted  with 
success,  as  I  have  recently  seen  illustrated  in 
a  case  under  Mr.  Lawson's  care,  at  whose  sug- 
gestion I  constructed  a  splint  of  the  kind  just 
named,  which  at  once  removed  pain,  and  gave 
power  to  the  patient's  knee. 

It  is,  however,  more  with  cases  of  old  standmg 
and  disunited  fracture  that  the  orthopractic 
mechanician  has  to  deal.  The  features  pre- 
sented by  a  case  of  this  kind  are  separation 
of  the  fractured  portions  of  the  patella,  laxity 
of  the  quadratus  femoris  muscles,  and  an  in- 
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ability  to  stand  long  on  the  limb  without  its 
suddenly  yielding  beneath  the  patient's  weight. 

To  overcome  this  last  condition  and  impart 
security  to  the  limb  is  the  object  of  the  following 
instrument  (Fig.  230),  which  not  only  secures 
the  patella,  but  by  limiting  the  angle  of  articular 
motion  prevents  the  possibility  of  an  accidental 
fall. 

Fig.  230. 


The  apparatus  consists  of  two  lateral  steel 
rods  articulated  in  such  a  manner  as  only  to 
admit  of  a  very  limited  amount  of  motion  in  tlie 
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joint.  These  are  secured  to  the  thigh  and  calf 
by  padded  roetal  bands,  whilst  two  straps  hold- 
ing semi-lunar  pads  pass  over  the  front  of  the 
knee  and  prevent  displacement  of  the  patella. 

5.  Sprains. — {a.)  Sprain  of  G^tdlrocnemius. — 
Occasionally  the  large  muscle  which  forms  the  calf 
is  sprained,  and  its  minute  fibres  ruptured,  leading 
to  an  extremely  painful  condition  and  conse- 
quent lameness.  The  mechanical  remedy  for 
this  injury  is  a  padded  slipper,  secured  to  the 
thigh  by  a  band  and  strap.  The  object  of  this 
arrangement  is  to  keep  the  heel  from  depression 
and  give  rest  to  the  fibrillae  which  compose  the 
belly  of  the  muscle.  This  mode  of  treatment 
generally  succeeds  in  restoring  strength  and  use- 
fulness to  the  leg ;  but  should  it  not  do  so,  an 
elastic  stocking  composed  of  silk  and  india-rubber 
can  be  used,  and  the  heel  of  the  boot  raised 
a  couple  of  inches. 

{b.)  Sprain  of  Ankle-joint. — The  ankle  is  ex- 
posed to  many  more  chances  of  sprain  and  local 
injury  than  any  other  articulation,  not  even  ex- 
cepting the  fingers,in  consequence  of  theimportant 
part  it  plays  in  locomotion.  In  order  to  guard 
against  ordinary  accident  this  joint  is  strengthened 
by  powerful  ligaments,   whilst    the  manner  in 
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which  the  component  bones  are  articulated  pro- 
tect it  greatly  from  injury.  Powerful  tendons 
prevent  much  mischief  happening  to  this  joint 
in  its  ginglymoid  plane  of  movement,  but  in  its 
lateral  plane  the  resistance  offered  is  not  so  con- 
siderable ;  hence  the  frequency  with  which  this 
joint  meets  with  accidents.  When  the  sprain  is 
simple  in  its  character  rest  and  an  elastic  sock 
are  sufficient  for  restoration,  but  when  a  more 
marked  degree  of  injury  is  present  then  the  me- 
chanical means  adopted  are  a  laced  boot  with 
stiffened  sides,  so  as  to  preserve  the  normal  in- 
tegrity of  the  joint,  and,  added  to  this,  a  light 
metallic  rod  articulated  at  the  ankle,  and  giving 
such  support  to  the  lateral  ligaments  as  to  pre- 
vent them  again  becoming  extended  or  strained. 
In  shape  this  appliance  resembles  Fig.  196. 

6.  Varicose  veins. — Another  affection  of  the 
lower  limbs  due  to  debility  or  weakness  is  that 
known  as  varicose  veins.  This  condition  origi- 
nates in  some  impediment  to  the  flow  of  blood 
from  the  lower  extremities,  and  a  lax  state  of 
the  parietes  of  the  veins. 

Varicose  veins  are  not,  however,  strictly  con- 
fined to  the  lower  extremities,  but  may  exist  in 
any  other  part  of  the  body  where  obstruction  to 
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the  venous  circulation  exists.  Wherever  thej 
may  happen  to  be,  the  mechanical  means  re- 
quired for  their  treatment  consists  in  the  appli- 
cation of  a  silken  elastic  support,  formed  prin- 
cipally of  india-rubber,  to  the  varicose  region; 
hence  in  the  leg  this  takes  the  form  of  an  elastic 
stocking,  knee-,  ankle-,  or  thigh-bandage,  whilst 
in  the  trunk  it  has  the  shape  of  a  belt  or  stays. 

Elastic  bandages  should  always  be  constructed 
of  the  precise  form  of  the  region  for  which  they 
are  required;  hence  the  custom  of  purchasing 
these  appliances  at  the  first  druggist's  or  draper's 
shop  that  may  happen  to  be  near  is  most 
mischievous. 

The  object  in  these  appliances  is  to  give  a 
uniform  support  to  the  part  affected,  but  this 
is  rendered  impossible  if  an  accurate  fit  is  not 
obtained. 

From  the  highly  elastic  material  of  which 
these  articles  are  composed,  it  will  be  under- 
stood that  great  latitude  is  taken  by  manu- 
facturers and  shopkeepers  in  adapting  them  to  a 
limb.  If  the  retracting  surface  acts  unequally, 
isolation  of  some  parts  of  the  varicose  veins  is 
apt  to  occur,  whilst  the  adjacent  regions  may  be 
tightly  compressed. 
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The  annexed  diagrams  (Fig.  231)  represent 
the  right  and  the  wrong  way  of  applying  elastic 
stockings.  I  do  not  know  anything  demanding 
more  care  and  where  greater  carelessness .  exists 
than  in  the  application  of  elastic  bandages.  In 
this  respect  the  clumsy  and  old-fashioned  laced 
stockings  are  constantly  resorted  to  where  uni- 
form pressure  is  highly  desirable. 

Fig.  231. 


The  above  drawings  are  no  exaggeration  of 
the  efiFects  of  hap-hazard  selection  in  accor- 
dance with  linen-draper's  sizes.  It  is  a  matter 
of  surprise  that  this  subject  has  never  excited 
the  attention  it  deserves,  more  especially  when 
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it  is  remembered  that  upon  the  aocurate  fitting 
of  such  appliances^  the  proper  circulation  of  tlie 
blood  and  the  absorption  of  abnormal  secretions 
so  frequently  depend. 

Supports  for  varicose  veins  are  of  three  kinds : 

1st.  The  old-fashioned  laced  stocking,  com- 
posed of  thick  jean  and  india-rubber,  with  a 
series  of  lace-holes  to  attach  it  to  the  leg.  This 
form  of  support,  in  cases  where  the  skin  is 
broken  or  otherwise  injured,  is  still  adopted  as 
the  best  means  of  affording  support. 

2nd.  Stockings  of  a  reticulated  or  net-shaped 
substance  in  which  fibres  of  india-rubber  are  in- 
terwoven in  a  direction  transverse  to  the  vertical 
plane  of  the  limb. 

3rd.  Stockings  constructed  on  the  spiral  or 
helical  principle ;  which  consists  of  long  strips  of 
delicate  elastic  web  sewn  together  in  a  spiral 
form.  This  plan  was  invented  by  an  ingenious 
Frenchman  named  Bourgeard. 

It  may  perhaps  be  a  matter  of  interest  to  know 
that  the  first  bandage  entirely  made  of  elastic 
fabric  was  constructed  and  applied  by  myself  to 
the  Duke  of  Buccleugh,  for  whom  Sir  A.  Cooper 
was  anxious  to  obtain  some  appliance  more  easily 
adjusted  than  the  ordinary  lacing  bandage.     The 
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fabrication  was,  however,  exceedingly  crade  com- 
pared with  the  exquisite  and  beautiful  produc- 
tions of  the  present  day. 

A  plan  of  treating  varicose  veins  by  mechani- 
cal pressure  was  suggested  to  me  by  my  friend 
Mr.  T.  Nunn.  The  value  of  this  method  is  so 
great  that  I  venture  to  mention  it.  It  con- 
sists in  the  application,  beneath  an  ordinary 
elastic  stocking,  of  a  small  silken  pad  accurately 
following  the  course  of  the  varicose  vein,  and 
thus  by  its  localized  pressure  tending  to  approxi- 
mate the  venous  parietes,  I  have  seen  several 
most  successful  cases  resulting  from  this  practice. 

Gymnastics  of  the  Lower  Extremities. 

This  section  has  been  in  great  part  anticipated 
by  the  description  of  instruments  for  flexion  and 
extension  of  the  knee  (pp.  455  and  459),  flexion 
and  extension,  abduction  and  adduction  of  the 
ankle  (pp.  545,  546,  548,  549),  and  rotation  of 
the  thigh  (p.  432).  These  pieces  of  mechanism, 
specially  constructed  for  the  application  of  loca- 
lized movements  to  the  lower  extremity,  are 
admirably  adapted  for  the  purpose.  They,  are 
more  complex,  however,  than  is  requisite  in  many 
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cases.  Where  the  contraction  is  slight,  a  much 
more  simple  arrangement  may  be  adopted.  In 
such  cases,  indeed,  with  a  pulley  and  a  piece  of 
rope  it  is  not  diflScult  to  extemporise  an  appliance 
which  will  serve  every  useful  purpose.  In  fig. 
165  is  shown  one  method  of  applying  the  rope 
and  pulley  which  will  be  found  valuable  in 
several  forms  of  contracted  hip  or  knee,  or  as 
an  aid  to  the  exercise  of  imperfectly  paralysed 
muscles  of  the  thigh. 

When,  indeed,  it  is  requisite  to  place  syste- 
matically in  action  the  paralysed  muscles  of  the 
lower  extremity,  over  which  voluntary  control  is 
not  altogether  lost,  a  simple  pedal  attached  to  a 
weighted  rope  passing  over  a  properly  fixed 
pulley,  or  so  arranged  that  it  may  be  acted  upon 
by  graduated  elastic  cords,  will  serve  every  pur- 
pose. The  weighted  cord  and  pulley  are  most 
easily  managed,  and  any  ingenious  carpenter  cwi 
without  diflSculty  construct  a  frame- work,  mov- 
able or  fixed,  to  which  they  can  be  attached. 
In  hospitals,  where  it  may  be  desirable  to  have  a 
permanent  arrangement  of  weighted  cords  for  i 
the  exercise  of  paralysed  extremities,  whether 
upper  or  lower,  the  gymnasium  already  described 
(Fig.  129)  would  be  found  most  convenient. 
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I  proceed  now  to  describe  some  of  the  less 
complex  means  of  exercising  the  lower  extremity 
by  mechanical  aid. 

Contraction  of  the  hip-joint, — This  deformity 
requires  a  great  amount  of  attention  and  care  so 
perfectly  to  "  localize"  the  "  movements,"  that, 
whilst  seeking  to  relax  contracted  muscles,  no 
undue  strain  may  be  exerted  upon  the  joint 
itself.  I  employ  an  apparatus  consisting  of  a 
seat  upon  which  the  patient  rests ;  his  pelvis 
or  hips  are  secured  to  this  seat ;  a  padded  band 
surrounds  the  thigh,  and  three  cords  passing 
over  pulleys  properly  fixed,  bring  the  Umb  into 
motion.  By  the  patient  pulling  one  cord  the 
thigh  is  extended;  by  pulling  another,  it  is 
abducted ;  and  by  pulling  a  third,  it  is  rotated. 

All  these  motions  are  required  in  order  effec- 
tually to  overcome  contraction  at  the  hip-joint. 
This  exercising  apparatus,  like  all  others,  can  be 
furnished  with  a  "  tell-tale,"  indicating  the  exact 
number  of  movements  performed  in  each  direc- 
tion; and  enabling  the  patient  or  operator  to 
judge  accurately  of  the  extent  to  which  the 
movements  are  carried. 

Contraction  of  the  knee-joint. — The  localized 
exercises  adapted   to  contraction  of   the  knee- 
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joint  should  be  those  which  will  particularly 
extend  the  tendons  of  the  biceps,  semi-tendi- 
nosus  and  semi-membranosus  muscles,  the  con- 
traction of  these  muscles  being  the  principal 
impediments  to  flexion  and  extension  of  the 
knee-joint  at  the  will  of  the  patient. 

The  simplest  exercise  is  performed  as  follows: 
— The  patient  being  seated,  the  leg  and  thigh 
are  secured  to  the  seat  by  means  of  straps 
adapted  for  the  purpose.  A  slipper  is  firmly 
fastened  to  the  foot,  and  at  its  anterior  ex- 
tremity a  cord  is  attached,  communicating  with 
a  pulley,  so  fixed  that,  when  the  former  is 
pulled  by  the  patient,  the  leg  is  extended.  An 
india-rubber  band  fastened  to  the  heel  of  the 
slipper  establishes  action  in  the  contrary  direc- 
tion; and  thus  gentle  but  continuous  and  well- 
regulated  exercises  may  be  employed  for  about 
half  to  three-quarters  of  an  hour  daily,  until  per- 
manent extension  of  the  contracted  tendons  and 
strengthening  of  the  limb  result. 

In  cases  where  the  contraction  of  the  knee- 
joint  is  slight,  simple  manipulations,  accompanied 
by  active  and  vigorous  shampooing,  are  em- 
ployed ;  but  even  in  these  cases,  the  use  of  the 
apparatus  just  alluded  to  is  better  than  any  other 
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plan,  owing  to  its  possessing  an  index  denoting 
the  number  of  times  the  knee  has  undergone 
flexion  and  extension,  thus  permitting  the  amount 
of  motion  to  be  accurately  ascertained.  An 
exercise  of  this  kind  soon  succeeds  in  extend- 
ing the  muscles  belonging  to  the  posterior  part 
of  the  leg,  when  the  case  is  slight ;  and  also, 
where  tenotomy  has  been  previously  resorted  to, 
an  increase  of  power  and  flexibility  is  undoubt- 
edly obtained.  In  fact,  such  exercise  should  be 
the  invariable  sequence  to  surgical  treatment,  as 
affording  the  most  certain  method  for  perma- 
nently establishing  its  good  effects. 

When  the  patient  is  knock-kneed,  then  an 
exercise  of  a  different  kind  may  be  adopted,  in 
order  not  only  to  overcome  the  resistance  offered 
by  the  muscles  of  the  outer  side  of  the  leg,  which 
are  shortened;  but,  also, to  diminish  and  eventually 
overcome  the  ligamentous  opposition  which  in- 
variably attends  cases  of  knock-knee,  when  of 
long  standing.  The  plan  to  be  pursued  is,  flrst, 
to  place  the  heel  of  the  patient  against  a  shght 
padded  rest  fixed  to  a  stool,  and  then,  by  pres- 
sure,  exercised  by  the  operator's  hand  applied 
to  the  inside  of  the  knee,  gradually  to  induce 
the  limb  to  assume  a  straight  position.     Added 
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to  this,  8hami)ooing,  friction,  and  manipulation 
should  be  freely  employed  to  the  outer  side  of 
the  knee-joint,  while  pressure  is  steadily  main- 
tained against  the  inner  surface  (inner  condyle  of 
the  femur).  After  pursuing  this  plan  vigorously, 
for  a  certain  period,  according  to  the  age  of  the 
patient  and  the  condition  of  the  case,  a  padded 
splint  should  be  affixed  to  the  leg,  in  order  to 
secure  the  advantage  gained  by  motion. 

It  must  be  distinctly  understood  that  in 
all  severe  cases  of  deformity,  involving  the  in- 
ferior extremity,  exercises  and  movements  are 
merely  adjuncts  to  mechanical  treatment,  in  the 
restoration  of  the  part  to  its  normal  state;  and 
the  reason  why  these  exercises  hold  this  secon- 
dary position  is  manifest,  when  it  is  recollected, 
that  the  weight  of  the  body  rapidly  counter- 
balances whatever  gain  may  have  been  obtained 
in  the  legs  during  "  exercise/'  In  these  cases, 
very  light  mechanical  appliances,  calculated  to 
maintain  the  rectification  secured  by  movements, 
and  yet  to  allow  every  natural  bodily  motion, 
are  applied,  after  the  exercises  have  ceased. 

Contraction  of  the  heel. — In  slight  examples, 
the  foot  is  rapidly  flexed  and  extended  during  a 
period  of  ten  minutes ;  then  the  ankle-joint  and 
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its  adjacent  parts  are  well  shampooed  by  the 
hand  of  the  operator,  thus  leading  to  flexibility 
of  the  joint.  In  more  aggravated  cases,  a  like 
exercise  is  first  employed  for  a  period  varying, 
according  to  the  age  of  the  patient,  from  five  to 
fifteen  minutes;  and  then  the  foot  is  placed  in 
a  leathern  boot,  having  a  small  perpendicular 
spring  affixed  to  it,  the  action  of  which  tends  to 
maintain  the  extension  which  is  gained  by  exer- 
cise. In  still  worse  cases,  exercises  are  performed 
by  the  employment  of  a  nicely  padded  slipper, 
affixed  to  a  pulley. '  The  patient  is  seated  on  a 
properly  prepared  stool,  and  commences  by 
pulling  a  cord  attached  to  the  toe  part  of  the 
slipper;  the  effect  of  which  is  to  extend  the  heel- 
tendon.  A  strong  india-rubber  band,  fixed  to 
the  heel  of  the  slipper,  opposes  the  traction  of 
the  pulley,  and  thus  enables  the  patient  to  flex 
and  extend  the  foot  as  rapidly  as  may  be  desired. 
A  small  index  can  be  affixed  to  the  apparatus, 
by  which  the  person  who  superintends  the  move- 
ments is  rendered  aware  of  the  number  of  times 
the  foot  has  been  flexed  and  extended.  This 
arrangement  is  most  useful,  because  the  success 
of  the  treatment  is  largely  dependent  upon  the 
regularity  with  which  the  exercises  are  performed. 
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To  facilitate  the  application  of  localized  move- 
ments I  subjoin,  as  in  the  case  of  the  upper  ex- 
tremity, a  synopsis  of  the  mode  of  action  of  the 
different  joints  of  the  lower  extremities.  The 
movement  of  the  joints  represents  the  direction 
of  action  of  the  different  groups  of  muscles, 
and  forms  the  simplest  guide  to  the  passive  or 
voluntary  exercise  of  these. 

1.  Hip-joint, — ^This  articulation  permits — 

{a)  Flexion, 
{b)  Extension, 
{c)  Abduction, 
[d)  Adduction, 
(<?)   Circumduction, 
(/)  Rotation, 

In  extension  it  is  well  to  remember  that  the 
psoas  and  iliacus  muscles  fulfil  the  part  of  active 
ligaments.  Hence,  in  extension,  these  muscles 
are  brought  into  action. 

2.  Knee. — This  joint  admits  of-^ 

{a)  Flexion, 
[b)  Extension. 

It  permits,  also,  slight  movements  of  rotation. 

3.  Fibular  joints. — ^The  movement  of  the 
fibula  upon  the  tibia  is  nearly  imperceptible. 
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4.  Ankle  and  tarsal  joints. — The  actions  of 
these  joints  are  best  considered  together,  as  they 
co-operate  too  intimately  to  be  dissociated  in  the 
movements  of  the  foot. 

The  ankle-joint  permits  chiefly  and  the  tarsal 
joints  sUghtly  movements  of 

(a)  Flexion, 

{b)  Extension. 
The   ankle-joint  admits   of  very  slight    lateral 
motion,  and  the  movements  of 

(c)  Adduction, 

{d)  Adduction, 

{e)  Rotation, 
of  which  the  foot  is  susceptible,  depend  almost 
exclusively  upon  the  articulations  of  the  tarsus. 

(/)   Circumduction 

arises  almost  entirely  from  the  ankle  and  tarsal 
joints. 

5.  Tar sO'Vietatar sal  articulations. — The  move- 
ments of  these  joints  are  very  slight. 

6.  MetatarsO'phalangeal  articulations. — These 
joints  permit  the  first  phalanx  of  the  toes  to 
move  in — 

{a)  Flexion, 
(i)  Extension. 

40 
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(e)  Adduction, 
{d)  Abduction. 

7.  Phalangeal  articulations. — ^The  movements 
of  the  phalanges  of  the  toes  are  similar  to  those 
of  the  fingers,  but  much  less  extended. 


III.  Deficiencies. 

The  deficiencies  of  the  lower  extremity  which 
the  mechanician  has  to  contend  with  are  chiefly 
those  which  arise  from  accidental  mutilation  or 
from  surgical  operation.  Occasionally  he  is 
called  upon  to  relieve  the  disability  which  arises 
from  a  leg  the  development  of  which  has  been 
arrested.  To  eflfect  this,  a  modification  of  one 
or  other  of  the  instruments  described  under  the 
section  of  Deformities,  will  meet  the  requirements 
of  the  case. 

When  from  accident  or  disease  it  has  become 
advisable  to  remove  by  the  surgeon^s  knife  the 
whole  or  part  of  a  lower  limb,  or  this  has  been 
destroyed  by  accident,  the  first  consideration  in- 
fluencing the  patient's  mind  is,  the  probable  eflFects 
of  the  mutilation  upon  the  pursuit  of  his  daily 
avocation. 
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Various  mechanical  substitutes  have  from  the 
earliest  times  been  devised  for  the  purpose  of 
supplying  the  place  of  an  abbreviated  lower 
member.  Whatever  their  constructive  form,  the 
aim  in  all  such  pieces  of  mechanism  is  to  afford 
a  substitute  for  the  defective  limb.  For  this 
purpose  the  clumsiest  apparatuses  are  occasionally 
resorted  to.  Such,  for  instance,  as  a  mere  rest 
for  the  stump,  and  a  pin  or  stick  to  make  up  the 
interval  between  the  stump  and  ground. 

The  true  mechanician  in  constructing  an  arti- 
ficial limb  will  seek  to  approximate  it  as  nearly 
as  possible  to  the  mechanical  condition  of  the 
natural  member ;  and  insignificant  as  this  ap- 
proach may  be,  even  in  the  most  ably  devised 
mechanisms,  in  striving  for  it,  such  success  as  is 
attainable  can  be  secured.  And  this  success  is 
at  least  such  that  the  mutilated  individual  can, 
as  a  rule,  be  made  equal  to  all  the  duties  of  an 
active  life,  while  the  defect  of  symmetry  is  di- 
minished largely. 

The  first  point  which  the  mechanician  has  to 
consider  is  the  nature  of  the  stump.  In  ampu- 
tation above  the  knee  the  length  of  stump  best 
fitted  for  the  adaptation  of  an  artificial  limb  is  two 
thirds  of  the  thigh.     If  the  stump  be  longer  than 
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this,  the  end  may  press  against  the  sheath  of 
the  artificial  limb  to  the  great  discomfort  of  the 
patient  and  impediment  to  free  walking.  In 
amputation  below  the  knee,  the  length  of  the 
stump  is  of  less  importance.  But  if  it  be  shorter 
than  one  third  of  the  leg,  difficulties  are  experi- 
enced in  securing  the  artificial  leg. 

The  length  of  the  stump  is,  however,  not 
always  within  the  surgeon's  control.  Sometimes 
from  disease  or  accident  it  is  necessary  to  remove 
almost  the  entire,  if  not  the  entire  limb.  And 
an  artificial  member  can  be  successfully  attached 
to  a  stump  of  but  a  few  inches'  length,  although 
the  difficulty  of  satisfactorily  adapting  the  sub- 
stitute increases  as  the  extent  of  surface  for 
attaching  it  decreases. 

An  artificial  leg  above  knee,  when  properly 
constructed,  represents  in  external  form  the  shape 
of  the  perfect  limb,  and  corresponds  in  arti- 
cular action.  Its  mode  of  attachment  to  the 
stump  is  by  means  of  a  sheath  or  "  bucket,"  and 
the  joints  are  brought  into  motion  either  by  the 
action  of  the  stump — as  at  the  knee — or  by 
metallic  and  other  springs,  as  at  the  ankle  and 
toe-joints. 

Upon  the  fit  of  the  bucket  and  accuracy  of  the 
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joints  depends  the  success  of  the  mechanism.  If 
the  conditions  required  for  its  perfect  construc- 
tion are  fully  complied  with,  the  form  and  action 
of  the  leg  will  differ  but  little  from  the  sound 
limb ;  and  cases  have  frequently  occurred 
within  the  experience  of  the  writer  where  detec- 
tion of  the  false  leg  from  the  real  by  a  casual 
observer  has  been  a  matter  of  considerable  diffi- 
culty. 

The  following  drawing  shows  the  different  parts 
of  an  artificial  leg  above  the  knee  (Fig.  232). 

Fig.  232. 


That  portion  of  the  artificial  leg  which  receives 
the  stump  (a)  is  called  the  bucket.     Upon  the 


630      LOWER   EXTREMITIES  :     DEFICIENCIES. 

proper  construction  of  this  part  entirely  depends 
the  action  and  stability  of  the  remaining  parts. 
Some  time  ago  I  discovered  and  applied  a  new 
principle  to  its  formation,  which,  whilst  it 
secured  the  most  complete  apposition  between 
the  stump  and  the  artificial  receptacle,  required 
only  one  point  of  bearing  in  conformity  with 
the  internal  anatomy  of  the  limb.  The  MU 
(the  knee-bolt  being  shown  at  b)  are  the  various 
articular  centres  required  to  fix  the  difierent 
parts  of  the  artificial  leg  together  and  produce 
axial  motion.  The  springs  (c,  d,  e)  are  the 
mock  muscles,  or  motors  governing  the  action  of 
the  ankle  and  toe-joints. 

An  ordinary  bucket  leg  (Fig.  233),  such,  in 
fact,  as  is  usually  made  use  of  by  the  poorest 
people,  is  thus  constructed.  It  consists  of  a 
hollow  sheath  or  bucket  (a)  accurately  conformed 
to  the  shape  of  the  stump,  and  having — in  lieu 
of  the  more  symmetric  proportions  of  the  artifi- 
cial leg — a  "pin"  (b)  placed  at  its  lower  end  to 
ensure  connection  between  it  and  the  ground. 

This  form  of  leg  is  strongly  to  be  recommended 
where  expense  is  an  object,  as  it  really  fulfils  all 
the  conditions  (excepting  external  similitude) 
embraced  by  a  better  piece  of  mechanism.     It  is 
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Fig.  233. 


likewise  occasionally  employed  with  benefit  by 
those  patients  who  from  lack  of  confidence  prefer 
learning  the  use  of  an  artificial  leg  by  first  prac- 
tising with  the  commonest  substitute. 

There  are  fewer  varieties  in  legs  above  knee 
than  below,  from  the  point  of  amputation  rarely 
differing  in  the  former,  but  admitting  of  much 
deviation  in  the  latter.  Thus,  when  a  limb  is  lost 
above  knee,  the  usual  point  for  surgical  removal 
is  about  the  middle  third  of  the  thigh,  the  stump 
resulting  having  an  almost  universal  form  and 
length ;  but  when  the  limb  is  amputated  below 
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the  knee,  it  depends  greatly  upon  the  opinion  held 
by  the  surgeon  (as  to  the  most  advantageous 
stump)  whether  the  remaining  portion  embraces 
nearly  the  whole  of  the  tibia  or  terminates  a  Uttle 
below  the  knee.  Two  kinds  of  leg  above  knee 
have  been  depicted ;  there  is  yet  a  third  (Pig. 
234)  which  possesses  a  certain  amount  of  merit, 

Pig.  234. 


A,  bucket;  B,  knee-joint;  C,  pin ;  D,  lever  uplifting 
racliet-catcli  at  knee. 

from  being  less  expensive  than  a  complete  form 
of  artificial  limb,  and  more  useful  than  the  com- 
mon bucket  leg.  It  consists  of  a  wooden  stump 
sheath  (a)  furnished  with  a  knee-joint,  the  action 
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of  which  is  entirely  under  the  control  of  the 
patient,  who  can  at  will  kneel,  or  keep  the  arti- 
ficial limb  rigidly  extended.  The  mechanism 
employed  is  a  vertical  spring  bolt  and  ratchet  (b)  j 
the  former  situated  at  d  in  the  figure,  and  acting 
upon  the  latter  fixed  in  the  knee-joint  (b).  The 
leg  terminates  in  an  ordinary  pin  (c). 

The  primary  object  sought  in  the  construction 
of  a  substitute  for  the  natural  limb  is  to  place  the 
weight  of  the  trunk  on  such  portions  of  the  arti- 
ficial surface  as  are  best  enabled  to  assist  loco- 
motion without  paining  the  stump. 

If  after  amputation  above  knee  a  stump  thinly 
covered  by  integument  remains,  and  a  mere 
bucket  or  hollow  wooden  sheath  were  adjusted, 
regardless  of  anything  but  conformity  to  external 
shape,  the  effect  would  be  to  draw  the  flesh  up- 
wards and  produce,  not  only  painful,  but  injurious 
pressure  at  the  end  of  the  stump.  Whereas, 
were  that  portion  of  the  pelvis,  the  tuberosity  of 
the  ischium,  selected  for  the  principal  point  of 
resistance,  and  the  remaining  part  of  the  bucket 
left  free,  the  patient  would  with  ease  rest  the 
whole  weight  of  his  body  upon  the  false  leg 
without  in  the  slightest  degree  dragging  upwards 
the  fleshy  part  of  the  stump.     In  constructing 
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an  artificial  leg  above  the  knee,  therefore,  the  fol- 
lowing principles  have  to  he  considered : — ^first, 
that  the  centre  of  gravity,  or  that  point  around 
which  the  weight  of  the  patient's  body  is  evenly 
borne,  retains  its  normal  position,  and  that  the 
relation  of  the  artificial  limb  to  it  is  the  same  as 
that  of  the  normal  limb ;  and  secondly,  that  the 
articulations  or  joints  are  so  formed  as  not  only 
to  jrield  to  the  leverage  exercised  by  the  stump 
for  the  purpose  of  walking,  but  to  maintain  the 
leg  in  a  perpendicular  position  when  the  gravity 

Fio.  235. 
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or  weight  of  the  artificial  limb  alone  brings  them 
into  action. 

To  discover  the  precise  spot  where  the  centre  of 
gravity  falls,  let  reference  be  made  to  the  foregoing 
diagram  (Fig.  235),  which  represents  in  rough 
outline  the  erect  position  of  the  human  frame. 

A  dotted  line  passes  down  the  centre  of  each 
leg  from  the  head,  showing  the  line  of  gravity  in 
each  limb  when  the  weight  of  the  body  is  placed 
upon  either,  as  in  the  act  of  walking.  It  will  be 
perceived  that,  from  the  breadth  of  the  pelvis, 
these  lines  there  merely  approximate  sUghtly,  the 
point  for  commingling  being  in  the  head,  which 
thus  forms  the  apex  of  a  triangle.  Now  if  the 
skeleton  be  carefully  examined  and  contrasted 
with  a  living  person,  it  will  be  found  that  in  the 
pelvis,  where  the  lines  in  the  drawing  approach 
nearer  than  at  their  base,  the  tuberosities  of  the 
ischia  are  situated ;  and  through  these  points  the 
mechanical  lines  enabling  the  figure  to  be  held 
upright  when  borne  upon  one  leg  pass.  It 
must  be  understood  that  the  dotted  lines  simply 
show  the  line  of  gravity  of  each  limb, — that  which 
corresponds  to  the  whole  body  is  the  dark  vertical 
line  drawn  from  the  head  to  the  middle  of  a  base 
formed  by  both  legs.     During  the  act  of  walking 
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the  line  formed  by  the  perpendicular  position  of 
the  body  deviates  from  the  middle  of  the  base 
just  mentioned,  and  alternately  falls  within  the 
sole  of  each  foot,  forming  part  of  the  line  marked 
by  dots  in  the  diagram. 

From  this  it  will  be  at  once  seen  that  in  the 
construction  of  the  bucket  of  an  artificial  leg 
only  one  spot,  the  tuberosity  of  the  ischium, 
exists  where  the  bearing  of  the  body  can  be  cot- 
rectly  placed.  This,  if  clearly  understood  by 
the  mechanician,  renders  the  construction  of  an 
artificial  limb  a  matter  of  comparative  simplicity. 

In  illustration  of  the  importance  of  the  fore- 
going proposition,  the  following  case  may  be 
adduced. 

]VIr.  W  *  *  *,  aged  18,  had  lost  the  right 
leg  by  amputation,  five  inches  below  the  fork 
or  perinseum.  Owing  to  the  stump  being  im- 
properly supported  whilst  healing,  it  became 
contracted  laterally  and  anteriorly,  and  the  patient 
was  unable  to  bring  it  in  a  straight  line  with  the 
body,  or  make  its  extremity  touch  the  opposite 
leg.  The  case  was  further  complicated  by 
lumbar  curvature  of  some  standing.  It  is  evi- 
dent  that  if  an  artificial  leg  were  attached,  on 
ordinary  principles,   to   a   stump   of  the   kind 
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described,  the  foot  would  be  several  inches  in 
advance  of  and  apart  from  the  opposite  foot. 

But  by  acting  upon  the  principles  just  stated 
the  difficulties  of  the  case  were  easily  overcome. 
A  bucket,  fitted  to  the  stump,  was  made  so  as 
to  have  its  sole  point  of  bearing  against  the 
tuberosity  of  the  ischium,  and  the  rest  of  the 
artificial  leg  was  arranged  around  a  perpendicular 
line  dropped  from  this  point,  irrespective  of  the 
direction  of  the  stump. 

Upon  the  limb  thus  constnicted  being  applied, 
Mr.  W  *  *  *  stood  and  walked  as  perfectly 
as  he  would  have  done  had  the  stump  been  in  a 
normal  condition. 

The  following  diagrams  (Fig.  236)  represent 
the  form  of  the  stump,  and  its  position  when 
placed  within  the  artificial  leg,  the  dots  showing 
the  line  taken  from  the  ischium  to  the  ground. 

If  the  human  frame  be  carefully  examined, 
and  reference  made  to  the  distribution  of  such 
muscular  masses  as  constitute  the  form  and 
shape  of  the  lower  extremities,  it  will  be  found 
that  the  centre  of  the  knee,  the  centre  of  the  hip, 
and  the  centre  of  the  ankle  are  placed  rather 
more  towards  the  back  part  of  the  limb  than  the 
front,  by  which  the  joints  obtain  a  hinge-like 
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Fig.  236. 


motion.  This  accounts  mechanically  for  power- 
ful muscles,  such  as  those  of  the  calf  and  thigh 
being  required  to  bring  into  action  the  joints  of 
the  leg.  In  strict  obedience  to  the  example  set 
by  nature,  the  mechanician  must  proceed  to 
construct  his  artificial  articulations,  otherwise, 
upon  the  weight  of  the  body  being  placed 
upon  the  leg,  its  centres  would  yield.  If,  how- 
ever, these  are  scientifically  arranged,  the  weight 
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when  added  merely  serves  to  increase  their  sta- 
bility, as  the  joints  in  attempting  to  bend  back- 
wards strengthen  themselves,  and  prevent  any 
anterior  yielding.  Although  nothing  in  the  con- 
struction of  an  artificial  leg  requires  greater 
care  and  reflection  than  the  position  of  the 
joint  centres,  it  is  only  during  the  time  the 
wearer  is  in  a  perpendicular  posture  that  they 
become  a  matter  of  importance;  as  to  enable 
the  patient  to  progress,  the  artificial  limb  must 
become  rigid,  which  can  alone  be  accomplished 
by  an  adherence  to  the  rule  just  laid  down,  viz., 
that  the  articular  centres  be  so  placed  as  to  lie 
behind  the  line  of  gravity  formed  by  the  weight 
of  the  body  resting  on  the  artificial  surface.  To 
ascertain  whether  this  rule  is  rightly  carried  out  or 
not,  it  is  simply  necessary  to  extend  a  cord  from 
the  perinaeal  edge  of  the  bucket  and  carry  it  to 
the  centre  of  the  heel,  when  the  knee-bolt  should 
be  three  fourths  of  an  inch,  and  the  ankle-bolt 
half  an  inch  behind  the  line  so  formed. 

Having  correctly  established  where  the  joint 
centres  should  be,  it  becomes  requisite  to  distri- 
bute their  amount  of  motion.  Various  means 
have  been  devised  for  the  purpose  of  governing 
the  knee's  action,  such  as  the  employment  of 
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bands  of  india-rubber  or  metallic  springs,  but  sacb 
methods  are  rendered  unnecessary  if  the  mechan- 
ical rule  of  placing  the  centre  a  little  behind  the 
line  of  gravity  be  carefully  attended  to. 

When,  however,  from  shortness  of  the  stump  or 
partial  paralysis  of  its  muscles,  sufficient  vigour 
cannot  be  imparted  to  it  to  produce  anterior  action, 
then  a  special  contrivance  becomes  necessary. 
This  is  best  eflFected  in  the  following  manner.  A 
vulcanized  india-rubber  cord  being  fixed  at  one 
end  to  the  anterior  upper  edge  of  the  tibial 
portion  of  the  artificial  leg  should  be  reflected 
over  the  knee,  and  passed  through  a  small  metal 
ring  like  a  buckle  with  its  teeth  removed-;  the 
other  end  being  carried  over  the  edge  of  bucket 
and  secured  to  a  shoulder  strap.  The  eff*ect  of 
this  arrangement  is  to  relieve  the  stump  from  the 
entire  backward  bearing  of  the  leg  when  the 
latter  is  raised,  and  transfer  to  the  shoulder 
band  the  power  of  controlling  the  action  of  the 
leg. 

Sometimes,  however,  it  happens,  notwithstand- 
ing that  the  stump  is  of  proper  proportion,  that 
whatever  pains  the  patient  takes  in  learning 
to  gain  an  easy  motion  of  the  knee  (whilst 
walking),  his  endeavours  are  in  vain  ;   as  from  a 
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mistaken  sense  of  insecurity  the  length  of  swing 
required  to  produce  a  straightening  of  the  knee- 
joint  is  nervously  neglected,  and  instead  of  the 
body  depending  upon  a  firm  perpendicular  prop, 
it  has  nothing  but  a  yielding  support  to  make 
use  of.  When  this  occurs,  and  it  is  impossible  to 
make  the  patient  overcome  the  ill-habit,  it  is 
requisite  to  secure  the  knee  by  a  bolt,  and  thus 
compel  a  longer  stride  on  the  penalty  of  tripping 
at  every  step.*  When  the  wearer  requires  to 
bend  the  knee  for  the  purpose  of  sitting  down, 
the  bolt  is  easily  withdrawn  and  the  free  action 
of  the  knee  immediately  secured. 

Next  in  importance  to  the  position  of  the  centres 
of  articulation  is  the  mechanical  power  governing 
their  action,  particularly  that  of  the  ankle-joint. 
Here  nature  can  be  followed  only  at  a  great  dis- 
tance. A  band  of  vulcanized  india-rubber  par- 
tially imitates  muscular  action,  but  in  one  direc- 
tion only,  viz.,  that  of  retraction  when  once 
extended,  but  to  create  an  evenness  of  force 
by  the  suspension  of  the  withdrawing  power  of 


*  The  stop  or  bolt  ccnsists  of  a  thin  strip  of  steel 
passing  down  the  side  of  the  leg,  and  checking  the  action 
of  the  knee-joint. 
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one  set  of  muscles  whilst  their  antagonists  are  in 
use,  requires  nervous  vitality  and  cannot  be  com- 
municated to  inert  substances. 

A  great  objection  to  vulcanized  bands  is  that 
either  their  elasticity  diminishes  by  frequent  use, 
or  they  break  so  frequently  as  to  be  a  continual 
plague  to  the  patient.  This  difficulty  is  obviated 
by  employing  a  tubular  spring,  which  exercises 
retractile  power  when  extended,  but  expansion 
when  compressed,  two  highly  desirable  qualities 
to  be  combined  where  equilibrium  of  centre  action 
has  to  be  maintained. 

It  is  easy  to  understand  that  a  tubular  spring 
more  completely  fulfils  the  requirements  of  the 
case  than  any  other  mechanism  as  yet  devised, 
as  it  produces  contraction  and  elongation  with 
greater  evenness  of  force. 

Besides  the  viJcanized  elastic  bands  and 
tubular  spring,  there  is  another  plan  occa- 
sionally employed.  This  consists  of  a  hori- 
zontal slip  of  metal  placed  in  the  sole  of  the 
foot,  and  fastened  to  the  leg  part  by  a  catgut 
band,  the  reaction  imparting  motion  to  the 
ankle-joint. 

The  following  diagrams  (Fig.  237)  are  framed 
to  show  the  position  in  which  tubular  ankle- 
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springs  should  be  placed,  and  their  relation  to  the 
centre  of  motion. 


Fig.  237. 


A,  represents  the  back  spring,  corresponding  in  action 
to  the  heel  tendon ;  B,  the  &ont  spring,  answering  to  those 
tendons  nplifUng  the  front  of  foot;  C,  the  maUeoli,  or 
ankle  centre. 


The  object  of  every  kind  of  ankle  spring  is  to 
elevate  the  toes,  whilst  the  leg  is  thrown  forward 
in  walking,  and  allow  of  their  falling  when  the 
weight  of  the  body  is  placed  upon  the  heel,  thus 
securing  an  appearance  of  natural  action.  If  this 
were  not  carefully  attended  to,  the  toes  would 
either  strike  against  every  trifling  inequality  on 
the  surface  of  the  ground,  or  remain  fixed  at 
such    an   angle  that    when   the  wearer's  body 
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became  vertical  to  the  leg,  they  would  turn  up- 
wards in  a  grotesque  maimer. 

The  diagrams  show  the  condition  of  the  springs 
in  different  postures  of  the  foot  and  leg. 

Having  noticed  the  points  requisite  to  be  at- 
tended to  in  the  construction  of  an  artificial  leg 
above  knee,  it  is  now  necessary  to  discuss  the 
forms  of  mechanical  substitute  for  a  leg  ampu- 
tated below  the  knee.  Of  this  kind  oi  artificial 
leg  there  are  several  varieties,  the  simplest  being 
a  common  wooden  or  "  box  leg,"  such  as  may  be 
daily  seen  in  Greenwich  Park,  worn  by  many  of 
the  naval  pensioners.  The  form  of  apparatus 
(Fig.  23y)  consists  of  a  hollow  trough  to  receive 
the  knee,  a  pin  to  make  up  the  distance  of  the 
trough  from  the  ground,  and  a  shaft  to  secure  it 
safely  to  the  wearer's  body. 

Simple  as  this  kind  of  mechanical  substitute  is, 
yet,  if  properly  contrived,  there  are  many  condi- 
tions in  its  structure  that  merit  attention^  In  the 
first  place,  the  hole  into  which  the  pin  enters 
should  be  bored  obliquely,  thus  widening  the 
base  and  enabling  the  patient  to  stand  or  walk 
with  greater  firmness  than  if  the  pin  were  per- 
pendicular. In  addition  to  this  the  shaft  should 
be  curved  a  little  backwards,  so  that  it  may  be 
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Pig.  238. 


fitted  with  greater  perfection  to  the  patient's 
body.  The  straps  required  to  fix  the  leg  should 
also  pass  over  the  woodwork,  and  not  through  it,  by 
which  means  closer  proximity  is  secured  between 
the  leg  and  the  wearer.  I  have  improved  the 
arrangement  of  this  form  of  leg  by  affixing  a  per- 
pendicular hinge  to  the  upper  end  of  the  leg  shaft, 
which,  when  the  patient  sits  down,  corresponds  to 
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the  action  of  the  hip-joint,  and  prevents  the  end  of 
the  shaft  from  thrusting  backwards,  this  hitherto 
having  been  the  greatest  objection  attached  to 
the  use  of  a  common  leg. 

Another  kind  of  wooden  leg  below  knee  con- 
sists of  a  hollow  sheath  accurately  fitting  the 
stump   (Fig.  239).      This,  from   its   shape,  is 

Fig.  239. 


called  a  socket  leg,  its  principal  advantage  being 
that  it  preserves  and  employs  the  action  of  the 
knee-joint,  a  point  too  important  to  be  lightly 
set  aside,  as  it  enables  the  patient  to  avoid 
the  awkwardness  of  upsetting  every  one  who, 
not  expecting  to  find  a  man*s   leg   projecting 
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many  inches  beyond  his  chair,  accidentally  trips 
against  it. 

A  third  kind  of  artificial  leg  below  knee  has 
many  modifications,  all  more  or  less  dependent 
upon  the  length  and  condition  of  the  stump. 
It  requires  great  care  in  its  construction.  If 
the  stump  be  one  third  of  the  leg  in  length, 
and  its  surface  is  strong  and  healthy,  then  a 
sheath  terminating  at  its  lower  extremity  in 
an  ankle  and  toe- joint,  and  furnished  with  tubu- 
lar springs,  is  the  best  form  (Fig.  240). 

Fig.  240. 


The  sheath  is  affixed  to  the  leg  by  a  narrow 
leathern  thigh  band  and  two  lateral  straps. 
There  cannot  be  any  doubt  that  the  best  situation 
for  amputation  below  knee,  mechanically  consi- 
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dered,  is  a  little  beneath  the  junction  of  the 
upper  and  second  third  of  the  leg,  as  a  useful 
amount  of  leverage  is  thus  secured  without 
forming  a  stump  so  long  as  to  produce  abrasion 
by  firiction  against  the  inner  part  of  the  sheath, 
as  invariably  happens  if  the  stump  be  too  long. 
It  has  frequently  occurred  within  the  writer's 
experience,  that  the  length  of  stump  has  been  so 
great  as  to  necessitate  an  aperture  on  the  anterior 
surface  of  the  sheath,  as  in  the  annexed  diagram 
(Fig.  241). 


Pia.  241. 


Circumstances,  however,  occasionally  arise, 
requiring  the  amputation  to  be  above  the  situa- 
tion just  mentioned.    Sometimes  but  three  inches 
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of  stump  is  left.  When  this  occurs  the  same 
kind  of  artificial  leg  is  applied,  but  instead  of 
attaching  it  by  a  simple  strap  and  leathern  thigh- 
band,  it  becomes  requisite  to  form  a  solid 
connection  between  the  thigh  and  wooden 
sheath.  This  is  done  by  two  lateral  steel  up- 
rights, furnished  with  a  stop  knee-joint,  and 
attached  to  the  circumference  of  the  thigh  by  a 
semicircular  band  of  light  metal  passing  at  the 
back  of  the  leg,  about  the  centre  of  the  thigh. 
This  arrangement  not  only  prevents  the  artificial 
leg  from  being  withdrawn  from  the  stimip  by  its 
weight,  but  likewise  serves  to  impart  motion 
to  the  lower  leg  in  walking,  the  thigh,  through 
the  medium  of  the  metal  bars,  controUing  its 
action. 

Sometimes  a  stump  from  tenderness  will  be  so 
extremely  sensitive  as  to  destroy  all  hope  of 
making  it  a  point  of  bearing.  When  this  is  the 
case  (but  only  then,  as  so  much  additional 
material  imparts  a  certain  amount  of  clumsiness 
to  the  leg),  a  wooden  bucket  must  be  appended 
to  the  metal  lateral  uprights  in  lieu  of  the  thigh- 
band  (Fig.  242).  By  this  means  the  weight  of 
the  body  will  be  received  against  the  tuberosity 
of  the  ischium  as  in  amputation  above  knee.   The 
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lateral  uprights  should  be  made  to  slide,  thus 
enabling  the  patient  carefully  to  adjust  the  did- 

Fig.  242. 


tance  between  the  superior  edge  of  the  lower  leg 
sheath  and  the  top  of  the  bucket. 

Latterly,  owing  to  the  advances  made  in  "con- 
servative surgery,"  many  cases  have  occurred 
where  only  the  anterior  or  tarsal  portion  of  the 
foot  has  undergone  amputation,  thus  leaving  the 
08  calcis  or  heel  for  the  patient  to  rest  on.  This 
operation,  although  producing  an  extremely  valu- 
able stump  for  the  purpose  intended,  is  a  cause 
of   much   difficulty  to  the    mechanician  when 
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an  artificial  foot  has  to  be  attached,  'fhe  me- 
chanical obstacles  will  be  readily  understood 
from  a  slight  description  of  what  has  to  be  con- 
trived. 

In  the  first  place,  it  is  necessary  to  give  the 
form  of  the  anterior  portion  of  the  foot,  and, 
having  given  it,  to  fix  it  in  such  a  manner  as  to 
prevent  pressure  against  the  front  of  the  stump 
when  brought  into  action  by  walking.  The 
heel  being  present,  it  is  evident  that  what- 
ever is  attached  must  be  in  contact  with  it,  and 
when  it  is  remembered  that  the  stimip  presents 
a  shape  like  an  irregular  ball,  it  will  at  once  be 
seen  that  unless  the  artificial  foot  is  prevented 
from  rising  beyond  a  line  horizontal  with  the 
ground,  the  resistance  must  necessarily  fall 
against  the  front  and  tender  end  of  the  stimip. 
The  plan  which  I  adopt  in  constructing  an  appa- 
ratus for  a  stump  of  this  kind  is  to  sink  the 
rounded  heel  into  a  very  light  and  thin  socket, 
the  groundwork  of  which  is  a  metal  plate,  the 
size  and  form  of  the  natural  sole.  Rising  late- 
rally, and  on  both  sides  from  this,  are  two  light 
metal  stems  having  at  the  ankle  what  is  called  a 
stop-joint,  the  reason  for  which  will  be  obvious 
when  it  is  stated  that  it  prevents  the  sole-plate 
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from  rising  beyond  a  rectangle,  and  yet  allows 
the  toe  part  to  be  pointed  downwards  when  the 
patient  assumes  a  sitting  position  (Fig.  243). 

Fig.  243. 


Fixed  to  the  front  of  the  sole  plate  and  upon 
its  upper  surface,  is  an  artificial  two  thirds  foot, 
having  a  toe-joint,  and  hollowed  in  that  portion 
which  rests  against  the  anterior  extremity  of 
stump.  The  whole  is  carefully  padded  and  fixed 
on  to  the  ankle  by  two  narrow  straps.  Upon 
the  patient  attempting  to  walk  with  this  appara- 
tus he  will  find  the  rolling  action  of  the  stump 
checked  by  the  ankle  band,  which,  transferring 
the  resisting  force  to  the  sole  plate,  brings  the 
toe-joint  into  play,  and  causes  a  natural  action 
without  the  sHghtest  pressure  upon  the  front  of 
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the  stump.  If  the  end  of  the  latter  is  at  all 
tender,  an  air  cushion  fitted  to  the  heel  cavity 
may  be  introduced. 

This  is  the  only  kind  of  appliance  calculated 
to  be  of  much  service  in  such  cases ;  but,  for 
those  patients  who  do  not  value  appearance  and 
merely  seek  for  such  mechanical  aid  as  will  assist 
locomotion,  a  leathern  hood  (Fig.  244)  bearing 

Fig.  244. 


no  inapt  resemblance  to  an  elephant's  foot, 
can  easily  be  made,  and  the  walking  rendered 
good. 

As  in  a  leg  above  knee  one  particular  point  is 
selected  to  sustain  the  weight  of  the  patient's 
body,  so  in  an  artificial  leg  below  it  becomes  a 
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matter  of  much  importance  to  discover  what  por- 
tion of  the  interior  of  the  socket  is  best  adapted 
to  receive  the  resistance  of  the  limb.  If  the  head 
of  the  tibia  is  firmly  compressed,  very  little  in- 
convenience is  experienced  by  the  patient^  but  if 
the  weight  of  the  body  be  directed  against  the 
anterior  part  of  the  stump,  a  straining  uneasiness 
of  the  flesh  against  the  end  of  the  bone  is  imme- 
diately felt. 

It  is  thus  clearly  apparent  that  the  distri- 
bution of  resistance  must  be  over  the  former 
surface,  and  the  conformation  of  the  interior  of 
the  socket  be  made  in  accordance  with  this 
rule ;  as  upon  this  being  done  very  little,  if  any, 
uplifting  friction  can  take  place  against  the  end 
of  the  stump.  Having  determined  this  point,  the 
question  will  undoubtedly  arise  as  to  whether  a 
surface  consisting  of  bone  with  but  slight  integu- 
mentary covering,  can  be  made  to  sustain  for 
the  necessary  lengthened periody  pressure  proceed- 
ing from  a  wooden  ring,  however  accurately 
adjusted  to  it.  This  difficulty  is,  however,  easily 
set  at  rest  by  any  plan  which,  without  interfering 
with  the  special  points  of  bearing  embraced  in 
the  shape  of  the  sheath,  shall  give  an  artificial 
covering  to  the  hard  parts  of  the  knee.      This  is 
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accomplished  by  the  insertion  of  a  leathern  cap 
carefully  lined  with  a  stratum  of  rather  thick 
chamois  skin,  and  placed  between  the  knee  and 
the  inner  surface  of  the  wooden  leg  (Fig.  245), 


Fia.  245. 


which  leathern  cap  being  open  at  the  lower  end, 
does  not  in  the  slightest  degree  interfere  with  the 
fireedom  of  the  stump,  but,  on  the  contrary, 
rather  tends,  by  holding  the  muscular  covering 
of  the  leg  firmly  together,  to  encourage  any  move- 
ment within  the  socket  the  stump  may  need  for 
its  coolness  and  comfort. 

The  cap  just  mentioned  is  by  no  means  univer- 
sally adopted,  but  Mr.  Sheldrake,  my  father,  and 
myself,  have  successively  employed  it,  and  found 
it  of  extreme  value.     I  therefore  advise  its  con- 
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stant  use,  more  especially  as  eveiy  particle  of 
friction  takes  place  between  the  cap  and  Uie 
wooden  sheath,  instead  of  between  the  latter  and 
the  stump,  which  circumstance  would  inevitably 
occur  if  it  were  not  for  the  cap. 

To  show  the  great  amount  of  difficulty  occa- 
sionally encountered  in  having  to  construct  arti- 
ficial Umbs  below  knee,  and  the  importance  of 
preventing  the  stump  from  becoming  angularly 
contracted  during  the  time  of  healing,  the  follow- 
ing case  may  be  adduced. 

Mr.  W  *  *  having  whilst  in  Canada  suflTered 
from  frost-bite,  on  account  of  which  amputation 
of  both  legs  became  necessary,  the  surgeon  who 
performed  the  operation  very  wisely  determined 
to  save,  if  possible,  the  knee-joint,  but  in  so 
doing  left  but  two  inches  of  stump  on  one  1^ 
and  three  on  the  other. 

From  the  shortness  of  the  attaching  surface, 
and,  as  it  would  seem,  the  want  of  mechanical  skill 
on  the  part  of  the  Canadian  artizans,  the  laudable 
attempt  of  the  surgeon  to  make  a  useful  joint 
was  not  heeded,  and  a  couple  of  artificial  legs, 
with  troughs  to  receive  the  bent  knees,  were 
constructed ;  the  result  being  that  although  the 
patient  was  enabled  to  walk,  yet  upon  sitting 
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down  the  legs  projected  at  right  angles  before  him 
in  a  most  inconvenient  and  distressing  manner, 
and  the  stumps  also  became  angularly  contracted. 

Upon  the  patient  visiting  London,  Mr.  Fer- 
gusson  sent  him  to  me,  considering  it  practicable 
that  the  stumps  which  had  become  firmly  con- 
tracted at  right  angles,  might  by  mechanical 
power  be  straightened  and  the  mobility  of  the 
joint  restored,  afterwards  admitting  of  a  properly 
constructed  pair  of  artificial  legs  being  applied. 
Mr.  Fergusson  suggested  the  mechanical  mode 
by  which  this  might  be  accomplished,  which 
consisted  of  two  lateral  bars  of  metal  furnished 
with  a  hinged  centre  whose  angle  could  be  varied 
by  the  insertion  of  a  small  screw.  At  the  inferior 
end  of  these  levers  a  metal  band  corresponding 
to  the  distance  existing  between  the  under  part 
of  the  knee  and  the  end  of  the  stump  was 
affixed,  and  in  front,  passing  directly  across  the 
centre  of  the  patella,  a  strong  and  well  padded 
leathern  band  joined  one  upright  to  the  other. 
When  in  position  the  apparatus  had  the  form 
shown  in  Fig.  246.  Angular  variation  was 
obtained  by  means  of  a  perforated  disc  and  screw 
at  c. 

It  will  at  once  be  seen  that  upon  any  attempt 
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Fig.  246. 


being  made  to  bring  the  lateral  uprights  close  to 
the  thigh  in  a  downward  direction,  the  force  of 
resistance  became  transferred  to  the  patella  strap, 
and  from  thence  to  the  metal  band  at  the  back 
of  the  stump,  thus  uplifting  it.  This  mode  of 
treatment  carefully  carried  out  by  Mr.  Fergusson, 
although  occupying  two  or  three  months,  an- 
swered eventually  in  the  most  perfect  manner. 
The  contraction  of  the  stump  and  immobility  of 
the  knee-joints  were  overcome,  artificial  legs  of 
the  kind  described  (Fig.  242)  adapted,  and  at 
this  moment  the  patient  walks  well  and  easily, 
aided  merely  by  a  stick,  more  to  prevent  an 
accidental  disturbance  of  his  balance  by  a  slippery 
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surface  or  accidental  collision,  than  for  the  pur- 
pose of  helping  his  walking.  No  boon  could 
possibly  be  greater  than  enabling  an  individual 
to  walk  well  under  circumstances  such  as  those 
just  detailed,  and  the  case  serves  to  prove  what 
care  and  ingenuity  can  accoihplish,  however 
difficult  the  conditions  may  appear. 

Of  the  more  elaborately  constructed  artificial 
legs  three  have  obtained  especial  popularity  in 
this  country. 

The  first  of  these  is  of  English  origin,  and, 
owing  to  its  having  been  adopted  by  the  late 
Marquis  of  Anglesea,  is  called  the  Anglesea  leg. 
The  second  is  known  by  the  name  of  its  inventor, 
and  bears  the  appellation  of  the  Palmer  leg. 
The  third  was  devised  by  Dr.  Bly,  of  Rochester, 
New  York. 

The  two  former  legs  possess  indisputable 
merit,  and  have  long  been  popular,  yet  neither 
fulfil  entirely  the  desiderata  demanded  by  those 
patients  who  seek  to  obtain  the  most  perfect 
representation,  in  action  as  well  as  form,  of  the 
human  limb.  One  glaring  fault  in  both  these 
pieces  of  mechanism  is  that  the  natural  motion 
of  the  ankle-joint  exhibited  during  the  act  of 
walking  upon   an  irregular  surface  is   entirely 
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unprovided  for,  hence  the  pain  and  abrasion  so 
frequently  experienced  by  those  who  use  either 
of  these  limbs.  To  explain  this  more  fully,  a 
brief  description  must  be  given  of  the  construc- 
tion of  both  mechanisms. 

The  Anglema  Leg. — The  Anglesea  leg  consists 
of  a  wooden  frame,  formed  to  represent  in  exter- 
nal shape  a  human  limb,  and  having  ordinary 
mortise-and-tenon  joints  for  producing  the  knee 
and  ankle  motion.  These  joints  are  joined 
together  by  steel  bolts  passing  through  their 
centre,  and  the  joints  themselves  are  brought  into 
action  by  a  long  piece  of  catgut  fixed  at  the  back 
of  the  heel  and  terminating  at  the  knee,  which 
serves  as  a  representative  of  the  flexor  muscles 
of  the  knee  and  extensors  of  the  foot,  whilst  an 
india-rubber  band  fixed  in  front  of  the  ankle, 
and  attached  to  a  piece  of  wood  in  the  centre  of 
the  calf,  efiects  the  purpose  of  counteracting  the 
catgut  cord  already  mentioned,  and  flexing  the 
foot  upon  the  leg.  An  india-rubber  band  is  also 
fixed  in  front  of  the  upper  part  of  the  leg,  to  aid 
in  impelling  its  lower  portion  forward  whilst 
walking.  The  upper  portion  of  the  wooden  frame 
is  hollow,  for  the  purpose  of  receiving  the 
stump  of  the  patient,  and  afibrding  attachment 
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between  the  artificial  leg  and  the  body.  The 
original  idea  of  this  contrivance  was  that  of  repre- 
senting the  action  of  the  muscles  of  the  human 
limb  ;  for  as  the  catgut  cord  is  fixed  to  the  back 
of  the  knee  and  terminates  in  the  heel,  it  serves 
to  extend  the  foot  when  the  limb  is  straightened, 
as  in  standing;  whilst  the  india-rubber  front 
band,  becoming  tense,  tends  to  uplift  the  toes 
from  the  ground  when  the  leg  is  flexed  in 
walking.  This  idea,  though  at  first  sight  ap- 
pearing to  be  very  ingenious,  loses  all  claim  to 
positive  merit  when  the  entire  absence  of  lateral 
motion  in  the  ankle-joint  is  found  to  comprise 
part  of  its  arrangement.  Yet,  notwithstanding 
a  defect  so  palpable  as  the  one  just  named,  this 
artificial  leg  has  been  almost  the  only  one  hitherto 
adopted  in  England. 

To  render  the  foregoing  description  more  in- 
telligible two  drawings  are  given,  representing 
an  Anglesea  leg  as  arranged  for  stumps  above 
and  below  the  knee  (Fig.  247). 

The  action  of  the  knee-  and  ankle-joints  is 
seen  to  be  purely  ginglymoid  or  hinged,  so  that 
if  the  wearer  were  to  tread  on  any  slanting 
or  irregular  surface,  only  a  slight  edge  could 
possibly  rest  upon  the  ground,  whilst  the  stump 
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Fio.  247. 


Below  knee.  Above  knee. 

The  position  of  the  tendons  is  shown  by  dotted  lines. 

of  the  patient  would  be  submitted  to  considera- 
ble strain  and  pressure.  By  the  former  con- 
tingency great  instabiUty  is  occasioned,  and  by  the 
latter  abrasion  of  the  skin  generally  results.  This 
highly  objectionable  condition  is  entirely  attribu- 
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table  to  a  want  of  lateral  motion  in  the  ankle- 
joint,  as  will  be  seen  when  Dr.  Ely's  invention 
is  described. 

In  addition  to  other  disadvantages,  it  happens 
that,  owing  to  the  manner  in  which  the  catgut 
is  affixed  to  an  Anglesea  leg,  the  toe  becomes 
pointed  like  a  dancing-master's,  every  time  the 
leg  is  thrown  forward  in  walking ;  thus  only  a 
small  portion  of  the  foot  rests  upon  the  ground 
until  the  patient's  weight  brings  down  the  re- 
mainder, with  generally  a  heavy  thud-like  noise. 
It  must  be  evident  to  any  one  who  observes 
the  himian  foot  whilst  thrown  forward  in  the  act 
of  walking,  that  the  heel  first  touches  the  ground, 
whereas  in  the  leg  under  consideration,  the  toes 
come  in  contact  prior  to  any  other  portion  of  the 
foot.  Hence  the  Anglesea  leg  has  always  to  be 
made  rather  shorter  than  the  natural  limb,  which 
necessarily  imparts  a  Uraping  action  in  walking. 
This  error  of  construction  is  entirely  avoided  in 
Dr.  Ely's  leg,  by  which  means  the  toes  readily 
clear  the  ground,  and  all  chance  of  accidentally 
striking  against  a  stone  or  other  impediment  is 
set  aside. 

An  Anglesea  leg  also,  at  its  best,  presents  an 
extremely  ugly  external  appearance,  owing  to  the 
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wood  of  which  it  is  composed  being  left  un- 
covered, except  by  the  stocking  of  the  wearer. 
The  Palmer  Z^y.— The  Palmer  leg  (Fig.  248) 

Fig.  248. 


Above  knee. 


is  constructed  with  errors  somewhat  similar  to 
those  of  the  Anglesea,  but,  instead  of  a  common 
mortise-joint  forming  the  ankle  movement,  a 
peculiar  adaptation  is  made  by  rendeiing  the  foot 
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part  hollow,  and  placing  the  solid  part  of  the  leg 
within  its  cavity,  thus  producing  a  neater  ex- 
ternal appearance,  although  at  the  same  time 
greatly  weakening  the  joint  itself.  For  as  the  leg 
is  held  in  place  at  the  ankle  by  a  metal  bolt 
passing  through  the  centre  of  the  joint,  and 
as  it  has  no  other  check  but  the  catgut  band 
mentioned  in  the  arrangement  of  the  Angle- 
sea  leg,  it  is  evident  that,  upon  any  stretch- 
ing or  fracture  of  the  catgut  occurring,  the  front 
of  the  instep  must  become  violently  torn  away, 
and  the  patient  permitted  to  fall  forward,  most 
probably  to  his  serious  injury.  The  method  by 
which  action  is  given  to  the  ankle  is  also  by 
means  of  a  catgut  cord  at  the  back  of  the  leg, 
and  an  india-rubber  or  wire  spring  in  front,  the 
former  representing  the  flexor,  the  latter  the 
extensor  muscles.  From  the  lightness  of  the 
Palmer  leg  and  the  ease  of  walking  with  it,  it 
has  long  superseded  the  Anglesea  leg  in  America. 
Br,  Blys  Leg. — The  faults  apparent  in  both 
the  Anglesea  and  Palmer  legs  have  been  entirely 
overcome  by  an  ingenious  piece  of  mechanism 
invented  and  patented  by  Dr.  Bly,  of  America. 
He  having  the  advantage  of  accurate  anatomical 
knowledge,  and  carefully  examining  the  human 
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leg  by  frequent  dissections,  devised  an  exact 
imitation  of  the  action  of  the  ankle-joint,  ob- 
taining free  lateral  rotation  and  antero-posterior 
movements,  thus  securing  those  conditions  which 
are  observed  in  the  formation  of  the  hunum 
foot  and  ankle.  Patients  who  have  used  either 
an  Anglesea  or  Palmer  leg  must  frequently  have 
experienced  the  disagreeable  sensation  which 
results  from  the  stump  being  harshly  pressed 
by  the  sides  of  the  artificial  receptacle  on  stand- 
ing upon  any  uneven  surface ;  for  as  the  vertical 
centre  of  the  stump  should  always  coincide  with 
that  of  the  artificial  limb  when  the  patient  stands 
or  walks,  it  necessarily  follows  that  any  cir- 
cumstance which  has  a  tendency  to  disturb  the 
coincidence  between  the  line  of  the  stump  and  the 
line  of  the  artificial  limb  must  materially  influence 
the  natural  gait  of  the  patient,  in  addition  to 
imparting  unequal  pressure  to  that  portion  of 
the  stump  which  receives  support  from  the  sur- 
face of  the  sheath  in  which  it  is  placed. 

When  a  human  being  performs  the  act  of 
walking,  he  sustains  his  body  in  equilibrium 
almost  entirely  through  the  mobility  of  the 
ankle-joints.  It  is  true  that  walking  can  be 
accomplished  where  the  ankle-joints  are  anchy- 
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losed,  but  a  very  larae  and  ungraceful  gait  is  the 
consequence,  which  is  but  slightly  diminished  on 
mere  antero-posterior  motion  being  restored  to 
the  ankle.  It  may  thus  be  easily  proved  that 
upon  the  yielding  of  the  lateral  Ugaments  of  the 
ankle-joint  in  walking  almost  exclusively  depends 
the  rapidity  with  which  brisk  walkers  are  enabled 
to  perform  their  pedestrian  exercise.  But  so 
important  an  element  in  the  construction  of  an 
artificial  Umb  as  the  lateral  motion  of  the  ankle 
was  never  adopted  until  Dr.  Bly  so  successftdly 
demonstrated  its  necessity  in  the  invention  of 
his  American  leg. 

The  joints  in  this  leg  are  made  without  iron 
or  any  kind  of  metal,  therefore  the  leg  is  ex- 
tremely light,  much  lighter  than  any  other.  The 
liabihty  of  metallic  joints  to  rattle  and  make  a 
noise,  after  the  leg  has  been  worn  a  short  time, 
is  well  known,  and  the  annoyance  which  it  causes 
the  wearer  at  every  step  is  also  well  known. 
Now,  as  there  is  no  metal  about  the  joints  in 
this  leg,  there  is  no  noise.  The  ankle-joint  is 
formed  by  a  ball  of  polished  ivory,  plying  in  a 
socket  of  vulcanized  india  rubber. 

This  joint  accomplishes  the  great  object  which 
artificial  leg  makers   have  hitherto  sought  for 
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in  vain,  viz.,  it  admits  of  motion  in  all  directions 
like  the  natural  ankle-joint,  and  thereby  allows 
the  artificial  foot  to  accommodate  itself  to  the 
inequalities  of  the  surface,  the  same  as  the 
natural  foot.  This  enables  the  wearers  of  Dr. 
Bly^s  artificial  leg  to  walk  so  well  that  the 
want  of  a  limb  is  not  even  suspected,  much  less 
detected. 

Furthermore,  this  is  a  form  of  joint  that  re- 
quires no  oil ;  a  fact  of  no  little  importance, 
as  those  persons  will  testify  who  have  worn  legs 
with  metalUc  joints,  and  who  have  been  obUged 
to  carry  pocket  oil-cans. 

In  the  places  corresponding  to  those  occupied 
by  the  muscles  of  the  natural  leg  are  placed 
rubber  springs  with  catgut  cords  of  sufficient 
strength,  extending  downward  in  place  of  the 
natural  tendons ;  and  it  is  astonishing  how  well 
the  action  of  these  springs  imitate  the  natiu^l 
muscles. 

The  springs  are  made  of  railroad-car  spring 
rubber,  and  act  by  compression,  therefore  it  is 
not  possible  to  overtax  or  break  them.  This 
will  be  appreciated  by  those  who  have  Avorn  legs 
with  metallic  springs,  especially  by  those  who 
have  worn  the  Anglesea  leg. 
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The  power  and  action  of  all  the  springs  in 
this  leg  are  regulated  siraply  by  turning  a  nut; 
so  that  the  wearer  may  adjust  the  tension  to  suit 
his  own  gait  with  the  greatest  facility. 

Then,  instead  of  the  mechanical  motions  given 
to  a  limb  by  metallic  springs,  the  rubber  springs 
impart  easy  uniform  motions  to  the  limb, 
giving  it,  when  in  use,  a  remarkable  life-like  ap- 
pearance. 

In  walking,  when  the  weight  of  the  body  rests 
upon  the  ball  of  the  foot,  the  spring  representing 
the  gastrocnemius  and  soleus  muscles  is  firmly 
compressed,  and  when  the  weight  of  the  body  is 
thrown  forward  on  to  the  other  foot  the  spring 
rises  and  carries  the  foot  forward  to  its  place, 
with  very  little  effort  of  the  wearer. 

In  ordinary  walking,  with  the  toes  turned 
outward,  the  foot,  like  the  natural  one,  is  flexed 
diagonally,  or  in  the  line  of  motion,  which  makes 
a  step  graceful.  Artificial  legs  made  heretofore 
roll  the  foot  to  compensate  for  this  diagonal 
flexion,  hence  the  uneven  gait  so  often 
seen. 

If  the  foot  is  turned  out  sidewise  to  brace  the 
body  or  for  work  at  a  bench,  as  in  many  kinds  of 
mechanical  labour,  the  ankle-joint  flexes  laterally 
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and  the  foot  remains  flat  on  the  ground,  and 
gives  a  firm  base  of  support,  which  is  of  great 
importance  in  all  kinds  of  labour. 

Moreover,  when  walking,  if  one  side  of  the 
foot  happens  to  be  placed  on  a  stone  or  elevation, 
or  into  a  hole,  the  mobiUty  of  the  ankle-joint 
allows  the  foot  to  yield  just  enough  to  accom- 
modate itself  to  the  inequaUty,  and  thereby  pre- 
vent stumbling  or  falling,  which  necessarily  takes 
place  more  or  less  with  all  artificial  legs  which 
do  not  admit  of  lateral  and  diagonal  motion 
at  the  ankle-joint. 

The  knee-joint,  for  amputations  above  the  knee, 
has  no  side  or  lateral  motion,  because  there  is 
none  in  the  natural  knee.  The  joint  is  con- 
structed in  such  a  manner  that  no  bushing  is  ever 
required ;  consequently,  the  annoyance  and  ex- 
pense of  sending  the  legs  to  the  maker  to  have 
the  joints  bushed  every  now  and  then,  to  keep 
them  tight,  is  entirely  avoided.  The  joint  is  so 
arranged  that  the  wearer  may  tighten  it  in  a 
moment  whenever  he  chooses. 

The  knee-joint  is  operated  on  by  a  spring 
similar  to  those  already  described.  Its  motions 
are  limited  and  controlled  by  two  cords  which 
take  the  place  of  the  crucial  ligaments  of  the 
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natural  knee-joint ;  consequently,  there  is  no  un- 
pleasant jar  caused  by  any  solid  parts  coming  in 
contact. 

For  amputations  below  the  knee  no  artificial 
knee  is  required,  but  there  is  a  jointed  steel  strap 
on  each  side  of  the  knee,  which  supports  the 
leather  lacer.  In  the  construction  of  these  straps 
there  is  another  neat  little  invention,  which,  like 
the  rest,  takes  nature  for  its  guide. 

By  laying  a  femur  (thigh-bone)  on  paper,  and 
drawing  a  line  on  each  side,  the  exact  curve  of 
the  lower  end  of  the  bone  is  obtained.  To 
the  jointed  extremities  of  the  straps  the  same 
curve  is  given,  consequently  they  work  in  har- 
mony with  the  natural  joint,  and  conform  to 
the  contour  of  the  knee,  which  allows  the  dress 
to  remain  smooth  when  sitting  with  the  knee 
flexed. 

The  square  or  angular  straps,  used  by  all 
other  makers,  make  a  veiy  bad  appearance  when 
the  wearer  is  sitting,  and  are  ugly  uncouth 
things,  to  say  the  least.  They  show  the  neces- 
sity of  taking  nature  for  a  guide  in  all  things 
pertaining  to  artificial  legs. 

The  advantages  of  Dr.  Ely's  artificial  leg, 
generally  summed  up,  are  these : 
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1st.  Adaptation  to  all  amputations,  either  above 
or  below  the  knee. 

2nd.  Rotation  and  lateral  action  of  the  ankle- 
joint,  thus  affording  a  kind  of  ball-and-socket 
motion,  Avhereby  the  patient  can  rotate  his  Umb 
without  engendering  the  least  friction  against  the 
sides  of  the  stump. 

3rd.  Power  on  the  part  of  the  patient  to  walk 
Avith  ease  upon  any  surface,  however  irregular, 
as,  owing  to  the  motion  of  the  ankle-joint,  the 
sole  of  the  foot  readily  accommodates  itself  to 
the  unevenness  of  the  ground,  which  is  an  advan- 
tage never  before  possessed  by  any  artificial  limb. 

4th.  The  ankle-joint  is  rendered  perfectly  in- 
destructible by  ordinary  wear,  owing  to  its  centre 
being  composed  of  a  glass  ball  resting  in  a  cup 
of  vulcanite ;  thus  it  never  gets  out  of  repair,  as 
the  Anglesea  leg  but  too  frequently  does,  and  the 
original  cost  is  almost  the  only  one  the  patient 
incurs. 

5th.  The  action  of  the  ankle-joint  is  created 
by  five  tendons,  arranged  in  accordance  with  the 
position  assigned  to  them  in  a  natural  leg. 
These  tendons  are  capable  of  being  rendered 
tight  or  loo^  in  a  few  instants,  so  that  the  wearer 
of  the  leg  has  the  power  of  adjusting  with  pre- 
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cision  the  exact  degree  of  tension  from  which  he 
finds  the  greatest  comfort  in  walking,  and  also 
of  giving  the  foot  any  position  most  pleasing  to 
the  eye. 

6th.  There  is  a  self-acting  spring  in  the  knee- 
joint,  urging  the  leg  forward  in  walking  and 
imparting  automatic  motion,  thus  avoiding  the 
least  trouble  to  the  patient,  who  finds  the  leg 
literally, .  and '  not  metaphorically,  walk  by 
itself. 

7th.  The  whole  is  covered  with  a  beautiful 
flesh-coloured  enamel,  thus  avoiding  the  clumsy 
appearance  of  the  wood  as  is  always  found 
in  an  Anglesea  leg,  and  admitting  of  its  being 
washed  with  soap  and  water,  like  the  himian  skin. 

8th.  At  the  knee-joint  there  is  a  mechanical 
arrangement,  representing  the  crucial  ligaments, 
and  affording  natural  action  to  that  articidation 
by  which  all  shock  to  the  stump  in  walking  is 
avoided. 

The  following  drawings  (Figs.  249,250,  251), 
and  description,  extracted  from  the  patent  spe- 
cification, is  perhaps  the  readiest  method  of  ex- 
plaining the  construction  of  this  new  form  of 
artificial  leg,  and  its  advantages. 

Fig.  249,  1,  is  a  section  of  the  leg. 
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The  ankle-joint  is  formed  by  a  ball  (b)  of 
polished  ivory,  which  admits  of  every  motion  that 
the  natural  ankle  does,  without  an  exception. 

Fig.  249. 


The  cords  (c)  have  the  position  and  imitate  the 
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functions  of  the  natural  tendons.  Only  three  are 
shown  in  full,  but  the  ends  of  all  are  seen  in 
Fig.  250,  1. 

(s)  marks  three  of  the  five  rubber  springs  which 
take  the  place  of  the  muscles  of  the  natural  leg. 

(n)  shows  the  position  of  the  nuts,  by  which 
the  tension  of  the  cords  and  springs  are  jegulated 
to  suit  the  wearer. 

(b)  is  the  spring  which  acts  upon  the  knee-joint. 

Fig.  250,  2,  is  a  posterior  view  of  the  leg  and 
thigh ;  the  thigh  in  section — showing  the  knee- 
cords  (k)  which  take  the  place  of  the  crucial 
ligaments  of  the  natural  knee. 

Fig.  251,  1,  shows  the  curved  joints  (x)  on 
either  side  of  the  knee,  as  constructed  by  Dr.  Bly, 
for  amputations  below  the  knee.  The  curve  corre- 
sponds with  the  natural  knee,  and  allows  the 
dress  to  set  smoothly. 

And  fig.  251,  2,  shows  the  joints  (t)  for  the^ 
same  purpose,  as  constructed  by  other  makers. 

Fig.  250,  3.  The  right  leg  of  this  figure  shows 
one  of  Dr.  Ely's  artificial  legs,  worn  by  a  me- 
chanic, and  flexed  laterally  at  the  ankle-joint, 
the  same  as  a  natural  leg.  The  leg  assumes  every 
position  of  the  natural  leg  with  facility. 

Fig.  249,  2,  represents  the  ankle-joint  flexed 
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diagonally^  as  is  often  the  case  when  one  side  of  the 
foot  happens  to  be  placed  on  a  small  stone  or 
other  obstacle. 

Pig.  250. 
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Fig.  251,  8,  shows  the  action  of  the  ankle- 
joint  when  walking  on  the  side  of  a  hill  or  on  an 


Pig.  251. 


inclined  plane,  the  foot  accommodating  itself  to 
the  surface  Uke  the  natural  foot. 


With  these  observations  on  the  constraction 
of  artificial  legs  this  work  ends.  It  is  but  an 
outline  of  a  great  subject.  If  it  should  fail  in 
securing  for  mechanical  therapeutics  that  recog- 
nition  as  a  science  and  an  art  which  I  am  an^dous 
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to  bring  about ;  if,  indeed,  I  am  prematore  in 
seeking  for  Orthopraxy  a  recognised  place 
among  the  different  branches  of  Medicine,  I 
would  at  least  hope  that  these  pages  will  tend  to 
awaken  such  interest  in  the  subject  as  will 
promote  that  end  for  which  they  were  written 
and  which  I  so  ardently  desire. 


APPENDIX. 


I. 

The  following  paragraph  was  axjcidentally 
omitted  from  the  chapter  on  Deficiencies  of  the 
Head  and  Neck  (p.  116). 

Deficiency  of  Cheek, — The  cheek  is  sometimes 
seriously  injured  by  bullet  wounds,  the  destruction 
of  tissue  being  so  great  that  an  unsightly  and 
disagreeable  fissure  is  left,  interfering  both  with 
the  mastication  of  food  and  the  imbibition  of 
liquids.  A  case  of  this  kind,  which  occurred 
diuing  the  Crimean  War,  came  under  the  notice 
of  Her  Majesty  at  the  time  of  one  of  her  visits  to 
the  mihtary  hospitals.  I  had  the  honour  to 
receive  from  Her  Majesty  personally  a  command 
to  reUeve  mechanically,  if  it  were  practicable,  the 
evil  from  which  the  wounded  man  suffered.  I 
contrived  to  effect  this  object  by  forming  an 
artificial  cheek  of  silver,  which  was  carefully 
fitted  above  the  fissure.  This,  when  fixed 
in  position  and  painted  to  represent  the  natural 
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flesh,  largely  removed  the  extreme  disfigurement 
from  which  the  unfortunate  man  suflered,  and 
enabled  him  to  masticate  his  food  and  take  fluids 
with  much  greater  comfort. 

The  course  pursued  in  this  case  is  that  which 
would  meet  the  majority  of  cases  of  a  similar 
character. 


II. 

Case  of  EquinO'Valgus  of  twenty-six  years  standUng: 
— tenotomy : — mechanical  treatment : — cute. 

The  most  difficult,  but  at  the  same  time, 
perhaps,  the  most  interesting  cases  which  Ortho- 
praxy has  to  encounter,  are  those  where  the  age 
of  the  patient  or  the  long  duration  of  the  case 
seems  to  present  an  insurmountable  obstacle  to 
successful  treatment.  The  following  case  is  in- 
structive as  showing  what  good  may  sometimes 
be  efiected  in  the  least  promising  cases  by  persis- 
tent effort. 

A  young  lady  of  28  years  of  age  was  placed 
under  my  care  for  equino-valgus  of  the  right  foot, 
of  twenty -six  years'  standing.  When  the  patient 
stood  erect  there  was  at  least  five  inches*  difference 
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between  the  heel  and  the  ground.  The  arch  of 
the  foot  was  obliterated,  and  the  whole  leg  much 
wasted.  There  was  little  diflPerence  in  length 
between  the  two  limbs,  and  the  dimensions  of 
the  thighs  were  about  equal,  but  the  right  thigh 
was  more  flaccid  than  the  left.  Not  a  trace  of 
voluntary  action  remained  in  the  extensor  muscles 
of  the  right  leg ;  but  it  was  ascertained  that  each 
muscle  responded,  although  exceedingly  sUghtly, 
to  the  electric  current. 

The  history  of  the  varied  treatment  to  which 
this  case  had  been  subjected  for  many  years 
almost  deterred  me  from  undertaking  its  manage- 
ment. It  seemed  as  if  the  resources  of  mechani- 
cal therapeutics  had  been  exhausted  in  futile 
efforts  to  obtain  relief.  I  resolved,  however, 
to  make  another  attempt,  and  for  this  purpose 
the  patient  took  up  her  residence  in  my  house. 
In  the  first  place  I  consulted  my  friend  Mr. 
Nunn  upon  the  propriety  of  dividing  the  tendo 
Achillis.  He  agreed  with  me  on  the  necessity 
for  this  step,  and  performed  the  operation.  Five 
days  afterwards  the  heel  had  descended  two 
inches.  I  then  adopted  a  modification  of  Scarpa's 
shoe,  by  means  of  which  the  descent  of  the  heel 
could  be  augmented,  and  the  abduction  of  the 
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foot  rectified.  By  the  aid  of  this  apparatus  the 
foot  was  very  gradually  brought  into  its  normal 
position. 

On  this  being  eflPected  I  sought  to  develop 
the  action  of  the  wasted  extensor  muscles  by 
electricity.  For  this  purpose  I  secured  the  assist- 
ance of  my  friend  Mr.  RadclifPe.  He  applied  an 
interrupted  current  to  the  extensors  thrice  weekly 
over  two  months,  and  with  excellent  results.  The 
extensors  slowly  gained  power,  and  some  degree 
of  voluntary  control  was  obtained  over  them.  At 
the  same  time,  under  the  influence  of  electricity, 
daily  frictions  with  camphorated  oil,  and  spouting 
with  salt  and  water  every  other  day,  the  leg 
rapidly  increased  in  bulk. 

In  the  mean  time  the  patient  had  been  able  to 
move  about  on  crutches,  and  to  some  extent 
without  their  assistance,  but  on  standing  without 
support  considerable  pain  was  experienced  in  the 
fore  part  of  the  ankle.  This  pain  increased  and 
became  troublesome,  and  it  was  thought  best  to 
intermit  the  frictions  and  electricity,  and  fix  the 
ankle  firmly  in  gutta-percha  splints.  On  this 
being  done  the  pain  on  standing  gradually 
diminished. 

It  is  now  five  months    since  the  treatment 
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commenced,  and  the  present  condition  of  the 
patient,  she  having  returned  to  her  own  home,  is 
as  follows : — She  stands  without  perceptible  de-  • 
formity.  She  walks  without  aid,  and  with  but 
a  sUght  limp.  A  walk  of  three  miles  only  fa- 
tigues the  limb,  without  causing  pain.  The  nu- 
trition of  the  leg,  measured  by  bulk,  is  equal  to 
that  of  the  opposite  limb.  The  power  regained 
in  the  extensor  muscles  by  electricity  is  retained 
and  increasing.  The  arch  of  the  foot  is  gradually 
being  restored,  and,  with  the  exception  of  a  sUght 
distortion  of  the  great  toe,  the  foot  is  almost 
equal  in  comeliness  to  the  opposite  foot.  The 
ankle,  as  a  matter  of  precaution,  is  still  kept  in  the 
gutta-percha  splints,  but  these  will  be  cast  aside 
in  a  few  weeks ;  and  although  care  will  still  be 
required  to  foster  the  power  regained  in  the 
extensor  muscles,  the  cure  is  to  all  intents  and 
purposes  complete. 

III. 

Arrested  Development  in  the  Lower  Limb. — 
Occasionally  cases  are  found  where,  owing  to 
an  arrest  of  osseous  development,  the  lower 
extremities     are    much     reduced     in    propor- 
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tion;  thus  rendering  the  patient  dwarf-like  in 
stature. 

Fortunately  mechanical  agency  can  remedy 
this  defect,  and  place  the  patient  at  once  on  the 
ordinary  standard  of  height.  The  plan  for  effect- 
ing this  object  consists  of  two  artificial  feet 
placed  twelve  or  fourteen  inches  below  the 
natural  members.  These  are  attached  to  the 
legs  by  means  of  metallic  rods  jointed  at  the 
knee  and  ankle,  whilst  the  natural  feet  are  re- 
ceived in  boots  forming  part  of  the  apparatus. 

With  this  device  a  dwarf  may  be  made  to 
assume  the  proportions  of  an  ordinary  person, 
whilst  the  artificial  feet  are  so  perfectly  arranged 
as  to  admit  of  the  patient  walking  with  perfect 
ease. 

Few  know  the  sufferings  experienced  by 
sensitive  women  on  finding  themselves  the 
objects  for  ridicule  on  account  of  their  lessened 
stature,  or  how  much  that  feeling  is  diminished 
by  a  knowledge  of  the  mechanical  means  which 
exist  for  its  amelioration. 
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IV. 


Spinal  Pain. — In  a  recent  number  of  the 
*  Lancet/  my  friend  Dr.  Dick  has  drawn  atten- 
tion  to  the  prevalence  of  vertebral  pain  in  ca^s 
of  miscalled  lateral  curvature. 

The  explanation  is  that  the  vertebral  column 
never  yields  in  a  purely  lateral  direction  except 
in  cases  of  pleuritic  adhesion.  In  all  other  cir- 
cumstances the  spine  becomes  rotated  on  its  ver- 
tical axis,  and  pain  from  medullary  pressure  is 
the  attendant  evil.  Dr.  Dick  proposes  pressure 
against  the  prominent  portions  of  the  lumbar  and 
dorsal  vertebrae,  by  means  of  oblong  plates  so  ar- 
ranged as  to  act  with  mechanical  force  in  an  antero- 
superior  direction.  This  principle  was  expounded 
by  my  self  seven  years  ago,  after  reading  a  descrip- 
tion of  Dr.  Mantell's  case,  and  I  invented  a  ro- 
tative apparatus  for  the  piu'pose  of  rectifying 
the  pecuHar  conditions  there  set  forth.  Dr.  Dick 
has  displayed  considerable  ingenuity  in  working 
the  same  field,  and  the  results  obtained  appear 
very  satisfactory.  The  form  of  apparatus  he  adopts 
consists  of  a  pelvic  band  with  two  lateral  up- 
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rights,  at  the  inferior  extremity  of  which  a  clavi- 
cular band,  similar  to  that  shown  at  Fig,  125,  is 
adopted.  On  either  side  of  the  spine  there  are 
vertical  rods  connecting  the  clavicular  and  pelvic 
bands  posteriorly,  and  giving  attachment  to  two 
oblong  plates,  one  resting  on  the  lumbar,  the  other 
on  the  dorsal  arcs.  These  plates  are  acted  upon  by 
a  small  piece  of  mechanism  in  such  a  manner  as 
to  admit  of  their  being  tightened  at  will;  and 
there  is  also  a  webbing  band  passing  over  the 
lumbar  and  dorsal  costal  surfaces,  and  affording 
slight  lateral  support  to  those  regions.  The 
whole  plan  displays  great  ingenuity. 
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German  .     279 

Valerius's  .280 

Coles's     .  .283 

Lonsdale's  284 

Bigg's      .  .285 

to  facilitate  the  taxis  in  rupture  375 

Dr.  Heines',  for  contracted  hip  425 

modification  of  .     428 

Bigg's  for  contracted  hip    .  .419 

Cramp,  writers',  compositors',  sempstresses',  musicians'    142 

Crook-back,  Ambrose  Par6  on        .  .      ;39 

Crutches,  Ambrose  Pare  on  .  .45 

Curvature  op  spine  .193 

Hippocrates  on  .17 

the    treatment 

bjsuccuBsion      17 
posterior  18 
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CuRVATUBE  OF  SPIKE,  ancient  treatment  by  extenflion      22 

compres- 
sion   .      23 
Ambrose  Pajre  on      .  .33 

onextensionand 

compression  in    33 
on  crook-back  .      39 
on    mechanical 
support  in  tbe 
treatment  of .      40 
Scultetns    on    extension    and 

compression  for      .  .46 

the"Torquen"  .  46 

treatment  by  suspension,  Qlis- 

son  on     .  .  .47 

Glisson's    whalebone    breast- 
plate      .  .  .47 
Schmidt's  (of  Marburg),  spinal 

support   .  .  .60 

David  on  pathology  of  6(» 

Pott  on  pathology  of  60 

Dr.  Darwin's  chair  for  62 

Sheldrake's  inclined  plane  65 

Dr.  Harrison's  couch  66 

anterior  cervical  77 

angular  cervical  .    103 

results  of    .  .  .203 

causes  of     .  .  .    203 

mechanical  treatment  of  .    205 

lumbar        .  .  .216 

lateral  .    217 
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Author's  chair  for  treatment  of    235 

dorsal  .  .  240-257 

posterior  .    24<.» 
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lateral 
single  lateral 
double  lateral 
production  of 
principles    of 
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treatment  of 
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.  240 
.  244 
.  250 
.  253 
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.    259 
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.    263 
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by  recumbency 

276—287 
removing  weight 
from  the  spine 

287—293 
lateral  pressure 

293—325 

rotation  of  vertebra  in         303 — 306 

muscles  implicated  in  .    369 

Curves,  vertebral  or  spinal,  production  of  206 — 216 

Cyphosis  .240 

Hippocrates  on  .17 

Darwin,  Dr.,  his  chair  for  spinal  curvature  .  62 

showed  value  of  recumben  cy  in  .62 

David,  on  pathology  of  spinal  curvature       .  60 

Debilities. 

Of  the  Head  and  Neck.  ,  .  .99 

paralysis  of  posterior  cervical  muscles    .  101 

angular  cervical  curvature       .  103 

paralysis  of  lateral  cervical  muscles        .  104 
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Drop-wrist  ....    137 
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"Writers'  or  scrivenera',  compositors',  musicians', 
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Spinal  debility 

33^-338 

Buptare 

370-407 

FendnlouB  abdomen  . 

407-410 

Prolapse  of  womb 

410-413 

Prolapse  of  rectum 

413-4U 

Cf  Lower  Extremiiy 

Paralysis  of  legs 

57^-591 

Relaxation  and  displacement  of  hip-joint          591—596 

Knock-knees 

.    596 

Fracture  of  patella    . 

.    609 
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.    612 
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.    613 

Debility,  muscular,  a  common  cause  of  spinal  de- 

formity 

99,334 

Deficiencies. 

Cf  Head  and  Neck 

.    Ill 

of  nose 

.    112 

of  lips 

.  m 

of  ears 

.    114 

of  palate 

.    115 

'  of  eye 

.    116 

ofteeth       . 

.    117 

Of  Upper  Extremity 

15^192 

OfTrank 

ill    116 

Of  LcAJoer  ExtremUy 

626-680 

Deformed,  the  number  in  England  and  Wales                     9 

Deformities. 

Of  ike  Head  and  Neck^ 

.      75 

Anterior  cervical  curvature  (round  shoulders) 

77 

Wry  neck    . 

81 

from  bums 

91 

of  nose 

95 

of  mouth 

97 

of  eyes      . . 

.      98 
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Deformities. 

Of  the  Head  and  Neck. 

from  defective  teeth  . 

.      98 

Cf  Upper  Extremitiee    . 

.    118 

of  shoulder-joint 

.     118 

of  elbow 

.     119 

of  forearm  . 

.    123 

of  wrist  and  fingers  . 

.     125 

of  upper  extremity  from  bums 

.    133 

Cf  Trunk. 

The  production  of  vertebral  curves 

.    206 

Lumbar  curvature     . 

216—240 

Dorsal  curvature 

240—257 

Double  lateral  curvature 

257—276 

Recumbency  in  treatment  of   . 

276—287 

Spinal  supports 

287-293 

Deformities  of  pelvis . 

325-334 

Cf  Lower  Eaetremities, 

Contracted  hip 

417-4a3 

Contracted  knee 

433-462 

Bowed  legs 

462-470 

Club-foot    . 

470-565 

Deformities  of  toes    . 

565—576 

Deformities,  treatment  of,  not  passed 

into  general 

practice    . 

9 

Benjamin  Bell,  on  treatmei 

It  of,  1801      .      62 

Dr.  Little,  his  treatise  on 

67 

Deformity,  Byron  the  daring  of    . 

7 

Bacon  on  the  stimulus  of 

8 

Deltoid,  paralysis  of 

.    134 

Dorsal  curvature 

240-257 

posterior 

.    240 

anterior 

.    240 

angular 

.    2^14 

lateral  . 

.    250 

single  lateral 

.    253 
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257— 27« 

production  of         .  .    259 

principles  of  constmotioii  of 

apparatus  for      .  26^—276 

Drop-wrist         .....    137 

Duchenne  (de  Boulogne),  apparatus  for  contraction  of 

fingers  from  paralysis  of  common  extensor  .    140 

Ditto  for  paralysis  of  interossei  141 

Ear,  artificial,  Ambrose  Par^  on    .  .39 

Ears,  deficiency  of  .114 

artificial  .                               .  .114 

Eagland's  spinal  support  .    229 

Elbow-joint,  contraction  of             .               .  .    119 

action  of     .                               .  .    149 

Equilibrium,    spinal,    influence   of  muscular  action 

on   .  .  ...    201 

Equinus              ....  483-494 

Extension,  ancient  treatment  of  spinal  curvature  by  .      22 

Extensor,  common,  of  fingers,  paralysis  of    .  .    139 

Extremity,  upper,  deformities  of    .  .75 

debilities  of       .                .  .134 

gymnastics  of   .  147 

deficiencies  of    .                .  .    155 

Eye  deficiency  of                             .  .116 

Eyes,  artificial,  Ambrose  Pare  on   .  .35 

distortions  of          .               .                .  .98 

artificial  .                               .                .  .116 

Face,  defects  of,  Ambrose  Pare  on  their  mechanical 

treatment                       .                                .  .38 

Femur,  anterior  curvature  of         .                .  .    461 

Fingers,  deformed,  Ambrose  Pare's  suggestions  for 

mechanical  relief  of       .                .  .41 

contraction  of,  from  injury  130 

paralysis         .  139 

ai*tificial,  construction  of .               .  .    164 
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Forearm,  contraction  of  .  .  .    123 

paralysis  of       .  136 

French  spinal  couch        ....    277 

Garibaldi's  case  ....    555 

Grenu  Talgam    .....    595 

German  spinal  couch       ....    279 

(Gibbosity,  Hippocrates  on  .  .  .17 

Ghinshot-wound  deformity  of  lower  extremity  .    552 

Garibaldi's  case   .  .  .    555 

Gymnasium  for  the  neck  .  .  .     109 

Gymnastics,  utility  of  in  treatment  of  deformities  68 

the  prevention  of  deformities      69 

of  the  neck .  .  .  .108 

of  upper  extremity     .  .    147 

of  lower  extremities    .  .  .617 


Hammer-toe      .....    573 

Hand,  artificial,  Ambrose  Park's  .44 

deformities  of,  M.  Andry  on  .55 

artificial,  of  Gotz  von  Berlichingen  .    157 

construction  of      .  .     177, 181, 189 

Harrison's  Dr.,  Spinal  couch  .  .66 

Heister,  his  spinal  apparatus  .50 

Hebnia  .370 

necessity  of  mechanical  treatment  in  4 

Ambrose  Pare  on  .  .  .30 

emplastrum    ad    hemiam,    PharmacopcBia 

Lond.,  1650    .  .  .32 

inguinal  ....    373 

scrotal  .  .390 

congenital         ....    393 
femoral  ....    395 

(  umbilical  ....    399 

umbilical,  treatment  of,  in  infancy  .    403 

umbilical,  frequency  of    .  .    404 
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Hebnia,  ventral 

perineal 

rectal 

vaginal 

iflchiatic 

pudendal 
Hildanus,  Fabricius,  application  of  screw  to  contracted 

joints  .... 

Hip,  contracted 


mechanical  treatment  of  419 — 433 


Hip-joint,  relaxed 

luxation  of,  from  disease 

Bigg*s  couch  for  reducing  luxation  of  from 


Hippocrates  on  club-foot 

the  father  of  mechanical  therapeutics 

on  cyphosis  . 

on  lordosis    . 

on  scoliosis   . 

on  spinal  curvature    . 

on  the  importance  of  mechanism  in  the 
treatment  of  deformities 

on  the  structure  of  the  spine 

on  the  treatment  of  spinal  curvature  by 
extension  and  compression    . 

on  club-foot . 
Hosard  and  Tavemier's  spinal  belt  • 
Huguier  and  Gharriere's  artificial  arm 
Hydrorachitis    .... 

Interossei  (hand),  paralysis  of 
Irritation,  spinal,  apparatus  for 

Joints,  action  of,  shoulder 
elbow  . 
wrist 
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405 
405 
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594 
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26 

297 

181 

415 

139 
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Joints,  action  of,  carpus  . 

carpo-metacarpal 

meta-carpo-plialangeal 

phalangeal  (hand) 

hip-joint 

knee 

fibular  . 

ankle  and  tarsal 

tarso-metatarsal . 

metatarso-phalangeal 

phalangeal  (toes) 


PAax 
150 
151 
151 
151 
624 
624 
624 
625 
625 
625 


Knee,  contracted,  mechanical  treatment  of  .  434—460 

posterior  displacement  of  tibia  in     .    446 

restoration  of  mobility  of  .  455—459 

Bonnet^s  apparatus  for  flexion  and 

extension  of     .  459 

Knock-knees     .....    595 

Bigg's  theory  of  .598 

mechanical  treatment  of  .    600 

Hester's  instrument  for  604 


Langaard's,  Dr.,  apparatus  for  talipes  valgus              .    479 

varus 

.    505 

Le  Yacher,  his  spinal  support 

.      59 

Leg,  artificial,  Ambrose  Pard  on 

.      45 

Legs,  artificial  . 

626—680 

parts  of    . 

.    629 

common,  below  knee 

631-645 

above  knee 

.    633 

socket-leg 

.    646 

below  knee 

.    647 

"  stump  " 

.    653 

the'VAnglesea"      . 

.    660 

the"Pahner" 

.    664 

Dr.  Bly's  . 

.    665 
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mechanical  treatment  of   402—470 

paralysis,  of  .  .  .576 

Lever,  ancient  use  of,  in  treatment  of  spinal  cmratore      23 

introduction  into  practice  by  Sheldrake  61 

Lever's,  Dr.,  belt  for  obese  abdomen  .  .    409 

Limbs,  artificial,  Ambrose  Par^  on  .43 

Linea  alba,  weakness  of  .  .401 

rupture  along  •.  .  .    405 

Lips,  artificial  .....    114 

deficiency  of  .  .  .  .114 

Inston's  apparatus  for  talipes  equinus  .  .    485 

Bigg's  modification  of    .  .    489 

Little,  Dr.,  his  treatise  on  deformities  .  67 

Lonsdale's  spinal  couch  ....    281 

machine  .297 

Lordosis  .....    240 

Lumbar  curvature  ....    216 

lateral  .217 

anterior  .    222 

rotation  of  yertehrtB         .  .    229 
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Hippocrates  on  importance  of, 
in    the   treatment   of   de- 
formities .  .      17 
Metacarpo-phalangeal  joints,  action  of         .                .    151 
Mincius,  Isaac,  division  of  stemo-mastoid  muscle  49 
Mouth,  distortion  of        .               .                               .97 


INDEX. 


701 


PAOB 

Moyements,  passive         ....    153 

Muscles,  debility  of,  a  common  cause  of  deformity      .      99 

effect  of  maintaining  equilibrium  of  spine      .    200 

spinal,  action  of  .  .  354—369 

implicated  in  spinal  curvature  .    369 

Musicians'  cramp  ....    142 

Myotomy,  Isaac  Mincius  on  .  .49 


Neck,  anterior  curvature  of  (round  shoulder) 
deformities  of 
wry 

distortions  of 
debilities  of 
paralysis  of  posterior  muscles  of 

lateral  muscles  of 
gymnastics  of 
gymnasium  for 
Nose,  artificial,  Ambrose  Pare  on 
distortions  of 
deficiency  of 
artificial,  construction  of 

Oribasius,  illustration  of  ancient  treatment  of  spinal 
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OrtbopsBdic  charlatans 
Orthopede,  Bigg's 
Orthopaedy,  insufficiency  of  the  term 

M.  Andry's  work  on    . 
Orthopraxy,  derivation  and  signification  of  the  term 

history  of     . 

legitimate  culmination  of  mechanical  the 
rapeutics  * 

Palate,  artificial 

Ambrose  Pare  on . 
deficiency  of 
Patella,  fracture  of 
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of  extensors  of  hand  137 
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of  lower  extremities  .    576 
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his  mechanical  genius  29 
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therapeutics  .29 
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Pelvis,  deformities  of       . 
obliquity  of  . 

treatment  of         . 
Pessaries  .... 

Petersen,  Van,  his  artificial  arm    . 
Phalangeal  joints  (hand) 
Plane,  inclined,  Sheldrake's 
Pott  on  pathology  of  spinal  curvature 
Pott's  disease    ..... 
Pronation   and    supination,    Charri^re's    mechanism 
for  . 
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235--335 

.    327 

328-^331 

411—413 

.     175 


Rectum,  prolapse  of        . 

Boger,  M.,  celebrated  French  tenor,  ai*tificial 

constructed  for  . 

Bound  shoulders 
Rupture  .... 

necessity  of  mechanical  treatment  in 

Par^,  Ambrose,  on 

plaster  of  London  Phannacopa»ia,  16t' 

inguinal 
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femoral 
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Scultetos,  apparatoB  for  extending  and  compressing  by 

lever  a  distorted  spine  .  46 

on  splints  for  contracted  limbs  .      46 

Schmidt's  (of  Marburg)  spinal  support  .       60 

Scoliosis  .240 

Hippocrates  on  .  .  .17 

Screw,  application  of,  to  extension  of  contracted  joints 

bj  Fabricus  Hildanus  .  .  .  .45 

Scriveners'  cramp  ....    142 

Sheldrake,  his  apparatus  for  double  lateral  curvature .  809 
his  introduction  of  the  lever  into  practice  .  61 
his  inclined  plane  .  .  .65 

on  the  construction  of  instruments  for  dis- 
tortions .  .  .61 
his  truss          ....    377 
Shoemakers'  cramp          ....     142 
Shoes,  high-heeled,  M.  Andry  on    .                .  .54 
Shoulder,  contraction  of  .               .                                .118 
drop  .                .                .                                .134 
paralysis  of  muscles  of    .                .  134 
permanent  dislocation  of                 .  135 
joint,  action  of                 .                .                .    148 
round,  so-called                .                .                .77 
Spina  bifida        .....    415 
Spinal  column,  construction  of       .                                .    196 
influence  of  muscles  in  maintaining 

equilibrium  of     .  .  .    196 

relation  to  symmetry  of  body  195 

Spinal  cuevatubk       .  .  .  .193 

cannot  be  treated  without  me- 
chanical aid  .  3 
Hippocrates  on            .                .17 
posterior,  Hippocrates  on           .      18 
ancient  treatment  by  extension  22,  23 
Ambrose  Par^  on        .                .33 
on  extension  and 
compression  of      33 
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Spinal 

CURVATURE,  Ambrose  Pare  on  "  crook-back' 

on      mecbanica 
support  in  treat- 

'     39 

I 

ment  of 

40 

Scultetus  on  extension  and  com- 

pression for 

46 

the"Torqnen". 

46 

Glisson's  whalebone  breastplate 

J      47 

treatment  by  sii8pension,Glissoi] 

on  47 

Pott  on  pathology  of  . 

60 

David        ditto 

60 

Schmidt's  (of  Marburg)  spina] 

support 

60 

Dr.  Darwin's  chair  for 

62 

Dr.  Harrison's  couch  . 

67 

anterior  cervical 

77 

angular  cervical 

103 

results  of 

203 

causes  of 

203 

205 

lumbar 

216 

lateral 

217 

anterior 

.    222 

posterior 

231 

author's  chair  for  treatment  of 

235 

dorsal                          .          240-257 

posterior 

240 

anterior 

.    240 

angular 

.    244 

lateral 

.    250 

single  lateral 

.    258 

double  lateral  257—276 

production  of      .    259 
principles  of  con- 
struction for  263—276 

treatment  by  recumbency     276 — 287 

45 
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Heister's  T-shaped  splint  .  50 
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irritation,  apparatus  for      .                                   239 
Spine,  structure  of,  according  to  Hippocrates               .      22 
luxation  of,  Ambrose  Pare  on                             .33 
cleft         .                                                              .415 
Sprains              .....    612 
of  Gastrocnemius                .                              .    612 
of  ankle-joint        ....    612 
Stem-pessary     .....    412 
Sternum,  deficiency  of     .                               .                .416 
Stockings,  elastic              ....    613 
Stromeyer,  introduction  of  tenotomy  by       .                .67 
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Talipes,  Hippocrates  on               .              .  .26 
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valgus,  Ambrose  Par6  on  .42 

varus            ditto  42 

Sheldrake's  treatment  of  talipes  varus  .    449 

mechanical  treatment  of  471 — 565 
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Talipes  valgus  .  .  471 — 485 

Langaard's,  Dr.,  apparatus  for  valgus  .    479 

equinus  .  .  483—494 

Stromeyer's  foot-board  for  varus   .  .    484 

Liston*s  apparatus  for  talipes  equinus  .    485 

Bigg's  modification  of     .  .  .    489 
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tion .... 
treatment  by  movements 
from  gunshot  wound 

Garibaldi's  case 
calcaneus 

Bigg's  apparatus  for  talipes  calcaneus 
Talipede,  Avelrng's  .... 

TampLin's,  Mr.,  shoe        .... 
Tavemier  and  Hosard's  spinal  belt 
Taxis,  the,  couch  to  facilitate 
Teeth,  artificial,  Ambrose  Pare  on 

deformity  arising  from  defects  of 
Tenotomy,  influence  of  discovery  on  mechanical  the- 
rapeutics     .... 
introduction  of 
Therapeutics,  mechanical,  a  science 
Thigh,  Bonnet's  apparatus  to  produce  rotation  of 

anterior  curvature  of  . 

Tibia,  posterior  displacement  of,  in  contracted  knee    . 
without  contraction  of  knee 
vertical  rotation  of  .  .  . 

Tibialis  anticus,  paralysis  of  . 

and  peronei,  paralysis  of     . 
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.    573 

Tongae,  defective,  Ambrose  Par^  on  median 
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Trunk,  the,  deformities  of 
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.    196 

Truss,  Sheldrake's 

.    377 
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.    378 
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Tod's     .               .               .               , 

.    381 
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.    385 
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.    397 
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.    400 
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.    280 
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Valgus,  Ambrose  Pare  on 

.      42 
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.     176 
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.    613 

Varus 

494-559 
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Venel 
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Verrall's  couch .  .260 
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Yidos  Yidius,  illustration  of  ancient  treatment  of 

spinal  distortion  bj  succussion  .  .21 
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Womb,  prolapse  of 
Wrist,  contraction  of 

drop 

joint,  action  of 

artificial,  construction  of 
Writers'  or  scriveners'  cramp 
Wry-neck 
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